
Status / In Use

• For norm
al operation, use "ON

."
• If you experience false alarm

s, use "DELAY."
• Only use "OFF" for extended periods of inactivity.

To test the transm
itter, turn it "ON

" or use "DELAY," 
then apply pressure on the pad and release.
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• If the "Status / In U
se" RED light doesn't turn on, 

replace the batteries in this transm
itter.

• If you see the red light, clear the m
onitor's 

m
em

ory and pair it again.

If you have any questions, em
ail us at 

questions@
lunderg.com

U
nscrew

 to replace CR2477 3V
 lithium

 batteries
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