m Page 116 of 214

Report No.: NTEK-2016NT08198384HF

14. Appendix D. Calibration Certificate

Table of contents

E Field Probe - SN 14/16 EPGO306

E Field Probe - SN 27/15 EPGO262

750 MHz Dipole - SN 03/15 DIP 0G750-355

835 MHz Dipole - SN 03/15 DIP 0G835-347

1750 MHz Dipole - SN 03/15 DIP 1G750-357

1900 MHz Dipole - SN 03/15 DIP 1G900-350

2450 MHz Dipole - SN 03/15 DIP 2G450-352

2600 MHz Dipole - SN 03/15 DIP 2G600-356

Extended Calibration Certificate




Page 117 of 214 Report No.: NTEK-2016NT08198384HF

COMOSAR E-Field Probe Calibration Report

Ref: ACR.225.1.16.SATU.A

NTEK TESTING TECHNOLOGY CO., LTD.

BUILDING E, FENDA SCIENCE PARK, SANWEI
COMMUNITY, XIXTANG STREET,

BAO'AN DISTRICT, SHENZHEN GUANGDONG, CHINA
MVG COMOSAR DOSIMETRIC E-FIELD PROBE
SERIAL NO.: SN 14/16 EPGO306

Calibrated at MVG US
2105 Barrett Park Dr. - Kennesaw, GA 30144

s W

s ~ [ACCREDITED]
J"'u.f,,|‘.w\“ T R R

S,
- -

\S

|

/

Calibration Date: 08/08/2016

Summary:

This document presents the method and results from an accredited COMOSAR Dosimetric E-Field
Probe calibration performed in MVG USA using the CALISAR / CALIBAIR test bench. for use
with a COMOSAR system only.

All calibration results are traceable to national metrology
institutions.
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1 DEVICE UNDER TEST

Device Under Test

Device Type COMOSAR DOSIMETRIC E FIELD PROBE
Manufacturer MVG
Model SSE2
Serial Number SN 14/16 EPGO306
Product Condition (new / used) New
Frequency Range of Probe 0.7 GHz-6GHz
Resistance of Three Dipoles at Connector Dipole 1: R1=0.196 MQ
Dipole 2: R2=0.226 MQ
Dipole 3: R3=0.239 MQ

A yearly calibration interval is recommended.

2 PRODUCT DESCRIPTION

21 GENERAT INFORMATION

MVG’s COMOSAR E field Probes are built in accordance to the IEEE 1528, OET 65 Bulletin C and
CEVIEC 62209 standards.

Figure 1 — MVG COMOSAR Dosimetric E field Dipole

Probe Length 330 mm
Length of Individual Dipoles 2 mm
Maximum external diameter 8 mm
Probe Tip External Diameter 2.5mm
Distance between dipoles / probe extremity | 1 mm

3 MEASUREMENT METHOD

The IEEE 1528. OET 65 Bulletin C, CENELEC EN50361 and CEVIEC 62209 standards provide
recommended practices for the probe calibrations. including the performance characteristics of
interest and methods by which to assess their affect. All calibrations / measurements performed meet
the fore mentioned standards.

3.1 LINEARITY

The evaluation of the linearity was done in free space using the waveguide. performing a power
sweep to cover the SAR range 0.01W/kg to 100W/kg.
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3.2 SENSITIVITY

The sensitivity factors of the three dipoles were determined using a two step calibration method (air
and tissue simulating liquid) using waveguides as outlined in the standards.

3.3 LOWER DETECTION LIMIT

The lower detection limit was assessed using the same measurement set up as used for the linearity
measurement. The required lower detection limit is 10 mW/kg.

3.4 ISOTROPY

The axial isotropy was evaluated by exposing the probe to a reference wave from a standard dipole
with the dipole mounted under the flat phantom in the test configuration suggested for system
validations and checks. The probe was rotated along its main axis from O - 360 degrees in 15 degree
steps. The hemispherical isotropy is determined by inserting the probe in a thin plastic box filled
with tissue-equivalent liquid. with the plastic box illuminated with the fields from a half wave dipole.
The dipole is rotated about its axis (0°—180°) in 15° increments. At each step the probe is rotated
about its axis (0°—360°).

3.5 BOUNDARY EFFECT

The boundary effect is defined as the deviation between the SAR measured data and the expected
exponential decay in the liquid when the probe is oriented normal to the interface. To evaluate this
effect. the liquid filled flat phantom is exposed to fields from either a reference dipole or waveguide.
With the probe normal to the phantom surface. the peak spatial average SAR is measured and
compared to the analytical value at the surface.

4 MEASUREMENT UNCERTAINTY

The guidelines outlined in the IEEE 1528, OET 65 Bulletin C, CENELEC ENS50361 and CEVIEC
62209 standards were followed to generate the measurement uncertainty associated with an E-field
probe calibration using the waveguide technique. All uncertainties listed below represent an
expanded uncertainty expressed at approximately the 95% confidence level using a coverage factor
of k=2, traceable to the Internationally Accepted Guides to Measurement Uncertainty.

Uncertainty analysis of the probe calibration in waveguide
= Uncertainty Probability Standard
ERROR SOURCES = = Divisor i -
value (%0) Distribution s ) Uncertainty (%0)
Incident or forward power 3.00% Rectangular \E 1 1.732%
Reflected power 3.00% Rectangular — /33— 1 1.732%
Liquid conductivity 5.00% Rectangular — /3 — 1 2.887%
Liquid permittivity 4.00% Rectangular — /3 1 2.309%
Field homogeneity 3.00% Rectangular 27 1 1.732%
Field probe positioning 5.00% Rectangular \E 1 2.887%
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Field probe linearity 3.00% Rectangular \/5 | 1 1.732%

Combined standard uncertainty — 5.831%
Expanded uncertainty 12.0%

95 % confidence level k = 2 i

5 CALIBRATION MEASUREMENT RESULTS

Calibration Parameters
Liquid Temperature 21°C
Lab Temperature 2] °¢
Lab Humidity 45 %

5.1 SENSITIVITY IN AIR

Normx dipole | Normy dipole | Normz dipole
1 (WV/AV/m?) | 2 @v/(Vim)?) | 3 (uV/(V/m)?)
0.80 0.75 0.71

DCP dipole 1 | DCP dipole 2 | DCP dipole 3
(mV) (mV) (mV)
93 91 91

Calibration curves ei=f(V) (i=1,2.3) allow to obtain H-field value using the formula:

E=\E’+E’+E}

Calibration curves
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52 LINEARITY

Linearity
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5.3 SENSITIVITY IN LIQUID

Liquid Frequency Permittivity Epsilon (S/m) ConvF
(MHz +/-
100MHz)
HLA450 450 0.86 1.76
BLA450 450 0.95 1.81
HL750 750 0.93 1.53
BL750 750 1.00 1.59
HL350 835 0.90 1.75
BLE850 835 1.01 1.82
HLO00 900 1.01 1.65
BLO00O 900 1.08 1.70
HLI1800 1800 1.46 1.90
BL1800 1800 1.46 1.94
HL 1900 1900 1.45 2.13
BL1900 1900 1.56 2.19
HL2000 2000 1.38 2.14
BL2000D 2000 52.7 1.51 2.22
HL2450 2450 1.80 2.30
BL2450 2450 53.22 1.89 2.38
HL2600 2600 30.80 1.99 2.31
BL2600 2600 52.52 2.23 2.37
HL5200 5200 35.64 4.67 2.16
BL3200 5200 48.64 5.51 2.21
HL5400 5400 36.44 4.87 2.25
BL5400 5400 46.52 5.77 2.32
HL5600 5600 36.66 5.17 2.27
BL5600 5600 46.79 5.77 2.35
HL5800 5800 3531 5.31 2.20
BL5800D 5800 47.04 6.10 2.26
LOWER DETECTION LIMIT: 91]1\-kag
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5.4 ISOTROPY

HI1.900 MHz
- Axial isotropy: 0.04 dB
- Hemispherical isotropy: 0.05 dB

Isolropy curves
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HI.5600 MHz
- Axial isotropy: 0.05dB
- Hemispherical isotropy: 0.08 dB
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6

LIST OF EQUIPMENT

Equipment Summary Sheet

Directional Coupler

Equipment Manufacturer / Identification No Current Next Calibration
Description Model | Calibration Date Date
Flat Phantom MVG SNzomesANTy |(Liosed. Hocsl  Valdaleo., Ngi es)
required. required.
COMOSAR TestBench|  Version 3 NA e e |Fapael  REeliea
required. required.
Network Analyzer | Rhode & Schwarz SN100132 02/2016 02/2019
Reference Probe MVG EP 94 SN 37/08 10/2015 10/2016
Multimeter Keithley 2000 1188656 12/2013 12/2016
Signal Generator Agilent E4438C MY48070581 12/2013 12/2016
Amplifier P — SN 046 Characterized pri_or to |Characterized prifar to
test. No cal required. |test. No cal required.
Power Meter HP E4418A US38261498 12/2013 12/2016
Power Sensor HP ECP-E26A UsS37181460 12/2013 12/2016
Narda 4216-20 01386 Characterized prior to [Characterized prior to

test. No cal required.

test. No cal required.

Waveguide

Mega Industries

069Y7-158-13-712

Validated. No cal
required.

Validated. No cal
required.

Waveguide Transition

Mega Industries

069Y7-158-13-701

Validated. No cal
required.

Validated. No cal
required.

\Waveguide Termination

Mega Industries

069Y7-158-13-701

\Validated. No ca
required.

\Validated. No cal
required.

Temperature / Humidity
Sensor

Control Company

150798832

10/2015

10/2017
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|ACCREDITED|

Calibration Date: 042572016

Summmmary:

This dorument presents the method and results from an accredited COMOSAR Dosimermic E-Field
Probe calibraton performed in MWG USA wsmg the CALISAR / CALTRATR test bench, for use
with a COMOSAR system omby. All calibration results are traceable fo nadeomal memalozy
instifuions.
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COMOSAR FE-FIELD FROBE CALIERATION EFFOERET Rall ACR. 191 2.1&5ATUE
1 DEVICE UNDER TEST
Device Under Test

Device Type COMOSAR DOSIMETRIC E FIELD FROBE
Manufacturer MVG
Mlodal SSE2
Senial Number SH 2715 EPGO262
Product Condifion (mew | used) New
Frequency Fanze of Probe 0.7 GH=-6Hz
Eesistance of Three Thpoles at Comnector Dhipole 1: B1=0_222 RO

Dhpole 2: B2=0.200 ki)

Dhipole 3: B3=0.200 MO

A vearly calibration mterval 1s recormmended
. FRODUCT DESCRIPTION

21 GENERAT INFORMATION

MWVG's COMOSAR. E field Probes are bult in accordance to the IEEE 1528, OET 65 Bulletin C and
CELIEC 62209 standards.

Figure 1 - MI'G COMOSAR Docimerric E field Dipols

Probe Langth 330 mm
Lengih of Individual Dipoles 2 mm
Maromuwm external diameter 8 mm
Probe Tip External Thameter 2.5 mm
Dhstance between dipoles / probe extrenmty | 1 mm

3 AMEASTUEEMENT METHOD
The IEEE 152%, OET 65 Bulletn C. CENELEC EM30361 and CEITEC 62209 standards provide
recommended practices for the probe calibrations, meluding the performance charactenstics of
inferest and methods by which to assess thew affect. All calibrations / measwrements performed mest
the fore mentioned standards.

3.1 LINEARITY
The evalusfion of the hineanty was done m free space using the wavegmde, parforming a power
sweep to cover the SAR range 0.01Wikg to 100W kg,
Page: 410
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32 SENSITIVITY
The sensitivity factors of the three dipoles were determined wsing a two step cabbration method (air
and fissue simmlating hqwd) using wavegmdes as cuthned in the standards.

33 LOWER DETECTION LINMIT

The lower detechon hmit was assessed using the same measurement set up as used for the hnearity
measurement. The required lower detechon it 15 10 mWkz.

34 ISOTEOFY

The a:ual 1sotropy was evaluated by exposing the probe to 2 reference wave from a standard dipole
with the dipole mounted under the flat phantom m the test configwation suggested for system
vahidations and checks. The probe was rotated along 1= main axis from () - 360 degrees in 15 degree
steps. The hemisphenical 1sotropy 15 determuned by mserfing the probe n a thin plastic box filled
with tissue-equivalent hqued, with the plastic box honinated with the fields from a half wave dipole.
The dipole 15 rotated about s axs (0°-180%) mm 15° increments. At each step the probe 15 rotated
about its axs (P-3607).

35 BOUMDARY EFFECT

The boundary effect 15 defined as the deviation between the SAR measured datz and the expected
exponeniial decay m the hqmd when the probe 15 onented nommal to the interface. To evaluate ths
effect, the hqud filled flat phantom 15 exposed to fields from either a reference dipole or waveznde.
With the probe normal to the phantom swisce, the peak spatial averzge 5AR 15 measured and
compared to the analytical value at the smifzce.

4 MEASUREMENT UTNCERTAINTY

The mundalines cuthned i the IEEE 1528, OET &5 Bullein C, CENELEC EN30361 and CELTEC
62209 standards were followed to generate the measurermnent uncertamty asseciated with an E-field
probe calbraton using the wavepmde techmque. All uncertainhes histed below represent an
expanded incertaimnty expressed at approcamately the 93% confidence level using a coverage factor
of k=2, traceable to the Intermationally Accepted Gmdes to Measurement Uncertamty.

Uncertainty amalysis of the probe calibration in wavegmide
Uncertainty Praobability = = Standard
e value (%) | Distribution | Dot | Uncertainty (45)

Incident ar forward power 3.00% Bectanmalar 53 1 1.732%
Feflected power 3.00% Bectanmalar —-.E— 1 1.732%
Limaid comductiviry 5.00% Bectanmalar — 5 1 1887
Limaid permuirteay 4007 Bectanmalar —-.,,E— 1 2130085,
Field homogeneity 3.00% Rectangular “E_ 1 1.732%
Field probe positioning 5.00% Bectanmalar ﬁ 1 1887
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Field probs lmearity 3 .00% Bectangular ﬁ | 1 1.732%
Combimed standard nncertainty R 5831%
Expanded uncertainty 17.0%

05 % confidence level k=2 g

§ CALIBRATION MEASUREAMENT RESULTS

Calibration Parameters
Ligmd Temperature 210
Lab Temperaiure 21°C
Lab Humudity 43 %

5.1 SENSITIVITY I ATR

HNeormee dipole | Moy dipole | Mommz dipole
1 (aVIV/am)?) |2 (uVI(V/m)?) | 3 (uV/Vim)?)
0.78 0.7 072

DCP dipole 1 | DCP dipole 2 | DCP dipels 3
(mV) (=) (mV)
52 50 50

Calibration curves er=f{V) (1=1.2.3} allowr to obtain H-field value usng the forrmila:

£=1IIE"'—£_'+E;'

Cabbration curves
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b 50 AN 1M AN B0 A0 0 a0 i 88
E-Febd ]

Liresariby D1 785 +- 0 0B E)

53 SENSITIVITY IN LIQUID

AbHz +
100%{Hz)

HIL 4350 230 4368 037 1.92
BLASO 450 58.34 (g0 1.08
HIL.750 150 4]1.82 ] 1.68
BL750 130 56,28 R 1.74
HIZ50 B35 415 e 1.04)
BLE50 B35 53.19 0e7 107
HI Q{0 ELC] 2105 [ 175
BL&0O Qa0 564 1.08 21
HIL1750 1750 2182 1.38 101
BL1750 1750 53.040 1.5 105
HIL 190 1000 &0.38 14 2245
BL19{x] 1800 53.03 1.55 132
HI 200 2000 20.12 1.43 214
BL00 2000 53.65 154 135
HI 1 5(s] REN]Y ELED] L.a7f 240
BL2300 2300 5170 1.80 11
HI 25 2600 3816 183 128
BL 250 2600 51.55 221 134
HIL3200 5200 3644 4.0 1.04
BL 520K F200 50.70 5.11 104

3400 3400 3580 481 111
BL540 3400 50.01 ) 122
HIL a0 000 ] 318 115
BL560) 5600 034 585 131
HIL58 3800 3485 342 113
BL5S80] 3800 2354 622 118

LOWER DETECTION LIMIT: BmWiks
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54 ISOTROPY
HL200 MH:=
- Aozl 1sotropy: 004 48
- Hezmspherical 1sotropy: 0.05 dB
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1] g . e
5 3 M~
a4 'r "'
] |
|Il I
a5 x\\-
7% | 1
HIL1750 AMHz
- Amaal 1sotropy: 004 dB
- Hemmispherical 1sotropy: 0.07 dB
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ai 'll 1
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HI s600 MHz
- Asgal 1sotropy: 0.06 dB
- Hemmspherical 1sotropy: 0.10dB
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6 LIST OF EQUIFMENT

T N
Flat Phantom MVG SN-20/09-SAMT1 E:ﬂﬁeﬁd N F";ﬂﬁd oo
COMOSAR Test Bench|  Version 2 NA E:ﬂﬁeﬁd Naes ti:lm“‘:d T
bk R | ;‘Ui‘i"‘“ SN100132 0212016 022018
Reference Probe MVG EP 04 SN 3708 10/2015 10/2018
Mutimater Keithizy 2000 1183858 1202013 1212016
Signal Generstor | Agilent E4433C MY4007 D551 1212013 1212016
el BT o i
Fower Meter HP E4418A US35261408 1202013 1212016
Fower Sensor HP ECP-E26A US37131480 1202013 1212016
Directional Coupler |  Marda 4216-20 01338 imﬁffegzﬁ @f“ﬁ;ﬁmmgzm
Waveguide Mega Industries | DBOYT-158-13-712 E:ﬂfgg“ Mo cal F‘;:l"’“’!id No cal
Waveguide Transition | Mega Industries | DBEY7-158-13-701 E:ﬂféﬁ“ Noed “‘i‘if’“t:'_i ey
Waveguide Termination| Mega Industries | DEOYT-153-13-701 E:ﬂﬂf NeS | MR B
Temperature | Fumidt| Control Company 11-661-0 2015 B2018
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BAO'AN DISTRICT, SHENZHEN GUANGDONG, CHINA
MVG COMOSAR REFERENCE DIPOLE
FREQUENCY: 750 MHZ
SERIAL NO.: SN 03/15 DIP 0G750-355

Calibrated at MVG US
2105 Barrett Park Dr. - Kennesaw, GA 30144

/7~y [ACCREDITED)
il Calibration CERT $ZZA50Z

04/06/2015

SH?N?T?LU:’I'.'

This document presents the method and results from an accredited SAR reference dipole calibration
performed in MVG USA using the COMOSAR test bench. All calibration results are traceable to
national metrology institutions.
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1 INTRODUCTION

This document contains a summary of the requirements set forth by the IEEE 1528 FCC KDBs and
CEVIEC 62209 standards for reference dipoles used for SAR measurement system validations and

the measurements that were performed to verify that the product complies with the fore mentioned

standards.
2 DEVICE UNDER TEST
Device Under Test
Device Type COMOSAR 750 MHz REFERENCE DIPOLE
Manufacturer MVG
Model SID750
Serial Number SN 03/15 DIP 0G750-355
Product Condition (new / used) New

A vyearly calibration interval is recommended.

3 PRODUCT DESCRIPTION

3.1 GENERAL INFORMATION

MVG's COMOSAR Validation Dipoles are built in accordance to the IEEE 1528, FCC KDBs and
CEUIEC 62209 standards. The product i1s designed for use with the COMOSAR test bench only.

Figure 1 — MVG COMOSAR Validation Dipole
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4 MEASUREMENT METHOD

The TEEE 1528. FCC KDBs and CEIIEC 62209 standards provide requirements for reference
dipoles used for system validation measurements. The following measurements were performed to
verify that the product complies with the fore mentioned standards.

4.1 RETURN LOSS REQUIREMENTS

The dipole used for SAR system validation measurements and checks must have a return loss of -20
dB or better. The return loss measurement shall be performed against a liquid filled flat phantom,
with the phantom constucted as outlined in the fore mentioned standards.

42 MECHANICAL REQUIREMENTS

The TEEE Std. 1528 and CEUIEC 62209 standards specify the mechanical components and
dimensions of the validation dipoles. with the dimensions frequency and phantom shell thickness
dependent. The COMOSAR test bench employs a 2 mm phantom shell thickness therefore the
dipoles sold for use with the COMOSAR test bench comply with the requirements set forth for a 2
mm phantom shell thickness.

5 MEASUREMENT UNCERTAINTY

All uncertamties listed below represent an expanded uncertainty expressed at approximately the 95%
confidence level using a coverage factor of k=2. traceable to the Internationally Accepted Guides to
Measurement Uncertainty.

5.1 RETURN LOSS

The following uncertainties apply to the return loss measurement:

Frequency band Expanded Uncertainty on Return Loss

400-6000MHz 0.1dB

5.2 DIMENSION MEASUREMENT

The following uncertainties apply to the dimension measurements:

Length (mm) Expanded Uncertainty on Length

3-300 0.05 mm

53 VALIDATION MEASUREMENT

The guidelines outlined in the IEEE 1528, FCC KDBs, CENELEC EN50361 and CEI/IEC 62209
standards were followed to generate the measurement uncertainty for validation measurements.
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Scan Volume Expanded Uncertainty

lg 20.3 %

10¢ 20.1%

6 CALIBRATION MEASUREMENT RESULTS

6.1 RETURN LOSS AND IMPEDANCE IN HEAD LIQUID

Frequency, MHz
740 760 8 820 B840 850

511.dB

Frequency (MHz) Return Loss (dB) Requirement (dB) Impedance
750 -23.94 -20 5630-09;0Q

6.2 RETURN LOSS AND IMPEDANCE IN BODY LIQUID

Frequency, MHz
650 BEO 5a0 ] 740 760 820 840 850

511, dB

Frequency (MHz) Return Loss (dB) Requirement (dB) Impedance
750 -24.05 -20 51.80+6.0j02

6.3 MECHANICAL DIMENSIONS

Frequency MHz ‘ L mm ‘ h mm d mm
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required measured required measured required measured
300 420.0 +1 %. 250.0 +1 %. 6.35 +1 %.
450 290.0 +1 %. 166.7 +1 %. 6.35 +1 %.
750 176.0 +1 %. PASS 100.0 +1 %. PASS 6.35+1%. PASS
835 161.0+1 %. 89.8 +1 %. 3.6+1%.
900 149.0 +1 %. 83.3 +1 %. 3.6 +1 %.
1450 89.1 +1 %. 51.7 +1%. 3.6+1 %.
1500 80.5 +1 %. 50.0 +1 %. 3.6 41 %.
1640 79.0 +1 %. 45.7 +1 %. 3.6 41 %.
1750 75.2 +1 %. 42.9+1 %. 3.6 +1%.
1800 72.0 +1 %. 41.7 +1 %. 3.6 +1 %.
1900 68.0 +1 %. 39.5 +1 %. 3.6 +1 %.
1950 66.3 +1 %. 38.5 +1 %. 3.6 +1 %.
2000 64.5 +1 %. 37.5+1%. 3.6+1 %.
2100 61.0 +1 %. 35.7 +1 %. 3.6 41 %.
2300 55.5 +1 %. 32.6 +1 %. 3.6 1 %.
2450 51.5 +1 %. 30.4 +1 %. 3.6+1 %.
2600 48.5 +1 %. 28.8 +1 %. 3.6 +1 %.
3000 41.5 +1 %. 25.0 +1 %. 3.6 +1 %.
3500 37.0+1 %. 26.4 +1 %. 3.6+1%.
3700 34.7+1 %. 26.4 +1 %. 3.6 +1 %.

7 VALIDATION MEASUREMENT

The IEEE Std. 1528, FCC KDBs and CEIVIEC 62209 standards state that the system validation
measurements must be performed using a reference dipole meeting the fore mentioned return loss
and mechanical dimension requirements. The validation measurement must be performed against a
liquid filled flat phantom, with the phantom constructed as outlined in the fore mentioned standards.
Per the standards. the dipole shall be positioned below the bottom of the phantom. with the dipole
length centered and parallel to the longest dimension of the flat phantom. with the top surface of the
dipole at the described distance from the bottom surface of the phantom.

7.1 HEAD LIQUID MEASUREMENT

F
re&fzncy Relative permittivity (&) Conductivity (o) S/m
required measured required measured
300 453 45% 0.87 £5%
450 43545% 0.87+5%
750 41945% PASS 0.89+5% PASS
835 41.545% 0.90+5%
900 41545 % 0.97 +5%
1450 40.5 45 % 1.20+5%
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1500 40415 % 1.2345%
1640 40.2 45 % 1.3145%
1750 40145 % 13745%
1800 40.0+5% 1.40 5%
1900 40045 % 1.40 45 %
1950 40.045% 14045 %
2000 40.0 +5 % 1.40 5%
2100 398+5% 1.49+5%
2300 39.545% 167 45%
2450 39.245% 1.8045%
2600 39.0+5% 1.96 5%
3000 38545% 24045 %
3500 37.945% 29145%

7.2  SAR MEASUREMENT RESULT WITH HEAD LIQUID

The IEEE Std. 1528 and CEVIEC 62209 standards state that the system validation measurements
should produce the SAR wvalues shown below (for phantom thickness of 2 mm), within the
uncertainty for the system validation. All SAR values are normalized to 1 W forward power. In
bracket. the measured SAR is given with the used input power.

Software OPENSAR V4
Phantom SN 20/09 SAM71
Probe SN 18/11 EPG122
Liquid Head Liquid Values: eps” : 41.8 sigma : 0.90
Distance between dipole center and liquid 15.0 mm
Area scan resolution dx=8mm/dy=8num
Zoon Scan Resolution dx=8mm/dy=8mm/dz=5mm
Frequency 750 MHz
Input power 20 dBm
Liquid Temperature 21 °C
Lab Temperature 21 °C
Lab Humidity 45 %
Fre&ﬁncv 1 g SAR (W/kg/W) 10 g SAR (W/kg/W)
required measured required measured
300 2.85 1.94
450 4.58 3.06
750 8.49 8.53 (0.85) 5.55 5.68 (0.57)
835 9.56 6.22
900 10.9 6.99
1450 29 16
1500 30.5 16.8
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1640 34.2 18.4
1750 36.4 19.3
1800 38.4 20.1
1900 39.7 20.5
1950 405 20.9
2000 411 211
2100 436 21.9
2300 487 233
2450 524 24
2600 55.3 246
3000 63.8 25.7
3500 67.1 25
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7.3 BODY LIQUID MEASUREMEN
Fre:ﬂu;iezncy Relative permittivity (g,") Conductivity (o) S/m
required measured required measured
150 61.945% 0.80 5%
300 58.245% 0.92 +5%
450 56.7 5 % 0.94 +5%
750 55.545% PASS 0.96 15 % PASS
835 55.2.45 % 0.97 5%
900 55.045% 1.0515%
913 55.045% 1.06 5%
1450 54.0 45 % 13045 %
1610 53.845% 1.40 45 %
1800 53.345% 152 45%
1900 53.345% 1.52 #5%
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2000 53.345% 15245%
2100 53.245% 1.6245%
2450 527+5% 195+5%
2600 52545% 21645%
3000 52.045% 27315%
3500 51.345% 33145%
5200 49.0 +10 % 530+10%
5300 48.9 +10% 5.42 10 %
5400 48.7 410 % 5.53+10 %
5500 48.6 +10 % 5.65+10%
5600 485 +10 % 577 +10 %
5800 482 +10% 6.00 +10 %

7.4 SAR MEASUREMENT RESULT WITH BODY LIQUID

Software OPENSAR V4

Phantom SN 20/09 SAMT71

Probe SN 18/11 EPG122

Liquid Body Liquid Values: eps” : 56.3 sigma : 0.98

Distance between dipole center and liquid

15.0 mm

Area scan resolution

dx=8mm/dy=8mm

Zoon Scan Resolution

dx=8mm/dy=8mum/dz=5mm

Frequency 750 MHz
Input power 20 dBm
Liquid Temperature 21 °C
Lab Temperature 21°C
Lab Humidity 45 %
Fre&fzmy 1 g SAR (W/kg/W) 10 g SAR (W/kg/W)
measured measured
750 8.55 (0.85) 5.75 (0.58)
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8 LIST OF EQUIPMENT

Equipment Summary Sheet
Equipment Manufacturer / S Current Next Calibration
Description Model [aentitieadon Ho. Calibration Date | Date ‘
\Validated. No cal \Validated. No cal|
SAM Phantom MVG SN-20/09-SAMT71 required. required.
COMOSAR TestBench|  Version 3 NA Volicelonk: Noical  Valkdaled.  Not cal
required. required.
Network Analyzer | Rhode & Schwarz SN100132 0212013 02/2016
Calipers Carrera CALIPER-01 12/2013 12/2016
Reference Probe MVG EPG122 SN 18/11 10/2014 10/2015
Multimeter Keithley 2000 1188656 12/2013 12/2016
Signal Generator Agilent E4438C MY49070581 12/2013 12/2016
Amplifier e SN 046 Characterized prigf to|Characterized pripr to
test. No cal required. |test. No cal required.
Power Meter HP E4418A US38261498 12/2013 12/2016
Power Sensor HP ECP-E26A US37181460 12/2013 12/2016
5 Characterized prior to|Characterized prior to
ozeallhe i e Lkl test. No cal required. [test. No cal required.
Temperature and | o0 Company 11-661-9 8/2012 /2015
Humidity Sensor
Page: 12/12

This dacument shall not be reproduced, except in full or in part, withouf the written approval of MVG.
The informarion contaimed herein is to be used only for ihe puipose for which it is submirted and is not ro
be released in whole or part without written approval of MVG.




Page 149 of 214 Report No.: NTEK-2016NT08198384HF

SAR Reference Dipole Calibration Report

Ref: ACR.139.4.15.SATU.A

NTEK TESTING TECHNOLOGY CO., LTD.
BUILDING E, FENDA SCIENCE PARK, SANWEI
COMMUNITY, XIXIANG STREET,

BAO'AN DISTRICT, SHENZHEN GUANGDONG, CHINA
MVG COMOSAR REFERENCE DIPOLE

FREQUENCY: 835 MHZ
SERIAL NO.: SN 03/15 DIP 0G835-347

Calibrated at MVG US
2105 Barrett Park Dr. - Kennesaw, GA 30144

.\T_.‘IIIIIIIIIHJ’,I'
T NP P L7
SN,

) J,/’F{‘\\ ¥ |ACCREDITED)
oty Cafibration CERT SZ2852

04/06/2015

Summary:

Thiz decument presents the method and results from an accredited SAR reference dipole calibration
performed in MVG USA using the COMOSAR test bench. All calibration results are traceable to
national metrology institutions.
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1 INTRODUCTION

This document contains a summary of the requirements set forth by the IEEE 1528, FCC KDBs and
CEI'TIEC 62209 standards for reference dipoles used for SAR measurement system validations and

the measurements that were performed to verify that the product complies with the fore mentioned

standards.
2 DEVICE UNDER TEST
Device Under Test
Device Type COMOSAR 835 MHz REFERENCE DIPOLE
Manufacturer MVG
Model SIDE33
Serial Number SN 03/15 DIP 0G835-347
Product Condition (new /used) New

A yearly calibration interval 1s recommended.

3 PRODUCT DESCRIPTION

il GENERAL INFORMATION

MVG's COMOSAR Validation Dipoles are built in accordance to the IEEE 1528, FCC KDBs and
CELIEC 62209 standards. The product 1s designed for use with the COMOSAR test bench only.

Figure 1 — MVG COMOSAR Validation Dipale
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4 MEASUREMENT METHOD
The IEEE 1528, FCC KDBs and CELIEC 62209 standards provide requirements for reference

dipoles used for system validation measurements. The following measurements were performed to
verify that the product complies with the fore mentioned standards.

4.1 RETURN LOSS REQUIREMENTS

The dipole used for SAR system validation measurements and checks must have a return loss of -20
dB or better. The return loss measurement shall be performed against a liquad filled flat phantom,
with the phantom constucted as outlined in the fore mentioned standards.

42 MECHANICAT REQUIREMENTS

The IEEE 5td. 1528 and CELITEC 62209 standards specify the mechanical components and
dimensions of the validation dipoles, with the dimensions frequency and phantom shell thickness
dependent. The COMOSAR. test bench employs a 2 mm phantom shell thickness therefore the
dipoles sold for use with the COMOSAR test bench comply with the requirements set forth fora 2
mm phantom shell thickness.

5 MEASUREMENT UNCERTAINTY

All uncertainties listed below represent an expanded uncertainty expressed at approximately the 95%
confidence level using a coverage factor of k=2, traceable to the Intemationally Accepted Guides to
Measurement Uncertainty.

5.1 RETUENLOSS

The following uncertainties apply to the return loss measurement:

Freguency band Expanded Uncertainty on Return Loss

400-6000MHz 0.1dB

52 DIMENSION MEASUREMENT

The following uncertainties apply to the dimension measurements:

Length (mm) Expanded Uncertainty on Length
3-300 0.03 mm

53 VAIIDATION MEASUREMENT

The guidelines outlined in the IEEE 1528, FCC KDBs, CENELEC EN30361 and CELIEC 62209
standards were followed to generate the measurement uncertainty for validation measurements.
Scan Volume Expanded Uncertainty
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lg 203 %
10g 201 %

6 CALIBRATION MEASUREMENT RESULTS

6.1

RETUEN LOsSs AND IMPEDANCE IN HEAD LIQUID

Frequancp, MHz

0 540 BN

BaN

an

i ]

St

Freguency (MHz) Return Loss (dB) Requirement (dB) Impedance
835 -30.94 =20 5260 +11;0
6.2 RETURNLOSS AND IMPEDANCE IN BODY LIQUID
Freguency, MHz
[ =} FEO Fan =11} 20 B4l B60 =0 an b | B G ]
A N o N [ |
I O O N
G
Freguency (MHz) Return Loss (dB) Requirement (dB) Impedance
835 -25.76 -20 4770+ 46102
63 MECHANICATL DIMENSIONS
Frequency MHz Lmm h mm d mm
required measured required measured required mieasured
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SAR REFERENCE DIPOLE CALIERATION REPORT Ref: ACR.135.4.15.5ATUA
300 4200 +1 %2 250.0 #1 % 5.35+1 %
450 290.0 £1 %%, 166.7 £1 %. 5351 %,
750 176.0 1 %, 100.0 #1 %. 5.35 1%,
835 161.0 1 %. PASS B9.8+1%. PASS 36+ % PASS
00 149.0 £1 %% 83.3 1 %. 3.6+l %
1450 891 +1 % 517 #1 %, 36+]1 %
1500 305 £1 3. S50.0£1 %. 3.6+l %
1640 TO.0+] %% 457 1 % 36+]1 %
1750 75.2 21 % 4291 %, 3.6+l %
1200 T2.0£1 % 41.7 £1%. 3.6+l %
1900 638.0 £1 3. 3951 %, 3.6+l %
1950 66.3 £1 3% 385+1%. 3.6+l %
2000 64.5 +1 3% 375+1%. 36+l %
2100 6L.0x1 3. 35.7 1 %. 3.6+l %
2300 55541 % 326+1%. 36+l %
2450 515 +] % 304 +1 % 36+]1 %
2600 435 1 3% 288 1%, 3.6+l %
3000 415 #1 % 2501 % 36+ %
3500 37.0&1 % 264 £1 %, EX-Fa8 Y
3700 34.7=1 % 264 +1%. 36+l %

7  VALIDATION MEASUREMENT

The IEEE Std. 1528, FCC KDBs and CEIIEC 62209 standards state that the system validation
measurements must be performed using a reference dipole meeting the fore mentioned return loss
and mechanical dimension requirements. The validation measurement must be performed against a
liquid filled flat phantom, with the phantom constructed as outlined i the fore mentioned standards.
Per the standards, the dipole shall be positioned below the bottom of the phantom, with the dipole
length centered and parallel to the longest dimension of the flat phantom. with the top surface of the
dipole at the described distance from the bottom surface of the phantom.

7.1 HEADIIQUID MEASUREMENT

Fre:-u_iezncy Relative permittivity (&) Conductivity (o) §/m
required measured required measured
300 453 +5% 0.87 25 %
450 4355 % 0.87 5%
750 419+5% 0.85 25 %
835 415+5% PASS 0.90 25 % PASS
Q00 4155 % 0.97 25 %
1450 40.5+5% 1.2025%
1500 404 5% 123£5%
1640 40.2+5% 1.31:25%
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SAR REFERENCE DIPOLE CALIBRATION REPORT Ref: ACR.1IFA15.5ATU.A
1750 4015% 13725%
1800 400 +5 % 1.40 £5 %
1900 400+5% 140:5%
1950 400+5% 140:5%
2000 4005 % 140£5%
2100 3985 % 149:25%
2300 395+5% 16725%
2450 39.2:5% 18025%
2600 3905 % 1586:5%
3000 3855 % 24025 %
3500 37.095% 2.91:5%

72 SARMEASUREMENT RESULT WITH HEAD LIQUID

The IEEE Std. 1528 and CELVIEC 62209 standards state that the system validation measurements
should produce the SAR values shown below (for phantom thickness of 2 mm), within the
uncertamty for the system validation. All SAR wvalues are normalized to 1 W forward power. In
bracket, the measured SAR 1s given with the used input power.

Software OPENSAR V4
Phantom SN 20/09 SAMT1
Probe SN 18/11 EPG122
Liguid Head Ligquid Values: eps” : 42.3 sigma : 0.92
Distance between dipole center and liguid 15.0 mm
Area scan resclution dx=8mm/'dy=8mm
Zoon Scan Fesclution dx=8mm/dy=8mm/dz=3mm
Frequency 835 MHz
Input power 20 dBm
Liguid Temperature 21°C
Lab Temperature 21°C
Lab Humidity 45 %
F'Erg,”f,”“' 12 SAR (W/kg/W) 10 g SAR [W/kg/ W)
reguired measured required measured
300 2.BS 154
450 458 3.08
730 B.43 5.55
835 9.56 9.60 {0.96) 6.22 6.24 [0.62)
900 109 6.599
1450 29 16
1500 30.5 16.8
1640 342 184
1750 36.4 15.3
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1800 384 20.1
1900 39.7 205
1950 405 209
2000 411 211
2100 436 2159
2300 487 233
2450 524 24

2600 55.3 24.6
3000 3.8 257
3500 67.1 25
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73 BODY LIQUID MEASUREMENT

Fre;:e:ncv Relative permittivity (&) Conductivity {a) S/m
required measured required measured
150 619:5% 0.80£5%
300 58.215% 0.92 25 %
450 56.7 +5 % 0.94 +5 %
750 55.5:5% 0.96 5 %
835 55215% PASS 057 £5% PASS
900 55.0 +5 % 1.05 5 %
913 5505 % 1.06 5 %
1450 540 +5% 13045 %
1610 53.8:5% 140+5%
1800 533:5% 1525%
1900 53.3+5% 15245%
2000 53.3:5% 152:5%
2100 53.25% 16245%
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SAR REFERENCE DIPOLE CALIBRATION REPORT Ref ACR.139.4.15.54TUA
2450 527 +5% 1.95+5 %
2600 52.5%5% 2.16£5%
3000 52.05% 2735%
3500 51.3+5% 3.3145%
3200 49.0210% 5.30210%
5300 48.9 10 % 5.42£10 %
5400 48.7 £10% 5.53210%
3500 486210% 5.65 210 %
3600 485210% 5.77210%
5800 482 £10% 6.00£10 %

74 SARMEASUREMENT RESULT WITH BODY LIQUID

Software OPENSAR V4
Phantom SN 20/09 SAMT1
Probe SN 18/11 EPG122
Liguid Body Liguid Values: eps” : 53.3 sigma : 0.97
Distance between dipole center and liguid 15.0 mm
Area scan resolution dx=Bmm/dv=8mm
Zoon Scan Resclution de=Emnm/dyv=8mm/dz=53mm
Frequency 835 MHz
Input power 20 dBm
Liquid Temperature 21 °C
Lab Temperature 21°C
Lab Humidity 45 %
F'E:,”f,"w 1 g SAR [W/kg/W) 10 g SAR [W/ke/W)
measured measured
835 948 (0.95) 6.29 (0.63)
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SAR REFERENCE DIPOLE CALIBRATION REPORT Ref: ACR.139.415.54TUA
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SAR REFERENCE DIPOLE CALIBRATION REFORT

Faf: ACK.1394 15 5ATUA

8 LIST OF EQUIPMENT

Equipment Summary Sheet
Equipment Manufacturer / . . Current Next Calibration
Do atine Model Idcaificatian No. e o Dabe Date
SAM Phantom MVGE SN-20/09-SAM71 [/3lidated. No cal \alidated. Mo cal
required. required.
COMOSAR TestBench|  Version 3 NA oo Mt haidamd:  Hos o)
required. requirad.
Network Analyzer R“"dez&vi[:hwarz SN100132 02/2013 02/2016
Calipers Carrera CALIPER-01 1212013 12/2016
Referenca Probe MVG EPG122 SN 18/11 10/2014 10/2015
Multimeter Keithley 2000 1188656 1212013 12/2018
Signal Generator Agilent E4438C MY49070581 1212013 12/2018
Amplifier e SN 046 Charactenized prior ta Characterized prior to
test. No cal required. |test. No cal required.
Power Meter HP E4418A US38261498 1212013 12/2016
Power Sensor HP ECP-E26A US37181460 1212013 12/2016
Directional Coupler Narda 4216-20 01386 Charactenized prior ta Characterized prior to
test. No cal required. |test. No cal required.
Temperature and ; , .
Humidity Sensor Control Company 11-661-9 82012 82015
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