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D3500V2, Serial No. 1037 Extended Dipole Calibrations 

If dipoles are verified in return loss (<-20dB, within 20% of prior calibration), and in impedance (within 5 ohm 

of prior calibration), the annual calibration is not necessary and the calibration interval can be extended. 

3500V2 – serial no. 1037 

  3500 Head 

Date of 

Measurement 

Return-Loss 

(dB) 
Delta (%) 

Real 

Impedance 

(ohm) 

Delta 

(ohm) 

Imaginary 

Impedance 

(ohm) 

Delta 

(ohm) 

2023.11.20 -32.908   52.012   -1.1304   

2024.11.19 -30.638 6.90 53.567 -1.555 1.3957 -0.2653 

2025.11.18 -31.317 4.83 48.705 3.307 -2.2134 1.083 

 

<Justification of the extended calibration> 

 

The return loss is < -20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior calibration. 

Therefore the verification result should support extended calibration.  

 

Dipole Verification Data> D3500V2, serial no. 1037 

3500MHz – Head-2024.11.19 
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3500MHz – Head-2025.11.18 

 

 

Dipole Verification Data> D3500V2, serial no. 1037 
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D3700V2, Serial No. 1008 Extended Dipole Calibrations 

If dipoles are verified in return loss (<-20dB, within 20% of prior calibration), and in impedance (within 5 ohm 

of prior calibration), the annual calibration is not necessary and the calibration interval can be extended. 

D3700V2 – serial no. 1008 

  3700 Head 

Date of 

Measurement 

Return-Loss 

(dB) 
Delta (%) 

Real 

Impedance 

(ohm) 

Delta 

(ohm) 

Imaginary 

Impedance 

(ohm) 

Delta 

(ohm) 

2023.11.20 -24.684   49.488   -5.7889   

2024.11.19 -25.379 -2.82 49.447 0.041 -5.3673 -0.4216 

2025.11.18 -23.430 5.08 46.746 2.742 -5.4705 -0.3184 

 

<Justification of the extended calibration> 

 

The return loss is < -20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior calibration. 

Therefore the verification result should support extended calibration.  

 

Dipole Verification Data> D3700V2, serial no. 1008 

3700MHz – Head – 2024.11.19 

 

 

 

 

 

 

 

Dipole Verification Data> D3700V2, serial no. 1008 
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3700MHz – Head – 2025.11.18 
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D3900V2, Serial No. 1048 Extended Dipole Calibrations

If dipoles are verified in return loss (<-20dB, within 20% of prior calibration), and in impedance (within 5 ohm 

of prior calibration), the annual calibration is not necessary and the calibration interval can be extended.

 

D3900V2 – serial no. 1048 

3900 Head 

Date of 

Measurement 

Return-Loss 

(dB) 

Delta 

(%) 

Real 

Impedance 

(ohm) 

Delta 

(ohm) 

Imaginary 

Impedance 

(ohm) 

Delta 

(ohm) 

2023.3.9 -27.281  47.345  -3.2717  

2024.3.8 -24.492 -10.22 47.733 -0.388 -5.7212 2.4495 

2025.3.7 -27.83 -2.01 47.416 -0.071 -3.574 0.3023 

 

D3900V2 – serial no. 1048 

4100 Head 

Date of 

Measurement 

Return-Loss 

(dB) 

Delta 

(%) 

Real 

Impedance 

(ohm) 

Delta 

(ohm) 

Imaginary 

Impedance 

(ohm) 

Delta 

(ohm) 

2023.3.9 -21.099  59.664  0.078695  

2024.3.8 -21.721 2.95 58.764 0.9 0.18556 -0.106865 

2025.3.7 -21.312 -1.01 59.346 0.318 -1.0959 1．174595 

 

<Justification of the extended calibration> 

 

The return loss is < -20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior calibration. 

Therefore the verification result should support extended calibration.  

 

Dipole Verification Data> D3900V2, serial no. 1048 

3900MHz – Head----2025.3.7 
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Dipole Verification Data> D3900V2, serial no. 1048 

4100MHz – Head----2025.3.7 

 

Appendix C Report No. : FA5N1302

Page:61/98



Appendix C Report No. : FA5N1302

Page:62/98



Appendix C Report No. : FA5N1302

Page:63/98



Appendix C Report No. : FA5N1302

Page:64/98



Appendix C Report No. : FA5N1302

Page:65/98



Appendix C Report No. : FA5N1302

Page:66/98



Appendix C Report No. : FA5N1302

Page:67/98



Appendix C Report No. : FA5N1302

Page:68/98



Appendix C Report No. : FA5N1302

Page:69/98



Appendix C Report No. : FA5N1302

Page:70/98



Appendix C Report No. : FA5N1302

Page:71/98



Appendix C Report No. : FA5N1302

Page:72/98



Appendix C Report No. : FA5N1302

Page:73/98



Appendix C Report No. : FA5N1302

Page:74/98



Appendix C Report No. : FA5N1302

Page:75/98



Appendix C Report No. : FA5N1302

Page:76/98



Appendix C Report No. : FA5N1302

Page:77/98



Appendix C Report No. : FA5N1302

Page:78/98



Appendix C Report No. : FA5N1302

Page:79/98



Appendix C Report No. : FA5N1302

Page:80/98


