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Laboratory Introduction

SIEMIC, headquartered in the heart of Silicon Valley, with superior facilities in US and Asia, is one of
the leading independent testing and certification facilities providing customers with one-stop shop
services for Compliance Testing and Global Certifications.

In addition to testing and certification, SIEMIC provides initial design reviews and compliance
management through out a project. Our extensive experience with China, Asia Pacific, North America,
European, and international compliance requirements, assures the fastest, most cost effective way to

attain regulatory compliance for the global markets.

Accreditations for Conformity Assessment

Country/Region Scope
USA EMC, RF/Wireless, SAR, Telecom
Canada EMC, RF/Wireless, SAR, Telecom
Taiwan EMC, RF, Telecom, SAR, Safety
Hong Kong RF/Wireless, SAR, Telecom
Australia EMC, RF, Telecom, SAR, Safety
Korea EMI, EMS, RF, SAR, Telecom, Safety
Japan EMI, RF/Wireless, SAR, Telecom
Singapore EMC, RF, SAR, Telecom
Europe EMC, RF, SAR, Telecom, Safety
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TECHNICAL DETAILS
Purpose Compliance testing of 3G Mobile Phone model Z219

with stipulated standard

Applicant / Client

Quality One Wireless LLC
1500 Tradeport Drive Orlando, FL 32824

Manufacturer

Shenzhen Haierhea Telecom Co.,Ltd.
Room 418,Block M-3,Middle of Hi-Tech Park,Nanshan,Shenzhen,China
518057

Laboratory performing the tests

SIEMIC(Shenzhen-China) Laboratories

Zone A, Floor 1, Building 2, Wan Ye Long Technology Park, South Side of
Zhoushi Road, Bao'an District, Shenzhen 518108, Guangdong, P.R.C.
Tel: +(86) 0755-26014629

VIP Line: 950-4038-0435

Test report reference number

15071187-HAC- T-Coil

Date EUT received

December -2-2015

Standard applied

CFR 20.19, ANSI C63.19:2011

Dates of test (from - to)

December 21th, 2015

No of Units:

1

Equipment Category:

PCE

Model Name:

2219

RF Operating Frequency (ies)

GSM850 TX : 824.2 ~ 848.8 MHz; RX : 869.2 ~ 893.8 MHz

PCS1900 TX : 1850.2 ~ 1909.8 MHz; RX : 1930.2 ~ 1989.8 MHz
UMTS-FDD Band V TX : 826.4 ~ 846.6 MHz; RX : 871.4 ~ 891.6 MHz
UMTS-FDD Band Il TX :1852.4 ~ 1907.6 MHz; RX : 1932.4 ~ 1987.6 MHz
UMTS-FDD Band IV TX :1712.4 ~ 1752.6 MHz; RX : 2112.4 ~ 2152.6 MHz
BT:2402~ 2480MHz(TX/RX)

GSM/ GPRS : GMSK

Antenna Type: WCDMA:QPSK

Bluetooth: GFSK, = /4-DQPSK, 8DPSK
Modulation: 8/10/12
FCC ID: 2AGP4Z219
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2 Test Condition

Ambient Condition
Temperature: 20 ~24C

Humidity : <60%

Testing Configuration

The device was controlled by using a base station emulator R&S CMU200. Communication between the device and the
emulator was established by air link. The power control bits was set to “Always Up” from the emulator to radiate

maximum output power during all testing

Measurements were performed on the low, middle and high channels of all bands

List of Air Interfaces/Bands & Operating Modes

Air- Band Type C63.19/ Simultaneous Concurred Reduced | Voice Over
Interface (MHz) Tested Transmissions single power Digital
Note: Not to be transmission | 20.19(c)(1) | Transport
test (Data)
850 Vo YES Yes, with NA NA NA
GSM 1900 Bluetooth/wifi NA NA
GPRS/EDGE | DT No NA NA NA NA
Band v ith
weoaua | JBedlV: | vo Yes Blusteothivit NA NA NA
Band VR99
HSDPA DT NO NA NA NA NA
BT 2.4G DT NO Yes, with WWAN NA NA NA
VO Voice CMRS/PTSN Service Only
V/D Voice CMRS/PSTN and Data Service
DT Digital Transport
Note: * HAC Rating was not base on concurrent voice and
data modes, Noncurrent mode was found to represent worst
Case rating.
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3 HAC Test System
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These measurements were performed with the automated near-field scanning system OPENHAC from
SATIMO. The system is based on a high precision robot (working range: 850 mm), which positions the
probes with a positional repeatability of better than + 0.02 mm.  Special E- and H-field probes have been
developed for measurements close to material discontinuity, the sensors of which are directly loaded with
a Schottky diode and connected via highly resistive lines to the data acquisition unit.

The OPENSAR system for performing compliance tests consist of the following
items:

1. A standard high precision 6-axis robot (KUKA) with controller and software.

2. KUKA Control Panel (KCP).

3. A dosimetric probe, i.e., an isotropic E-field probe optimized and calibrated for usage in tissue simulating

liquid. The probe is equipped with an optical surface detector system.

4. The functions of the PC plug-in card are to perform the time critical task such as signal filtering,
surveillance of the robot operation fast movement interrupts.

. A computer operating Windows XP.

. OPENSAR software.

. Remote control with teaches pendant and additional circuitry for robot safety such as warning lamps, etc.

. The SAM phantom enabling testing left-hand right-hand and body usage.

. The Position device for handheld EUT.
0.System validation dipoles to validate the proper functioning of the system.

© 00 ~N O O

—_
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COMOHAC T-Coil Probe

This probe is designed to fulfill ANSI recommendations for the measurement of audio frequency magnetic fields radiated by
mobile phones.

Frequency range 0.1-20 Hz
Length 350 mm
o , 6.55 mm x 2.29
Coil dimension
mim

Maximum external diameter 10 mm
Distance between the center of the coil

4 mm

and the probe tip

-60.5 dB (V/A/m)
Sensitivity + 0.5 dB on the
whaole band
Both axial and
radial

6 male wires
Connectars (Hirose SR30)
and BNC

Measurements

This probe is designed to fulfill ANSI recommendations for the measurement of audio frequency magnetic fields radiated by mobile
phones. The T-Coil probe has two connectors:

- the 6 male wires connector enables to fix the probe on the robot
- the BNC connector enables to link the probe to the audio DAQ

This probe was designed for a 6-axis robot. The coil is oriented with a 45 degree angle so that used with a 6-axis robot, both radial
and axial measurements can be performed with one probe.

The following points are important for a long probe life:

Handle the probes carefully. Store them in their box, when they are not in use.

Use the dummy probe for training purposes and for experimenting with new setups.

Never try to open the probes. The calibration (of the probe) would be damaged.

Always use the positioning system specially designed for the probe, never try to use another system without the
agreement of SATIMO.
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4 HAC Test Procedure

The following are step-by-step test procedures.

Confirm proper operation of the field probe, probe measurement system and other instrumentation and
the positioning system.

Position the WD in its intended test position.

Set the WD to transmit a fixed and repeatable combination of signal power and modulation characteristic
that is representative of the worst case (highest interference potential) encountered in normal use.
Transiently occurring start-up, changeover, or termination conditions, or other operations likely to occur
less than 1% of the time during normal operation, may be excluded from consideration.

The center sub-grid shall be centered on the T-Coil mode perpendicular measurement point or the
acoustic output, as appropriate. Locate the field probe at the initial test position in the 50 mm by 50 mm
grid, which is contained in the measurement plane, refer to illustrated in Figure 1. If the field alignment
method is used, align the probe for maximum field reception.

Record the reading at the output of the measurement system

Scan the entire 50 mm by 50 mm region in equally spaced increments and record the reading at each
measurement point. The distance between measurement points shall be sufficient to assure the
identification of the maximum reading.

Identify the five contiguous sub-grids around the center sub-grid whose maximum reading is the lowest of
all available choices. This eliminates the three sub-grids with the maximum readings. Thus, the six areas
to be used to determine the WD’s highest emissions are identified.

|dentify the maximum reading within the non-excluded sub-grids identified in step g).

Convert the highest field reading within identified in step h) to RF audio interference level, in V/m, by
taking the square root of the reading and then dividing it by the measurement system transfer function,
established in 5.5.1.1 Convert this result to dB(V/m) by taking the base-10 logarithm and multiplying by
20. Indirect measurement method Replacing step i), the RF audio interference level in dB (V/m) is
obtained by adding the MIF (in dB) to the maximum steady-state rms field-strength reading, in dB(V/m),
from step h). Use this result to determine the category rating

Compare this RF audio interference level with the categories in Clause 8 (ANSI C63.19-2011) and record
the resulting WD category rating

For the T-Coil mode M-rating assessment, determine whether the chosen perpendicular measurement
point is contained in an included sub-grid of the first scan. If so, then a second scan is not necessary.
The first scan and resultant category rating may be used for the T-Coil mode M rating. Otherwise, repeat
step a) through step i), with the grid shifted so that it is centered on the perpendicular measurement point.
Record the WD category rating.
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Test flowchart Per ANSI-PC63.19 2011

+ Confirm calibration of test
equipment

+ Configure and validate test
setup

+ Establish WD reference level

+ Scan for measurement locations

A

+ Position and orient probe

+ Measure desired audio band

Signal strength

+ Measure undesired audio
Band signal strength

¥

+ Calculate signal strength
+ Calculate signal quality

+ Measure frequency response

Both locations
measured?

Intensity and
Frequency response
compliant?

Determine and record signal
Quality category

o Done
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5 Signal Verification
Generating Audio Signal
Audio
Analyzer CMU EUT

Establish call with CMU.

1. Set voice coder to “Decode Cal”.
2. Use CMU’s internal audio analyzer to measure RMS value. This value represents 3.14 dBm0.
3. Calculate RMS value for -18 dBm0.
4. Change voice coder to “Encoder Cal”.
5. Generate P.50 artificial voice signal on audio analyzer.
6. Adjust voltage on Audio Analyzer until you reach desired RMS value on CMU’s internal audio analyzer.
7. Change voice coder to 8k (EVRC) Low.
C63.19 Table 7-1 states audio reference input levels for various technologies:
Standard Technology Input Level (dBm0)
TIAEIAIS-2000 CDMA -18
J-STD-007 GSM (217) -16
TUTIP13GPP UMTS (WCDMA) -16
iDEN"™ TOMA (22 and 11 Hz) -18

The CMU200 audio levels were determined using base station simulator manufacturer calibration procedures
resulting in the below corresponding voltages relative to handset test point level (in dBm0):

dBm0 Ref. Input Voltage Notes
3.14 dBm0 1052.0 mV NA
-16 dBm0 115 mV NA
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6 _Performance Cateqories

Axial and Radial Field Intensity
All orientations of the magnetic field, in the axial and radial position along the measurement plane
shall be = -18 dB(A/m) at 1 kHz in a 1/3 octave band filter per § 8.3.1.

Frequency Response
The frequency response of the axial component of the magnetic field shall follow the response curve
specified in EIA RS-504-1983, over the frequency range 300 Hz - 3000 Hz per § 8.3.2.

MAGNETIC FIELD STRENGTH RELATIVE TO 1000 Hz

20

-4 dB/Oek

+2 dB

\C -8 d8/0ct.

dB Relative to Value at 1 kHz

-10
\_ G dBiOct.
20 - -
300 500 1000 2000 3000
FREQUENCY (Hz)
Figure 4-1

Magnetic field frequency response for Wireless Devices with an axial field
215 dB (A/m) at 1 kHz

MAGMETIC FIELD STREMGTH RELATIVE TO 1000 Hz
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300 EDIZ.: 1 :IIZ:EI 2 EIIZ:H: 3000
FREGUENCY (Hz)
Figure 4-2
Magnetic Field frequency response for wireless devices with an axial field that exce
-15 dB(A/m) at 1 kHz

dB Relative to Value at 1 kHz
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Signal Quality

The table below provides the signal quality requirement for the intended audio magnetic signal from a
wireless device. Only the RF immunity of the hearing aid is measured in T-coil mode. It is assumed
that a hearing aid can have no immunity to an interference signal in the audio band, which is the
intended reception band for this mode. The only criterion that can be measured is the RF immunity in
T-coil mode. This is measured using the same procedure as the audio coupling mode at the same

levels.

The signal quality of the axial and radial components of the magnetic field was used to determine the

T-coil mode category.

Telephone parameters WD signal quality ((signal + noise) to noise ratio in

Category dB)
Category T1 0to10dB
Category T2 10to 20 dB
Category T3 20to 30dB
Category T4 >30dB
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7 List of Equipments

Name of Equipment Manufacturer Type/Model | Serial Number | Calibration Due
PC Compagq PV 3.06GHz 375052-AA1 N/A
Signal Generator Agilent 8665B-008 3744A10293 05/15/2016
MultiMeter Keithley MiltiMeter 2000 1259033 06/21/2016
S-Parameter Network Analyzer Agilent 8753ES US39173518 08/04/2016
Wideband Radio Communication Tester R&S CMWS500 120906 07/22/2016
Power Meter HP 437B 3038A03648 05/17/2016
COMOHAC T-COIL PROBE MVG STCOIL SN24/11 TCP21 10/21/2016
Mobile Phone POSITIONING DEVICE SATIMO MSH63 SN 31/10 MSH63 N/A
TMFS SATIMO STMFS SN24/11 TMFS12 10/28/2016
PHANTOM TABLE SATIMO N/A N/A N/A
6 AXIS ROBOT KUKA KR5 949319 N/A
High Power Solid State Amplifier Instruments for .
(80MHz~1000MH2) Industry CMC150 Me31-0408 NA
Medium Power Solid State Amplifier Instruments for
(0.8-4.2GH?) Industry S41-25 M629-0408 N/A
Wave Tube Amplifier 4-8 GHz at 20Watt H“%hes Alrcraft 1277H02F000 81 N/A
ompany
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8 HAC Measurement Uncertainty

Uncertainty Tolerances Probability | Divisor Ci Uncertainty Uncertainty
Component (dB) / % Distribution (dB) (%)
Measurement System Related
RF Reflections 0.1dB R \3 1 0.06 N/A
Field Probe Conv. Factor 0.2dB R \3 1 0.12 N/A
Field Probe Anisotropy 0.25dB R \3 1 0.14 N/A
Positioning Accuracy 0.1dB R \3 1 0.06 N/A
Probe Cable Placement 0.1dB R \3 1 0.06 N/A
System Repeatability 0.2dB R \3 1 0.12 N/A
EUT Repeatability 0.1dB N 1 1 0.10 N/A
Combined Standard Uncertainty : 0.26 6.36 %
Test Sample Related
Device Positioning Vertical 4.7 % R \3 0.67 N/A 1.8 %
Device Positioning Lateral 1.0 % R \3 1 N/A 0.6 %
Device Holder 2.4 % R \3 1 N/A 1.4 %
Test Sample 0.3% N 1 1 N/A 0.3%
Power drift 5% R \3 1 N/A 1.7 %
PMF Calculation
Power Sensor 1.0 % R \3 1 N/A 0.6 %
Dual Directional Coupler 1.0 % R \3 1 N/A 0.6 %
Phantom and setup Related
Phantom Thickness 2.4 % R V3 0.67 N/A 0.9%
Combined Standard Uncertainty 71%
Expanded Standard Uncertainty (K=2, confidence 95%) 14.2 %
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9 System Check

TMFS Test Summary
C63.19 Mode Band Test Description Minimum Location Measured | Category | Verdict
Limit
dBA/m - dBA/m Pass/Fail
8.3.1.1 Intensity, Axial - Max -14.5 Pass
8.3.1.2 Intensity, RadialH Right side -21.04 Pass
Validation Left side -20.55 Pass
8.3.1.2 Intensity, RadialV Upper side -20.77 Pass
Lower side -20.88 Pass
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10 T-Coil Test Results

Test Summary

B! Category
GSMS850 T3
PCS1900 T3

WCDMA Band V T4
WCDMA Band IV T4
WCDMA Band Il T4
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Test Results:
Frequency (MHz): GSM 850
AXIAL ABM1 RADIAL H ABM1
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Raw Data Results
Axial Radial H Radial V
128 [ 189 [ 250 128 189 250 128 189 250
Max Max Max Left Righ Left Righ Left Righ Up Dow Up Dow Up Dow
t t n n n
ABMI, dBA/m NUL | 896 | NUL [ NUL | NUL | 692 | 952 | NUL | NUL | NUL | NUL | 4.12 | 442 | NUL | NUL
L L L L L L L L L
ABM2, dBA/m NUL - NUL | NUL | NUL - - NUL | NUL | NUL | NUL - - NUL | NUL
L 17.1 L L L 123 | 169 L L L 332 | 246 L L
4 7 1 6 6
Ambient noise, dBA/m - - - - - - - - - - - _ _ _ _
50.0 50.0 50.0 50.0 50.0 50.0 50.0 50.0 50.0 50.0 50.0 50.0 50.0 50.0 50.0
0 0 0 0 0 0 0 0 0 0 0 0 0 0
Freq Reponse Margin - 1.04 - - - - - - - N N _ _ _
(dB)
S+N/N(dB) NUL | 279 | NUL | NUL | NUL | 203 | 269 | NUL | NUL | NUL | NUL | 36.7 | 287 | NUL | NUL
L 0 L L L 1 1 L L L 4 7 L L
S+N/N per orientation 27.90 20.31 28.77
(dB)
Magnetic field frequency response (field that exeeds -15 dB)
20-
- 10-
oy
]
[1E]
=]
b n- T e
(=)
s V
=
i
=
B -10-
-20-, i
JE+2 1E+3 JE+3
Frequency [Hz)
Test Summary
C63.19 | Mode Band Test Description Minimum Location Measured | Categor | Verdict
Limit y
dBA/m - dBA/m - Pass/Fai
1
7.3.1.1 Intensity, Axial -18 Max 8.96 - PASS
7.3.1.2 Intensity, RadialH -18 Right side 6.92 - PASS
-18 Left side 9.52 - PASS
73.12 | GSM | GSMB850 Intensity, RadialV -18 Upper side 4.12 - PASS
-18 Lower 4.42 - PASS
side
733 Signal to noise/noise, Axial 20 Max 27.90 T3 PASS
733 Signal to noise/noise, RadialH 20 Right side 20.31 T3 PASS
20 Left side 26.91 T3 PASS
7.3.3 Signal to noise/noise, RadialV 20 Upper side 36.74 T4 PASS
20 Lower 28.77 T3 PASS
side
7.3.2 Frequency reponse, Axial 0 - 1.04 - PASS
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Frequency (MHz): PCS1900
AXIAL ABM1 RADIAL H ABM1
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Raw Data Results
Axial Radial H Radial V
513 | 661 | 809 513 661 809 513 661 809
Max | Max | Max Left | Righ | Left | Righ [ Left | Righ Up Dow Up Dow Up Dow
t t n n n
ABMI, dBA/m NUL | 802 | NUL [ NUL [ NUL | 7.12 | 941 [ NUL | NUL | NUL | NUL | 342 | 3.76 | NUL | NUL
L L L L L L L L L
ABM2, dBA/m NUL - | ~NUL | NUL | NUL - - | NUL [ NUL | NUL | NUL - - [ ~uL | NUL
L 21.0 L L L 16.1 | 17.6 L L L 344 | 271 L L
8 5 1 8 2
Ambient noise, dBA/m - - - - - - - - - - - B B B B
50.0 | 500 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0
0 0 0 0 0 0 0 0 0 0 0 0 0 0
Freq Reponse Margin - 2.00 - - - - - - - - - - - -
(dB)
S+N/N(dB) NUL | 294 [ NUL [ NUL | NUL | 233 [ 276 | NUL | NUL | NUL | NUL | 386 | 31.5 | NUL | NUL
L 2 L L L 8 1 L L L 4 4 L L
S+N/N per orientation 29.42 23.38 31.54
(dB)
Magnetic field frequency response (field that exeeds -15 dB)
20-
T 10-
5
L
[1E]
=
E ey —— S —
g
(k]
=
i
=
5 10-
-20-, I
3E+2 1E+3 3E+3
Frequency [Hz)
Test Summary
C63.19 | Mode Band Test Description Minimum Location Measured | Categor | Verdict
Limit y
dBA/m - dBA/m - Pass/Fai
1
7.3.1.1 Intensity, Axial -18 Max 8.02 - PASS
7.3.1.2 Intensity, RadialH -18 Right side 7.12 - PASS
-18 Left side 9.41 - PASS
7.3.1.2 | GSM | GSMI1900 Intensity, RadialV -18 Upper side 3.42 - PASS
-18 Lower 3.76 - PASS
side
7.3.3 Signal to noise/noise, Axial 20 Max 29.42 T3 PASS
7.3.3 Signal to noise/noise, RadialH 20 Right side 23.38 T3 PASS
20 Left side 27.61 T3 PASS
7.33 Signal to noise/noise, RadialV 20 Upper side 38.64 T4 PASS
20 Lower 31.54 T4 PASS
side
7.3.2 Frequency reponse, Axial 0 - 2.00 - PASS




2,

o

S I E M [ C Test Report 15071187-HAC-T-COIL
GLOBAL TESTING & CERTIFICATIONS Page 22 of 42
Frequency (MHz): WCDMA 850
AXIAL ABM1 RADIAL H ABM1
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Raw Data Results
Axial Radial H Radial V
4132 | 4182 | 4233 4132 4182 4233 4132 4182 4233
Max | Max | Max Left | Righ | Left | Righ [ Left | Righ Up Dow Up Dow Up Dow
t t n n n
ABMI, dBA/m NUL | 17.6 | NUL | NUL | NUL | 845 | 10.6 | NUL | NUL | NUL | NUL | 470 | 5.09 | NUL | NUL
L 7 L L L 1 L L L L L
ABM2, dBA/m NUL - NUL | NUL | NUL - - NUL | NUL | NUL | NUL - - NUL | NUL
L 232 L L L 327 | 315 L L L 317 | 320 L L
1 7 0 3 1
Ambient noise, dBA/m - - - - - - - - - - - B B B B
50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0
0 0 0 0 0 0 0 0 0 0 0 0 0 0
Freq Reponse Margin - 0.59 - - - - - - - - - - - -
(dB)
S+N/N(dB) NUL | 410 | NUL [ NUL | NUL | 415 | 422 [ NUL | NUL | NUL | NUL | 365 | 374 | NUL | NUL
L 3 L L L 6 0 L L L 5 0 L L
S+N/N per orientation 41.03 41.56 36.55
(dB)
Magnetic field frequency response (field that exeeds -15 dB)
20-
- 10-
w
]
[1k]
=
z ro— e ——————"
=
k]
E
i
=
8 10-
20—, :
aE+2 1E+3 JE+3
Frequency [Hz)
Test Summary
C63.19 | Mode Band Test Description Minimum Location Measured | Categor | Verdict
Limit y
dBA/m - dBA/m - Pass/Fai
1
7.3.1.1 Intensity, Axial -18 Max 17.67 - PASS
7.3.1.2 Intensity, RadialH -18 Right side 8.45 - PASS
-18 Left side 10.61 - PASS
7.3.12 | WCD | Band5_W Intensity, RadialV -18 Upper side 4.70 - PASS
MA | CDMAS5 -18 Lower 5.09 - PASS
0 side
733 Signal to noise/noise, Axial 20 Max 41.03 T4 PASS
7.3.3 Signal to noise/noise, RadialH 20 Right side 41.56 T4 PASS
20 Left side 42.20 T4 PASS
7.3.3 Signal to noise/noise, RadialV 20 Upper side 36.55 T4 PASS
20 Lower 37.40 T4 PASS
side
7.3.2 Frequency reponse, Axial 0 - 0.59 - PASS
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Frequency (MHz): WCDMA Band II
AXIAL ABM1 RADIAL H ABM1
M.‘M.M,, - | M“MWW - Zomiwe_|

‘ij \ﬂ] Xmael (mm)[T ¥ maon mey [T \ij \ﬂ] Xmaed ()5 ¥ mad (me [T
Xema? fnend [0 ¥ man? fme) [T
RADIAL V ABMI

WAL

Teaen It l

Paiated Interiy

X mal {mm)[5 ¥ manel (mm) [10
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FOUR CHONCE FOR-TCR FOR O 80 Cae &ER
Raw Data Results
Axial Radial H Radial V
9262 [ 9400 | 9538 9262 9400 9538 9262 9400 9538
Max Max Max Left Righ Left Righ Left Righ Up Dow Up Dow Up Dow
t t t n n n
ABMI, dBA/m NUL | 167 | NUL | NUL | NUL | 7.68 | 9.56 | NUL | NUL | NUL | NUL | 4.02 | 411 | NUL | NUL
L 7 L L L L L L L L L
ABM2, dBA/m NUL - NUL | NUL | NUL - - NUL | NUL | NUL | NUL - - NUL | NUL
L 25.8 L L L 33.6 | 318 L L L L 339 | 322 L L
2 9 2 4 6
Ambient noise, dBA/m - - - - - - - - - - - - - - -
50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 500 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0
0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Freq Reponse Margin - 0.64 - - - - - - - - N N _ _ _
(dB)
S+N/N(dB) NUL | 428 | NUL | NUL | NUL | 41.6 | 41.5 [ NUL | NUL | NUL | NUL | 381 | 368 | NUL | NUL
L 3 L L L 7 6 L L L L 9 1 L L
S+N/N per orientation 42.83 41.56 36.81
(dB)
Magnetic field frequency response (field that exeeds -15 dB)
20-
< 10-
ol
]
[1E]
=
= —
E 0- — e
(k]
=
i
o
B -10-
-20-, I
JE+2 1E+3 JE+3
Frequency [Hz)
Test Summary
C63.19 | Mode Band Test Description Minimum Location Measured | Categor | Verdict
Limit y
dBA/m - dBA/m - Pass/Fai
1
7.3.1.1 Intensity, Axial -18 Max 16.77 - PASS
7.3.1.2 Intensity, RadialH -18 Right side 7.68 - PASS
-18 Left side 9.56 - PASS
73.12 | WCD | Band2_ W Intensity, RadialV -18 Upper side 4.02 - PASS
MA | CDMAI9 -18 Lower 4.11 - PASS
00 side
7.3.3 Signal to noise/noise, Axial 20 Max 42.83 T4 PASS
7.3.3 Signal to noise/noise, RadialH 20 Right side 41.67 T4 PASS
20 Left side 41.56 T4 PASS
733 Signal to noise/noise, RadialV 20 Upper side 38.19 T4 PASS
20 Lower 36.81 T4 PASS
side
7.3.2 Frequency reponse, Axial 0 - 0.64 - PASS
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Frequency (MHZ) WCDMA Band IV
AXIAL ABM1 RADIAL H ABM1

T It l
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Raw Data Results
Axial Radial H Radial V
1312 | 1412 | 1513 1312 1412 1513 1312 1412 1513
Max Max Max Left Righ Left Righ Left Righ Up Dow Up Dow Up Dow
t t t n n n
ABMI, dBA/m NUL | 164 | NUL [ NUL [ NUL | 690 | 9.66 | NUL | NUL | NUL | NUL | 4.07 | 399 | NUL | NUL
L 2 L L L L L L L L L
ABM2, dBA/m NUL - NUL | NUL | NUL - - NUL | NUL | NUL | NUL - - NUL | NUL
L 25.6 L L L 343 | 323 L L L L 326 | 336 L L
3 3 8 5 1
Ambient noise, dBA/m - - - - - - - - - - - - - - -
50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 500 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0 | 50.0
0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Freq Reponse Margin - 0.65 - - - - - - - - - - - - -
(dB)
S+N/N(dB) NUL | 422 | NUL | NUL | NUL | 415 | 421 | NUL | NUL | NUL | NUL | 37.0 | 378 | NUL | NUL
L 2 L L L 6 5 L L L L 5 9 L L
S+N/N per orientation 4222 41.56 37.05
(dB)
Magnetic field frequency response (field that exeeds -15 dB)
20-
- 10-
oy
]
[1E]
=]
E e
o I:I_ —_—
[1i]
=
]
=
B -10-
-20-, i
JE+2 1E+3 JE+3
Frequency [Hz)
Test Summary
C63.19 | Mode Band Test Description Minimum Location Measured | Categor | Verdict
Limit y
dBA/m - dBA/m - Pass/Fai
1
7.3.1.1 Intensity, Axial -18 Max 16.42 - PASS
7.3.1.2 Intensity, RadialH -18 Right side 6.90 - PASS
-18 Left side 9.66 - PASS
73.1.2 | WCD | Band4_ W Intensity, RadialV -18 Upper side 4.07 - PASS
MA | CDMAL7 -18 Lower 3.99 - PASS
00 side
7.3.3 Signal to noise/noise, Axial 20 Max 42.22 T4 PASS
733 Signal to noise/noise, RadialH 20 Right side 41.56 T4 PASS
20 Left side 42.15 T4 PASS
733 Signal to noise/noise, RadialV 20 Upper side 37.05 T4 PASS
20 Lower 37.89 T4 PASS
side
7.3.2 Frequency reponse, Axial 0 - 0.65 - PASS
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COMOHAC T-coil Probe Calibration Report

Ref : ACR.309.2,13.5ATU.A

SIEMIC TESTING AND CERTIFICATION
SERVICES
ZONE A,FLOOR 1,BUILDING 2,WAN YE LONG

TECHNOLOGY PARK,SOUTH SIDE OF ZHOUSHI ROAD,
SHIYAN STREET,BAO'AN DISTRICT, SHENZHEN 518108 ,

GUANGDONG , P.R.C.
MVG COMOHAC T-COIL PROBE
SERIAL NO.: SN 24/11 TCP21

Calibrated at MVG US
2105 Barrett Park Dir. - Kennesaw, (24 30144

ACCREDITED

Calibration Date: 10/21/2015

SR ey

This decument presents the method @nd resulls fraom an aogedited COMOS AR Dosimeric E-Field
Probe calibration performed in MVG USA wsing the CALISAR / CALIBAIR test bench, for use
wilh a COMOSAR sydem only. All calibrabion resslls are tracealle 1o nafvonal melrofogy

ingitutions
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Tivig COMOHAC T-COUL PROBE CALIBRATION REPORT Red: ACRI9213SATUA
Newme Fimciton D SIETT e
Prepared by - Jérdme LUC Product Manager 102112015 T
Checked by : Jérdme LUC Product Manager | [V21/2015 o=
Approved by Kim RUTKOWSKI Quality Manager IV 21/2015 Aarti
Customer Name
SIEMIC Testing
Dhisreibution ; and Certification
Services
fsxine Dire MedifTear ions
A 10212005 Initial release
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1 DEVICE UNDER TEST
Device Under Test

Device Tyvpe COMOHAC T-COIL PROBE

Manufsciurer MV

Maodel STCOIL

Serial Mumber SN 24411 TCP21

Product Condition (new [ used) Ulsed

Frequency Range of Probe 2010=-300K) Hz

A vearly calibration interval is recommended.

2 PRODUCT DESCRIFTION

2.1 GENERAL INFORMATION

MYWG"s COMOHAC T-coil Probes are buill in accordance 1o the ANSI C63.19 and IEEE 1027
standards,

Figure 1 — WG COMOHAC T-coil Probe

Coil Dimension .55 mm length * 2.29 mm diameter
DC resistance #60.6 0

Wire size S1AWG

Inductance at 1 kHz 132.1 mH a1 | kHz

3 MEASUREMENT METHOMY

All methods used to perform the measurements and calibrations comply with the ANSI C63.19 and
[EEE 127 standards. All measurements were perfommed using a Helmholiz coil built according (o
the specifications outlined in ANSI C63.19 and IEEE 1027.

3.1 SENSITIVITY
The T-coil was positioned within the Helmholtz codl in axial orientation. Using an audio generator
connected o the input of the Helmholtz coil, a known field (1 A/m) was gencrated within the coil
and the T-codl probe reading recorded over the freguency range of 100 He to 1000 He.

32 LINEARITY

The T-coil probe was positioned within the Helmholiz coil in axial orientation. The audio generator
connected 1o the input of the Helmboliz coil was adjusted o oblaim a field within the coil from 0 dB
A/m to -50 dB A‘m and the T-coil reading recorded at each power level (10 dA steps).

Pape: &7
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13 SIGNAL TO NOISE MEASUREMENT OF THE CALIBRATION SYSTEM
The T=coil probe was positioned within the Helmholiz coil in axial orientation. The audio generator

connected to the input of the Helmholtz coil was adjusted to obtain a field of -50 dB A'm. The T-
coil reading was recorded. The audio genermor is then tumed ofT and the T-coil reading recorded.

4 MEASUREMENT UNCERTAINTY

The puideline outlined in the [EEE ANS] C63.19 standard was followed o penerate the
mexsurement uncertainty for validation measurementis.  All uncenainties listed below represent an
expanded uncertainty expressed at approximately the 95% confidence level using a coverage factor
of k=2, traceable to the Internationally Accepted Guides to Measurement Uncenainty,

Uncertainty analysis of the T-coil probe calibration
Uncerininty Companeni i:rﬂ:].p Prh, [t Dby, 1'I""::Eulinn'. LUlierainty (%)

Current Volape Accurncy 0224 R W3 13

Acoustic' Signal Sourse driit LR FEAT K W3 LLEL]

Probe coil sensitivity 0.2 [ W3 12

Prositioning accuracy .4 R W3 023

Acoustic Signal Recetve Accuracy 0,03 I w3 42

Acoustic Signal Receive Lineority 0,0 R ¥3 LLELE]

System repentahility 0.4 _ M I .40

Combimned Standard Uncertalnty M I 45

B i x | e | e |

5 CALIBRATION MEASUREMENT RESULTS

Calibration Parameters

Lab Temperature 23"C
Lab Humidity 43%
Pepe: 57
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mviE

COMUHAL T-CTHL PROBE CALIBRATION REPORT

= |

SENSITIVITY

Probes cail sengitivity relative bo Sendgitivity at 1000 Hz

< —

TINE] L]
Frespumncy Mz
Measured Required
Sensitivity a1 | kHz -60.17 dB (V/A/m) —60.5 +/- 0.5 dB (¥ Am)
Max, deviation from Sensitivity (.38 dB +-0.5dB |
52 LINEARITY
Lirwsiarity
50
0 0-rHH Hiilﬁﬂ'
o 100
2 a0
Z
= a0
d"'"—
G e i
oAy 40 B ™ = A A A0 0
Powemt |l redatves 101 Ay
M ensured Required
Limearity Slope .26 dB +' 0,5 dB

53 SIGNAL TO MOISE MEASUREMENT OF THE CALIBRATION SYSTEM

Mzasured Required
i y . ‘Reading with -30 dB Afm in coil” -
Signal to Moise -6 48 dB A/m o siggnal applied” > 10 d13
Poage: 67

e dincwmey vl nod by rgperafices) crocend bl o o pary, s b s apgeresn of PG
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6 LIST OF EQUIPMENT

Equipment Summary Sheet

Equipment Manufacturer / I Current Mexl Calibration
" entification Nao, ¥ ;
Description Model Calibration Date Date
| Malidated, Mocal  Walidates, No eall
COMOHALC Tesi Bench Versaon 2 [ required. required.
Audio Generator  |Maticnal Instruments 16222AE 0172074 02016
il -Enamcbenzeﬂ pnuﬁu Eharamenza_ﬂ.;:;n-r o
s TOP 18 SNATNO |yest. No cal required. [test. Nocal required.
Multimeber Kaithley 2000 1188658 1112013 1172018
validated. Mo cal alidabed. Mo cal|
Heimholtz Cod MYG HCOT SM47/10 . r_gqp_l_r_g{i_._ fﬂ”!_ﬂ?‘_‘?’; .
Temperature | Humidity
Sansor Coniral Carmpary 11-661-8 2014 32018
Poge: TTF
Thie ifoc vy wiual! v be repreatuces), erce b Sl o o peard, wiivsr ta siee e’ of” AT

T bfvirmaitbont cowmiees! feretil b o by asesal el o M parpvse o wiikedl & G ssbisined! ol [ e &
P resdesoond i wvase o et il wrrrten apyeeeasd af AT
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SATIMO

Thia microways viskon company

COMOHAC TMFS Calibration Report

Ref: ACR.301.5.13.SATU.A

SIEMIC TESTING AND CERTIFICATION

SERVICES

SUITE 311, BUILDING 1, SECTION 30 ,NO.2 KEFA ROAD,

SCIENCE AND TECHNOLOGY PARK
NAN SHAN DISTRICT, SHENZHEN 518057 , GUANGDONG ,P.R.C.
SATIMO COMOHAC MAGNETIC FIELD
SIMULATOR
SERIAL NO.: SN 24/11 TMFS12

Calibrated at SATIMO US
2105 Barrett Park Dr. - Kennesaw, GA 30144

ACCREDITED

Calibration CERT 5324400

10/28/2014

Summary:

Thiz document presents the method and results from an accredited COMOHAC TMFS calibration
performed in SATIMO USA using the COMOHAC test bench. for use with a SATIMO

COMOHAC system only. All calibration results are traceable to national metrology institutions.
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Crustomer Name
SIEMIC Testing
Distribution : and Certification
Services
Issue Date Moaodifications
A 10/28/2014 Initial release
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COMOHAC TMFES PROBE CALIBRATION REPORT

SATIMO

Fef ACR.3015135ATUA
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5 Calibration Measurement Results . e 5
3.1 Maximum Axial and Radial Magnetic Field Values (i)
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Page: 37

Thiz document shall not be reproduced, except i fill or in part, without the written approval of SATIMO.
The information contained hevain iz to be used only for the purpase for which it iz submirred and is not o
be released in whele or part withour written approval gf L4 TIMO.




f-—"%

S FihE M I C Test Report 15071187-HAC-T-COIL

GLOBA. TESTING & CERTIFICATIONS Page 39 of 42
FOLIR CHONCE FOR-TCE ACD CH M0 AR BCR
COMOHAC TMFS PROBE CALIERATION REPORT Ref ACR301513.5ATUA
SATIMO
1 DEVICE UNDER TEST
Device Under Test
Device Type COMOHAC Magnetic Field Simulator
Manufacturer Satimo
Model STMFS
Serial Number SN 24/11 TMFS12
Product Condition (new / used) Used
Frequency Range 200-5000 Hz

A yearly calibration interval 1s recommended.

2 PRODUCT DESCRIPTION

21 GENERAL INFORMATION

Satimo’s COMOHAC T-coil Probes are built in accordance to the ANSI C63.19 and ANSI 53.22-
2003 standards.

Figure 1 — Satimo COMOHAC Magnetic Field Simulator

3 MEASUREMENT METHOD

All methods used to perform the measurements and calibrations comply with the ANSI C63.19. All
measurements were performed with the TMFS in the standard device test configuration, with the
TMFS in free space, 10 mm below the coil center.

3.1 MAXTMUM AXTAT AND RADIAT MAGNETIC FIELD VAT UES

An audio signal was fed into the TMFS and the magnetic field measured and recorded over an area
scan with the T-coil probe in three orientations; axial and two radial. The maximum magnetic field
1s recorded for all three T-coil orientations.

4 MEASUREMENT UNCERTAINTY

The guideline outlined in the IEEE ANSI (C63.19 standard was followed to generate the
measurement uncertainty for validation measurements. All uncertainties listed below represent an
expanded uncertainty expressed at approximately the 93% confidence level using a coverage factor
of k=2_ traceable to the Internationally Accepted Guides to Measurement Uncertainty.

Fage: 4/7

Thiz document shall not be reproduced, except in full or in part, without the written approval gf SATIMO.
The information contained herein is fo be used enly for the purpaess for which it is submitted and is not 1o
be releasad in whols or part without vwritten appreval qf SATIMO.
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Uncertainty analysis of the probe calibration in Helmholtz Coil

S Tol - Uncertainty . .
Uncertainty Component (= dB) Prob. Dast. Div. (dB) Uncertainty (%)

Reflections 0.1 R NE) | 0.06
Acoustic noise 0.1 24 3 | 0.06
Probe coil sensitivity 0.49 E 3 | 0.28
Eeference signal level 0.25 E 3 | 0.14
Poszitioning accuracy 0.2 24 _\E 0.12
Cable loss 0.1 N 1 0.05
Frequency analyzer 0.15 E v"i 0.09
System repeatability 0.2 N 1 0.20
Bepeatability of the WD 0.1 N 1 0.10
Combined standard uncertainty N 1 0.43

Expanded uncertainty . - o

95 % confidence level k=2 A - 0.85 10.3%

5 CALIBRATION MEASUREMENT RESULTS

Calibration Parameters

Software

OpenHAC V2

HAC positioning ruler

SN 42/09 TABHI1?

T-Coil probe

SN 47/10 TCP18

Distance between TMES and coil center 10 mm
Frequency 1025 Hz
Scan Size X=T0mm/Y="70mm
Scan Resolution dx=5mm/dy=5mm
Output level 0.3 VAC
Lab Temperature 21°C
Lab Hunudity 43%
Page: 3/7
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31 MAXTMUM AXTAT AND RADIAT MAGNETIC FIELD VAT UES

st Descnpton Loca:::nflam”d :\Iagllliftt:;';l::jlgm Alm)
Axial Max 113.06
Radial H = ECrE
Radial V .l jg: ;5
AXIAL ABMI RADIAL H ABM1 RADIAL V ABM
= - - = - = |
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6 LIST OF EQUIPMENT

Equipment Summary Sheet

Equipment Manufacturer / . . Current Next Calibration
T T Model R ST | e e T Date
COMOHAC Test Bench|  Version 2 NA Valdated. Nocal — \alidated.  No cal
required. requirad.
HAC positioning ruler Satimo TABH12 SN 42/p9 |Validated. Nocal  Validated.  No cal
required. required.
Audio Generator National Instruments 15222AE 01/2014 012018

Reference Probe

Satimo

TCP 18 SN 47/10

Charactenzed prior to
test. Mo cal required.

Charactenzed prior to
test. No cal required.

Multimeter Keithley 2000 1188656 1112013 1112016
Temperature / Humidity| o401 Gompany 11-661-9 32014 312016
Sensor
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