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| CALIBRATION CERTIFICATE

Oibgect EX3DW4 - SN : 7896

Calibration Procadurais)

FF-Z11-0004-03
Callbration Procadures for Dosimalric E-ield Probes

Calibrabicn date: December 11, 2025

This calbralion Certificate docurnants the traceabilily te national standasds, which realize the physical units of measurementa(Sl). The
measurernants and the uncanainties with confidence probabilily are given on the follewing pages and are par of the certilicale.

Al calibrations heve been conducied in the closed aboratory Eacilily: environment temperature2ze3rC and humidily<70%.

Calibration Equipment usad (M&TE citical for calibration)

.PW‘ Standards 1o# I:.'-E-| Date(Calibrated by, Cerlificale No.) Schedulad Ca.lil:lr.a;ﬁ::-n
Power Meter MRP2 106277 20-0el-25(CTTL, Nn.zéjuex1m2?2; Ocd-28
Powes sensor | NRPSS 104291 20-0el-25(CTTL, No.25J02X100272) Qcl-28
Power sensor - NRFAS 1042582 20-0cl-25(CTTL, No.25J02X 100272} OcA-25
Referance  10dBAHamwaior TAMEIN-10dB 22-Jan-25{CTTL, Ko 25J02X000455) Jan-27
Reference  20dBAHamusator TAMEV-20dB 22-Jan-25{CTTL, Mo 2502000488) Jan-27
Reference Proba EX30V4 SN TIOT 27-May-25{(SPEAG, No EX-T0T_May2b) hay-28
DAE4 SNTT 22-Jan-25{SPEAG, No.DAE4-TT1_Jan2E) Jian-26 -
Secondary Standards 0 #- Cal Date(Calibrabed by, Cerlificale Mo Scheduled Calibration
SignalGenarator  MGITO B201052805 10-Jun-25{(CTTL, Mo 2502004575 Jun-26
SignalGenerator  APSINZEG 181-33A800700-1858  2T-Mar-25(CTTL, Mo 25J02X001562) har-26
Mebwark Anatyzer ESOTIC | MYAR11DETI 28-Mov-25{CTTL, No.28J02x1 0246E) Now-28
Refarence  10dBAtenumtor | BTOS20 15-May-25CTTL, Mo 2EI0ZMB0a0EE) May-27
Reference  20dBAtenuator BTO2E7 15-May-25CTTL, Mo, 25002 X003070) May-27
OCP DAKS-3.6 SN DD1S 20-0ct-25(SPEAG. Mo, DCP-DAKS-0015_0ct2s) Oct-28

- Name Funelion Signeture a

Calbraled by Yu Zongying SAR Tesi Engineer /_}_,,;:#% 5

Reiewed by: Lin Jun SAR Tes! Engineer .-Hv@_

Approved by: i Diaryuan SAR Project Lesder ,_;%,,;n,ﬁh_‘_ﬁ

Issued: Dacember 15, 2025
This calibration cedificate shall nol be reproduced axcept in full without writien approval of the laboratory. |
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Glossary:
T5L fissue simulating liquid
MNORM:x,y,z sensitivity in free space
ConvF sensitivity in TSL f NORMzx, v,z
DeP diode compression point
CF crest factor (1/duty_cycla) of the RF signal
ABCD maodulation depandent linearization parameters

Palarization @ @ ratation around probe axis
Palarization 8 @ rotation around an axis that is in the plane normal to probe axis (at measurement center), i
@=0 iz normal to probe axis

Connector Angle  infarmation used in DASY system to align probe sensar X to the robol coordinate system

Calibration is Performed According to the Following Standards:

a) |[EEE Std 1528-2013, "IEEE Recommended Practice for Determining the Peak Spatial-Averaged
Specific Absorption Rate (SAR) in the Human Head from Wireless Communications Devices:
Measurement Technigues”, June 2013

b IEC 62208-1, "Measurament procedure for the assessment of Specific Absorption Rate (SAR) from
Tnuih:"d and body-mounted devices used next to the ear (frequency range of 300 MHz to 6 GHz)",

uly 2016

c) IEC 62208-2, "Procedure to determine the Specific Absorption Rate (SAR) for wiraless communication
devices used in close proximity to the human body (frequency range of 30 MHz to 6 GHz)™, March
2010

d) KDE 855564, "5AR Measurement Reguirements for 100 MHz to 6 GHz"

Methods Applied and Interpretation of Parameters:

*  NORMy y 2z Assessed for E-field polarization B=0 (f=900MHz in TEM-cell; f= 1800MHz: wavegiide)

NORMx,y,z are only intermediate values, La., the uncertainties of NORMx,y,z does not effect the

£ -field uncertainty inside TSL (see below Corw),

o NORM[x vz = NORM:x ¥ 2" freguency_response (see Frequency Response Chart). This
linearization is implementad in DASY4 software versions later than 4.2, The uncertainty of the
frequency response s incleded in the stated uncertainty of ConvE.

=  DCPy .z DCP are numerical linearization parameters assessed based on the data of power sweep
(no uncertainty required), DCF does not depend on frequancy nor madia.

+ PAR: PAR is the Peak to Average Ratio that is not callbrated but determined based on the signal
characteristics

*  Axkz Bxyz Cxpz VR y A BC are numerical linearization parameters assessed based on the
data of power sweep for specific medulation signal. The parameters do nat depend on frequency nor
media, VR is the maximum calibration range expressad in RMS voltage across the diode.

= ComvF and Boundary Effect Paramelers: Assessed in flat phantern using E-field {or Temperature
Transfer Standard for f=B00MHz) and inside waveguide using analytical field distributions based on
power measuremeants for f =B00MHz. The same setups are used for assessment of the parameters
applied for boundary compensation (alpha, depth) of which typical uncertainty valued are given
These pararmetars are used in DASY4 software to improve probe accuracy close to the boundary,
The sensitivity in TSL corresponds to NORM:x,y,z* ConvF whereby the uncenainty comesponds Lo
that given for ConvF. A frequency dependent ConvF is used in DASY version 4.4 and higher which
allows extending the validity from+50MHz tot1 00MHz.

*  Spherical isolropy (30 deviatton from isolropy): in a field of low gradients realized using a flat
phantom exposed by a patch antenna.

= Sensor Offsel: The sensor offset corresponds to the offset of virftual measurement center from the
probe fip (on probe axis). Mo tolerance required.

=  Connector Angle: The angle is assessed using the information gained by determining the MNORMy
(no uncertainty required)
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DASY/EASY - Parameters of Probe: EX3DV4 — SN: 7896

Basic Calibration Parameters

Sensor X i Sensor ¥ Sanaor £ Une (k=2}
Norm (Vi Vim 2}~ 085 0.57 0.81 +10.0%
| DeP(my)” | 1101 | 10,2 A08.7
Calibration Results for Modulation Response _
o Communication System Mame A B '] o VR Max Max
dB | dBJpv dB my Dev. | WUnoE
{h=2)
] =] X 0.0 (] 1.0 | 000 [ 2110 | #29% | 7%
Y | 00 | oo | 1D 163.4
- Z [ oo | oo 10 | 201.7
10352-AAA | Pulze Waveform (200Hz, 10%] x 156 | 8066 | 6.88 B0 | £3.1% | 2D6%
¥ | 154 | e062 | 678 | 1000 [ 80
Z | 140 | 6002 | 555 60
10363-AAA | Pulse Wavelorm (200Hz, 20%) x 103 | 6000 | 4.00 80 | +2.6% | 6%
¥ | o082 | eooo [ 428 | 890 [ @0
i Zz GO0 | 6800 7.00 aa
10354-A84 | Pulse Waveform (200Hz, 40°%) X 010 | 137.70 | 0.30 a5 $2.2% | 19.8%
¥ 028 | 148.96 | 0.00 | 398 95
Z 005 | 13285 | 0.23 a5
10355-AAA | Pulse Wavelorm (200Hz, B0%] X | 016 | 15818 | 1320 120 | £12% | =0.8%
Y | 585 | 16000 | 326 | 222 | 120
) Z | 141 | 15886 | 548 120
10387-AAA | QPSK Waveform, 1 MHz X | o055 | 6083 | 0.1 | 160 | t4.4% | +96%
| ¥ [ os2 | 8218 | 880 | 1.00 | 150
Z | 0as | 6021 | 988 | 150
10386-ARA | QPSK Waveform, 10 MHz N | 132 | 6404 | 1245 150 | +1.2% | 0.6%
¥ 1,26 G447 | 1268 | 0.00 150
Z | 125 | B256 | 1218 150
10386-a44 | G4-0AM Waveform, 100 kHz X | 166 | 6386 | 1569 150 | +08% | £06%
Y | 178 | 6588 | 1606 | 301 [ 160
B Z | 173 | eaBs | 16.29 150
10414-AAA | WLAN CCOF, B4-CIAM, 40MHz X | 307 | 65aa | 1494 160 | 142% | £0.6%
Y 3868 | 8815 | 1621 | 000 150
Z | 3ma | es70 | 1485 150
Note: For detalls on UID parameters see Appendix
The reported uncertainly of measurement iz stated as the standard uncertainty of
Measurement multiplied by the coverage factor k=2, which for a nomal distribution
Corresponds to a coverage probability of approximately 95%.

* The uncenaintes of Morm X, ¥, Z do not affect the E*-field uncerainly inside TSL (see Page 5 and Page 6)

: Murmerical linearization parametar: uncartainty nol requined.

“Uncenainky is determined using the max. deviation from linear response a reclangular disiribui d |

the aquare of 1he feld vab, G i
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DASY/EASY — Parameters of Probe: EX3DV4 — SN: 7896

Sensor Model Parameters

c cz . ™ T2
IF IF v ms. W2 n:la.'u"‘
13.69 99,43 33.41 307 0.00

11.63 | &4.35 [ 33.42 3.71 0.00
| 12.97 | 94.37 | 33.53 4.05 0.00

M=

[

EE T4 ™= | T6
ms W L

450 | 000 | 008 | 1.0
490 | 042 | oo0 | 1o
4,90 0.50 (.00 1.01 |

Other Probe Parameters

|
Triangular

Sensor Armrangement
Connector Angle () 25.5
_H'Im::hlnit:al Surface Detection Maode enabled
Optical Surface Detection Mode disabie
Probe Overall Length 337mm
Probe Body Diametar 1hmm
Tip Length Smim
Tip Diameter 2.5mm
Probe Tip to Sensor X Calibration Point 1mm
Probe Tip to Sensor Y Calibration Point 1mm
Probe Tip to Sensor Z Calibration Polnt imm
| Recommended Measurement Distance from Surface 1.4mm
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DASY/EASY — Parameters of Probe: EX3DV4 — SN:7896

Calibration Parameter Determined in Head Tissue Simulating Media

. = ~

f [MHz]" Fa?;'i:llrlﬂtyF C-um::usjc:-ll';rl:y ConvF X | ConvF Y | ConvF Z | Alpha® | E:‘:HF:; :-::;
750 41.9 0.89 9.40 9.40 940 | 046 | 116 | +13%
900 415 0.97 9.00 9.00 9.00 | 0.6 | 124 | +13%
1750 40.1 1.37 7.89 7.89 789 | 020 | 1.0z | +13%
1900 40.0 1.40 7.65 7.66 766 | 048 | 122 | +13%
2300 39.5 1.67 | 740 7.40 7.40 0.40 | 073 | -13%
2450 | 392 1.80 715 7.15 715 | 043 | 075 | +13%
2600 38.0 1.96 7.00 7.00 T.00 0.49 0.69 +13%
3300 38z 27 6.60 6.60 6.60 0.44 0.88 | +14%
3500 37.9 2.91 6.45 6.45 645 | 040 | 1.03 | +14%
3700 ar.7 a.12 6.25 6.26 625 | 042 | 1.03 | +14%
3800 7.5 3.32 6.18 6.18 618 | 030 | 152 | +14%
5250 36.9 4.7 5.11 5.11 5A1 | 050 | 130 | +14%
5600 35.5 5.07 4.51 4.51 451 | 065 | 122 | £1a%
5800 | 363 527 | 461 4.61 461 | 085 | 120 | +14%

“ Frequency validity abowe 300 MHz of £100MHz only applies for DASY i 4 and highar {Page 2}, else it Is restricted to
+50MHz. The uncertainty |s the RSS of ConvF uncertainty at calibration frequency and the uncertainty for the indicated
frequency band. Frequency validity below 300 MHz is £ 10, 25, 40, 60 and 70 MHz for ConvF assessments at 30, 64, 128,
150 and 220 MHz respectively. Above 5 GHz frequency validity can be extended to + 110 MHz,

F at frequency up to 6 GHz, the validily of tissue parameters (£ and o) can be relaxed fo £10% i liguid compensation
formula is applied to measured SAR values. The uncertainty is the RSS of the GonvF unceriainty for indicated target
lissue parametars.

& Alpha/Depth are datermined during calibration. SPEAG warranis that the remalning deviation dus to the Boundary
effect after compensation is abways less than £ 1% for frequencies below 3 GHz and below + 2% for the frequencies
between 3-8 GHz at any distance larger than hall the probe tip diameter from the baundary.
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DASY/EASY — Parameters of Probe: EX3DV4 — SN:7896

Calibration Parameter Determined in Head Tissue Simulating Media

| Relative | Conductivity Depth® | Unct.

e ConvE X | ConvE ¥ | ConvF Z | Alpha®
FIMHZ" | pormittivity L Dl il e PREL tmm) | (h=2)
6500 | 345 | 607 5.20 520 | 520 | 015 | 135 | +19% |

G Frequency vabdity at 6.5 GHz i -800+700 MHz, and £700 MHz at or above 7 GHz The uncertainty is the RSS5 of the
ComF uncestainty at calibration frequency and the uncertainty for the indicated frequency band

F The probsas are calibrated using tissue simulating liquids {TSL) that deviate for € and o by less than £10% from the
target values (typically better than +6%) and are valid for TSL with deviations of up to £10%

5 Alpha/Depth are determined during calibration, SPEAG warrants that the remalning deviation due o the Boundary
effect after compensation is shways less than £1% for freguencles below 3 GHz; below +2% for frequencies between 3-5
GHz; and below +4% for frequencies batwean 6-10 GHz at any distance larger than half the probe tip diameter from the
boundary,
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Frequency Response of E-Field
(TEM-Cell: ifi110 EXX, Waveguide: R22)
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Uncertainty of Frequency Response of E-field: £7.4% (k=2)
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Receiving Pattern (®), 8=0°

=600 MHz, TEM f=1800 MHz, R22

1.0 .—|' = 1
0.5
= ey Semes, e s T
EDE b o Y S S S B ]
-0.5
-1i.0 2 I eal] 1 IS —
-150 100 -80 =1 50 100 150
Raoll[=]
T 100MH= f aoopEz = 1800MH= -~ ZS00MHE
Uncertainty of Axial lsotropy Assessment: £1.2% (k=)
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Dynamic Range f(SARnead)
(TEM cell, f = 900 MHz)

Input Signal[uV]

10* 0 10’ 10! 10° 1o’

1? i’ 1w o' i T

|_ & [0t compensatad *  pompensabed _|
Uncertainty of Linearity Assessment: +0.9% (k=2)
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Conversion Factor Assessment
=750 MHz,WGLS R9(H_convF) f=1750 MHz,WGLS R22{H_convF)
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Uncertainty of Spherical Isotropy Assessment: 3.2% (k=2)
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Appendix: Modulation Calibration Parameters

Ui Rav | Communication System Nama Group PAR UncE
(dB} L]
o oW CW 0.00 | +4.7%
10010 | GAA | SAR Valdation (Sguare, 100ms, 10ms) Tesdl | 1000 | #8.68%
1001 CAE | UMTS-FOD PWCDMA) WICDIA R + 8.6 %
10012 | CAB [ IEEE 80211k WiFi 2.4 GHz (D555, 1 Mbps) WLAN 187 | +BA%
10013 | CAB | IEEE H02.11g WiFi 2.4 GHz (DESS-0F DM, 6 Mbps) WLAN 046 | +06%
10021 | DAG | GSM-FOO (TOMA, GMSK) GEM B38| +BH%
10023 | DAC | GPRE-FDD {TOMA, GMSK, TH 0) GEM BET | +B6%
10024 | DAC | GPRS-FOD (TOMA, GMSK, TH 0-1) GEM 656 | +8.6%
10025 | DAC | EDGE-FDD (TOMA, 8PSK, TN O} GSEM 1262 | $196%
10028 | DAC | EDGE-FDD (TOMA, BPSE, TH 0-1) GEM 0.55 | 196 %
10027 | DAC | GPRS-FDD (TOMA, GMSK, TH 0-1-2) - GEM 480 | 496%
10028 | DAC | GPRS-FOD (TOMA, GMSK, TN 0-1-2-3) GEM 3.55 + 9.6 %
10028 | DAC | EDGE-FDD (TOMA, BPSK, TH 0-1-2) GEM 778 | 288%
10330 CAA | IEEE BD2.15.1 Blueloolh (GFSK, DHT) Blusinodh 530 £ 0.6 %
10031 | CAA | IEEE B02.15.1 Blusloolh (GFSK, DHI) Blustooth 187 | 288 %
10032 | CAA [ IEEE B02.15.1 Bluetooth (GFSK, DHS) Blusiooth 1.16 | +06%
10033 | CAA | IEEE B02.16.1 Blueloolh (PII4-DOPSK, DH1) Blustoath 1 774 | xBE%
10034 | CAA | IEEE 802.15.1 Bluetooih (PIM-DOPSE, DH3) Bilustoath 453 [ +96%
10035 | CAA_ | IEEE 802.15.1 Blustooth (PL4-DQPSK, DHE) Eluatoath 383 | +06%
10038 | CAA | IEEE 802,151 Blusiooth (B-DPSK, DH1) Bluataath B0 | +B6%
10037 | CAA [ IEEE 802.15.1 Blusteoth (B-DPSK, DHZ) Blustooth 477 | +0.6%
100348 CAA | IEEE B0Z.15.1 Bluetooth (B-DPSK, DHE) ﬂ-l'uapgm:h 4.10 + 86 %
10038 | CAB | COMAZOOD (1xRTT, RC1) COMAZN 467 | +56%
10042 | CAB | I15-54 /15-135 FDD (TOMAFDM, Pid-DOPSK, Halfrate) AMPS | T.TE | +96%
10044 | CAA | IS-BVEIATIAGES  FOD (FDMA, FM) oKi AMPS oD | +96%
10048 [ CAA | DECT (TDD, TOMARFDM, GFSK, Full Slol, 24) DECT 13.80 | + 9.6 %
10048 | CAA | DECT (TDD, TOMAFDM, GFSH, Doubls Slot, 12) DECT 1079 | £98%
1056 [ CAA | UMTS-TOD (TD-SCOMA, 1.28 Mops) TD-SC0MA, 1101 | £86%
10058 | DAC | EDGE-FDD (TDMA, EPSK, TN 0-1-2-3) 852 | £868%
10058 | CAB | IEEE 802 11b \WiFi 2.4 GHz (D555, 2 Mbps) 212 | +86%
10060 | CAE | IEEE BOZ.11b WiFi 2.4 GHz (D555, 6.5 Mbps) 283 | £06%
10061 | CAE | IEEE 802.11b Wi 2.4 GHz (DSS5, 11 Mbps) A60 | +86%
10052 | CAD | IEEE 802.11a/h WIF| 5 GHz (OFDM, & Mbps) B.HE | £ 86 %
10053 | CAD | IEEE 802.11ah Wi 5 GHz [OFDM, § Mbps) BAZ | +86 %
10054 | CAD | [EEE 802.11ah WiFi § GHz (OFDM, 12 Mbps) 008 | +96%
10085 | CAD [ IEEE B02.11a/h WAFi 5 GHz {OFDM, 18 Mbps) B.OD | +56%
10066 | CAD | IEEE BO2.11ah WiFi 5 GHz {OFDM, 24 Mbps) P38 | 296%
10067 | GAD | IEEE BOZ.11a/h WiFi 5 GHz (OFD4, 36 Mbps) 1012 | 288 %
024 | 208%

10068 | CAD | IEEE BO2 11a/h WiFi 5 Gz (OFDM, 48 Mbps)

GEM
WiLAN
WILAN
WLAN
WILAN
WLAN
WLAN
WWLAM
WLAN
WLAMN
WLAN
10068 | CAD | IEEE BO2 11a/h WiFi § GHz (OFDM, 54 Mbps) WWLAN 1066 | *B6%
10071 | CABR | IEEE BO2 11g WIF| 2.4 GHz (DSSS/0FDM, 8 Mbps) WLAN 983 | +96%
10072 | CAB | IEEE BO2 11g WiFi 2.4 GHz (DES5/0FDM, 12 Mbps) WiILAN .62 | +0.6%
WILAN
WILAN
WLAN
WLAN
WiLAN
COMAII00
AMPS
GEM
WCDMA,
WCDMA
GEM

10073 | CAB | IEEE 802 11y WiFi 2.4 GHz (DSS5/0FDM, 18 Mbps) 094 | 106 %
10074 | GAE | IEEE 802.11g WiFi 2.8 GHz (D55S/OFDM, 24 Mops) 1030 | +96%
10075 | CAB | IEEE 802 11g Wi 2.4 GHz (DSSS/OFDM, 36 Mbps) 1077 | +96%
10076 | CAB | IEEE 802.11g WiFl 2.4 GHz (DESSIOFDM, 48 Mips) 1084 | 206%
10077 | CAB_| IEEE 802 11y WiFi 2 4 GHz (DSSS/OF0M, 54 Mops) 11.00 | £9.6%
10081 | GAB | COMAZOOD (1xRTT, RC3| e 357 | 206%
10082 | GAB | 15-64 /15-138 FOO [TOMAFDM, PU4-DOPSK, Fullrats) 477 | t06%
| 10080 | DAC | GPRS-FOD (TOMA, GMSK, TH 0-4) 650 | +0.5%

10097 | CAC | UMTS-FOD (HSOPA) ~ 398 | t06%
1000 | DAC | UMTS-FOD (HSUPA, Sublesi 2) 398 | +86%

10088 | CAC | EDGE-FOD (TOMA, BPSK, TH (-4) / 9:55 1 9.6 %

10100 [ CAC [ LTE-FOD (SC-FOMA, 100% BB, 20 MHz, GPSK) LTE-FOD 567 | +86%

L1001 [ CAB | LTE-FDD {SC-FDMA, 100% RE, 20 MHz, 16-0AM) LTE-FDOD 642 | +98%
Centificate Mo:25)022000822 Page 11 of 23
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1102 | CAR | LTE-FDD (SC-FDMA, 100% RE, 20 MHz, G4-CAM) | LTE-FOD EBA0 | +B.6%
10103 | DAC_| LTE-TDD [SC-FOMA, 100% RE, 30 8z, QOPSK) | LTE-TDD 920 | +9.6%
10904 | GAE | LTE-TDD {SC-FOMA, 100% RB, 20 bz, 16-0AM] LTE-TDD 1 887 | t06%
10105 | CAE | LTE-TDD (SC-FOMA, 100% RE, 20 MHz, 64-0AM) LTE-TDD 1001 | +96%
| 10108 | CAE | LTE-FDD (SC-FOMA, 100% RE, 10 MHz, QPSK) LTE-FOD 560 | +06%
10109 | CAG | LTE-FDD (SC-FOMA, 100% RB, 10 MHz, 16-0AM) LTE-FDD 643 | x96%
10110 | €AG | LTE-FDD (SC-FOMA, 100% RE, § MHz, QFSK) LTE-FDD 676 | +66%
10111 | CAG | LTE-FDD (SC-FOMA, 100% RB. & MHz, 16-0QAM) LTE-FDD | B4d | +86%
10112 | CAG | LTE-FOD (SC-FOMA, 100% FRB, 10 MHz, _64-QAM) LTE-FDD 650 | +96%
10113 | CAG | LTE-FOD (SC-FDMA, 100% RB, 5 MHz, G2-0AM) LTE-FOD 662 | 286%
10114 | CAG | IEEE BOZ.11n (HT Greenfield, 13.5 Mbps, BPSK) WILAN 810 | 2068 %
10115 | CAG | IEEE BO2 11n [HT Greenfeld, 11 Mbps, 16-0AM) WLAN 846 | 206%
10116 | GAG | IEEE BIZ 19n (HT Greanfald, 135 Mbps, B4-0Ak) WLAN 816 | x06%
10417 | CAG | IEEE B0Z.11a [HT Mixed, 13.5 Mbps, BPSH) WLAN | 807 | +06%
10116 | CAD | IEEE 802.11n [HT Mixed, 81 Mbps, 16-0AM) WLAN 859 | 0.8 % |
10118 | CAD | IEEE 802.11n (HT Mixed, 135 Mbps, B4-0AN) WLAR 813 [ +B6%
10140 | CAD | LTE-FDD (SC-FDRA, 100% RE, 15 MHz,  16-06M) LTE-FOD A48 | +0.6%
10141 | CAD | LTE-FDD {SC-FOMA, 100% RB, 15 MHz, B4-0AM) LTE-FDD | B53 | +06%
10142 | CAD | LTE-FDD (SC-FOMA_ 100% RE, 3 MHz, QPSE) LTE-FDDO 573 | +96%
10143 | CAD | LTE-FDD (SC-FOMA, 100% RB, 3 MHz, 16-0AM) LTE-FDD B35 | +06%
10144 | CAC | LTE-FDD (SC-FOMA, 100% RE, 3 MHz, 64-QAN) LTE-FDD EB5 | 186%
10145 | CAC | LTE-FDD (SC-FOMA, 100% RB, 1.4 MHz, OPSK) LTE-FDR 576 | t96%
10146 | CAC | LTE-FD:D (SC-FOMA, 100% RE, 1.4 Mz, 16-0AM) LTE-FDD B41 | 196%
0147 | CAC | LTE-FDD (SC-FOMA, 100% RE, 1.4 Mz, G4-0AM) _| LTE-FOD 672 | +96%
10148 | CAE | LTE-FDD (SC-FOM&, 50% RE, 20 MHz, 16-0AM) LTE-FDID 642 | 196 %
10150 | CAE | LTE-FOD (SC-FOMA, 50% RB, 20 MHz, G4-QAR) LTE-FOD 880 | :0.6%
1161 | CAE | LTE-TDD (SC-FDOMA, 50% RB, 20 MHz. _QPSH) LTE-TOD 928 | =064k
101562 | CAE | LTE-TDD (SC-FOMA, 50% RB, 20 MHz, _16-CiAM) LTE-TOD 992 | 06 %
10163 | CAE | LTE-TDD (SC-FDMA, 60% RB, 20 MHz, _G4-0:ANM) LTE-TDD 1005 | +06%
10154 | CAF | LTE-FDD {SC-FOMA, 50% RB, 10 MHz, QPSEK) LTE-FOD 575 | DA%
10155 CAF LTE FDD {SC-FOMA, 60% RB, 10 MHz, 16-CaM) LTE-FDOD 643 + 0.6 %
10156 | GAF | LTE-FDD (S0-FOMA, 50% RB, 5 MHz, QPSR LTE-FOD 578 | +BA%
10157 | CAE | LTE-FDD (SC-FOMA, 50% RE, 5 MHz, 16-0AM) LTE-FOD 640 | +86%
10158 _| CAE | LTE-FDD (SC-FOMA, 50% RB, 10 MHz, G4-0AM) LTE-FDD 662 | 96 %
10158 | CAG | LTE-FDD (SC-FDMA, 500 RB, 5 MHz, 64-0AN) LTE-FDD 656 | £96%
10160 | CAG | LTE-FDD (SC-FOMA, 50% RE. 15 MHz, GRSk LTE-FOD Ep2 | z0E%
A01E1 | CAG | LTE-FOD (SC-FOMA, 50% RB, 15 MHz, _16-CLAM) LTE-FOD 643 | £9.6% |
10162 | CAG | LTE-FDD (SC-FDMA, 50% RE, 15 MHz, 64-QAM) LTE-FOO B.58 | 0.6 %
10166 | CAG | LTE-FDD (SC-FDMA, 50% RB, 1.4 MHz, QFSK)] LTE-FOO 546 | +08%
1067 | CAG | LTE-FDD (SC-FDMA, 50% RE, 1.4 MHz, 16-0AM) LTE-FOD 621 | +8.6%
10168 CAG LTE-FDDIEC—F DA, 50% EE 14 MHz, &4-04M) LTE-FRD E.?S +8.6%
10169 | CAG | LTE-FDD (SC-FDMA, | RB, 20 MHz, QFSK) LTE-FOD 573 | +8.6%
10970 | CAG | LTE-FDD {SC-FOMA, 1 RB, 20 MHz,  16-QAMN) LTE-FDD 652 | +96 %
10171 | CGAE | LTE-FDD {SC-FOMMA, 1 RE. 20 MHz, 64-0AM) LTE-FDD 648 | 96 %
| 10172 | CAE | LTE-TDD {SC-FOWA 1 RB, 20 MHz, OPSK) LTE-TOD 821 | 296 W
10173 | CAE | LTE-TDD (SC-FOMA, 1 RE, 20 MHz. 1G-CAR] LTE-TDD 948 | 0.6 % |
10174 | CAF | LTE-TDD (SC-FOMA, 1 RE, 20 MHz, _64-CAM) LTE-TOD 1025 | 29.6 %
10176 | CAF | LTE-FDD (5C-FOMA, 1 RB, 10 MHz, QPSK) LTE-FDD 572 | £08%
10176 | CAF | LTE-FOD (SC-FOMA, 1 RE, 10 MHz, 16-0AN) LTE-FOD 8.52 | +0.0%
1177 | CAE | LTE-FOD (SC-FDMA 1 RB, EMHz, OFSK) LTE-FDD 673 | t0.6%
10178 | CAE | LTE-FDO (SC-FDMA, 1 RE, 5 MHz, 16-0AN) LTEFOD B.52 | +8.6%
10178 | AAE | LTE-FDD (SC-FOMA, 1 RB, 10 MHz, 64-0AN) LTE-FDD 660 | +9.6%
10180 | CAG | LTE-FDD {SC-FOMA, 1 RB, § hMHz, 64-0AM) LTE-FDD 6.50 | 496%
10981 | CAG | LTE-FDD {SC-FOMA, 1 RE, 15 MHz, QPSH) LTE-FOD 572 | 296 %
10182 | CAG | LTE-FDD (SC-FOMA, 1 BB, 15 MHz,  16-0AN) LTE-FOD 652 | £06 %
| 10183 | CAG | LTE-FDD {SC-FOMA_1 RB, 15 MHz, 64-0AN)} LTE-FDD 650 | £0.6%
10184 | CAG | LTE-FOD {SC-FOMA, 1 RB, 3 MHz, QPSK) LTE-FOO 573 | t06%
10185 | Al | LTE-FDD (SC-FOMA, 1 RB, 3 MHz,  18-C0AN) LTE-FOO | 851 | +0.6%
10186 | CAG | LTE-FDD (SCFOMA, 1 RE, 3 MHz, B4-0AM] LTE-FOD | 680 [ +068%
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10167 | CAG | LTE-FDD (SC-FOMA. 1 RE, 1.4 MHz, QPSE) LTE-FOD 573 [ 188%
10188 | CAG | LTE-FDD (SC-FOMA_1 RB, 1.4 Miz,__16-CiAM) LTE-FDD 652 | 496%
10189 | GAE | LTE-FOD (SC-FOMA, 1 RB, 1.4 hl-l.z G4-0AM) LTE-FDD 650 | +96%
10183 | CAE | IEEE BO2.11n (HT Gr%@ 6.5 Mbps, BPSK) WLAN 800 | £06%
10184 | AAD | IEEE BOZ 11n [(HT Gresnfiekd, 35 Mbps, 16-0AM) WILAN 812 | $08%
10185 | CAE | IEEE BUZ.11n (HT Greantseid, G5 Mops, 64-CAM) WA 821 | +96% |
10196 | CAE | IEEE BOZ.11n {HT Mixed, 6.5 Mbps, BPSK) WLAN 810 | 0.6 %
10167 | AAE | IEEE B02.11n {HT Mixod, 38 Mbps, 16-CoA] WLAN 813 | +06%
188 | CAF | IEEE 802.11n (HT Mixad, 65 Mbps, 64-0AM) WLAN 827 | DA%
10218 | GAF | IEEE 802,110 (HT r.u'lucud 7.2 Mbps, BPSK} VWLAN BO3 | +9.6%
10220 | AAF | IEEE 802.11n (HT Mixed, 43.3 Mbpe, 16-0AM) WLAN BA3 | 18E%
10221 | €AC | IEEE 802 11n (HT Mixed, 72.2 Mbps, G4-0AM) WLAN B2T | 196%
10222 | GAG | IEEE BOZ.11m (HT Mixed, 15 Mbps, BPSK) WLAM BDE | +96%
10223 | CAD | IEEE BDZ.11m (HT Mixed, 60 Maps. 16-QAK) WLAM 840 [ 106%
10224 | CAD | IEEE BO2.71n (HT Mixed, 150 Mbps, 64-C0AM]) WLAN 405 | 286%
10225 | CAD | UMTS-FOD [HSPAY) WCOMA, 597 | z06%
10226 | CAD | LTE-TDD (SC-FOMA,_1 RB, 1.4 MHz, _16-QAM) LTE-TDD 949 | :06%
10227 | CAD | LTE-TDD {SC-FDMA, 1 RB, 1.4 MHz, 54-0AM) LTE-TOD 1026 | £+968%
10228 | CAD | LTE- oD (SC-FOMA, 1 RBE, 1.4 MHz, QPSK) LTE-TDD 922 | +BE%
10228 | DAC [ LTE-TDD (SC-FDMA, 1 RE, 3 MHz, 16-0AM) LTE-TOD 048 | +DAR%
10230 | CAC | LTE-TDD {SC-FOMA, 1 RE, 3 MHz,  G4-0AM) LTE-TDD 1025 | +06%
10231 | CAC | LTE-TDD (SC-FDMA, 1 RB, 3 MHz, OPSK) LTE-TOD B8 | +9E6%
10232 | CAD | LTE-TDD (SC-FOMA, 1 RB, & MHz,_16-0ANM) LTE-TOD B4R | +96%
10233 | CAD | LTE-TDD (SC-FDMA, 1 RB. 5 MHz, 54-0uAli) LTE-TDD 10.25 | +96 %
10234 | GAD | LTE-TDD (SC-FDMA, 1 BB, 5 MHz, OPSK) LTE-TDOD 221 | 196%
10235 | CAD | LTE-TDD (SC-FDMA, 1 RB, 10 !-'IH:. 16-ChAR) LTE-TDD G948 | +86%
10236 | CAD | LTE-TDD (SC-FOMA, 1 RB, 10 MHz, B4-0AM) LTE-TDD 1025 | £9.68 %
10237 | CAD [ LTE-TDD {SC-FDMA, 1 RE, 10 MHz, QPSK) LTE-TOD 921 | +0.6% |
10238 | CAB [ LTE-TDD {SC-FDMA, 1 RB, 15 MHz, 15-0AM) LTE-TDD 048 | £0B%
10239 | CAB [ LTE-TDD {SC-FOHAA, 1 RB, 15 MHz, B4-0AM) LTE-TDD 1025 | +86%
10240 | CAB | LTE-TDD (SC-FDMWA. 1 RE, 15 MHz, QPSK) LTE-TOD B21 | +8.6%
10241 | CAB | LTE-TDD (SC-FDMA, 50% RB, 1.4 MHz,  16-C1AM) LTE-TDD BEZ | +96%
0247 | CAD | LTE-TDD (SC-FOMA, 50% RB, 1.4 MHz,  64-QAM) LTE-TDD 685 | +96%
10243 | CAD | LTE-TDD (SC-FOMA,_50% RB, 1.4 MHz, QF5K) LTE-TDD 245 | 186 %
10244 | CAD | LTE-TOD [SC-FDMA, 50% RE, 3 MHz,  16-0AM) LTE-TDD 1006 | =06 %
10245 [ CAG [ LTE-TDD [SC-FDMA, 50% RE, 3 MHz,  54-0AM) LTE-TDD 1006 | 20.8 %
10248 | CAG | LTE-TDD (SC-FDMA, 50% RB, 3 MHz, OPSK) LTE-TDD 930 | £0.6% |
10247 | CAG [ LTE-TDD {SC-FOMA, 50% RB. & MHz. 16-QAM) LTE-TOD B.81 +0.6%
10248 | CAG | LTE-TDD {SC-FDMA, 50% RB, 5 MHz, 64-0AM) LTE-TOD: 1008 | +66%
10248 | CAG | LTE-TDD (SC-FOMA, 50% RB, 5 MHz, QPSK) LTE-TOD 9.20 | +86%
10250 | CAG | LTE-TOD (SC-FOMA, 50% RE, 10 MHz, 16-CAM) LTE-TOO BE1 | 96 %
10251 | CAF | LTE-TDD (SC-FOMA, 50% RB, 10 MHz, 64-0AM) LTE-TOD 10417 | +965%
10262 | CAF | LTE-TDD (SC-FOMA, 50% RE, 10 MHz, QPSK) LTE-TDD 924 | 298%
10253 [ CAF | LTE-TDD (SC-FOMA, 50% RE, 15 MHz, 16-0AM) LTE-TDD 980 | +0.6%
10254 | CAE | LTE-TDD (SC-FOMA, 50% RE, 15 MHz, Bd4-0AM) LTE-TDD 1014 | $0.8%
10265 | CAB | LTE-TDD (SC-FOMA, 50% RB. 16 MHz, OP3K) LTE-TDD 920 | +0.6%
10285 | CAB | LTE-TDD (SC-FDMA, 100% RB, 1.4 MHz, 16-0AM) LTE-TOD 986 | tBE%
10257 | CGAD | LTE-TDD (SC-FOMA, 100% RE, 1.4 MHz, &64-0AM) LTE-TOD 1008 | +96%
10258 [ CAD | LTE-TDD (SC-FDMA. 100% RB, 1.4 MHz, OPSK) LTE-TOD 934 | +96%
| 10258 | CAD | LTE-TOD (SC-FOMA, 100% RE, 3 MHz, 16-0/AM) LTE-TOD B.EE | +8.6%
10260 [ CAG [ LTE-TDD (SC-FOMA, 100% RE, 3 MHz, §4-QANM) LTE-TDD 987 | +06% |
10261 | CAG [ LTE-TDD [(SC-FDMA, 100% RE, 3 MHz, OFSK) LTE-TOD 924 | +BE%
10262 | CAG | LTE-TDD (SC-FOMA, 100% RB, 5 MHz, 16-0AM) LTE-TDD 983 | +86%
10262 | CAG | LTE-TDD {SC-FOMA, 100% BB, § MHz, 64-CAM) LTE-TOD 1016 | +BA8%
10284 | CAG | LTE-TDD (SC-FDMA, 100% RB, 5 MHz, QPSK) LTE-TDD 023 [ +96%
10265 | CAG | LTE-TDD (SC-FOMA, 100% R, 10 MHz,_16-0AM) LTE-TDD 992 | +96%
10266 | CAF | LTE-TDD (SC-FOMA, 100% RB, 10 MHz, 54-0AM) LTE-TOD 10.07 | +96%
10267 | CAF | LTE-TDD (5C-FOMA, 100% RB, 10 MHz, @QP5K) LTE-TOD 530 [ +05%
10268 | CAF | LTE-TOD (SC-FOMA, 100% RE, 15 MHz,  16-0AM) LTE-TDD 10.06 | £88%
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10289 | CAB | LTE-TDD (SC-FDMA, 100% RB. 16 MHz, &4-04M) LTE-TDOD 1013 | #86%
10270 | CAB | LTE-TOD (SC-FOMA, 100% RE_15 MHz, QPSK) _ LTE-TDD 058 | +06 %
10274 | GAB | UMTS-FDD (HSUPA, Subles! 5, 3GPP Reld. 109 WEDMA 457 | 208%
10275 | CAD | UMTS-FDD (HSUPA, Subtest 5, 3GPP Ralf.4) WEDMA 106 | +86%
10277 | GAD | PHS (QPSK) PHS 1181 | 286%
1027E | CAD | PHS (QPSK, BW 884MHz, Rollaff 0.5) PHS 1181 | :896%
10278 | CAG | PHS (OPSK, BW 884MHz, Rollolf 0.36) PHS 1218 | #06 %
10200 | CAG | COMAZDD0, RG1, 5086, Full Rale COMAZ000 X + 0.6 %
0281 | CAG | COMA2000, RC3, S055, Full Rata COMAZODD 346 [ £B.6%
10202 | CAG | COMAZDO0, RCA, 3032, Ful Rale COAAZ0D0 338 | +86%
10203 | CAG | COMAZN00, RC3, 503, Full Rata COMAZOD0 350 | +BE%
10285 | CAG GEMRZWIJ REH Sﬂﬁ 1/BIh Rale 25 Ir, COMAZDODD 1249 | +86%
10287 | CAF | LTE-FDD (SC-FDMA, 50% BB, 20 MHz, OPSEK) LTE-FOL 581 | +BE%
10z | CAF | LTE-FDD {SC-FOMA, 60% RE, 3 MHz, OPSK) LTE-FOD 572 [ +0.6%
10264 | CAF | LTE-FDD (SC-FDMA. 50% BB, 3 MHz, 16-0AM) LTE-FOD 6.38 | +BH%
10300 | CAC | LTE-FDD (SC-FOMA 60% RE, 3 MHz, A4-0AM) LTE-FOD 660 | 86 %
10301 | CAC | IEEE 802, 18e WikAX (20:18, Bms, 100MHz, QOFSK, PUSGC) Wikdax 12.03 | +86%
10302 | CAB | IEEE 802 16e WIMAX (28:18, Sms, 10MHz, OPSK, PUSC, 3CTRL) WiMAX 1257 | +96%
10303 | AR | IEEE BOR.16e WikAX (31:16, ‘ms !er B40AM, PLISC) WikdAx 1252 | +96%
1034 | CAA | IEEE BOZ.18a WikAX (20:18, Sms, 10MHz, 6404M, PUSC) WikdAX 11.BE | +96%
10305 | CAA | IEEE BOZ.18e WilAX (31:15, 10ms, 10MHz, B40AM, PUSC) | winaax 1524 | +96 %
10206 | GAA | IEEE BO2. 180 WilAAX (20:18, 10ms, 10MHz, 84QAM, PUSC) WlilAY 14.67 | +86%
10207 | AAE | IEEE BOZ.16a YWWAAX (20:18, 10ms, 10MHz, OPSK, PUSC) WAX 1440 | 98 %
10308 | AAB | IEEE BO2 160 WilMAX (2818, 10ms, 1I:II'-|Hz. 180AM, PUSC) Wil 14.48 | 9.6 %
10309 | AAB | IEEE BOZ 168 WIMAR (28:18, 10ms, |0MHz, 160ANM ANME 2535 WIMAX, 1466 | £0.8 %
10310 | AAR | IEEE BO2 1688 WIMAK (20018, 10ms, 10MHz, QPSK, AMC 2x3 VARAX 1467 | £96 %
10841 | AAB | LTE-FOD {SC-FDMA, 100% RB, 15 MHz, QPSK) LTE-FDD 608 | £8.8%
10313 _| AAD | IDEN 1.3 [iDEN 1051 | +0968%
10314 | AAD | iDEN 18 IDEN 1348 | +068%
10316 | AAD | IEEE 802 11b Wi 2.4 GHz (D555, 1 Mbps, B6pe do) WLAK 171 | 66 %
| 10316 | AAD | IEEE 802.11g \WiFi 2.4 GHz (ERP-OFDM, & Mbps, $6pc o) WLAN 636 | tBE%
10317 | AAs | IEEE 802.11a WiFi 5 GHz (OFDM, 6 Mbps, 96pcdc) WLAN BAG | +86%
10352 | AAA | Pulse Wavefarm (200Hz, 10%;) Genenc 10.00 | +8.6 %
10353 | AAA | Pulse Waveform (200Hz, 20%) Generic 600 | +96%
10354 | AAA | Pulse Waveform (200Hz, 40%) Grneric 08 | +96%
10355 | AAA | Pulse Waveform (200Hz, 60%) Generc 272 [ 208%
10356 | Aas | Pulse Waveform (200Hz, 80%) Gener 067 | +9.6%
10387 _| AAA | OPSK Wavelarm, 1 MHz Generic 510 | +98%
10388 | AAR | QPSK Wavaform, 10 MHz Gt 522 | £ 9.6%
10206 | AAA | E4-0AM Wavelorm, 100 kHz Genaric 627 | 8.6 %
10398 | AAA_| 64.0AM Wavefarm, 40 MHz Generic B27 | +06%
10400 | AAD | IEEE 802 11ac WiFi {20MHz, 64-0AM, 88pc do) WLAN 837 | £06%
10401 [ AAA | IEEE BOZ. 11ac WiFi {40MHz, G4-0AM, BBpe do) WLAN 8.60 | +9.6%
10402 | AAA | IEEE 802 11ac WiFi (B0MHz. G4-0AM, 88pc do) WLAN 853 | +0.6%
10403 | AABR | COMAZO0 (1xENV-DO, Rew. ) | COMAZDD) 376 | +98%
[ 10404 | AAE | COMAZOO0 {14EV-D0, Rev. A) COMAZD0D 377 | £ 86 %
10408 | AAD | COMAZD0D, RCE, 5032, SCHO, Full Rate R COMAZD0 522 | +96%
10410 | AAA | LTE-TDD (SC-FOMA, 1 RB, 10 MHz, QPSK, UL Sub=23.4.7 & ) LTE-TDD TEZ | 96% |
10414 | AAA | WLAN CCDF, B4-0AM, 4084Hz Gensc 854 | +96%
10416 | AAA | IEEE B02.11b WiFi 2.4 GHz (DSSS, 1 Mbps, 99pc de) WLAN 154 | +08%
10416_| AAA | IEEE BOZ.11g WiFi 2.4 GHz (ERP-OFDM, & Mbps, 99pc d) WLAN 823 [ +06%
10417 [ AaA | IEEE BO2. 11a/h WiFi § GHz (OFDM. 6 Mbge, 99pc de) WLAN 823 | *BE8%
10418 | AAA | IEEE BO2 119 WIFI 2.4 GHz (DSS5-OFDM, & Mbps, BBpc, Long) WLAM 814 | £0.6%
| 10418 | AR | IEEE BOZ 11g WiFi 2.4 GHz tDSSS—DFDH & Mbps, 88oc, Short) WILAN 819 | +86%
10422 | AnA | IEEE B02.11n (HT Greanfiald, 7.2 Mbps, BFSK) WiILAN B.32 | +86%
10423 | AAA_| IEEE BOZ 11n [HT Greenheld, 43,3 Mbgs, 16-0AM] WLAN BAT | $0.6%
10424 | AAE | IEEE 802.11n (HT Greanfiald, 72.2 Mbgs, 64-0AM) WLAN BAD | +96% |
10426 | AAE [ IEEE 802.11n {HT Greenlield, 15 Mbps. BPSK) WLAN B41 | 296 %
| 10425 [ AAE | IEEE 802 11n (HT Greenfield, 80 Mbps, 16-ClAM) WLAN 845 | +8E%
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10427 | AAB | IEEE BOZ.11n (HT Greenfisld, 150 Mbps, 64-0AM) WLAN 841 [ 206%
10430 | AAB | (TE-FOD (OFDMA, 5 MHz, E-T 3.1) LTE-FDD 828 | 296 %
10431 | AAC | LTE-FOD (DFOMA, 10 MHz E-TM 3.1) LTE-FDD 838 | 206%
10432 | AAB | LTE-FOD (OFDMA, 15 MHz, E-TM 3.1) LTE-FOD 834 | $06%
10433 | AAC | LTE-FDD ({OFDMA, 20 MHz, E-TM 3.1} LTE-FOD 834 [ +06%
10434 | AAG | WECDMA (BS Test Maodal 1, 64 DPCH) WEDRMA BA0 | EOG%
10436 | AAA | LTE-TDD {SC-FOMA, 1 RE, 20 MHz, QPSK, UL Sub) LTE-TOD 782 | +0O6% |
10447 | AAA | LTE-FDD (OFDMA, 6 MHz, E-TM 3. 1 Clipping 44%;) LTE-FDD THE | #06%
10448 | AAA | LTE-FDOD (OFDMA,_ 10 MHz, E-TM 3.1, Clippin 44%) LTE-FOR TS | +86%
10449 | AAC | LTE-FDD (OFDMA, 15 MHz, E-TM 3.1, Cliping 44%) LTE-FQD TE1 | +896%
10450 | AAA | LTE-FDD (OFDMA, 30 MHz, E-TM 3.1, Clpping 44%) LTE-FDD TAR | +06% |
10451 | AAA | W-COMA (B5 Test Model 1, 64 DPCH, Clipping 44%) WEDMA, 75 | #96%
10453 | AAG | Malidation {(Squara, 10mes, 1ma) Tesad 10.00 | 2596 % |
10466 | AAC | IEEE 802, 11ae WiFi {160MHz. G4-0AN, Bipc do) WLAN 863 | £06%
104567 | AAC | UMTS-FOD (DC-HSOPA) WICOHMA G662 | +8.6%
10458 | AAC | COMAZO00 (1EV-00, Rev. B, 2 carriers) COMAZD0D B.S55 | £0.6%
10458 | AAC | COMAZO00 {1+EV-00, Rev. B, 3 camere) COMAZNO0 B25 | +06%
10480 | AAC | UMTS-FDD (&NCOMA, AMR) WEDRMA 230 | +BE%
10461 | AAC | LTE-TDO (SC-FOMA. 1 RB, 1.4 MHz, QPSE, UL Sub) LTE-TDD TE2 | +96%
10482 | AAC | (TE-TDD (SC-FOMA, 1 RB, 1.4 MHz, 18-0AM, UL Sub) LTE-TDD 830 | +96%
10403 | AAD | LTE-TOD (SC-FOMA, 1 RB, 1.4 MHz, 64-0AM, UL Sub) LTE-TDD 856 | 96 %
10464 | AAD | LTE-TDD (SC-FOMA, 1 RE, 3 MHE, OPSK, UL Sub) LTE-TDD TA2 | +86% |
10465 | AAC | LTE-TDD (SC-FDMA, 1 RE, 3 MHz, man-'l UL Sub} LTE-TDD .32 | =08%
10486 | AAC | LTE-TDD {SC-FDMﬁ.. 1 RB, 3 MHz, 54-0aM, UL Sul) LTE-TDD BT | +86%
10467 | Aas | LTE-TDD {SC-FOMA, 1 RB, 5 MHz, OPSEK, UL Sub) LTE-TDD 782 | £BA%
10488 | AAF | LTE-TDD (SC-FDMA, 1 BB, 6 MHz, 16-0AM, UL Sub) LTE-TDO BA2 | +86%
| 10480 [ AAD | LTE-TOD (SC-FOMA, 1 RB, 5 MHz, B4-0AM, UL Sub) LTE-TOD B56 | +BA%
10470 | AAD | LTE-TDOD (SC-FOMA, 1 RE, 10 MH: QPSK, UL Sub) LTE-TDD TEZ | +t96%
10471 | AAC | LTE-TDD [SC-FOMA, 1 RB, 10 MHz, 16-0AM, UL Sub) LTE-TOD B3 | +96% |
10472 [ AAC | LTE-TDD (SC-FDMA, 1 RB, 10 MHz, 64-0AM, UL Sub) LTE-TDD 8457 [ 496%
10473 | AAA | LTE-TDD {SC-FDMA, 1 RB, 15 MHz, OPSK, UL Sub) LTE-TOD 782 | 86 % |
10474 | AAC | LTE-TDD {SC-FOMA, 1 RB, 15 MHz, 16-QAM, UL Sub) LTE-TOD 832 | +B6%
10475 | AAD | LTE-TDD {SC-FDMA, 1 RB, 16 MHz, 84-0AM, UL Suby) LTE-TDLC BE7 | +0.6%
10477 | AAC | LTE-TDD n:sc-FDw:., 1 RB, 20 MHz, 18-0AM, UL Sub) LTE-TOD B.32 | tBA%
10478 | AAG | LTE-TDD (SC-FOMA, 1 BB, 20 MHz, 64-0AM, UL Sub) LTE-TOD BE7 | +89.6%
10479 | AAC | LTE-TDD (SC-FOMA_E0% RB, 1.4 MHz, GFSK, UL Sub} LTE-TDD 774 | +968%
 doden | AAA | LTE-TDD (SC-FOMA, 50% REB, 1.4 MHz, 16-04M, UL Sub) LTE-TDD 818 | +96%
[ 10481 | AAA | LTE-TDD (SC-FOMA, 50% RE. 1.4 MHz, B4-QAN, UL Sub) LTE-TOD 845 | +96% |
10462 [ AAA | LTE-TDD (SC-FOMA, 50% RB, 3 MHz, OPSK, UL Sub) LTE-TDD 771 | 20.8%
10483 | AAA | LTE-TDD {SC-FOMA, 50% RB, 3 MHz, 16-CAM, Sub) LTE-TDD 838 | £0.6%
10484 | AAB | LTE-TDD (SC-FDMA, 50% RB, 3 MHz, 64-0AM, UL Sub) LTE-TOD 847 | £BA% |
10485 | AAB | LTE-TDD (SC-FOMA, 50% RB, 5 MHz, QPSK, LIL Sub) LTE-TOD TEB | +0.6%
10486 | AMB | LTE-TOD (SC-FOMA, 50% RB, 5 MHz, 16-0AM, UL Sub) LTE-TDD BAB | +0E%
1487 | AAC | LTE-TDD (SC-FDMA, 50% RE, 5 MHz, 64-0AN, UL Sub) LTE-TOD BB0D | +96%
10466 | ARG [ LTE-TDD (SC-FDMA, 50% RE, 10 MH: QPSK, UL Sub) LTE-TDD 770 | +86% |
10486 | AAC | LTE-TDD [(SC-FDMA, 50% RB, 10 MHz, 15-0AM, UL Sub) LTE-TDD .31 288 %
10400 | AAF | LTE-TDD {SC-FOMA, 50% RE, 10 MHz, B4-0AM, UL Subj LTE-TOD 854 | 0.6 %
10481 | AAF | LTE-TDD {SC-FOMA, 50% REB, 15 MHz, QPSK, UL Sub) LTE-TOD 774 | +BB%
10492 | AAF | LTE-TDD {SC-FDMA, B0% RB, 15 MHz, 16-0AM. UL Subj) LTE-TDD B4l | +86%

| 10493 | AAF | LTE-TDD (SC-FDMA, 50% RE, 15 MHz, 64-0AM,_UL Sub) LTE-TOD BSS | +96%
10494 | AAF | LTE-TDD (SC-FOMA, 60% RB, 20 MHz, GPSK, UL Sub) LTE-TOD T | +96%
10485 | AAF | LTE-TOD (SC-FOMA. 50% RE, 20 MHz, 16-QAM, UL Suh) LTE-TDD BI7 | +96%
10488 | AAE | LTE-TDD (SC-FOMA, 50% RE, 20 MHz, 64- QAM, UL Suly) LTE-TDD 8454 | :08%
10457 | AAE | LTE-TDD (SC-FOMA, 100% RB, 1.4 MHz, GPSK, UL Sub) LTE-TOD TET | 06%

10488 | AAE | LTE-TDD (SC-FOMA, 100% RH, 1.4 MHz, 16-0AM, UL Sull) LTE-TOD 840 [ +BA%
10498 | AAC | LTE-TDD (SC-FDMA, 100% BB, 1.4 MHz, 54-02AM, UL Sub) LTE-TRD BEBE | +0.6%
10500 | AAF_| LTE-TDD (SC-FOMA, 100% RE, 3 MHz, GPSH, UL Sub) LTE-TOO ? E?‘ +0E%
10501 | AMF [ LTE-TDD (SC-FOMA, 100% RE, 3 MHz, 16-0AM, UL Sub} LTE-TOD 188 %
10502 | AAB | LTE-TOD (SC-FOMA. 100% RB, 3 MHz, 64-0AM, UL Sub) LTE-TDD s 52 [286%

Centificate No:25102Z000822 Page 15 0f 23
Version 3.0

TR-EM-SAQ05

Page 15 of 61




Bay Area Compliance Laboratories Corp.(Shenzhen)

Report No.: 2601U63157E-SAA

ﬂ En Collabaration with
- S p e a g
B

CALIERATION LABORATORY

Add: M. 52 HuaYumnBed Ronmd, Haslian District, Bedjing, 100191, Chins
Tiel: +86-10-6230433 32117

CAICT

E=mail: emfi@caiclac.cn bittp v caict.ne.cn
10503 | AAB | LTE-TDD (SC-FOMA, 100% RE, 5 MHz, OPSK., UL Sub) LTE-TOD 772 | $08%
10504 | AAB | LTE-TOD (SC-FDMA, 100% RB, 5 MHz, 16-0AM, UL Sub) LTE-TDD M £ 0.6%
0505 | AAC | LTE-T00 (SC-FOMA, 100% RE, 5 MHz, B3-0AM, LIL Sub) LTE-TDD 854 | £06%
10506 | AAC | LTE-TDD (SC-FDMA, 100% RB, 10 MHz, OPSK, LIL Sib) LTE-TOD 774 | +06%
10507 | AAC | LTE-TOD (SC-FOMA, 100% RE, 10 bHz, 16-0AM, LIL Sub) LTE-TDD | 836 | +BE%
10508 | AAF | LTE-TDD [SG-FDMA, 100% RB, 10 Mz, B4-Q0AM, UL Sub) LTE-TDD BA5 | +8.6%
10608 | AAF | LTE-TDD (SC-FDMA, 100% RB, 15 MHz, QPSK, UL Sub) LTE-TDD oo | +06%
10510 | AAF | LTE-TDD {SC-FORMA, 1007% RE, 16 MHz, 16-0AKM, UL Sul) LTE-TDD B40 | +96%
10511 | AAF | LTE-TDD (SC-FDMA, 100% RB, 15 MHz, 64-0AM, UL Sub) LTE-TDD BS51 | +96%
10512 | AAF | LTE-TDD (SC-FOMA, 100% KB, 20 MHz, QPSK_ UL Sub) _LTE-TDD T4 | 196%
10513 | AAF | LTE-TOD (SC-FDMA, 100% RB, 20 MHz, 16-0AM, UL Sub) LTE-TDD B42 | +056%
10514 | AAE | LTE-TOO (SC-FDMA, 100% RE, 20 MHz, B4-0AM, UL Sub) LTE-TDD 845 | £96%
10515 | AAE | IEEE BO2. 11b\WiFi 2.4 GHz (D585, 2 Mbps, 90pc dc) WLAN 150 | $96% |
10516 | AAE | IEEE BO2 11k WIFI 2.4 GHz (DSSS, 5.5 Mbps. 88pe de} WLAN 157 | £0.6% |
10517 | AAF | IEEE BOZ 11b WiFi 2.4 GHz (0555, 11 Mbps, 09pc dc) WLAN 158 | +86%
10518 | AAF [ IEEE 802 11am WiFi 5 GHz (OF DM, B Mbps, 89pc di) WLAN 823 | £0B%
10518 | AAF | IEEE 802, 11ah WiFi 6 GHz (OFDM, 12 Mbos, 99pc da) WLAN B39 | +0.6%
10520 | AAB | IEEE 802 T1a/h WiFi 5 GHz (OFDM, 18 Mbpe, 99pc de) WLAN B12 | +B6%
10521 | AAB | IEEE A02.11aih WiFi & GHz (OFDM, 24 Mbps, S9pc de) WLAN a7 | +96%
10522 | AAB | |EEE BO2.11a/h WiFi & GHz (OFDM, 36 Mbps, 90pc de) WLAN B45 | +96%
10623 | AAC | IEEE BOZ.11a/h WiFi 5 GHz (OFDM, 48 Mbps, 89pc de) WLAN BOB | 196 %
10524 | AAC | IEEE BOZ.11a'h WiFi & GHz (OFDM, 64 Mbps, B9pc dc) WLAN 82T | 96% |
10526 | AAC | IEEE BO2 11ac WiFi {20MHz, MCS0, B8pc de) WILAN 83 | 288%
10526 | AAF | IEEE BO2 11ac WiFi (20MHz, MGS1, 88pc do) WILAK 842 | £9.6%
10527 | AAF | IEEE 802, 11ac WiFi (20MHz, MC52, Bpc dc; WLAN 821 | £B6%
10528 | AAF | IEEE 802 11ac WiFi (2DMHz, MCE3, B0pe de) VILAN 8368 | +9.6%
10529 | AAF | IEEE 802, 11ac WiFi (20MHz, MCS4, Sdpc do) WLAN 836 [ +0H%
10531 | AAF | IEEE 802, 11ac ¥WiFi (20MHz, MCSE, S9pc ac) WLAN B43 | £96%
10532 [ AAF | IEEE B02.11ac WiFi (200Hz, MCST, 99pc de) WLAN B2 | +08%
10533 | AAE | IEEE BOZ. 11ac WiFi (20MHz, MCSE, 99pc do) WLAN B3E | +96 %
10534 | AAE | IEEE BO2. 11ac WiFi (40MHz, MCS0, 89pc do} WLAN BA5 | 96 % |
| 10555 | AAE | IEEE BOZ 11ac WiFi (40MHz, MCS1, 99pc dc) WLAN 845 | $06%
10838 | AAF | IEEE B02 11ac WiFi {a0MHz, MC52, B0pe de) WLAN 832 | :96%
10537 | AAF | IEEE 802 {1ac WiFi (40MHz, MCS3, S8p do) WLAN 44 | t86%
10538 | AAF | IEEE 802, 11ac WiFi (40MHz, MCS4, Bipc do) WLAN d54 | +8.6%
10540 | AAA | IEEE 802.11ac WiFi (40MHz, MCSE, B8pc de) WLAN 839 | +0.8%
| 10541 | AAA | IEEE 802.11ac VWiFi (40MHz, MCS7, fpc do) WLAN BA8 | + 0.6 %
10542 | AnA | IEEE B02.115c WiFi (400Hz, MCSE, 99pc de) WLAN BES | +88% |
10643 | AAC | IEEE BOZ, 11 WiFi (400Hz, MCS0, S9pc do) WLAN BBE | +96%
10544 | AAC | IEEE BO2.11ac WiFi (800Hz, MCS0, 99pc de} WLAN BAT | +85.6% |
10645 | AAC | IEEE BOZ 11ac lﬂnﬂﬂMHz WCS1, 89pc de) WILAN 855 | +096% |
10546 | AAC | IEEE BOZ 11ac WiFi (80MHz, BACS2, 8pc do) WiLAN 836 | :98%
10847 | AAC | IEEE 802 11ac WIF| (80MHz, MCS3, BOpe de) WWILAN 849 | £0.68%
10548 | AAC | IEEE 802.11ac WiFi (BOMHz, MCS4, 98pc do) WLAN 837 | +06%
| 10550_| AAC | IEEE 802.11ac WiFl (BOMHz, MCSE, Bbge de) WLAN B30 | +0.6%
10561 | AAC | IEEE 80211 ac \WiFi (B08Hz, MCS7, 8%pc de) WILAN 8.50 | +8.6% |
10552 | AAC | IEEE 802, 11ac WiFi (B0%iHz, MCSE, Sdpc do) 'WLAN B42 | +896%
10653 | AAC | IEEE BOZ.118c WIFI (806Hz, MCSB, S9pc de) WLAN BE4S | +965%
10664 | AAC | IEEE BO2.11&e WiFi (160MHz, MCS0, 989pc do) WLAN B4R | +98%
10555 | AAC | IEEE BO2 11ac WiFi {160MHz, MCS1 , 98pe de) WLAN 84T | 2%
10556 | AAC | IEEE 802 11ac WIFI {160MHz, MC-S:Z S8pa do) WLAN 850 | :08%
10857 | AAC | IEEE 802.11ac WiFi {160MHz. MC53, Bfpe do) WILAN 852 | +06%
10558 | AAC | IEEE 802, 11ac WIFi (1608Hz, MC54, BHpc de) WLAN 8.61 5.8 %
10560 | AAC | IEEE 802.11ac WiFi (1600Hz, MCS6, $pc do) WLAN B73 | +96%
10561 | AAC | IEEE BOZ,11ac WiFi (1600Hz, MCST, 99pc de) WLAN BSE | +9E%
10662 | AAC | [EEE BO2.11ec WiFi (160MHz, MCSB, 99pc dc) WLAN BED | +98 %
10553 | AAC | IEEE BOZ 11ac WiFi 1 (180MHz, MCSS, 99pc do) WLAN 87T | +98%
10554 | AAC | IEEE BO2.11g WIFI 2.4 GHz (DESS-0FDM, § Mbps, B0pc dc) WLAN 835 | £0.8%
105685 | AAC [ IEEE 802 11g WIFi 2.4 GHz (D5S5-0FDM, 12 Mbps, 99pc de) WLAN 945 | :06%
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10666 | AAC | IEEE A0z.11g WiFi 24 GHz [DS55-0FDM, 18 Mbps, Bipe de) WLAN 813 | 496%
10567 | AAC | IEEE BO2.11g WiFi 24 GHz (DSSS-0FDM, 24 Mbps, B8pc do) WWLAM 800 | +96%
10568 | AAC | IEEE ADZ 11g WiFi 2.4 GHz {D555-DFDM, 26 Mbps, B8pc do) WLAN 837 | $96%
10568 | AAC | IEEE B02.11g Wik 2 4 GHz (DSSS-OFDM, 48 Mbps, B9pe de) WLAN 410 | +986%
10670 | AAG | IEEE BDZ 11g WiFi 2.4 GHz (DS55-0FDM, 54 Mbps, ¥pc do) WLAN 830 | +96%
10571 | AAC | IEEE BOZ 11b WiFi 2.4 GHz (DSSS, 1 Mbgs, S0pc de) WLAN REHETITE N
10672 | AAC | IEEE BD2.11b'WIiFi 2.4 GHz (DSSS, 2 Mbps, S0pc do) WLAN 199 | 296%
105673 | MAC | IEEE BOZ.11b WiFi 2.4 GHz (D555, 5.5 Mbps, Bipe o) WLAN 164 | +086%
10674 | AAC | IEEE BO2 11b 'WIFI 2.4 GHz (DSS5, 11 Mbps, $0pc do) WLAM 188 | 286%
10576 | AAC | IEEE B0 11g WiFi 2.4 GHz (DSS5-0FDM, 6 Mbps, Bipc de) WLAMN 858 | £96%
10576 | AAC | IEEE BOZ 11g WiFi 2.4 GHz (DSS5-OFDM, 9 Mbps, Blpc do) WILAN 860 [ :06%
10577 | AAC | IEEE BOZ 11g WiFi 2.4 GHz (DSS5-0FDA, 12 Mbgps, 90pc do) WILAN 870 | £9.86%
10578 | AAD | IEEE 80211 WiFi 2.4 GHz (DSSS-OFDM, 18 Mipe, S0pe de} WLAN 840 [ +06%
10578 | AAD | IEEE BO2 11g WiFi 2.4 GHe (D555-0FDAM, 24 Mbps, 90pc dc) WILAN B35 | £0.8%
10580 | AAD | IEEE 802.11g WiFi 2.4 GHz (DS5S-0FDM, 36 Mbps, 90pc da) WILAN B7E | £0.6%
10581 | AAD | IEEE 802.11g WiFi 2.4 GHz (DSS5-OFDIM, 48 Mbps, 80pc dc) WLAN B35 | +8.6%
10562 | AAD | IEEE 802.11g WiFi 2.4 GHz (DSSE-OFOM, 54 Mips, 00pe de) |[WLAN BAT | +0.6%
10663 | AAD | IEEE 802.11am WIFI 5 GHz (OFDM, 6 Mbps, 90p< dc) WLAN BES | £88%
10584 | AAD | IEEE A02.11ah WiFi 6 GHz (3FDM, B Mbps, B0pc dc) WLAM B.AO | +0.6%
| 10SBS | AAD | IEEE 802.11amh WiFi 6 GHz (GFDM, 12 Mbps, S0ac diy WLAN B70 | £+BE%
10566 | AAD | |EEE 802.11ah WiFi 5 GHz (DFDOM, 18 Mbps, Blpe do) WLAN B40 | +0.6%
10867 | AAA | IEEE 802.11ah WiFi & GHz (OFDM, 24 Mbps, 80pc de) WLAN B36 | +BE%
10588 | AAA | IEEE BOZ.11a/h WWiFI & GHz (OF DM, 35 Mbps, $0pc do) WLAN B7E | +9.6%
10565 | AA4 | IEEE B2, 11ah Wi & GHz [OFDM, 43 Mbgs, S0pc doy J WLAN | B35 | +06%
10580 | AAA | IEEE BOZ.11a/h WiFi 5 GHz (OFDM, 54 Mbps, S0pc o) WLAN BET | +86%
10581 | Aad | IEEE BD2.11n (HT Mixed, 20MHz, MCS0, B0pe do) WLAN BG3 | +06%
10582 | AAA | IEEE BUZ.11n (HT Mixed, 20MHz, MGS1, B0ps do) WLAN 878 | +BE%
10883 | AAA | IEEE BOZ.11n (HT Mixed, 20MHz, MC52, 80ps do) WLAN BG4 | +06%
10564 | ARK | IEEE BOZ.19n (HT Mixed, 20MHz, MCS3, BOpe de) VWLAMN 874 | +98%
105385 | AAA | IEEE BO2.11n (HT Mixmed. 20MHz, MC54, B0pc do) WLAN 874 | +86%
10596 | Asd | IEEE BO2.11n (HT Mixed, 20MHz, MCS5, BDpc do WILAM 871 | +96%
10687 | AAA | IEEE BO2 19n (HT Mixed, 20MHz, MC56, B0pc dc WLAN B72 | £96%
10598 | AAA | IEEE BOZ 11n (HT Mixed, 20MHz, MCS7, B0pc do WLAN 850 | +96% |
10595 | AAA | IEEE BOZ. 11n [HT Mimed, 400Hz, MCSI:I Bpc de) WLAM 879 | £96%
10800 | AAA | IEEE B0Z11n (HT Mixad, 408Hz, MCS1, #0pc dc) VLAN B85 | =96 %
10607 | Adh | IEEE 802, 11n {HT Mined, 400Hz, MCS2, 80ne de) WLAN 882 | £06%
10602 | AR | IEEE 802.11n (HT Mixad, 408Hz. MCS3, $0po dc) WeLAMN Bo4 | £96%
10603 | AdA | IEEE 802.11n (HT Mixed, 408iHz, MCS4, 80pc de) | wLan 903 | £86%
10604 | Aad | IEEE 802 11n (HT Mixad, 400iHz, MCSE, S0pc de) WLAN B76 | +96%
106805 | AA& | IEEE 802 11n {HT Mixed, 400Hz, MCS6, 90pc do) WILAN 897 | £0.6%
10606 | AAC | IEEE A0z 11n (HT Hmcd 40hdHz, MCST, 30pe de) WiLAN BEH2 | £+8.0%
10607 | AAC | IEEE 802.11ac WiFi {20MHz. I'I.N:Sﬂ BUD-C dr) WLAN BG4 | +06%
10608 | AAC | IEEE 802, 11ac WiFi (20MHz, MCS51, BOpe dc) WILAN E77 | +0.6%
0609 | AAG | IEEE BOZ. 118 WiFl (20MHz. MCS2, BOps de) WLAN BAT | £0.0%
10810 | AAC | IEEE BOZ T1ac Wil (208Hz, MC53, D0pc ) WLAN BB | +0E%
10611 | AAC | IEEE BOZ, 11ac Wil (200Hz, MCS4, B0pe de) WLAN B70 | +96%
10312 | AAC | IEEE BOZ. 118 WiFi (200Hz, MGS5, Blpc da) WLAN BT | +06%
106813 | AAC | IEEE BOZ.11ac WiFI (30MHz, MCSE, B0pc de) WLAN 804 | +96%
10614 | AAC | IEEE 802 11ac WiFi (20hHz, MCST, 80pe de) WLAN 850 | +96%
10615 | AAC | IEEE BO2 11ac WiFl (200Hz, MGSE, S0pc da) WLAN 882 | 286 %
10616 | AAC | IEEE BOZ 11ac WiFi [0MHz, MCS0, S0pc d) WLAN B2 | +08 %
10617 | AAC | IEEE 802 11ac WiFi (40MHz, MCS1, '93:": dc) WLAN 881 | +86%
106818 | AAC | IEEE 802 11ac WIFi (40MHz, MCS2, S0pc de) WLAN 858 | £96%
10618 | AAC | IEEE 802, 11ag WiFi (40MHz, MGSE EI:Ipt doh WLAN 886 | +8.6%
10 AAC | IEEE 802.11ac WIFi {40MHz, MCS4, 90pe de) WLAN BBV | £+0.5%
10E21 | AAG | IEEE 802, 11ac WiFi (40MHz, MCSE, 90pc de} WLAN B.77 | £0.6%
10622 | AAC | IEEE 802 11ac WiFi (40MHz, MCSS, 90pe do) WLAN BEHE | +B.8%
10623 | AAC | IEEE BO2.11ac \WIFl (40MHz, MCST, 90pe dc) WLAN BAZ | 06 %
10524 | AAC | IEEE BOZ.11ac WiFi (40MHz. MCS8, 00pe de) WLAN EBE | +tBB%
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10625 | AAC | IEEE BOE. 11ac WiFi (40MHz. MCS8, B0pc dc) WLAN 896 | +06%
10626 | AAC | IEEE BO2. 11acWiIFI {30MHz, MCS0, 8dpc do) WLAN 883 | £06%
TII_JLEE? AAC | IEEE BOZ.11ac WiFi (B0MHE, I'-ll'_':$1 Hpe dc) 'i"l."l..»'-'-.l':l 8,886 + 0.6 %
10620 | AAC | IEEE 802.11ac WiFi (B0MHz, MCS2, $0pc dc) WVWLAN BTl | +06%
10629 | AAC | IEEE 802.11ac WiFi (BIMHz, MCS3, 90pe de) WLAN BES | +06%
10630 | AAC | IEEE B0Z.11ac WiFi (B0MHz, MCE4, 90pc do) WLAN B2 | 166 %
10631 | AAC | IEEE 802.71ac WiFi (BOMHE, MCSS5, B0p: d) VLAN BB | 296%
10532 | AAC | IEEE AOZ.11ac Wik (D0RHz, MCSE, 90p do) WLAN BT4 | 106%
10633 | AAC | IEEE BOZ 11ac WAFI (80MHz, MCST, Blpe de) WILAN 8B | 2896% |
10634 | AAC | IEEE BOZ 11ac WiFi (S0MHz, MGSA, B0ps do) WLAN 800 | :96%
106835 | AAC | IEEE B0 11ac WiFi {80MHz, MCS9, Blpe dc) WLAN 81 | +96%
10636 | AAC | IEEE BOZ. 11ac Wi (160MHz, MCS0, $pc do) WLAN 883 | +8.6%
10637 | AAC | IEEE 802 17ac WiFi (160MHz, MGS1, S0pc da) WLARN 879 | £tB6%
10638 | AAC | IEEE 802, 11ac WiFi (1600MHz, MCS2, 90pc de) WLAM BAG | +8.6%
10638 | AAC | IEEE 802.11ac WiFi (160MHz, MCS3, 80pc dc) WLAM BAS | +0.6%
10840 | AAC | IEEE 802,11a¢ Wi (1600Hz, MCS4, 90p: do) WLAN BEB | £+96%
10641 | AAC | IEEE B0Z.11ac WiFi (160MHz, MCSE, 00pc do) WLAN 006 | +06%
10642 | AAC | IEEE BOZ.11ac WiFI (160MHz, MCSS, Bipe de) WLAN D06 | +96%
10643 | AAC | IEEE BOZ.11ac Wi (160MHz, MGS7, 90pe dc) WLAN BED | +96%
10644 | AAC | IEEE BOZ T1ac WiFi {160MHz, MCS8, BDpc dc) WLAN 605 | +06%
10645 | AAC | IEEE BOZ 11ac WiFi {TE0MHz. MCS0, Bipc o) WLAN 911 | :98%
10646 | AAC | LTE-TDD (SC-FDMA, 1 RE, § MHz, OPSK, UL Sub=27) LTE-TDD Ne6 [ =86%
10647 | AAC | LTE-TDD {SC-FDMA, 1 RE, 20 Mz, OPSK, UL Sub=2,7) LTE-TDD! 188 | +06%
10648 | AAC | COMAZDO0 {1x Advanced) COMAZDO0 345 | +06% |
10552 | AAC | LTE-TDD {OFDMA, 5 Mz, E-TM 3.1, Clipping 44%) LTE-TOD 681 | +B6%
10853 | AAC | LTE-TDD (OFDMA, 10 MHz, E-Th 3.1, Glipping £4%:) LTE-TOD 742 | +0E%
10854 | AAC | LTE-TDD (OFDMA, 15 MHz, E-Th 2.1, Clipging #4%:) LTE-TDOD 6O | +08%
10655 | AAC | LTE-TDD (GFDMA, 20 MHz, E-TM 3.1, Clpping 44%) LTE-TOD 721 | 296 %
[ 106568 | AAC | Pulse Winedomm (200Hz, 10%) Tessd 10.00 | 96 %
10668 | AAC | Pulse Wavedom (200Hz, 20%) Tazt 6EB | +B6%
10660 | AAC | Pulse Wavelorn (200Hz, 40%) Test a8 | 208.6% |
10881 | AAC | Pulse Waweform (200Hz, 60%) Tast 277 | :06%
10862 | AAC | Pulss Waveborm (200Hz, 80%) Test 087 | +0.6% |
10570 | AAC | Bluelooth Low Energy Bluetoath 218 | x0.686%
10871 | AAD | IEEE 802, 11ax (20MHz, MCS0, 80pc dc) WLAN 9.08 | +0.6%
10672 | AAD | IEEE BO0Z.11ax (20MHz. M::S1 S0pe dc) WLAN BS7 | +88%
10873 | AAD | IEEE B0Z11ax (20MHz, MCS2, Bhpe dc) WLAN BTE | +06%
10674 | AAD IEEE BOZ 11ax (20MHz, MCS3, S0pc dr,J W LAMN B.T4 + 9.6 %
| 10675 | AAD | IEEE B0 11ax (20MHz, M54, 80pc o) WLAN BOD | 286%
10678 | AAD | IEEE BOZ 11ax (20MHz, MCSS, Dipe de) WILAN BT | z06%
10677 | AAD | IEEE 802. 11ax [20MHz, MCSE, B0pc do) WILAN 473 | 288 %
10678 | AAD | IEEE 802.11ax {20MHz, MCST, S0pc do) WLAN a7 | z06%
10879 | AAD | IEEE 802.11ax (Z0MHz, MCSE, 80pc do} WLAN 489 | +0.A%
10680 | AAD | IEEE 802 11ax (20MHz. MCSS. 90pc do} WLAN 880 | xB6%
10681 | AAG | IEEE B0Z 118w (20MHz, MCS10, Bpe da) WLAN BEZ | +0E%
106BZ | AAF | IEEE BOZ.11ax (20MHz, MC511, B0ps dc) WLAN B.AS | +86% |
| 10663 [ AAA | IEEE BO2 11ax (20MHz, MCS0, 98pe dc) WLAN B4Z | £98%
10684 | AAC | IEEE BOZ T1ax (208Hz, MCS1, BRgc do) WLAN B35 | £96%
10685 | AAC | IEEE 802 11ax (20MHz, MCS2,_Tpc o) WLAN 133 | z06%
10688 | AAC | IEEE 802, 11ax (20MHz, MCS3, B9nc de) WILAN 878 | +BA%
10687 | AAE | IEEE 802.11ax (20MHz, MCS4, #pc dc) WLAN 845 | t 06 %
[ 10686 | ARE | IEEE A02,11ax (20MHz, MWCS5, S9pc dc) WLAN 820 | +0E%
10680 | AAD | IEEE B02.11ax (20MHz, MCSE, 88pc do) WLAN B.56 | + 96 %
10690 | ARE | IEEE BOZ.1ax (20MHz, MCS7. 99pc dc) WLAN B2D | +96%
10681 | AAB | IEEE BO2. 11ax (20MHz, MCS3, 98pe de) VILAN EJE | +06% |
10652 | AAA | IEEE BO2 11ax (208Hz, MCS8, B8pc d) WLAN 0I5 | 06 5%
10883 AAA | IEEE 802 11ax (200Hz, MCS10, 'BS_',]G o) WYLAN 8§25 + B8 %
10594 | AAS | IEEE 802.11ax (Z0MHz, MCS11, B8pc dc) WLAN 057 | t06%
10695 | AAA | IEEE 802.11ax (40MHz, MCS0, #0pc oc) WILAN 478 | BB %
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[ 10606 | AAA | IEEE BOY 11ax (40MHz, MCST, 90pc do) WLAN 891 | +08%
10667 | AAA | IEEE 802 11ax [A0MHz, MCE2, 80p: de) WLAN 861 [ +96%
10688 | Aad | IEEE 802.11ax (40MHz, MCS2, 80pc do) WLAN BHD | +BA%
1 DGED Fjﬁﬁ. IEEE 802.11ax {40MHz, MC54, 90pe di) WLAM B.82 +8.6%
10700 | AaA | IEEE 802.11ax (40MHz, MCS5, B0pe de) WLAN B73 | +BE%
10701 | AAA | IEEE 802.11ax (40MHz, MCSE, B0pc do). WLAN BAG | +86%
10702 | AAA_ | IEEE AOZ,11ax (40MHz, MCS7, B0pc do) WLAN BT0 | +06% |
10703 | AAA | IEEE BOZ2.11ax (40MHz, MCSE, Blpc dc) WLAN BAZ | 486%
0704 [ AAA | IEEE BOZ 11ax (4DMHz, MCSD, Blpe de) LA 856 | 196%
10706 | AAA | IEEE BOZ.118x (408Hz, MCS10, $0pc do) | WiLan B6Y | +96%
10706 | AAC | IEEE BOZ 11ax (40hHz, MCS11, B0pe do) WILAN 865 | +08%
10707 | AAC | IEEE BOZ 11ax (40MHz, MCS0, $9pc do) WLAN 8% | 206%
10708 | AAC | IEEE B0 11ax (40MHz, MCS1, 88pc do) WLAN 455 | +06%
10708 | AAC | IEEE 802 19ax [40MHz, MICSZ2, 89pc dc) WLAN 833 | 208 %
10710 | AAC | IEEE 802 11ax (40MHz, MES3, B8pc do) WLAN 829 | +06%
10711 | AAGC | IEEE 802.11ax {40MHz, MCS4. 99pc do) WLAN B39 | £+06%
10712 | AAC | IEEE 802.11ax {40MHz, MCSS, B8pe dc) WLAN BET | £+06%
10713 AAC | IEEE BO2.11ax (40MHz, MCSE, B8pe de) WLAN B.33 +BE6%
10714 | AAGC | IEEE BOZ.11ax {(40MHz, MCST, B8pc dc) WLAN B2G | +9.6%
10715 | AAC | IEEE BOZ.11ax (40MHz, MCS8, DBpe de) WA BAS | +BE%
10716 | AAC | IEEE BOZ.11ax (40MHz, MCS0, Bfpc do) WILAN B30 | +96%
10717 | AAC | IEEE B02.118x (40MHz, MCS10, $8pc da) WILAN B4B | 196 %
11}'.'1 B | AAC | IEEE BOZ 11ax (400MHz, MCS11, B8po de) WiLAN 824 +96%
10718 | AAC | IEEE B02 11ax (B0MHz, MGS0, 90pc da) WLAN 881 | :06%
10720 | AAC | IEEE 802 11ax (80MHz, MCS1, 80pc da) WILAN 867 | 86 %
10721 | AAC | IEEE 802 11ax (A0MHz, MCEZ, S0pe d) WLAN 78 | 06%
10722 | AAC | |EEE 802 11ax (30MHz, MESS, S0pc de) WLAN 855 | BB %
1I:I'_i'23 AAC | IEEE 802. 11ax (A0MHz, MCS4d, EI;Ipc d} WWLAN 8,70 +0.6%
10724 | AAC | IEEE 802 11ax (80MHz, MCSS, 80pc dc) WLAN B0 | +06%
10725 | AAC | IEEE BOZ.11ax (BOMHz, MCS8, D0pe de) WLAN B.74 | +8.6%
10726 | AAC | IEEE BOZ.11ax (BOMHz, MCS?, G0pc dc) WILAN B.7Z | £0.6 %
10727 | AAC | IEEE BOZ 1ax (B0MHz, MCSE, Blpe de) WLAN BAE | +96%
10726 | AAC | IEEE BOZ. 11ax (BDMHz, MCSG, Blpe dr) WLAN BEE | +06%
10728 | AAC | IEEE 802 11ax (B0MHz, MCS10, S0pc de) WLAN 864 | 296 %
| 10730 | AAC | IEEE 802 11ax (B0MHz, MCS11, S0pc do) WLAN BET | 286 %
10731 | AAC | IEEE 502 11ax (B0MHz, MCS0, 88pc dc) WLAN 842 | s08%
10732 | AAC | IEEE 302. 11ax [80MHz, MCS1, 99pe de) WLAN B.46 | 2 0.6%
10733 | AAC | IEEE B02.11ax (80MHz, MCSZ, 89pc de) WLAN 840 | 8.6 %
10734 | AAC | IEEE 802 11ax (30MHz, MCS2, 989pc de) WLAN B.25 | +0.6%
10735 | AAC | IEEE BOZ. 11ax (30MHz, MCE4, B8p: de) WLAN B33 | +06%
10738 | AAC | IEEE BOZ. 11ax (BOMHz. MCSE, 98pc dc) WLAN B27 | +0.6%
10737 | AAC | IEEE BOZ.11ax (BOMHz, MES6, BBpe do) WLAN BI6 | +06%
10738 | AAC | IEEE BOZ 11ax (BOMHz, MCS7, 98pc dc) WLAM 842 | +88%
10738 | AAC | IEEE 802 11ax (BOMHz, MCS8, BOpc de) WLAN 820 | 296%
10740 | AAC | IEEE 802 11ax (BOMIHE, MCS8, B8pc do) WLAN 048 [ z06%
| 10741 | AAC | IEEE 802 11ax (B0MHz, MCS10, 99pc do) WLAN 840 | +86% |
10742 | AAC | IEEE 802 11ax (80MHz, MCS11, B6pc de) WILAN 843 | r06%
10743 | AAC | IEEE 802. 11ax (160MHz, MGS0, 90p d) WILAN 894 | +0B8%
10744 | AAC | IEEE BOZ.11ax {160MHz, MES1, B0pe dc) WLAN 816 | +0.6%
10745 AAC | IEEE E__I_:!?.'HEH {160MHz, MCS2, BDpe de) WLAN B.93 + 8.8 %
| 10748 | AAC | IEEE BOD2,11ax (160MHz. MCSa, B0pc dc) WLAN .11 | 66 %
10747 | AAC | IEEE BOZ.11ax (15600MHz, MCS4, B0pe de) WLAN 004 | z06%
1074 | AAC | IEEE BOZ 11ax (180MHz, MCS5 $0pc doj WLAN 883 | $86% |
10748 | AAC | IEEE 802 711ax (160MHz, MCS6, S0pc dc) WLAN 850 | 06%
10750 | AAC | IEEE 802 118x (160MHz, MCST, 80pc de) WLAN 4T3 | 208 %
10751 | AAC | IEEE 802 11ax (180MHz, MCSE, 80pc dej_ WILAN 02 | £06%
10752 | AAG | IEEE 802.11ax (160MHz, MC S8, B0p: do) WILAN BA1 | tBA%
10753 | AAC | IEEE BOZ.11ax {160MHz, MCS10, 90pc do) WLAN 000 | +06%
10754 [ AAC | IEEE BO2. 11ax {160MHz, MC511, 90pc do) WLAN BE94 | +0E6%
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10755 | AAC | IEEE 802.11ax {160MHz, MCS0, Bopc do) VILAM B4 | 256%
10756 | AAC | IEEE 802.11ax (1600Hz, MCS1, S9pc do) WLAMN 877 | +96%
| 10757 | AAC | IEEE B02.11ax (1600Hz, MCS2, B9pc do) WLAN 877 | 96 %
10758 | AAC | IEEE BOZ 11ax (160MHz, MCS3, 89pc dc) VILAN HED | 0B
10754 | AAC | IEEE BDZ.11ax (160MHz, MCS4, $8pc dc) WILAN 858 | £8.8%
10760 | AAC | IEEE BOZ2 11ax (160MHz, MCSS5, 89pe de) WLAN 849 | +96%
10781 | AAC | IEEE BO2 11ax (160MHz, MCSE, 99pc do) WLAN 858 | #88%
10762 | AAC | IEEE BO2.11ax (160MHz, MCET, 30pc dc) WLAN B840 | +06%
10763 | AAC | IEEE 802.11ax {160MHz, MCS8, 99pc d) WLAN BAG3 | +B8%
107684 | AAC | IEEE B0Z.11ax (160MHz, MCS8, 88pc do) WLAN BA4 | +0.6%
10766 | AAC | IEEE A02.11ax (160MHz, MCS10, 88pc do) WLAN BS54 | +BA%
10766 | AAC | IEEE 802.11ax {160MHE, MCS11, BEpc dc) WLAM B51 | +9.6%
10767 | AAC | GG MR (CP-OFDM, 1 BB, § MHz, QPSK, 156 kHz) SGNRFR1TDD | 700 | +06%
| 10788 | AAC | 606G NR (CP-OFDM, 1 RE, 10 MHz, OPSK, 15 kHz) SCHNRFRITOD | B01 | +86%
10763 | AAC | 6G NR (CP-OFDH, | RB, 15 MHz, QPSK, 15 kHz} SGNRFR1TO0 | 801 | 196 %
10770 | AAC | 5G NR (CP-OFDM, 1 RB, 20 MHz, OPSK, 15 kHz) GENRFRITOD | 802 | +96%
10771 | AAC | BG MR (CP-OFDAM, 1 BB, 26 MHz, QPSK, 16 kHz) SGNRFRITOD | 802 | +86%
10772 | AAC | 5G MR {CP-OFDA, 1 RB, 30 MHz, QPSK, 15 kHz) SEMRFRITOD | 833 | :86%
10773 | AAC | 5G MR (CP-OFDOR, 1 RE, 40 MHz, OPSEK, 16 kHz) GGNRFRITOD | 800 | +96%
10774 | AAC | 5G MR (CP-OFDM, 1 RB, 50 MHz, QPSK, 156 kHz) SGMRFR1ITDD | 802 | £0.68%
10775 | AAC | 56 NR (CP-OFDM, 50% RB, 5 MHz, QPSE, 15 kHz) SGNRFRITDD | 831 | +96%
10776 | ARG | BG NR (CP-OFDM, 50 RB, 10 MHz, QPSE, 15 kHz) SGMNRFR1TOD | B30 | £868%
10777 | AAC | G NR (CP-OFDM, 50% RB, 15 MHz, OPSK, 15 kHz) SGHNRFR1ITDD | B30 | +96%
10778 _| AAC | 5G NR (CP-OFDM, 50% RB, 20 MHz, OPSK, 15 kHz) SGNRFR1TOD | B34 | +BE%
10778 | AAC | 6G MR (CP-OFDM, 50% RB. 26 MHz, QPSK, 15§ kHz) |SGNRFR1TDD | B42 | +96%
10780 | AAC | 50 NR [CP-OFDM, 50% RB_30 MHz, OFSK, 15 kHz) EGNRFRITOD | B3B8 | +065%
10781 | AAC | BG NR (CP-OFDM, 50% RB, 40 MMz, QPSK, 156 kHz) SGHRFRITDD | B3B | +96%
10782 | AAC | 55 NR (CP-OFDH, 50% RB, 50 MHz, QPSE, 15 kHz) SGHRFRITOD | B43 | +96%
10783 | AAC | 5G NR [CP-OFDAM, 100% RE, 5 MHz, QPSK, 16 kHz) SGMRFRITOD | 831 | +96%
10784 | AAC | 5G MR {CP-OFDM. 100% RB, 10 MHz, QPSK, 15 kHz) SGHNRFRITOD | 820 | +906%
10765 | AAC | 5C MR (CP-OFDM, 1007% RE, 15 MHz, OPSK, 15 kHz) SGNRFRITDD | 340 | 296 %
10766 | ARG | 5G NR (CP-OFDM, 100% RB, 20 MHz, OPSK, 15 kHz) SGMNRFRITDD | 835 | +968%
10787 | AAC | 56 NR (CP-CFDM, 100% RB, 25 MHz, OPSK, 15 kHz) GGHNRFRITDD | 844 | +96%
10788 | AAC | B0 NR I:EF' OFDM, 100% RB, 30 MHz, QPSK, 15 kHz) SGNRFR1TOD | 839 | +96%
10788 | AAC [ 5G NR (CP-OFDM, 100% RB, 40 MHz, OPSK, 15 kHz) EGNEFRITDD | B3T | +86%
10780 | AAC | 5G NR (CP-OFDM, 100% RB, 50 MHz, QPSK. 16 kHz) SGHNRFR1TOD | B39 | +9.68%
10781 | AAC | BG NR (CP-OFDM, 1 RB, § MHz, QPSK, 30 kHz) SGNRFRITDD | 783 | +0.6 %
10792 | AAC | 5G NR (CP-OFDM, 1 RE, 10 MHz, QPSK, 30 kHz) BGHNRFR1TOD | 782 | +86 %
10793 _| AAC | 5G NR (CP-OFDM, 1 RB, 16 MHz, QPSK, 30 kHa) SGNRFRI1TOD | 7095 | +9.6%
10784 | AAC | 3G MR (CP-OFDR, 1 RB, 20 MHz, GPSK, 30 kHz} 5G NR FR1 10D TE2 | +96%
10795 | AAC | 50 MR (CP-OFDM, 1 RB, 25 MHz, QPSI, 30 kHz) SGMRFRITOD | 784 | 2968 %
10786 | AAC | 5G MNR (CP-OFDM. 1 RB. 30 MHz, QPSK, 30 kHz) SCGMNRFRITOD | 782 | +96%
10767 | AAC | 6G NR (CP-DFDM, 1 BB, 40 MHz, QPSK, 30 kHz) EGMRFRATOD | a01 | £06% |
10788 | AAC | 5G NR (CP-DFDM, 1R, 50| !-'IH:, QPSK, 30 kHz SGMRFRITOD | 7.808 | £0.6 %
10788 | AMC | GG WA (CP-OFDM, 1 REI B0 MHz, QPSK, 30 kHz) EGMRFRITDD | 793 | +B6%
10801 | AAC | 5G MR [CP-OFDM, 1 RE, B) MHz, OPSK, 30 kHz) SGHNRFRITDD | 7.09 | +0.6%
| 10402 | AAC | BG NR {EF‘ QFDM, 1 BB, 80 MHz, QPSK. 30 kHz) SGMNRFRITDD | 787 | +8A6%
10803 [ AAE | BG MR (CP-OFDA, 1 RE, 100 MHz, QPSKE, 30 kHz) BG MR FR1TDD | 7.03 | +0.6%
10805 | AAD | 5G NR (CP-OFDM, 50% RE, 10 Mz, QPSK, 30 kHz) SGHNRFRITOD | B.34 | 96%
10806 _| AAD | 5G NR (CP-OFDM, 50% RE, 15 MHz, OPSK, 30 kHz) FGNRFRITOD | 837 | £96%
10808 [ AAD | 5G NR (CP-OFDM, 50% RE, 30 MHz, OPSK, 30 kHz) SENRFRITOD | 534 | 206%
[I0B10_| AAD | 6 NR (CP-DFDM, 50% RB, 40 MHz, OPSK_ 30 kHz) SCHMRFRITOD | 834 | 206%
10812 | AAD | SG WA (CP-OFDM, 50% RE, 80 MHz, QPSK, 30 kHz) SSMRFRITOD | 835 | +0.6%
10817 | AAD | 56 MR tEPrDFDHI 100%% RB, & WHz, QPSK, 30 kHz) SGMNRFR1TOD | 8.35 | £8.6%
10818 | AAD | BG MR (CP-OFDM, 100% RB. 10 MHz, QPSK, 30 kHz) SECMRFRITOD | 834 | +0.6%
10818 | AAD | &G MR [CP-OFDM, 100% RB, 15 MHz, OPSK, 30 kHz} 50 MR FR1 TOD B33 | tDE%
10820 [ AAD | 5G MR (CP-OFDM, 100% RB, 20 MHz, QPSK, 30 kHz) EGHMRFRITOD | B30 | + 56 %
10821 [ AAC | 5G MR {CP-OFDH, 100% RB, 25 MHz, OFSK, 30 kHz) SGMNRFR1TDD | 841 | 96 %
10822 [ AAD | 5G MR (CP-OFOM, 100% RE, 30 MHz, OPSK. 30 kHz) SGMRFR1TOD | B.41 | 296%
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10823 | AAC | 5G NR {CP-OFDM, 100% RB, 40 MHz, QPSK, 30 kHz) GGNEFRITOD | 833 | £98%
10824 | AAD | 55 MR (GP-OFDM, 100% RB, 50 MHz, QPSK, 30 kHz) 5GNRFRITOD | 839 | +86%
10825 | AAD [ 5G NR {CP-OFDM, 100% RB, 60 MHz, QPSK, 30 kHz) %G NEFR1TDD | 8.4 +88%
10827 | AAD | 5G MR (CP-OFDM, 100% RB, B0 MHz, OPSK, 30 kHz) SGHRFRITOD | 842 | +86%
10628 | AAE | 50 MR (CP-OFDM, 100% RB, 90 MHz, QPSK, 30 kHz) HSGMEFRITDD | 843 | £96%
1029 | AMD | A MR (GP-OFDM, 100% RB, 100 MHZ, QPSK, 30 kHz) | SGHRFRITOD | 840 | £+96%
10830 | AAD | 56 MR (CP-OFDM, 1 RB, 10 MHz. QPFSEK, &) kHz) BGMNEFR1ITDD | 783 | £+B86%
10E31 | AAD | GG MR (CP-OFDM, 1 RB, 15 MHz, GFSK, 60 kHz) LGHMRFRITDD | 7.73 [ +0.6%
10832 | AAD | 5G MR (CP-OFDM, 1 RB, 20 MHz, GPSK, 60 kHz) SGNRFR1TDD | 774 | +DE%
10B33 | AAD | 6G NR (CP-OFDM, 1 RE, 25 hiHz, OPSE, 60 kHz) EGNRFRITOD | 7.70 | +96%
10834 | AAD | 650G MR (GP-OFDM, 1 RE, 30 MHz, QPSK, 60 kHz) SGMRFR1TDD | 775 | +9.6%
10835 | AAD | 56 NR (CP-OFDM, 1 RB, 40 MHz, QPSK, 60 kHz) SSMRFRITDD | F.70 | +96%
10836 | AAE | 6G NR (CP-OFDM, 1 RE, 50 MiHz, OPSH, 60 kHz) SGMRFRITOD | 766 | +96%
10837 | AAD | 56 NR (CP-OFDM, 1 RE, 60 MHz, QPSK, B0 kHz) SGHRFRITOD | 768 | +96%
10838 | AAD | 65 MR (GP-OFDM, 1 RE, 80 MHz, QPSH, 60 kHz) = |SGNRFRITOD | 7.70 | +96%
10840 | AAD | 56 NR (CP-OFDM, 1 BB, 90 MHz, QPSI, 60 kHz) SGMRFRITOD | 76T | +96%
10841 | AAD | 5G MR (GP-OFDM, 1 RE, 100 MHz, OPSK_60 kHz) T = SGNRFRITOD | 7.71 | +96%
10843 | AAD | 5G NR (GP-OFDM, 50% BB, 15 MHz. QPSK, 60 kHz) BGMRFRITOD | B48 | +496%
10844 | AAD | 5G NR [CP-OFDM, 50% RE, 20 MHz, GPSE, 50 kHz) ~ |SGHNRFRITOD | B34 | +96%
10846 | AAD | 5G MR (CP-OFDM, 60% RB, 30 MHz, QPSK, B0 kHz) BGNRFRITDD | 841 | 286%
10854 | AAD | 5G MR (CP-OFDM, 100% RB, 10 MHz, QP SK, 60 kHz) SGMNRFRITOD | 8.34 | +96%
10866 | AAD | 5G NR (CP-OFDM. 100% RE, 15 MHz, OFSK, 60 kHz) SGHNRFRITOD | 836 [ 286%
10856 | AAD | 5G NR (CP-OFDM. 100% RE, 20 MHz, QP SK, 60 kHz) EGHNREFRITOD | 837 | :98%
10857 | AAD | 5G NR {CP-OFDM, 100% RB, 25 MHz, QPSK, 60 kHz) 5G MR FRITDD | 835 [ =06%
10858 | AAD | 5G MR (CP-OFDM, 100% BB, 30 MHz, QP SK, 60 kHz) EGNEFRITDD | 835 | £98%
10B68 | AAD | 5G MR (CP-OFDM, 100% RB, 40 MHz, OPSK, 60 kHz) EGMNRFRITDD | 834 [ z06%
10BED | AAD | 5G NR (CP-OFDM, 100% RB, 50 MHz, OPSK, 60 kHz) 5GNRFR1TOD | 841 | +068%
10861 | AAD | 56 NR (CP-OFDM, 100% RB, 60 MHz, QPSK. 60 kHz) SGMNREFRITDD | 840 | +£9.6%
| 10833 | AAD | 6G MR {CP-OFDM, 100% RE, BD MHz, OPSK, B0 kHz) SGNRFRITDD | 841 | +08%
10864 | AAE | GG MR (CP-OFDM, 100% RE, 80 MHz, OPSK, 60 kHz) SGMNRFRITDD | 837 | +0.6%
10865 | AAD | 5G NR (CP-OFDM, 100% RB, 100 MHz, GPSK, 80 kHz) SGNRFR1TOD | 841 | +tBE%
10866 | AAD | &G MR (DFT-5-OFDM. 1 BB, 100 MHz, QPSE, 30 kHz) SGMNRFRITDD | 668 | +9.6%
10868 | AAD | 5G NR (DFT-s-OFDM, 100% RB, 100 MHz, QP SK, 30 kHz) SGHNRFRITDD | 589 | +B6%
10869 | AAD | 6G NR (DFT-5-0FDM, 1 RB, 100 MHz, QPSE, 120 kHz) SGMRFR2ZTOD | 676 | +96%
10870 | AAD | 5G MR (DFT-s-OF0OM, 100% RB. 100 MHz, QPSE. 120 kHz) SGMRFR2TDD | 586 [ +06%
10871 | AAD | 5G NR (DFT-5-OFDM, 1 RB, 100 MHz, 160AM, 120 kHz) SGNRFR2TDD | 576 | 296%
10872 | AAD | 5G NR (DFT-5-CF DM, 100% RB. 100 MHz, 16AM, 120 kHz) SGMRFRZTOD | 652 | +96%
10873 | AAD | 58 NR (DFT-s-OFDM, 1 RE, 100 MHz, 40AM, 120 kHz) SGNRFRZTDD | 661 | +96%
10874 | AAD | 5G NR (DFT-s-0FDM, 100% RE, 100 MHz, 840AM, 120 kHz) GGMNRFRITOD | 666 | +986%
10875 | AAD | 5G NR (CP-OFDM, 1 RB, 100 MHz, QPSK. 120 kHz) SGMRFRZTOD | 7.TH | 196 %
10876 | AAD | 5G MR {CP-OFDM, 100% RE, 100 MHz, QPSK, 120 kHz) SGHNRFRZTOD | 839 | +968%
10877 | AAD | 5G NR {CP-OFDM. 1 BB, 100 MHz, 160AM, 120 kHz) SGHNRFRZTOD | 7656 | +96%
10678 | AAD | 58 MR {CP-OFDM, 100% RE, 100 MHz, 160AM, 120kHz) SGHNRFRZTOD | 841 | 08 %
10678 | AAD | 5G NR (CP-0FDM, 1 RB, 100 MHz, B40AM, 120 kHz) GENRFR2TDD | 812 | +96%
10880 | AAD | 5G NR (CP-OFDM, 100% RB. 100 MHz, G404, 120 kHz) SGMRFRZTOD | 838 | £+868%
10B81 | AAD | 5G NR (DFT-s-OF DM, 1 RB, 50 MHz, GFSK, 120 kHz) SGNRFR2ZTOD | 6575 | +0.6%
10882 | AaD | 6G MR (DFT-5-0OFDM, 100% BB, 50 MHz, QPSEK, 120 kHz) SGNREFRZTDD | 596 | £9.6%
10883 | AAD | 56 MNR (DFT-s-OFDM, 1 RB, 50 MHz, 160AM, 120 kHz) SGNRFRZTDD | BA7 | £+96%
10884 | AAD | 5G NR (DFT-5-OF DM, 100°% RE, 50 MHz, 160AM, 120 kHz) EGNRFRZ TDD | G453 | +0.6 %
10885 | AAD | 565G MR (DFT-5-OFOM. 1 RB. 50 MHz, 840AM, 120 kHz) SGHRFRZTDD | BA1 | +9E6%
10886 | AAD | 5G MR (DFT-g-OF DM, 1008 RE, 50 MHz, G40AM, 120 kHz) SGMNRFR2 TDD | 655 | +96 %
10aay | AAD | 6G WNR (CP-OFDM, 1 RB, 50 MHz, QPSK, 120 kHz) SGHRFREZTDD | 7.76 | +96 %
10886 | AAD | 5G NR (CP-OFDM, 100% RB, 50 MHz, QPSK, 120 kHz) SENRFR2TDD | B35 | +96%
10868 | AAD | 5G NR [CP-OFDM, 1 RE, 50 MHz, 1604M, 120 kHz) i SGNRFRZTDD | B.0Z | 296 % |
10880 | AAD | 5G NR (CP-OFDM, 100% BB, 50 MHz. 160AM. 120 kHz) SGNRFREZTDD | B4D | 296 %
10881 | AAD | 5G NR (CP-OFDM, 1 RB, 50 MHz, 640AM, 120 kHz} | SGMRFRZTOD | 813 | 296 %
10852 | AAD | 5G MR (CP-OFDM, 1008 BB, 50 MHz, 640AM, 130 kHz) SG MR FR2TOD | 8.4 £0.6%
10867 | AAD | 53 MR (DFT-s-0FDM, 1 RB, 5 MHz, OPSK, 30 kHz) EGMNRFRITOD | 586 | +96%
10688 | AAD | 5G NR (DFT-2-DFDM, 1 RB, 10 MHz, QPSK, 30 kHz) 5G MR FR1 TOD | 567 | $8.6%
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10899 | AAD | 5G MR ([DFT-s-OFDM, 1 RB, 15 MHz, GPSK, 30 kHz) 5GWRFR1TDD | 587 | +B8%
10800 | AAD | 5G MR (DFT- &DFDM. 1 RE, 20 MHz, OPSK, 30 kHz) SGMNREFR1ITDD | 568 | +0.6%
10801 | AAD | 56 MR (DFT-s-OF0M, 1 RE, 25 MHz, QPSK, 30 kHz) SGNRFR1TDD | 568 | +8.68%
10002 | AAD | 6G NR (DFT-5-0FDAM, 1 RE, 30 MHz, QPSK, 30 kHz) SGNRFRITDD | 568 | +56.6%
10802 | AAD | SG MR (DFT-5-OFDOM, 1 RE, 40 MHz, QPSK, 30 kHz) SGNRFR1TDD | 568 | +98%
10804 | AAD | 56 NR (DFT-s-0OFDM, 1 KB, 50 MHz, QFSK, 30 kHz) SGNRFRITOD | 666 | t96%
10805 | AAD | 6G NR [DFT-5-0FDM. 1 RB, G0 MHz, QPSK, 30 kHz) SGHRFR1TDD | 568 | +96% |
10806 | AAD | 5G MR (DFT-s-0FDM, 1 RB, B0 MHz, OPSK, 30 kHz) SCMRFRITOD | 568 | 196%
10807 | AAD | 5G NR [DFT-5-0FDM, 50% RE, § MH: QPSK, 30 kHr) SGMRFRITOD | 578 | +96%
10008 | AAD | 56 NR (DFT-s-OFDM, 50% RE, 10 MHz, OPSK, 30 kHz}_ GGMRFRITOD | 563 | $96%
10808 | AAD | BG NR {0F T-s-OFDM, 50% RE, 16 MHz, QPSK, 30 kHz) SGMNRFRITOD | 566 | £96%
0 | AAD | 5 NI {DF T-s-OF DM, 50% RB. 20 Mz, QPSK, 30 kHz) G NFRFR1TOD | 583 | £96%
10911 | AAD | 5G NR {DF T-2-0FDM, 50% RE, 26 MHz, QPSK, 30 kHz) GMRFRITDD | 583 | £06%
10612 | AAD | SG MR (DFT-s-0FDM, 50% RB, 30 MHz, QPSK, 30 kHz) 5GMRFR1TDD | 584 | £868%
10813 | AAD | 5G NR (DF T-s-0FDM, 50% RB, 40 MHz, QPSK, 30 kHz) SGNRFRITDD | 584 | +06%
10914 | AAD | 5 MR (DFT-s-OFDM, 50% RB. 50 MHz, QPSK, 30 kHz) SGMRFR1TDD | 585 | £+08%
10815 | AAD | &G MR (DFT-s-OF DM, 50% RB, B0 MHz, OPSK, 50 kHz) GG NRFRITDD | 683 | +0.6%
10816 | AAD | &G NR (DFT-5-0FDM, 50% RB. B0 MHz, QFSK, 30 kHz) SGMRFRITOD | 587 | +BE%
10817 | AAD [ 56 NR (DFT-8-OFDM, 50% RB, 100 MHz, QPSEK, 30 kHz) S5GNRFRITDD | 694 | +9.6%
10018 | AAD | 5 NR (DF T-5-0FDM, 100% RB, 5 MHz, GPSE, 30 kHz) BGNRFRITDD | 586 | +06%
10618 | AAD | 5G NR (DFT-s-OFDM, 100% RE, 10 MHz, OFSK, 30 kHz) SGMNRFRITOD | GB6 | 196 %
10E20 | AAD | 5G NR [DFT-5-0FDM, 100% RE, 15 MHz, oPsk. 10 kHz) S5GMNRFRITOD | 5687 | +96%
10821 | AAD | &G NR (DFT-s-OFDM, 100% RB, 20 MHz, QPSK, 30 kHz) SEGNRFRITOD | 564 | +96%
10822 | AAD | 5G NR (DFT-s-OF DM, 100% RE, 25 MHz, OPSK, 30 kHz) SGMRFRITOD | 562 | 296 %
10823 | AAD | 5G NR (DFT-5-0FDM, 100% BB, 30 MHz, QPEK, 30 kHz) SEGMNRFR1ITOD | 564 | #9096 %
10824 | AAD | 55 NR {DFT-s-0F DM, 100% RB, 40 MHz, QPSK, 30 kHz) SGHRFRITOD | 504 | 298 %
10825 | AAD | 5G NR {OFT-s-OFDM, 100% RE, 50 MHz, QPSK, 30 kHz) SGHRFRITOD | 585 | :06%
10826 | AAD | 5G NR (DFT-5-0FDM, 100% RB, G0 MHz, QPSK, 30 kHz) SGMNRFRITDD | 584 | +868%
10927 | AAD | 56 NR (DFT-s-OF D8, 100% RB, B0 MHz, QPSEK, 30 kHz) GGHNRFRITDD | 584 | +D6%
10828 | AAD | 5G MNR (DFT-5-OFDM, 1 RB, & MHz. QPSK, 18 kHz) 5GNRFR1FDD | 552 | +0.6%
10826 [ AAD [ 5G NR (DFT-8-OFDM, 1 RE, 10 MHz, GPSE, 15 kHz) GGNRFR1FDD | 552 | +BE6%
10830 | AAD | 5G NR (OFT-s:0F DM, 1 RE, 16 MMz, QPSE, 15 kHz) SGMRFR1FDD | 6552 | +9.6%
10831 | AAD | 6G MR (DFT-5-0FDOM, 1 BB, 20 MHz, QPSK, 15 kHz) SEGHNRFRIFDD | 651 | +06 %
10832 | AAE | 5G NR (DFT-s-0FDM, 1 BB, 26 MHz, QPSK, 15 kHz) SGHRFRIFDD | 551 | +96%
10833 | AR | 6G MR (DFT-s-0FDM. 1 BB, 30 MHz, QPSK, 15 kHz) SGNRFRIFDD | 651 | +96%
10834 | AAA | 56 NR [DFT-s-OFDM, 1 BB, 40 MHz, OPSK, 15 kHz) SGMRFRIFDD | 551 | +86%
| 10835 | AAA | 56 NR (DFT-=-0F DM, 1 BB, 50 MHz, QP5K, 16 kHz) SENRFRIFDD | 551 | :968%
10836 [ AAC | 55 NR (DFT-s-0FDM, 5% RB, 5 MHz, QPSK, 15 kHz) 6G MR FR1 FOD | 580 % 8.6 %
10937 | AAB | 53 NR (DFT-2-0FDM, 50°% RE, 10 MMz, QPSK, 15 kHz) SGMRFRIFOD | 577 | £0.6%
10936 | AAB | 5G MR {DFT-5-OFDM, 50% RB, 15 MHz, OPSK, 15 kHz) SG MR FR1FOD | 580 | £0.6 %
10938 | AAB [ 5G NR (DFT-s-OFDM, 50% RB, 20 MHz, QPSK, 16 kHz) SGMNRFR1FOD | 582 | & 0.6 %
(10940 | AAB | 5G MR (OFT-s-OF DM, 50% RB, 25 MHz, QPSK. 16 kHz) SGMRFR1FOD | 689 | +0.6%
10841 | AMB | 6G MR (DFT-5-0GFDM, 50% RB, 30 MHz, QPSK, 15 kHz) GGNRFR1FDD | 583 [ +DB%
10842 | AAB | 5G NR (DFT-s-OFDM, 50% R8, 40 MHz, QPSK. 15 kHz) 5G MR FR1FOD | 686 | +8.6%
10843 | AAE | BG MR (DFT-5-0FDM, 60% RB, 60 MHz, QFSK, 15 kHz) SGNRFR1FDD | 585 | +86 %
10844 | AAB | 6G NR (DFT-s-OF DM, 100% RE, 5 MHz, QPSK, 15 kHz) 5G HR FR1FOD | 581 | 596 %
10845 | AAE | 56 MR (DFT-5-0FDM, 100% RE, 10 MHz, GPSK, 15 kHz) SEGNRFRIFDD | BBS [ + 96 %
10946 | AAC | BG NR (DFT-s-0FDM, 1007% REB, 15 fHz, OPSK, 15 kHz) BGMNRFRIFDD | 583 | +96%
10847 | AAB | 53 NR (DFT-=-OFDM, 100% RB, 20 MHz, QPSK, 15 kHz) SGMRFRIFDD | 587 | :96%
10846 | AAB | 5G NR {DFT-s-0FDM, 100% RB, 26 MHz, OPSK, 15 kHz) GGEMNRFRIFDD | 564 | £96%
10948 | AAB [ 5G NR (DFT-s-0FDM, 100% RB, 30 MHz, OPSK, 16 kHz) SGMRFRI FOD | 587 | £+ 66 %
10850 | AAB [ 5G NR {DFT-2-OFDM, 100% BB, 40 MHz, QPSK. 15 kHz) SGMNRFRIFDD | 594 | +0.6%
10851 | AAB | 5G MR (DFT-5-OFDM, 100% RB, 50 MHz, OPSK_15 kHz) SGMRFRIFOD | 582 | +86%
10852 [ AAB [5G MR DL (CP-OFDM, Th 3.1, 5 MHz, B4-C0, 15 kHz) SGMNRFRIFDD | B.256 | +86%
10853 | AAB | 6G MR DL (CP-OFDM, T 2.1, 10 MHL G4-0AM, 15 kHz) 63 MR FR1FDD | BA5 | 496 %
10654 | AAB | 5G MR DL (CP-OFDM, TM 3.1, 15 MHz, B4- q.n.l'.l 15 kHz) 50 MR FR1 FDD 823 | 1986 %
10855 | AAB | 56 NR DL [E:FL-::IFDM TM 3 1 20 MHz, B4-0AM, 15 kHz) BGMNRFRIFDD | B4Z | +96%
10958 | AAE | BG NR DL (CP-OFDM, TM 3.1. 5 MHz, B4-0AM, 30 kHz) EG NRFRIFOD | BA4 | 296 %
10957 | AAC | G MR DL (CP-OFDM, TM 3.1, 10 MHz, £4-0AM, 20 kHz) 5G MR FR1FDD | 8.31 + 0.6 %
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10868 | AAB [ 66 WA DL [CP-OFOM, TM 3.1, 15 Mz, B4-0AN, 30 kHz) 6G NRFR1FDD | 861 | +06%
10853 | AAB_| 5G NR DL (CP-OFDM, Th 3.1, 20 MHz, 61-GAM, 30 kHz) SGNRFR1FDD | 833 | +86%
10860 | AAE | 5G MR DL (CP-OFDM, TM 3.1, 5 MHz, 64-0AM, 15 kHz) EGNRFRITDD | 932 | +96%
10861 | AAE | 5G NR DL [CP-OFDM, TM 3.1, 10 MHz, 54-3AM, 15 kHz) ESHRFRITOD | 036 | +96%
10862 | AAB | 5G NR DL [CP-OFDM, TM 3.1, 15 MHz, G4-0AM, 15 kHz) SGNRFRITOD | 940 | +96 %
10963 _| AAB_| 56 NR DL (CP-OFDM, TH 3.1, 20 MHE. G4-ChAM, 15 kHz) SGNRFRITOD | 855 | +96%
10964 | AR | 5G NR DL {CP-OFDM, TM 3.1, 5 MHz, 84-0AM, 30 kHz) SGNRFRITOD | 525 | =96 %
10865 | ARR | 5G MR DL (CP-OFDM, TM 3.1, 10 MHz, G4-0AM_30 kHz) SGMRFRITOD | %37 | £B.6%
10966 | AAR | 5G NR DL (CP-OFDM, TM 3.1, 15 MHz, 64-QAM, 30 kHz) SGNRFRITOD | 955 | +06%
10867 | AAR | 6G NR DL (CP-OFDM, TM 3.1, 20 MHz, 54-08M, 30 kHz) GGNRFRITDD | 942 | +0A%
10058 | AAE | BG MR DL (CP-OFDM, TM 3.1, 100 MHz, 64-QAM, 20 kHz) SGNRFRITOD | 649 | +8.6%
10672 | AAE | 5G MR [CP-OFDM, 1 RE, 20 MHz, QPSK, 15 kHz) BGNRFRITOD | 1158 | +96%
10873 | AAB | 50 MR (DFT-5-OFOM, 1 RB, 100 MHz, GPSK, 30 kHz) | SGNRFRITOD | B.06 | +96 %
10574 | AAB | BG NR (CP-OFDM, 100% RE, 100 MHz, 256-QAM, 30 kHz) 6 NR FR1 70D 1|:| 28 [ +96%
10678 | AAA | ULLABDR ULLA 116 | +06%
10978 | ARA | ULLA HDR4 LILLA, BER | :0E%
10960 | ARA | ULLA HORE LILLA, 1032 | 0.6 %
10861 | AAA | ULLA HDRp4 ULLA 318 | +0.6%
10862 | AAA | LLLA HORpa LILLA 343 [ +0.6%
10883 | AAC | 5G MR DL (CP-CFDM, TM 3.1, 40 MHz, 54-0AM, 15 kHz) SGNRFR1TOD | 831 | 9.6 %
10884 | AAB | 6G NR DL (CP-OFOM, TM 3.1, 50 MHz, 84-04M, 15 kHz) SGNRFRITOD | 042 | +96%
10685 | AAC | 56 NR DL (CP-OFDM, TM 3.1, 40 MHz, 54-0.AM, 30 kHz) SEMRFR1TOD | B64 | +96 %
10886 | AME | 5G MR DL (CP-OFDM, TM 3.1, 50 MHz, 84-0AM, 30 kHz) SGMRFRITOD | 050 | $96%
10987 | AAC | SG MR DL (CP-OFDM, TM 3,1, G0 MHz, G4-0AM, 30 kHz) SGMAFAITOD | 863 | 2968 %
108BE | AAB | AG NR DL (GP- DFDM, TM 3.1, 70 MHz, Bd-ChAn, 30 kHz) SEMRFRITOD | 838 | $+06%
10869 | AAC | 5G MR DL (CP-OFDM, TM 3.1, B0 MHz, G4-0AM, 30 kHz) SGMRFRITOD | 933 | +96%
10880 | AAR | S0 MR OL (CP-OFDM, T 3.1, 50 MHz, B4-0AM, 30 kidz) SGNRFR1TDD | 9562 | +06%
11003 | AAA_ | 6G WA DL (GP-OFDM, T 3.1, 30 MHz, 64-0AN, 15 kHz) 5GNR FR1TDD | 1024 | + 9.6 %
11004 | AAA | GG MR DL (CP-OFOM, TH 3.1, 30 Mz, 64-0AM, 30 kHz) EGMRFRATOOD | 1073 | +96%
11005 | AAA | G MR DL (CP-OFDM, TH 3.1, 25 MHz, 54-0AM, 15 kHz) SGMNRFRIFDD | B0 | 98 %
1008 | AAA | 5G MR DL (CP-OFDM, TM 3,1, 30 MHz, §4-GAM, 15 kHz) SGMRFR1IFOD | BAG | +96 %
1007 | AbA | 50 MR DL (CP-OFDM, TM 3.1, 40 MHz, 64-0AM, 15 kHz) SEGNRFR1FOD | B46 | +96%
11008 [ ARA_| 5G MR DL (CP-OFDM, TM 3.1, 50 MHz, B4-QAM, 15 kHz) SGMRFRIFOD | 851 | t96%
19009 | AAA [ 56 MR DL (CP-OFDM, T 3.1, 25 MHz, 64-0AM, 30 kHz) 50 MR FR1FOD | 876 | +06%
| 19010 | AAA | 6G MR DL (CP-OFOM, T 3.1, 20 MHz, B4-0AM, 30 kHz) GEGMNRFRIFOD | 885 | +0.6%
1011 [ AAA [ 6G NR DL (CP-OFDM, Th 3.7, 40 MHz, 54-0AM, 50 kiHz) 56 WRFR1FDD | 896 | +0.6%
11012 | AdA | 5G MR DL (CP-GFDM, TM 3.9, 50 MHz, 64-0AM, 30 kHz) EGNRFRIFDD | B.68 | +96% |
N013 | AME | IEEE BOZ.11be (320MHz, MCE1, 99pc duly cycle) WLAN BAT | +965% |
1014 [ AAE | IEEE BOZ 11k (320MHz, MC 52, 89pc duly cycle) WLAN BAS | +96% |
| 11015 | AAE | IEEE B02.11ba (320MHz, MES3, BBpe duly cycle) WLAN Badd | :96%
1016 | AAB | IEEE 802 11be (320MHz, MGS4, B8pc duly cycle) WLAN D44 | £06%
Ti017_| AAB | IFEE 802 11he (320MHz, MCSS, D0pc duly cycls) WILAN 41 | +B6% |
[ 11018 | AAB | IEEE 802.11ba (320MHz, MCSE, B8pc duly cycea) WWLAN 840 | +06%
11019 | AAB | IEEE 302.11be (320MHz, MCST _Spc duty cycle) WLAN 820 | +DE% |
1020 | ASE | IEEE 802 11be (3200MHz, MCSE, 909pe duly cycla) WLAN 827 | +968%
1021 | AAB | |EEE BOZ.11be (320MHz, MCSS, 99pc duty cycle) WLAN B4 | +96%
1p22 | AAE | IEEE B0Z 11be (320MHz, MCS10, Bope duly cyche) WILAK B3E | 208%
| 11023 | AAB | IEEE B0 11b= (320MHz, MCS11, 99pc duty cycle) WLAN _BDE | z0E%
1024 | ARB [ IEEE 802.11be (320MHz, MTS12, 88pc duly eyele) WLAN 842 | t06%
11025 | AAB | IEEE 802 11be (320MHz, MCS13, 93pc duly cvda) WLAN 837 | +0E%
[ 11026 | AAB | IEEE 80Z.11be (320MHz, MCED, #pc duly cycia) WLAN | 838 [ +8E% |
* Uncenainly is determined using fhe max. devialion fram linear respanse applying reclarguiar disirioulion ard i exprassed for the
aquane al 1 fiald value
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Cliant BACL{Shenzhen) Certificate No: 26J02Z2000085

CALIBRATION CERTIFICATE

Ohject D7E0VE - SBM: 1224

Calibration Procedure{s) FF-Z11-0003-02
Calibration Procedures for dipole velidation kils

Calibration date: Fabruary 4, 2024

This calibration Cerdificate documents the traceability to national standards, which realize the physical units of
measuremeants (5. The measuraments and the uncertainties with confidence probability are given on the fallowing

pages and are part of the cedificate.

All calibrations have besn conducted in the closed laboratory facllity, enviconment temperature 22:20C and
humidity=70%,

Calibration Equipment used (M&TE critical for calibration)

Primary Slandards D Cal Date {Calibrated by, Certificate No.) Schaduled Calibration
Powier Meter  MRP? 106276 16-May-25 (CTTL No. 25J02X003423) May-26
Power sensor NRPES 1013568 16-May-25 (STTL. Mo, 25H02X005423) Way-25
Reference Probe EX3DW4 | SN 7600 19-Jan-28{CTTL-SPEAG, Na. 26J022000008) Jan-27
DAEa SN 1588 29-Aug-25(CTTL-SPEAG, No. 250022000631) Aug-26
Secondary Standards I # Cal Date (Calibrated by, Certificate No.y Scheduled Calibration
SignalGeneralorSMMAZ008 | 107732 01-Dec-25 {CTTL, Mo, 25J02X102467) Mow-26
MetworkAnalyzer ESO71C | MY46110673  26-Mov-25 (CTTL, No, 25J02X102458) Mov-26
OCP DAKS-3.5 0015 20-0c1-25(5PEAG, Mo. OCP-DAKS-0ME_Ocl25) Oct-26
Mama Funetion Slgnature
Calibratad by: Zhao Jing SAR Test Engineer " ;ij
Reviewed by: Lin Jun SAR Test Engineer —-nﬁ,
Approved by Qi Dianyuan SAR Project Leader o ]

Issued. February 13, 2026
This calibration cartificate shall not be reproduced excepl in full without wrillen approval of the laboratory.

Centificate No: 26022000085 Page 1 of &
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E-mail: confimeaiclLac.cn it cnicla.cil
Glossary:
TSL tissue simulating liguid
ConvF sensitivity in TSL/ NORM:x, v,z
A not applicable or not measured

Calibration is Performad According to the Following Standards:

. |ECJ/IEEE 62208-1528, "Measurement Procedure for The Assessment of Specific Absorption
Rate of Human Expasura to Radio Frequency Figlds from Hand-held and Body-mounted
Wirelass Communication Devices- Part 1528: Human Models, Instrumaniation and
Procedures (Fraquency range of 4 MHz to 10 GHz)", October 2020

. KDB 865864 "SAR Measursment Requirements for 100 MHz to 6 GHz"

Additional Documentation:
« DASY System Handbook

Methods Applied and Interpretation of Parameters:

« Measurement Conditions: Further details are available from the Validation Report at the end
aof the certificate. All figures stated in the certificate are valid at the frequency indicated.

« Anienna Parameters with TSL: The dipele is mounted with the spacer to position its feed
point exactly below the center marking of tha flat phantom section, with the arms ariented
paraliel to the body axis.

s Feed Point Impedance and Relurn Loss: These parameters are measured with the dipole
positioned under the liquid filled phantom. The impedance stated is transformed from the
measurement al the SMA connector (o the feed point. The Return Loss ensures I
reflected power. No uncertainty required,

. SAR measured: SAR measured at the stated antenna input power.

s SAR normalized: SAR as measured, normalized to an input power of 1 W at the antenna
connector.

«  SAR for nominal TSL paramefers: The measured TSL parameters are used 1o calculate the
nominal SAR resull,

The reported uncertainty of measurement is stated as the standard uncertainty of
Measurement mulliplied by the coverage factor k=2, which for a normal distibution
Corresponds to a coverage probability of app rocimately 95%.

Certificate Mo: 2AHIZZ000085 Pags 2 of 6
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E-mnll; emfEkmict mecn Tt el e
Measurement Conditions
DASY sysbem configuration, as far as not given on page 1 =
DASY Varsion ' DASYS [ VI17.0.0
Extrapolation Advanced Exrapolation | B
Phantom Madular Flat Phantam =
Distanca Dipola Center - TSI 15 rmm - with Spacer
Frequency TEO MHz £ 1 MHz2
Head TSL parameters at 750 MHz
The fobowing pararmeless and calculations were applied.
Tamperature Parmiitheity Conductivity J
_hinmI'HII Head TSL paramelers 22.0°C 418 B IZI EO mhoim
Measured I-.Iaau:l TSL parameters (22.0202)°C 41,7 +6 % 0.8 mho/m +6 % |
_Hen:] TSL temperaturs change during test =1.0"C —aan
SAR result with Head TSL at 750 MHz
SAR averaged over 1 cm (1) of Head TSL Condition _
SAR measwred ' " 24 dBm inpul power 212 Wikg
" SAR for nominal Head TSL parameters nemalized to 10 8.50 Wikg £ 20 % (k=2
SAR averaged over 10 cnr’ (10 g) of Hoad TSL Candilicn
SAR measurad 24 dBm input power 1.38 \ikg -
EH for norinal Head TSL parameters normaized to W 6.57 Wikg + 20 % (k=2)
Certificate Mo: HaM02Z000085 Page 3 of &
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Appendix (Additional assessmenis outside the scope of CNAS LO5STD)

Antenna Parameters with Head TSL at 750 MHz

Impedance, transformed bo feed point 5240 1820
Raturn Loss - 30.84E __I

General Antenna Parameters and Design

]_Electn'c.ai Delay {one direction} | 0,542 na

After long tarm use with 100W radiated power. only & slight warming of tha dipole near the feed-point can
be measured.

The dipole is made of standard semirigid coaxial cabla. The centar conducter of the feading line is dirsctly
connecled o the second anm of the dipale. The antenna is therafore shor-cirouited for DC-signals. On some
af the dipoles, small end caps are added to tha dipola arms in order to improve matching whean loaded
aceording to the position as explained in tha "Measurement Conditions” paragraph, The SAR data are not
affectzd by this change. The overall dipale length is still aceording o the: Standard.

Mo excessive force must be applied to the dipele arms, because thery might band or the solderad
connections near the feed-paint may be damaged,

Additional EUT Data

Manufactured by I SPEALG J

Certificaie Mo 260027000085 Page 4 of &
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DASY6 Validation Report for Head T5L Date: 2028-02-04
Test Laboratory: CTTL, Beijing, China
_Summary :

Dipale ] Frequaney [MHz] TEL Power [dBm]
_O750E - SN 1229 750 HEL 24 :
_Exposure Conditions -

Phartom Position, Tast  Band Group,  Frequency  Conversien TSL Cond. T5L
_Section, TSL Distance [rirn) (W]18] [MHz] Factor [Sdrmn] Permittivity

Flat 15 CWY, TE0 10 B2 0,686 417

Hardware Setup ) . ]

Phantom  TSL Probe, Calibration Date DAE, Calibration Date
_MFP WB.D Cenmer 750Head EX3DVA - SNTE0D, 2026-01-19 DAE4 Sn1588, 2025-08-20

Scan Setup Measurement Results -
= __Zoom Scan . Zoom Scan

Grid Extents [mm] 300300300 pasAR1g [WVikg| 212
“Grid Staps [mm] BOxB0x15 pE.SAthg__[W'Jkg] 1.9

Sensor Surfaca [mm] 1.4 Powes Orift [dB] 0.00

Graded Grid es Power Scaling Dizabled

Grading Ratio 1.5 Sealing Factar [45] -

MAIA N _ B2, T5L Correstion Mo correction
“Surface Detection VIS SEp M2 [%] B 822

Scan Method Measured Dist 3B Peak jmm] 18.0

Irderpalited Sk R W
159
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Impedance Measurement Plot for Head To1
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Client BACL{Shenzhen) Certificate No: 26J02Z000086

CALIBRATION CERTIFICATE

Ohbject DATSINE - BN: 11599

Calibration Procedurals) FF-Z11-0003-02
Calibration Procedures for dipale validation kits

Calibration date: February 5, 2026

This calibration Certificale documents the traceability 1o national standards, which realize the physical units of
measurements (S1). The measurements and the uncertalnties with confidence probability are given on he following
pages and are part of the certificate,

All calibrations have besn conducted in the closed laboratory facility: environment lemperalure (22:3)°C and
hurmidiby=70%.

Calibration Eguipment used (M&TE crifical for calibration)

Issued; February 13, 2028
This calibration cartificate shall not be reproducad except in full withaut writtan approval af the laboratony.

Primary Standards D# Cal Date (Calibrated by, Cerlificale No.) _ Scheduled Calibration |
Power Metar  NRP2 106276 16-May-26 (CTTL, No. 26J02X003423) May-28
Power sensor NRPEA 101369 16-May=25 (GTTL, Mo, 25J02X003423) May-26
Reference Probe EX30VE | SN 7600 18-Jan-26(CTTL-SPEAG, Mo, 2802 Z00000:2) Jan-27
DAE4A SN 1588 29-Aug-25(CTTL-SPEAG, Mo. 25J027000631) Aug-26
Secondary Standards 10 # Cal Date (Calibrated by, Cerfificale Ma.) Seheduled Calibration
SignatGenaratorSMAZ004 | 107722 01-Desg-26 (CTTL, Mo, 2502102467 ) MNav=26
Metworkchnalyzer ESOTIC | MYAS110673  26-Mov-25 (CTTL, Mo, 25J02X102468) Moy=26
DCP DAKS=3.5 0015 20-0cE-25(SPEAG, Ho. OCP-DAKS-0015_0ct2s) Qct-26

Mams Function Signature

Calibrated by Zhao Jing SAR Test Enginear _ﬁ{[

Reviewed by, Lin Jun SR Test Engineer ’—b‘eﬁ‘,

Approved by: Qi Dianyuan SAR Praject Leader LB

Certificate Mo: 26J02 2000086 Page 1 aof &
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Add: Mo 52 HuaYuanBel Read, Haidian District, Reijing. 100191, China
Tel: +&84-10-65214M633-2711

E-meail: emieaioloe.en Ittpferaw. caict ac.cn
Glossary:
TSL tissue simulating liguid
ConvF sensitivity in TSL/ NORMx,y,z
MIA nat applicable or not measured

Calibration is Performed According to the Following Standards:

. IEC/EEE 62200-1528, "Measurement Procedure for The Assessment of Specific Absorption
Rate of Human Exposure to Radio Frequency Fields from Hand-held and Body-mountad
Wireless Communication Devices- Part 1528 Human Models, Instrumentation and
Procedures (Frequency range of 4 MHz to 10 GHz", October 2020

« KDE BE5664, "SAR Measurement Requirements for 100 MHz to & GHz"

Additional Documentation:
» DASY System Handbook

Methods Applied and Interpretation of Parameters:

s Measurement Conditions: Further details are available from the Validation Report at the end
af the certificata. All figures stated in the carificate are valid at the frequency indicated.

« Anfenna Paramelers with TSL: The dipole is mounted with the spacer to pesition its feed
point exactly below the center marking of the flat phantom section, with the arms oriented
parallel to the body axis.

« Feed Point impedance and Retum Loss: These parameters are measured with the dipole
positionad under the liguid filled phantom. The impedance stated is transformed from the
measurement at the SMA conneclor 1o the feed paint. The Return Loss ensures o
reflected power. No uncertainty required.

«  SAR measured: SAR measurad at the stated antenna input power.

« EAR nommalized: SAR as measured, nommalized to an input power of 1 W at the antenna
connechor.

+ BSAR for nominal TSL parameters: The measured TSL paramelers are used to calculate the
nominal SAR resull.

The reported uncerainty of measurement is stated as the standard uncertainty of
Measurement mulliplied by the coverage factor k=2, which for a nommal distribution
Corresponds fo a coverage probability of approximalely 85%.

Certificnte Mo: 26H02Z00084 Page 2 of &
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E<mail: emlipeaiclac.cn e gl s cn
Measurament Conditions
DASY system configuration, a5 far as not given on page 1. -
DASY Version DASYE W17.0.0
Extrapalation Advanced Extrapolation '
Phantoem bodular Flal Phantom
Distance Dipale Genter - TSL 10 mm with Spacar
Freguency 1750 MiHz + 1 MHz

Head TSL parameters at 1750 MHz
The following parameters and calsulations were appliad. B

Temperatura Permittivity Conductivity
Mominal Head TSL paramaters 2200 401 137 mbwnm
Measured Head TSL parameters (22.020.2)°C 40,0 2 6% 1.38 mhoim £ 8 %

Head TSL temperature change during test =1.0"C —

SAR result with Head T5L at 1750 MHz

SAR averaged over 1 e’ {1 g} of Head TSL Comﬁ‘-iun_
E{ maasured 24 dBm input power 89.28 Wikg
;& I'nt narminal Head TSL parammar;a narmalized to 1W 6.8 Wik £ 20 % (k=2)
SAR averaged over 10 cmr’ (10 g) of Head TSL Condilion
SAR rmeagured - 24 dBm inpul power 4.82 'l.l'ﬁcg
_SAH for naminal Haad TSL paramelbens mmalia.ad te W 19,6 Wikg 20 % (k=2)
Certiliene Mo: 2E2ZA00008E Mage 3 of &
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Appendix (Additional assessments outside the scope of CNAS LOST0)

Antenna Parameters with Head TSL at 1750 MHz

Impedance, transformad to feed point 46,30+ 2.10j0

Rebwm Loss . 26.00dE

General Antenna Parameters and Design

Electrical Dekay (one direction) | 1117 ns

Adter long term use with 100W radiated power, only a slight warming of the dipole near the fesad-point can
be measured,

The dipoie is made of standzrd semirigid coaxial cable. The center conductor of the feeding line i dlirecthy
connected to the second arm of the dipole. The antenna is therefore short-cireuited for DC-signals. On some
of the dipolas, small end caps are addad to the dipole arms in order o improve matching when lcaded
according to tha pasition as explainad in the "Weasuremant Conditions" paragraph. The SAR data are not
affacted by this change. The overall dipole length is still according to the Standard.

Mo excessive force must be applied to the dipole arms, besauss they might bend or the soldared
connections naar the fead-point may be darmaged.

Additional EUT Data

LMmmaclwed by SPEAG

Cortificate Mo: 26022000086 Mage 4 of &
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A M52 HunYusnBei Rood, Haidian Disirict, Geijing, 1900191, China
Tel; +A6-110-62304633-2711

F-mmil: esnfEiiaitac.cn himpe s caicLac.cn
DASYE Validation Report for Head TSL Date: 2026-02-05
Test Laboratery: CTTL, Beijing, China
_Summary
Dipale Frequency [MHz] TSL ~ Power [dBm]
D1750vz2 — SN 11588 1750 i HSL 24

Exposure Conditions . R
Phantom Fosition. Test Band Group, Frequency  Conversion TSL Cond. TSL

Section, TSLDistance [mm] LD MHz]  Factor [Sim] Permittivity
Fial 0 CW 1750 593 138 400 Fi
Hardware Setup T
Phantom TSL Probe, Calibration Date DAE, Calibration Date
“MFP B0 Center  1760Head  EXIDV4 - SN7B00, 2026-01-18 DAE4 Sn168E, 2025-08-20
Scan Setup ~_Measurement Results
- Zoom Scan Zoom Scan
@rid Extents [mm] 300 30,0 500 psSAR g [Witka] .28
“GErid Staps [mm) BOXEDX15 paSAR0g [Wikg] a8
Sensar Surface [mm)| 14 Power Dift [d 8] 0.00
Graded Grid fea Power Scaling Disabled
“Grading Rafio 1.5 Sealing Factor [d)
MALA M TEL Carrection Mo cormection
“Burfaca Detection WS + Bp M2 [%] BO.0
Sean Mathod Measured Dist 3dB Peak [mm] 9.0

initeepalvied 280 [
i

Certificate Mos 2600220000806 Page 5 of 6

TR-EM-SA005 Page 34 of 61 Version 3.0




Bay Area Compliance Laboratories Corp.(Shenzhen)

Report No.: 2601U63157E-SAA

EM In Colaboration with

== " ¥

w7yl s p e 3. 9
e CALIBRATION LABORATORY

Add: Mo 52 HmYeanBel Road, Haidisn District, Beijing, 10091, Chires

Tel: +8t=10-62304633-2711 )
F=mail: emiiealcl.ac.cn |stip e caicliéin

Impedance Measurement Plot for Head TSL
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Client BACL(Shenzhen) Ceortificate No: 26J02Z000087
CALIBRATION CERTIFICATE

Object D1900VE - SM: Sd231

Calibration Procadure(s) FE-Z11-0003-02

Calibration Procadures for dipale validation kits

Calibration date: February 4, 2026

This calibration Cerfificale documents the traceability to national standards, which realize the physical units of
mieasuremants (S1). The measurements and the uncertainties with confidence probability are given on the following

pages and are part of the cerificate.

All calibrafions have been conducted in the closed laboratory facilily: emvironment temperature (22+37C and
humidify=70%.

Calibration Equipment used (METE critical for calibration)

Primary Standards o # Cal Data (Calibrated by, Certificata Mo.) Scheduled Calibrafion
Power Meter  NRP2 106278 16-May-25 (CTTL, No. 26J02X003423) May-25
Power sensor MEPGA 101368 16-May-25 {CTTL, No. ZEJOIAOE423) May-2G
Reference Proba EX300VY | SN 7800 18-Jan-26(CTTL-SPEAG, Mo, 26J02L000008) Jan-27
DAE4 5N 1588 28-Aug-25(CTTL-SPEAG, No. 25J022000631) Aug-26
Secondary Standards 0 # Cal Date (Calibratad by, Certificate No.) Scheaduled Calibration
SignatGeneratorSMAZ00A, | 107732 01-Dec-25 (CTTL, No. 25J02X102467) Wow-26
Metworkdnalyzer EGOTIC | MY46110673  26-Mov-25 (CTTL, Mo, 25J02K1024G8) Mow-26
OGP DAKS-3.5 0015 20-01-26(SPEAG, Mo. QCP-DAKS-0015_0ci2E) Oct-26

Mame Function Signature

LRt Dy: Zhao Jing SAR Test Engineer

Reviewed by: Lin Jun SAR Test Enginaer _,bqﬁ

Approved by: ol Dianyuan SAR Project Leader . W, Ny

Issuad; Fabruary 13, 2026

This calibration certificate shall not be reproduced excapt in full without written approval of the laboratory

Certificate Mo Z6J02Z0000ET Page 1 of &
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Adsd: M52 HuaYuanDei load, Haidian District, Beljing, 10191, China
Tel: +R6=1-GZ3633-2711

E-mail: emfidenictac.cn it caicLac.cn
Glossary:
TSL tizsue simulating liquid
ConvF sensilivity in TSL/ NORM:x.y.z
A not applicable or not measured

Calibration is Performed According to the Following Standards:

. |EC/EEE 62200-1528, “Measurement Procedure for The Aszessment of Specific Absorption
Rate of Human Exposure to Radio Frequency Fields fram Hand-held and Body-mounted
Wirelese Communication Devices- Part 1528 Human Models, Instrumentation and
Procedures (Frequency range of 4 MHz to 10 GHz)", October 2020

« KDBE B65664, "SAR Measurement Requirements for 100 MHz to 6 GHz"

Additional Documentation:
» DASY System Handbook

Methods Applied and Interpretation of Parameters:

e Measurament Conditions: Further details are available from the Validation Report at the end
of the certificate. All figures stated in the certificate are valid at the frequency indicated.

. Antenna Parameters with TSL: The dipole is maunted with the spacer to position its feed
point exactly below the center marking of the flat phantom section, with the arms ariented
parallel to the body axis,

« Feed Point Impedance and Refurn Loss: These parameaters are measured with the dipole
positioned under the liquid filled phantom. The impedance stated is transformed from the
measurement at the SMA connector to the feed point. The Return Loss ensures o
reflacted power. Mo uncertainty required.

. 5AR measured: SAR measured at the stated antenna input power.

e SAR normalized: SAR as measured, normalized to an input power of 1 W at the antenna
connector.

o SAR for nominal TSL parameters: The measured TSL paramelers are used to calculate the
nominal SAR result.

The reported uncertainty of measurement is stated as the standard uncertainty of
Measurement multiplied by the coverage factor k=2, which for a normal distribution

Corresponds to a coverage probability of approximately 85%. J
Cerfificate Mo: 26I02Z 000087 Page 2 of &
TR-EM-SA005
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Measurement Conditions
DASY system confiqurateon, as far as not given on page 1. )
DASY Varsion DASYE VATDD
Extrapolation Mdvanced Extrapolaton
;anmm Modular Fat Fhantom O
Distance Dipole Center - TSL 10 mrn wilh Spacer
Frequency 1600 MHz + 1 MHz _I
Head TSL parameters at 1900 MHz
The following parameters and calculations wera applied
|—P Temperature Permitthvity Conductivily

Mominal Head TSL parameatars 220°C 40.0 1.40 mh-::u'm_
Measured Head TSL parameiers (220402 °C 40T £6 % 1.42 minoim £ 6 %

_Heud TSL temperature change during te2st =1,0°C | ]

SAR result with Head TSL at 1900 MHz

SAR averaged overd ¢’ (1 g) of Head TSL Condition

EF{ mieasUred 24 dBm gLl power 10.0 Wikg
SAR far nominal Hesd TSL parameters nesmalized to 1W 39.9 Wikg 20 % (k=2)
SAR averaged over 10 o (10 g) of Head TSL Condition
SAR maasured 24 dBm Input power 5.1 Whkg

| SAR for nominal Head TSL parameters nomnalized b 140 20.7 Wikg £ 20 % (k=2) |

Page 2 of 6
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Appendix (Additional assessments outside the scope of CNAS LO570)

Antenna Parameters with Head TSL at 1900 MHz

| Impadandge, transfarrmed (o feed point 52,7 (1 4.83j0 |
|if:lum Lose - 20,448 |

General Antenna Parameters and Design

[ Evecirical Delay {one direction) 1.106 s

After long term use with 100U radiated power, only & slight warming of the dipole near the feed-peint can
b= measured

The dipole iz made of standard semingid coaxial cable. The center conductor of tha feading line is directly
connected to the second arm of the dipale. The antenna ia tharafore short-circuited for DC-signals, On some
af the dipoles, small end caps are added to the dipole arms in order to improve matching when loaded
acoording to the pesition as explained in tha =“easurement Conditions” paragraph. The SAR data are not
affected by this change. The overall dipolz length I= still accarding to the Standard

Mo excessive force must be applied to the dipole arms, bacause they might bend or the solderad
connections naar the fesd-peint may be damaged.

Additional EUT Data

[ Manufachored by SPEAG

Certificate No: 26J0ZZ000087 Page 4 of &
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E-mail; emfidcaiclaccn higpedfwww,eniclac.cn
DASYE Validation Report for Head TSL Date: 2026-02-04
Test Laboratory: CTTL, Beljing, China
Summary
Dipole Frequency [MHz] TSL Power [dBm]
"D900YZ — 5N 6d231 1900 HEL 24

_Exposure Conditions )
Phantom Posltion, Test Band Group,  Frequency Conversion TSL Cond. TSL

_Section, TSL Distance [mm] D [MHz] Factor [Sfm] FParmittivily
Flat 10 GV, 15400 a5 1.42 40.7
Hardware Setup
Phantom TSL Frobe, Calibration Date DAE, Calibration Date
MFP V&0 Center  1800Head EX3DV4 - SNT600, 2026-01-18 DAE4 Sn1588, 2025-08-20
Scan Setup Measurement Results -

) Zoom Scan Zoom Scan
Girid Extents [mm] 300 30,0300 peSAR1g [Whal 10.0
Grid Steps [mm] BOxE0%15 psSAR10g [Wika] 519
Sensor Surface [mm) 1.4 Powier Drift [dB] -0.00
Graded Grid Yes Pewer Scaling Disabled
Grading Ratio 1.5 Sealing Factar [d8]

ML M2, TSL Correction Mo corraction
Surface Detection VMS + Bp Mz [%] A2
Scan Method Measurad Dist 3dB Paak [mm] a8

mnlmpodn e SAR [
195

Certificate Mo: 26022000087 Page 5 of &
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Impedance Measurement Plot for Head TSL

1 Log Hag 1 ¥ 1= [F
1 1 a0 GH 4
=
anih Y
A e
| N i 1 =
.. - =il
3,00 S
WEE S smith (Re]x) scale 1oedo0 [F1 0]
i 4. DDSGO0 Gz H2.8585 O 4. 5203 O 40435 p
|
1T
|
|
F
|7 St 4.7 oHr IR 100 e stop 21 o IRRN
Certificate Mo: 260022000087 Pags 6 of 6

TR-EM-SA005 Page 41 of 61 Version 3.0




Bay Area Compliance Laboratories Corp.(Shenzhen)

Report No.: 2601U63157E-SAA

BACL{Shenzhen)

r‘“-" In Cobakamtan with 2L, "\ edold]
77, & i CAICT
s sk CNAS =
CALIBRATION RATORY ';/’;ﬁ: el GALIBRATION

Adil: Mo, 52 HunVuanftel Road, Haidian Disirice, Beijing, 100191 %0y, ot NS LOSTO

Tel; HEG- 10626332117

E-mnil: emficaiclac.cih hitpafaww.cnict.ne.cn

Certificate No: 26J02Z000089

Client

CALIBRATION CERTIFICATE

Ohbject D2450V2 - SN: 1103

Calibrafion Procedure(s)

FF-Z11-0003-02
Calibraticn Procedures for dipale validation kits

Calibrafion date: February 5, 2026

This calibration Cerlificale documents the traceabilily to national standards, which realize the physical units of
measurements (S1). The measurements and fhe uncertaintios with confidence probability are given on the fellowing
pages and are part of the certificate

All calibrations have been conducied in tha closed laboratory facility: environment temperstura 22:3)°C and
hurmickiby< 0%,

Calibration Equipmeant used (M&TE critical for calibration)

Primary Standards 10 # Cal Date (Calibrated by, Certificate No)  Scheduled Calibration
Power Meier MNRFPZ 106276 16-May-25 (CTTL, No. 25J02X003423) May-26
Power sensor NRPEA 101359 16-May-25 (CTTL, Mo, 25J02X003423) May-25
Reference Probe EX30VE | SH 7600 18-Jan-25(CTTL-SPEAG, No, 28J022000008) Jan-27
DAE4 SN 1588 28-Aug-25(CTTL-SPEAG, No. 25J02Z000831) Aug-28
Secondary Standards 0 # Cal Date (Callbrated by, Cerificate Mo.) Schadulad Calibration
SlgnatGeneratorSMAZ004, | 107732 01-Dec-25 (CTTL, Mo, 28J02X 102457 ) Mov-25
Wetworkbnalyzer EROTIC | MY4E110673  26-Mow-25 (CTTL, Mo, 26J02X102468) Mow-26
Q0P DAKS-35 16 20-0ct-25{SPEAG. No. OCP-DAKS-0015_0u2s) Oct-26

Mama Functian Signatura

Calibrated by: Zhao Jing SAR Test Enginesr ‘gi:

Reviewed by Lin Jun SAR Test Enginesar -—-pp%"

A d by: ;
pproved by i Dlanyuan SAR Project Leader e

Issued: Fabruary 13, 2026
| Thig calibration cerificate shall not be reproduced except in full without writlan approval of the laboratory.

Cartificate Mo 26J027000089 Page 1 of &
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Aded: Ma.52 HuaYianBei Rosd, Haldion Disricl, Bedjing, 100191, Chies
Tk &6 LO-G2 306312711

E-mail: emigicalet.ac.en htipd s coicLac.Cn
Glossary:
T5L tissue simulating liuid
CaonvF sansitivity In TSL/ MORM:, .z
MNIA not applicable or not measured

Calibration is Performed According to the Following Standards:

» |IEC/EEE 62200-1528, "Measurement Procedure for The Assessment of Specific Absorption
Rate of Human Exposure to Radio Frequency Fields from Hand-held and Body-mou nted
Wireless Communication Devices- Part 1528: Human Models, Instrumentation and
Proceduras (Frequency range of 4 MHz to 10 GHz)", October 2020

» KDB 865664 "SAR Measurement Requirements for 100 MHz to & GHz"

Additional Documentation:
« DASY System Handbook

Methods Applied and Interpretation of Parameters:

« Measurement Conditions: Further details are available from the Validation Report at the and
of the certificate. All figures stated in the certificate are valid at the frequency indicated,

« Antenna Parameters with TSL: The dipole is mounted with the spacer to position its feed
point exactly below the center marking of the flat phantom section, with the amms oriented
parallel to the body axis.

« Feed Point Impedance and Retum Loss: These parameters are measured with the dipale
posifioned under the liquid filled phantom. The impedance stated is transformed from the
measurement at the SMA connector to the feed point. The Return Loss ensures low
reflected power. No uncertainty required.

s SAR measured: SAR measured at the stated antenna input power,

e  SAR narmalized: SAR as measured, normalized to an input power of 1 W at the antenna
connector.

s SAR for nominal TSL parameters; The measured TSL paramelers are uzed to caloulate the
nominal AR result.

The reported uncertainty of measurement is stated as the standard uncertainty of
Measurement multiplied by the coverage factor k=2, which for a normal distribution
Carresponds to a coverage probability of approximatety 5%,

Certificate Mo: 2602700008 Page 2 of &
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Measurement Conditions
DASY system configuration, & far as not given on page 1
DASY Varsion DASYE W1T.0.0
Extrapalation Advanced Extrapolation
Phantom Modular Fiat Phankam
Distance Dipole Center - TSL 10 mim with Spacer
| Frequency | 2440 MHz £ 1 MHz

Head TSL parameters at 2450 MHz
The fallowing parameters and calculstions were appliad.

Temperature Permittivity : Conductivily |
_Hnminal Head TSL paramelers 220°C 8.z 1.80 miboim
Measured Head TSL parameters (2202028 °C 391 6 % 1.80 I'I'|.|'|I:l.I'ITI 6%
]_Hmad TSL termperature change during test . =1.0"C . sa i

SAR result with Head TSL at 2450 MHz

SAR averaged over1 cm’ (1 ) of Head TSL Condition

BAR measured 24 dBirm ingat power 13.1 Witkg

SAR for nominal Head TSL parameters normalized b 1W 52.3 Wikg 20 % (k=2}
SAR averaged over 10 e (10 g) of Head TSL Candilion

SAR measured 24 dBm input power .13 Wikg

SAR for nominal Head TSL pararmeters | normafized to 1W 24.5 Wik 2 20 % (k=2)

Certificate Mo: 260022000089 Page 3 of &
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Appendix {Additional assessments outside the scope of CNAS LO5T0)

Antenna Parameters with Head TSL at 2450 MHz

impadance, transformed 1o feed point 51,60+ 4180
Foetumn Loss - 27148

General Antenna Parameters and Design

Elactrical Dvelay (ona direction) 1.058 ns

Adter long term usa with 100W radiated power, only & slight warming of the dipole near the feed-point can
he measured,

The dipole is made of standard semirigid coaxial cabla. The center conductor of tha leeding line is directly
connected o the second arm of the dipole. The antenna is therafore short-circuited for DC-signals. On some
of the dipoles, small end caps are added fo the dipoie arms in order to improve matehing when loadad
according to the position as explained in the "Waasurement Condifions” paragraph. The SAR data are not
affecied by this change. The overall dipole lengih |5 till according to the Standard,

Mo excessive force must he applied to the dipole arms, bacause theay might bend or the solderad
connections near the feed-point may ba damaged.

Additional EUT Data

manufmurad by SPEAG
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DASY6 Validation Report for Head TSL
Test Laboratory: CTTL, Beijing, China

CAICT

Date: 2026-02-05

Summary
Dipale Frequancy [MHz] TSL Power [dBm]
D2450w2 — SN 1103 2450 HEL 24 =2
_Exposure Conditions
Phantom Position, Test Band Group,  Frequency Conversion TSL Cond. TSL
Section, TSL Distance [rmm] UiD [MHEz] Factor [S/m] Parmittivity
“Flat 10 CW, 2450 £.05 1.80 ag1
Hardware Setup
Phantom TSL Probe, Calibration Date DAE, Calibration Date
TMFP VA D Center 2450 Head  EX3DVA - SM7E00, 2026-01-148 DAE4 Sn1568, 2025-06-28
_Sean Setup Measurement Results
] Zoom Scan Zoom Scan__
Grid Extents [mim] 30,0 30.0 = 30.0 peSARTg [Vikg) 134
Grid Steps [mm] 6050516 psSAR10g [Wikgl] BA3
Sensor Surface [mm] 1.4 Power Drilt [dB] 0.0
Graded Grid Yas Powar Sealing Dizabled
Grading Ratic 1.5 Scaling Factor [dE]
A A A TEL Carrection e correction
Surface Delection WIS + Bp MZIM {%] 70.4
Scan Method Maasured Dist 2dE Peak [mrm] a.0

irtarpaisbed S48 [WAE|

ans
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impedance Measurement Plot for Head TSL

Wik 00 =
[¢OEl =1 saith (&30 scale L,an [FL cel]
| Jvooond ch L. 4B 4,183 W ITLLTH o
vl
i
|
\
o g1on 200 cir
L Hiat 225 el [FEN 10K HI 5]
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Client BAGL(Shenzhen) Certificate No: 26022000090

CALIBRATION CERTIFICATE

Oibject D2600V2 - SN; 1207

Calibration Procedure(s) FE-Z11-0003-02

Callbration Procedures for dipole validation kits

Calibration date: February 4, 2026

This cafibration Cerificate docurments the traceabilily 1o national standards, which realize the physical unitz of
measurements (51}, The measuraments and the uncertainties with confidenca probability are given on the fellcwing
pages and are part of the cerificata.

Al calibrations have been condusted in the closed laboratory facility: enwvironmant temperature (22:31°C and
humidity=70%.

Catibration Equipment used (M&TE critical for calibraticn)

Primary Standards | 8] # Cal Date {Csllhrale:d b, Cer‘rrﬁc-_a__l_e__[\l_ﬂ | Seheduled Calibration
Power Meter MNREP2 '1CEZT$ 15-May-25 (CTTL, Mo, 25J02X003423) May-26
Power sansor NEPBA 101369 16-May-26 (CTTL, Mo. 25J02X003423) May-2G6
Reference Probe EX30DVE | SN 7600 18-Jan-2B{CTTL-SPEAG, No, 26022000008} Jan-27
DAE4 SN 1588 78-Aug-25(CTTL-SPEAG, Mo, 25J02Z000631) Aug-25
Secondary 51an!j_,ard=_; {[F Cal Date (Calibrated by, Certificate MNo.) Seheduled Calibrafion
SignalGaneralorSMA2004 107732 01-Daac-26 (CTTL, Mo 25J02X 102457 MNow-26
MetworkAnalyzer ESOTIC | MYa61 10673 2B-Nov-25 (CTTL, Mo, 25J02X1024E8) Now-26
OCF DAKS-3 5 0015 $0-Ock-25{SPEAG, No. OCP-DAKS-0015_0ct25) Oct-26

Mame Function Signalure

Calibrated by: = ; ;

¥ Zhao Jing SAR Test Engineer 4 gr
| Reviewed by: Lir Jun SAR Test Enginesr _pﬁ_‘
| A el by o
| Approved by i Dianyuan SAR Project Leader .::%‘?,

|sguad; Fabruary 13, 2026
This calibration cartficate shall not be reproduced except in full without written approval of 1he laboratory.
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Glossary:
TSL tissue simulating liquid
ConvF sensitivity in TSL/ NORM:xy,z
MiA not applicable or not measured

Calibration Is Performed According to the Following Standards:

« IECNEEE 62209-1528, "Measurement Procadure for The Assessment of Specific Absarption
Rate of Human Exposure to Radio Frequency Fields from Hand-held and Body-mounted
Wirgless Communication Devices- Part 1528: Human Models, Instrumentation and
Procedures (Frequency range of 4 MHz to 10 GHz)", October 2020

« KDPB 855864, "SAR Measurement Reguirements for 100 MHz to & GHE

Additional Documentation:
« DASY System Handbook

Methods Applied and Interpretation of Parameters:

+ Measurement Conditions: Further details are available from the Validation Report at the end
of the certificate. All figures stated in the certificate are valid at the frequency indicated.

e Anfenna Parameters with TSL: The dipole is mounted with the spacer to position its feed
point exactly balow the centar marking of the flat phantom section, with the arms orented
parallel to the body axis.

«  Feed Point Impedance and Returmn Loss: These paramelers are measured with the dipala
positioned under the liquid filled phantom. The impedance stated is transformed from the
measurement at the SMA connectar to the feed point. The Return Loss ensuras low
reflected power. Mo uncertainty required.

e SAR measured: SAR measured al the stated antenna input power,

SAR normalized: SAR as measured, normalized to an input power of 1V at the antenna
connector,

.  SAR for nominal TSL parameters: The measured TSL parameters are used to calculate the
mominal SAR result.

ﬁrm reported uncertainty of measurement is stated as the standard uncertainty of
Measurement multiplied by the coverage factor k=2, which for a normal distribution
Lcnrrespc:nds to a coverage probability of approximately 85%.
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Measurement Conditions
DEY eyetan confiourstion, as far as nof given on page 1 i
DASY Version DASYE wi7.0.0 —l
Extrapelation Advanced Extrapotation
Phanbsm Modular Flat Phantam
Distance Dipobe Center - TSL 10 mm wilh Spacer
| Frequency 2600 MHz £ 1 MHz |
Head TSL parameters at 2600 MHz
The fallowing pargmeters and calculations were appliad ; .
Tamperature Permittivity Conductivity —|
Mominal Head TSL parametars 220°C 35.0 1.86 mhaofm
— — —
Measured Head TSL paramelers (220£0.2)°C WBArE % 1.95 mhedm £ 6 %
Head TSL temperature change during test <1.0"C

SAR result with Head TSL at 2600 MHz

SAR averaged over 1 o’ {1 g} of Head TSL Condition

SAR measured 24 dBm Ut powar 137 Wikg

SAR for mominal Heod TSL parameters normalized bo 1W BE.1 Wikg 20 % (k=2)
SAR averaged over 10 cmr’ (10 g) of Head TSL Condition

SAR mesgurad 24 dBm nput power G.21 Vilkn

SAR for nominal Head TSL parameiers . noamalized b 1W 24.9 Wikg 20 % (k=2)

Cerlificate No: 2602200009 Page  of &
TR-EM-SA005 -
Page 50 of 61 Version 3.0




Bay Area Compliance Laboratories Corp.(Shenzhen) Report No.: 2601U63157E-SAA

r‘“ﬂ In Collabomatian with
o s CAICT
S CALIBRATION LAEORATORY CT

fodd: Mo 52 HnYombei Road, Haldian District, Belling, M08, China
Tial: #Ri-H0-62304633-27 11
E-iatl; emiikoaict ac.ci hetpffwww.enict.ac.cn

Appendix (Additional assessments outside the scope of CNAS LOGTO)

Antenna Parameters with Head TSL at 2600 MHz

i Imgedance, tansformed to feed paint 45,501+ 0,00 ]

| Rebsn Logs 27348 I

General Antenna Parameters and Design

| Elecirical Delsy (one direction) 1.042 ng |

After lang tarm use with 100W radiated power, only a slight warming of tha dipole near the feed-point can
be measured,

The dipole is made of standard semirigid coaxial cable, The centar cenductor of the leeding line is diractly
connecled io the seeend amn of tha dipoie. The antenna is therefore shorl-circuited for DC-skgrals. On some
of the dipales, small end caps are added to the dipole amms in order to improve matching when loaded
according to the posilon as axplained in the "Measurement Candilions” paragraph. Tha SAR data are not
affected by this change. The overall dipole length is still according to the Standard,

Mo excessive force must ba applied to the dipole arms, because they might bend or the soldered
connections naar the feed-point may be damagad.

Additional EUT Data

|| Manufactured by SPEAG

Cerlificate Mo ZRI0EZ0000%) Page 4 of &
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DASYE Validation Report for Head TSL Date: 2026-0:2-04
Test Laboratory: CTTL, Beijing, China
Summary
Dipole Frequency [MHz] TSL Power [dBm]
DEE00ME — SN 1207 26800 HEL 24

Exposure Conditions T
Pharfom  Posilion, Test Band Group, Frequency Conversion TSL Cond. TSL

Section, TSL Distance [mm] (1]]n] [MHz] Factor [Sim] Parrrltivity
Flat 10 CW, 2600 7.6 166 39.4
Hardware Setup ] =
Phantom TSL Probe, Calibration Date DAE, Calibration Date
MFE W&.0 Cenler 2600 Head  EXADV4 - SNTE00, 2026.-01-18 DAEA Sn1688, 2025-06-29
Scan Setup Measurement Resulis S
3 _ _Zaom Scan _ Zoom Scan
Grid Exients [mim] 0.0 3007 300 peSAR1g [Wikg) 137
Grd Steps [mm] 5050715 paSAR0g [Wikg] B.21
“Sensor Surface [mm] 14 Power Drift [dB] 20,01
“Graded Grid Yes  Power Scaling Disabled
Grading Ratic ; 1.8 Sealing Factar [€6]
TATA hiA TEL Carrection Mo correction
Surface Detection WMS + &p MM (%] 0.6
“Scan Mathod Measured Dist 3B Peak [mm] a0

Ininipolated 14K | Wik
35
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Impedance Measurement Plot for Head T5L

CAICT
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Client BACL({Shenzhen) Certificate No: 26J02Z000091

CALIBRATION CERTIFICATE

Object DEGHZV2 - SN: 1374

Calitration Procedure(s) EE-711-0003-02
Calibration Procedures for dipole validation kits

Calibration date: February 8, 2026

This calibration Certificate documents the traceability to national standards, which realize the physical units of
measurements (S1). The measurements and the uncertainties with confidence probability are given on the following

pages and are part of the cerfificate.

All calibrations have been conducted in the closed laboratory facility: envirohment temperature (22+3)°C and
hurmidity=<70%,

Calibration Equipment used (M&TE critical for calibration)

| Primary Standards ID # Cal Date (Callbrated by, Certificate No.) _ Scheduled Calbration
Power Meter MRPZ 106276 16-May-25 (CTTL, Mo, 25J02X003423) ay-26
Power sensor NRPSA 101369 16-May-25 (CTTL, Mo, 25J02X0034235) May-26
Raference Probe EX30DVE | SM 7307 27-May-25(SPEAG, Mo, EX-T30T_May25) May-26
DAEA4 SM 1588 29-Aug-25(CTTL-SPEAG, No. ZRJ0ZZ000GE3T) Aug-26
Secondary Standards | D # Cal Date (Calibrated by, Certificate Mo.) Scheduled Calibration
SignalGeneratorSMAZ00A 107732 01-Deac-25 (CTTL, No. 25002X102467) Mov-26
MetworkAnalyzer ES071C | MY4B110673  26-Nov-25 {(CTTL, Ma, 25J02X102468) Mow-26
OCP DAKS-3.5 0015 20-0ck-25(SPEAG, Mo, OCP-DAKS-0015_Ocl2s) Oct-26
Mame Fungtion Signature
Calibrated by: Zhao Jing SAR Test Engineer ~£ g‘
Reviewed by: Lin Jun SAR Test Engineer "Wﬁ—'

Approved by: Qi Dianyuan SAR Project Leader i%(a")\_

lssued: February 13, 2026
This calibration cerificate shall not be reproduced except in full without written approval of the laboratony.
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Glossary:
TSL tissue simulating liquid
ConvF sensitivity in TSL/ NORMx,y.z
MIA nat applicable or not measured

Calibration is Performed According to the Following Sta ndards:

. IEC/EEE 62209-1528, "Measurement Procedure for The Assessment of Specific Absorption
Rate of Human Exposure to Radio Frequency Fields from Hand-held and Body-mounted
Wireless Communication Devices- Part 1528: Human Models, Instrumentation and
Procedures {Frequency range of 4 MHz to 10 GHz)", October 2020

. KDB 865664, “SAR Measurement Requirements for 100 MHz to 6 GHz"

Additional Documentation:
« DASY System Handbook

Methods Applied and Interpretation of Parameters:

« Measurement Conditions: Further details are available from the Validation Report at the end
of the certificate, All figures stated in the certificate are valid at the frequency indicated.

o Antenna Parameters with TSL: The dipole is mounted with the spacer to position its feed
point exactly below the center marking of the flat phantom section, with the arms criented
parallel to the body axis.

. Feed Point Impedance and Retum Loss: These parameters are measured with the dipole
positioned under the liguid filled phantom. The impedance stated is transformed from the
measurement at the SMA connector to the feed point. The Return Loss ensures low
reflected power. No uncertainty required.

SAR measured: SAR measured at the stated antenna input power.
SAR normalized: SAR as measured, normalized to an input power of 1 W at the antenna
connector,

« SAR for nominal TSL parameters: The measured TSL parameters are used to calculate the
nominal SAR result.

The reported uncertainty of measurement is stated as the standard uncertainty of
Measurement multiplied by the coverage factor k=2, which for a normal distribution
Corresponds to a coverage probability of approximately 95%.

Cerfificate Moz 26J02Z000091 Page 2 of @

TR-EM-SA005 Page 55 of 61 Version 3.0




Bay Area Compliance Laboratories Corp.(Shenzhen) Report No.: 2601U63157E-SAA

L]

r"“« I Collaboraticn with
=777 s p e ag CAICT
N CALIERATION LABORATORY .

Add: Mo, 52 HunYuanBei Road, Haidian Dissrict, Beijing, 1001%1, China
Tel: +B6-10-6230463 32711
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Measurement Conditions
DASY system configuration, as far as not glven on page 1.

DASY Version DASYE V17.0.0

Extrapolation Advanced Extrapolation

Phantom Moduiar Flat Phanlom

Distance Dipole Center - TSL 10 mm with Spacer
5260 MHz + 1 MHz

Fregquency 600 MHz = 1 MHz
GEO0 MHz + 1 MHz |

Head TSL parameters at 5250MHz
The following parameters and caleulations were applied. o

Temperature | Permittivity Conductivity
Mominal Head TSL parameters 22.0°C 359 4.71 mhaim
Measured Head TSL paramaters (220£0.2)°C 354 26% 4,68 mholfm + 6 %
| Head TSL temperature change during test =1.0°C . -aae -
SAR result with Head TSL at 5250MHz
| SAR averaged over 1 em’ {1 g) of Head TSL Condition
SAR maasured 20 dBrm input power 701 Witka
AR for nominal Head TSL parameters normalizad to 1W 78,9 Wiy £ 24 % (h=2)
SAR averaged over 10 ¢m’ (10 g) of Head TSL Candition
SAR measured 20 dBm input power 2.23Wikg
saR for nominal Head TSL parametars normalized to 1W 22.2 Wikg * 24 % (I=2)
Certificate Mo: 26J022000091 Page 3 of ¢
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Head TSL parameters at 5600MHz
The following parameters and calculations wera applied,

CAICT

., - T—

Temperaturs Permittivity Cond usuthrlly—
_Nnmlna!l Head TSL parameters 20°0C 35.5 5.07 mhofm
Easured Head TSL parameters (22.0+0.2)°C 34816 % 5.08 mhoim £ 6 %
Head TSL temperature change during test <1,0°C i J
SAR result with Head TSL at 5600MHz
Condifion

SAR averaged over 1 cin’ {1 gh of Head TSL

SAR measured

20 dBm input power

.18 Wikg

AR for nominal Head TSL parameters

normalized to W

816 Wikg £ 24 % (k=2)

SAR averaged over 10 ¢ (10 g) of Head TSL

Conditian

SAR measured

20 dBm input power

2.31 Wikg

SAR for nominal Head TSL paramaters

normalized to 1W

23.0 Wikg £ 24 % {k-a

Head TSL parameters at 5800MHz
The fallowing pararmeters and calculations were applied.

Temparature Permittivity Caonductivity
Kmlnal Head TSL parameters. 220G 35.3 5.27 mhafm
Measured Head TSL parameters (220£02)°C EEEW% 525 mhofm £ 6 %
Head '.l'SL temperature change during test =1.0°C i
SAR result with Head TSL at 5800MHz )
SAR averaged over 1 e’ (1 @) of Head TSL Condition
SAR ﬁeaﬁumd 20 dBm H';pnzt powear 7.83 Wikg
SAR for nominal Head TSL parameters normalizad to 1W TE.0 Wikg £ 24 % (k=2)
SAR averaged over 10 cmi (10 g) of Head TSL Candition
_SAFI measured 20 dBm input power 2,20 Wikg
_"a:AR far naminal Head TSL parameters rormalized o 1 21.9 Wikg + 24 % E.l:=2:|_
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Appendix (Additional assessments ouiside the scope of CNAS L0570)

Antenna Parameters with Head TSL at 5250MHz

Impedance, transformed to feed point 46.90- 2.77|00 _{

Return Loss - 27.34B

Antenna Parameters with Head TSL at 5600MHz

Impedance, transformed to feed paint S00G0+ 3,360

Retumn Loss | - 28.4dB

Antenna Parameters with Head TSL at 5800MHz

Impedance, transfarmed to feed point | 52 30+ 3450
Relum Loss | - 27.5dB J

General Antenna Parameters and Design

Electrical Delay {one direction) | 1.006 ns ‘l

After long term use with 100W radiated power, only a slight warming of the dipole near the fead-point can
be measured.

The dipole is made of standard semirigid coaxial cable. The center conductor of the feeding line is directly
eonnected to the second arm of the dipole, The antenna is therefore short-circuited for DC-signals. On some
of the dipoles, small end caps are added to the dipole arms in arder to improve matching when loaded
according to the position as explained in the "Measurement Conditions” paragraph. The SAR dala are not
affected by this change. The overall dipole length is still according to the Standard.

Mo excessive force must be applied to the dipole arms, because they might bend or the soldered
connections near the feed-point may be damaged.

Additional EUT Data

Manufactured by TI SPEAG
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DASY6 Validation Report for Head TSL
Test Laboratory: CTTL, Beijing, China
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Date: 2026-02-05

_Summary
Dipole _ Frequancy [MHz] TSL Power [dBm]
D5GHzV2 — SN 1374 5250 H5L 20 =

Exposure Conditions

Phantom Position. Test Band Group, Frequency Conversion TSL Cond. TSL

_Section, TSL_Distance [mm] ~ Up [MHz) Factor [Sim] Permittivity
Flat 10 CW, 5250 5.49 4 B8 35.4
Hardware Setup
Phantom TSL Probe, Calibration Date DAE, Calibration Date

“MFP V8.0 Center  HSL5G EX3DV4 - SN7307, 2025-05-27 DAE4 Sn1588, 2025-08-25

_Scan Setup Measurement Results

_ ___Zpom Scan Zoom Scan
Grid Extents [mm] 220%220%22.0 psSAR1g [Wilkg] 791
Gnid Steps [mm] 40x40x14 peSART0g [WWika] 223
Sensar Surface [mm] 1.4 Power Drift [dB] 0.07
Graded Grid Yes Power Scaling Disabled
Grading Ratio 1.4 Sealing Factor [dB]

MALA NIA T5L Corraction Mo correction

“Surface Detection VS + Bp M2/ 3] 62.1

" Sean Method Measured Dist 3dB Peak [mm] 6.9

Interpalited SAR [W /]
FR]
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DASY6 Validation Report for Head TSL Date: 2026-02-09
Test Laboratory: CTTL, Beijing, China
Summary
_Dipole ) Frequency [MHz] TSL Power [dBm]
D5GHZVZ — SN 1374 500 HSL 20 =
Exposure Conditions . .
FPhantom Position, Test Band Group,  Freguency Conversion TSL Cond, TSL
_Section, TSL Distance [mm] uiD [MHz] Faclor [8/m] Parmittivily
~Flat 10 CW, 5800 5.03 5.25 346
_Hardware Setup _ -
FPhantom TSL Probe, Calibration Date DAE, Calibration Date
MFP V8.0 Center  HSLSG EX3DV4 - SN7307, 2025-05-27 DAE4 Sn1588, 2025-08-29
Scan Setup Measurement Results _
E Zoom Scan Zoom Scan
Grid Extents [mm] 220x220x22.0 psSAR1g [Wikal 7.83
“Grid Steps [mm)] 4040414 psSAR10g [Wikg] 2.20
“Sensor Surface [mm] 1.4 Pawer Drift [dE] 0.03
“Graded Grid Ves Fower Scaling Disabled
Grading Ratio 14 Sealing Factor [dB]
MIATA, M TSL Correction Mo comection
Surface Detection WS + Bp M2 [%6] 57.4
“Bean Method Measurad Dist 3dB Peak [mm] 76

Inberpoiated AR [W/kgl
36
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Impedance Measurement Plot for Head TSL

CAICT
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