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1. PRODUCT DESCRIPTION

11 Parts

01
02
03
04
05
06
07
08

Dust Cover
25mm Cushion
Heating Pad
Pump Motor
Diaphragm
Breast Shield
Valve

180ml Collection Cup

PP
SIL
ABS

_SIL

PPSU

_SIL

PPSU

21mm Cushion Insert
19mm Cushion Insert
17mm Cushion Insert

15mm Cushion Insert

Magnetic Charging Cable ..

Bra Adjuster
Bottle Brush

~SIL

SIL

~SIL

SIL
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1. PRODUCT DESCRIPTION

1.2 Buttons control

02

Turn Heating On / Off m

(Long Press to Turn ON/OFF,
Short Press to Pause/Play)

& Auto stop when breastmilkis full

When the milk container is full of breast milk, the breast pump sensor will detect
it and automatically enter pause mode to prevent breastmilk from overflowing.




2. INTENDED USE

2.1 Indications for use

Powered breast pump, to express and collect milk from lactating women, to alleviate
engorgement of the breast, maintain the ability of lactation, and provide mother's milk for
future feedings when separation of mother and baby occurs. The device is intended for a
single user.

2.2 Operating life

01.  The operating life of the Device is defined to be not less than 500 hours.
03
02. The expected operating life of the replaceable washable components is three-six

months. It also depends on how frequently the parts are used and washed.

03. It'srecommended to replace the washable components after long-term storage or
before pumping for your next child.

2.3 Federal Communications Commission (FCC) Statement

FCC ID:2AWM2HNR6611R001

This device complies with part 15 of the FCC Rules. Operation is subject to the following two
conditions: (1) This device may not cause harmful interference, and

(2) this device must accept any interference received, including interference that may cause
undesired operation.

Warning: Changes or modifications to this unit not expressly approved by the party
responsible for compliance could void the user’ s authority to operate the equipment.
NOTE: This equipment has been tested and found to comply with the limits for a Class B
digital device, pursuant to part 15 of the FCC Rules.

These limits are designed to provide reasonable protection against harmful interference in a
residential installation. This equipment generates, uses and can radiate radio frequency
energy and, if not installed and used in accordance with the instructions, may cause harmful
interference to radio communications.

However, there is no guarantee that interference will not occur in a particular installation. If
this equipment does cause harmful interference to radio or television reception, which can be
determined by turning the equipment off and on, the user is encouraged to try to correct the
interference by one or more of the following measures:—Reorient or relocate the receiving
antenna.

- Increase the separation between the equipment and receiver.

- Connect the equipment into an outlet on a circuit different from that to

which the receiver is connected.

- Consult the dealer or an experienced radio/TV technician for help.
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3. SAFETY

3.1 Warnings

01.  This productis for personal use only. Please do not use it with multiple people to
avoid affecting health.

02. Before use, please check all breast pump components and connectors for any
damage, breakage, or burrs. If necessary, please replace them promptly.

03. This product package does not come with an adapter. Please choose a 5V 2A
compliant adapter for output.

04. After each use/charging, please unplug the adapter from the power outlet and the
host.

05. During use, it is necessary to ensure that the airbag/host is clean and free of
liquids.

06. Allaccessories cannot be disinfected by heating in cabinets, microwaves, or
pressure cookers, and the main unit cannot be immersed in water for cleaning.

07.  Please store at room temperature and avoid direct sunlight, and keep out of reach
of children.

08. Do not approach high temperatures or sources of fire during the use and placement
of the host to avoid combustion and explosion.

09. Lithium batteries are prohibited from being disassembled by themselves.

10.  If there is a malfunction inside the host, please do not disassemble and repair it
yourself. It must be sent to the designated repair point of our company for
professional repair or replacement.

1. This product can only use our company’s original accessories.

12. Whenthe hostis notin use for along time, it is recommended to charge it every 3
months.

13. Our company reserves the right to make changes to product design.



3. SAFETY

3.2 Precautions

0.

02.
03.
04.

05.

06.

07.

08.

09.

Always inspect all parts before use for damage or cleanliness.
Always ensure all parts are completely dry before assembling.
Do not place the Pump Motor in the fridge or freezer.

This wearable pump and its components are not heat-resistant. Keep away from
heat sources.

Do not use flammable materials while using this wearable pump or connecting this
wearable pump to a charger.

Do not use this wearable pump while sleeping or overly drowsy.

Using a breast pump should not cause pain. Do not try to express with an intensity
setting that is too high or uncomfortable. if excessive discomfort or pain is felt
during pumping, stop pumping, break the Breast Shield around your nipple and
discontinue the session.

Contact your healthcare professional if you express minimal or no milk, or if
expression is painful.

For assistance with correct Breast Shield sizing and comfort, pls see section 4.3 or
talk to a lactation consultant or breastfeeding specialist.

Extra care is necessary when using this wearable pump in the vicinity of children.

This wearable pump should not be used while lying down, or engaging in strenuous
exercise or activities with risk of harm.

Always break the cushion around your nipple before removing this wearable pump
from your breast.

Do not expose this wearable pump or components to direct sunlight.

05
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3. SAFETY

3.3 Heating precautions

0.

02.

03.

04.

05.

06.

07.

If the skin feels hot or stinging during the hot compress process, immediately turn
off the function and remove the hot compress cover to check the skin condition.
Itis strictly prohibited to use the hot compress function while sleeping to prevent
low-temperature burns.

If there are wounds, inflammation, unclear nature of lumps, or acute mastitis in the
breast, the use of hot compress function is prohibited.

Mothers with a history of breast disease during pregnancy or lactation should use
it under the guidance of a doctor.

For people whose skin is sensitive to heat, diabetes and peripheral neuropathy,
use the hot compress function with caution.

The hot compress cover is made of silicone, ABS, and PPSU materials. Itis

forbidden to scrape with sharp objects and avoid contact with strong acid and
alkali cleaning agents.

Heating pad must not be washed with water. When cleaning, only dry wipe the
surface of the machine body and do not soak it.



4.GETTING STARTED

4.1 Cleaning and sterilizing

01.  Forthe first time and after each use, you must disassemble, wash and sterilize all the
breast pump parts that come into contact with breast milk.

02. Disassemble and clean the parts come into contact with breasts and breast milk
immediately after use to avoid residual breast milk that may cause bacteria to grow.

03. Take care when cleaning the silicone cushion and diaphragm and valve, if it gets o7
damaged, your breast pump will not function properly.

04. Never wash or sterilize the pump motor and the heating pad, this component does not
come into contact with your breast milk. You can wipe this part clean with a soft cloth.

Do not get wet!

>

||

Heating Pad Pump Motor

05. The Pump Motor and the heating pad contains electronics that should be kept dry. A
clean, damp cloth can be used to clean the Pump Motor and the heating pad. Any other
cleaning method will be classed as misuse under the warranty.



4.GETTING STARTED

Washable components

&

08 21mm Cushion Insert

&

19mm Cushion Insert

&

17mm Cushion Insert

&

15mm Cushion Insert 25mm Cushion Breast Shield 180ml Collection Cup

= (lean all washable components that come into contact with milk to prevent the build-up of
dry milk residue. Because milk residue may cause the growth of bacteria and may be harmful
to health.

( & WARNINGS: Ppiease take care of it during washing and sterilizing. )




4.GETTING STARTED

( Clean washable components

) ( Sterilize washable components )

1. Rinse in cold, clear water (approx
+20°C / +68°F ).

2. Wash in warm water ( approx +30°C /
+86°F) using milk dish washing soap and
wipe afterwards with a clean cloth.

3. Rinse with cold, clear water ( approx
+20°C / +68°F ) for 10 to 15 seconds.

Place on the top shelf of the dishwasher.

a8

Boil in water for 5-10 minutes.

The pump kit parts can be
sanitized by boiling water or
using steam sterilizer bag
(sold separately) to sterilize.
Could also clean the pump kit
parts with room temperature
water by using baby bottle
sterilizing tablets.

09



4.GETTING STARTED

4.2 Charging

01.  This product has a built-in lithium-ion battery.

02. When the battery is low in working process, the battery indicator light will
flash,we recommend you that use a certified 5V 2A Power Adapter to charge the
pump motor.

10 03. During charging, the indicator flashes and the pump will not turn on. Use the
charging cable to connect the pump motor to a USB power source (5V 2A).

04. Whenthe battery is in a depleted state, it takes about 3 hours to fully charge.
With standard breast suction and heating functions set simultaneously, it can
provide Not less than 8 cycles of usage time.

d)

Charging p ": |
Port :
N— 1l § Magnetic charging cable v~‘/§/
o TIP:

= Please only use the charging cable provided with the wearable pump.
= Do not use the wearable pump while charging.

= Charge immediately after finishing your pumping session if lower battery is indicated.



4.GETTING STARTED

4.3 Assembling the pump

Insert the valve (07) into the milk outlet of the Breast Shield (06) , paying attention to
the valve (07) being inserted and tightly attached to the Breast Shield (06), make
sure there are no gaps.

Attach the 180ml Collection Cup(08) to the Breast Shield(06) to form the complete
Collection Cup Kit (A).

Place the diaphragm (05) onto the designated area of the breast shield (06). Press
firmly around the edges to ensure a perfect, gap-free fit.

1



4.GETTING STARTED

Attach the Breast Shield(06) to the Pump Motor (04) assembly, Ensure the Pump Motor
is properly seated and the diaphragm(05) is securely pressed into place.

2o @ |

Align the center seam of the Heating Pad(03) with the center frame of the Cushion(02),
then slide the Heating Pad(03) onto the Cushion(02) and press it firmly into place.




4.GETTING STARTED

@ Push the Cushion(02) into the Pump Motor (04), make sure it’s aligned and assembled
in place.

13

@ If the standard 25mm silicone cushion (02) feels too large, you can use a 21mm (09),
19mm (10), 177mm (11), or 15mm (12) cushion Insert. Simply place the insert in the center
of the 25mm cushion (02).




5. USING WEARABLE PUMP

5.1 Aligning your nipple

Correct nipple alignment in the Breast Shield is key to comfort, expression and performance.
Your nipple must be positioned correctly in the cushion tunnel before pumping to avoid
discomfort.




5. USING WEARABLE PUMP

5.2 Standard cushion / cushion inserts

This wearable pump comes with preassembled silicone cushion in 25mm and four additional
silicone inserts in size of 2Imm and 19mm, and 177mm and 15mm, so you can find a silicone
insert fit that is comfortable for you.

P ®®@

25mm 15mm 17mm 19mm 21mm

Standard cushion Available accessories included in the box

e Select the cushion size by measuring the diameter of your nipple

Nipple Nipple
' Measuring ..
_Range :
Nipple Areola Areola
~ Nipple Base .
. Areola X TooSmall Q Correct size X Toolarge

Nipple Diameter 11-13mm 13-15mm 15-17mm 17-20mm 21lmm-above

cﬁgﬁg?ﬂggﬁ%ﬁ’ze 15mm 17mm 19mm 21Imm 25mm

15
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5. USING WEARABLE PUMP

2 ot

5.3 Finding the right compression

01.  For best milk flow, ensure the pump fits firmly against
your breast with no gaps.

02. Brasupport varies, so adjust the fit before each .
session. If your bra is stiff or structured, use the
included bra adjuster for extra space. Attach the bra i
adjuster to your nursing bra and adjust the bra i
adjuster length for a comfortable fit. i

03. This wearable pump works with any standard nursing
braand can be used sitting or standing.

25°




5. USING WEARABLE PUMP

5.4 Starting your session

*@ Expression Mode B S Turbo Mode

———————

b B Levellndicator: L1-L9

| Heating Levels: H1-H4
Battery Indicator
App Connection Indicator

C

D]

01.
02.

03.

Long-press the “ (U ” button to power on the pump. The LED screen will light up
and the pump will enter standby mode.

While the pump is running, short-press the “ () ” button to pause or resume. If
the pump remains paused for more than 10 minutes, it will automatically shut off.

During operation, the LED screen will turn off after 30 seconds of inactivity to save
power. Press any button to wake the screen.

17
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5. USING WEARABLE PUMP

m MODE SWITCH

01.

02.

03.

04.

Long-press the * (1) " button to start the pump. It will automatically begin in
Stimulation Mode at the same level used in your previous session. For
first-time use, the pump defaults to Level 1in Stimulation Mode.

You can also short-press this button to switch modes between stimulation mode,
expression mode, 2-in-1mode, and turbo mode.

What is 2in1mode: it is 3 x Incremental Stimulation + 1x Fixed Expression as one cycle
and looping.

What is turbo mode: itis 2 x Incremental Stimulation + 1 x Fixed Expression as one cycle
and looping.

- B VACUUM SETTINGS

01.

02.

03.

The pump has 9 vacuum levels, from L1to L9 ,giving you control over what feels
comofortable and works most efficiently in all modes.

Once you can feel the suction on your nipple, use ‘4" or “—"to adjust vacuum to
find your preferred setting in all modes.

Memory function: The pump can remember the vacuum level of each mode of the
the last time used, for you to pumping easily.

min ]| countoown

o
02.

When start working, Timer would starts from 30mins to Omins.
After 30mins ,the pump will automatically switch off.

CHILD LOCK

Long press “ " and “ — ” simultaneously for 1.5s to activate/cancel the child lock.
Once activated, all functions become unavailable.



5. USING WEARABLE PUMP

5.5 Turn Heating On / Off
This breast pump is equipped with 4 temperature levels, including 35°, 37°,39°,
and 41°.

By applying constant temperature to the breast and areola area, it can effectively
promote milk flow, create more comfortable conditions for breastfeeding, and improve

breastfeeding efficiency and experience.
19

Operation steps

01. Preparation

01.  Confirm that the breast pump is fully charged or powered on, and keep the Cushion
(25mm) and Heating pad clean.

02. Ifthere is damage or eczema to the breast skin, do not use the hot compress function.

02. Start heating

01.  Apply the Cushion (include heating pad) to the breast to ensure complete coverage of
the areola area.
02. Shortpressthe" & " button to turn it on, and it defaults to first Level at 35° C.

03. Shortpressthe” @ button to cycle between Levels (H1 - H2 —» H3 - H4), and the
display screen will synchronously show the current level number. Using the APP, the
level number and temperature can be displayed.
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5. USING WEARABLE PUMP

03. Usage time of Heating
01.  Suggested duration before breast pumping: 5-10 minutes.

02. Suggested duration for milk blocking and soothing: 10-15 minutes (no more than 20
minutes per session).

03.  After running for 30 minutes, the device will automatically turn off, including turn off
heating.

04. End operation

01. After heating is completed, short press the @ " button to manually turn off the
function.

02. Remove the parts, clean and store it, and store it.

5.6 How to disassemble?

Hold the protruding parts located on each side of the pump motor (04) with one hand, and the
protruding parts located on each side of the breast shield (06) with the other, then separate
the pump motor from the Collection Cup Kit (A).




5. USING WEARABLE PUMP

5.7 STORING YOUR MILK

Ensure that you hold the milk collector (A) or the breast pump in the correct
orientation when pouring out the milk. Then pour the milk out of the flange tunnel.

21

OR

& WARNINGS:

= Clean all parts that come into contact with your breast and breast milk, and inspect
for damage after every use.

= Do not store wet or damp components, as mold may develop.
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7. TECHNICAL SPECIFICATIONS

Power

Battery type and capacity

Stimulation speed

Expression speed

Stimulation vacuum

Expression vacuum

Timer

Noise

Operation conditions

5V = 2A

Li-ion Polymer Battery Specification:
3000mAN(3.7V 1500mAh * 2)

100-130 CPM (Cycle Per Minute) (+/- 5CPM)

26-60 CPM (Cycle Per Minute) (+/- 5CPM)

-0.004~-0.015MPa,9 levels adjustable (+/- 0.003Mpa)

-0.012~-0.036MPa,9 levels adjustable (+/- 0.003Mpa)

30minutes

=50dB(A)

Temperature 5°C ~40°C, humidity 10%~90%RH



8. TROUBLE SHOOTING

“ Problem 1: Weak Suction or No Suction.
CAUSE

SOLUTION

Check whether the diaphragm is installed
reversely or damaged.

Check whether the connection between
diaphragm and pump motor is tight.

Check whether the cushion fits the breast
completely.

= Problem 2: Can not turn on or charge.
CAUSE

Reinstall or replace the diaphragm.

Keep the cushion fit the breast all the
times with nipple in the center of breast
shield duct.

SOLUTION

Check whether the output of charger meets
the requirements and whether the charger is
plugged in properly.

= Problem 3: Milk Backfiow.
CAUSE

Use the right charger and make sure
proper plugged in.

SOLUTION

Diaphragm is not installed properly or
damaged.

Immediately stop the pumping and switch
off the pump, clean it. Please don't use it
until reset the diaphragm or replace a new
diaphragm.
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8. TROUBLE SHOOTING

“ Problem 4: The hot compress function cannot be activatede

CAUSE SOLUTION

The Pump Motor is not powered Power on or fully charge and retry.
on/the battery is depleted.

“ Problem 5: Abnormal heating levels

CAUSE SOLUTION
The heating pad does not fit tightly / Re apply heating pad; If the issue
temperature sensor malfunctione. persists, contact the after-sales

service for maintenance.

“ Problem 6: Automatic shutdown during heating

CAUSE SOLUTION

Reached the set duration/body Normal phenomenon, can be reopened
overheating protection activatede. after cooling.



9. FCC STATEMENT
FCC ID: 2AWM2HNRG6611R001

= This device complies with Part 15 of the FCC Rules. Operation is subject to the following
two conditions:

This device may not cause harmful interference, and

This device must accept any interference received, including interference that may cause
undesired operation.

= Warning: Changes or modifications not expressly approved by the party responsible for
compliance could void the user’s authority to operate the equipment.

= NOTE: This equipment has been tested and found to comply with the limits for a Class B
digital device, pursuant to Part 15 of the FCC Rules. These limits are designed to provide
reasonable protection against harmful interference in a residential installation. This
equipment generates uses and can radiate radio frequency energy and, if not installed
and used in accordance with the instructions, may cause harmful interference to radio
communications. However, there is no guarantee that interference will not occurina
particular installation. If this equipment does cause harmful interference to radio or
television reception, which can be determined by turning the equipment off and on, the
user is encouraged to try to correct the interference by one or more of the following
measures:

Reorient or relocate the receiving antenna.
Increase the separation between the equipment and receiver.

Connect the equipment into an outlet on a circuit different from that to which the
receiver is connected.

Consult the dealer or an experienced radio/TV technician for help.
RF warning statement:

The device has been evaluated to meet general RF exposure requirement. The device
can be used in portable exposure condition without restriction.
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