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D2450V2 Extended Dipole verification 

 

 

Real Impedance Delta Imaginary Impedance Delta Return Loss Delta Cal Report Extended 
 (ohm)  (ohm) (Ohm) (ohm) (dB) (%)

D2450V2 4/8/2024 2450 MHz 50.9 3.8 -28.3 X
D2450V2 8/26/2025 2450 MHz 47.303 3.597 -0.893 4.693 -30.6917 8.45 X

Date of 
measurement 

Justification of the extended calibration

Name Frequency




