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Important safety notes:

@ [nitial tingling from the high-speed bristles is
normal and will fade with use.

@ A deeply discharged battery due to not using
for a long time, may require 3-5 minuts of
charging before the indicator activates.

@ This product can only use the special brush
head of Oday sonic toothbrush.

@ This product is only used to clean teeth, gums
and tongue. Do not use it for other purposes.

@ This product is for personal use only and
should not be used in a dental clinic or
institution, or for multiple patients at the same
time.

@ This product is for indoor use only. Do not
place the toothbrush in direct sunlight. It should
be placed in a dry or ventilated place at normal
temperature.

Oral sensitive person:

@ People who have just undergone oral
periodontal surgery or are being treated.

@ People with other symptoms in the mouth,
including those with weak dentures or persistent
bleeding in the gums.

@ Other people with sensitive oral vulnerability
and so on.

Please consult a professional dentist before
using this product.

This product is not intended for the disabled,
mentally ill orinexperienced people (including
children (1-12 years old)) unless they are used
under the supervision of their guardian.

Please turn off the power when the charging
stand is not in use or before cleaning.

Regularly clean the power plug to prevent the
accumulation of dust and dirt, which will reduce
the charging effect.

Product introduction:
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@ Start: Press the switch button only once and the
toothbrush works. Sensitive mode is activated by
default on the first touch.

@ Switch mode: Within 5 seconds after starting,
various modes can be switched by pressing the
switch button.

@® Auto Memory Mode: The system saves your last
used mode if it is used for more than 5 seconds.

@ Shutdown: After 5 seconds, press the button; or
after 2 minutes, the device shuts down
automatically.

® Mode:
(f o o 0) Sensitive Mode
(o e o 9 Clean Mode
(o o o ©) White Mode
Charging:
Power/Charging indicator - ---- ot

When Oday L1W is in contact with the dedicated
charging base, the handle charging indicator lights
up, which means that charging is normal.

* CHARGING PROCESS:

Below 10%: indicator is steady red;

10%-99.99%: indicator is steady yellow;

Charging is completed: indicator is steady green.

* FIRST TIME USING:
Please turn on the toothbrush. If there is any power,
please use it and recharge when it runs out.

* USE PROCESS:
If the battery level is lower than 10%, the indicator
will lights up in red to remind you to charge.

* PRECAUTIONS:

@ The battery can not be replaced by yourself. It
can only be replaced by the ODAY authorized
customer center. Non-professionals are not
allowed to disassemble the product by themselves.
Otherwise, the user will be deemed to be
automatically unprotected.

® The power cord cannot be replaced by yourself.
If it is damaged, please contact the ODAY
authorized customer center.

Dental recommended
brushing method:

Brushing time

@ Dental specialist (dentist) recommendation:
Brush your teeth with the electric toothbrush for at
least 2 minutes each time.

@ During use, the toothbrush will pause briefly
every 30 seconds to remind you to clean all four
areas of your mouth for thorough cleaning.
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Use steps:

Carefully insert the brush head
into the swinging shaft, and
leave a certain gap between
the brush head and the main
body to reserve the working
space for the brush head to
work normally.

To prevent the toothpaste
from splashing, take a little bit
of toothpaste on the brush
before using. Generally, sonic
electric toothbrush saves
toothpaste more than manual
toothbrush.

Move the bristles to the gum
line at a 45-degree angle and
slowly move the toothbrush.

Place the brush head in your
mouth before turning on the
toothbrush.

Hold the handle of the
toothbrush gently and move
it slowly in a circular motion.
Do not press it too hard.

Please rinse your mouth with
water after brushing.

Cleaning and maintenance:

Cleaning brush head

Wash the brush and bristles after
each use and allow to air dry. Do
not pull the bristles, which will
deform them and cause them to
fall off.

Cleaning the handle

i Pl
Rinse the handle surface with :::”'f'(,[fr \\\
water and scrub with a soft cloth /Vﬁ):::::: A\
and air dry. Do not press the // i /
rubber seal on the metal shaft ¢ “,L'./
with sharp objects as it may N
cause damage. '

Cleaning charger

Wipe off the dirt from the charger
using a soft cloth. Always unplug
the power cord from the outlet
before cleaning. Use a damp
cloth to wipe the surface of the
charger, then allow it to dry
completely before using it again.

Replace the brush head

The doctor recommends
replacing the brush head every
1 months for best results.

Product specifications:

Product: Electric Toothbrushes
Model: L1W

Rated voltage/power: 3.7V/2.3W
Charging: Type C-wireless
Input: 5V/1A

Battery Life: 30 Days

Battery capacity: 800 mAh
Charging time: 5 Hours

@ Calculated according to 2 minutes/time, 2 times/day
working condition.

@ The capacity of the battery theoretically has a tolerance
range of +t80mAh.

@® Recommended charger: Srandard USB charger with
5V/2A output.

Troubleshooting:

The following FAQs will help you use the warranty service
effectively. In order to save your time and avoid unnecessary
expenses, please do the following simple check before
contacting professional after-sales service.

1: The swing strength is weakened. Possible solutions:

% Check if the toothbrush is abnormally hard-pressed on
the teeth.

* Check that the gap between the brush head and the
handle is too large or too tight. solution:

@ Gently place the brush head on your teeth.

@ Remove the brush head from the shaft and reset it on the
output shaft. The brush head should be kept at a certain
distance from the handle.

2: The toothbrush can only work for a short time. Possible
solutions:

% Check if the charging base is in good contact with the
charging interface at the bottom of the main body, which
may cause abnormal charge; Or, the handle charging
indicator lightis red .

% Check for insufficient power. solution:

@® The charging time is not enough, so resume charging .
@ The battery has reached the end of its life.

3: The toothbrush does not work as usual:

% Place the main body vertically on the charger, the
toothbrush body is connected to the charging base, and
confirm whether the red indicator light is on. solution:

@ Please charge.

@ Please replace the battery from a ODAY authorized
customer center.

Oday sonic electric toothbrush

guarantees voucher:
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warranty card

Fault description / Fault cause /

Repair Date
P Processing result
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Please request a repair report from the repair center and
keep it with the warranty certificate.

Oday strictly follows the "Responsibility Regulations for
the Repair and Replacement of Household Appliances"
and implements guarantees for consumers who
purchase Oday smart sonic electric toothbrushes.

If there is any discrepancy between the terms of service
and the requirements of the Guarantees, the contents of
the Guarantees and the contents of the Guarantees shall
prevail.

For customer service: [CONTACT US ON AMAZON]
Log in to your Amazon account > select “Your Orders” >
locate the order ID > click “Contact Seller.”

[OR EMAIL]
After-sales email:
support@odaycare.com

Trader: HANGZHOU BOSEN KEJI YOUXIAN GONGSI
Address: Room 2804-6, Times Plaza Building, Yingfeng
Street, Xiaoshan District, Hangzhou City, Zhejiang
Province, China

Manufacturer: Shenzhen Libai Technology Co., Ltd.
Address: Room No. 905-6-7-8, Jialingyu Industry and
Trade Building B, Dapu North Road, Houting Community,
Shajing Street, Bao’an District, Shenzhen City,
Guangzhou Province, China
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Designed by Oday.
Made in China.
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Charging instructions

1. Charging time: Charging takes approximately 1-3 hours;
2. Charging status: The charging indicator light is solid red;
3. Charging completed: The charging indicator light is solid
green;

4. Charging reminder: If the UV light does not turn on after
closing the lid, please charge the device in time;

Precautions

1. This is an electronic product. When cleaning, do not soak,
rinse or place the entire device directly under running water,
as this may cause circuit failure.

2. The toothbrush holder can be detached for separate
cleaning. Installation and removal are simple and
convenient.

3. The main power supply of the product is a lithium battery.
If the product fails to work, please check the battery level
first. Do not disassemble the device yourself. If you have any
questions, contact after-sales service.

4. Children should only use this product under adult
supervision.

5. The toothbrush sanitizer can be used normally while
charging.

Product specifications

[Product Name] Oday Wall-Mounted Sanitizer Holder
[Product Model] H3

[Charging Specification] 5V=1A

[Battery Capacity] 500mAh

[Product Dimensions] 70*70*40mm

[Product Weight] Approx. 57g

[Installation Method] Wall-mounted

[Charging Time] Approx. 1-3 hours

[Compliance Standards] GB 4706. 1-2005 GB 4706.59-2008

Installation method

Keep the wall surface clean and dust-free. Suitable for
smooth surfaces such as wall tiles and marble. Not suitable
for painted or uneven walls.

Peel off the protective film, with the arrow on the back plate
facing up, paste it on the wall, and press around the back
plate.

Place the sanitizer upright with the slots on the back
inserted into the back plate. For cleaning, the sanitizer can
be directly removed from the back plate.

Note: The adhesive cannot be reused; try to press out the
air from the adhesive as much as possible; not suitable for
uneven walls

@ Peel off the adhesive,
paste it on the wall with
the arrow facing up

@ Insert the sanitizer slots
into the arrow position l
of the back plate

® In-use state

@ Charging indication

Operating instructions

After installing the device into the back plate, open the lid
fully and place the toothbrush inside with the brush head
facing inward. Close the lid and the UV light will turn on. The
sterilization time is 180 seconds. After 180 seconds, the UV
light will turn off and the sterilization will stop.

Battery maintenance

@ For initial use, the usage time may vary due to insufficient
battery level;

@ When charging, use the included USB cable and plug it
into the charger and power source;

@ To maximize battery life, please charge the device
immediately when the battery is low.




This device complies with part 15 of the FCC Rules. Operation is subject to the
following two conditions: (1) This device may not cause harmful interference, and (2)
this device must accept any interference received, including interference that may cause
undesired operation.

Any Changes or modifications not expressly approved by the party responsible for
compliance could void the user's authority to operate the equipment.

Note: This equipment has been tested and found to comply with the limits for a Class B
digital device, pursuant to part 15 of the FCC Rules. These limits are designed to
provide reasonable protection against harmful interference in a residential installation.
This equipment generates uses and can radiate radio frequency energy and, if not
installed and used in accordance with the instructions, may cause harmful interference
to radio communications. However, there is no guarantee that interference will not
occur in a particular installation. If this equipment does cause harmful interference to
radio or television reception, which can be determined by turning the equipment off and
on, the user is encouraged to try to correct the interference by one or more of the
following measures:

-Reorient or relocate the receiving antenna.

-Increase the separation between the equipment and receiver.

-Connect the equipment into an outlet on a circuit different from that to which the
receiver is connected.

-Consult the dealer or an experienced radio/TV technician for help.

-This equipment complies with FCC radiation exposure limits set forth for an
uncontrolled environment. This equipment should be installed and operated with
minimum distance 20cm between the radiator & your body.





