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This calibration certificale documents the traceabllily lo national standards, which reallze the physical unlts of measurements (S1).
The messurements and the uncertainties with confidence probablity are given on the fullowing pages and are part of the certificats,

Ohject D2450V2 - SN: 929
Calibration procedurets) QA CAL-05.v13
Calibration date

November 12, 2025

Calibration Procedure for SAR Validation Sources between 0.7 - 3 GHz

All callbrafions have been conducted in fhe closed laboratory fasiity: envimnment temperatura (22 +3)°C and humidily < 70%,

Calibration Equlpmeant used (MATE crifical for calibration)
Primary Standards 1] Cal Daie (Cartificato No;) Scheduted Cal
_inm Sansor A4S NAP-33T SN: 100887 | 29-Dol-25 (Mo, Partof L1407) Oct-28
Power Sensor RES NRF18A SN 101858 | OB-Feb-25 (No. 4030A315009541) Fao-26
Spectrum Analyzer RES FEV40 SM; 101832 | 20-Jan-26 _r't-.[u. 40@:&&._31 S009658) Jan-26
3.5mm mismatch combination SN: 1152 24-Mar-25 (No, 217-042083) " Mar-26
OCP DAR-12 __EN: 1016 16-Sepl-25 (Ne, D[:F-DAM?_—_!EHE_SE;:ES} Sep-26
QCP DAK-3.5 SN: 1249 16-Bepl-25 ENH.EDF—D.&KE.E—IME_SEPEJ Sap-26
Referance Proba EXSOVE BM: 7349 10-Jan-25 (Mo, EX3-7348_Jan25) Jan-26
DAE4p SN: 1810 11-Mar25 (Mo, DAE4ip-1310_Mar2s) Mar-26
Secondary Standards [ Chock Date (i house) - Echaduled Chadk
ACAD Setp 1 BNz 1000 27-Muay-25 [No. 675-ACAD_Source_Box-250527) | May-26
Signal Generator FAS SMB100A Sh: 182081 | 27-May-25 (No, 675-CAL16-S4588-250627) May-26
Mismartch; SMA SN 1102 24-Apr-25 (No, ﬁ?ﬁ-!u'iismatchﬁﬂb.ﬂ#?.ﬁyzd] Apr-2B
QP Dﬁd{-1_2_ ah: 1029 27-Feb-25 (No, OCP-DAK12-1025: Fohah) Feb-26
DCP DARK-3.5 SM: 1336 | 09-Dec-24 (No. OCP-DAK3.5-1336_Dac24) Cec-25
Hame Function Slgnatura
Calibrated by Kresimir Franjié Laboratory Techinioian | . I;r——‘-t — Ml'_
Approved by Sven Kihn Tachnical Manager / ‘ M :ﬂ
Issued; July 03, 2026 |
This calfbratlon certificate shall not be reproduced except In full without writen approval of the laboratorny. |

Certificate No: D2450V2-929 Npv25/2
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Accredited by the Swiss Accreditation Service (SAS) Accreditation Ne.: SCS 0108
The Swiss Accreditation Service is one of the signatories 1o the EA
Multilaternl Agreement for the recognition of callbration certificates

Glossary

TSL tissue simulating liauid
ConvE  sansitivity in TSL / NORM x.y.z
/A not applicable or not measured

Calibration is Performed According to the Following Standards

IEC/EEE £2208-1528,"Measurement Procedure For The Assessment Of Specific Absorption Rate Of Human Exposure Ta
Radio Frequency Fields From Hand-Held And Body-Worn Wireless Communication Devices - Part 1528: Human Models,
Instrumentation And Procedures {Frequency Range of £ MHz to 10 GHz)", October 2020.

KOB 865664, “5AR Measurement Reguirements for 100 MHz to 6 GHz"

Additional Documentation

DASY System Handbook

Methods Applied and Interpretation of Parameters

Measurement Conditions: Further detalls ara available from the Validation Report at the and of the cerfificate, All figures
slaled In the ceriificate are valid at the frequency indicated.

Antenna Parameters with TSL: The dipole is mounted with ihe spacer to position its fead point exactly below the center
marking of the flat phantom section, with the arms oriented parallel to the body axis.

Feed Paint Impedance and Return Loss: These parameters are measured with the dipole positioned under the liquid filled
phantom. The Impedance stated Is transformed from the measurement at the SMA connector to the feed point. The Return
Loss ensuras low raflected power. Mo Uncertainty required.

Electrical Delay: One-way delay between the SMA connector and the antenna feed point. No uncertainty required.
SAR measured: SAR measured al the stated antenna input power,

SAR normalized: 5AR as measured, normalized to an input power of 1 W at the antanna connactor.

SAR for nominal TSL parameters: The measured TSL parameters are used to caleulats the nominal SAR rasult,

The reparted uncertainty of measurement is stated as the standard uncertainty of measurement multiplied by the
coverage factor k=2, which for a normal distribution corresponds to & coverage probabiliity of approximately 85%.

Cartificate No: D2450V2-923 Nov2h/2 Page 2of 6



D2450V2 - SN: 929 November 12, 2025

Measurement Conditions

DASY system configuration, as far as not glven on page 1.

DASY Version DASYS Module SAR 17.0.2
Extrapolation Advanced Extrapolation

Phantom Maodular Flat Phantom

Distance Dipole Center - TSL 10 mm with spacer

Zoom Scan Resolution dw, dy = 5mm, dz = 1.5mm Graded Ratio = 1.5 mm (Z dirgction)
Frequency 2450MHz +1MHz

HSL parameters at 2450 MHz
The following parameters and calculations were applied.

Temperature Parmittivity Conductivity
Nominal HSL parameters: 22.0°C 39.2 1.B0 mho/m
Measured HSL parameters (22,0 £0.2°C 38.3 +6% 1.87 mho/m +6%
HSL temperature change during test <D5*C

SAR result with HSL at 2450 MHz

SAR averaged over 1 em? (1 g} of HSL Caondition
SAR for nominal HSL parameters 24 dBm input power 13.4 Wikn
SAR for nominal HSL parameters | nermalized to 1W 53.3 Wikg £17.0% (k=2)
SAR averaged over 10 em? (10 g) of HSL Condition
SAR for neminal HEL parametars: 24 dBm input power 6.32 Wikn
SAR for nominal HSL parameters normalized to 1W 252 Whg +16.5% (k=2)

Certificate No: D2450V2-928 Nov2s2 Page 3of B




D2450V2 - SN: 928 Nowvember 12, 2025

Appendix (Additional assessments outside the scope of SCS 0108)
Antenna Parameters with HSL at 2450 MHz

Impedance 52804340
Return Loss ' 27248

General Antenna Parameters and Design

| Electrical Delay (one direction) | 1.162 ns |

Atter long term use with 100W radiated power, only a slight warming of the dipole near the fesdpolnt can be measured.

The dipole is made of standard semirigid coaxial cable. The center conductor of the feeding line is directly connisted to
the second arm of the dipole. The antenna is therefore short-gircuited for DC-signals. On some of the dipoles, small end
caps are added to the dipole arms in order to improve matching when loaded according to the position as explained in the
"Measuremant Conditions" paragraph. The SAR data are not affectad by this change. The overall dipole length is still according
to the Standard. No excessive force must be applied to the dipole arms, because they might bend or the soldered connections
near the feedpoint may be damaged.

Additional EUT Data

Manufagiured by SPEAG

Certificate No; D2450V2-929 Noves2 Page 4 of &



D2450V2 - SN: 828 Movember 12, 2025

System Performance Check Report

Summary
THials Frequency [Mia; I'5L Powerr |dBin|
DE450YZ - SNEZD 1450 HAL 14
Exposure Conditions

Mhantom S=ction, TS, Test Distance mm]  Band Growp, QD Frogimpey [MH2], Channz] Mumbes Chnvesinn Factor TEL Conduetivity [S7m] THL Permiamsaty

Tlay n Cw, O 2450, D T.0E e 353
Hardware Setip
Phantem TEL, MW=auured Date Prhiz, Cadllbraton Oats DAL, Callbranan Dar=
WFP WAL Ceatwr H5L, 2025-11-12 EXIONG - SRTI40, Z0ZE-01-10 DAEHp Sn 810, I035-08-11
Scans Setup Measurement Results
fonm Scan Zaum SEiy
Gl Extpans [rmm 0= M w 30 Dite 2oE-11-12
Crid Stmps [mmj SOnE0elE peSAR g WiKgl 34
Sensor Surface D) F pEEARTOg W/ Kol Ed2
Graded Grig ¥in Penvnrs (e {om] .0
Gruding Ranio |5 Mawenr Sealing skl
WAL WA Seafing Factor [di]
Surface [letection WilE &+ Ba THL Correcticn Poaithyn | Negative
Scan Methad Weacumd

0 dB=27.2'W/kg

Certificate No: D2450V2-828 Nov25/2 Page 5of &



D2450V2 - SN: 929 MNovember 12, 2025

Impedance Measurement Plot for HSL

511 Smith [R-+JX) Scale 1,00
>1 2.450000 GHz 52.901 03.416 |0

10.00
5.00
0.00

>1 2.450000 GHz -27.224 dB

-5.00
-10.00
-15.00
-20.00
-23.00
-30.00
-35.00

|

2.30 2.40 230 2.60
GHz
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Appendix: Transfer Calibration at Four Validation Locations on SAM Head'

Evaluation Condition

Phantom

SAM Head Phantom

For usage with cSARIOVZ-RIL

SAR result with SAM Head (Top = C0)

SAR averaged over 1 em? (1 g) of HSL Condition
SAR for nominel HSL parameters normalized fo TW 56,9 Wikg £17.5 % (k=2)
SAR averaged over 10 em® {10 g} of H5L condition
SAR for nominal HSL parametars normalized fo 1W 26,7 Wikg £16.9 % (k=2)

SAR result with SAM Head (Mouth = F30)

SAR averaged over 1 em® (1 g) of HEL

Conditlan

SAR for nominal HSL parametars

normalized o 1W

58.0 Wikg £ 17.5 % (k=2)

SAR averaged over 10 em?® (10 g) of HSL condition

SAR for nominal HSL parameters narmalized to 1W 28.0 Wikg % 16.9 % (k=2)
SAR result with SAM Head (Neck = HO)

SAR averaged over 1 em® (1 g} of HSL Condition

SAR for nominal HSL parametars

normalized fo W

54.7 Wikg £ 17.5 % (k=2)

SAR averaged over 10 cm® (10 g) of H5L

condition

SAR for nominal HSL perameters

nomualized to 1W

25,6 Wikg + 16.9 % (k=2)

SAR result with SAM Head (Ear = D90)

SAR averaged over 1 em® (1 g) of HSL

Condition

SAR for nominal HSL parameters

nomalized o 1W

35.0 Wikg + 17.5 % (k=2)

SAR averaged over 10 cm® (10 g) of HSL

condition

SAR for neminal H5L parameters

normalized to 1TW

17.8 Wikg + 16.8 % (k=2)

! Additional assessments outside the current soope of 3C3 0108

Certifieate No: D2450V2-628 Nov25i2

Appendix




Calibration Laboratory of SN, S Schwelzerischer Kallbrierdienst
Schmid & Partner . -‘\\E_\;?//:’;.: c Service suisse d'étalonnage
Engineering AG =S 5 Wﬁ; usli '?J?JZ’"
Zaughausstrasse 43, 8004 Zurich, Switzerland . ,,,5@@*‘

Accredited by the Swiss Accreditation Service (SAS) Accreditation No.: SCS 0108

The Swiss Accreditation Service is one of the signatories to the EA
Multilateral Agreement for the recognition of calibration certificates

Client Sporton Certificate No. D6.5GHzV2-1083_0ct25
Taoyuan City
CALIBRATION CERTIFICATE
Object D6.5GHzV2 - SN: 1083
Calibration procedures) QA CAL-22.v8

Calibration Procedure for SAR Validation Sources between 3 - 10 GHz

Callbration data Cictober 22, 2025

This calibration certificate documents the traceability ta national standards, which realize the physical units of measurements (SI).
The measurements and the uncertainties with confidence probability are given on the following pages and are part of the certificate.

Al cafibrations have been conducted in the dosed laboratory facility: envirorment temperature (22 +3)°C and humidily < 70%.
Caillbration Equipmant used (M&TE critical for calibration)

Primary Standards [%] Cal Date {Certificate No.) Scheduled Cal
Power Sensor R&S NRP-33T SN: 100967 | 30-Apr-25 (No. 1020-300721789) Apr-26
Power Sensor R&S NHPi% SN- 101858 | D6-Feb-25 (Mo 40304315009541) Feb-26
Spactrum Analyzer H&S FSV40 SN: 101832 | 29-Jan-25 (No. 4030A315009658) Jan-26
3 5mm mismatch combination SN: 1152 24-Mar-25 (No. 217-04253) Mar-26
OCP DAK-12 SN: 1016 16-Sept-25 (Mo, OCP-DAK12-1016_Sep25) Sep-26

[ OCP DAK-35 SN; 1248 16-Sepl-25 (No. OCP-DAK3.5-1249_Sep25) Sep-26
Relerance Prope EX30V4 SiN; 7349 10-Jan-25 (No. EX3-7349_Jan25) Jan-26
DAE4ip SN: 1836 04-Sept-25 (Mo, DAE4ip-1836_Sep25) Sep-26
Secondary Standards [[# Check Dale {in house) Scheduled Check
ACAD Setup 1 - SN: 1000 27-May-25 (No. 675-ACAD_Saurce_Box-250527) | May-26
Signal Generator A&S SMB100A SN 182081 | 27-May-25 (No. 675-CAL16-54588-250527) May-28
Mismarch; SMA 8N: 1102 24-Apr-25 (No. ETE-Misma'tch_‘:SMh-EEMEﬂ Apr-26
QCF DAK-12 SN: 1029 27-Feb-25 (No. OCP-DAK12-1028_Feb25) Feb-26
QCP DAK-3.5 SN: 1336 09-Dec-24 (Mo, OCP-DAK3.5-1336_Dec24) Dec-25

MNamea Function Signatura
Calibrated by Paulo Pina Laboratory Technician ,_-—E_ ?
Approved by Svan Kihn Technical Manager f A //%
lsgued: Octaber 22, 2025

Thils calibration cartificate shall not be reproduced except in full without written approval of the laboratory.

Certificate No: D6.5GHzV2-1083_0¢t25 Page 1 of 7



Calibration Laboratory of N o Sehwetaisuhir EATROIENS!
i g 2 .

Schmid & Partner ih% C :mlzl MIHB ; ttiﬂ;p:t:gu

Engineering AG P S Swiss Callbration Service
%, F L&)

Zeughausstrasse 43, B004 Zurich, Switzerland ‘::"7‘“::‘:\

Accredited by the Swiss Accreditation Service [SAS) Accreditation No.: SCS 0108

The Swiss Accreditation Service Is one of the signatories to the EA
Muiltilateral Agreement for the recognition of calibration certificates

Glossary

TSL lissue simulating liguid
ConvF  sensitivity in TSL/ NORM x.y.2
NFA not applicable or not measured

Calibration is Performed According to the Following Standards

= |EC/IEEE 62209-1528,"Measurement Procedure For The Assessment Of Specific Absorption Rate Of Human Exposure To
Radio Frequency Fields From Hand-Held And Body-Warn Wireless Communication Devices - Part 1528: Human Models,
Instrumentation And Procedures (Frequency Range of 4 MHz to 10 GHz)", October 2020.

= KDB 865664, “SAR Measurement Requirements for 100 MHz to 6 GHz"

Additional Documentation
» DASY System Handbook

Methods Applied and Interpretation of Parameters

« Measurement Congitions: Further details are available from the Validation Report at the end of the certiticate. All figures
stated In the certificate are valid at the frequency indicated.

= Antenna Parameters with TSL: The dipole is mounted with the spacer to position ils feed point exaclly below the center
marking of the fiat phantom section, with the armis oriented parallel to the body axis.

« Feed Point Impedance and Return Loss: These parameters are measured with the dipole positioned under the liquid filled
phantom, The impedance stated is transformed from the measurement at the SMA connector to the feed point. The Return
Loss ensures low reflected power. No uncertainly required,

- Electrical Delay: One-way delay between the SMA connecior and the antenna feed point. No uncertainty required.

« SAR measured: SAR measured at the stated antenna input power.

« SAR normalized: SAR as measured, normalized fo an input power of 1 W at the antenna connector.

- SAR for nominal TSL parameters. The measured TSL parameters are used to calculate the nominal SAR result.

The reported uncertainty of measurement is stated as the standard uncertainty ot measurement mulliplied by the
coverage factor k=2, which for a normal distribution corresponds lo a coverage probability of approximalely 95%.

Certificate No: D6.5GHzV2-1083_0ct25 Page2of 7



D6.5GHzV2 - SN: 1083 October 22, 2025

Measurement Conditions

DASY system configuration, as far as not given on page 1.

DASY Version DASYS Module SAR 17.0.2
Extrapolation Advanced Extrapolation
Phantom Modular Flat Phantom
Distance Dipole Center - TSL 5mm with spacer
Zoom Scan Resolution dx, dy = 3.4mm, dz = 1.4mm’ Graded Ratio = 1.4 mm (Z direction)
Frequency 6500MHz +1MHz

HSL parameters at 6500 MHz

The following parameters and calculations were applied.

Temperature Permittivity Conductivity
Mominal HSL parameters 22.0°C 34.5 6.07 mho/m
Measured HSL parameters (22.0 +0.2)°C 34.9 £6% 6:22 mho/m £6%
HSL temperature change during test =05°C

SAR result with HSL at 6500 MHz

SAR averaged over 1 cm” (1 g) of HSL Condition
SAR for nominal HSL parameters 20 dBm input power 30.2 Wikg
SAR for nominal HSL parameters normalized 1o TW 302 Wikg +24.7% (k=2)
SAR averaged over 8 cm® (8 g) of HSL Condition
SAR for nominal HSL parameters 20 dBm input power 6.84 Wikg
SAR for nominal HSL parameters normalized to 1W 68.4 Wikg +24.4% (k=2)
SAR averaged over 10 cm® (10 g) of HSL Condition
SAR for nominal HSL parameters 20 dBm Input power 5.65 Wikg
SAR for nominal HSL parameters normalized to 1W 56.5 Whkg +24.4% (k=2)

Certificate No: D6.5GHzV2-1083_0ct25 Page 3of 7




D6E.5GHzV2 - SN 1083 October 22, 2025

Appendix (Additional assessments outside the scope of SCS 0108)
Antenna Parameters with HSL at 6500 MHz

Impadance 4960-22]0
Return Loss -32.8dB

APD (Absorbed Power Density)

APD averaged over 1 cm® Condition

APD measured 20 dBm input power 302 Whkg

APD measured: normalized to 1W 3020 Wikg £29.2% (k=2)
APD averaged over 4 cm® Condition

APD measured 20-dBm inpul power 137 Wikg

APD measured normalized to 1W 1370 Wikg +28.5% (k=2)

= The reported APD values have been derived using the psSAR1g and psSAR8g.

Certificate No: D6.5GHzV2-1083_0ct25 Page 4ol 7



De.5GHzV2 - SN: 1083 October 22, 2025

General Antenna Parameters and Design

After long term use with 100W radiated power, only a slight warming of the dipole near the feedpoint can be measured.

The dipole is made of standard semirigid coaxial cable. The center conductor of the feeding line is directly connected 1o
the second arm of the dipole. The antenna is therefore short-circuited for DC-signals. On some of the dipoles, small end
caps are added to the dipole arms in order to improve matching when loaded according to the position as explained in the
“Measurement Conditions” paragraph. The SAR data are not affected by this change. The overall dipole length is still according
to the Standard. No excessive force must be applied to the dipole arms, because they might bend or the soldered connections
near the feedpoint may be damaged,

Additional EUT Data

Manufactured by SPEAG

Certificate Mo: D6.5GHzV2-1083_Oct25 Page 50f 7



DB.5GHzV2 - BN 1083 Cctober 22, 2025

Systemn Performance Check Report

Summary
Dipale Fraguency [MHz] TSI Power [dEm)
DE; 5GHEV2 < SH108Y BS00 HSL 0

Exposure Conditlons

Phantnm Sectinn, TSL

Teit Distanes [mm!  Band Group, U  Frequency [MHzl, Channe! Number  Conversion Factor  T5SL Comauethvity [Simi  T5L Permittniny

Flat 5 oW, 0 BS00, O LY ] [ rd LLE]
Hardware Setup

Phantom TSL, Measured [hate Probe, Calibiration Dats DAE, Callbration Date

MFFPWAD Center HSL, 2025+ | 0-22 EXI0VA - SN7349, 2025-01-10 DAESKD Sn1 B3R, 202 5-00-04

Scans Setup Measurement Results

Toom-Scan Zoaer Scan
Grid Extenty [mm] 22 x2Eu TR ate 2025-10-22
Grid Stegs [mim} IAxTAxlA psSad g wWiKkgl L i
Sensar Surface fmm] 1.4 psSAR1Dg (W Kg) 5,65
Graded Grid Vs Powenr Tift [dR] -0.04
Grading Katio 14 Perever Seallng Cvinnbled
LIEATY WA Lealimg Factor (4]
Surface Deleciion WME + Gp TSL Cowrection Fositive | Megative
scan Method LEEERTE 21

I bsr il

0dB =186 W/Kg

Ertillcata Mo

D&.5GHzV2-1083_0Oct25 Page 6 oi 7



D6.5GHzV2 - SN: 1083 October 22, 2025

Impedance Measurement Plot for HSL

511 Smith (R4]X) Scale 1.00
=1 6.500000 GHz 49.600 0 -2.248 jO

10.00
5.00
0.00

-5.00
-10.00
-15.00
-20.00
-25.00
-30.00
-35.00

=1 6500000 GHz -32.797 dB

e

6.00 6.20 6.40 6.60 6.80 7.00
GHz
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Calibration Laboratory of S,

Schmid & Partner m
Engineering AG BN
Zeughausstrasse 43, B004 Zurich, Switzestand "r.m;..i“

Accredited by the Swiss Accreditation Service (SAS)
The Swiss Accreditation Service is one of the signatories lo the EA
Multilateral Agreement far the recognition of ealibration certificales

5 Schweizerischer Kalibrierdienst

c Service sulsse d'etalonnage
Servizio svizzero di taratura

S Swiss Calibration Service

Accreditation Ne.: SCS 0108

Client Sporton Certificate No. Dﬁﬁmlﬂﬁ__m
CALIBRATION CERTIFICATE |
Objec ‘D5GHzV2 - SN: 1006
Calibration procedure(s) Q&GAL«EEN? L o _ _

Calibration Procedure for SAR Validation Sources between 3 - 10 GHz
Calibration date ‘October 15, 2024

This calibsalion cerificate documents the traceability 1o national standards, which realize the physical units of measturemants {S1),
The measuraments and the uncertainties with confidence probability are given on the lallowing pages and ars pari of the cartilicate.

All calibrations have bean conducted in the closed laboratory facility: environment temperature (222 31°C and humidity < 70%.
Calibration Equipment used (MATE cntical for calioration)

Primary Slandards D Cal Date (Cerificate No.) Scheduled Cal
Power Sensor &S NAP-33T SN; 100067 | 28-Mar-24 (No. 217-04038) Mar-25
Fower Sensor A&S NRP1BA SN: 101858 | 2e-Jul-24 {No. 4030A315008547) Jul-25
Spectrum Analyzer R&S FSV4D SN 101832 | 25-Jan-24 (No. 4030-315007851) Jan-25
Mismatch; Shorf [S4188] Allenualor [54423] | SN:1152 28-Mar-24 (Mo. 217-04050) Mar-25
OCP DAK-12 SH. 1016 24-Sep-24 [No. OCP-DAK12-1016_Sep24) Sep-25

QOGP DAK-3.5 SN: 1249 23-Sep-24 (No, OCP-DAK35-1249_Sep2d) Sep-25
Helerence Probe EX30V4 SN; 7349 03-Jun-24 (Mo, EX3-7349_Jun24) Jun-25
DAEdip SN 1836 10-Jan-24 (Mo, DAEdip-1836_Jan24) Jan-25
Sacondary Standards 1o Check Date (in house) Scheduled Check |
ACAD Source Box | SN: 1000 28-May-24 (Mo, 675-ACAD_Source_Box-240528) | May-25
Signal Generator RES SME100A Sh: 182081 28:-May-24 (Mo, 675-CAL16-54588-240528) May-25
Mismatch: SMA SN 1102 Z2.May-24 (No. 675-Mismaich_SMA-240522) May-25

MName Function Signature -

e . . ==
Calibrated by Faulo Pina. Laboratory Technician M
Approved by ‘Sver Kahn Technical Manager # /%4 M

lequed: Oclober 15, 2024

This calibration certificate shall not be reproduced except in full without written approval of the laboratory.

Certificate No: DSGHzV2-1006_0Oct24
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Zeughaussirasse 43, BOOS Zurich, Swilzertand

Calibration Laboratory of a7,
Schmid & Partner %&
Engineering AG 2 X
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Accrediiod by the Swiss Accreditalion Service [SAS)
The Swiss Accreditation Service is one of the signatories to the EA
Multilateral Agreemant for the recognition of calibration certificates

Glossary

T5L Uissue simulating liquid
ConvF  sensitivity In TSL / NORM x.y,2
N/A, not applicable or not measurad

Calibration is Performed According to the Following Standards

S Schweizarischer Kalibrierdienst

C Service suisse d'étalonnage
Servizio svizzero di taratura

S Swiss Calibration Service

Acereditation No.: SCS 0108

= IEC/IEEE 82209-1528,"Measurement Procedure For The Assessment Of Specific Absorption Hate Of Human Exposure To
Radio Frequency Fieids From Hand-Held And Body-Worn Wireless Communication Devices - Parl 1528: Human Models,
Instrumentation And Procedures (Frequency Rangeof 4 MHz o 10 GHz)", October 2020,

= KDE 865664, "SAR Measurement Reguirements for 100 MHz to §GHz"

Additional Documentation
+ DASY System Handbook

Methods Applied and Interpretation of Parameters

* Measurement Condifions: Further details are available from the Validation Repart at the end of the certificate. All figures

stated in the certificate are valid at the frequency indicaled.

= Antenna Paramelers with TSL: The dipole is mounted with the spacer 10 position its feed point exactly below the center

marking of the flal phantom section, with the arms orianted parallél 1o the body axis.

* Fesd Pomt Impedance and Relurn Loss: These parameters are measurad with the dipole positionsd under the liguid filled
phantom. The impedance statad is transiormed from the measurement at the SMA connector to the feed point. The Return

Loss ensures low reflected power. No uncertainty reguirad.

= Electrival Delay: One-way delay between the SMA connector and the antenna feed point. No uncertainty required.

« SAR measured: SAR measured at the stated antenna input power.

= 5AA normalized: SAR as measured, normalized to an input power of 1 W at the antenna connectaor.
« SAR for neminal TSL parameters: The measured TSL parameters are used 10 calculate the nominal SAR result.

The reported uncertainty of measurement is siated as the standard uncertainty of measurement multiplied by the
coverage lactor k=2, which for a normal distribution corresponds to a coverage probability of approximately 95%.

Certilicate No; DSGHzV2-1006_0ct24 Page 2af 9



D5GEHzV2 - SN: 1006 Ciclober 15, 2024

Measurement Conditions
DASY system configuration, as far as not given on page 1.

DASY Version DASYS Module SAR 16.4.0

Extrapolation Advanced Extrapolation

Phantom Modular Flat Phantem

Distance Dipole Center - TSL 10 mm with spacer

Zoom Scan Resolution dx, dy = 4mm, dz = 1.4mm Graded Ratio = 1.4 mm (Z direction)
5250MHz =1MHz

Frequency 5600MHz =1MHz
5800MHz £1MHz2

Head TSL parameters at 5250 MHz

The following parameters and calculations were applied.

Temperature Permittivity Conductivity
Mominal Head TSL parameters 22.0°C 358 4.71 mho/m
Measured Head TSL parameters (22.0 =0.2)°C 36.2 +6% 4.64 mho/m +£6%
Head TSL temperature change during test =0.5"°C
SAR result with Head TSL at 5250 MHz

SAR averaged over 1 cm?® (1 g) of Head TSL Condition

SAR flor nominal Head TSL parameters 20 dBm input powear 8.06 Wikg

SAR for nominal Head TSL parameters narmalized to 1W B0.6 Wikg £19.9% (k=2)
SAR averaged over 10 cm® (10 g) of Head TSL Candition

SAR for nominal Head TSL parameters 20 dBm input power 2.28 Wikg

SAR lor nominal Head TSL parameters narmalized to 1W 22.8 Wikg =19.5% (k=2)

Certilicate No: DEGHzVZ-1006_0ct24 Paged ol
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Head TSL parameters at 5600 MHz

The following parameters and calculations were applied.

October 15, 2024

Temperature Permittivity Conductivity
Nominal Head TSL parameters 220°C 35.5 5.07 mhofm
Measured Head TSL parameters (22.0 0.2)"C 35.8 +6% 5.04 mho/m =6%
Head TSL temperature change during test «0.5°C
SAR result with Head TSL at 5600 MHz
SAR averaged over 1 cm® (1 g) of Head TSL Condition
SAR for nominal Head TSL paramelers 20 dBm input power 8.34 Wikg

SAR lor nominal Head TSL paramaters

normalized to 1W

83.4 Wikg +19.9% (k=2)

SAR averaged over 10 cm? (10 g) of Head TSL

Candition

SAR for nominal Head TSL parameters

20 dBm input power

2.37 Wikg

SAR for nominal Head TSL parameters

normalized to 1W

23.7 Whg £19.5% (k=2)

Head TSL parameters at 5800 MHz

The following parameters and calculations were applied.

Temperature Permittivity Conductivity
Nominal Head TSL parameters 22.0°C 35.3 5.27 mho/m
Measured Head TSL parameters {22.0 £0.2)°C 35.6 6% 5.21 mho/m +6%
Head TSL temperature change during test =0.5°C |
SAR result with Head TSL at 5800 MHz
SAR averaged over 1 cm? (1 g) of Head TSL Candition

SAR for nominal Head TSL parameters

20 dBm inpul power

8.06 Wikg

SAR for nominal Head TSL parameters

narmalized to 1W

B0.5 Wikg +£18.8% (k=2)

SAR averaged over 10 cm® (10 g) of Head TSL

Conditian

SAR for naminal Head TSL paramaters

20 dBm input power

2,27 Wikg

SAR for nominal Head TSL parameters

normalized to 1W

227 Wikg £19.5% (k=2)

Cerilicate No: DSGHzV2-1006_0ci24
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D5GHzV2 - SN 1006 October 15, 2024

Appendix (Additional assessments outside the scope of SCS 0108)
Antenna Parameters with Head TSL at 5250 MHz

Impedance 53.00-59]0
Return Loss -23.8dB

Antenna Parameters with Head TSL at 5600 MHz

Impedance 57.20-63i0

RBaturn Loss -21.0 dB

Antenna Parameters with Head TSL at 5800 MHz

Impedance 5550 +3.20
Return Loss -24.4 dB

General Antenna Parameters and Design

| Electrical Delay (one direction) | 1.201 ns |

After long term use with 100W radialed power, only a slight warming of the dipole near the feedpoint can be measured.

The dipele is made of standard semirigid coaxial cable. The center conductor of the leeding line is directly connected to the
second arm of the dipole. The antenna is therelore short-circuited for DC-signals. On some of the dipoles, small end caps are
added to the dipole arma in order to improve matching when loaded according to the position as explained in the
“Measurement Conditions” paragraph. The SAR data are not affected by this change. The overall dipole length is still
according to the Standard. Mo excessive force must be applied to the dipole arms. because they might bend or the soldered
connections near the fsedpoint may be damaged.

Additional EUT Data

Manulactured by SPEAG

Certiticate No: DEGHzVE-1006_0Oct24 FPage 5ot 9
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System Performance Check Beport

October 15, 2024

Summany
Dipole Froquency [Mbaz] FiL Powed [dBm)
DSGHTYE = SN 16 5250 HEL i

Exposure Conditions

Fhantom Sectiom, TL

Test Gistamce fmm]  Band  Growp, UID

Fragquency [MHz|, Chapnel Mambey

Comweriion Factor 754 Conductivity |3 m|

THL Permiitiivivy

Hai |l oW, e w250, 0 558 4,0 16
Hardware Setup
Phantoem ThL, Measwrcd Date Poobe, Calibratson Date DAL Calshration Date
MFF VE.O Cenu WL AZ2=10-15 EG0vA - 5NT349, 1024-06-03 DAE 1p Sni 536, 2024-01=140
Scans Setup Measurement Results
Zinnd Sean Lopm Scan
Crid Exeents {mm)| w2l nil Daie 2024-10-15
GCrid $taps [mm| el x 0= 1.4 prAR g Wi Kd] BN
SERAOr Surtace [mm) 1 pELAR T Og W) kg .28
Graded Grid i Furprwr DMl [dlE] =000
Grading Batio |.& Peaunr Sraling Bitabled
Mala Mk Scafing Factms joBf
Suiface htechian All poink TSL Sosrrectien Podirive - Megalive
Soain Method Measured

0 dR = 32.5W/Kg

Certilicate No: DBGHzV2-1006_0ct24
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D5GHzV2 - SN; 1006

System Performance Check Report

October 15, 2024

Summary
Cupoin Freguency (MM} T5E Porrer (fEm|
PECHEYE - 3Hi006 SE MSL a0

Exposure Conditions

Fhanksm Sectlian, TSL Tesk Dratinee [imim)

Band  Coresup, UED

Freguency |MHz] Channel Mambss Comversinn Faclo TAL Condisctnity [5rml TEL Perrnitlivily

Flat 1a

LW, D= SHO0, 1.0% .04 I5.E
Hardware Setup
Fhankam TaL, Medduiiat Dite Prisbe, Calihieation Dabe DAE Calibration Dae
WAFF VA0 Centef HEL, FOM-10-1% EXIONVE - INT 349, 2024-08-0] DAESp Sn1836, MO24-D1-10
Scans Setup Measurement Results
Zoom Scan Zoam jan
Cric Extonti [mm| urdnid Dane fOEA-T0=15
Grd St (| A0 s dhw 14 bR g W) B
Gesnor Surface fmm) .4 FESARTOg TW 'Ka| 23T
Craded Codd Yad Pemacier Dy B =003
Crading Ralio 1.4 Powil Sealing Ddsalbiled
LAY Mk Scalmég Pactot [d8]
Sutface Detection All points TSL Coarecrion Pokilive « Negalive
SCAl ML e Meatrog

0 = 26.2 W/Kg

Certificate No: D5GHzV2-1006_0cl24
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System Performance Check Report

Oclober 15, 2024

Summary
Cipode Traquency [MH TSk Peryr pdlBmt|
DEGHIVE = SH10006 S8R ML &kl

Exposure Conditions

Phantomm Seciran, TSL Tust Dintance {mm] Band Croup. LD

Fagquiency [MHz|, Chanmel Numibies

Chmvertlan Faciay 5L Comductaty |5 /m| TAL Pramitiivity

Flar (]

LW, == SE0D, O .08 s 156
Hardware Setup
Phanioym TEL, Mestinred Dais Frobe, Talibration Daie BAE, Cillbranon Gato
WFF VAL Center WL, J02d-10-15 EXIOVE - AN7 249, 10240804 DAEIR SnTETH, 2024-0i 11
Scans Setup Measurement Results
Zoom Scan Zapm San
Grid Exrenty [mam) P e Dinfe 202a-1{=15
Gk Stups from) LR R AR paRAR g (W Kal K06
Sernod Suripes |mm| (¥ PRIAR GG W Kal a7
Graded Grid ¥l Porwer Dhify [48) =003
Grading Ratla 1.4 Penarer Sealbing Crivabled
(TEILY A Scaling Factor [all]
Surface Detechion All poilnts TS Covraction Posifive | Megakiee
Scam Method Mieasiired

0 dB =

36.5 Wikg

Certificate No: DSGHzV2-1006_0ct24
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D5GHzV2 - SN: 1006 October 15, 2024
Impedance Measurement Plot for Head TSL
511 Smith (R-+iX) Scale 1.00
=1 5.250000 GHz 52.962 (1-5.937 |0
=2 5600000 GHz 57.190 £1-6.325 j0
>3 5,800000 GHz 55.486 013.20% O
10.00
5.00 =] 2.250000 GHz -23.83]1 dg:
- =7 5600000 GH: -20.994 dB
=3 5800000 GHz -24.405 dB
ﬂruu Ea Y ath . ¥ T ¥ .o =
-5.00
10,00
-15.00 3
-20.00 ~ v 6
-25.00
30,00
-35.00
5.20 5.40 5.60 5.80 6.00
GHz

Certificate No: D5GHzV2-1006_Oct24
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SPORTON LAB.

D5000V2, serial no. 1006 Extended Dipole Calibrations

If dipoles are verified in return loss (<-20dB, within 20% of prior calibration), and in impedance (within 5 ohm

of prior calibration), the annual calibration is not necessary and the calibration interval can be extended.

<Justification of the extended calibration>

D5000V2 — serial no. 1006

5250MHZ

Date of Measurement|Return-Loss (dB)|Delta (%)|Real Impedance (ohm)|Delta (ohm){Imaginary Impedance (ohm)|Delta (ohm)

10.15.2024
-23.831 52.962 -5.937
(Cal. Report)
10.14.2025
-19.925 16.39% 57.307 4.345 -9.5184 -3.5814
(extended)
5600MHZ

Date of Measurement|Return-Loss (dB)|Delta (%)|Real Impedance (ohm)|Delta (ohm)|Imaginary Impedance (ohm)|Delta (ohm)

10.15.2024
-20.994 57.190 -6.325
(Cal. Report)
10.14.2025
-18.983 9.579% 55.998 -1.192 -6.4629 -0.1379
(extended)
5800MHZ

Date of Measurement|Return-Loss (dB)|Delta (%)|Real Impedance (ohm)|Delta (ohm){Imaginary Impedance (ohm)|Delta (ohm)

10.15.2024
-24.405 55.486 3.209
(Cal. Report)
10.14.2025
-22.094 9.469% 55.421 -0.065 6.6866 3.4776
(extended)

The return loss is < -20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior calibration.

Therefore the verification result should support extended calibration.

SPORTON INTERNATIONAL INC.
TEL : 886-3-327-3456
FAX : 886-3-328-4978



SPORTON LAB.

<Dipole Verification Data> - D5000V2, serial no. 1006 (Data of Measurement : 10.14.2025)
5000 MHz - Head

Pi@l 511 Log Mag 10.00ds/ Ref 0.000ds [F1]

1 5.2500000 G
2 5.6000000 @
=3

5. 8000000

0.000

[1 start 5 GHz IFBW 70 kHz Stop 6 GHz [@0

511 smith (R+jx) sScale 1.000U [F1 Del]

5.2500000 GHz
5. 6000000 GHz
5. 8000000 GHz

[1 start 5 GHz IFBW 70 kHz Stop 6 GHz [

SPORTON INTERNATIONAL INC.
TEL : 886-3-327-3456
FAX : 886-3-328-4978
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Schinid 8 Parner = = c Service suisse d'étalonnage

Engineering AG w Servizio svizzero dl taratura
ngineering P S Swiss Calibration Service

Zeughausstrasse 43, 8004 Zurich, Switzerland "m

Accradited by the Swiss Accreditation Service (SAS) Accreditation No.: SCS 0108

The Swiss Accreditation Service is one of the signatories to the EA
Multilateral Agreemeant for the recognition of calibration certificates

client | Sporton Certificate No. | 5G-Veri10-1020_Jan26
Taoyuan City

[ CALIBRATION CERTIFICATE

Object 5@ Verification Source 10 GHz - SN: 1020

Calibration procedure(s) QA CAL-45.v6
Calibration procedure for sources in air > 6 GHz

Calibration date January 15, 2026

This catibration cerfificate documents the fraceability to national sltandards, which realize the physical unils of measuraments (S1),
The measuremanis and the uncertainties with confidence probability are given on the following pages and are part of the cerlificate.

All calibrations have been conducted in the closed laboratory facility: environment lemperature (22 4 3)°C and humidity < 70%.
Calibration Equipment used (M&TE crifical for calibration)
Primary Standards D Cal Dalo (Gertilicate No.) Schaduled Cal
Reference Probe EUmmWWW3 SN: 8374 26-Aug-25 (Mo, Eumm_8374_Aug25s) Aug-26
DAE4D SN: 1602 20-Oct-25 (No. DAE4ip-1602_0Oct25) Ocl-26
Secondary Standartls 18] Check Date (in housa) Schaduled Check
Signal Generator R&S SMF100A SN 1007184 25.-MNov-25 (Mo, IHCK _5G_VS MNoved) Mowv-26
Power Sensor RAS NAP18S-10 SN: 101258 25-Nov-25 [Mo. 1HEK_EGHV§=NWE§:| Mov-26
MNetwork Analyzar Keysight ES063A SN: MY54504221 30-Sept-24 (No. 675-CAL1B-54488-5ep24d) Sep-26
Mame Funetion Signature
Calibrated by Joanna Lieshaj Laboratory Technician
Approved by Sven Kihn Technical Manager

iszued; January 15, 2026
This calibration cerfificate shall nol be reproduced except in full withou! written approval of the laboratory.
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Engineering AG : = O h PR CL T T
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Zeughausstrasse 43, 8004 Zurich, Switzerland z‘@“‘” .
Acoredited by the Swiss Accreditation Service (SAS) Accreditation No.: SCS 0108

The Swiss Accreditation Service is ong of the signatories to the EA
Multilateral Agreement for the recognition of calibration certificates

Glossary

CW  Continuous wave

Calibration is Performed According to the Following Standards

+ Imernal procedure QA CAL-45, Calibration procedure for sources In airabove 6 GHz.
= [EC/IEEE 631851, "Assessment of power density of human exposure to radio lrequancy fields from wireless devices In
close proximity 1o the head and body (frequency range of 6 GHz to 300 GHz)", May 2022

Methods Applied and Interpretation of Parameters

= Coordinate System: z-axis in the waveguide horn boresight, x-axis is in the direction of the E-field, y-axis normal to the
olhers in the field scarning plane parallel to the horn Hare and horn flange.

= Measurement Conditions: (1) 10 GHz: The radiated power Is the forward power o the horn antenna minus ochmic and
mismatch loss. The forward power is measured prior and after the measurement with-a power sensor, During the
measurements, the horn is direclly connected to the cable and the antenna ohmic and mismatch losses are determined by
far-field measurements. (2) 30, 45, B0 and 90 GHz: The verification sources are switched on for at least 30 minutes
Absorbers are used around the probe cub and al the ceiling o minimize reflections.

= Horn Positioning: The waveguide horn is mounted vartically on the llange of the waveguide source 1o allow vertical
posifioning of the EUmmW probe during the scan. The plane s parallal to the phantom surface. Probe distance is verified
using mechanical gauges positioned on the flare of the horn.

« E-field distribution: The E-tield is measured in two x-y-planes (10mm. 10mm+ A/4) with a vectorial E-field probe. The
E-fiald value stated as calibration value represents the E-field-maxima and the averaged (1em? and d4em?) power density
values at 10mm in front of the horn.

« Field polarization: Above the open horn, linear polarization of the field is expected. This is verified graphically in the field
representation.

Calibrated Quantity

» Local peak E-field {Wm; and average ol peak spatial components of the poynting vector (Wim?) averaged over the surface
area ol 1 em? and 4om*® at the nominal operational frequency of the verification source. Both square and circular averaging
resulls are listed.

The reported uncertainly of measurement is stated as the standard uncertainty of measurement multiplied by the
coverage factor k=2, which for a normal distribution correspends to a coverage probability of approximately 95%.

Certificate No: 5G-Veri10-1020_Jan26 Page2 ol 8



506G Verification Source 10:GHz - SN: 1020

Measurement Conditions

DASY system configuration, as far as not given on page 1.

January 15, 2026

DASY Version DASYB Modulz mmWave vaz
Phantom 5G Phantom
Distance Horn Aperture - plang 10 mm

Number of measured planes

2 (10mm, 10mm + A/4)

Frequency

10.0 GHz + 10 MHz

Calibration Parameters, 10 GHz

Circular Averaging
Distance Horn 1 L ; Avg Power Density .
Aperture ta T;iz MEFVEH:;E id Un;a:‘iaél;a 4 Awvg ( psPDn+, psPDiot+, psPDmod+) Uniergjr v
Measurement Plane ) = (W/m?) k=
tem® dem®
10 mm g3.3 163 1.27 dB 5B.0 24.5 1.28dB
Distance Horn 1 g : Power Densily p
Aperiure lo Praﬁ Mﬂvﬁ:mﬁ Unﬁeilﬂ;;!w psPDn+, psPDiot+, psPDmod+ Uﬂffﬂf;;“?
Measurement Plane| "V (V/m) - (W/m?) -
— = lem® __dem® i
10mm 93.3 153 127 dB 57.6, 58.1, 58.3 54.0, 54.8, 54.9 1.28dB
Square Averaging
Distance Horn i " . Avg Power Densily ;
Aperture o m,‘:,j “"‘;‘vﬁn’;‘*“ ””;f:";‘;‘“ Avg ( pSPDN+, pSPDIot, psPDmode) | e o)
Measurement Plane i (W/m#2)
icm® dom*
10 mm 833 153 1.27 dB 58.0 54.4 1.28 dB
Distance Horn 1 - : Power Density .
Aperture o :‘:ﬂ} Mafvfn:;e‘d ”“{‘;ffg;"‘-" psPDN+, psPDlot+, psPDmod+ ““&“fz’;“"
Measurement Plane (Wim?)
. fcm® 4cm®
10 mm 933 153 1.27 dB 576, 58.1, 583 53.9,54.6.54.8 1.28 dB
Max Power Density
CWhBnCe A Prad’ Max E-field | Uncertainty Wt L enesy Uncertainty
Aperture 1o W) (Vim) th=2) Sn, Stot, |Stot| k= 2)
Measurement Plane ': ' (wim?)
10 mm 93.3 153 1.27dB 589,594, 595 1.28 dB

1 Aszessed ohmic and imismaleh loss plus numerical affset: 03008

Certificate No: 5G-Vari10-1020_Jan26
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5 Verification Source 10 GHz - SN: 1020

Appendix (Additional assessments outside the scope of SCS 0108)

Antenna Parameters

January 15, 2026

Impedance, transformed to feed point 5200Q+32|0
Return Loss -28.6 dB
Impedance Measurement Plol

511 Smith {R+jX) Scale 1.00
=1 10.000000 GHz 52.040 Q3.173 O

10.00

5.00 >1 10.000000 GHz -28.648 dB

0.00
-5.00
-10.00
-15.00
-20.00
<25.00
-30.00
-35.00

9.00 10.00

11.00

12.00

GHz
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5G Verification Source 10 GHz - SN: 1020 January 15, 2026

DASY Repart
Measurement Report Tor 5C Verification Source 10 GHz, UID 0 =, Channel 10000.0 {10000.0 MHz)

Device Under Test Properties

Mibdel, Manifacturer Diienslong Hmm) (LT OUT Tyepe

&4 Worificanion Source 10 GHr 100.0 x 1000« 1720 - 100

Exposure Conditions

Phaditom Section Posltitirg Test Distames fmm) Bariel Cradg, Lk Firagapncy [MHE], Chaspal Skt Carvetiban Faetar

L 14,0, mm Walihatinn Lanid oW, @ 100000, 10000 ba

Hardware Setup

Phafitom Meclhng Frobe, Calibratian Do DAE, Canbration Dane
mmiiawe Fharftom Alr — EUmMMWYI - SHOITa F1-55CHL 202 5-DE-24 DAERIp = SHTBDE, 2025-10-30
Scans Setup Measuremant Results

Sentof Surface fmm) . Loan Type 506G Sean

P LA, LEALA ot werdd Oae S028-07-15
A, Aras femT] LDk
vy, Type Cireular Avefaging
pAlDn & W e 576
pEPRat= [Wim'] 5,
pAPDmeEs [Wom] SR.3
ManiSey [Wim®) Sg.9
Mas{Ston [W/m®] 56,4
Max(iStarl Wrm| 505
Eayy IWim] 153
Power Deift [ab} 0.02

Certificate No: 5G-Veri10-1020_Jan26 Page 5ot



5G Verification Source 10 GHz - SN: 1020 January 15, 2028

DASY Report
Measurement Report for 5C Verification Source 10 GHz, UID 0 -, Channel 10000.0 {10000.0 MHz)

Device Under Test Properties

Madnl, Maritacuner Demensions frmm] [Lia1] DUT Twpe
BC vertbcation Source 10 OHr 1000 % 1000x 1720 TN 102
Exposure Conditions
Prantom Saction Posiciom, Tesr Dystaares [ Bl G, LR Fregoency (MHE] Chammmt Naemiber Comvmiion Factar
56 - 10,0 mum alizharion Lsnd oD 1 0000.0, FoGHD LI

Hardware Setup

Phanton gy Probe, Calibration Daté DR, Calibration Daié
mmWinee Fhaniom Alr EUmmWYY - SNEITA_F] 550K J025-06-20 DAEAIp - SHIGDR, 2025-10-T0
Scans Setup Measurement Results

Sansot Swface fmm) i Soan Typn LG SCan

MALA LEALA AL sl O LOZE-NT«18
Avg, Arsa fem®] 4,00
Aty Thipe Chrewlaf Avaraming
PO = (Wi 540
psPDioe = [Wim?] 546
paPDmad s IW/mF] §4.9
Maisal [Wim®| 58.9
MaSton W/ m'| i34
M l1Storl prm©] 0%
— 153
Pownr Dol (48] 0.z

Certificate No: 5G-Veri10-1020_Jan26 PageBol B



5G Verification Source 10 GHz - SN: 1020 January 15, 2026

DASY Repon
Measurement Report Tor SG Verification Source 10 GHz, UID 0 -, Channel 10000.0 {10000.0 MHz}

Device Under Test Properties

Model, Manafactuner Dkimemslors Lmmi] [1TL4] DUT Twpe
50 Verficatlon Soarce 10 OHr 1000 = 1000 x 1720 s 1020
Exposure Conditions
Ihantsm Section Position, Test Distancd [mm] Band Group, LD Frequency [MHEL Chanpal Kumiser Conversinn Facio|
14 12,0 Wlllgarsen tand oW, & V00400, 10000 1.0

Hardware Satup

PhaRtRm Magdmme Peobe Caldsration Dals DAE, Calibeaticen Date
W avd Phandom Air ENbmrinW Y = SHONPA_F1 S50k, 203 -08-20 DAESn = SNIERD, JO25-T0-30
Scans Setup Measurement Rasults

Sandor Swrface [inm] (LN} Sean Typs SG-5can

RNUALA WAL not uen Dacw LG=0T=1%
g, Arga |cm:': 1)
Mg Type Sepaase AvErdgg
pAPOA+ IWIm=] iT.
pePOnoE+ [Wim] th A
nsPOmad « [Wim| 58.3
Wax [T} (W/mt) 586
MaxiSeo) [Wims] 59,4
Pan St (1 (W) m| 58.5
-] 153
Bawer Dy 1dk) nnz

Certificate No: 5G-Veri10-1020_Jan26 Page 7 of 8



5G Verification Source 10 GHz - SN; 1020 January 15, 2026

DASY Repon

Measurement Report for 5C Verification Source 10 CHz, UID 0 <, Channel 10000.0 (10000.0 MHz)

Device Under Test Praperties

Model, Marmulactuer Dimeasians [mim] INEEL DUT Type

B0 Yortficathn Source 10 Gz 1000 % 1000w 1720 SN 1020

Exposure Conditions

Mhantoim Section Podition, Tesr Th#lanoe (mim] Bang Crosip, WED Froquency [MHz], Channed Mumber Cirversien Fadion

50 - 19,0 e Salidiation Bamnd oW, 0 o000, VODDD i.0

Hardware Satup

Phiagierem e eainms Prane, Calibrazian Dare DAE Calibestins Dand
mmWave Fhantom Alr - EUImAWYE = SNSITA FI-55C0HE. 200 5-08-26 DAEAlD - SH1E02, 2025-T0-30
Scans Setup Measurement Results
Lonsor Swiface [mm)| (LN Sean Typa BC Sean
MALA WALA nat paed ane LO026-81-1F%
B, Area fom?] 4.0
g, Type Sauare Averzmng
o5FDe+ Wi m¥] 519
pAPDAGL s (WM 54.5
maPDerad + [Wrm| ME
MaxiSal [Wiend] cgn
Maxisten W/ el 59.4
asiyseat|l (Wim?] 555
E__. [Vim] 183
Powerr Drife [di] 0.2

Cerlificate No: 5G-Veri10-1020_Jan26 Page B of &
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Schmid & Partner SN
Engineering AG iﬁ‘
ekl 0

Zeughausstrasse 43, 8004 Zurich, Switzerland e

i)

ﬁﬁ'-’uhl\"'ﬂ 3

Schweizerischer Kalibrierdienst
Service sulsse d'étalonnage
Servizio svizzero di taratura
Swiss Calibration Service

Accredited Dy the Swiss Accraditation Service (SAS) Accreditation No.; SCS 0108
The Swiss Accreditation Service is one of the signataries to the EA
Multilateral Agreement for the recognition of calibration certificates

client  Sporton Certificate No: DAE4-1707_Nov25

Taoyuan City
|CALIBR-ATION CERTIFICATE |
|
Objest DAE4 - SD 000 D04 BO - SN; 1707
Calibration procedurels) QA CAL-06.v30 _ _ ol
Calibration procedure for the data acquisition electronics (DAE)
Calitiration date: November 20, 2025

This calibration cerificate documents the traceability to national standards, which realize the physical units of measurements (51}

| The measurements and the uncertainlies with confidence probability are given on the folowing pages and aré part of the cedificate
|

| All calibrations have been conducted in the closed laborstory facilty: envirgnment temperature (22 + 2)°C and humidity < 70%.

Calibration Equipment used (M&TE critical far calibration)
| Primary Standards 1D # iZa) Date (Cernfficate No:) Scheduled Cabbration
Kelthley Muitimeter Type 2001 SN DB1027B 15-Aug-25 (No:d3873) Aug-26
| Secondary Standards ID# Check Date (in house) Scheduled Check
Aute DAE Calibration Unit SE UWS 053 AA 1001 23-Jan-25 (in house check) In house check: Jan-26
Calibrator Box V2.1 SE LIME D06 AA 1002 23-Jan-25 (in house check) In howse check. Jan-26
Mame Function Signaluré
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Approved by Sven Kohn Technical Manager 651 A(
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Glossary

DAE data acquisition electronics

Connector angle  information used in DASY system to align probe sensor X to the robot
coordinate system.

Methods Applied and Interpretation of Parameters
» DC Voltage Measurement. Calibration Factor assessed for use in DASY system by
comparison with a calibrated instrument traceable to national standards. The figure given
corresponds to the full scale range of the voltmeter in the respective range.

« Connector angle: The angle of the connector is assessed measuring the angle mechanically
by a tool inserted. Uncertainty is not required.

e The following parameters as documented in the Appendix contain technical information as a
result from the performance test and require no uncertainty.

e DC Voltage Measurement Linearity: Verification of the Linearity at +10% and -10% of
the nominal calibration voltage. Influence of offset voltage is included in this
measurement.

« Common mode sensitivity: Influence of a positive or negative common mode voltage on
the differential measurement.

« Channel separation: Influence of a voltage on the neighbor channels not subject to an
input voltage.

o AD Converter Values with inputs shorted: Values on the internal AD converter
corresponding to zero input voltage

s Input Offset Measurement, Output voltage and statistical results over a large number of
zero voltage measurements.

s Input Offset Current: Typical value for information; Maximum channel input offset
current, not considering the input resistance.

s Input resistance: Typical value for information: DAE input resistance at the connector,
during internal auto-zeroing and during measurement.

e low Battery Alarm Voltage: Typical value for information. Below this voltage, a battery
alarm signal is generated.

« Power consumption: Typical value for information. Supply currents in various operating
modes.

Cerificate No: DAE4-1707_Nov2s Page 2of 5



DC Voltage Measurement
AID - Converter Resolution nominal

High Range: 1LSB = B.1pV full range = -100...+300 mV
Low Range: 1LEB = BinvV, full fange = -1...,,..+3mV
DASY measurement parameters. Auto Zero Time' 3 sec; Measuring time 3 sec
Calibration Factors X Y Z
High Range 404,151 + 0.02% (k=2) | 404.055 + 0.02% (k=2) | 403.898 + 0.02% (k=2)
Low Range 3.88055 + 1.50% (k=2) | 3.97249+ 1.50% (k=2) | 3.97532 + 1.50% (k=2)
Connector Angle
Connector Angle to be used in DASY system 27.0%£1"®
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Appendix (Additional assessments outside the scope of SCS0108)
1. DC Voltage Linearity

High Range Reading (uV) Difference {uV) Error (%)
Channel X + Input 199895.76 -0.04 -0.00
Channel X + Input 20002.58 0.56 0.00
Channel X - Input -20001.01 2.08 -0.01
Channel Y + Input 1959995 83 -0.03 -0.00
Channel ¥ + Input 18889.26 -2.43 -0.01
Channel Y - Input -20004 .50 -1.06 0.01
Channel 2 + Input 1999985.85 -0.03 -0.00
Channel 2 + Input 20000.08 -1.76 0.0
Channel Z - Input -20005.07 -1.78 0.01
Low Range Reading (uV) Difference (pV) Error (%)
Channel X + Input 200048 0.15 0.1
Channel X * Input 201.m 0.36 0.18
Channel X - Input -198.53 0.66 =032
Channel Y + Input 2000.18 0.03 0.00
Channel Y + Input 19975 -0.58 -0.29
Channel Y - Input -199.92 -D.41 0.21
Channel 2 + input 1999.98 -021 -0.01
Channel Z + Input 19912 -1.33 -0.66
Channel Z - Input -201.40 -1.89 0.895
2. Common mode sensitivity
DASY measurement parameters: Auto Zero Time: 3 sec; Measuring time: 3 sec
Common mode High Range Low Range
Input Voltage (mV) Average Reading (uV) Average Reading (V)

Channel X 200 68.87 511

- 200 -4.04 -5.44
Channel Y 200 0.05 027

- 200 -0.73 -1.22
Channel £ 200 -5.18 -5.80

- 200 3.55 2.86

3. Channel separation
DASY measurement paramelers: Auto Zero Tima: 3 sec; Measuring time: 3 sec

Input Voltage (mV) | Channel X (uV) | Channel ¥ (uV) Channel Z (pV)
Channel X 200 - il -3.67
Channel ¥ 200 .56 - 4.43
Channel 2 200 787 4.24 -

Certificate No: DAE4-1707_Nova5
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4. AD-Converter Values with inputs shorted
DASY measurement parameters: Auto Zero Time: 3 sec; Measuring time; 3 sec

High Range (LSB)

Low Range (LSB)

Channel X 168123 16544
Channel Y 16230 14038
Channel 2 16083 17786

5. Input Offset Measurement
DASY measurement parameters: Auto Zero Time: 3 sec: Measuring time: 3 sec

(nput 10MC
Average (4V) | min. Offset (V) | max, Offset (uv) | ' ?::;““““
Channel X 0.47 -0.38 1.27 0.32
Channel Y -0.45 -1.48 0.20 0.20
Channel Z2 -0.93 -2.06 -0.03 0.42
6. Input Offset Current
Nominal input circuitry offset current on all channels: <2574
7. Input Resistance (Typical values for information)
Zeroing (kOhm) Measuring (MOhm)
Channel X 200 200
Channel Y 200 200
Channel £ 200 200

8. Low Battery Alarm Voltage (Typical values for information)

Typical values

Alarm Level (VDC)

Supply (+ Vee) +7.9
Supply (- Vec) -7.8

9. Power Consumption (Typical values for information)
Typical values Switched off (mA) | Stand by (mA) | Transmitting (mA)
Supply (+ Vec) +0.01 +6 +14
Supply (- Vee) -0.01 -8 -8

Cerificate No: DAE4-1707_Nov25
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Glossary

TSL tissue simulating liguid

NORM:x y.2 sensilivity in free space

ConvF sansitivity in TSL/ NORMx.y.z

ocP diode compression pont

CF crest tactor (1/duty_cycle) ot the RF signal

A.BCD medulation dependent linearization paramelers

Polarization g i rotation around probe axis

Polartzation £ 1 rotation around an axis that is In the plane normal lo probe axis {at measuremeant center), e, P =01is

normal to probe axis
Connector Angle  information used in DASY system to align probe sensor X to the robot coordinate system

Calibration is Performed According to the Following Standards:

a) IEC/EEE 62202-1528, "Measureman! Procedure For The Assessment Of Specific Absorption Rate Of Human Exposure
To Radio Frequency Fields From Hand-Held And Body-Worn Wireless Communication Devices — Part 1528: Human
Madels, Instrumentation And Procedures {Freguency Range of 4 MHz to 10 GHz)", October 2020,

b} KOB 865664, “SAR Measurement Requirements for 100 MHz 10 6 GHz"

Methods Applied and Interpretation of Parameters:

+ NORMx.y,z: Assessed for E-field polarization # =0 (f = 800MHz in TEM-cell; { > 1800MHz: R22 waveguide). NORMx y.2
are anly intermediate values, i.e., the uncertainties of NORMx.y.z does not affect the E2-field uncertainty inside TSL {(see
below ConvE},

« NORM(flx.y.z = NORMx.y.z * frequency_response |see Frequency Response Chart), This linearization is Implemented in
DASY4 soltware versions later than 4.2, The uncertainty of the frequency respanse is included in the stated uncerlainty of
ComnwF.

+ DCPx,y.2: DCP are numerical linearization parameters assessed based on the data of power sweep with CW signal. DCP
does not depend on frequency nor media.

.« PAR: PAR is the Peak to Average Ratio that is not calibrated but determined based on the signal characteristics

. Axyz: Bxyz; Cxyz: Dxyz: VRxy.z A B C, D are numerical finearization parameters assessed based an the data ol

power sweep lor specific modulation signal. The parameters do not depend on frequency nor media. VR is the maximum

calibration range expressed in RMS voltage across the diode.

ConvF and Boundary Effect Parameters: Assessed in flat phantom using E-field (or Temperature Transfer Standard for

{ = BOOMHz) and inside waveguide using analytical figld distributions based on power measurements for f = BOOMHz. The

same setups are used for assessment of the parameters applied for boundary compensation (alpha, depth) of which lypical

uncertainty values are given. These parameters are used in DASY4 software to improve probe accuracy close to the
boundary. The sensitivity in TSL corresponds to NORMx.y.z * ConvF whereby the uncertainty corresponds to that given for

ConvF. A frequency dependent ConvF is used in DASY version 4.4 and higher which allows extending the validity from

+50MHz to £ 100 MHz.

Spherical isotropy (3D deviation from isotropy): in a field of low gradients realized using a flat phantom exposed by a patch

antenna.

« Sensor Offset: The sensor offsel corresponds 1o the offset of virtual measurement center from the probe fip (on probe axis).

Mo lolerance required.

Connector Angle: The angle is assessed using the [nformation gained by determining the NORMx (no uncertainty required).

-
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EX3Dv4 - SN:3931 Oectober 23, 2025

Parameters of Probe: EX3DV4 - SN:3931

Basic Calibration Parameters

Sensor X Sensor ¥ Sensor Z Unc (k=2)
Norm (uV/(Wim)?) & 0,61 0.61 0.60 +10,1%
DEP (mv) B 105.8 107.8 108.1 4. 7%

Calibration Results for Modulation Response

UID | Communication System Name A B c D VR | Max | Max

deé | dB\uV d8 | mV | dev. | UncF

k=2

1] Continuous Wave X 0.00 0.00 1.00 0.00 | 1217 | £1.1% | £4.7%
¥ | 0.00 0.00 1,00 146.0
Z| 0.00 0.00 1.00 1484

10352 | Pulse (D=10%, T=5ms) X 0.23 50 88 14.91 | 10.00 | 23.0 | £1.8% | +9.6%
Y1 0.25 60.98 14,93 230
Z| 045 6318 15,97 24.0

10353 | Pulse (D=20%, T=5 ms) X| 022 62.69 14.95 | 689 | 46.0 | =1.5% | +9.6%
Y| 0.24 §3.99 15.02 470
0.23 66,19 1584 47.0

10354 | Pulse (D=40%, T=5ms) ¥ | 0.20 65.90 14.99 | 398 | 930 | £1.3% | +89.6%
Y| 0.22 .00 15.06 840
7| 6.21 5920 1556 4.0

10355 | Pulse (D=60%, T=5ms) ¥ | 0.19 67.66 15.02 | 222 | 1390 | +1.2% | +9.6%
Y| 0.21 GB.7E 15.07 4.0
ra 0.20 70.96 15.98 141.0

10387 | Random (BW=1 MHz, MOD=0QPSK) X | 0.00 6478 16.25 | 0.34 | 107.0 | +1.2% | +9.6%
Y1 0.00 65 86 16.03 108.0
Z | 0.00 68.08 16.63 109.0

10388 | Random (BW=10MHz, MOD=0QPSK) X | o058 64.68 1413 | 0.00 | 113.0 | +2.7% | +9.6%
Y| 066 65.77 14.37 114.0
Z | 0.8 G7.97 15.38 715.0

10396 | Random (BW=100kHz, MOD=640AM) W 0.00 6360 17.62 | 153 | B20D | +2.8% | +9.6%
Y| 0.00 Ba.r1 17.10 83.0
Z | 0.00 66.91 17.44 83.0

10399 | Random (BW=40 MHz, MOD=640AM) X | 1.62 6360 13.068 | 0.00 | 104.0 | +4.3% | *9.6%
Y| 1.75 B4.71 13.68 106.0
i 2.01 B6.91 14.87 i07.0

10414 | Random (BW=40 MHz. HIGH PAR) X | 197 £134 12.08 | 0.00 | 75.0 | 22.3% | £9.6%
Y| 214 6244 13.62 | 7B.0
Z| 253 £4.64 494 77.0

Mote: For details on UID parameters see Appendix

The reported uncertainty of measurement is stated as the standard uncertainty of measurement multiplied by the caverage
factor k=2, which for & normal disiribiution cormesponds to a coverage probability of approximately 95%.

A Thia uncanaintins of Momm X.¥,Z g0 not alioc the B2 hiald uncertainty inside TSL {see Pages 5-and 6).
B |inearization parameter uncariainty for maximum specified field strength
E Ungertainty |s detarmined using the max. deviation from linear resporse applying rectangular disirbulion and is exprecsed for ine aguare of tha field value
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EX3DV4 - SN:3931 October 23, 2025

Parameters of Probe: EX3DV4 - SN:3931

Sensor Model Parameters

ci c2 @ T T2 T3 T4 5 6
fF IF v' | msv? | msv ms V2 v
% 85 61.99 34.27 1.52 0.00 4.20 025 0.00 1.00:
y 86 62,72 a2 2.41 0.00 4.90 0.28 0.00 1.00
z 9.2 67.13 33.85 213 0.00 4.50 0.33 0.00 1.00
Other Probe Parameters
Sensor Arrangement Triangular
Connector Angle 85,17
Mechanical Surtace Detection Mode enabled
Optical Surface Detection Mode disabled
Prabe Overall Length 337 mm
Probe Body Diameter 12mm
Tip Length 9 mmi
Tip Diametar 2.5mm
Probe Tip to Sensor X Calibration Poinl 1 mm
Probe Tip to Sensor ¥ Calibration Point Tmm
Probe Tip to Sensor Z Calibration Poini 1mm
Recommended Measurement Distance from Surface 1.4mm

Mote: Measurement distangs from surtace can be Increased to 3-4 mm lor an Area Scan job,
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EX30DV4 - SN:3039 October 23. 2025

Parameters of Probe: EX3DV4 - SN:3931

Calibration Parameter Determined in HSL

f(MHz)© Relative Conductivity" | ConvF X | ConvFY | ConvFZ | Alpha® | Depth® Unc"
Permittivity" (Sim) (mm) (k=2)

& 55.0 0.75 17.10 16,74 17.07 0.00 1.25 +13.3%

13 55.0 0.75 17.55 17.18 17.51 0.00 1.25 +13.3%
750 419 0.89 9.87 10.04 9.60 0.37 127 +11.0%
835 4.5 0.90 967 9.83 9.41 0.37 1.27 +11.0%
900 415 0.97 9.51 9.68 9.26 0.37 1.27 +11.0%
1450 40.5 1.20 B42 8.56 8.20 0.37 127 +11.0%
1750 40.1 1.37 B2 8.25 7.90 0.37 1.27 +11.0%
1900 40.0 1.40. 7.72 7.85 7.52 0.37 1.27 +11.0%
2000 40.0 1.40 7.59 772 7.39 0.37 1.27 +11.0%
2300 39.5 1.67 7.28 7.41 7.09 0.37 1.27 £11.0%
2450 39.2 1.80 716 7.29 6.97 0.37 1.27 +11.0%
2600 39.0 1.96 7.04 7.16 6.86 0.37 127 | #11.0%
3300 382 2.71 6.72 6.84 6.54 0.37 1.27 +13.1%
3500 37.9 2.91 6.67 6.78 6.49 0.37 1.27 +13.1%
3700 37.7 3.12 6.61 6.72 6.43 037 127 £13.1%
3500 37.5 3.32 6.53 6.64 6.35 0.36 1.27 +13.1%
4100 ar.z 3.53 6.40 651 6.23 036 1.27 +13.1%
4400 36.9 3.84 6.20 6.31 6.04 0.36 1.27 +13.1%
4600 36.7 4.04 .14 6.24 5.98 0.36 1.27 +13,1%
4800 36.4 4.25 6.08 6.19 5.92 0.36 1.27 +13.1%
4950 363 4.40 5.98 6.0 582 0.35 1.27 +13.1%
5250 35.8 471 5.52 562 537 0.32 1.27 +13.1%
5600 355 5.07 5.15 5.24 5.01 0.29 1.27 +13.1%
5800 35.3 5.27 5.03 5.12 4.90 0.27 127 +13.1%

€ Fraquency validity above 300 MHz of £100 btz only apptes for DASY wi 4 and higha! (see Page 2}, lse & Is restiicted 1o £50 MHz, The uncertainty is the
RSS of the ConvF uncertainty at callbration frequency and the uncertainty lor the indicated Irequency band. Frequency mlid!r babow 300 MHz & 10, 25,
a0, 568 and 70 MHz for ConvF assessmants at 30, 54, 128, 150 and 220 MHz respoatively. Valdity of ConvF sssessed al B MHZ is 4-0 MHz, and ConvF
assessad 1 13 MH2 & 9=19 MHz, Above 5 GHz Iequency validily can be eqonded fo £110MHz,

F The probes ar caliorated using tiesue simulnting lauds [TSL) that deviate for & and o by less Ihan +5% from the fame| valees (typically brtler than =3%)
and are valid for TSL with deviations of up to £10% i SAR cocraction is applied.

5 ptpha/Depth are determinad during calibration. SPEAG warrants that the remaining deviation due to Ihe buundary effect after compensation |s always less
Ihan =1% Inf requenciss balow 3 GHz and balow 2% for Irequencies belwesn 3-8 GHz at any distance largar than hall the proba tp diameter from the
boundary,

H Tha stated ureertainty is the total calibration uncenamty [k =2 of Norm GonvF, This s equivalent to ine uncertainty componant With tha symbol CF in

Table 9 of ECIEEE 6220315282020
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EX30W4 - Sh:3831 Oclobier 23, 2025

Parameters of Probe: EX3DV4 - SN:3931

Calibration Parameter Determined in HSL

t (MHz)© Relative Conductivity™ | ConvF X | ConvFY | ConvFZ | Alpha® | Depth® Unc"
Permittivity” (S/m) (mm) (k =2)
6500 34.5 6.07 5.51 5.61 5,37 0.20 127 +18.6%

C Fragueney vadidity is =600+ 700 MHz a1 6.5 GHz, £700 MHz af or above 7GHz, and +150 MMz at 9.85 GHz. The uncenainty & the R3S of ihe ComvF
uncertainty at cakbration Iregiency and the uncertainty for the indicated lraquarcy band.

¥ Tha probes are calibrated Lsing lissue simiulating liguids (TSL) that deviate for p and o by less (Han 210% hrom the targel values (typically betier than £68%)
and are valkl for TSL with devialions of up to =10%.

G piphalOepth ame determined dufing calibration, SPEAG warmants mal ihe remaning oeviation dus 1o Ihe boundary effect afler compansabion i& awoys less
than =1% fot frequencies below 3 GHz; below. «2% lor frequencies betwean 3-60He, and below 4% for lrequensies between 6=10 GHz al any distance
lerger than half the probe 1 deamater from the Boundary

H The mated uncertenty 5 the total caibralion uncettainly (K = 2) of Morm.CowF, This is oquivalont 10 Ihe uncadalnty companant with the symbel CF in
Tatte 3 of [EC/IEEE 62209-1528:2020.
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EX3DV4 - SN:3931 October 23, 2025

Frequency Response of E-Field
(TEM-Celi:iti110 EXX, Waveguide:R22)

1.5

1.4

1.2
% 1.2
g R
I W H B
s |\

1 —)

S- x“\
E:"‘ T
-
g 09
LE]
3
8
“ o8

0.7

0.6

n'ED 200 400 60D 800 1000 1200 1400 1600 1800 2000 2200 2400 2600 2800 3000 3200

1 [MHz]
——TEM —4— R22

Uncertainty of Fragquency Response of E-fiald: +6.3% (k=2)
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EX3DV4 - Sh:3831 Oetober 23, 2025

Receiving Pattern (¢), 7 =0"

=600 MHz, TEM. 0° 1=1800 MHz, R22, 0°
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Uncertainty ol Axial Isotropy Assessment: +0.5% (k=2)
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EX30V4 - SN:3931 Oetober 23, 2025

Dynamic Range f(SARus.)
(TEM cell, foyy = 1900 MHz)
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Lincertainty of Lingarity Assessment: 20.6% (k=2)
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EX30V4 - SN:3931 October 23, 2025

Conversion Factor Assessment

1=1800 MHz, WGLS R22 (H_convF)

SAR [(Wikg)/W]

0 10 zb: 30 a0
2 [mm]
-.-—annlytbal —=—measured
Deviation from Isotropy in Liquid
Error (¢b,0), 1 = 900MHz.

=1 -0.3’ =06 -_D'._# -«3_2'_ _l.'! l.‘.tE 0.4 I:II..ﬂ- ua ]
Uncertainty of Spherical Isotropy Assessment: +2.6% (k=2}
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October 23, 2025

EX3DV4 - SN:3931
Appendix: Modulation Calibration Parameters
Ul | Rev | Communication System Name Graup PAR [dB) | Unct k=2
0 Confmnpoue wave cW 0.00 k7 |
10010 | CAB | Pulss (D=10%. T=100ms) Test 10.00 8.6
10011 | CAC | Rel. 35, AMC. OPSK, 5.0 MHz WCDMA 29 <08
10012 | CAB | DSSS, DBPSK, 1.0Mbps, 52.5% DG WLAN 1A 26
10013 [ CAE | OFDM, BPSIC, 6.0 Mbps, 72.1% DC WLAN 546 =08
10027 | DA | Voice, GMSK, 1 slons) GEM 939 <88
10023 | DAG | Dala. GSMK. | sioljs) GSM 9A7 +ag
10024 | DAC | Data. GSMK, 2 slalis) GEM B.56 +a8
10025 | DAC | Do, 8PSK, 1 siolls) GSM 1282 +8.6
10026 | DAG | Dala, 8PSK, 2 siols) "GSM 955 +86
10027 | DAL | Datn, GEMR, 3 skls) FELT] 480 206
10028 | DAC | Dnia. GSMK, 4 sioljs) GSM A66 T
10028 | DAC | Dawm. 8PSK, 3 slons) GEM 7.78 +0.6
0030 | GAB | BR, DH1, GFSK Blugtooth 5.30 36
10031 | GAA | BF, DHS, GFER Blurtoath .87 T
10032 | GAA | B, DHS, GFSE Blugtooth 116 206
10033 | GAA | EDR, DHI, pifd-DQPSK Bluataath 7.74 0.6
10034 | CAA | EDR, PH3, pus-DAPSK Biugtooth 453 +0.6
10035 | CAA | EDH, OHS, pid-DOPSK Blustosth 3.83 18,6
10036 | CAA | EDR, DHY, B-DFSK Blumonth ao 305
10037 | CAA | EOH, OH3, B-0PSK Bhagtboth ¥ 295
10038 | CAA | EDH, DHS, B-DPSK Bluatooth & 10 205
10030 | GAB | RGT, TWRTT COMAZO0O 457 96
10048 | GAA | Full Shot, GREK, 1 slol(s) DECT 13.60 285
10048 | GAA | Double Siol, GFSK, 2 slots) DECT 10,75 =85
D056 | CAM | TO-SCOMA. DFSK, 1 BMHz TO-SCOMA 1101 0.6
10058 | DAC | Data, BPSK. 4 siols) GSM E52 8.6
10059 | CAB | OSSS, DQPSK, 2.0 Mtps, B7.4% DG WLAN 212 0.5
10060 | CAB | HR-DSSS, DAPSK, 5.5 Mbps, 72.7% DG WLAN EXE] 3.6
D081 | GAB | HA-DSSS, DOPSK, 11,0Mbps, 57.5% DG WLAN 360 +5.5
10062 | CAE | OFDM, BPSK, 6.0 Mbps, BRL1% DG WLAN B.6A 0.8
10062 [ CAE | QFDM, BPSK, 9.0 Mbpe, 85.3% DC WLAN 863 +0E
10064 | GAE | OFGM, GPSK, 12,0 Mbps, 82.0% DC VWLAN 909 0.5
10066 | GAE | QEDM, OPSK, 18,0 Mbps, 76.0% DG WLAN 3,00 3.6
0066 | CAE | OFDN, 160AM, 24,0 Mbps, 7057 DG WLAN 938 06
10067 | CAE | OFDM. 160AM, 36,0 Mops, 62.9% DG WLAN 012 198
10068 | CAE | OFDM. GHCAN, 48.0 Mbps, 56.6% DG WLAN 1024 195
10089 | GAE | OFDM, G4QAN. 54.0 Mbps. 54.4% DG WLAN 10.58 P
10071 | 'CAB | OFDM, BPSK, 2.0Mbos, 65.1% DG WLAN 083 “O6
0072 | CAB | OFDM, OPSK, 12.0Mbps, 60,1% 0C WLAN X 186
10673 | CAE | OFDM, OPSK, 18.0Mbps. 53.1% DG WLAN 5,84 +8.8
10074 | CAB | OFDM, T60AM, 24.0 Mbps, 48.5% OC WLAN F0.30 +9.56
10075 | GAB | OFDM, 1E0AN, 36.0 Mbps, 42.5% DG WLAN 10.77 +B.6
10076 | GAB | OFDM, BAQAM, 48,0 Mbps, 33.5% OC WLAN 10,04 iGE
10077 | GAB | OFDWM, BA0AM, 540 Mhas, 38.5% DC WLAN 11,00 485
10087 | CAB | ACA. 1xRTT COMAZ000 5.97 96
10097 | GAC | Rel, 5 HEDPA, QPEK, 5.0MHz WCDMA 388 486
10088 | GAL | Aol 6 HSUPA, Subset 2, QPSK, 5.0 MHz WEDMA 385 +B.6
10100 | GAF | 20.0MHz. OFSK, 100% RB LTE-FOD 567 208
10401 | CAF | 20,0 MHz. 1R0AM, 100% AR LTE-FOD .42 96
10102 | CAF | 20.0 MHz GAGAM, 100% RE LTE-FOD B60 98
10103, | CAH | 20.0MHz, QPEK, ULOL CFG 1, 580 4, 1007 RB LTE-TOD 920 +8.6
TO104 | GAH | 20,0 MHz, 16QAM, ULDL GFG. 1, 5G4, 100% AB TETRD 047 +B.6
10105 | GAH | 20.0 MHz 640AM, ULDL CF(: 1, S5C: 4, 100% RB LTE-TOD 10.01 +0.6
10108 |'CAH | 10.0MHz. OPSK, 100% RB LTE-FDD 5.80 +8.E
10108 | CAH | 10.0 M-z, 160AN. 100% RB LTE-FDD 643 P
10710 | GAH | 5.0 Mz, GPSK, 100% HE LTE-FOD 575 0.8
10111 | GAH | 5.0 WHE, TGCAM, 100% AB LTE-FDD B44 =06
0112 | CAH | 10.0MHz, GAQAN, 100% RBE LTE-FDD B.50 9.6
10113 | CAH | 5.0MHz, GAQAM, |00% RB LTE-FOD 562 =06
10114 | GAE | HT40 Greenfield, MCS0 [13.5 Mops), 98.7% DG WLAN 8,10 ~0.8
10115 | GAE | HT40 Greanfiell, MGS4 (81,0 Mbps), 89, 7% B WLAN ¥ S0.6
10116 | CAE | HT40 Greenfieh), MCE7 1135.0 Mbps), 99, 7% DG WILAN B15 08
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10117 | CAE | HI4D Mixed, MCST (13,5 Mbpa), 99.7% OC WLAN B.O7. 106
10118 | CAE | HT4D Mixed, MGS4 (81,0 Mops), 99.7% DC WLAN 858 +3.8
10113 | CAE | HT4D Mixed, MGST (135.0 Mbps), 99.7% DG WLAN FRE) 8.6
0140 | CAF. | 15,0 MMz, 160AM, 100% RE LTE-FOD .49 +8.6
10141 | GAF | 15,0 MHz, BACIAN, 100% RE LTE-FOD 654 Y]
10142 | CAF | 3.0MHz OPSK, 100% A8 CTE-FDD 673 9.8
10143 | CAF | B.0MHz, 160AM, 1007 RE LTE-FDO B35 £86
10144 | CAE | 3.0MHz, 30BN, 100%; AE CTE-FOD B.65 g
145 | CAG | F.AMAHz, OPSK. 100% A8 LTE-FDD 5,76 156
0146 | CAG | .4 MHz, T6RAM, 100% RE CTE-FOD 647 0.8
10147 | GAG | 1.4 MHz, BAGAN, 1007 B LTE-FDD 672 L6
10140 | GAF | 20.0MHz, '60AM, 50% AE LTE-FOO 642 0.6
0150 | GAF | 20,0 MHz, GA0AM, 507% RB CTE-FDO B.80 £8.5
10157 | CAH | 20.0 Mz, OPSK, ULDL GFG. 1, G50 4, 50% RB CTE-T00 828 i9E
10152 | CAH | 20.0MHz. 1B0AM, ULDL GFG: 1, S5C- 4, 50% AR, LTE-TOD anz +0.8
10153 | GAH | 20.0 MHz, GA0AM, UL/DL GFG: 1, S5C. 4, 50% AR TE-TDD 10.05 108
10158 | GAH | 10,0 MHz, OFSK, 50% RBE LTE-FOD 575 +0E
10135 | CAH | 10.0 MMz, 1B0AN, 50% RB TE-FDD B3 T3
10156 | CAH | 5.0MHz, QPSK, 50% AR LTE-FDO 570 9B
0157 | GAH | G.0MHz, 160AM, 50% RE LTE-FOD B.49 +0.E
10156 | CAH | 10,0 MHz, GHOAM, 50% AR LTE-FOD .62 56
10159 | CAH | 5.0MHz, GAQAM, 50% RB LTE-FDO .56 L06
10160 | GAF | 15.0MHZ, QPSR 505 RB LTE-FO0 582 06
G161 | CAF | 15.0MHz 16QAM, 50% AB LTE-FDD 643 T
10162 | GAF | 15.0MHz, BAOAM, 50% RB LTE-FDD .58 +08
10166 | CAG | 1.4MHz, OPSHK, 50% RB LTE-FDD 546 0.6
10167 | GAG | 1.4MHz, 1B0AM, 50% RB LTE-FDD 621 8.5
0168 | CAis | 1.4 MMz, GA0AN, 50% RB. LTE-FDO 678 +5.6
10168 | GAE | 20,0 MHz, QPSFK, 1 RB TE-FDD 5,73 +H 6
10170 | CAF | 20.0MHz, 1B0AM, 1 RB LTE-FOD 852 +B.6
0171 | AAF | 20.0MHZ BA0AM, | RB LTE-FDD 640 +0.6
10172 | GAH | 20.0MHz, OPSR, ULOL GFG: 1, 55G: &, 1 AB CTE-TOD B.21 +0f
10173 | CAR | 20.0MHz, IE0AM, ULJDL GFG: 1, S8C: 4, 1 BB LTE-TDD 5,48 0.6
0174 | GAH | 20.04Hz, BAAM, ULOL GFGy; 1, 550 4, 1 RA TE-ThD 10.25 Y
10175 | CAH | 10.0MHz. OPSH, ! BB E-FDD ] +0.8
0176 | CAH | 10.0MHz 1BQAM, 1 BB LoD 652 05
10177 | GAJ | 5.0 MHz, OPSK, T RA LTE-FDD E.7a =06
10178 | CAR | 5.0MHz, 160AM, | RB LTE-FOD B.52 196
10478 | GAH | 10.0MHz. G40AK, 1 RB [TE-FOD B.50 e
10180 | GAH | 5.0MHz, GAQAM, 1 RB LTE-FDO E.50 +8.6
10181 | CAF | 15.08Hz GPSK, 1 RE LTE-FOD 572 <08
10182 | CAE | 15.0MHz. 160AM, 1 AB LTE-FDD B.52 Y
0183 | AAE | 16.0MHE, BAGAM, 1 RE LTE-FOD B.50 66
10188 | GAF | 3.0MHz, QPSK, | RB LTE-FoD 573 =95
10105 | CAFE | 2.0MHz, 16QAN, 1 AB LTE-FDD 5,51 +06
10186 | AAF | 3.0MHz B4GAM, 1 RB LTE-FDD 6.50 0.8
10187 | GAG | 1.4MHz, QFSK, 1 A [TE-FDD 573 0.0
10188 | CAG | 1.4MHz, T6QAM, T B LTE-FOD B.52 198
10188 | AAG | 1.4 MHz, BAGIAM, | RB LTE-FOD B.50 06
0163 | CAE | HT20 Greaniskl MGSR (8.5 Mbpal, 99.4% OC WLAN 6,08 +0.8
10184 | GAE | HTE0 Greenfiekd, MCS4 (39.0 Mbps), 93.5% OC WLAN B12 198
10195 | CAE | HT20 Greonhiold, MWCST (65.0 Mbps), 98.5% DO WLAN B2 =08
10186 | GAE | HT20 Mixed, MGS0 (6.5 Mbps), 82.4% 0C WLAN 8.10 <98
10187 | GAE | HT20 Mized, MCS4 (29.0 Mbpa), 88.5% DE WLAN B.14 19E
10168 | GAE | AT20 Mixed, MCS7 (65.0 Mbps), 99.5% DC WLAN B27 0.6
10218 | CAE | HT20 Mixad, MGS0 (7.2 Mops], 88.3% D0 WLAN 8,03 R
0220 | GAE | HT20 Mixad, MCS4 [43.3Mbps), 59.4% DC WLAN XE] =06
10221 | CAE | FITZ0 Mied, MC57 | 72.2 Mbpia), 99.47% DG WLAN 827 0.6
10222 | GAE | HT40 Mixed, MCS0 (15,0 Mbps), 29,7 DC WLAN B.OE 296
10223 | GAE | HT40 Mixed, MCS4 (90,0 Mops), 99.7% DT WLAN B.48 ]
10224 | CAE | HT40 Mixed, MCET (150.0 Mbps), 38.7% DG WLAN 8.08 £9.8
0095 | GAG | Rel, 7 HEPA+, THCAM, 5,0MHz WOOMA EO7 8.8
10226 | GAC | 1.4 MHz, 160AN, UL GFG: 1, S5C: 4.1 AB I TE-TCD 9,48 L6E
10227 | GAL | 1.4MHz, B40AM, ULDL GFG: 1, S5C: 4, | RB OE-TOD 0.26 FrT)
10228 | GAG | 1.4 MHz, QPSK, UL/BDL GFG: 7, 85C: 4, 1 BB LTE-TDD 5.3 S0
10229 | CAE | 3.0MHz, 180AM, ULUDL CFG: 1, S5C- 4, 1 AB LTE-TOD 9.48 A6
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10230 | CAE | 3.0MHz 6a0AM, ULDL CFG: 1, 550.4, 1 AB LTE-TDD 0.5 1986
10231 | CAE | 3.0 MMz, OPBE, ULDL CFG: 1, 580 4, 1 AB TETDD w19 Y
10232 | CAH | 5.0MHz T60AM, ULDLCFG 1, 55C.4, 1 RB LTE-TO0 948 +595
10231 | CAH | 5.0MHz, 6B40AM, UUDL CFG: 1, 55C; 4, 1RB LTE-TDO 10.25 0.6
10234 | CAH | 5.0MHr, OPSK, ULDL CFG 1, S50-4, 1 AB. LTE-TRD 821 +8.5
10235 | CAH | 10.0MHz 180AM, UL/DL GFG: 1, S5C-4, 1 RA TE-T0D 948 105
10236 | CAH | 10.0MHz. GIQAN. ULDL CFG: 1, S5C: 4, | R LTE-TOD 10.25 06
10237 | GAH | 10.0MHz, QPSK, ULDL GFG. 1, 88C: 4, 1 AB CTETOD 927 +0.5,
10238 | GAG | 15.0 MHz, 1B0AM, ULUDL GFG: 1, S5C. 4, 1 RA LTE-TDD B4 66
10230 | CAG | 15.0MHz, 640AM, ULDL CFG: 1, 55G: 4, | RE OE-TOD 10,25 B85
10240 | CAG | 15.0MHz. OPSK, ULDL GFG: 1, 550- 4, | AR, LTE-TOD 21 105
10241 | CAC | 1.4MHz, 16QAM, UUDL CFG: 1, SSC: 4, 50% RB LTE-TOD 8.2 +06
10242 | GAC | 1.8MHz, BAUAM, UL/DL CFG: 1, BSG: 4, 50% RE LTE-TOR 5.86 P
10243 | GAC | LAMHz, QPSK. UL/DL GFQ: 1, S5G: 4. 50% AR LTE-TOD 948 185
10248 | CAE | 3.0MHAz, 1BQAM, UL/DL GFG: 1, 58G6- 4, 504 AB LTE-TDD 10,08 488
10245 | CAE | 3.0MHz, B40AM. UL/DL CFG: 1. 550 4, 50% RO LTE-TOD 10.08 Py
10246 | CAE | 2.0MHz. OFSK, ULDL GFG: 1, S50: 4, 0% AB ETE-TDD 330 +A.6
10247 | GAH | 5.0MHz, 160AN, UL/DL GFG: 1, 550 4, 507 RE CTETO0 941 06
10248 | CAH | 5.0MHz, B40AM. UL/DL CFG: 1, 55C- 4, 509 AR LTE-TOD 10.09 106
10240 | CAH | 5.0MHr, OPSK, ULDL CFG 1, S50 4, 50% RE LTE-TRO 8.29 Py
10260 | GAH | 10.0MHz2. 160AM, UL/DL GFG: 1, S5C: 4, 50% AR LTE-TOD 881 0.8
10257 | CAH | 10:0MHz, B40AM, ULIDL CFG: 1, SSC: 4, 50% RE LTE-TDD 107 06
10252 | CAH | 10.0MHz, OPEK, ULUDL CFG: 1, S50 4, 50%:RE LTE-TOD 6.24 =05
10750 | GO | 15.0 MHZ, 1BOAM, ULDLGFG: 1, S50 4, 0% BB "OTE-TOD 9,40 Py
10254 | GAG | 15.0MHz. 640AM, UUDL CFG: 1, S5C: 4, 50% RB LTE-TRD 10,14 BB
10255 | GAG | 15.0MHz, OPSK, UUDL GFG: 1, SSC.4, B0% AB LTE-TOD 920 98
10256 | CAQ | 1,4 MHz, 16QAM, UL/DL OFG: 1, S5C: 4, 100% RB LTE-TDD 5.96 0.6
10257 | GAG | 1.4MHz, G4GAM, UUDLGFG: 1, 55G: 8, 100% RO LTE-TRD 10,08 i85
0258 | CAC | 14 MHz, QPSK, UUDL GFG- 1, BEC: 4, 1007 AB LTE-TRD 534 +0E
10250 | GAE | 3.0MHz, 160AM, ULDL GFG: 1, S5C: 4, 100 AB LTETOD o.88 196
10260 | CAE | 3.0MHz 84GAM, UUDL CFG: 1, S5C. 4, 100% RB LTE-TDD 9,97 0.8
10261 | CAE | 3.0MHz, GPSK, ULDL GFG: 7, S5C; 4, 1000% RB TETRD 924 +86
10262 | CAH | 5.0MHz, 160AM, ULOL GFG: 1, 5564, 100% RB LTE-TDD 583 496
10263 | CAH | 5.0MHz, BAG0AM, UL/DL CFG; 1, SSC: 4, 100% RE LTE-TO0 th16 Y
10264 | GAH | 5.0MHz, QPSK. UL/DL GFG. 1, S56: 4, 100% RB LTE-TOD B.23 06
10265 | GAH | 10.0 MMz 160AN. ULDL CFG: 1, 5SC. &, 100% RB LTE-TDD 8,892 +86
10266 | GAH | 10.0MHz, BI0AM. ULDL CFG: 1, S50 <, 100% RS LTE-TDD 10.07 +BE
10767 | GAH | 10.0MHz, OPSK, ULDL GFG, 1, 990 4. 100% AB TETOD 9,30 L
10568 | GAG | 15.0MHz 160AM, ULDL GFG: 1, 5561 4, 100% RB LTE-T0D T ]
0260 | CAG | 15.0 MHz RA0AM, ULOL OFG: 1, 550: 4. 100% A8 LTE-TDD 10.13 <06
10270 | CAG | 15.0MHz, QPSK, UL'DL.CFG: 1, S5C: 4, 100% B8 LTE-TDD 658 86
10274 | GAG | Rl 6 HSUPA Subsel 2, bela_d 0, QPSK, 5.0MHz WCEMA 487 =66
10275 | GAG | Rel & HSUPA Subsel 2.bets_d 15, QPSHK, 5.0 MHz WEDMA 366 198
10290 | AAB | RC1, SOS5, Full tratne rate, 1xRTT CDMAZ000 3.91 06
0201 | AAB | AGA. SO66. Full frame b, 1aATT =N COMA2DOD 3456 +08.6
10282 | ARB | RGA, 5032, Full rame rale, SCHD disabled, 1TxATT CDOMAZEDD 3.39 =8.8
102583 | AAB | RG3, 503, Full frame rale, 1xHTT GCOMAZODO 350 0.8
10245 | AAB | RCH, 503, 18 fmme made, 1WHTT COMA2000 12.48 +0B
10297 | AAE | 20.0 MMz, DPSIC, 50% RB LTEFOD 581 8.6
10298 | AAE | 3.0MHz OPSK. 50% A8 LTE-FOD 5.72 +08
10258 | AAE | 3.0 MHz, 160AM, 50% RB LTE-FDD .39 P
10300 | AAE | 3.0 MHz, B40AM, 0% RE TE-FDD. B.80 <08
10307 | ARA | PUSC, 28.18, QPSHK, 5.0ms, 48 TAAF ST VWiNABK 1203 196
10302 | ARA | PUEC, 28:18. OPSK. 5.0 ms, 16 TRAF SYM WIMAX 1257 196
10308 | ARA | PUSC, 31:15_BA0AM, 5.0ms. 15 TRAF SYM WIMAX 1252 +0.6
10304 | AAA | PUSGC, 20:18, BAQAN, 5.0 ms, 18 TAAF SYM WilAY 1186 8.6
10306 | AAR | PUBG, 31:15, GAAM, 10.0ms, 15 TRAF SYM WIMAK 1524 <06
10506 | AAA | PUBE, 29:18, BAQAN, 10.0ms, 18 TRAF SYM WIMAX 1467 96
T0307 | AAA | PLSC, 28-18, OPBK, 10.0ms, 18 TRAF SYM WINAAX 1440 106
10308 | ARA | PUSG, 26:18. 16AM, 10.0ms, 18 TRAF SYM WINAR 1445 06
0300 | AAR | AMC 2%3, 29.16, 160AM, 10,0ms, 18 THAF STM VIMAK 14.68 <0
10310 | AhA | AMIG 2x3, 28:16, QPGR, 10,0ms, 18 TAAF SYH WINIAX 14,57 +0.5
0311 | AAE | 15.0 MHz, OPSK, 100% BB LTE-FDD B.06 +9.6
10315 | AAB | 5SS, DBPSK, 1.0 Mbps. 96.0% OC WLAN 1.7 <96
10218 | AAB | GFOM, BPSR, 6.0Mbps, 35.9% DG WLAH 5,36 <08
10317 | ARE | OFDM, BPSK, 6.0 Mbps, 95.%% G WLAN B34 58
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10852 | AAA | Puise [Dw10%, Takms) Gonenc 10.00 +5.6
10353 | AAA | Pulse [D=20%, T=0m8] Genenc 6,99 L85
10354 | AAA | Pulse [Ded0%, Tabms) Generic 3498 186
16355 | AAR | Pulke {D=60%, T+5mE} Ganent 222 THE
10356 | AAN | Pulge [D=B0%, T=5ms) Generip 0.87 0.8
10387 | AAA | Random (BWs1 MHz. MOD=QPSK) Goneric 5.0 98
103RB | AAA | Random (BW=10 MAZ, MOD=GPSR) Genanc 522 5.6
10326 | AAA | Randam [BW=100 kHz, MDD-E40DAM) Goneric 627 t0h
10390 | AAA | Random (EW=40 MHz, MOD=E40AM) GEeneno 627 L0
10400 | AAE | VHT20, MOSS (52,0 Mbps), 99.0% 06 WLAN Ba7 Y
10401 | AAF | WHT4D, MCSS (108.0 Mbps), 96.7% DG WLAN .60 108
10402 | AAF | VHIBD, MuSS (234.0 Mbos), 99.0% DG WLAN B53 +9.6
10403 | ARB | Rew. D, IREV-DO COMAZDDO 376 06
0404 | ARB | Pev. A, TXEV-DO COMAZGD0 397 +RE
ibas | AAB | RC3, S032. Full frame rate, SCHO enabled, 1xRTT COMAZDDD 522 0.6
10410 | AAH | 10.0MHz, QPSK, ULIDL GFG: D, SBG: 4, 1 Al LTE-TDD 7.82 0.6
10414 | ARA | Random (BW=40 MHE, HIGH PAF,) Ganone B854 +6.6
10a15 | ARA | DSSG, DBPSK. 1,0Mops, 99.9% DG WLAN 154 06
0416 | AAA | OFOM, BPSK, 6.0 Mbps, 59.9% DG WLAN 823 108
0417 | AAD | OFDNW, BPSK, 6.0 Mbgs, 89.9% DG WLAN 823 106
10418 | ARA | OFDM (LTF), BPSK, 6.0 Mbps, 88 8% DO WLAN B4 198
10418 | ARA | GFDM (STF), BPSK, 6.0 Mbps, 38.6% DC WLAN 814 <06
10422 |'AAD | HTED Greenfleld, MCSD (7.2 Mbps), 99.3% DG WLAN B.az +HE
10423 | AAD | HT20 Greenfisld, MCS4 (423 Mbps), 99.3% DC WLAN B.&7 <85
10424 | AAD | HT20 Greonhield, MCST [72.2 Mops), 99.3% O WLAN B4 +5.6
0425 | AAD | HTAD Greenfield, MGSO (15,0 Mops), 9925 00 WLAN B 156
10426 | AAD | HTA0 Greenlisid, MCS4 (00.0 Mbps), 88.2% DE WLAN BAG 0%
10427 | AAD | HT40 Greantimld, MGST {150.0 Mbps}, 99.2% DG WLAN B.A1 88
10430 | AAE | 5.0MHz, BA-OAM, 100% AB LTE-FDD 828 68
10431 | AAE | 10.0MHz 64-QAM, 100% RB TE-FOD 8.38 +6.4
10432 | AAD | 15.0MHz, B-0AM, 100% AB CIE-FOD 8.3 186
10433 | AAD | 20.0MHz, 64-QAM, 1005 RB LTE-FOD i I
10434 | AAB | BS Test Modol 1, 64 DPGH, GAGAM, 5.0 MA7 (DL) WCDOMA 860 0.8
10495 | AAG | 20.0MHz, OPSK, UUDL GFG: D, B86. 7, | RB LTE-TOD 782 +06
10447 | ARE | 5.0 MHz, Ba-CAM, 100% RB LTE-FOD 7.58 +0.6
10448 | AAE | 10,0 MHz, B-0AM, 100% HB LTE-FDO 754 =05
16449 | AAD | 15,0 MHz, 64-0AM, 100% AB LTE-FOD 2T =06
10450 | AAD | 20.0 MHz B4-QAM, 100% AB LTE-FDD 7.8 1985
10451 | AAD | BS Tes! Model 1, 64 DPCH, Cipping 4%, BA0AN, 5.0MHZ (DL | WCOMA 758 1806
10456 | AAD | VHTI8D, MCSE (58.5Mbps), 89,05 OC WLAN B.63 +G 6
10457 | AAB | Rel. 5 DC-HSDPA, QPSK, 10.0 MHz WCDMA o2 08
104%8 | AAA | Rev. B. 2 canrers, 1XEV-00 COMAZ000 6.55 +f B
10458 | AAA | Rew. B, 3 oarrers, 1KEV-DO COMAZIDO 825 485
0460 | ARE | Arl. 99, AMR, OPSK, 5.0 MHz WCDMA 2.29 +0.6
10461 | AAC | 1.4 MHz. OFSK, UUDL CFG: 0, 85C: 7. 1 AB LTE- 10D 782 8.6
0482 | ARG | 1.4 MHE, 180AM, ULDL CFG: 0, S5C: 7, 1 A8 LTE-TOD B.30 <0E
0462 | AAG | 1.4MHz 640AM, UUDL CFG: 0. S5C:7, 1 RB TET0D 556 <06
10464 | AAD | 3.0 MHz GPSK, UUDL OFG: 0. 5507, 1 A8 LTE-TDD 7.82 198
10465 | AAD | 3.0MHz, 160AM, UL/DL CFG: 0, 55C: 7. 1 RB LTE-TDD B2 +8.8
10466 | AAD | 3.0MHz. 64QAM, UL/DE GFG: 0, 35G. 7,1 RB LTETDD BT +5.8
V0467 | AMG | 5.0MHz, PSK, ULDL GRG0, S5C: 7, 1 RB LTE-TDD 7.82 166
10468 | AAG | 5.0MHz, 160AM, ULDL OFG, 0,550 7, 1 RB LTE-T0D Baz2 08
10468 | AAG | 5.0 MHz, BAGAN, ULDL CFG: 0, S5C: 7,1 AB LTETDD B.5B 0.6
10470 | AAG | 10.0MHZ OPSK, UUDL CFG:.0, §5C: 7, 1 AB LTE-TOD 7.82 +9.6
10471 | AAG | 10.0MHz. 160AM, ULDL CFG: 0, S5C:7.1 RB LTE-TOD 8.32 <08
10472 | AAG | 10.0MHz, BA0AM, DLDL CF3: 0, 85C: 7, 1 RB LTE-T0D B.57 +98
10473 | ABF | 15.0MHz, QPSK, UUDL GFG; 0, S8G:7, | RB LTE-TDD 782 Y]
10474 | AAF | 15.0MAz, 160AM, UUDL CFRGI 0, 5SC:7, 1 RB LTE-TDD [ 158
T0475 | AAE | 15.0 MHz. BAQAM, UL/DL CFG: 0, S5C: 7. 1 RE LTE-TDD B.57 PTG
10477 | AAG | 20,0 MHz, 160AM, ULDL GF@: 0, 550: 7, 1 RB LTE-T00 §.32 288
10478 | AAG | 2000 MHz 640AM, UL'DL CFGL D, S5C: 7,1 AB LTE-TOD B.57 OE
10478 | WAL | 1.4 MHz, GPSK, ULUDL GFG: 0, 550: 7, 50% A8 LTE-TOD 7.74 <96
10480 | AAL | 1.4 MHz, 1BOAM, ULDL CFG: 0. 550: 7. 50% RB LTE-TOD .18 BT
10481 | AAC | 1.4MHz, BACAM, ULDL GFG; 0, S5C: 7, 50% RB LTE-TDD B.AG <OE
10482 | AAD | 4.0 MHz, OPSK, UUDL GFG: 0, S8C: 7, 50% RE LTE-TDD 7.7 PET]
10483 | AAD | 5.0 MHz, 160AM, ULDL GFG; 0, S80: 1, 50% RB FE-TOD B.39 0.
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10484 | AAD | 3.0 MHZ. B4GAM, UL/DL GFG: 0, SSC: 7, 50% RB LTE-TDD B47 06
10485 | AAG | 5,01Hz, DPSK, UUDL GFG: 0, SSC. 7, 50% AB LTE-TO0 7.58 06
10486 | AAG | 5.0MHz, T60AM, ULIDL CFG: 0. 556, 7, 50% RB LTE-T00 B.36 +56
10487 | AAG | 5.0MHz, G4QAM, UUDL CFG: 0, 55C 7, 50% RB LTE-TDD B.60 85
10488 | AAG | 10.0MHz, GPEK, UUDL CFG-0, 550 7, 50% RB LTE-T0D 7,70 196
10488 | AAG | 10.0MHz, 180AM, UL/DL CFG: 0, S50.7, 50% AB LTE-TDD A3 0.6
10430 | AAG | 10.0MHz, B40AM, UL/DL CFG: D, 550 7, 50% RB LTE-TOD BE4 Y
10481 | AAF | 15.0MHz, QPSK, ULOL CFG: 0, 556: 7, 50% AB LTE-TOD 774 Y
10492 | AAF | 95.0 MHz, 160AM, UL/DL GFia: 0, S50 7, 50% AB LTE-TDD B4 +8.6
10483, | AAF | 15.0MHz, BA0AM, UL'DL CFG: 0. S8G: 7, 650% RB FETDO B55 3
10454 | AAG | 200 MHE, QPSK, ULDL GFG: D, 5S0: 7, 0% RB LTE-TDD .74 186
10495 | AAG | 20.0MHz, 1B0AM, UL/DL GFG: D, S50 7, 50% AB LTE-TD0 Ba7 0.8
10436 | AAG | 20.0 MHz, 640AM_ULDL CFG: 0. S5C; 7, 50% AB CIE-100 B.54 +9.6
10487 | AAC | t.aMHz, QPSK, UUDL CFG:0, 85C:7, 100% RE LTE-TO0 TET 106
10488 | AAC | 1.4MHz TBRAM, ULDL CFG:0, S8C: 7, 100% RB LTE-TDD B840 +05
10498 | AAC | 1.4MHZ GA0AM, ULDL GFG: 0, 580- 7, 100% AR LTE-TDD B 6B +86
10500 | AAD | 3.0MHz, QPSH, UL/DL GFG: 0, S5C: 7, 100% BB LTE-TDD THT £
10501 | AAL | 3.0MHz, 160AN, ULPL GFG: 0. 986 7, 100% AB TE-ToD Ba4 +05
1502 | AAL | 3.0MHz, B40AM; ULDLCFG: 0, SSC: 7, 100% FRB LTE-TDD 852 THE
10503 | AAG | 5.0MHz, OPSK, ULDL GFG: 0, 38G- 7, 100% AB OE-To0 7,72 +8.8
16504 | AAS | S.0MHz. 180AM. UL/DL CFG:D, SSC: 7, 100% AB LTE-TOD am 6.8
0505 | ARG | 5.0MHZ, GACAN, ULDL GFG; 0, 55G: 7, 100% AB ITE-T00 B5a 05
10506 | AAG | 10.0MHz, GPSK, UUDL EFG: 0, S56: 7, 100% A8 LTE-TD0 7.74 95
10507 | AAG | T0.0MHz, 160AM, ULIDL GFG: 0, S8 7, 100% RB OET00 836 3
10508 | AAG | 1D.0MHz B20AM, ULOL CFG: 0. S5C: 7, 100% RB LTE-TOD 855 +.8
10508 | AAF | 15.0 MMz QPSK, UUDL CFG:0, S5C. 7, 100% AB LTE-TDO 7,99 ]
10510 | AAF | 15.0MHz 180AN, UUDL CFG: 0, S8C: 7, 100 A8 ITE-TDD B.48 106
10517 | AAF | 15.0 MHz, 6a0GAM, UL GFG: 0, 556 7, 100% AB LTE-T0D B.51 96
10512 | AAG | 20.0MHz, GPSK, ULIDL CFG: 0, §SC: 7. 100% AE LTE-TDD 74 65
10513 | AAG | 20.0MHz 1BCAN, UUDL CFG: 0, S5C- 7, 100% RE [TE-TOD B42 T06
10514 | AAG | 20.0MHE, BA0AM, UL/DL CFG: 0, SSC: 7. 100% RB LTE-TOD B.A5 LEE
10575 | AAA | DSSE, DQPSK, 2.0 Mops, 99.0% DC WLAN 1,58 +05
10516 | AAA | HA-DSSE, DUPSK, 5,5 MDpE, 90.2% DU WLAN 157 8.6
10517 | AAA | HA-DSSS, DUPSK, 11.0Mops, 89.0% DC WLAN 1.56 WO,
10518 | AAD | OFDM, BPSK, 9.0 Mbps, 38.9% 0C WLAN 823 108
10518 | AAD | OFDM, OPSK, 12.0Mbps. 99.0% DC WLAN 439 £5.6
10520 | AAD | CFDM, GFSK, 18.0 Mops, 99,0% DG WLAN 812 6.6
10621 | AAD | OFDM, 18CIAM, 24.0 Mbps, 88.0% DG WLAN 7ar 196
10622 | AAD | OFDM, 160AM, 36.0 Mbps. 99.0% DO WLAN BAS +9 6
10523 [ AAD | OFOM. B40AM, 4.0 Mbps, 83.0% OC WLAN 8.08 +0.8
10524 | AAD | OFDM. B40AM, 54.0Mbps, B8.0% OC WLAN B27 8.6
0525 | AAD | VHT20, MCS0 (b5 Mops), 98.9% DG WLAN §.36 106
10506 | AAD | VHIZ20, MCS1 (13,0 Mbps!, 85.0% DT WLAN 842 106
10527 | AAD | VHT20, MCS2 (185 Mbpe), 99.0% OC WLAN B2t L06
10528 | AAD | VHTZ0, WoS3 (26.0 Mbps), B9.0% DT WLAN .36 +0.5
10529 | AAD | WHT20, MCS (39.0 Mbps), 99.0% DC. WLAN B35 55
0537 | AAD | WHTZ0, MCSHE (58,5 Mbps), B9.0% 0C . WLAN 848 +0.6
10542 | AAD | WHTZD, WCS7 (650 Mbps), 09.0% DG WLAN 829 =86
10533 | AAD | WHT20, MCSE (78.0 Mbps). 99.0°0 DC WLAN B.38 05
10530 | AAD | VHTAD, MCSO (135 Mbps), B8.8% DG WLAN 8,45 456
10535 | ARD | VHT4D, MGS1 (27.0 Mbpa), 86.8% DT WLAN B.45 P
10536 | AAL | VATaD, MGS2 (40.5 Mbps), 98.8% 0C WLAN fan 40
10537 | MAD | VHT40, GBS (54.0 Mbpe), 96.7% DG VILAN B.44 0.8
10538 | AAD | VIHTA0, MGS4 (B1.0Mbps), 98.5% PG WLAN BS54 186
10840 | AAD | VHTAD, MGSE |121.5 Mbps). 08.9% DG WLAN B.30 +0.6
10541 | AAD | VHT4D, MGE? | 135.0 MOps), 98.3% DG WLAN BAB =BG
10542 | AAD | VHTAD, MGCEE [162.0Mbpe), 88.1% DG WLAN B.EE oy
0543 | AAL | WHTAD, MGG | 160.0 Mbps), 95.0% G WLAN #.55 TBE
10544 | AAD | VHTBOD, MCSO (25,3 Mbps), 599.0% OC WLAN 847 <05
10545 | AAD | VHTBO, MCST (58.5Mops), 59.0% 0C WLAN B.55 106
10548 | AAD | VHTSD, MCS2 (57.8Mbps), B9.0% DG WLAN B8.35 106
10547 | AAD | VHTB0, MCS3 [117.0 Mbps), 99.0% 0C WLAN B.45 +8.8
10546 | AAD | VHTED, MGS4 [175.5Mbps), 59 0% 0OC WLAN B.a7 108
10550 | AAD | VHTBO, MGSE (265.3 Mops). 99.0% DG WILAN B8 +06
10551 | AAD | VHTBO0, MCST [282.5Mbps), 39.0% DC WLAN 8.50 +0.6
10552 | AAD | VHTED, MCSS (351.0 Mbps), 99.0% NG WILAN 842 08
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10553 | AAD | VHTBO. MCSS (380.0 Mbps), §9.0% DG WLAN BA5 198
10558 | AAE | VHT 160, MCSD (56,5 Mbps), 95.0% DG WLAN B.48 =95
10585 | AAE | VHT160, MCS] (117.0 Mps), 99.0% DC WLAN 847 £9.6
10556 | AAE | VHT18D, MCS2 {175,5Mbps), 99.0% DC WLAN B.50 06
10557 | AAE | VHT 160, MCSS (254.0 Mops). 29.0% DC WLAN g5z £06
10558 | AAE | VHI1B0, MCS4 (451.0 Mops), 99.0% OC WLAN B8 198
0SB0 | AAE | VHT160, MCSB (526,5 Mops), 89.0% DG WLAN. 8.73 06
10561 | AAE | VHT 160, MGST [585.0 MDpE), 99.0% 00 WLAN 656 £0.5
10562 | AAE | VHT160, MCSB {7020 Mbps), 99.0% DC WLAN 869 06
10563 | AAE | WHT1G0, MCES (7H0.0 Mbpe), 59.0% 0G WLAN 8.7 oy
10564 | AAA | OFDM, BPSK, 8.0 Mops, 96.9% DC WLAN 825 0
10565 | AARA | OFDM, OPSK, | 2.0 Mbps, 88.0% DG WLAN B.45 0.6
10566 | AAR | OFDM, OFSHK, 18,0 Mbps, 00.0% DG WLAN B.13 hE
0567 | ARA | DFDM, 160AM, 24.0 Mbps, 99,0% D0 WLAN 8.00 956
10568 | AAA | OFDM, 160AM, 36.0 Mbps, 99.0% DG WLAN B.a7 9.6
10569 | AAA | OFDM, 64000, 48.0 Mbps, 88.0% DC WLAN 8.10 96
10570 | ARA | DFDM, GAOAN, 54,0 Mbps, G5,0% DG WLAN 8.30 08
WET | ARA | DSSS, DOFSK, 1.0 Mops, 90.0% DG WLAN (] 55
10572 | AAA | DSSS, DQPSK, 2.0 Mops, 90.0% DC WLAN 188 £9.6
10573 | AnA | HR-DSSS, DOPSK, 5.5Mbps, 30.1% BC WLAN 188 0.6
10574 | AMA | HR-DSSS, DQPSK, 11.0 Mbpa, 80.8% DG WLAN 186 =88
10576 | ARA | OFDM, BPSK, 6.0 Mops, 89,85 DG Wian 550 +0.6
0576 | AAA | OFOM. BPSK, 8.0hops, 89.9% DG WLAN 8.60 0.6
0577 | AAA | GFDM, OFSK, 12.0 Mops, 90.0% DC WLAN 8,70 +9.8
10578 | AAA | OFDM. GFSK, 18,0 Mbps, G0.0% DG WLAN 848 108
10579 | AnA | OFDM. 180AM, 24.0 Mbps, 80.0% DG WLAN 8.36 196
T05E0 | AAA | OFDOM, 16QAM, 35,0 Mbps, 00.0% DG WLAN B78 56
10581 | AAA | OFDM, GACAN, 48.0 Mbps, 90.05% DG WLAN B.35 196
10582 | AAR | OFDM. G40AN, 54,0 Mbps, 80.0% DC WLAN BA7 9.8
10583 | AAD | OFDM, BPSK. 5.0 Mupn, 85.0% DG WLAN 850 T
10584 | AAD | OFDM, BPSK. 9.0 Mbps, B9.9% DC WLAN B.50 196
10585 | AAD | OFDM, QPBK, 12.0Mbps, 30.0% DC WLAN 8.70 +0.6
10586 | AAD | DFDM, QPSK, 18.0Mbos, 90.0% DG WLAN 843 P
10587 | AAD | DFDM. 16QAM, 24.0 Mbpe, 90.0% OC WLAN B.36 186
10588 | AAD | OFDM, 16QAM, 36.0 Mbps. B0.0% DG WLAN B.76 +0E
10588 | AAD | OFDM, Ga0AK, 45,0 Mbps, 50.0% DG WLAN B.35 T
10550 | AAD | OFLM, BACHAN, 54.0 Mbps, 80,00 DG WLAN BB Y
16581 | AAD | MT20 Mixed. MESD (6.5 Mbps). 89.9% DC WLAN B3 108
10582 | AAD | HT20 Mixsd, MEST (13,0 Mbpa), 80.0% DC WLAN 8.79 0.5
10583 | AAD | HT2D Mixed, MCSZ (18,5 Mbps), B0.0% DG WLAN B.64 9.0
10534 | MAD | HT20 Mixed, MGSa (26.0 Mbpe), 90.0% DG WLAN B74 T
10505 | AAD | HT20 Mixad, MGS4 (39.0 Mbps), 90.0% DG WLAN B.74 +8.8
10596 | AAD | HT20 itinad. MCSS (52,0 Mbps). 00.0% DG WLAN B P
10597 | AAD | HT20 Mized, MGGE (585 Mbps), B0.0% DG WLAN B.72 Y]
10598 | AAD | HT20 Mived, MOS7 (B5.0 Mbos), B0.0% DG WLAN B.50 +5.5
VOEGE | AAD | HTAD Mixed, MGSO (13.5 Mbpa), B9.8% DC WLAN 874 195
T0ED0 | AAD | HT40 Mbed. MG (27,0 Mbps), 89,75 DT WLAN .68 Y]
10B01 | AAD | HMT40 Mixed. MGS2 (40.5Mbps), 89.6% DC WLAN Bz 106
602 | AAD | HT40 Mixed, MES3 (54.0 Mbps), 89.4% DC WLAK B.84 496
10603 | AAD | HT4D Mixed, MGS4 (8.0 Mbps). 89.2% DG WLAN 8.03 =86
10604 | AAD | HT40 Mixed, MGSS 106.0 Mops), BB.5% OC WLAN .76 196
10805 | AAD | HTAD Mixed, MICS8 (1215 Mbps), 88.8% DC WLAN Ay w6
10B06 | AAD | HTAD Meed, MGET (185,0 Mbps), BE, 75 DC WLAN BB2Z 106
10607 | AAD | YHT20, MOSD (6.5 Mbps), 83.9% DC WLAN Bbd Il
10608 | AAD | VHIZD, MCE1 (13.0Mbbs), B0.0% DG WLAN 8.77 =05
10608 | AAD | VHTZD, MCS2 (19.5Mbps), 90.0% DT WLAN “B.5T +0.8
0610 | ARD | VHTZ20, MGSAE (26.0 Mbps), 80,0% DG WLAN B.78 TaA
0611 | ARD | VHT2D, MCE4 (20,0 Mbps), B0.0% OC WLAN 8.70 08
10612 | AAD | WHT20, MCSS (52,0 MBps). 30.0% DG WLAN 877 286
10613 | AAD | VHT20, MCSE (56.5Mbps), 90.0% DG WLAN 554 86
10614 | AAD | VHTZ0, MGS7 (55,0 Mbps), 80.0% DG WLAN 559 T8E
10615 | AAD | VHIZD MCSA (78.0Kbps), B0.0% 0C WLAN BB2 w06
10616 | AAD | VHT40, MGS0 (135 Mbpsh, 85.9% DC WILAN BazZ 05
0617 | AAD | VHT40, MGS1 (27.0 Mbps}, 89.7% DG WLAN BB 08
10618 | AAD | VHTAD, MOSE (105 Mbps), B9.6% DC WLAN 558 %08
10610 | AAD | WHTAD, MGS2 (54,0 Mbpa), B9.4% OC WLAN B.86 FEY]
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10620 | AAD [ VHT4D, MCS4 [B1.0Mbps), B9.2% DC WLAN B.a7 I
10621 | AAD | VHT4D, MCSS {108.0 Mbps], 88.8% DG WLAN 877 46,6
\0B2Z | AAD | VHT4D, MCSE (121,5 Mbps), 88.8%, OC WLAN [T 105
10623 | AAD | VHTAD, MG (135.0 Mbps), B8.6% DC. WLAN B.B62 9.6
D624 | ARD | VHTAD, MCSE (162.0 Mbpa), B8.4% 0G. WLAN B.OE +9.0
10825 | AAD | VHIA0, MGS9 {1800 Mops), B8 2% DG WLAN 0.98 Y
10626 | AAD | VHTS0. MCSD (29.3Mbgs), 80.0% DC WLAN B.83 FEX]
D627 | AAD | VHTED, MCST (50.5 Mbpz), 50.0% DC WLAN BER £8.6
0626 | AAD | VHTED, MGS2 (B7.8 Mbps), 20.0% 0O WLAN B.71 156
10623 | AAD | VHTBO, MGS3 (117.0 Mbps), 80.0% OG WLAN B85 T
10630 | AAD | VHT8D, MCS4 {1755 Mops). §0.0% 0C WLAN 872 TN
10631 | AAD | VHTBD, MGS5 (234.0 Mbps), 80.0% DG WLAN 881 +5.6
10632 | AAD | VHTE). MUSE (2632 Mbpe), 80.0% OC WLAN BT £a5
10633 | AAD | VHTAO, MCS7 (282.5Mbps), 90.0% OC WLAN: 883 86
10630 | AAD | VHTBO. MGSS (351 0 Mbps), 80.0% DG WLAN B.&0 Y
10635 | AAD | VHTBD, MG:58 (390,0 Mbps), 80.0% LG WLAN Ba1 W86
10R26 | AAE | VHTI60, MCSD (58,5 Mhbps), 30.0% DG WLAN B.83 8.
V0637 | AAE | VHT160, MGS) (17,0 Mbps), 40.0% DC WLAN 879 95
10636 | ARE | WHT 160, MGS2 (176.5 Mops), 90.0% DG WLAN 866 vOE
10630 | AAE | VHT1B0, MCS3 (234.0 Mbps), B0.0% DG WLAN B.85 +8.8
1DEAD | AAE | WHT160, MCGS (3510 Mbps), 59.0% OC WLAN 8.98 196
10641 | AAE | VHT160, MCSS (458.0 Mbps), 90.0% DC WLAN 5.06 06
1DGAZ | AAE | VHT1BD, MCSE [526.5Mbps), 90.0% DG WLAN 5.06 0.6
1DB4Z | AAE | WHT1G0, MCST (585.0 Mbpa), B0.0% DG WLAN 5.88 £98
T0E4d | ARE | WHT 160, MLSE (7020 Mbps), 30.0% DE WLAN 805 £0E
10645 | AAE | VHT160, MCSE |780.0 Mbpa), 80.0% DG WLAN 8.1 956
10646 | AAH | 5.0MHz, OPSK, ULUDL GFG: 2, 550:4, 1 AB LTE-TDD T1.06 0.5
10647 | AAG | 20,0 MHz, OPSE, UUDL CFG. 2, S5C:7, 1 RB CTE-T00 11.96 £9.6
10648 [ ARA | ACH, SO75, 1xAdvanced COMAZGL00 3.45 VaE
10670 | ARA | LE, Test, GFGR Bluetooth 210 9.6
10671 | AAG | ET20, MOSO (8.6 Mbps), 80.0% DG WLAN 5,08 105
10672 | AAC | ET20, MGST (17-0Mbps), 90.0% DG WLAN 657 06
10673 | AAC | ET20, MOG2 [26.0Mbps), 80.0% DG WLAN B.78 Y
10674 | AAC | ET20, MCSE3 [34 0 Mbps), 50.0% DC WLAN 8,74 0.6
10676 | ARG | ET20, MGEA (52.0 Mbpsi, 90.60% DG WLAM £.90 208
0676 | BAC | ET20, MBS [69.0 Mbps}, 90,0% DG WLAN B.77 185
10677 | ARG | ET2D, MGSE (77.0 Mops), 60.0% OC WLAN B3 496
0E7E | ARG | ET20, MGE7 [B6.0 Mops), 80.0% BG WLAN B8 196
10678 | ANG | ET20, MCSE (103.0 Mbps), 90.0% DG WLAN ENE] 106
10680 | AAG | ET2D, MCSE (1150 Mips), 90.0% DC WLAN 880 +8E
10681 | AAG | ETaD, MGS10 (122,0 Mbps), 90,0% DG WLAN 862 196
10682 | ARG | ET20. MCS17 (135.0 Mbps), B0,0% DG WLAN T Y
10683 | AAC | ET20, MGS0 (8.6 Mbps}, 100.0%.DC WLAN B4z +9.6
T0BE4 | AAD | ET20, MCS1 (17,0 Mbps), 100.0% DC WLAN 826 198
10BAS | AAC | ET20, MCSS (260 Mbps), 100.0% DT WLAN B.33 +0.6
10606 | AAG | ET20, MCS3 (34.0 Mbps), 100.0% DC WLAN B.28 286
10BB7 | AAG | ET20, MGS4 (52.0 Mbps), 100.0% DG WLAN BAR w05
TOBAE | AAG | ET20, MGS5 (69.0 Mbps), 100.0% DC WILAN 829 T
10680 | AAG | ETED, MGSE [17.0 Mbps), 100.0% DC WLAN B85 0.6
10640 | AAC | ETeD, MCS7 (86.0 Mbps), 100.0% DC WLAN 8.28 06
10691 | AAG | ET20, MGS8 [103.0 Mbps), 100.0% DC WLAN Ba5 S9E
10692 | ARG | ET20, MCSA (115.0 Mbps), T00.0% DC WLAN “B.29 =06
10683 | AAC | ET2D, MCS10 (122.0 hibps), 100.0% OC WLAN B.25 96
10694 | AAG | ET2D, MGS11 (185,0 Mbps), 100.0% DC WLAN B.57 198
10605 | AAL | ET40, MOS0 {172 Mops), BELB% DG WILAN B.78 +8.5
10656 | ANG | ET4D. MGS1 [34.0 Mbps), B9.E% DG WLAN B.91 08
10607 | ARG | ET4D, MCS2 (52.0Mbps), B3.7% DO WILAN B.61 =88
0686 | ARG | ET4D, MGEY (69.0 Mbps), 83,74 DG WLAN B0 GA
10693 | AAL | ET40, MGE4 (103.0 Mbps), 9.5 DG WLAN 882 186
0700 | ARG | E140, WSS (138.0 Mbps), BE A% DG WLAN B.73 9.0
10701 | AAG | ETAD, MGSE (1550 Mbps), 89.8% DG WLAN B.26 5
10702 | AAG | ET4R, MOST {172.0 Mups;, B9.B% DG WILAK 8.70 ]
10703 | AAG | ETAD. MCSE (207 ¢Mbps), B9.8% DG WLAN 5.62 =66
10704 | AAC | ETAD, MCSE (229.0 Mbps), B9.8% DC WLAN .55 290
10705 | AMG | ETAD, MGSD (258.0 Mbps), B2.8% DC WLAN (Y] +0§
10706 | ARG, | ETAD, MGCS11 |267.0 Mbps), BB DG WLAN R.ER 8.6
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0707 | AAC | ETAD, MGSO (17.2Mbps), 89.68% DO WLAN B32 PR
10706 | AAC | ET4D, MCS1 (34,0 Mbps), 99.7% DC WLAN 8.55 +8.6
10709 | AAD | ET40, MGS2 (62,0 Mbps), 85,7% DG WLAN B.33 486
10710 | AAG | ET40, MES3 (66.0 Mbps), 95.7% DG WLAN Bon Y
10711 | ARG | ET40, WS4 (103.0 Mbps), 80.8% DO WLAN B30 40
T2 | AAC | ETA0, MCSE [138.0Mbps], 29 8% DG WLAN BE7 196
10713 | AAC | ET40, MCSG (155.0 Nbps), B9.8% DG WLAN B33 B8
107%4 | AAC | ET40, MGSY [172.0 Mbps}, 99.8% DG WLAN 825 +5.6
| 10715 | AAC | ET40, MCSA (207.0Mbpa), 99.8% DG WLAN 545 196
10716 | AAC | ET40, MGE8 (229.0 Mbps), 88.8% DG WLAN 530 T
| 10717 | AAC | ETA0, MCS10 (256.0 Mbps), 93 6% OC WLAN 543 hE
10718 | AAC | ET40, MGS11 {267.0 Mbps), 98.8% DC WLAN B4 +86
10719 | AAC | ETBD, MCSD [36.0 Mbps), 80.0% DC WLAN 881 0.6
16720 | AAC | ETBO, MGBE1 (72,1 Mbps), A0.0% D WLAN BE7 P95
10721 | AAC | ETA0, MCE2 [108.1 Mops), 90:0%: DC WLAN B76 HLE
10722 | AAC | ETBO, MCS3 (144, 1 NDpa), 80.0% DG WLAN B55 ey
10723 | ARG | ETAD, MCSY [216.2 Mbps), 90.0% DO WLAN 5,70 8.6
0724 | AAG | ETB0, MCSS [268.2 Mops), 00.0% 00 WLAN 8,90 196
10725 | AAC | ET80, MCER (324.4 Mbps), 90.0% DG WLAN B.74 106
10726 | AAD | ETB0, MCS7 (3603 Mbpa), 90 05 DO WLAN 872 P
10727 | AAC | ETB0, MCSB [432.4 Mbps). 80.0% DC WLAN B.EB TEE
107268 | AAC | ETBD, MCSD [480.4 Mbps), 90.0% DG WLAN B.ES +8.6
10728 | AAG | ETBO, MOS0 {540.4 Mbpa), 80.0% DG WLAN B.64 +9.6
10730 | AAC | ET80, MCST1 (72.0Mbpaj, 90.0% 0C WLAN BET +8.6
10731 | AAC | ETBO, MGS0 (36.0Mbps), 100.0% DG WLAN B.42 +06
10732 | AAC | ETED, MCST 72,1 Mbpsl, 100.0% DC WLAN B.4E 06
10733 | AAG | ETAD, MCS2 (108, 1 Mops), 100,0% OC WLAN B.40 06
10734 | AAD | ETBO. MCS3 [144.1 Mbps], 100.0% OC WLAN B.25 +0.5
10735 | AAC | ET80, MGSA (216.2 Mbpe), 100.0% DG WLAN B33 08
10736 | AAC | ETB0, MCSS (2882 Mbps}, 100.0% OG WLAN 827 T
10737 | AAC | ETBD, MGSE (324 AMope], 100.0% DG WILAN 836 0.6
10738 | MAG | ETED, MOST (350.3 MOpE), 100.0% UG WLAN Bz 6.6
16739 | AAC | ETBO. MCSE [232.4 Mbps). 100.0% DT WLAN 809 0.5
10740 | AAG | ETBO, MGCSE (480.4 Mbps), 100.0% OG WLAN B.48 196
741 | AAC | ETBO, MCST0{540.4 Mbps), 100.0% BC WLAN .40 LY
10742 | AAC | ETBO, MCS11 (6005 Mbps), 100,0% DG WLAN 8.43 9.6
0743 | ARG | ETIE0, MGSD (72,0 Mbps), 88.2% DG WLAN [T 38,6
744 [ AAC | ET160. MCST Na4.0Mbps), B7 1% DC WLAN .16 8.6
10745 | AAG | ETIB0. MGS2 (216.0 Mbps), B7 4% DG WLAN 503 166
0746 | AAC | ETIB0, MGSS (282.0 Mbps), B7.1% DO WLAN il <06
10747 | AAC | ET160,MCS4 (432.0Mbps), 87.4% DC WLAN 904 ]
V0748 | AAG | ET160, MGSS (576.0 Mbps), 56.8% OC WLAN 8.93 +0.6
10748 | ARG | E1160, MCS6 (649.0 Mbps), B6.7% LG WLAN 8.0 185
0750 | ARG | ET160, MGST (/21,0 Mbps), BB, 7% DC WLAN 878 0.6
10761 | AAG | ET160. MGSH (0560 Mbps), B6.5% DG WLAN B.A2 95
10752 | AAC | ET180, MCS3 [961.0Mbps), B6.3% DC WLAN 881 +0.6
0753 | ARG | ET180, MGS10 (1081,0 Mbps). B6,7% DG WLAN 6,00 BT
10754 | AAG | ET160. MGS11 [ 1201.0hbps), BE. 7% DG WLAN 8.94 05
0755 | ABC | ET160, MGS0 (72.0 Mbpe}, 98.0% DC WLAN B.EL <65
10756 | AAC | ETTE0, MCET [144.0Mbps), 96.8% DG WLAN 877 +0.6
0757 | ARG | ETI6Q, MGS2 [216.0 Mbps), 97.1% DC WLAN B.77 +5.6
0758 | AdG | ET160, MOSS (282.0 Mips), 96.5% DG WLAN A58 P
10758, | ANG | E1180, MGSS (432.0Mbps), 97.1% DC WLAN "H.5H i0g
0760 | BAL | E1160, MGES (576.0Mbps), B8.5% DC WLAN “R.48 146
10761 | ARG | ET160, MCSE [649.0 Mbps], 96.3% DG WLAN B.58 +8.5
10762 | AAC | ET180, MCS7 (721.0 Mops), 96.8% DC WLAN B.49 208
0763 | AAG | ET160, MCSE (8B5.0Mbps], 95.0% DC WLAN £.53 +05
10704 | AAG | ETI60, MCS0 (5610 Mbpa), 95.9%, DG WLAN B4 F)
10765 | AAG | ET1E0, MCS10{1081.0 Mbps), 96 3% OC WLAN B.54 LRE
10766 | ARG | ET160, MGST1 [1207.0 Mbps), 55.3% DG WLAN B.51 =08
Y0767 | AAG | OP-DFOM, B.0MHz, OPSK, 15 KHE, 99.9% DG, | RB 56 NA FA1 10D 760 s0F
10766 | AAE | OP-OFDM, 10.08Hz, GBPSK, 15kHz, 100.0% DC. 1 HB EeCLGER ) Bo1 =05
10760 | AAD | GP-CFOM. 15.0 MHz, QPSE, 158Hz, 100.0% DC. 1 6B G MR FRY TDD B0 196
0770 | AAE | GP-OFOM, 20,0 MHz, OPSK. 15kHz. 100.0% DG, 1 AB &G WA FR1 TDE B.02 9.6
(10771 | ARD | CP-OFDM, 25,0 MHz, GPEK, 15kHz, 100,0% DG, 1 AR 5G NR FR1 TDD B.02 0.6
0772 | ARE | CP-OFDOM, 30.0 MHz, QPSH, 15 kHz, 100.0% 0C, 1 RB 56 MR FRY 10D 823 0.6
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0775 | AAF | GP-OFDM, 40.0 MHz; OPEK, 15kHz, 100.0% DG, 1 RS &G MR FRT 10D B8.03 05
10774 | AAE | CP-OFDM, 50,0 MHz, GPSEK, 16kHz, 100.0% DG, | AB 5G NR FRI TOD B.02 w85
10776 | AAF | CP-OFDM, 5.0 MHz, QFEK, 18 KHz, 100.0% UG, 50% RB EG NR FR1 TRD i £9.6
10776 | ARE | CP-OFDM, 10.0 MHz, OPSK, 15kHz, 100,0% DC, 50% RB 5GNR FRI TDD &30 86
0777 | AAC | GP-OFDM, 150 MHz. OPSK, 15 kM2, 100.0% DC., 50% RB &G NA FAT TDD £.a0 £95
10778 | ARE | CP-OFDM, 20.0MHz, GPSK, 15kHz, 100,0% DC, 50% RB 5G NA FR1 TOD 8.34 85
0770 | ARG | GF-OFDM, 25 0MHz, GPSK, 16 kHZ. 100,0% DG, 50% FB &G WA FAT 100 B.42 06
10780 | AAE | CP-OFPM, 30.0MHz. GPSK, 15kHz, 100.0% DC, 505 AB 5GNA FA1 TOD .38 0.6
10781 | AAF | GP-OFDM, 40.0 MHz. GPSK. 15KHz. 100,0% DG, G0% AB &6 NA FR1 TDD ga8 ey
0782 | ARE | GP-OFDM, 50.0 MHz, QPSK, 15kH: 100.0% D0, 50% RB %G WA FRI TOD 843 +B.6
10783 | AAG | GP-OFDM, 5.0MHz, QPSE, 15kHz, 100.0% OC, 100% RB 5G NA FRI TOD B 9.6
10784 | AAE | CP-OFDM, 10.0MHz, GPSK, 15RHE, 100.0% DG, 100% RS 5G NA FA) DD | 828 L6
0785 | AR | GP-OFDM, 15.0MHz, GPSK, 16kHz, 100,0% DG, 100% AB 55 NA FA1 TOD 8.40 06
10786 | AAE | GP-OFDM, 20,0 MHz, OPSE, 15KHz, 100,0% DG, 100% RB 5G MR FAT TDD B35 +A.6
10787 | AAD | CP-OFDM, 25,0 MHz. OPSK, 15KkHz. 100.0% DG, 100% AB EG NR FAT TOD B.44 <00
0788 | ARE | CP-OFDM, 30,0 MHz, GPSK, 15 kHE, 100.0% DG, 100% RB 5G NA FA1 10D B39 £0.6
10783 | AAF | CP-OFDM, 40,0 Mz, OPSHK, 15 kHz, 100.0% DG, 100% RB 5G NAFAY TOD aa7 +8.5
0780 | ARE | GPAOFDM, 50.0 MHz, OPSK, 15%Hz. 100,0% DC., 100% RB SG WA FRT 0D 838 +9E
10781 | AAG | GP-OFDM, 5.0 MHZ. QPSR 30 kHz, 98.9% 06, | BB 5GNAFAT TOD 783 196
10782 | MAE | GP-OFDM, 10.0MHz, CPSE, 30kHz 89.9% DG, | AB 5G NA FR1 TOD 7.02 0.6
10703 | AAD | GP-DFDM, 15.0 Mz, GFSK, 30 kHz, 100.0% DG, 1 RB 5G NAFA1 TDD 7.85 195
0794 | AAE | GP-OFDM, 20.0 MHz, GPSK, A0kHz, 100.0% DG, 1 RE 5G MH FRY TDD 7.82 +9.6
10785 | ARD | CP-OFOM, 25.0MHz, OPSK, J0kHZ 100,07 DG, 1 RS 56 NA FRT 10D 7.84 9.8
10796 | RAE | CP-DFDN, 30.0 Mz, QFSK, 30kHz 100.0% DC, 1 AB LG NR FR1 TOD 7.82 +9.8
10797 | AAF | CP-OFDM, 40,0 MHz, OPSKE, 30 kHz, 100.0%: DC. 1 RB 5G WA FR1 TDD 8.0 5.5
10728 | AME | CP-DFDM, 50.0MHz, QPSK, 30kHz, 100.0% DG, 1 RE EG ME A1 T0D 788 05
10700 | AAF | CP-OFDM, 80,0 MHz, OPSK, 30kHz, 100.0% DG, 1 RB 56 NR FR1TOD 703 +86
10807 | AAF | GP-OFDM, 80,0 MHz, GPSK, 30kHz, 100.0% DG, 1 B 56 NE ERT 100 789 06
10E02 | RAE | GP-OFDM, S0.0MHz, QPSH, 30 kHz, 100.0% DC. 1| RE G MA FA1 TDD 787 108
10B03 | BAFE | GP-OFDM, 100.0 MHz, QPSK, 30kHz, 100.0% OC, 1 RB 5G NR PRI 10D 743 06
108605 | AAE | CF-OFDM, 10.0 MHz, GFSR, S0KHE; 100.0% G, 50% FE 5G MR FRY 10D B34 9.6
16806 | AAD | CP-OFDM, 15,0 MHz, GPSK, 30 kHz, 100.0% DG, 50% B &G NE FA1 10D 537 B
10800 | AAE | CP-OFDM, 30.0 MHz, PSK, 90 kHz, 100.0% D&, 507% BB &G NA FAL TOD 8.34 Y
10810 | ARF | GP-OFDM, 40.0MHz, OPEK, 30kHz. 100.0% DC. 50% RB 5GNR FR! TOD B34 9.8
10812 | AAF | CR-OFDM, 60.0 Mz, GPSK, 30 kHz, 100,0% DG, 50% AB EG NA FR1 T0D B35 +0.6
0B1T | AAG | CP-DFDM, 5.0 MHz, QPSK, 30 kHz, 100.0% OO, 100% RE &0 WA FHY TDD B35 196
TRB1E | AME | GP-OFQM, 10,0 MHz, QPSK, 30kHz, 166.0% DG, 100% RB EGNA FR1 TOD Bad 06
T0AIE | AAD | CR-DFDN, 150 MH7, QFSH, 30kHz, 100,05 OC, 100% RB 5G NR FRI TDD 823 106
10820 | AAE | CP-OFDM, 20,0 MHz, OFSK, 30kHz, 100.0% DG, 100% AE EGNRFRT 100 8.30 0.6
10821 | AAD | OP-OFDM, 250 MHz, QPEK, 30KHz, 100.0% DG, 100% A8’ 5G NR FR1 70D 841 0.6
10B22 | MAE | CP-OFDOM, 90.081Hz, GPSK, 30kHz, 100.0% DC, 100%: RB 5G NA FBY JO0 B BB
0823 | ABE | CP-OF DM, 40.0 WHz, GPSK. 230 kHz 100,07 DG, 100% RE G A FRY 100 836 05
J0824 | AAE | CP-OFDM, 50.0MHz CPSK. 30 kHz. 100.0% DG, 100% AB 506 NA FAT TOD 538 9.6
1025 | AAF | CP-OFDM. 600 MHz, QPSK, 30%Hz. 100.0% DG, 100% RB 56 NA FAT 10D BAT +0.6
10B27 | MAF | GP-OFDM, B0.0 Mz, OPSK, 30 kHz, 100.0% DC, 100% RE 5G NR FR1 10D BA2 205
10828 | AAE | CP-OFDM, 50.0 MHz, OPSK, 30 kHz, 100.0% OC, 100% RE 56 MR FR1 70D B.43 186
10828 | AAF | GP-OFGM, 100.0 MHz, GPSK, 30kHz. 100.0% DG, 100% AR 5G N FRI DD B.AD 408
10830 | AAE | CP-DFDM, 10.0 MHz, QPSK, B0 kHz, 98.9% DG 1 AE 56 NR FRT 10D 7.63 0B
10831 | AAD | CPAOFDM, 15.0 MHz, QFPSK, 60KHz, 88 5% DC. 1 AB 5G MR PR 100 7.03 T
\0B32 | ARE | CP-OFDOM. 20.0 MHz, QPSE, 60 kHz, 98.9% OC, 1 A8 50 MR FRT 100 T.74 <06
10823 | AAD | CP-OFDM, 25.0 MHz, GPSK, 60kHz, 38.9% OC, 1 RB 5G NR FR1 TOD 770 9.6
10834 | AAE | GP-OFDOM, 30.0 WHz. GPSK, B0 kHz, 100.0% DG, 1 AP EGNRERL 100 7.75 Yy
10835 | AAF | CP-OFDM. 40,0 MHZ. OPSK, bDRHz 100.0% DC, 1 RE SG NR FA1 DD 7.70 08
10636 | AAE | CP-OFDM, S0.0 MHz, GPSK, 60KHZ. 100.0% DG, 1 RE 56 NA FH1 100 7.56 =95
10837 | AAF | GP-OFDM, 60.0 MHz, GPSH, 60 kHz. 100.0% 0G, 1 AB 50 WA FRT TOD 7.58 Y
10830 | AAF | GP-OFDM, 80.0 MHz, GPSK, 60KHz, 100.0% OC, 1 RB &G MR FR1 100 7.70 T
0840 | AAE | CP-DFOM, 90.0 MHz, OFSK, 60kHz, 100.0% DC, | AB "5 WA FRI TOD TE7 06
10841 | BAF | CE-OFDM_ 1000 MHz, QPSK, GORHz, 100.0% DG, 1 RB 5G MR FR1 100 T.70 B8R
10843 | AAD | GP-OFDM, 15,0 MHz, QPSK, B0KHz, 100.0% DT, 50% AB 5G MA FRY 100 B.49 =05
10844 | AAE | CP-OFDM. 20.0 MHz, QPSE, G0kHz, 100.0% DG, 50% AB 5G NB FRY 10D .34 06
10846 | AAE | CP-OFDCM, 40.0 MHz, QP SK, B0KHE, 100.0% DT, 50% AB 5G NA FRY 10D B 9.6
10854 | ARE | CP-DFDM. 10.0MHz, GPSK, BORHZ, 100.0% DC, 100% RE SG NR FR1 10D B.34 406
10855 | AAD | CP-OFDM, 15.0 MHz, UPSK, B0 kHz, 100.0% 00, 100% RAB G NR FRT 10D B35 188
10856 | AME | CP-OFDM, 20.0 MHz, OPSK, B0KHZ, 100.0% DC, 100% RB EGNRFR1 10D 5.7 105
10867 | AAD | CP-DEDH, 250 MHz, QFSK, 80 kHz, 100,0% DC, 100% RE EGNA FAI 100 8.35 06
10858 | AAE | CP-OFDM, 3000 MHE, OPSK, B0KHz, 100074 DE, 100% RE 5G NA FR1 TOD B.36 =96
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10859 | AAF | CP-DFDM, 40.0 MHz, QPSE, 60 KHz, 100.0% DG, 100% RB 5(: NR FR1 10D B34 06
10880 | AAE | CP-OFDM, 50.0 MHz, GPSK, B0kHz. 100.0% DG, 100% RB 5GNRFR 10D Al 208
10861 | ALF | CP-OFDM, 50.0 MHz, GPSK, 80KHz, 100.0% DG, 100% AB 5GNE FE1 70D 8,40 +0.6
10863 | AAF | CP-OFDM, B0.0 MHz, GPSK, B0 kHz, 100.0% DC. 100% RB 506 MR FR1 700 B4 186
10BG4 | AAE | CP-OFDM, 500 MHz, OPSK, G0KHz, 100.0% DG, 100% RB £GNA FRY TDD Bar +a0
10865 | AAF | CP-OFDM, 100.0 MHz, GPSK. 60kHz, 100.0% DG, 100% AR 5G WA FAT TOD g.a41 19,6
10866 | AAF | DFT-s-OFDM, 1000 MMz, QPSK, 30kHz, 100.0% OC, 1 RB 5G NAFR1 TOD 568 PR
10868 | AAF | DFT-s-OFDN, 100.0 MHz, GPSK, 30 kHz, 100.0% DG, 100% AB | 56 NA PRI 100 [ 06
10868 | AAE | DFT-5-OFDM, 100.0 MHz, GPSK, 120KHz, 100.0% DG, 1 AB 5G NA FRE TOD 575 166
10670 | AAE | DFT-5-0FDM, 100.0MHz, OPSK, 120kHz2, 100.0% DC. 100% AB | 5G NA FR2 700 586 +0.6
10871 | AME | DF1-5-OFDM, 100.0MHz, [60AM, 120 kHz, 100.0% DG, 1 BB BG NA FRZ 100 575 186
0ETZ | AAE | DFe-0FDN, 1000 MHz, 1BEAM, 120 KHE, 100.0% DG, 100% AB | 5G NA FRZ TOD.|  B.52 8.8
10873 | AAE | DF -e-0FDOM, 100.0MHz, BACAM, 120 KMz, 100.0% DG, 1 AR 5G NA PRz 10D 6.61 19,6
1074 | AAE | DFT-=-OFDM, 1000 MHz, BA0AM. 120 kHz, 100.0% D0, 1007 RE | 56 WA FA2 100 665 +8.6
10875 | AAE | QP-OFDM, 100,0 MHz, OPSK, 120kHz, 100.0% OC, 1 RE 56 NA FRZ TOD 7.78 +0.B
10876 | AAE | CP-DFDM, 100.0 MHz. GFSK, 120 kHz. 100.0% DC, 100% RB &3 A FRZ TOD 839 108
10877 | AAE | GP-OFDM, 100.0MHz, 160AM, 120KHz, 100.0% DC, 1 RB 5G NR FRZ TOD 7.05 0.8
10878 | AAE | CP-OFDM, 100.0 MHz. 160AM, 120 kHz, 100.0% DG, 100% RB 50 WA FAZ 10D BA1 +96
G679 | AAE | CP-OFDM, 100.0 Wiz, B40AM, 120KHz, 100.0% OC, 1 AB &G NR FRZ TOD 812 <G5
1GBA0 | ARE | OP-OFDM, 1000 MHz, 840AM, 120kHz, 100.0% DL, 100% RB EGNRFRZ 10D Ban 0.6
10681 | AAE | DFT-3-OFDM, 50.0MHz, QPSK, 120kHz. 100.0% DC, 1 BB 5 WA FAZ TOD 575 9.6
10882 | ARE | DFT-5-OFDM, 50.0MHz. QPSK, 120kHz. 100.0% DC. 100% AB__| 5G NA FRZ 10D 508 +0.8
10883 | AAE | DFT=-OEDM, 50.0MHz, \ECAM, 120RHz, 100.0% 0G, 1 BB 5G NA FRE 10D ‘657 06
0B84 | AAE | DFT-5-DFDM, 50.0MHz, 160AM, 120 kHz, 100.0% DG, 100% RB. | 50 NA FR2 100 .53 T
10625 | AAE | DFT-5-CFDN, 50,0 MHz, G403AM, 120 kHz, 100.0% O, 1 RB 5G NA FRZ DD 651 +8.6
10B8E | AAE | DFT-s-OFDM, 50.0 MHZ 640AM, 120kHz, 100.0% DC, 100% RB | 50 NA FRZ 10D 665 =898
10887 | AAE | CP-OFDM, 50,0 MHz, GPSK, 120 kiz, 99.9% 0OG, 1 RB 5G MA FR2 T0D 7.78 0.8
10886 | ABE | CP-OFDM, 50,0 MHz, CPSK. 120 kHz, 100.0% DG, 100% RB 5G NA FRZ 100 545 406
10BED | ARE | CP-OFDM, 50.0MHz 180AM, 120 kHiz, 100.0% 00, | AE 5 NA FRZ TOD B.02 10,8
10090 | AAE | GP-OFDM, 50,0 MHz, 1G0AR), 120 KHz, 100.0% DG, 100% RE EG NA FRZ TOD 840 06
10831 | AAE | CP-OFDM, 50,0 MHz, BA0AM, 120kHz, 100.0% DC. | RE 5G NA FRZ TDD 813 186
10882 | AAE | CP-OFOM, 50,0 MHz, BAOAN, T20 KMz, 100.0% DG, 100% AE 503 MR PRz 10D B4 PET
T0BI7 | ABE | DF Rs-FDM, 5.0 MMz, OPSK, 30kMz, B8.0% OC, 1 RB £G NA FAY TDD 566 1896
10B5H | AAL | DF -S-0FDM, 10.0MHz QPSK, 30 kHz, 100.0% DC, 1 A8 55 NA FR1 100 5.7 FCT
10689 | AAR | DF I--OFDM, 15.0 MHz, QPSK, 30 kHz_ 100.0% DG, 1 RB GG MR FRT TDD 587 0.5
10800 | AAG | DFT-5-0FDM, 20.0 MHZ, OPSK, 90 kHz, 100.0% DG, 1 RE 5G MR FR1 100 5.68 8.6
10607 | AAB | DFT-s-OFDM, 250 MHz, QPSK, 30 kHz, 100.0% DG, 1 AB 5G NR FRY 700D 568 06
10802 | AAG | DF-2-CFDM, 30.0MHz, QPSK, 30kHz, 100.0% DG, 1 AB SGNR FRT 10D 5,68 106
10002, | AAD | DF I-s-DFDN, 40.0MHz, QPSK, a0 KHz, 100.0% DG, 1 RB 5GNR FRI TOD 568 206
10004 | AAC | DF Rs-0FDM, 50.0 MHz, OPSK, 30kHz 100.0% OC. 1 BB 5G NR FR1 10D 5.68 95
10E05 | AAD | DFT-5-OFDM, 60.0 Mz, GPSK, 90 kHz, 100.0% DG, 1 AB 5G NHE FAT 0D 5.68 =05
10806 | ARD | DFT-s-OF DM, 80,0 MHz, QPSK, 30 kHz, 100.0% DG, 1 RB SGNAFAY TOD E] 0.6
10007 | ARE | DFT--0FDM, 5.0 Mz, QPSK, 30 kHz 100.0% DG, 50% FB SGNR PRI TOD 578 <85
10008 | ARG | DFT-s-LFDM, 10.0MHz, CIPSK, 20 kHz, 100.0°% DG, 50% AB 5G NR FA1 10D 5.83 195
10008 | ARE | DER&-OFDOM, 15.0 MHz, OPSK, 30 kHz 100.0% DG, 50% RB 506G NR FR1 100 5.06 96
10310 | ARG | DFT-2-0FDM, 20.0 MHz, QPSK, 30kHz, 100,0% DG, 507 AB 5G NR FA1 TOD 583 296
TOH11 | AAB | OF F5-OFOM, 25,0 MHz, QESH, 30%Hz, 100,0% DG, 50% AB 5 NR FRT TDD 5.83 Y
012 | AAG | DF T-s-0F DM, 30.0 MHz, QFSK, 30kHz 100,0% DC, 50% AR 5G NA FRT TOD 584 185
0913 | AAD | DF Re-OFDM, 0.0 MHz, OFSH, 20 kHz, 100.0% DG, 50% R 505 NA FRT 100 AT 186
10514 | AAC | DFT&-0OFDM, 50.0MHz, OPSK, 20 kHz. 100.0% DG, 50% RB SGNAFAT TDD G +0.6
10815 | AAD | DFT-5-0FDM, B0.0 NiHz, QPSK, 30 KHE, 100.0% DG, 50% BB 5G NR FR1 10D 543 :08
10976 | AAD | DETSOFDM, B0.0 MHz, OPSR, 30 kHz, 100.0% DG, 50% FB &G MR FR1 TOD 587 <65
0817 | AAD | DFT5-GFDM, 100.0MHz, GPBR, 30 Rz, 100.0% DG, 50% AB - EGNR FRY 10D 5.94 SOE
10818 | AAE | DF I-5-LFDM, 5.0 MHz, QPSK, 30kHE, 100.0% O, 100% AE 506 HR FR1 10D 586 S06
10918 | AAC | DFT-5-0FOM, 10,0 MHz, QPSK, 30 kHz. 100.0% DC. 100% RE 50N FR1 TOD 586 <08
10920 | AMB | DFT-5-OFDM, 15,0 MHz, OPSK, 30 kHz, 100.0% DC, 100% RE__ | 5G NR FR1 TOD 587 =05
10921 | AAC | OFR=-OFDM, 20,0 MHz, QPSK, 30kHz, 100.0% DG, 100% RB 503 MR FR1 TOD S84 205
10922 | ARE | DT T--OF DM, 25.0 Mz, QFEK, 50 ke 100,0% DG, 1000 AR G NR Fi1 TOD 5.2 Py
100232 | AAG | DFT-a-OFDM, 30.0 MHz QPSK, 30KHz 100,07 DG, 100% AB SGNRFAITOD 84 486
10024 | AAD | DF -e-0FDM, 40,0 MHz, QP SK, 30kH2, 10007 DG, 100% AB 5G NA FR1 7DD 5.84 186
10025 | ARG | DFT-5-0F0M, 50,0 MHz, QPSK, 30 kHz, 100,09 DG, 100% RB 6 NA FRT TDD 5,85 ey
10026 | AAD | OF I-s-OF DM, 60,0 MHz, LIPS5, 30 kHz, 100,07 OG, 100% AR GG NA FAT 100 Efd 88
10027 | AAL | DF Ts-OF DM, B0.0 MHzZ, GPSK, 30 KHz. 100.0% DC, 100% RAB EG NA FR) TDD 584 B E
10828 | AAD | DF I-s-OFDM, 5.0 WiHz. GPSK, 15kHz | RB BG A FR1 FOO 5.52 )
70928 | ARD | DFT-5-OFDM, 10.0 MHz, OPSK, 15kHz, 1 RE EG MR FRI FOD 5.52 £06
10830 | AAL | DFs-OF0M, 15.0 MHzE, GPSK, 15KHz, | RE SG NE FR1 FDD LT 196
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10831 | AAC | DFF-s-OFDM. 20.0MHz. OPSK, 15kHz, 1 RB 5G NR FR1 FDD 551 06
10532 | AAC | DFT-s-OFDM, 25.0 Mz, OFSK, 15kHz, 1 AB 5G MR FR1 FDD 557 +8.0
10833 | AAG | DFT-s-OFDM, 30.0MHz. OPSK, 168Hz, 1RB &G NA FRY FDO 5351 96
10834 | AAC | DF[-s-OFDM, A0.0MHz, OPSH, 15/Hz 1 AB 5G NR FR1 FDD 557 +8.6
10935 | AAD | DFT-5-OFDM, 50.0MHz_ OPSK, 164Hz, 1 RB EENAFRT FOD 551 +06
10936 | AAD | DFT-e-DFDM. 5.0 MHz OPSK, 16 kHz, 50% RB 50 NR FEA FDD 580 +9.8
10037 | AAD | DFT-s-OFDM. 10,0 MMz, OFSK, 15 kHZ, S0% AR 5G NA FR1 FOD 5,77 +0.8
0538 | AAC | DET-5-OFDM. 15.0MHz, QPSK, 15 kHz, 50% AB 56 NA FRT FOD 5.80 +9.6
10839 | ABC | DFT-s-OFDM, 20.00Hz, OPSK, 16Kz, 56% RB SGNAFRIFDD | 52 8.5
10040 | AAC | DFT-s-OFDM, 25.0MHz, OPSK, 15/Hz, 50% RB 5G NA FR1 FOD 580 +96
10541 | AAC | DF1-s-0FDM, 30.0 MHz. OPSHK, 15 AHz, 50% AB &G NAR FR1 FDD 583 8.8
10042 | AAC | DF -e-OFDM. 40.0 Mz, QPSH, 15kH2, 50% AB 5G WA FR1 FOD 5.85 +5.6
UG43 | AAD | DFT-6-OFDM, 60.0MHz, GPSK, 15kHz, 50% BB 55 WA FAT FOD. 5.95 186
Me4d | AAD | DF--JFDM, 5,0 MHz, QPSK, 15kHz, 100%% RB 56 MR FRY FOD 581 +9.6
10845 | AAD | DF-5-OFDM. 10.0MHz, GP&R, 15kHz, 100% A8 56 NA FR1FLD 5.85. +5 8
10946 | ARG | DEI-5-OFDM, 15.0MHz. OPSK. 15 kHe, 100% AB EGNA FRT FOD 583 o
10847 | AAC | DF-5-OFDM, 20.0MHz, OFSK, 15kHz, 100% AB 60 NA FRI FOD | 587 +9.0
10948 | AAG | DFT-6-OFDM, 25,0 MHz. GPSK, 15/Hz, 100% RE 5G NH FR1 FLD 584 5.5
10843 | AAC | DF[-sOFDM, 30.00Hz, CPEK, 16KHz, 1007 AB G NA FR1 FOD BBT 8.5
iDDED | AAC | DF -s.OFDM, 40.0MHz, OFER, 15 kHz, 100% AB 5G N FR1 FOD 5 od +8.8
10851 | AAD | DF I-s-OFDM. 60.0MHz, OPSK, 15 kHz, 100% RB 5G WA FR1 FDOD 502 9.8
10578 | AAA | BOR, 1.0MHZ, 76.7% DG ULLA V.06 +08
0578 | ARA | HDOR4, 2.0 MHz, 25.1% 00 ULLA 858 156
10860 | AAA | HDRB, §.0MHz, 18.6% DC ULLA 10.02 )
10881 | AAA | HORpE 2.0MHZ, B9.0% DG LA 3.18 4.6
10982 | AAA_| HDRp8, 4.0MHz, 80.3% DC ULLA 3.43 196
11013 | AAB | EMTAZ0, MCS1 (272.0Mbps), 100.0% DG WLAN BAT +0.5
71014 | AAB | EHT320, MGSE (408.0 Mbps), 100.0% DG VILAN B.45 L9
11015 | ARR | EMT320, MCSA {644,0 Mbps), 100.0% DL WLAN 844 P06
11016 | AAB | EHT320, MCSA (B17.0 Mbps), 100.0% DG WLAN B4 )
11017 | AAB | EHT320, MCS5 (1089.0 Mbps), 100.0% PO WLAN B4l +6.6
11018 | AAB | EHTa20, MCSE (1225.0 MEps), 100.0% PG WLAN B.40 +0.6
010 | AAB | EHTI20, MCST (1067.0 Mbps!, 100.0% DG WLAN .29 19.6
11020 | AAE | EHTA20, MCSE {1633.0 Mbps], 100.0% DC WLAN BZT 108
11021 | AAR | EHT320, MOSE [1815.0 Mbpsl, 100.0% DC WLAN .45 08
11022 | AAD | EHTIE0. MGE10 [2042.0 Mbpe), 100.0% DG WLAN B.36 8.6
11023 | AAE | ERT320, MGS11 (22E9.0 MbBps), 100.0% DC WLAN B.04 s
1024 | AAB | EHT320, MCSI2 [2450.0 Mbps), 100.0% DO WLAN BAZ 2.6
11005 | AMB | EHT320, MCS13 (27220 Mbps!, 100.0% DC WLAN B.37 96
11096 | ABE | EHT3ZD, MOS0 (136.0 Mbps). 100.09. DC WILAN 8.32 +0.0

E Uncertainty is determined using the max, deviation tram linear response applying reclangular distribution and is expressed
for the sguare of the field value.
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Glossary

TSL tissue simulating liquid

NORBRMx.y.z sensltivity in free space

ConvF sensitivity in TSL / NORMx.y.2

DCP diode compression point

CF crest factor {1/duty_cycle) of the RF signal

ABCD modulation dependeant linearization paramelers

Polarization ¢ it rotation around probe axis

Palarization # f rotation around an axis that is in the plane normal lo probe axis (al measurement center). le.. d=01s

normal 1o probe axis

Connector Anale  infarmation used in DASY syslem o align probe sensor X 1o the rebol coordinale system

Calibration is Performed According to the Following Standards:

a) |EC/IEEE 62208-1528, "Measuremeni Procedure For The Assessment OF Specific Absorption Rate Of Human Exposure

To Radio Frequency Fields From Hand-Held And Body-Worn Wireless Communication Devices — Part 1528 Human
Models, Instrumentation And Procedures (Frequency Range of 4 MHz to 10 GHz)", Cetober 2020,

b} KOB 865664, "SAR Measurement Requirements for 100 MHz to 6 GHz"

Methods Applied and Interpretation of Parameters:

NORMx,y.z: Assessed for E-field polarization ¢ =0 (f < 900MHz in TEM-cell; f> 1800 MHz: R22 waveguide). NORMx,y,z
are only intermediate values, |.e., the uncertainties of NORMx.y.z does not affect the E*-field uncertainty insicde TSL (see
below ConvF),

NOBM(fix, .z = NORMx 3.z * frequency_response (see Frequency Response Chart). This linearization is implemented in
DASY4 software versions later than 4.2. The uncertainty of the frequancy response is included in the stated uncertainty of
CanvF

DCPx,y.z: DCP are numérical linearization parameters assessed based on the data of power sweep with CW signal, DCP
does not depend on frequency nor media: '

FAR: FAR is the Peak lo Average Ratio that is not calibrated bul determined based on the signal characterislics

Ax,y.z. Bxy.z, Cx.y.z: Dxy.z; VBx.yz: A B, C, D are numerical linearization parameters assessed based on the dala of
power sweep for specilic modulation signal. The parameters do nol depend on frequency ner media.. VR is the maximum
calibration range expressed n RMS voltage across the diods,

ConvF and Boundary Effect Parameters: Assessed in flat phantom using E-field {or Temperature Transter Standard for

f <= 800MHz) and inside waveguide using analytical field distributions based on power measurements for f > 800MHz. The
same selups are used for assessment of the parameters applied for boundary compensation {alpha, depih) of which lygical
uncertainty values are given, These parameters are used in DASY4 software to improve probe accuracy close to the
baundary. The sensitivity in TSL corresponds to NORMx,y.z * ConvF whereby the uncertainty corresponds to that given for
ConvF. A frequency dependent ConvF is used in DASY version 4.4 and higher which allows extending the validity from
+50 MHz 1o £100 MHz.

Spherical isotropy (30 deviation from isotropy). in a field of low gradients realized using a llal phantom exposed by a patch
antenna.

Sensor Offset: The sensor offset corresponds 1o the ofisel of virtual measurement center Irom the probe tip (on probe axis).
Mo lolerance requirad.

Gonnector Angle: The angle is assessed using the Information gained by detarmining the NORMYx (ne uncertainty required).
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EX3DV4 - SN:7625 Decernber 09, 2025

Parameters of Probe: EX3DV4 - SN:7625

Basic Calibration Parameters

Sensor X Sensor Y Sensor Z Unc (k =2)
Norm (uVHVim)2) & 0.71 0.63 0.58 +10.1%
DCP (mV) & 108.6 108.5 108.9 +4.7%

Calibration Results for Modulation Response

uio Communication System Name A B (o] D VR Max Max

d8 | dB v dB | mV | dev. | UncF

k=2

0 Continuous Wave X | 000 0.00 7.00 | 000 | 185.0 | £1.9% | +4.7%
Y| 0.00 0.00 7.00 132.2
Z| 0.oh .00 1.00 1202 |

| 10352 | Pulse {D=10%, T=5ms) X| 093 £69.99 17.34 | 1000 | 230 | +1.9% | +9.6%
Y| 0.38 62.10 15.43 240
Z 1 036 61.51 15.34 240

10353 | Pulse [D=20%, T=5ms) X | 087 73.00 17.38 | 6.99 | 47.0 | +1.6% | +96%
Y| 0.35 65.11 15.48 48.0
2| 0.33 54,52 1540 46,0

10354 | Pulse (D=40%, 1=5 ms) X | 082 76.01 17.42 | 398 | 93.0 | +1.4% | +9.6%
Y| 033 BB.12 15.53 BE.D
Z | 031 67.53 15.46 85D

10355 | Pulse {D=60%, T=5ms) % o078 TI.07 17.44 | 2.22 | 139.0 | +1.3% | +9.6%
Y| 0.31 6968 1557 7440
Z| 029 69.29 15.51 7430

10387 | Random (BW=1 MHz, MDD=0PSK) X | 001 74.89 1888 | 0.22 | 106.0 | +1.4% | +9.6%
Y| oo B5.35 16.95 770.0
Z | 001 BB.41 16.99 110.0

10388 | Random (BW=10 MHz, MOD=0OPSK) X | 1.61 7477 | 17.08| 000 | 1120 | 22.3% | +9.6%
Y| 0.75 BE.B8 14.79 1160
Z | 0.70 66.50 1463 116.0

10396 | Aandom (BW=100kHz, MOD=640AM) ¥ | 0.02 73.71 19.68 | 1.62 | 8O0 | +2.7% | +9.6%
¥ | 0.00 B5.01 1827 83.0

Z | 000 B4.42 1B.44 | 820 B

{6395 | Random (BW=40 MHz, MOD=840AM) % | 3.86 73.72 1606 | 0.00 | 103.0 | +37% | +9.6%

Y| 198 65.03 14.01 108.0
£ 188 £5.24 13.69 1070 |

10474 | Random (BW=40 MHz, HIGH PAR) X | 4.65 71.45 1607 | 000 | 750 | 21.7% | +9.6%
Y| 234 6356 | 13.06  78.0
Z| 221 62.97 13.63 T7.0

Note: For details on UID parameters see Appendix

The reported uncertainty of measurement is stated as the standard uncertanty of measurement multiplied by the coverage
factor k=2, which for a normal distribution corresponds 1o a coverage probability of approximately 95%.

A Tha unceraintes of Merm X.Y.Z do not atlect the B -field uncertainty inside TSL (tee Pages 5 and B),
B | ingarization parameter Lncartainty for maximum specilied sk strengin,
E Uncartainty 13 determined weing fho max, devialion tram linear responss appdying rectanglar distrtution and is eopressad for the sguaie of thr fiokd vahes,
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EX3DV4 - SN:TE25 Decamber 09, 2025

Parameters of Probe: EX3DV4 - SN:7625

Sensor Model Parameters

ci c2 o« T1 T2 T3 T4 15 T6
iF F y-1 msV -2 msv-! ms y-2 V-1
X 9.2 65.60 3283 5.05 0.00 4.91 0.61 0.00 1.00
¥ 8.6 61.39 33.08 3.38 0.00 490 0.46 0.00 1.00
z 8.6 61.65 32.62 356 0.00 493 0.48 0.00 1.00

Other Probe Parameters

Sensor Arrangement Triangular
Connector Angle 26.4°
Mechanical Surface Detection Mods enabled
Optical Surface Detection Mode disabled
Probe Overall Length 337 mm
Probe Body Diameter 12mm
Tip Length Smm
Tip Diameter 2.5mm
Probe Tip lo Sensor X Calibration Point 1 mm
Probe Tip to Sensor Y Calibration Point 1mm
Probe Tip to Sensor Z Callbration Paint 1mm
Recommended Measurement Distance from Surface 1.4mm

Hote: Measuroment distance from surlace can be Incraased \o 3-4 mm for an Area Scan job,
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EX30V4 < SN:7625

Parameters of Probe: EX3DV4 - SN:7625

Calibration Parameter Determined in HSL

December 09, 2025

1 (MHz)® Relative Conductivity® | ConvF X | ConvF Y | ConvFZ | Alpha® | Depth® UneH
Permittivity" (Sfm) (mm) (k=2

750 41.9 0.89 9.69 9.27 10.31 0.36 1.27 +11.0%
B35 41.5 0.90 9.56 9.14 10:17 0.36 1.27 +11.0%
800 41.5 0.97 9.37 8.97 g.97 0.36 127 +11.0%
1750 40.1 1.37 7.90 7.56 8.41 0.36 127 +11.0%
1900 40.0 1.40 7.54 7.21 B.01 0.36 127 +11.0%
2000 40.0 1.40 745 7.3 7.92 0.36 1.27 +11.0%
2300 33.5 1,67 7.21 6.90 767 0.36 1.27 £11.0%
2450 38.2 1.80 7.06 6.75 7.51 0.36 1.27 +11.0%
2600 39.0 1.96 6.95 6.65 7.39 0.36 1.27 +11.0%
3300 3B8.2 2n 6.69 6.40 7.11 036 1.27 +13.1%
3500 37.8 2.91 6.61 6.32 7.03 0.36 1.27 +13.1%
3700 37,7 3.12 6,53 6.24 6.94 0.36 1.27 +13.1%
3800 375 332 £.45 817 £.86 0,36 1.27 +13.1%
4100 ar.2 3.53 6.34 6.06 6.74 0.36 1.27 +13.1%
4400 36.9 3.84 6.18 5.81 6.57 0.35 1.27 +13.1%
4600 36.7 4.04 6.09 5.82 6.47 0.36 1.27 +13.1%
4800 36.4 425 6.04 5.78 6,42 0.36 1.27 +13.1%
49501 36.3 4.40 5.93 5.68 6.31 0.35 1.27 +13.1%
5250 35.9 4.71 5.46 5,22 5.81 0.32 1.27 £13.1%
5600 35.5 5.07 5.03 4.81 535 0.28 1.27 £13.1%
S800 35.3 5.27 4.92 4.71 5.23 0.27 1.27 +13.1%

© Fraguancy validity abgve 300 MHz of +100 MHz only appbes for DASY v4.4 and higher |58 Page 2, nlse 1 &5 nestricied 1o =50 MHz. The unceriainty s the

RSS o the ComvF uncertainty at calibration frequency and the uncertaimy for the indicated lrequency hared. Frequancy valicily below 300 MHz | £10, 25.
401, 5 and 70 MHz for ComvF asspssments &30, 64, 128, 150 and 220 MHz respaciivety: Vakidity of CorwF assessed at & MHz ts 4-8 MHz, and ComF

pesessad al 13 MHz ks 9-19 MHz. Above 5 GHz frequancy validity can be axlanded 1072110 MHz.
F The probis are calbrated using tissue simulating liquids [TSL) that devits for £ and o by fess than £5% from ihe target values (fypically better than 2 3%)
and are vald for TSE wilh deviations of up (o +10%  SAR correction is appled,

G Atpha/Depth are delermined during calibration, SPEAG warrants thal fhe remaining deviation due 15 the boundary effect afler compansation |s always less

than 1% for requenies batiw 3 GHz and bilow £2% ot Ireguencies between 3-6 GHz at any distance larges than half hi prebe tp diametes from the

boundary,

H The stated uncettainty i3 the total callbradion uncertainty (k= 2} of Norm-GonvF, This is-equivalen! fo the uncernainty companant with tha symbol CF in

Table & ol |EC/IEEE 62209-1528:2020

Certificate No: EX-7625_Dec25:
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EX30V4 - SN;7625 December (19, 2025

Parameters of Probe: EX3DV4 - SN:7625

Calibration Parameter Determined in HSL

1 (MHz)© Relative Conductivity” | ConvF X | ConvF Y | CorwFZ | Alpha® | Depth® Unet
Permittivity” (5'm) (mm) (k=2
8500 34.5 6.07 5.30 5.07 5.63 0.20 1.27 +1B.6%

S Froquancy valdity I8 - 6004700 MHz 4l 6.5 GHz, £ 700 MHz at or above 7GHz, ond £150MHz ol 3.85 GHz. The uncertainty is the ASS of the ComF
uncerainty at calibration frequency and the unoadininly for the indicatad frequancy band.

F The probes are cabbrated using lssue simulating fiquids {TSL) that deviate for ¢ and o by leas than $10% om the target valies (typicaily betler than £6%)
and are valid for TSL with deviabions of up 1o =10%.

G Aipha!Depth are detormined during callbration. SPEAG warranis thal the remalning deviation due to tha boundary ettect afier compensation is always less
than 1% for trequencies below 3 GHZ: balow 2% for frequencies between 3-8 GHz; and below £4% for frequencies betwean 6-10GHEg at any distanca
larpat than hall the: probo lip dizmeter from the boundary.

H The stated uncertainty i the tolal calibration uncartainly (k = 2) of Morm ConvF, This is squivalent 1o the uncertainly component with the symbal CF in
Table 9 of IECNEEE B2208-1528:2020,
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EX30V4 - SN:TE25 December 09, 2025

Frequency Response of E-Field
(TEM-Cell:ifi110 EXX, Waveguide:R22)

08

Frequency response (normalized)
'
1
|
?
/

ng

0.7

086

0.5

0 200 400 600 800 1000 1200 1400 1600 1800 2000 2200 2400 2600 2800 3000 3200
t [ikz]

- TEM —4-R22

Uncertainty of Frequency Response of E-figld: +6.3% (k=2)
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EX30V4 - SN:7625 Decamber 08, 2025

Receiving Pattern (¢), 0 =0°

=600 MHz, TEM, 07 {=1800 MHz, R22, 0%
80°

90°

270° 270"
0.5
g _
E D1W
= :
-0.5
0 60 120 180 240 300 360
Rall [7]
—eae 100 MHzZ —=—B00 MHz ~ 1B00MHz —=— 2500 MHz

Uncertainty ol Axial Isotropy Assessmant: £0.5% (k=2)
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EX3DV4 - SN:7625

December 02, 2025

Dynamic Range f(SARusL)
(TEM cell, favas = 1900 MH2)

108

108

104

Input Signal [uV]

10°

102

Error [dB]
L=

=1

2
L

107 109 10 102
SAR [mWicmd)

—=—not compensated —+— pompensated

107" 100 10 10°
SAR [mW/em?3]
—=— 1ol compensated —— compensated

Uncertainty of Linearity Assessment: £0.6% (k=2)

Certificate No: EX-T625_Dec25

Pape 9 of 21



EX3DV4 - SN.7625 ‘December 09, 2025

Conversion Factor Assessment

1=1900 MHz, WGLS R22 (H_convF)

35

SAR [(Wika)/W]

10

i 10 20 30 40
z [m‘rn]

—=— analytical —»—measured

Deviation from Isotropy in Liquid
Error (¢,0), 1= 900MHz.

Deviation

-1 08 -6 D4 -02 O 02 04 0.8 ng 1

Uncertainty of Spherical Isctropy Assessment: +2.6% '{k'ua}'
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EX3DV4 - SNiTE25

Appendix: Modulation Calibration Parameters

December 09, 2025

D | Aev | Communication Syslem Name Group PAR (dB) | UncE k=2

[t} Contimuous Wave CW 0.00 4T
0010 | CAB | Fulse [O=10%, T=100ms] Teel 10.00 PTG
10011 | GAC | Ral. 98, RWIC, OPGSK, 5.0MHz WEOMA Z.81 195
D012 | GAB | DSSS, DBPSK. 1.0Mbps, 92.5% DG WLAN 187 186
10013 | GAB | GFDM, BPSK, 6.0 MBpe, 72.7% DC WLAN G.46 495
10021 | DAG | Voice, GMSK, 1 slolls) GEM 0,30 08
10023 | DAC | Dala, GSMK, I siot(s) GSM 857 <85
10024 | DAC | Data, GGMK, 2 slotis) GEM 558 06
10025 | DAC | Data, BPSK. 1 sklis GEM 1262 +0.6
10026 | DAL | Dala. BPSK. £ skis] GEM o955 =06
10027 | DAL | Data, GSME 3 slolis) GEM 450 =98
o028 | DAC | Data, GSME. 4 elotis) FeT T 335 06
10025 | DAC | Dala, BPSK. 3 skilis} GEM 7.78 S06
10030 | CAA | BR. OH1, GESK Bluetooth %30 =58
0031 | CAA | BR, OHE, GFSK Bicooi 187 05
10032 | GAA | BA, DH5, GFSK Blustonth 116 06
10033 | GAA | EDR, DHI, pid-00FPSK Bluniooth 774 =56
10004 | GAd | EOR. DH3, pia-DOPSK Bluotooth 453 S0
10035 | CAA | EDR, DH5, pid-DOPSK Bluetonin 583 05
10036 | CAR | EDR. GHI, B-DPSK Bhusionin 501 =86
10037 | CAA | EDA, DHE, B-DPSK Blusoath %l 88
10008 | GAA | EDR, DHS, B-OPSK Bluglooth &0 198
10008 | GAR | RGY, TRRTT COMAZO0D 457 +8.8
10048 | CAA | Full Siol, GFSK, 1 slelis) DECT 13.80 8.6
10048 | CAA | Doobi Sloy, GFSK, 2 sion(s) DECT 10.78 =98
10056 | GAA | TO-SU0WMA, OFSE, 1.6MHz TO-SCEMA .01 =06
10058 | DAG | Data, BPGH, 4 siotis) ger B2 Y
10058 | CAB | DSGG5, DOPGK, 2.0 Mbps, B7.4% 0C WLAN 212 06
10060 | CAB | HR-DSSS, DOFSK, 5.5 Mbgs. 72.7% DC WILAN 283 Y
10081 | GAB | AR-DSS5, DQPSK, 11.0WMops, 57.5% D& WLAN .00 9.6
10062 | GAE | OFDM, BPSK, 6.0 Mbps, 89.1% DG WLAN B.68 208
10063 | GAE | OFDOM, BPSK, 5.0 Mbps, B5.3% DL WLAN 853 9.8
10064 | GAE | OFDM. OPSE. 12.0 Mops, B2.0% 0C WLAN 9.08 +9.6
10065 | GAE | OFDM, OPSK, 18.0 Mbps, 76,0% DG WLAN 9.00 98
T00E6 | CAE | DEDM, 160AM, 24.0 Mbps, T0L6% DG WLAN [T 06
70067 | CAE | DFOM, 160AM, 36.0 Mbps, 62.8% O WLAN 10.12 6
“YO0EE | CAE | OFDM. GADAM, 480 Mbps, 56.6% OC WLAN 10.24 198
10085 | GAE | OFDM, GADAM, 54.0 Mps. 54 4% DC WLAN 10,56 +9.6
10071 | CAE | OFDM, BPSK. 3.0 Mbps, 65.1% DG WLAN DA% 195
10072 | GAB | GFOM, GPBR, 12.0 Mbps. 60.1% DG WLAN 567 =86
10073 | GAB | OFDOM, GPSK, 18.0Mbps, 53.1% OC WLAN 984 198
10074 | GAB | GFOM, 16CAM, 24.0Mbps, 46.5% DC WLAN 10.30 FEY
10075 | CAE | DFDM, f50AM, 36.0 Mbps, 42.5% DG WLAN W0T7 +6.6
10076 | GAB | DFDM, 64080, 48.0Mbps. 38.5% DC WLAN 1084 0.5
10077 | CAB | DFOM, BACAM. 54 .0 Mbps, 38,5% DG WLAN 17,00 =00
10087 | CAB | RGS, 12RTT COMAZD00 247 19E
0007 | GAC | Aal. & HSDPA, OPSK, 5.0 MHE WCDMA B.68 <08
10008 | CAC | Hel & HSUPA, Sutsset 2, OPSK, 5.0 MHE WCOMA 3.08 )
0100 | CAF | 20,0 Mz, QPEK, 100% AG LTE-FDD 567 0.8
W0 | GAF | 20.0 MHz. 1B0AM, 1005, RB LTE-FDD Bad Y]
10102 | GAF | 20.0MHz GQAN, 100% B LTE-FOD 5.80 188
10900 | CAH | 20.0MHz, OFSK, UUDL CFG. 1, S5C: 4, 100% RB LTE-T0D 5.2 6.8
10104 | CAH | 20.0 MHz, 160AK. UL/DL GFG: 1. S5C; 4. 100% RE \TE-TOD B.a7 +9.6
10105 | CAH | 20.0MHz, BADAM, UL/DL GFG: 1, 55C: 4, 100% A8 LTE-T0D 0.00 186
W08 | CAH | 10.08HE, 'DFSK. 100% RE LTE-FDD 5,80 L9
10108 | GAH | 10,0 MHZ 160AM, 100% RE FE-FDD 543 0.8
0110 | CAH | 5.0MHz, QPSE, 100% AB. LTE-FOD 5.75 L]
10111 | CAH | S.0MHz, 16GAM, 100% RB TEFOD .44 B0
10112 | GAH | 10.0 MHz, GAGAM, 1007 RE LTE-FOD 6,59 x4 g
10113 | OAH | 5.0MHz, BIOAN. 100% RE. | JE-FDD 662 08
10114 | GAE | HT40 Groenield, MCS0 (13.5bps), 89.7% DG WLAN B.10 96
10115 | CAE | HT40 Groenfield, MGS4 (81.0 Mbpsh. 99.7% DC WLAN BAG [T
0716 | CAE | HTAD Greanhedd, MCE7 (1350 Mbps), 39.7% DG WLAN §.16 )
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10117 | GAE | HT40 Mixad, MGS0 {13.5 Mbps), 99.7% DC WLAN 807 8.5
10118 | CAE | HT40 Mixed, MCS4 (81,0 Mbps), 98,7% DG WLAN 859 e
10118 | GAE | HTa0 Mixed. MGS7 | 135.0 Mbps), 99.7% DG WLAN B3 10,6
0740 | CAF | 15.0MHz. 16QAM, 100% RB LTE-FOD .48 56
10141 | GAF | 16.0 MHz, B40AM, 100% RE CTE-FOD 553 =86
10142 | CAF | 30MHz, OPSK, 100% AB LTE-FOD 573 95
0143 | CAF | 2.0MHz, 160AM, 100°% RE LTE-FOO 5.35 0.6
10144 | GAF | 3.0MHz, GACAM. 1007 RB LTE-FDO 8.65 +95
10145 | CAG | 1.4 MHz. OPSK, 100% RE LTE-FOD 578 9.6
W46 | CAG | 1.4 MHz, 160AM, 1005 RB LTE-FOD 64T 06
10147 | CAG | 1.4 MHz, 5a0AM, 100%: RE LTE-FOD .72 55
10148 | CAF | 20.0 MHz, 160AM, 500 AE LTE-FUD 6.2 +08
10150 | GAF | 200 WAz, 6A0AM, 50% RE TEFOD 6.60 +8.6
10151 | GAM | 20.0MHz. GFSHK, ULUDL GFG, 1, 550 4, 50% AB LTE-TDD a.28 06
152 | GAH | Z0.0MHz, 160AM, ULDL GFG: 1, S50 4, 50% AB LTE-TDD a9z 0.6
0155 | CAH | 20.0WHz, GACAM, DUDL GFG: 1, 580, 4, 50% RE LTE-TRO 10,05 06
10154 | GAH | 10.0 MHz. OFSH, 50% RB LTE-FOD E75 406
0165 | GAH | 10.0MHz, 160AM, 50% FE LTE-FDD B3 96
10156 | CAH | 5.0MHZ, GPSK, 50% AB LTE-FDD 5.78 106
10157 | GAH | 5.0 MHz, 160AM, 507 RE \TE-FOO 6.44 P
10158 | CAH | 10.0MHz, BACAM, 507 FE LTE-FDD 662 W86
10150 | CAH | 5.0 MHz, 840AM, 50% RB LTE-FDD 6.56 +08
10160 | CAF | 15.0MHz OPSK, 50% RB LTE-FOD 582 96
0161 | CAF | 150MHz 160AM, 507 AB LTE-FOD B.43 19.A
10162 | CAF | 15.0MHz, GACAM, 50% RE LTE-FRD 658 +BE
10166 | CAG | 1.4 MHz, OFSK, S0% RB LTE-FOD E.45 98
T0167 | CAG | 1,4 NHz, 1ELAM, 50% HB LTE-FDO B21 06
0168 | CAG | 1.4 MHE, BA0AM, 50% RB LTE-FOD B.79 96
10169 | CAF | 20.0MHz, QPSK, 1 BB LTE-FDD 573 +0.6
10170 | GAF | 20.0MHz, 1604M, 1 FB LTE-FDD £.52 =06
0171 | ARF | 20,0 MHz, 690AM, 1 AB LTE-FOD £.40 =08
10172 | GAH | 20.0MHz OPSK, UL/DL GFG: 1, 55G: 4, 1 AR LTE-T0D 851 06
10173 | GAM | 20,0 MHz 1G0AM, ULDL CFG: 1, 55C: 4, 1 AB TE-TOD ] 086
0174 | GAH | 20.0 MHz. G40AM. UL/OL GFG: 1, 590: 4, 1 RB LTE-T00 0.25 =06
Y0175 | CAH | 10.0kHz, OPSK, 1 A8 LTE-FOD 572 =86
10176 | GAR | 10,0 MHz. 1B0AM, 1 BB LTE-FOO 652 “8.6
10177 | CAJ | G.OMHz, OPSK, | AB LTE-FDD 573 +06
10176 | CAH | 5.0MHz, 160AM, 1 RE LTE-FDR B.52 06
167178 | GAH | V0.0 NHz, GAGAM, | AB LTE-FOD B.a0 9.8
10180 | GAH | 5.0 MHz, 640AM, 1 RE LTEFDD B.50 LBE
16181 | GAF | 16,0 MHz, GPSK, 1 RE LTE-FOR 5712 186
10182 | CAF | 15.0MHz, 160AM, T RB LTE-FOD .52 +0.6
0183 | AAE | 150 MHz. B40ARK, 1 AE LTE-FOD .50 Y
10184 | CAF | a.0MHz, GPSK, 1 AB LTE-FOD 573 =06
10185 | GAF | 3.0MHz, 1ECAM, | RB LTE-FDD £.51 P
10186 | AAF | 3.0MHz BA0AM, 1 RB LTE-FDD B.50 186
10187 | CAG | 1.4 MHz, OFSK. 1 RB LTE-FDD 5.73 +05
10186 | GAG | 1.4 MHz, 160AM, 1 RH LTE-FDD 6.52 FER
I01BR | AAG | 1.4 MFz, BAGAM, 1 RB LTE-FOD E.50 a6
10183 | GAE | HT20 Greenliekl, MLSD (6.5 Mbps), 99.4% DG WLAN 500 <85
10758 | GAE | HTZD Greanliaid, MGS4 (39,0 Mbps), 99.5% 0C WLAN Bi2 6.6
10185 | GAE | H120 Greanfiel, MCS7 (55,0 Mbpse), 98.5% DO WLAN B.21 +0.6
0166 | CAE | HT20 Mixat, MGS0 (6.5 Mbps), 99.4% DG WLAN 810 +8.6
0197 | GAE | HT20 Mixed, MGS4 (39.0 Mope), 53.5% DG WLAN XE] 8.6
10108 | GAE | HT20 Mixed, MCS7 (65.0 Mbps), 89.6% DC WLAN B.2T 0.6
10218 | GAE | HT20 Mixed, MGSD (7,2 Mbps), 29.3% DG WLAN B3 9.6
10220 | GAE | HT20 hiead, MGCS4 (43,3 Mbps), B9.4% DC WLAN B.13 FrY]
10227 | CAE | HT20 Mixed, MCST (72.2 Mbps), 89.4% DC WLAN B.E2T 0.6
10222 | GAE | HTA0 Mixad, MGSO (15.0 Mops), 99.7% DC WLAN B.OB P
10225 | GAE | HT4D Mixed, MCS4 (30.0Mops), 89.7% DC WLAN B4R 168
10224 | CAE | HEAD Med, MoST (1560.0 Mbps], #9,7% DG WLAN B.08 108
10225 | CAC | Rel 7 HSPAe, 160AM, 5,0MHz WCDMA ] =6.6
10226 | CAC | 1.4 MHz, 160GAM, UL/DL GFG: 1, 55C: 4, 1 A8 LTE-TOD 5.8 s
10227 | GAG | 1.4 WHz, B30AM, ULIDL OFG: 1, SSC4, | AB LTE-TDD 1026 LY
10238 | CAG | 1.4 MHz, OPSK, ULDL GFG: 1, 550 4, 1 RB LTE-TDD o2z +9.8
10229 | GAE | 5.0MHz, 160AM, ULDL GFG: 1, 550:4. | AB LTE-TOD .48 +8.8

Certificate No: EX-7625- Dec2s Page 12 of 21



EX30V4 - 5N:7625

December 09, 2025

WD | Rev | Communication System Name Group PAR(dB) | UncE k=2
70230 | GAE | 9.0MHz, BAOAM, ULOL CEG. 1, 85C- 4, 1 AB Cre-To0 10,25 =95
10231 | GAE | 2.0MHz, OPSK, ULDL GFG-1, 5504, 1 AB LTE-ToO CRT] =B,
10032 | GAH | 5.0MHe, 16GAM, ULDL GFG. 1. 5806 4, 1 AB LTE-T00 9,48 196
10233 | CAH | 5.0MHz. BA0AN, ULDL CFE: 1, 55C. 4.1 AB LTE-TDD 1025 18,8
10234 | CAH | 5.0MHz, QPSK, ULDL GFG: 1, 55C. 4, 1 RB LTE-TOD 521 <05
0535 | GAH | 10.0MHzZ, 160AM, ULDL CFG: 1, 5564, | AD LTE-100 548 Y
0236 | CAH | 1D.0MH: BAOAN, ULDL GFG: 1, 580- 4, 1 AB LTE-TOD FE =06
10237 | GAH | 10,0 MHE, OPSK, ULDLGFG. 1. 5564, 1 AR LTE-TOD 921 <88
10238 | CAG | 16,0 MHz, 160AM, ULDL CFG: 1, 55C: 4, 1 AR LTE-TDD 248 ]
10238 | CAG | 15,0 MHz. GA0AM, ULDL GFG: 1, 58C- ¢, 1 A8 LTE-TDD 10.25 +0.6
0240 | CAG | 16.0MH2, OPSK, ULDL CFG: 1, 55624, 1 BB LTE-TRD 9.2 <66
10241 | GAC | 1.4MHz, 160AN, UUDL CFG: 1, 5801 4, 50% HB LTE-TDD CXE 208
10242 | CAG | 1.8MHz. GA0AM, ULDL CFG: 1, 55C: 4, 50% AB TE-T00 5,86 =08
243 [ CAC 1.4 MHz OPSE, LLDL CFG: 1, 550 4, a0%. AR LTE-TLID 846 +8.8
024+ | CAE | 3.0MHz. 160AM, ULDL GFG: 1, B5C: 4, 50% RE TE- 100 0.08 <66
10245 | GAE | B.0MHz, 640AM, ULDL GEG: 1, 59G: 4, 50% AB ETRe. 10.08 -9q
10246 | GAE | 2.0MHz, OPSR. ULDL GFG; 1, S5C: 4, 50% AB LTE-T00 ET <8R
10047 | LA | 5.0MHz, TE0AM, ULDL GFG: 1, 550 4, 50% AB LTE-10D 581 P
0248 | CAH | 5.0MHz B4CIAM, UL'DL CEG. 1, 550G 4, 50% AB LTE-TOD 10,09 A6
10248 | CAH | 5.0MHz, QPSK, ULDL CFG: 1, 5SC: 4, 50% AB LTE-100 .28 0.6
16250 | GAH | 10.0 MHz, 160AM, ULIDL GFG: 1, S56; 4, 50% RB LTE-T0D 981 196
10251 | GAH | 10.0MHz B40AN, DUDL CFG: 1, 550 &, 50% AR LTETDD 10,17 L0
10252 | GAH | 10.0MHz. QPSK, UL/DL GFG: 1, 550 4, 50% AR LTe-T00 94 iaH
10253 | CAG | 15.0MHz. 160AM, UL/DL CFG: 1. S50 4, 500 RE I .TE-TOD 880 +9.8
10258 | GAG | 15.0%Hz, BAOAM, UUDL GFG: 1, 580 4, 50% RE LTETDD TRE] w85
D255 | CAG | 150MAz, GPEK, UUDLGFG; 1, 530G 4, 50% AB [TE-TOD 5.20 =08
10256 | CAD | 1A MHz 150AM, ULDLGFG: 1, 55C: 2, 100% RA LTE-TDD 8.95 .
10257 | CGAG | 14 MHy, 6a0AM, DLUDL CFG: 1, BBG: 4. 100% RB LTE-TOD 1008 106
10258 | CAGC | 1.4 MHz. QFSK, UL/DL CFG: 1, 55C: 4. 1007% RB LTE-TDD 5,34 +05
10258 | GAE | 2.0 Mz, 160AM, ULUDLCFG: 1, S5C: 4, 100% RB LTE-TOO .98 =96
10260 | GAE | 3.0 WiFz, GACAM, DUDL CFG: 1, 356 4, 100% BE CTE-T00 547 £9.8
0287 | GAE | 2.0MHz, OPSH, ULDL GFG: 1, 530G 4, 100% AB LTE-TD0 G T
10052 | CAH | 5.0MHz, 160AM, ULDL GFG- 1, S56; 4. 1004 RBE (TE-TDD 983 198
10263 | GAH | B.0MHz. G40AM, ULDL GFG: 1, S50 4, 100% FE LTE-T0D 10.16 208
10264 | CAH | 5.0MHz, QPEK, UUDL CFG: 1, S5C; 4, 100% RE LTE- 100 923 =06
TOPEE | GAF | 100 MHE, 16GAM, UUDL GFG: 1, 390: 4, 100% RB LTE-TDD 5.82 106
10266 | GAH | 10.0MHe. BA0AM, ULJDL CFG: 1, S5C; 4, 100% RB LTE-TOD 10.07 9.8
107A7 | GAF | 10.0MHz OPEBK. UL/OL GFG. 1, S8C: 4, 100% RB ITE-TDD 9.30 I
10268 | CAG | 15.0 MHz. 16QAM, UL/DL CFG; 1, S5C: 4, 100% BB LTE-TOD 0.0 FET
10268 | CAG | 15.0MHz, BAGANM, ULIDL GFG: 1, 580: 4, 100% RE LTE-TOD. 10039 105
10270 | GAG | 15.0MHMz, OPSK, ULDL GFO- 1, 5901 4, 100% BB LTE-TOD EET 06
10274 | CAZ | Pol B HGUPA Subset 2, bata_ d 0, GPSE, 5,0NMHz WODKA 487 0.6
0275 | CAG | Fol b HSUPA Subssl 2.0ein_d 15, OPFSK, 5.0 MHz WEOMA 2.98 08
10200 | AAR. | RGT. S0O55, Full rame mie, T0RTT COMAZ000 M PE
10207 | ARB | RC3, SO55, Full frame mne, 1xRTT COMAZODD .46 +9.6
10282 | AAB | RC3, SCAZ, Full frame rate. SCHD disabled, 1<RTT COMAZ0BD 3.39 186
10203 | AAE | RG3.S03, Full Irame maie, 1eRTT COMAZDDO 350 BT
10295 | ARB | RCA 503, VB frame rale, 1a81 1 “COMAZODD 12.49 8.6
10287 | AAE | 20.0MHz OPSK, 50% RE LTE-FDD 581 05
10288 | AAE | 3.0MHz, QPSK, 50% RB LTE-FDD 5.7 0.8
10208 | AAE | 3.0MHZ, 160IAM, 50°% RB LTEFDD B.a8 e
10300 | ARE | 3.0MHz, BA0AM, 50% RB E-FDD BEO +8.6
10501 | AAA | PUSC. 29018, OFSH, 5.0 18 TRAF SYM WINIAK, 12.03 9.8
10302 | AAA | PUSC, 28,18, QPSK, 5.0ms, 15 TRAF SYM WINIAK 1257 0.0
10303 | AAA | PUSG. 31:15, GAQAN, 5.0mE, 15 TRAF SYH WINAR, 1252 =80
10504 | AAA | PUSG, 2918, GACAN, 5.0 ms, 1B TAAF SYM WIMAX 1186 +96
10305 | AAA | PUSG. 3115, GA0AM, 10.0ms, 15 THAF SYM WINAK 524 <06
10306 | AAA | PUSE, 29.18. G4CAN, 10.0ma, 18 THAF SYM VIR [T =0.6
007 | ARA | PUSEC, 29:18. CPSK, 10.0ms. 18 THAF STM WINEAX 1448 195
1605308 | ARA | PUSC, 28118, 160AM, 10.0ms, 18 TRAF BYM. WIRLAX 14,48 +B.6
10309 | AAR | AMC 2x3, 20:18, T6LIAM, 10.0ms, 18 TRAF SYM WINAAK, 14.58 +6.8
0310 | AR | AMEC 243, 2018, QPSK, 10.0ms. 18 TRAF SYM VWINAX 1457 0.6
10311 | ARE | 150MHz, GPSK, 100%RE LTE-FDD E.0O6 108
10316 | AAB | DSGS, DRFSK, 1.0 Mops, 96.0% OC WLAN 1,71 0.6
10316 | AAB | OFDM. BPSK, 6.0 Mops. 95,8% D& WLAN B3 LBE
10317 | ARE | DFDM, BPSK_ 6.0 MOps, B5.8% DG WLAN 8,385 15,0
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10852 | AAA | Pulse (U=10%, T=5ms) Geneng 10,00 +8.6
1053 | AMA | Pulse (D-20%, TeSma) Genaric G5.98 +9.6
10354 | AAA | Pulse (D-40%, 15 ma| Genaric 3.88 +9 6
10355 | AAA | Pulse (D=60%, T=5ms) Genoric 222 196
10388 | AAA | Pulse [D=B0%, T=5ma) Fenenc 0.57 +9.6
10387 | AAR | Random [BWe] MHz, MOD~QPSK) Geneng .10 +8.8
10386 | AAA_| Random (BWa10 MHz, MOD~QPSK] Genanc ] =65
0306 | AAA | Random (BW=100 kHz, MOD=640AM) Generic 627 10
10308 | ARA | Random (BW=40 MHz, MOD-S40AM) Genaric [Fij L
10400 | AAF | VHTZ0, MCS5 (52.0 Mbps), 99.0% DC WLAN 837 =98
10400 | AAF | YHTAD MCSS [108.0Mbps), 96.7% DG WLAN B.G0 +9.6
10402 | AAF | VATHO, MCES (234.0 Mbpay, 99.0% DG WLAN B.53 =86
10403 | AAB | Rev 0, 1XEV-D0 GOMAZO0D 3.78 08,
1048 | ABB | Few A IXEV-D0 COMAZDO0 377 106
10406 | AAB | AC3, S92, Full (fame e, SGHO anebied, TXRTT COMAZIUD 5.22 +0.6
10410 | AAH | 10.0MHz, OPSK, UL/DL CEG: 0, 55C:4; 1 A8 100 7.82 <8a
10414 | AAA | Random [BW=20 Mz, HIGH PAR) Ganerc B84 =88
10416 | AlA | D555, DBPSK, 1.0 Mops, 90,9% DG WLAN 1,54 P
10418 | AAA | OFDM, BPSK, 5.0 Mbps, 599,8% DC WLAN B23 L86
0417 | AAD | OFDM, BRSK, 8.0 Mbps, 69.8% DG WIAN B.23 +8.5
10118 | AAA | OFOM [ITF), BPSK, 5.0 Mbps, 2885 DC WLAN B4 =035
10218 | ARA | OFOM (81F), BPSK, 5.0 Mops, 50.8% DG WIAN B3 £0.6
10422 | AAD | H12D Greanfiokd, MGG (7.2 Mips), 99.0% DG WLAN .3z 396
10423 | AAD | HT20 Greantieid, MCS4 (43.3Mbps), 99.3% DC WLAN 847 86
10424 | AND | HT20 Greenfiold, MGS7 [72.2 Mops). 83.3% DC WLAN .40 =06
10425 | AAD | HTAD Greanliold, MESD (15,0 Mbps), 99.2% OG WLAN BAT =88
10426 | AAD | H14D Greeniokl, MCS4 (20,0 Mbga), 98,25, OC WIAR 545 =0E
10427 | AAD | HTAD Greentiald, MCST [150.0 Mbps], 99.2% DG WLAN Bal 498
10430 | AAE | 5.0 MHZ, Ba-CAM, 1005 AE LTE-FDD B.28 I
10431 | AAE | 10.0MHz. G4-UAM, 100% RB LTE-FDD 5.38 =0.6
10432 | AAD | 15.0MHz, B4-QAM, 100% BB LTE-FDD B34 FTT)
10433 | AAD | B0.0MHz, BA-0AM, 1007 BB LTE-FDD .24 =08
10424 | ARB | BE Test Mobs| 1, 64 DPLH, G403AM, 5.0 MHz (DL} WODOMA B.60 166
10435 | AAG | 20.0MHAz OPSK, UUDL GFG: 0, 55C: 7. 1 RB LTE-TOD 7.2 +0.68
10447 | AAE | 5.0MHz, Ga-0AN, 1007 RB LTE-FOD 7.56 <65
Y0448 | AAE | 10.0MHLE, 6a-0dM, 1005 RE [TE-FDO 7. <65
10440 | AAD | 15,0 MH2 GROAK, 100% RE LTE-FOD T <98
10450 | AAD | 20.0 MHZ B2-0AM_ 100% FIB LTE-FOD 7.48 <86
10451 | ARE | BS Teet Model 1, B& DPCH. Clioping #4%. BAOAM, 5.0MHz (DL | WCDIMA 758 P
10456 | AAD | VHT160. MGSS (58,5 Mbps], 88.0% DG WLAN B.63 +66
10457 | AAB | Rel, 5 OC-HSDPA, OPSKE, 10.0MHz WCOMA A <4
10458 | AAA | Rmv. B, 2 carriers, 13EV-D0 ChONAZOOD B.A6 LG
10458 | ARA | Few. B, 3 oo, 1AEY-D0 COMAZD00 .25 298
10460 | ARE | Rel 99, AMA, QPSK, 5.0 MHz WCOMA 2.9 £95
0461 | ARG | 1.4 MHz, GPSK, ULl GFG; 0, 856: 7, 1 AB TETOD T2 =05
10A62 | AR | 1.4 MRz, 160AM, LLDL CFG 0, 5507, 1 RB ITE-TOD .30 FEY:]
104h5 | AAC | 1.4MHz, BS0AM, ULDL CFG:0,55C:7. 1 AB LTE-TDD EE6 0.6
10464 | AAL | 3.0 MHz, OPSK, ULDL GFG- 0, 550 7, 1 AB LTE-TOD 7.82 396
10465 | AAD | 3.0 MHz. TBGAM, ULIDL CFG: 0, 55C: 7. 1 AB LTE-TDD B.32 155
10466 | AAD | 3.0MHz BAQAM, ULDL GFG: 0, 550G 7, | A8 OE-TD0D 857 108
10467 | AAG | 5.0MHz, GPEK, ULDL GFG: 0, 556.7, 1 AB LTE-T0D 72 0.6
10488 | AAG | 5.0MHz, i60AM, ULDL CFG: 0, 55G-7, 1 AR TET00 [ H] 06
104509 | AAG | 5.0MHz, B40AM, JUDL CFG: 0, S5C.7, 1 RB [TE-TDD B.56 06
10470 | AAG | 10.0MHz, OPSK, ULDL GFG: 0, BSC: 7, 1 AB OE-100 7.62 (6
0871 | AAG | 10,0 Mriz, 160AM, ULDL CFG- 0, B50C: 7, | AB TE-TDD Ga2 158
04T | ARG | 10,0 MHz, BACAM, ULDL GFG 0, S5C: 7, 1 AB LTE-T00 BE7 186
10473 | AAE | 15,0 MHz, OPGK, ULUDL CFG: 0, 55C- 7. 1 AR TE-1DD 782 T
10474 | AAF | 150 MHz 180AM, ULDL GFG. 0. 556 7, 1 RB LTE-TRD 8:32 [T
10475 | AAF | 15.0 MHE, BAGAM, UL/DL CFG) 0, S8C; 7, | AB LTE-T0D B57 0.6
10477 | ARG | 20.0 MHz, 16GAM, UL/DL CFG) 0. S5C: 7, 1 A8, LTE-T0D B.32 XX
G478 | AAG | 20.0 MHz, B40AM, UL/DL GFG; 0, 586, 7, | AB TE-T0D BAT 198
10470 | ARG | 1.4 MHz, OPEK, ULDL GFG: 0, S80: 7. 50% RBE LTE-TDD 7.78, 06
{0480 | AAG | 1.4 MHz, 180AM, ULDL CFG: 3, S5C. 7, 50% RB LE-TDD B.18 196
10481 | ARG | 1.4 MHzZ, GA0AM, ULDL GFG: 0, 558G, 7, 50% AB LTE-TOR A5 FE Y
10482 | AAD | 2.004HE, OPER, ULDL CFG: 0, 5806 7, 50% A8 LTE-TDD ik dl 308
T0AE: | RAD | 3.0MHz, J60AM, ULIDL CFG: 0. 590: 7, S0 AB LTE-TDD 8.39 106
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0484 | AAD | 0.0 MHz B40AM, ULDL CFG: 0, 55C: 7, 50% AE LTE=TuD BAT T
10485 | ARG | 5.0MHz OPSKE, UL/DLCFG 0, S5C; 7, 50% RE LTE-TRO 7.58 06
10488 | AAG | 5,0MHz, 16GAM, ULDL CFG-0, S5C: 7, 50% RE LTE-TDD 8.28 186
10487 | AAG | 5.0MHz, BAGAM, UL/DL CFG: 0. S5G: 7, 50% RAB TE-TDO B.60 19.6
10488 | AAG | 10,0MHz. OPFSK. ULDL CFG: 0, S80: 7, 50% RE LTE-TDD 7.70 +06
10480 | AAG | 10.0MHz. 16QAM, ULIDL BFG: D, S8C: 7, 50% AB LTE-TDD 831 thE
0480 | AAG | 10,0 MHz. G40ANM, ULDL CFG; 0, 55C. 7, 50% RB LTE-TDO 54 ey
10491 | BAF | 15.0MHz OPSK. ULDL GFG: O, S80: 7, 50% RA LTE-TOD 774 186
10432 | AAF | 15.0MHZ. 160AN. UL/DL CFG: 0, S56: 7, 50% AB LTE-TRD B.41 106
10403 | AAF | 15.0 MMz B40AM, UL/DL CFG: 0, S5C; 7, 50% RB LTE-TRD B.55 266
10494 | AAG | 20.0MHZ, GPBK, UL/DL GFG: 0, 5567, 0% RB [TE-TRD 774 08
10485 | AAG | 20.0MHz 1ROAM, ULOL GRG0, S50 7. 50% AB LTE-TOD B.a7 =0F
10496 | AAG | 20.0MHr 640AM, UL/DL CFG: 0, S8C: 7, 50% RB LTE-TDD B.54 +08
10437 | ARL | 1.4 MH:. OPSK, ULDL GFG. 0. 55C: 7, 100% RB LTE-TDD TET +96
10458 | AAC | 1.4 MHz, 160AM, UUDL CFG: 0, S50; 7. 100% RE LTE-TOD 240 +05
G488 | ARG | 1.4 WiHz, BAQAM, ULDL GFG: D, B5G: 7, 100% RBE TE-TDD E.66 106
500 | AAD | 2.0MHz, OPSK, UUOL GFG; 0, 35C: 7. 100% AB LTE-TOD 787 08
50T | AAD | 3.0MHz, T6QAM, ULDGL GFG: 0, BSG. 7. 100% FB LTE-TDD B.A4 98
10502 | AAD | 2.0MHz, B40AM, ULDL CFG: 0, 55C: 7, 100% FB LTE-TDD 852 98
10503 | AAG | 5.0MHz, OFSK, ULDL GEG: 0, S5C: 7, 100% R LTE-ToD 772 P
10508 | AAG | 5.0MHz, 16LAN, ULDL GFG: 0, BSG: 7, 100% RE LTE-TDD 841 =86
10505 | MAG | 5.0MHAZ, BA0AM, UL/DL CFG: 0, S9G- 7. 1000 AH LTE-TDD B5d +96
10508 | ARG | 10.0MH: OPSK UL/DL GFG. 0. S50- 7, 100% RB CLTE-TOD 7.78 +96
10507 | ARG | 10.0MHZ 160AM, ULIDL GrG: 0, S8G: 7, 100% AB LTE-TOD B.36 196
10508 | AAG | 10.0MHz, B40AN, ULDL CFG; 0, 586 7, 1007 AB LTETDD B.55 26.8
10500 | AAF | 1G.0MHZ, OPSK, ULDL GFG. D, 586: 7, 1009 RE LTET0D 7.99 108,
10610 | AAF | 15.0MH2 160AN, UUDL GFE: 0, S50: 7. 100% AB LTETO0 B.49 a8
10511 | AAF | 15.0MHz BAQAM, UL/DL CFG: 0, B8C: 7, 100% RB [TE-TDD. B.5T 0.0
10512 | ARG | 20.0MHz, OPSK, ULDL CEG; 0, 55C; 7, 100% AB LTE-TDD 7.7 =88
10513 | AAG | 20.0MHz, 1BQAM, ULDL CFG: 0, 58C: 7, 100% AB LTE-TOD 8.42 [
10514 | ARG | 20.0 MHz, E4AN, ULOL OFG: 0, B5G: 7, 100% A8 LTE-T0D 245 268
10515 | AAA | DSBS, DOPEK, 2.0Mbps, 59.0% OC WLAN 158 =06
10516 | AAA | HE-DSSE. DOPSK, 5.5 Mbps, 08.2% DG WLAN V.57 Y
10517 | ARA | HR-DSES, DOPSK, 11.0Mbps. 85.0% OC WLAN V.58 196
10518 | ARD | OFDM, BPSK, 1.0 Mbps. 38.9% OC WLAN 8.3 =86
0510 | AAD | OFOM, PSK, 120 Mbps, 86.0% D0 WLAN .38 EE-T]
10520 | ARD | DFOM, (PSK, 1B.0Mbps, 89,07 DG WLAN B.12 188
0521 | AAD | OFOM, TBCIAM, 24.0 Mbps, 88.0% DC WLAN 787 96
10522 | AAD | OFOM. 160AM, 36,0 Mbbs, 89.0% B WLAN 725 165
0523 | AAD | OFON. BA0AM, 280 Wbps, 59.0% OC WLAN .08 <06
10524 | AAD | OFDM, BACAM, 54.0 Mbps, 85.0% OC WLAN B27 <98
10525 | AAD | VHTED, MCSR (6.5 Mhps), 08.0% DO WLAN B.36 =96
0526 | ARD | VHTZD, MGS? (13,0 Mbps), 88.0% DG WLAN B.AZ 8,8
10527 | ARD | VHTE0. MCSE2 (18.5Mops), 85,0% DG WLAN B2 <86
10528 | AAD | VHTZD, M5 (26,0 Mbps), B9.0% OO WLAN BB =08
10525 | AAD | VHTZD, MGS4 (39.0 Mbpe), 80.0% DO “WLAN B30 +0.8
0531 | AAD | WiHTED, MOSE (58,5 Mops], 58.0% DO WLAN B.43 <06
10532 | AAD | VHTED, MCST [A5.0 Mops), 99.0% DG WLAN B <6.8
10533 | AAD | WHT2D, MCSE (78.0 Mbps), B8.0% DG WLAN 3.8 <&
10534 | AAD | VHTA0, MCED (13,5 Mops], 56.5% 00 WLAN 845 =06
10535 | AAD | VIHTA0, MGS1 (27,0 Mops), 88.8% DG VILAN B.AS g
10536 | AAD | WHTAD, M2 (40.5Mbps), B8.8% DO WLAN B.32 <96
10537 | AAD | VHTS0, MCS3 (55.0 Mbps), 88.7% DC WLAN BA4 156
10538 | AAD | VHT40, MCS4 (§1.0Mbps), B8.5% DG WLAN B.E4 A6
10540 | AAD | VHTAD, MGSS (1215 Mops), B8.3% DO WLAN B30 +8.6
0547 | AAD | WHTA0, MGST {135.0 Mbps), 98.3% 0C WLAN BAB 1OE
10542 | AAD | VHT4D, MCSE (152.0 Mbps), 98.1%: DC WLAN B85 0.6
105643 | AAD | VHT40, MCS9 {1800 Mbgs). 98.0% D WWLAM 865 LB
10544 | AAD | VHTED, MCS0 (22,3 Mops), 88.0% OC WLAN BAT Y
10845 | AAD | VHTBD. MCSY [58.5 Mbps), 99.0% DG WLAN [ -1
10546 | AAD | VHTBI, MGS2 (B7.8 Mbps), 83.0% DC WLAN B35 £9.6
10547 | AAD | VHTED, MCSE 1117.0 Mbpa), 99.0% DG WLAN B.40 8.6
10540 | AAD | VHT80, MGS4 (1755 Mbps), 99,0% UG WLAN 837 t9 6
i0550 | AAD | VHTED, MCE6 12635 Mbps), 89.0% 0C WLAN 438 ]
10561 | ARD | VATED, MGET (2825 Mbps), 88.0% DC WLAN 550 P
10552 | AAD | VHTBS, MCSE (351.0 Mbps), 99.0% DG WLAN B.42 186
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0553 | AAD | VHTBO, MCS® (380.0 Mbps), 5500 DC WLAN BAB 485
10654 ["AAE | VAT160, MCSO (58,5 Mbps), 98.0% DG WLEN B.48 Y
10565 | AAE | WHT160, MGS11117.0 Mbps), 99.0% DO WLAN BA7 186
10556 | AAE | VHT180. MCS2 [175.5 Mbps), 89.0% DC WLAN B.50 +0F
T0557 | AAE | WHI 160, MCS3 (2340 Mbps), B0.0% DG WLAN 852 =66
1B55E | MAE | WHT160, MESH [351.0Mbgs), B6.0% DO WLAN 881 $96
10560 | ARE | VHT160, MCS6 [526.5Mbps), 99.0% DC WLAN 8.73 =05
10561 | AAE | VHT160, MCST (585.0 Mbps|, 99.0% DC WLAN 856 195
10562 | AAE | VHT160, MCSE [702.0 Mbps), 38.0% DG WLAN £.69 +0.5
10563 | AAE | VHT1B0. MCSe (780.0Mbps). 89.0% DC WLAN B77 =86
10564 | AAR | DFDM, BPSK, 9.0 Mbps, 98.0% DC WLAN Bi5 05
10565 | AAA | OFDM, OPSK, 120 Mbps, 55.0% 0C WLAN Ba5 =95
10586 | AAA | OFDM, OPSK, 18.0 Wbps, B6.0% 00 WLAN RES 198
0hE7 | AAA | OFDM, 160AM, 240 Mbps, 89.0% DC WLAN “E.00 6.6
10568 | AAA | OFDM, 1GQAM, 36.0 Mbps, 09.0% DG WLAN B.37 *0.6
10585 | AAR | OFDM, E4CAN, 48,0Mbps, 99.0% 0BG TWLAN B.10 5.6
0570 | AAR | OFDM, BSQAM, 54,0 Mbps, 85.0% B0 WLAR 530 PTG
10671 | AAK | DSSS, DLPSK, 1.0 Mbps, 20.0% DC WLAN 159 186
10572 | ARA | DSSS DOPSK, 2.0 Mbps, 80.0% DC WLAN 1.89 86
10573 | AAR | HR-DSES, DOPSK, 5,5 Mbps, 50,17 DG WLAN 1.88 Y
0574 | AAA | HR-DSSS, DUPSK, 11.0 Mbps, B0.3% DG WLAN 188 298

10575 | AAA | OFDM, BPSK, 6.0 Mbps, 88.8% OC WLAN B.50 “0A
G765 | AAA | OFDM, BPSH, 9.0 Mibps, B9.8% DG WLAN "B.60 [
10677 | AAA | OFOM, QPSK. 12.0 Mbps. 80.0% DG WLAN B.70 108
10578 | AAA | OFDM, OPSK, 18.0 Mbps. 50.0% DC WILAN 540 =05

YDG70 | AAA | OFOM, TEGEAM, 24.0 Mbps, B0.0% O WLAN .36 a8
10580 | ARS | OFDM, 16GAM, 36,0 Mbps, G0.0% DC WLAN 8,78 FTY
10561 | AAA | OFDM, GeOAM. 28,0 Mbps. 80.0%. DC WLAN B35 1986
10582 | ARA | OFDM. GACANM, 64.0 Mbps, 80.0% DC- WLAN 867 0.6
10583 | AAD | OFDM, BPSH, 6.0 Mbps, 83,9% DG WLAN B.59 =96
10584 | AAD | OFDM, BPSK, 9.0 Mops, B2.9% DG WUAN B.60 P
10585 | AAD | OFOM, CIPSK, 12.0 Mops, 00.0% 0C WLAN 8,70 198
10586 | AAD | DFDM, OPSK, 15.0 Mbps, 80.0% DO WLAN BA9 +8.8
05E7 | ABD | OFOM. 1B0AM, 24.0 Mbos. 80.0% OC WLAN 536 <85
10568 | AAD | OFDN, 16CAN. 36.0 Mbps, B0.0% DT WLAN &6 =08
10588 | AAD | OFDM. CADAM, 48.0 Nibps, 00.0% DT WLAR 8,35 S0 E
10500 | AAD | OFDM, EAQAM, 54.0Mbps, B0.0% DO WLAN B.67 <96
10531 | AAD | HT20 Mixod, MGSO [6,5 Mbps), 88.9% DG WLAN .63 <68
10532 | AAD | HT20 Mixed. MCSY (13.0 Mbps), 20.0% DE Wan 6.9 +9.5
10530 | ARD | HT20 Mixed, MCS2 | 16,5 Mops), 80.0% DT WLAN T =06
0584 | AAD | HT20 Mined, MGS [26.0 Mbps), 90,0% DC WLAN B.74 I0E
10535 | AAD | HT20 Mo, MGE4 (39.0 Mopa), 50.0% OC WLAN 874 Y]
10506 | AAD | HT20 Med, MCSS5 [52.0 Mbps), 90.0% DO WLAN CEZ] <85
10587 | AAD | HT20 Mixed, MCSE (58,5 Mbps), 20.0% DO WLAN 8.72 +0.6
70508 | AAD | HT20 Mixed, MGS? (85.0 Mbps), 30.0% OC WLAN B.50 FLY
10580 | AAD | HT40 Mixed, MCS0 [13.5Mbps), B9.8% OC WLAN B.7a FEY]
10600 | AAD | HT40 Mixed, MGSY (27,0 Mbpa), 80.7% DC WLAN B.88 +0.6
10601 | AAD | HT40 Mixed MCS2 (405 Mbps), 88.6% DC. WLAN 8,82 +9.6
T0B0Z | AAD | HT40 Mixed, MCS3 (54.0 Mbps), 89.4% DC WLAN 6,29 596
10603 | AAD | HT40 Mued, MCS4 (81,0 Mbps), B5.2% OC WLAN 9,03 +05
10804 | AAD | MTA0 Mmwad, MCSS (1080 Mops), 88.9% OC WLAN 8.76 9.6
10605 | AAD | HT40 Mixed, MOSE [121.5 Mbps), B8.8% OC WLAN BT +08.
10606 | AAD | HTA0 Mixnd, MGS? [135.0 Mbps), BE.7% DC WLAN 8.2 196
[0B07 | AAD | VHTZD. MOS0 (6.5 Mbps), B9.9% OC WLAN B.BA 106
10806 | AAD | VHT20, MCE1 [13.0 Mips). 50.0% DC WLAN BIT 9.6
10800 | AAD | VHTZ0, MGS2 (19,5 Mbpsj, 90,0% 0 WLAN B.57 96
TG6I0 | AAD. | WHTZD, MGES [25.0 Mnps), 00.0% DG WLAN BB 0.6
T0B11 | ARG | WHIZD, WGSS (29,0 Mbpa), 50.0% DO WILAN B.70 096
10612 | ARD | VHIZD, MGSS (52.0 Mops), 80.0% DG WLAN Bir 96
10613 | AAD | VHTZ20, MGSE (58.5 Mbps}, 50.0% DG WLAN a.d [T
0614 | ARD | WHT20, MLST [B5,0 Mbps), 90.0% DC WLAN .58 15.6
10615 | AAD | VHTZ20, MCSH |76.0 Mbps), 90.0% DC WLAN Baz 205
10816 | AAD | VHTAD, MBS0 | 13,5 Moaps), 69.5% DG VILAN §.B2 Prr
0617 | AAD | VHIAD, MGS1 (27.0 Mbps), BE.7% DC WLAN BEI 08
OB16 | AR | WHTAD, MCSE (40,5 Mbpst. B985 D WLAN B.58° 2506
D612 | AAD | VHT40, WSS (54,0 Mbps, B8.4% DO WLAN 5.66 196
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10620 | AAD | VHIAD, MGCE4 (81,0 Mbpsl, B3 2% DG WLAN sa7 =36
0821 [ AAD | VHT40, MCSS (1080 Mhps), B8.9% DC WLAN % 29,6
10622 | AAD | WHTAD. MCSE (121.5 Mbps), B8.8% DC WLAN B.68 +8.6
10623 | AAD | VHTAD, NCST [135.0Mbps}, 88.5% DG WEAN BBZ +66
0G24 | ARD | VHTAD, MCSA (1620 Mbps), B8,4% DG WLAN .56 56
10625 | AAD | VHTAO, MCSS [180.0 Mbps), 88.2% DC WLAN .96 +88
10626 | AAD | VHTBD, MCS0 (29.3 Mbps), 80.0% DC WLAN .83 “ff
10627 | AAD | VHTBO, MCS1 (58.5 Mbps), 90.0% DG WLAN B.88 +5.6
0RZ8 | AAD | VHTBD, MCS2 [B7.8Mbps), §0.0% DC WLAN CWE +06
10620 | AAD | VHTBO, MCS3 (117.0MEps), B0.0% DO WLAN B.BS 9.8
10630 | AAL | VHTBO, MGS4 [175.5 Mbps}, B0.0% DG WLAN B.72 +BE
10631 | AAD | WHTED, MCSE [234.0 Mbpsl, 90,0% DG WLAN BA1 “05
10632 | AAD | VHTBD, MLSH (263.9 Mbps), 90.0% DG WLAN B4 0.8
10633 | AAD | WHTBD, MGS? (202.5 Mbpe), 90.0% DG WLAN B.B3 +B.6
V0833 | AAD | VHTED, MCSE (351.0 Mbps), 80.0% DG WLAN B.ED =B
10635 | ARD | VHIBO, WGS9 (390.0 Mbpe), 90.0% DG WLAN Bl =05
10836 | AAE | WHT1E0, MCS0 (58,5 Wbpa), 50.0% DG WLAN [XE] S06
10637 | AAE | VHTI1G0, MCSY (117,0 Mbps), 90.0% DC WLAN &79 9.6
10638 | AAE | VHT1B0. MGS2 (175.5 Mbps), 80.0% DG WLAN E.86 +88
10639 | AAE | VHT180. MCS3 [234.0 Mbps), 50.0% DC WLAN B85 Y
10640 | AAE | VHT 160, MCS4 (3510 Mbps), 90.0% DG WLAN .98 =86
T0BAT | AAE | WHTTB0; MOSE (468.0 Mibps), 80,0% DG WLAN 9106 <86
10842 | AAE | VHT180. MCEE [526.5 Mbps), 90.0% DG WLAN 9.06 196
10643 | AAE | VHT1B0, MCS7 (585.0 Mbps), 90.0% DC WLAN 668 +9.6
10644 | AAE | WHT 180, MoSS [r02.0 Mops), 90.0% DC WLAN .05 =06
10645 | AAE | WHT 160, MCSE (TB0.0Mops), 80.0% DO WLAN 8.11 +9.8,
10648 | ARH | 5.0MHz OFSK, ULUDL CFG: 2. 55C:4, 1 AR LTETCD 11.98 +3 5
10647, | AAG | 20.0 MHz GPSK, ULDL CFG: 2 58C. 7.1 AB LTE-TDD 11.36 +3.6
10G4E | AAA | RCE, SOT5, 1xAMvANCED COMREDND 345 3.6
10670 | AAA | LE. Tesi, GFSK Blustooth EXT =88
10671 | ARG | E120, MGSD (3.6 Mbps), 80.0% DC WLAN 9.04 +B8.8
10672 | AAD | ET20, MCST (17.0Mbps), B0L0% GC WILAN a.57 +9.8
10873 | AAL | ETen, MOS2 (25,0 Mbps), 90.0% DT WLAN B.78 +6.6
10674 | AAC | ET20. MCS3 [34.0Mbpa), 80.0% DC WLAN B4 +9.6
10675 | ARG | ET20; MGSA (52.0 Mbps), 80.0% 0C WLAN B.90 =9
0676 | ABG | ETED0, MGSS (69,0 Mbps), 90,0 0G WLAN 877 196
10677 | ARG | E120, WCSH (77,0 MBpE), 80.0% 06 WLAN B.7a =85
0678 | ARG | ETa0, MOST (86.0Mbpe), B0.0% DO WLAN 878 496
10678 | AAD | ET2D; MCSE {103.0 Mbpa), 80.0% DC WLAN [¥:E] <06
1060 | AAG | ETZD. MGSa [115.0 Mbps), 36.0% DT WLAN B.60 0.6
0681 | AAL | ET20, MGSID (122,0 Mbps). 90.0% DG WLAN B2 86
10682 | AAL | ET20, MGS11 (1360 Mbps), 90.0% BC WLAN 683 P
10684 | AAL | ETzD, MOS0 (B.5 Mops), 100.0% DC WLAN f.42 =9 6
10684 | AAC | ET20, MCS1 (17.0 Mbps), 100.0% DE WLan B.26 0.8
10685 | ARG | ET20, MCS2 (26,0 Mbpe], 100.0% DC WLAN 533 28,5
TOBEE | ARG | ET2D, MOSE (34.0 Mbps); 1000% DC WLAN B28 +96
10687 | AAL | ET20, MGS4 (52,0Mbps), 100.0% DC WLAN B.45 +8.6
10688 | ADC | ET20, MIGSE [69.0Mbog), 1000% DG WLAN B 36
10680 | AAC | ET20. MCSE(77.0Mbos), 100.0% DO WLAN B.55 106
10680 | MAG | ET20, MGST (86,0 Mbps), 100.0% DO WLAN 8.2 80
0631 | AAG | ET20. MGSA [103.0 Mbps), 100.0% DO WLAN nZh 98
10892 | AAG | ET20, MGSB ([115.0 Mbpel, 100.0% DC WLAN 8.26 +06
0683 | AAG | E120, MCS10 [122.0Mbps). 100.0% DC WLAN 8.25 188
10684 | AAC | ET20. MCS11 (135.0Mbps), 100.0% DG WLAN BA7 +9.6
10605 | ARG | ET4D, MGSO (172 Mbps), B.AT. DT WLAN B.78 9.8
10696 | ANG | ET40, MCST {34.0 Mbps); B3.8% DC WLAN R 108
G887 | AAL- | ET40, MGE2 {52.0 Mbps), 88.7% DC WLAN (] +9.6
10638 | AAC | ET40; MCS3Z (69.0Mbpel. 89,756 DO WLAN B85 86
10695 | AAC | ETAD, MGSH |103.0 Mbps), B5.8% DO WLAN Baz H9E
10700 | ARG | ETA0, MCSS (1380 Mbps), 69.8% DC WLAN 8.73 198
07Nt | AAG | ET40, MCSE (155.0 Mbns), 83.8% DC WLAN 8.86 LELE
16702 | ABRC | ET4D, MGS7 (172.0Mbpa), B9 8% DC WLAN 5,70 185
10703 | ARG | ET40, MCSE (207 0Mbps), 89.8% DC WLAN B.82 Y]
10708 | AAG. | ETAD. MGSS [229.0 Mbps), BAE% DC WLAN 8.55 0.8
10705 | ABC | ETAD, MGS1D (256.0 Mops), B9.A% DL WLAN B3 9.6
I0T0E | AAL | ET40, MGS1Y (267.0 Mbps), BB.E% DC WLAN B.66 296
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T0T07T | AAG | ETAD, MCSD (17.2 Mbps), 49.8% DG WLAN 5,32 FYY
10708 | ANG | ETe0, MGS1 (34,0 Mbps), 89.7% DG WLAN B.55 05
10700 | AAG | ET40, MCS2 (520 Mbps], 59.7% DG WLAN B33 108
0710 | AAG | ET40, MCE3 (59.0 Mbps), 99.7% DG WLAN 8.29 +BE
1071 | AAC | ETa0, MCE4 (103.0 Mbps}, 89.8% DC WLAN 835 L]
NTIZ | AAG | ET40, MGES (1320 Mbps), 99.8% DT VWLAN B.ET <06
B712 | AAC | ET40, MCSE (155.0 Mbps), 99.8% DC WLAN B.33 +9.6
10714 | ARG | ETA0, MCST (172.0 Mbps), 90.8%, DG WLAN B.28 196
10716 | AAL | ET40, MCSH (207.0 Mbps), 99.8% DG WLAN B.45 +0.8
10716 | AAC | ET4D, MCS9 (229.0 Mbps), 99.8% DC WLAN 8.0 +0.6
0717 | ARG | ETAD, MGS10 (258.0 Mbps), 99 6% DG WLAN EAB =96
TB718 | AALG | ETAD, MGS11 [267.0 Wbps), 98,85 DG WLAN B.24 =9F
10710 | AAG | ETBD, MCSD (360 Mops), 50.0% OC WLAN B 36

10720 | ARG | ETBO, MCS1 (72,1 Mops), 30.0% 0C WLAN BBT 486
10721 | AAG | ETBO, WMGS2 (108,1 Maps), 90.0% DG WLAN .75 Yl
10722 | AAG | ET8D, MCS3 (144.1 Mbps), 30.0% DG WLAN B85 =86
10723 | AAC | ET80, MCS54 (2162 Mbpsa}, 90.0% DC WLAR 870 =08
0724 | AAG | ETHD, MCSE [0BR.2 Mbps), 90,0% DG WLAN CED) Y
10725 | AAC | ETBO, MCSE {324.4 Mbps), 90-0% DG WLAN .74 498
10726 | AAC_| ETBO, MCST (360.3 Mbps), 00.0% OC WLAN B.72 +0.8
10727 | AAC | ETED, MCSE (152.4 Mbps), 50.0% DC WLAN B66 Y
10728 | AAG | ETRD, MCS0 (4804 Mbps), B0.0% DC WLAN BES w06,
10729 | AAL | ETAD, MOS10 (5404 Mops), 90.0% DG WLAN BB 198
10730 | AAC | ETBO, MGCS1 (72.0Mbps), B0.0% DG WLAN B.ET 55
10727 | AAC | ETBO, MCSO [36.0 Mbps), 100.0% DG WLAN B.42 +96
10732 | RAC | ETHEO, MCST (721 Mops), 100.0% DG WLAN B.46 8.8
10733 | AAC | ETBD, MCSE (10B.1 Mbpa), 100,07 DC WLAN 84D 0.8
10734 | AAC | ETBO, MCS3 (1441 Mbps), 100.0% DT WLAN B.25 06
10735 | BAG | ETBD, MCS4 (216.2 Mbps, 100.0% DG WLAN EEE] <88
10736 | AAG | ETBO, MGSS [288.2Mbps). 100.0% DC WLAN B.27 oG
10737 | ARG | ETBD, MGSE (d24.4 Mbpsl, 100.0% DE WLAN B35 =0
0738 | ARG | ETBD, MGS? (360, Mbpo), 100.0% DC WiaN 842 BET]
107399 | AAC | ETED, MOSS 432 4 Mbps), 100.0% DC WLAN b.29 +56
10740 | ARG | ETAD, MCSS (4804 Mbps). 100.0% DO WLAN B.48 +9.6
10741 | AAG | ETED, MGS10 (540.4 Mbps), 100.0% DG WLAN 540 =06
V0742 | ARG | ETED, MGCS17 (600.5Mbps), 100.0% DC WLAN .43 10§
10743 | AAC | ET160. MGSD (72.0 Mbps), 88,2% DC WLAN B.94 +8.8
10744 | ABG | ET100, MGS1 [144.0 Mbps), 67.1% DG WLAN B.18 9.6
10745 | AAC | ET160, MCB2 (216.0Mbpe]. 87 .4% DC WLAN 8.3 =85
10746 | ARG | ET160, MCSS (282.0 Mbps), 67, 1% DG WLAN 541 P
TO74T | ARG | ET1B0, MCS4 (4320 Mbpsy, B7,4% DG WLAN o.04 208
10748 | AAG | ET1RD, MCSS 1576,0 Mbpa), B6.8% DC WLAN X P
10740 | AAG | ET180. MOSE (6490 Mbps), B6.7% DG WLAN B.80 9.6
10750 | AAC | ET160, MCG? (T21.0Mbps). BE.7% DG WLAN .79 A
10751 | ARG | ET160, MCSB (85,0 Mbps), B6.3% DG WLAN a.82 =88
0752 | ARG | ET160, MCS9 (961.0 Mbps), 86:3% DT WLAN BAT £8.6
0750 | AAL | ET160, MCS10 (10810 Mbpa), B6.7% DG WLAN 500 <98
10750 | ARG | ETi60 MGS11 (1201.0 Mbps), 86,79 0OC WLAN 594 8.8
10756 | ARG | ET160, MOS0 (72,0 Mbps), 88.0% DE WLAN 564 <85
10756 | ARG | ET160, MCS1 [184,0 Mbpa}, B6.6% DG WLAN 877 386
10757 | AAC | ET1160, MCS21216,0 Mbpsl, #7.1% 0C TWLAN B.77 80
0756 | ARG | ET160, MGG (2820 Mbps), B6.8% DG WLAN B.60 +8.8
10750 | AAG | ET160, MCSA (432.0 Mbps), 97.1% DG WLAN B.56 196
10760 | ARG | ETI60. MGCSE (576.0 MbpS), B6.5% DC WLAN B.4n +8.6
10761 | AAG | ET160, MGSSE (849.0 Mbps), 96.3% DG WLAN 8.58 o6
10762 | ARG | ET160, MCS7 [721.0Mbps), 96.0% DG WLAN 848 3
10763 | AAC | ET16D, MCS# (B65.0 Mbps), 95.9% DC WLAN BER 188
10764 | AAC | 1160, MGES (B51.0 Mbpal, #6.9% OG- WLAN 854 98
10765 | AAC | ETIB0. MCSI10 [1081.0 Mbpe), 96.3% o] WLAN B.B4 [1:E
10766 | ARG | ETIED, MCS1T1 ['.|ial@l:l'l.ﬂ!.'it'.\i:.lm1 846.4% 00 WLAN ——= 8.5 £9.8
T0767 | AMG | GP-OFDM, 50 MHz, GPSK, 15H2, 96.9% DC, 1 A8 5G NR FR1 TDD 7948 198
10768 | ARE | CP.GFOM, 10.0 Mz, OPSK, 16kHz. 100.0% 0C, 1 RE 5GNR FR) 10D B.01 206
076 | AAD | CP-OFDM. 15.0MHz. OPSKE, 15kHe, 100.0% DC, T RB &G NAFRY TOD 8.0 +9.6
10770 | ARE | GP-DFDM, 20,0 MHz. OPSK, 15kHz, 100.0% DC, 1 RB &0 NR FR1 TODO a0z FET
0771 | ARD | CP-OFDM, 250 MHz. GPSK, 15kHz, 100.0% DC. 1 A8 5G NAFAY 10O 802 +08
10772 | ARE | CP-OFDIM, 30.0 MHz GPSK, 15 kHz, 100.0% DG, 1 A 5G NA FRT TDD B.23 +0.6
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0773 | AAF | CR-CIFDM, 40,0 MHz, OPSK, 15KHz, 100.0% DG, | RB 56 WA FRT TO0 5.03 206
G774 | ANE | CP-OFOM, 50,0 MHz, GPSK_ 15 kHz, 100,0% UG, 1 AB 5G NR FRT 100 B.02 <OE
10775 | AAF | CP-OFDM, 5.0MHz, QFSK, 15kHz, 100.0% DG, 505, RE EGNRERY OO B 106
0776 | ARE | CP-OFDM, 10.0 Mz, OPSK. 15kHz. 100.0% DG, 50% A 5GNE FR1 10D B0 +96
0777 | ARG | GP-OFDM, 15.0MHz, GPSK. 15kHz. 100.0% DG, 50% RB 506 MR FRY 70D .30 0.6
10776 | AAE | CP-OFDM, 20.0MHz, DPSK. 15kHz. 100.0% DG, 50% RB 56 MR FR1 100 .34 =96
10775 | AAG | GP-OFDM, 25,0 MHZ, GPSR. 15 kHZ, 100,00 DG, 5 AB 56 MR FRT 700 Bag “BE
10780 | ARE | CP-OFDM. 30,0 MHz, GPSRK. 15kHz2, 100.0% DG, 50% AA EGNR FR: 100 538 =38
0781 | ARF | CP-OFDHM, 40.0 MHz, QPSK, 15 KH2, 100.0% DG, 50°% AB 5G NR FR1 10D 8o8 <86
10782 | AAE | CP-OFDM, 50.0 Mz, OPSK, 15 kHe, 100.0% DG, 50% B 5G NR FR1 TOD B.43 0.6
0783 | ANG | GP-DFDM, 5.0 MRz, GPSK, 16kHz, 100.0% LG, 100% RE 5G NR FR1 100 5.7 =66
10784 | AAE | CP-DEDH, 10.0 MHz, CIPSK, 15KH2, 10000 06, 100% A8 S0 WA FRT TOD B.28 06
10765 | AAL | CP-DFDM, 15,0 MHz, QPSK, 15kHz, 100.0% DG, 100% RB 506G NA FRY 100 ¥T)] 296
10786 | ARE | CP-DEDM, 20.0 MHz, QPSK. 15 kHE, 100.0% DG, 100% AB EG MR FR1 10D B35 +a.A
10787 | AAD | CP-OFDM. 25.0 MHz, QPSK, 15kHz, |00.0% DG, 100% AB 5GMNA FR1 10D B.A4 +0.8
10788 | AAE | GP-OFDM, 30,0 MHz, OPSK, 15KHz, 100.0% DG, 100% AB EENAFRT 10D 5499 +5.8
078G | AAF | CP-OFLM, 40.0Hz, GPSK, 15kHE, 100.0% D6, 100% AR 55 NA PR 10D Bar 9.6
10780 | BAE | CP-OFOM. 50.00Hz, CIFSK, 15 KMz, 100.0% DG, 100°% AB £G NA FRY 100 B30 A8
10791 | ARG | CP-OFDM, 5.0MHz OPSK, 30kHz, 99.6% DC, 1 AB 5G NB FR1 T0D T3 96
10792 | RAE | OP-OFDM, 10.0MHzZ, GPSK, 30 kHz, 90.9% 0G, 1 RB 5G NA FR1 100 Ta2 180
10793 | AAD | CP-OFDM, 15.0 MHE, GESHK, J0kHz, 100.0% DG, 1 /B 5G MR FRT 700 7.95 208
10794 | AAE | OP-OFDM, 20,0 MHz, GPSIC A0KHE, 100,05, 0C, 1 RB G NRFRTTOD 782 LOE,
10705 | AAL | CP-ORDM, 25.0 MHz, DPSK, d0%Hz, 100.0% DG, 1 A8 BG WA EH1 TOD 784 188
10798 | AAE | GP-OFDM, 30.0 MAz, OPSK, 30kHz, 100.0% DG, 1 AB &G MR FR1 TRD TR 186
10787 | AAE | CP-OFDN, 0.0 MHz, QPSK, 30Kz, 100.0% 0G, 1 AE 5G NA FRT 100 6,01 =06
10786 | AAE | CR-OFDM, 50,0 MHz, OPSK, 30RHz, 100.0% 0C, 1 AB &G MR FR1 TOD T8 0.8
10700 | ARF | CP-OFOM, 60,0 MHz, GPSK, 30kHz, 100,0% 0C, 1 RE EG MA FRT 10D 783 -85
10801 | AAF | CR-OFDM, B0.0MHz, OPEK, 30kMz, 100,0% 0C, | AB EG NIt FRT 100 789 06
10E02 | AAE | CP-OFDM. 90.0Mriz. QPSK. 00 kHz, 100.0% DG, 1 HE 5G NA FRT 10D 787 =05
10B0Z | AAF | CP-DFBEM, 100.0 MHz, OPSY, 30kHz, 100.0% DC, 1 AR G MR FRY TOD T8 =35
10805 | AAE | CR-DFDM, 10.0MHz, QFSK, 30 KHz, 100.0% OC, 50% AB 5G MR FR1 D0 .34 =98
10806 | AAD | CP-DFDM, 15.0MHz, GPSK, 30 kHz, 100.0% DG, 50% RB TG NA FAT 100 8.a7 P
10608 | BAE | CP-OFDOM. 30,0 MHz, DPER, 30 kHz, 100.0% 0, 0% RE 50 MH FRI TOD B.34 9.6
10810 | AAF | CP-OFDM. 40.0 Mz, PSR, 30 kHz, 100,0% DG, 50% HB &G NR FR1 10D B.a4 106
10812 | ARF | CP-QFDM, 600 MHz, GPSK, 30kHz, 100.0% DT, 50% RE B0 MA FR1 10D 835 P
10817 | AAG | CP-OFOM. 50 MHz, GPSK, 30kHz, 100.0% DG, 100% RE SGNAFR1TOD | B35 06
10818 | AAE | CEOFOM 10,0 MHz, PSR, 30kHz, 100.0% DG, 100% RB £G NA PRI 10D B34 ik
0810 | AAD | CP-OFDM. 150 MHz, GPSK. 30 kHz 100.0% OC, 100% RE EG NR FR1 TDD B.ad 0.6
10820 | AAE | GP-DFDM. 20.0 MHa. GPSK_30KHz. 100.0% DG, 100% RB EG NRAFRI1 100 830 <86
1082} | AAD | CP-DFDM, 25,0 MHz, QPER, 30%Hz, 100,0% DT, 100% RB 5G NR FR1 70D B +8.5
10822 | AAE | CP-OFDM, 50,0 MHz, (PSK, 30 kHz, 100.0% DT, 100% RE SO NA FAT TDD B4 ]
10823 | AAF | CP-DFDM, 40.0 MHz, GPSH, 30 kHz, 100,0% DC, 100% RB 56 A FAY T0D 5.6 PEY
0834 | ARE | CE-OFDM, 500 MHz, OFSH, 30KHx, 100.0% DG 100% RA 5G NA FR1 TOD B.39 P
10825 | AAF | CE-OFDOM, 50.0MHz. OFSK, 30kHz, 100.0% DG, 100% RE 5G NA FAT 10D B4 <8R
10827 | AAF | GP-OFDM, BO.0MHz, GPSK, 30 KHz, 100,0% DC, 100% HB 5G NR PRI 10D BAZ P
T0B2E | AAE | CP-OFDM, 00.0MHz, PSR, 30WHz, 100.0% OC, 100% RE 506 WA FRT 100 B4a <98
0838 | AAF | GP-OFDM, 100,0 MHz, CIPSH, a0 RHz, 100.0% DC, 100% HB 5G NR FR1 TDD R.4D 06
10830 | ARE | GP-GEDM, 10.0WHz GPSK, 60 KMz, 99 8% DG, 1 RB B5 MR FR1 TDD 7.63 260
10831 | AAD | GP-OFDM, 15.0 MHz GPBK, 60kHz, B9.5% DG, | RB 5G NR FR1 TOD 7.73 BB
0832 | ARE | GP-DFDM, 20.0 MHz, GPSE, 60 kHz, 89.9% DC, 1 AB G MR FRY 100 7.74 =06
10833 | AAD | CP-OFDM, 25.0 Mz, GF5k, 60 RHz, 99,9 DG, 1 RB 5G NA FRT 10D 7.0 FET:]
10834 | AAE | CP-CFDM, 300 MHz. QPSK, B0 kHz, 100.0% DE. 1 RE 50 NR FRT 100 775 +6 6
10835 | AARF | GP-CEDM, 400 MHz, QFEK, B0 kHz, 1DU0% DG, 1 RB 5G NE FRY 10D .70 15,6
10836 | ARE | CP-OEDM, 50.0 MMz QPSK. BOKHZ 100.0% PC. | BB 5G WA FR) 10D 766 an
10837 | ARE | CP-OFDM, 60,0 MHZ, QP SR, B0kHz 100,0% OC, 1 A8 5G NA FR1 100 7.60 )
10630 | AMAE | GP-DEDM, B0.00Hz, OFSK, B0 ktz, 100.4% DC, 1 RB %G NA FRY 10D 7,70 166
10840 | AAE | GP-OFDM, B0.0 MHz OPSK, 60kHz 100,0% DC, 1 AB LG NAFRT 100 767 Fa
1007 | AAE | CP-OFDM, 100.0MHz, GPSH. B0 KHz, 100.0% DG, 1 HB £ MR FRT 10D 7,77 198
10840 | AAD | CP-DEDM, 15.00H2 GPSK, 60 kHz, 100.0% DG, 50% FBE 503 MR FRT 100 §.49 0.5
70844 | ARE | CP-OFDM, 20.0 MH: OPSK; 60kHz, 100.0%-DC, 50% B8 EG NR FR1 TDD 8.24. +9.5
10846 | AAE | CR-OFDM, 30.0MHz, OPSK, G0KHz. 100,0% DG, 50% AB 53 NA FRL 10D B.ai LOE
085S | AAE | CP-DFDM, 100 MHe, OPSE, B0kHz. 106.0% DG, 100% A 5G NA FR1 10D B34 0.6
10855 | AAD | CP-OFDM, 15.0 MHz. QPSH. 60 kHz, 100.0% DC, 100% RB 5G NA FR1 100 B35 165
[0856 | ARE | CP-OFOM. 20.0 MHz, QFSK, B0kHz, 100.0% DC. 100% RE 56 HE FR1 DD 837 o6
10B57 | ARD | CP-OFDM, 25.0 MHz. GPSK, G0RHZ 100.0% DL, 100° RS 5G MR FR1 100 B.35 10.8
T8 | ARE | DP-OFDM. 30.0 MHz, GRSk, BORHZ. 100.0% UG, 1005 RS 5G MR FAT D0 8.6 95
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1OBEE | AMF | GP-CFDM, 40,0 MHz, GPSK, 60kHz, 100.0% DC, 100% AB 5G NA FRY 100 B.a4 P
10850 | ARE | CP-OFDM. 50.0 MHz, QPSK, 6D RHz. 100.0% DC, 100% RB 5G NA PRI T0D B +86
10BB1 | AAF | CP-OFDM. 50.00MHz, OFEK, GORHZ 100.0% DG, 100% RB 5G WA FRY TOD B.40 198
10BE3 | AAF | GP-OFDM, B0.0MHz, GPSK, R0KHZ. 100.0% DC, 100% AB 5G NR FRY TOD B.41 186
10864 | AAE | CP-OFDM, 90,0 MHz, PSK, 60kHz, 100.0% DC. 100% AB 5G NB FR1 70D .37 =08
10885 | AAF | CP-OFCM, 100,0 Mz, GPSK, 60 kHz, 100.0% DG, 100% GT] BG WA FR1 TOD 841 108
10886 | AAF | OF L-DEDM, 100.0 MHz, QPBSK, 30kHz, 100,0% DC. 1 AB GG NA FAT TOO 5.60 =85
10868 | AAF | DFT-5-OFDNL 100.0 MHz, QPSK, 30kHz, 100.0% OC. 100% RB__ | 5GNR FA1 10D %80 8.8
10869 | AAE | DFT-5-0E0M, 100.0 MHZ. QPSH. 120 KHz. 100.0% DC. 1 RE BG NF FRZ TOD 575 +8.6
T0ET0 | AAE | DFT-5-OFDM, 100,0 MHz, PSR, 120 kHz, 100,0% DC. 1007 AB | 4G MR FRZ 100 556 0.6
10871 | AAE | DFT-5-OFDM, 100.0 Mz, 16GAM, 120KHZ, 100.0% DG, 1 AB 5G NR FRZTOD | 575 <06
0672 | AAE | OFT-5-0FDM, 100.0MHz, 1B0ANM, 120 krz. 100.0% UG, 100% RB | 5@ NR FR2 TOD B.52 =86
10873 | ABE | WWWW 5G NR FR2 100D 6.6 206
10E74 | AAE | DFT.5-0FDM, 100.0 MMz, BAGAM, 120 KHz, 100.0% DG, 100% RE | 56 N FRe 100 6.55 06
10875 | AAE | GP-CFDWM, 100.0 MHz, OPSK, 120rHz, 100,0% DG, | B 5G MR FRZ 100 7,78 =86
T0B76 | AAE | CP-DFOM, 100.0 MHz, GFSHK, 120kHz, 100,0% DG, 100% HE 55 WA FR2 100 B,08 296
10RT7 | AAE | CP-GEOM, 100.0 Wiz, TEQAM, 120 kHz, 100.0% DG, 1 AR G NA FRZ 100 785 BB
10878 | AAE | CP-OFDM, 100.0 MHz, TRCAN, 120 kMr. 100.0% DC, 100% RB &G MR FRZ TOD 841 +9.6
10879 | AAE | CF-OFDM. 100.0 MHz. 540AM, 120kHz, 100.0% OC, 1 RE 5G NF FR2 TDD 812 3.6
10680 | AAE | CP-OFDM, 100.0 MHz. 640AM, 120%Hz, 100.0% DC, 100% RB 50 NA FAZ 0D .38 +0.8

0881 | AAE | OF1-s-0FUM, 50.0 MHz. QPSK, 120 KHz. 100.0% DO, 1 RB 50 NR FRZ 100 575 106
1DBAZ | ARE | DR 1-5-OFDOM, 50,0 Mz QPSK, 120 RHZ. 100,0% 06, 100% FE 5G A FAZ 7DD 586 188
10BES | AAE | DET-e-CIEDIN, 50,0 MHz. 160AM, 120kHz, 100.0% DG, | RB 50 NA FR2 TDD B.&T 8.0
10884 | ARE | DFT-5-OFDM, 50.0MHz. 16QAN, 120kHz, 100.0% DG, 100% RB | 56 NA FR2 100 E.53 =05
0B85 | AAE | OFT-5-OF DM, 50,0 MHz. G40AN, 120 kHz, 100.0% UG, 1 RS 5G NP FR2 TO0 .01 =08
TORAG | AAE | OFT.e-0FDM, 50.0WMHz, GAAM, 120kHz, 100.0% L0, 100% 68 | SG N8 FR2 100 555 0.8
10BE7 | AAE | GP-OFDM 50.0MHz, OPSK, 120kHz 99.9% OC, 1 AR &0 MA FAZ 100 7.78 =06
T08E5 | AAE | CP-OFUM. 500 MMz, OPSK. 120 kH2, 100.0% DG, 100% RE SGNA FRZ TOD 8.35 +06
TURRD | ARE | CP-OFDM, 50.0MHE, 160AM, 120kHz, 100.0% OC, | R EG MR FRZ 100 B.O2 =D&
106830 | ARE | CP-DFDM. 50.0MHz, 160AM, 120kH, 100.0% 0O, 100% AB 50 MA FR2 10D &40 =95
0837 | AAE | CP-OFOM, 50.0MHz, GA0AM, 120kHz, 100.0% DC, 1 PB £G MR FRE 100 ERE] PET
10832 | AAE | CP-OFOM. 50,0 MHz B40AM, 120kHz. 100.6% DC, 100% BB 565 NE PRz 10D Ba 196
10857 | AAE | DETs-CIFDM. 5.0 MHz, PSR, 30 kHE, 99.8% DG, 1 AB 5G N FR1 TDD 5.6 196
106888 | AAC | DFT-5-OFDM, 10.0MHz, GPSKE, 30xHz, 100.0% DO, 1 RB 6G NR FRT TDD 567 <05
10898 | AAB | DF T-s-OFDM, 15,0 MHz, DPSK, 30Hz, 100.0% DC. 1 RB EG WA FRI TO0 567 +8.8
10500 | AN | DF 1-s-0FOM, 20,0 MHz, QFar, 30kHz, 100,0% DG, 1 RE =G MR FA 100 568 +B.6
10001 | BAB | DFTe-OFCM, 25.0 MHz, CIPSK, 30 kH., 100.0% 0C. 1 A8 56 NA FR1 TOD 5,68 =86
{0002 | AAG | DFT-5-0FDM, 30,0 MHz, QPSK, 30 kHz, 100.0% DC. 1 RE B0 NA FR1 100D S &R =86
10003 | AAD | DF -s-OFOM, 40,0 MHz, PSH, 40 kHz, 100.0% DC, 1 RE 56 NR PRI DD 588 FET ]
10908 | BAC | DFT.s-OFDM, 50.0 Mz, GPSK, 30RHz, 100,0% DC, 1 RE %G NB FR1 TRD 560 =05
10006 | AAD | DF1-6-OF DM, 60,0 MHz, GPSH, a0 kHz. 100.0% DG, 1 RE 50 MR FR1 100 568 +0.6
10806 | AAD | DFT-&-OFDM, 80.0 MHZ, CPSK, 30&Hz, 100.0% DC, 1 RE G MR FR1 TDD 5.68 0.6
10807 | AAE | DET-s-OFDM, 5.0 MHz, QFSK, 30 kHz, 100.0% DC, 50% RE 5G M FR1 10D 578 +6.6
10008 | AMC | DFTs-OF DM, 10.0 MHz, GIPEK. 30 kHz, 100.0%: DG, 50% RB TG NA FR1 100 £03 $9.6
10500 | AAB | DFTs-DFDM, 15,0 MHz, QPSK, 30 kHz, 100.0% DG, 50% R G MNAFR: 100 536 FLT)
10910 | AAG | DFT--0FDK, 20.0MHz, QPSK, 30 kHz, 100.0% DG, 50°% RE 5 WA FRT TOD 583 +0.8
0611 | ARB | OF T-s-0FOM, 25.0 MHz, QIPSK, 30kHz, 100.0% DC, 50% RE 5G NA FR1 10D 583 +0.6
0813 | ARG | DETe-LFDM,. 30.0MHz, QPSK. 30 kHz. 100.0% DG, 50% AE SGNRFR1 TDD 584 5.6
10810 | AARD | DF-s-CFDM, 40.0 MHz, QFSK, 30 KHz, 100.0% DC, 50% RE 5GNR FR1 10D 5.84 LG5
10074 | ARG | DFT.5-0FDM, 50.0 MHz, GPaR, a0kHz, 100.0% 0C, 50% A8 5G MAFAT 10D 5,65 Py
0815 | AND | DF T-s-OFOM, B0.0MHz, IPSK, 30 kHE, 100.0% OC, 50% RE &G MR FRT TOD 583 T3]
10016, | AAD | DFT-5-OFDM, 800 MHz, QPSK, 30kHz, 100.0% OC, 50% RE BG NR FR1 TOD 5.87 0.6
10817 | ARD | DET-2-0FDM. 100.0 MHz, OFSK, 30 KHz, 100.0% DC. 50% RB 5G WA FR1 100D 5.04 9.6
I0G18 | ARE | DFT-5-DFEOM, 5.0 MHz, DPSK, 30kHz 100.0% DC, 100% HE 5G NA FAT 100 586 +0.5
105910 | ARG | DF T-5-0FDOM 100 MHz, GPSK, 30kHz, 100.0% DO, 100% AE 503 MA PR TOD 5.88 Y]
10020 | ARB | DFLsLIFDM, 15.0MHz, GPSK, 30 kHe, 100.0% DG, 100% RB 5G MR FRT TDD 5a7 108
10821 | ARG | OF 1= OFOW. 20.00Hz, DPSK, 30kHz 100.0% DG, 100% RE 5GNR FRI 100 5.84 06
0022 | AAR | DFT.5-OFDM. 25.0 MHz. GPSK, 30 kHZ, 100.0% DG, 100% AB BGNRFR) 100 582 I3
10523 | ARG | DFT-s-CEDM, 30,0 MHz, GPSK, B0 RHZ, 100.0% DG, 100% AB GG NAFRITOD | G.84 +8.6
10024 | AAD | DF-5-0OFDM, 40.0 MHz, OFSK, 30kHz, 100.0% DC. 100% AB 5G NR FR1'TODD 584 +EG
10855 | ARG | DFT.-OFCM, 50.0 MHz, PSK, a0 kHz, 100.0% DEC. 100% RB 50 NE FR1 TOD 505 9.6
D626 | AAD | DFT.5.0F DM, 60,0 MHZ PSR, 30 kHz, 100.0% DC, 100% RE 50 MR FA1 100 584 T
10927 | AAD | DETsOFDM, BO.O MH2, @PSK, 20 kHz. 100.0% DO, 100% RB 56 NA FA1 100 5.04 FET
IRE2E. | AAD | DF T-a-CFDM, 5.0 MHAz, GPSK, 15kHz, | AB 55 NA FR1 FDD 583 106
70920 | AAD | DF I-5-0FDM, 10.0MHz OFSK; 15kHz 1 RB 5G NR FAT FOD 5.52 +9.6
050 | ARG | OFT-S-0FDM, 15.0MHz. QPSK. 15kHz | RE SGNAFRA) FOD | Bo2 0.6
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0631 | MAC | DFT-5-OFDM, 20.0 MHz, GPSK, 15kHz, 1 AB- 5G MA FAT FOD 551 I
10832 | AAG | DF L5-0FDM, 25.0MHz, OPSK, 15KHz. | RB %G NA FAT FOD 657 a6
10533 | AAG | DF Te-OFOM, 30.0 MHz, QPGH, 15 kHz_ 1 KB 53 NA FA1 FOD 551 198
10834 | AMC | DFI-5-OFDH, 40.0 MHz, OPSK, 15KHZ | RB 5G NR FR1 FOD 551 +9 0
10835 | AAD | DFF-5-OFOM, 50.0 MHz, APSK. 15kHz, | AB 5G NA PRI FDD 551 +06
10536 | MAD | DFEs-0FDM, 5.0 MHz, OPEK, 15kHz, 500 RE 5G NA FRTFOD 580 Y
10537 | AAD | DF Fo-CFDW, 10,0 MHz, PSR, |5 kHZ, 50%% AB 5G MR FR1 FDD 577 P
10838 | ARG | DF F&-OFDM, 15.0 M-z, OPSK, 15kHz, 50% RE 506 MR FR1 DD 5.50 <88
0630 | ARG | DF Fs-OFDM, 20,0 MHZ. OPSK, 15 kHE. 50% RB 5G MR FR1 FDD 582 186
10840 | ARG | DFT--OFDM, 25.0 MHz, GPSK, 15 KHz, 50% RE 53 NA PRI FOD 589 =06
10641 | AAG | OF T-e-0FDM, 30,0 MHz, QPSK, 15Kz, 50% AB 50 NE FRI FOD ER3 =05
10942 | ARG | DFT-S.LFOM, 40.0MHZ. QPSK, 15xHz, 50% RB 5G MR FRT FOOD 85 =06
10043 | AAL | DET-5-LFDM, 50.0MH:, CIPSK, 15 KMz, G0% RE EG MR FRIFDD 505 0.8
10544 | ARD | DFTa-OFDM. 5.0 Mz, QPSK, 15 kHz, 100% BB 56 NR FRI FOD 5.81 8.5
10845 | AAD | OF -6-OFDM, 10.0MHz, QPSR 15 kidz. 100°% 0B 5GNE FRT FOO 555 <05
10845 | AAG | DF La-OF0M, 15.0 Mz, DFSR, 15 kHz, 100% RB 50 MR FR T FOC 503 Y
10847 | AAD | DFT-5-OFDM, 200 MMz OPSH, 15kHz, 100% RR 5G HNR FRT FOD 587 =86
10848 | AALD | DF 1-s-DFDM, 25.0 MHz, OPSK, 15kHz. 100% RB 50 W FR1 FOD 584 8.0
10848 | AAC | DFT-5-OFDM, 30.0 MHz. OPSK, 15kHZ. 100% RE 5G MR FR1 FOD 587 86
10950 | AAC | DFF-s-OFDM, 40.0MHz, OPEK, 15 kHz, 100% BB 5G NR FA) FOD 584 +8.f
10851 | AAD | DF 1-8-OF0M, SO0 MHZ, GRSK, 15 kHz, 100% RE %G NR FRY FOD 592 LG8
0078 | AAA | BOR, 1.0MHE, 7B.7% DG ULLA .16 P
104970 | AAA | HDR4, 2.0 MMr 25 1% D LILLA B.58 +9.6
16980 | ARA | HORE, #.0MHz, 18.5% OG ULLA .32 +8.6.
10081 | AAR | HDRpS, 2.0 Mz, B0.0% 00 DL ER L) =08
10882 | AAR | HOREE, 4.0 MHz, 90.5% 0C ULLA 343 0.8
11013 | AAB | EHTA2D, MCS1 (272.0 Mbps), 100.0% DG, WLAN Bar L85
TI014 | AAR | EHTAZ0, MGS2 (08,0 Mbps), 100.0% DG WILAN B45 +05
11015 | AAR | EHT320, MCS3 (544.0Mbps), |00.0% DG WLAN B.44 =95
71016 | ARB | EHT32D, NCS4 (B17.0 Mbps), 100.0% DG WLAN B.ad =88
11017 | ARE | EFIT320, MCS5 (1089.0 Mops), 100.0% DG WLAN B.Al :0.8
11018 | AAB | EHTA20, MGSH (1225.0 Mbps), 100.07% OC. WLAN 840 95
11019 | AAB | EHTa20, MCGS7 (13610 Mbps), 100 0% DC WLAN 8.20 156
11020 | AAB | ERTE2D; MGSB [1632.0 Mbps), 100.0% DG WLAN R.27 =98
11021 | ARB | EHTE20, MCSS (1815.0 MBps), 100,0% DG WLAN .46 <00
11022 | AAS | EHTA20, MGa10 (20420 Mbps), 100.0% DG WLAN B.36 L08
11073 | AR | EHTACO, MCS1 T (2260.0 Mbps), 100.0% DG WLAN Y] +B5.6
11004 | ABR | EHTAZD, MCS12 (2450.0 Mbps), 100.0% DG WLAN B2 106
11025 | ARB | EHTA20, MCS13 [2722,0 Mops), 100.0% DG WLAN B.a7 <95
11026 | AAB | EHTI20, MCS0 (136,0 Mbpa), 100.0% OC WLAN B.ap Py

E Uncertainty Is determined using the max. deviation from linear response applying rectangular distribution and is expressed
for the sguare of the field value.
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