
 

SAR Dipole Performance Measurement Report  
If dipoles are verified in return loss<-20dB, (within 20% of prior calibration), and in impedance (within 
5 ohm of prior calibration), the annual calibration is not necessary and the calibration interval can be 
extended.  

Head 450 MHz 

Date of 

Measurement 

Return Loss 

(dB) 
Delta (%) Impedance Delta(ohm) 

2025.05.28 -22.70 - 43.2 - 

2026.05.27 -22.63 -0.31 43.14 -0.06 

The return loss is <-20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior 
calibration. Therefore the verification result should support extended calibration. 
 
<Dipole Verification Data> 
 
Head 450MHz 
 

  

 
 
 
 
 

※※※※※END OF THE REPORT※※※※※ 

 


