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1. Testing Laboratory
Company Name SGS Kaorea Co., Ltd. (Gunpo Laboratory)
Address 4, LS-ro 182beon-gil, Gunpo-si, Gyeonggi-do, 15807 Republic of Korea
Laboratory Conformity KR0150
Assessment Body Identifier
(CABID)
Telephone +82 +31-428-5700
FAX +82 +31-427-2371
2. Details of Manufacturer
Manufacturer Samsung Electronics Co., Ltd.
Address 129, Samsung-ro, Yeongtong-gu, Suwon-si, Gyeonggi-do, 16677, Rep. of Korea
Email Ssun.song@samsung.com
Phone No. +82-10-4913-6355
3. Description of EUT(s)
EUT Type Bluetooth Keyboard
Model Name EJ-B7800
Serial Number R-002
Software Version 1.0
Hardware Version 1.0
Mode of Operation Bluetooth LE
Duty Cycle 85.6 % (Bluetooth LE)
Body worn Accessory None
Tx Frequency Range 2 402.00 Mz ~ 2 480.00 Mk (Bluetooth LE, PHY 1M)
2 404.00 Miz ~2478.00 M (Bluetooth LE, PHY 2M)
Antenna Information*® Manufacturer Samsung Electronics Co., Ltd.
Type FPC Antenna
Antenna Gain (dBi) -6.1

4. The Highest Reported SAR Values

. Highest Reported SAR
Equipment Class Band 19 (Wikg)
DTS Bluetooth LE 0.124
Simultaneous SAR per KDB 690783 D01v0r03 N/A
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5. Test Methodology
ANSI/IEEE C95.1-2005: IEEE Standard for Safety Levels with Respect to Human Exposure to Radio Frequency

Electromagnetic Fields, 3 kHz to 300 GHz. It specifies the maximum exposure limit of 1.6 W/kg / 4.0 W/kg as

averaged over any 1 gram / 10 gram of tissue for portable devices being used within 20 cm of the user in the

uncontrolled environment.

Test tests documented in this report were performed in accordance with IEEE Standard 1528-2013 and the following

published KDB procedures.

In additions.
|X| KDB 865664 D01v01r04 SAR Measurement Requirements for 100 MHz to 6 GHz
|X| KDB 865664 DO2v01r02 RF E_xposu_re Compliance Reporting and Documentation
Considerations
|X| KDB 447498 D04vOL RF E_xposure Procedures_and Equipment Authorization Policies for
Mobile and Portable Devices
[ ] | KDB 447498 D02v02r01 SAR Measurement Procedures for USB Dongle Transmitters
|| KDB 248227 D01v02r02 SAR Guidance For IEEE 802.11 (Wi-Fi) Transmitters
L | | KDB 615223 D01v01r01 802.16e/WiMax SAR Measurement Guidance
|:| KDB 616217 DO4vO1r02 SAR Evaluation Considerations for Laptop, Notebook, Netbook and Tablet
Computers
|:| KDB 643646 D01v01r03 SAR Test Considerations for Occupational PTT Radios
|:| KDB 648474 DO3v01r04 Ev_aluatlon and Approval Considerations for Handsets with Specific
Wireless Charging Battery Covers
|:| KDB 648474 D04v01r03 SAR Evaluation Considerations for Wireless Handsets
|:| KDB 680106 DO1vO3r01 RF Exposure C_:on_s,lderatlons for Low Power Consumer Wireless Power
— Transfer Applications
| | | KDB 941225 D01v03r01 3G SAR Measurement Procedures
| | | KDB 941225 D05v02r05 SAR Evaluation Considerations for LTE Devices
|:| KDB 941225 DO6v02r01 SAR E_v_a_luatlon Procedures for Portable Devices with Wireless Router
Capabilities
[ ] | KDB 941225 DO7v01r02 SAR Evaluation Procedures for UMPC Mini-Tablet Devices

6. Testing Environment

Ambient temperature : 18°C ~ 25°C
Relative humidity :30% ~ 70%
Liquid temperature of during the test i<k 2°C
Ambient noise & Reflection :<0.012 W/kg
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7. Specific Absorption Rate (SAR)

7.1. Introduction
SAR is related to the rate at which energy is absorbed per unit mass in an object exposed to a radio field. The SAR
distribution in a biological body is complicated and is usually carried out by experimental techniques or numerical
modeling. The standard recommends limits for two tiers of groups, occupational/controlled and general
population/uncontrolled, based on a person’s awareness and ability to exercise control over his or her exposure. In
general, occupational/controlled exposure limits are higher than the limits for general population/uncontrolled.

7.2.  SAR Definition
The SAR definition is the time derivative (rate) of the incremental energy (dW) absorbed by (dissipated in) an

incremental mass (dm) contained in a volume element (dv) of a given density (p). The equation description is as

SAR — d (dW) . d (dW)
~ dt\dm/  dt\pdv
SAR is expressed in units of Watts per kilogram (W/kg)

below:

SAR measurement can be either related to the temperature elevation in tissue by

SAR = C (ST)
st

Where: C is the specific head capacity, 8T is the temperature rise and 6t is the exposure duration, or related to the

electrical field in the tissue by
o|E|*
P

Where: o is the conductivity of the tissue, p is the mass density of the tissue and E is the RMS electrical field

SAR =

strength.
However, for evaluating SAR of low power transmitter, electrical field measurement is typically applied.
7.3. Test Standards and Limits

According to FCC 47CFR 82.1093(d) The limits to be used for evaluation are based generally on criteria published
by the American National Standards Institute (ANSI) for localized specific absorption rate (“SAR’’) in Section 4.2
of “IEEE Standard for Safety Levels with Respect to Human Exposure to Radio Frequency Electromagnetic Fields,
3 Kkl to 300 (lz,” ANSI/IEEE C95.3-2003, Copyright 2003 by the Institute of Electrical and Electronics Engineers,
Inc., New York, New York 10017. These criteria for SAR evaluation are similar to those recommended by the
National Council on Radiation Protection and Measurements (NCRP) in “Biological Effects and Exposure Criteria
for Radio frequency Electromagnetic Fields,” NCRP Report No. 86, Section 17.4.5. Copyright NCRP, 1986,

Bethesda, Maryland 20814. SAR is a measure of the rate of energy absorption due to exposure to an RF transmitting
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source. SAR values have been related to threshold levels for potential biological hazards. The criteria to be used are
specified in paragraphs (d)(1) and (d)(2) of this section and shall apply for portable devices transmitting in the
frequency range from 100 kiz to 6 Gllz. Portable devices that transmit at frequencies above 6 Gz are to be evaluated
in terms of the MPE limits specified in 8 1.1310 of this chapter. Measurements and calculations to demonstrate
compliance with MPE field strength or power density limits for devices operating above 6 @z should be made at a
minimum distance of 5 cm from the radiating source.

(1) Limits for Occupational/Controlled exposure: 0.4 W/kg as averaged over the whole-body and spatial peak SAR
not exceeding 8 W/kg as averaged over any 1 gram of tissue (defined as a tissue volume in the shape of a cube).
Exceptions are the hands, wrists, feet and ankles where the spatial peak SAR shall not exceed 20 W/kg, as averaged
over an 10 grams of tissue (defined as a tissue volume in the shape of a cube). Occupational/Controlled limits apply
when persons are exposed as a consequence of their employment provided these persons are fully aware of and
exercise control over their exposure. Awareness of exposure can be accomplished by use of warning labels or by
specific training or education through appropriate means, such as an RF safety program in a work environment.

(2) Limits for General Population/Uncontrolled exposure: 0.08 W/kg as averaged over the whole-body and spatial
peak SAR not exceeding 1.6 W/kg as averaged over any 1 gram of tissue (defined as a tissue volume in the shape of
a cube). Exceptions are the hands, wrists, feet and ankles where the spatial peak SAR shall not exceed 4 W/kg, as
averaged over any 10 grams of tissue (defined as a tissue volume in the shape of a cube). General
Population/Uncontrolled limits apply when the general public may be exposed, or when persons that are exposed as
a consequence of their employment may not be fully aware of the potential for exposure or do not exercise control
over their exposure. Warning labels placed on consumer devices such as cellular telephones will not be sufficient
reason to allow these devices to be evaluated subject to limits for occupational/controlled exposure in paragraph
(d)(2) of this section.

Human Exposure

Uncontrolled Environment
General Population

Controlled Environment
Occupational

Partial Peak SAR

(Hands/Feet/Ankle/Wrist)

(Partial) 1.60 miwig 500 mivig
Partial Average SAR

(Whole Body) 0.08 miwig 040 mWie
Partial Peak SAR 4.00 mW/g 20.00 mW/g

1. The spatial Peak value of the SAR averaged over any 1g gram of tissue (defined as a tissue volume in the shape

of a cube) and over the appropriate averaging time.

2. The spatial Average value of the SAR averaged over the whole body.

3. The Spatial Peak value of the SAR averaged over any 10 grams of tissue (defined as a tissue volume in the

shape of a cube) and over the appropriate averaging time.
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8. The SAR Measurement System

A block diagram of the SAR measurement System is given in Fig. 1. This SAR Measurement System uses a

Computer-controlled 3-D stepper motor system (SPEAG DASY system). The model EX3DV4 field probe is used to

determine the internal electric fields. The SAR can be obtained from the equation SAR= o (|Ei|?)/ p where ¢ and p are

the conductivity and mass density of the tissue-simulant.

The DASY system for performing compliance tests consists of the following items:

* A standard high precision 6-axis robot (Staubli TX family) with controller, teach pendant and software. An arm
extension is for accommodating the data acquisition electronics (DAE).

* A dosimeter probe, i.e., an isotropic E-field probe optimized and calibrated for usage in tissue simulating liquid.
The probe is equipped with an optical surface detector system.

» Data acquisition electronics (DAE) which performs the signal amplification, signal multiplexing, AD-conversion,
offset measurements, mechanical surface detection, collision detection, etc. The unit is battery powered with

standard or rechargeable batteries. The signal is optically transmitted to the EOC.

Fig a. The microwave circuit arrangement used for SAR system verification

*  The Electro-optical converter (EOC) performs the conversion between optical and electrical of the signals for the
digital communication to the DAE and for the analog signal from the optical surface detection. The EOC is
connected to the measurement server.

*  The function of the measurement server is to perform the time critical tasks such as signal filtering, control of the
robot operation and fast movement interrupts.

e A probe alignment unit which improves the (absolute) accuracy of the probe positioning.

* A computer operating Windows.

e DASY software.

*  Remote control with teach pendant and additional circuitry for robot safety such as warning lamps, etc.

e The SAM twin phantom enabling testing left-hand and right-hand usage.

e The device holder for handheld mobile phones.

e Tissue simulating liquid mixed according to the given recipes.

*  Verification dipole kits allowing to validate the proper functioning of the system.
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9. System Components

9.1. Probe
Construction :  Symmetrical design with triangular core.
Built-in shielding against static charges.
PEEK enclosure material (resistant to organic solvents,
e.g., DGBE)
Calibration : Basic Broad Band Calibration in air Conversion Factors
(CF) for HSL 835 and HSL.1900.
Additional CF-Calibration for other liquids and
frequencies upon request.
Frequency : 10 Mk to6 Clz; Linearity: £ 0.2 dB (30 Miz to 6 Giiz)
Directivity . +0.3 dB in HSL (rotation around probe axis) -
£+ 0.5 dB in tissue material (rotation normal to probe axis) EX3DV4 E-Field Probe
Dynamic Range : 10uW/gto > 100 m W/g;
Linearity: £ 0.2 dB(noise: typically < 1 uW/qg)
Dimensions : Overall length: 337 mm (Tip length: 20 nm)

Tip diameter: 2.5 mm (Body diameter: 12 mm)
Distance from probe tip to dipole centers: 1 mm

Application : High precision dosimetric measurements in any exposure
scenario (e.g., very strong gradient fields). Only probe
which enables compliance testing for frequencies up to 6
iz with precision of better 30%

NOTE:
1. The Probe parameters have been calibrated by the SPEAG. Please reference “APPENDIX C” for the Calibration
Certification Report.

9.2. SAM Phantom

Construction : The SAM Phantom is constructed of a fiberglass shell
integrated in a wooden table. The shape of the shell is
based on data from an anatomical study designed to
determine the maximum exposure in at least 90 % of all
users. It enables the dosimetric evaluation of left and right
hand phone usage as well as body mounted usage at the
flat phantom region. A cover prevents the evaporation of
the liquid. Reference markings on the Phantom allow the
complete setup of all predefined phantom positions and
measurement grids by manually teaching three points in

the robot
Shell Thickness 20 mm £0.1 mm
Filling Volume . Approx. 25 liters

9.3. Device Holder

Construction: > In combination with the Twin SAM PhantomV4.0/vV4.0C
or Twin SAM, the Mounting Device (made from POM)
enables the rotation of the mounted transmitter in
spherical coordinates, whereby the rotation point is the
ear opening. The devices can be easily and accurately
positioned according to IEC, IEEE, CENELEC, FCC or
other specifications. The device holder can be locked at
different phantom locations (left head, right head, flat
phantom).

Device Holder

Report File No:  F690501-RF-SAR000589 Date of Issue:  2025-06-25
(All SGS services are rendered in accordance with the applicable SGS conditions of service available on request and

accessible at http://www.sgs.com/en/Terms-and-Conditions.aspx.)

SAR7081-04 (2020.12.15)(0) A4 (210mm x 297mm)



SGS Korea Co., Ltd.

4, LS-ro 182beon-gil, Gunpo-si, Gyeonggi-do, 15807
Tel. 031-428-5700 / Fax. 031-427-2371

http://www.sgsgroup.kr Page: 10/57

10. SAR Measurement Procedures

10.1. Normal SAR Measurement Procedure
Step 1: Power Reference Measurement
The Power Reference Measurement and Power Drift Measurements are for monitoring the power drift of the device
under test in the batch process. The Minimum distance of probe sensors to surface determines the closest
measurement point to phantom surface. The minimum distance of probe sensors to surface is 1.4 mm. This distance
cannot be smaller than the Distance of sensor calibration points to probe tip as defined in the probe properties.
Step 2 and 3: Area Scan & Zoom Scan Procedures
The entire evaluation of the spatial peak values is performed within the Post-processing engine (SEMCAD). The
system always gives the maximum values for the 1 g and 10 g cubes. The algorithm to find the cube with highest
averaged SAR is divided into the following stages:
1. The extraction of the measured data (grid and values) from the Zoom Scan.
2. The calculation of the SAR value at every measurement point based on all stored data (A/D values and

measurement parameters)
3. The generation of a high-resolution mesh within the measured volume
4. The interpolation of all measured values from the measurement grid to the high-resolution grid
5. The extrapolation of the entire 3-D field distribution to the phantom surface over the distance from sensor to
surface

6. The calculation of the averaged SAR within masses of 1 g and 10 g.
Step 4: Power drift measurement
The Power Drift Measurement measures the field at the same location as the most recent power reference
measurement within the same procedure, and with the same settings. The Power Drift Measurement gives the field
difference in dB from the reading conducted within the last Power Reference Measurement. This allows a user to
monitor the power drift of the device under test within a batch process. The measurement procedure is the same as
Step 1. SAR drift shall be kept within &+ 5 % and if it without £ 5 %, SAR retest according to measurement

procedure step 1~4.
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< Area and Zoom Scan Resolutions per FCC KDB Publication 865664 D01v01r04 >

=3 GHz >3 GHz
Maximum distance from closest measurement point .
. ) point 5 mm + 1 mm Y5:40In(2) mm £ 0.5 mm
(geometric center of probe sensors) to phantom surface
Maximum probe angle from probe axis to phantom o4 1o .
= . 30°+1 20°+1
surface normal at the measurement location
<2 GHz: < 15mm 3—4GHz: <12 mm
2—-3GHz <12mm 4 —6GHz: <10 mm

When the x or v dimension of the test device. in the
measurement plane orientation, is smaller than the
above. the measurement resolution must be < the
corresponding x or y dimension of the test device with
at least one measurement point on the test device.

Maximum area scan spatial resolution: AXarea. AVarea

_ , , <2 GHz: < 8 mm 3-4GHz: <5 mm’
Maximum zoom scan spatial resolution: AXzoom. AVZoom _ . .
2-3GHz: =5 mm 4-6GHz: <=4 mm
3—-4GHz: =4 mm
uniform grid: AZzoem(12) <5 mm 4-5GHz: <3 mm
5-6GHz: =2mm
Maximum zoom
. . : — :<3
scan spatial Af?x’m(l}'. between , 3-4GHz = tum
resolution. normal to 1% two points closest =4 mm 4-5GHz: =25 mm
phantom surface graded | to phantom surface 5—-6 GHz: =2 mm
arid
AZzoom(n=1):
between subsequent < 1.5 AZzoom(01-1) min
points
Mini 3—4GHz: =28 mm
finimum zoom
XV.Z =30 mm 4—-5GHz: =25 mm
scan volume _
5—-6GHz: =22 mm

Note: ¢ is the penetration depth of a plane-wave at normal incidence to the tissue medinm: see IEEE Std
1528-2013 for details.

* When zoom scan is required and the reporfed SAR from the area scan based 1-g SAR estimation procedures of
KDB Publication 447498 is < 1.4 W/kg, <8 mm, < 7 mm and < 5 mm zoom scan resolution may be applied.
respectively, for 2 GHz to 3 GHz. 3 GHz to 4 GHz and 4 GHz to 6 GHz.
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11. SAR System Verification
The microwave circuit arrangement for system verification is sketched in Fig 1. The daily system accuracy verification

occurs within the flat section of the SAM phantom. A SAR measurement was performed to see if the measured SAR
was within +/- 10% from the target SAR values. These tests were done at 2450 Miz. The tests were conducted on the
same days as the measurement of the DUT. The obtained results from the system accuracy verification are displayed in
the table 1. (SAR values are normalized to 1W forward power delivered to the dipole). During the tests, the ambient
temperature of the laboratory was in the range (22 + 2) ° C, the relative humidity was in the range (55 £ 5) % R.H and
the liquid depth above the ear reference points was > 15 cm + 5 mm (frequency < 3 GHz) or > 10 cm + 5 mm
(frequency > 3 G Hz) in all the cases. It is seen that the system is operating within its specification, as the results are

within acceptable tolerance of the reference values.

A B E

Fig 1. The microwave circuit arrangement used for SAR system verification

A. Signal Generator

B. RF Amplifier

C. Power Meter

D. Power Sensor

E. Dual Directional Coupler
F. Reference dipole Antenna

Photo of the dipole Antenna

SAR System Verification

; PP 1 W normalized Al

Dipole V_alldatlon Input Target SAR values Measured SAR Deviation Tempoerature
Kits Probe Freq. p (W/Kg) /K (%) Dat (°C)
SIN | (MH2) E’VWV‘)” : e g)lo m a2

Model SIN 1g SAR 10g SAR SAR SAR 1g SAR SAR Ambient | Liquid
D2450Vv2 892 7413 2450 0.10 52.60 24.70 53.30 24.60 1.33 -0.40 2025-05-16 22.4 21.9
D2450Vv2 892 7413 2450 0.10 52.60 24.70 52.60 24.30 0.00 -1.62 2025-05-19 22.8 21.3

Table 1 Results system verification
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12. Tissue Simulant Fluid for the Frequency Band
The dielectric properties for this simulant fluid were measured by using the Speag Model DAK-3.5 Dielectric Probe in

conjunction with Agilent E5063A Network Analyze by using a procedure.

(MHz) | Permittivity (Sim) Permittivity (sim) Permittivity (sim) Temperature (°C)
* -

38000 | 3520 Te | ma e 222 o R
*

38000 | 3520 Te0 | anie | e ore Sr ] w05 | 213

The brain mixtures consist of a viscous gel using hydroxyethyl cellulose (HEC) gelling agent and saline solution.

Preservation with a bactericide is added and visual inspection is made to make sure air bubbles are not trapped during

the mixing process. The mixture is calibrated to obtain proper dielectric constant (permittivity) and conductivity of the

desired tissue. The composition of ingredients may be modified accordingly to achieve the desired target tissue

parameters required for routine SAR evaluation. The dielectric properties of the liquid material required to fill the

phantom shell shall be target.

Frequency (M) 450 835 | 900 |  1800-2000 2450 2600
Tissue Type Head & Body

Ingredient (% by weight)
Water 38.91 40.29 40.29 55.24 45.0 45.0
Salt (NaCl) 3.79 1.38 1.38 0.31 0 0
Sugar 56.93 57.90 57.90 0 0 0
HEC 0.25 0.24 0.24 0 0 0
Bactericide 0.12 0.18 0.18 0 0 0
Triton X-100 0 0 0 0 0 0
DGBE 0 0 0 44.45 55.00 55.00

Tissue parameter target by IEEE 1528-2013
Dielectric Constant 43.50 41.50 41.50 40.00 39.20 39.00
Conductivity (S/m) 0.87 0.90 0.97 1.40 1.80 1.96
Salt: 99*% Pure Sodium Chloride Sucrose: 98*% Pure Sucrose
Water: De-ionized, 16 M * resistivity HEC: Hydroxyethyl Cellulose
DGBE: 99*% Di(ethylene glycol) butyl ether, [2-(2-butoxyethoxy)ethanol]
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13. Instruments List
Test Platform SPEAG DASY System
Manufacture SPEAG
Description SAR Test System
Software Reference DASY52: 52.10.4(1527), SEMCAD X: 14.6.14(7483)
Equipment Type Serial Number Cal Date Cal Interval Cal Due
Phantom SAM Twin 1911 N/A N/A N/A
Phantom
Probe EX3DV4 7413 2024-10-16 Annual 2025-10-16
Data Ac(‘g’/f'Et)'O” Unit DAE4 1430 2025-03-19 Annual 2026-03-19
Dipole Validation Kits D2450V2 892 2025-01-14 Biennial 2027-01-14
Calibration of Dielectric DAK-3.5 1228 2024-11-18 Annual 2025-11-18
Parameter Probes
Network Analyzer E5063A MY54706220 2025-01-08 Annual 2026-01-08
Power Meter N1914A MY56120017 2025-06-04 Annual 2026-06-04
Power Meter N1914A MY 63210027 2024-07-05 Annual 2025-07-05
Power Sensor N8481A MY63190004 2024-07-05 Annual 2025-07-05
Power Sensor N8481A MY63190005 2024-07-05 Annual 2025-07-05
Power Sensor N8481A MY 63190007 2024-07-05 Annual 2025-07-05
Signal Generator E4421B MY43350132 2025-02-12 Annual 2026-02-12
RF Amplifier AMP2027ADB 10006 2025-01-09 Annual 2026-01-09
Dual Directional Coupler 772D MY52180259 2025-05-24 Annual 2026-05-24
LP Filter LA-30N LFO3 2025-03-04 Annual 2026-03-04
Attenuator 18N-03 18 2024-12-06 Annual 2025-12-06
Attenuator 18N-20 21 2024-11-27 Annual 2025-11-27
Hygro-Thermometer TE-201 TE-201-2 2025-05-24 Annual 2026-05-24
Digital Thermometer SDT25 23111500095 2025-01-09 Annual 2026-01-09
Signal Analyzer FSQ 201057 2025-03-24 Annual 2026-03-24
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14. FCC Power Measurement Procedures
The SAR measurement Software calculates a reference point at the start and end of the test to check for power drifts. If

conducted power deviations of more than 5 % occurred, the tests were repeated.

15. Measured and Reported SAR

Per FCC KDB Publication 447498 D04v01, When SAR is not measured at the maximum power level allowed for
production units, the results must be scaled to the maximum tune-up tolerance limit according to the power applied to
the individual channels tested to determine compliance. For simultaneous transmission, the measured aggregate SAR
must be scaled according to the sum of the differences between the maximum tune-up tolerance and actual power used
to test each transmitter. When SAR is measured at or scaled to the maximum tune-up tolerance limit, the results are
referred to as reported SAR. Test highest reported SAR results are identified on the grant of equipment authorization
according to procedures in KDB 690783 D01v01r03.

16. Maximum Output Power Specifications™
This device operates using the following maximum output power specifications. SAR values were scaled to the
maximum allowed power to determine compliance per KDB Publication 447498 D04v01.

Bluetooth LE Tune-up Power

Average power for Production (dBm)

. Low Energy (Packet: 37) Low Energy (Packet: 255)
Mode Maximum/Normal M oM M oM
LE Maximum 6.00 6.00 6.00 6.00
Normal 4.50 4.50 4.50 4.50

Tune-up Tolerance: + 1.5 dBm

- The data marked 3 in this report was provided by the customer and may affect the validity of the test results.

We are responsible for all the information of this test report except for the data( %) provided by the customer.
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17. RF Conducted Power Measurement
17.1 Bluetooth LE Conducted Power

_ Frequency Burst-Conducted Average Power Erame Power
Modulation | Packet (MH2) Channel (dBm) (dBm)
Conducted Power E.lLR.P
2402.00 0 3.75 -2.35 3.07
LE 1Mbps | 2440.00 19 4.09 -2.01 3.41
Packet Size 2480.00 39 4.46 -1.64 3.78
37 2404.00 1 3.53 -2.57 1.05
2Mbps | 2440.00 19 3.86 -2.24 1.38
2478.00 38 4.21 -1.89 1.73
2402.00 0 4.04 -2.06 3.36
LE 1Mbps | 2440.00 19 441 -1.69 3.73
Packet Size 2480.00 39 4.76 -1.34 4.08
55 2404.00 1 4.09 -2.01 1.61
2Mbps 2440.00 19 4.45 -1.65 1.97
2478.00 38 4.78 -1.32 2.30
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18. Bluetooth Duty Cycle used for SAR Testing
18.2. Bluetooth LE Duty Cycle

Spectrum I u{_z’: |

Ref Level 13.00 dBm » RBW 3 MHz

Alt J0dE w» SWT 10ms & VBW 3 MHz

TDF

® 1Pk View

10 d&m D3[1) -.30 JB
D2 p3 2.493252 ms
Mil1] 2. 44 dBm
( 3.434561 ms

- .'-'

0 dBm

—a

-10 d&m

-20 dem

-30 dem

-40 gy

=

S0 dB

-60 dem

-70 dém

-80 dém

CF 2.44 GHz 32001 pts 1.0ms/

Marker

Type | Ref | Tre | X-value | Y-value |  Function | Function Result |!
M1 1 3,434561 ms 2.44 dBm |

D2 M1 1 2.132939 ms | 0.30 d8 |

D3 M1 1 2.493252 ms -0.30 d2 |

Bluetooth LE Duty cycle measurement
Ton =2.133 ms

Tont Torf = 2.493 ms

Duty Cycle = (Ton/ Tont Toff) X 100

85.6 % =(2.133/2.493) x 100

SAR Crest Factor =1/(2.133/2.493) = 1.169
Bluetooth LE Duty cycle: 85.6 %
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19. SAR Test Exclusion Applied
Based on the maximum tune-up tolerance limit of Bluetooth LE, and the antenna to use separation distance, Table

“EXEMPT” SAR was not required and Table “Measure” SAR was required.

%g;'/)el:} Separazmjﬂt)ilstance SAR Exemption
(MH?) (dBm) Front Rear Left edge Right edge Top Bottom Front Rear Left edge Right edge Top Bottom
3.85 mwW 2.72mW 3.29 mW
2480 6 6 4 58.19 200.08 5.53 102.08 ¥ eI Ve EXEMPT EXEMPT VT EXEMPT
Note

1. Maximum power is the source-based time-average power and represents the maximum RF output power among
production units.

2. For distances < 5mm, a distance of 5mm is used to determine SAR exclusion and estimated SAR value.

3. Output power is the maximum rated power (including tune-up or manufacturing tolerances).

4. Formulas round separation distance to nearest mm and power to nearest mW before calculating thresholds or

exemption values.
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20. SAR Data Summary
20.1. SAR data
Ambient Temperature (°C) 22.4/22.8
Bluetooth LE SAR Liquid Temperature (°C) 21.9/21.3
Date 2025-05-16/ 2025-05-19
Measure Measure Tune-Up Power Duty Scaling
Position Mod. (mg) Ch. Sgtr;str;r S(pmi(;e Power 19SAR Limit Scaling Scaling 19 SAR
(dBm) (Wikg) (dBm) Factor Factor (Wikg)
Front 1M_255bytes | 2480.00 39 N/A 0 4.76 0.000612 6.00 1.330 1.169 0.001
Rear 1M_255bytes 2480.00 39 N/A 0 4.76 0.080 6.00 1.330 1.169 0.124
Top 1M_255bytes | 2480.00 39 N/A 0 4.76 0.032 6.00 1.330 1.169 0.050

General Notes:

1. The test data reported are the worst-case SAR values according to test procedures specified in FCC KDB
Publication 447498 D04vO01.

2. Liquid tissue depth was at least 15 cm for all frequencies.
3. All modes of operation were investigated, and worst-case results are reported.

4, The EUT is tested 2" hot-spot peak if it is less than 2 dB below the highest peak.

5. The manufacturer has confirmed that the device(s) tested have the same physical, mechanical and thermal

characteristics and are within operational tolerances expected for production units.

6. SAR results were scaled to the maximum allowed power to demonstrate compliance per FCC KDB Publication
447498 D04vO01.

7. Batteries are fully charged at the beginning of the SAR measurements.
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21. SAR Measurement Variability
21.1. Measurement Variability
Per FCC KDB Publication 865664 D01v01r04, SAR measurement variability was assessed for each frequency band,
which was determined by the SAR probe calibration point and tissue-equivalent medium used for the device
measurements. When both head and body tissue-equivalent media were required for SAR measurements in a
frequency band, the variability measurement procedures were applied to the tissue medium with the highest
measured SAR, using the highest measured SAR configuration for that tissue-equivalent medium. These additional
measurements were repeated after the completion of all measurements requiring the same head or body tissue-
equivalent medium in a frequency band. The test device was returned to ambient conditions (normal room
temperature) with the battery fully charged before it was re-mounted on the device holder for the repeated
measurement(s) to minimize any unexpected variations in the repeated results.
SAR Measurement Variability was assessed using the following procedures for each frequency band:
1. When the original highest measured SAR is > 0.80 W/kg, the measurement was repeated once.
2. A second repeated measurement was performed only if the ratio of largest to smallest SAR for the original and
first repeated measurements was > 1.20 or when the original or repeated measurement was > 1.45 W/kg (~ 10% from
the 1-g SAR limit).
3. A third repeated measurement was performed only if the original, first or second repeated measurement was > 1.5
W/kg and the ratio of largest to smallest SAR for the original, first and second repeated measurements is > 1.20.

4. Repeated measurements are not required when the original highest measured SAR is < 0.80 W/kg

21.2. Measurement Uncertainty
The measured SAR was < 1.5 W/kg for all frequency bands. Therefore, per KDB Publication 865664 D01v01r04,

the extended measurement uncertainty analysis per IEEE 1528-2013 was not required.
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C.3 Calibration certificate for Dipole 2450 MHz (S/N: 892)
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Appendix A.1 Verification Test Plots for 2450MHz

Date/Time: 2025-05-16 11:00:55

Test Laboratory : SGS Korea (Gunpo Laboratory)
File Name: Verification 2450MHz 2025-05-16.da53:0

Input Power: 100 mW
DUT: Dipole 2450 MHz D2450V2; Type: D2450V2; Serial: D2450V2 - SN:892

Communication System: UID 0, CW (0); Frequency: 2450 MHz:Duty Cycle: 1:1
Medium parameters used (interpolated): f = 2450 MHz: 6 = 1.819 S/im: & = 38.361; p=1000 lcgf‘ms
Phantom section: Flat Section

DASYS52 Configuration:

- Probe: EX3DV4 - SN7413; ConvF(7.73. 6.75, 6.39) @ 2450 MHz: Calibrated: 2024-10-16
- Sensor-Surface: 1.4mm (Mechanical Surface Detection)

- Electronics: DAE4 Sn1430; Calibrated: 2025-03-19

- Phantom- Twin-SAM V5.0 SN:1911; Type: SN:1911; Serial: SN:1911

- DASY52 52.10.4(1527)SEMCAD X 14.6.14(7483)

Verification/2450MHz Verification/Area Scan (81x101x1): Interpolated grid: dx=1.000 mm, dy=1.000 mm

Info: Interpolated medium parameters used for SAR evaluation.
Maximum value of SAR (interpolated) = 8.92 W/kg

Verification/2450MHz Verification/Zoom Scan (7x7x7)/Cube 0: Measurement grid: dx=5mm,_ dy=5mm.
dz=5mm

Reference Value = 73.81 V/m; Power Drift = -0.00 dB

Peak SAR (extrapolated) = 10.7 Wikg

SAR(1 g) = 5.33 W/kg; SAR(10 g) =2.46 W/kg

Smallest distance from peaks to all points 3 dB below = 9 mm

Ratio of SAR at M2 to SAR at M1 =49.6%

Info: Interpolated medium parameters used for SAR evaluation.
Maximum value of SAR (measured) = 8.76 Wikg

Wikg
8.920
7.136
5.352

3.569

1.785

0.00102
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Date/Time: 2025-05-19 09:31:07

Test Laboratory : SGS Korea (Gunpo Laboratory)
File Name: Verification 2450MHz 2025-05-19.da53:0

Input Power: 100 mW
DUT: Dipole 2450 MHz D2450V2; Type: D2450V2; Serial: D2450V2 - SN:892

Communication System: UID 0, CW (0); Frequency: 2450 MHz:Duty Cycle: 1:1
Medium parameters used (interpolated): f = 2450 MHz: 6 = 1.822 S/im: & = 39.613; p=1000 lcgf‘ms
Phantom section: Flat Section

DASYS52 Configuration:

- Probe: EX3DV4 - SN7413; ConvF(7.73. 6.75, 6.39) @ 2450 MHz: Calibrated: 2024-10-16
- Sensor-Surface: 1.4mm (Mechanical Surface Detection)

- Electronics: DAE4 Sn1430; Calibrated: 2025-03-19

- Phantom- Twin-SAM V5.0 SN:1911; Type: SN:1911; Serial: SN:1911

- DASY52 52.10.4(1527)SEMCAD X 14.6.14(7483)

Verification/2450MHz Verification/Area Scan (81x101x1): Interpolated grid: dx=1.000 mm, dy=1.000 mm

Info: Interpolated medium parameters used for SAR evaluation.
Maximum value of SAR (interpolated) = 8.82 W/kg

Verification/2450MHz Verification/Zoom Scan (7x7x7)/Cube 0: Measurement grid: dx=5mm,_ dy=5mm.
dz=5mm

Reference Value = 73.84 V/m; Power Drift = -0.07 dB

Peak SAR (extrapolated) = 10.6 Wikg

SAR(1 g) = 5.26 W/kg; SAR(10 g) =2.43 Wikg

Smallest distance from peaks to all points 3 dB below = 9 mm

Ratio of SAR at M2 to SAR at M1 =49.3%

Info: Interpolated medium parameters used for SAR evaluation.
Maximum value of SAR (measured) = 8.74 Wikg

Wikg
8.820
7.056
5.292

3.528

1.764
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Appendix A.2 SAR Test Plots for Bluetooth LE

Date/Time: 2025-05-16 15:22:11

Test Laboratory : SGS Korea (Gunpo Laboratory)
File Name: BLE Rear 1M 255bvtes CH39 No SMC.da53:0

DUT: EJ-B7800; Type: Bluetooth keyboard; Serial: R-002

Communication System: UID 0, Bluetooth LE (0): Frequency: 2480 MHz;Duty Cycle: 1:1.16896
Medium parameters used: f = 2480 MHz; 6 = 1.851 S/m; g = 38.328; p=1000 kg"'m3
Phantom section: Flat Section

DASYS52 Configuration:

- Probe: EX3DV4 - SN7413; ConvF(7.73. 6.75, 6.39) @ 2480 MHz: Calibrated: 2024-10-16
- Sensor-Surface: 1. 4mm (Mechanical Surface Detection)

- Electronics: DAE4 Sn1430; Calibrated: 2025-03-19

- Phantom® Twin-SAM V5.0 SN:1911; Type: SN:1911; Serial: SN:1911

- DASY52 52.10.4(1527)SEMCAD X 14.6.14(7483)

Body/BLE_Rear 1M _255bytes CH39/Area Scan (121x281x1): Interpolated grid- dx=1.000 mm. dy=1.000 mm
Maximum value of SAR (interpolated) = 0.162 Wkg

Body/BLE Rear 1M 255bytes CH39/Zoom Scan (7x7x7)/Cube 0: Measurement grid- dx=5mm. dy=5mm.
dz=5mm

Reference Valie = 10.19 V/m; Power Drift = -0.03 dB

Peak SAR (extrapolated) = 0.221 Wikg

SAR(1 g) = 0.080 W/kg; SAR(10 g) = 0.027 W/kg

Smallest distance from peaks to all points 3 dB below = 5.8 mm

Ratio of SAR at M2 to SAR at M1 =38.8%

Maximum vahie of SAR (measured) = 0.168 Wikg

Wikg
0.162
0.130
0.097

0.065

0.032
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Appendix B.1 Uncertainty Analysis
a c d - f g h= 1= k
f(d,k) cxgle cxgle
. Tol Prob . . Ci Ci 19 109 Vi
Uncertainty Component . Div. . N
(%) Dist. (19) (109) ui (%) ui (%) (\Veff)
Probe calibration 6.55 N 1.00 1.00 1.00 6.55 6.55 00
Axial Isotropy 4,70 R 1.73 0.71 0.71 1.92 1.92 00
Hemispherical Isotropy 9.60 R 1.73 0.71 0.71 3.92 3.92 o0
Boundary Effects 2.00 R 1.73 1.00 1.00 1.15 1.15 00
Linearity 4.70 R 1.73 1.00 1.00 271 271 00
System Detection Limits 0.25 R 1.73 1.00 1.00 0.14 0.14 00
Modulation Response 4.80 R 1.73 1.00 1.00 2,77 2,77 00
Readout Electronics 0.30 N 1.00 1.00 1.00 0.30 0.30 o
Response Time 0.80 R 1.73 1.00 1.00 0.46 0.46 o
Integration Time 2.60 R 1.73 1.00 1.00 1.50 1.50 o
RF Ambient Noise 3.00 R 1.73 1.00 1.00 1.73 1.73 o
RF Ambient Reflections 3.00 R 1.73 1.00 1.00 1.73 1.73 00
Probe Positioner mechanical tolerance 0.40 R 1.73 1.00 1.00 0.23 0.23 00
Probe Positioning with respect to 6.70 R 173 1.00 1.00 3.87 387 -
phantom shell
Extrapolation, interpolation, and
integration algorithms for max. SAR 4.00 R 1.73 1.00 1.00 231 231 00
evaluation
Test sample positioning 1.35/2.10 N 1.00 1.00 1.00 1.35 2.10 35
Device holder uncertainty 3.98/3.17 N 1.00 1.00 1.00 3.98 3.17 3
al;;r;l:trenrq)zxer variation - SAR drift 5.00 R 173 1.00 1.00 288 288 -
Phantom uncertainty 6.60 R 1.73 1.00 1.00 3.81 3.81 ©
Liquid conductivity— measurement 2.89 N 1.00 0.78 0.71 2.25 2.05 59
Liquid permittivity— measurement 2.47 N 1.00 0.23 0.26 0.57 0.64 59
Liquid conductivity-temperature 1.65 R 1.73 0.78 0.71 0.74 0.68 20
Liquid permittivity — temperature 147 R 1.73 0.23 0.26 0.20 0.22 20
Combined standard uncertainty RSS 12.40 12.23 281/660
Expanded uncertainty
k=2 24.80 24.48
(95% CONFIDENCE INTERVAL)
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Appendix C.1 Calibration certificate for Probe (S/N: 7413)
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P Certticsiede. | EX-7413_Oct24
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EXI0V4 - SNT413 Oclober 16, 2024

Parameters of Probe: EX3DV4 - SN:7413

Basic Calibration Parnmeters

| Semsorx Sensoe Y Sensor 2 | Ueeik-2)
o (e A | ps7 1l “Taes 5 oI
Norm (V) 057 068 0.439 | £10.1%
oCP () ¥ X 048 1071 +47%

Caibration Results for Modutation Response

Uid " Commenication Sysiem Kame A B | C D VR | Max | Mex |
o | dnyEv ‘ @ | mv | gov. | Unct

k=2

0 oW e T TR oY | 1360 [T0E% | 2w |

Y om | _em 7w [%E|
(TTOM W | T [TAz

052 | Fulse Waveforss [200H2, 109 X1 B0 64 843 | 7050 L 5 1a2A% | s98% |
‘ v B | 60 &5
| z 6285 | T4 @l |
[T053 | Puise Viaveiorm (200, 20%) G000 | G604 659 | 200 | s22%  09%
W0 | s =]
5 (2] om0 sy | 58] 87
10554 | Fulse Wavolorm (200, 89%) X 3W | W% TO0 | 330 | B0 | s2% 0%
Y 13 | 19543 | (@0 |
[Z & | 7600 | 2] [
TOSS5 | Pulse Viawelorm (2001, Gom) X | 1920 | 16485 +”9Aaa'
RN SCANSL A
[Zvar e T ror

0T | QPSR Viwelorm, T | K| 050 | 8320 | 1108 14

10388 | GPSK Vindorm, 10MHZ

10356 | 64-QAN Waveorm, 100kHz

TR0 | GA<aAM Waverorm, 40 MHZ

TT04TE | WUAN CGOF, B4-GAM, &WHE W ST esar | AT
[V 37 @335 | w9
Z| %509 WET | 148

Note: For dotals on UID panamaians soe Apoandixc

The repartod uncartaisty of raasuriment is sialed as 1ho shanders uncortainty of measuroment Mulicdod 2y the cowage
facior ke 2, witich o6 & n2emad ClYibion coreeponds 0 2 coverage probadity of apprcsimataly 05N,

A The uncertaintan of Nae X YZ o not 2866t e BTS00 urnoetiiey Mekde TEL (30 Page T,
:'Lwa PRI MY N A W dgectied bl stwrgh,
Uncemaiely ' Qederrwied Lang P ran. Sevision frore rear asorme aachving necanguils SEIEeT 2%/ BxEsmetd b e squire of e Mo s
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Report File No:

EXIONS - SNT413

Parameters of Probe: EX30V4 - SN:7413

Sensor Model Parameters

ct c2 = T 12 s T
1F " L e mav=2 | V! ms v
x| 9r | @&@vs | 3212 | 487 (IR T 058
v | 84 tap | 338 116 | 009 00 ]
[ 93 5736 | 3312 | 40z | 000 | 487 3

Other Probe Parameters

Sensor Arangerort

Cotnecier Argle

Qcicber 18, 2024

Probe Body :"""',-"ji,, -

Tip Length

¥ Caktration Poire
Z Caltrason Poist
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EX30Ve - SN:7a1) Celoler 16, 2024

Parameters of Probe: EX3DV4 - SN:7413

Calibrstion Parameter Determined In Head Tissue Simulating Medin

TOBUE | Ralstve | Conducivity | ComFX | ComFY | ComFZ | Apha® | Depthd | Use® |
Parminvity” {am) | (mm) (k=2
T 0 | e8| o082 war | ae | ses :-35_—4‘ e j
w5 | 45 092 1020 | 890 | 8 | 026
9:07 as 0gr T ose | ars | sz 038
s | e e [ em 753 122 if@i
1900 400 140 @sa | 745 | o4 038
w0 | 3ms | 187 | age | 700 | 682 | 03¢
s | 302 140 ) 875 830 034
®o | w0 | 136 [ 7o T em [ e2s | o03s

€ Prequancy valicity above 200 Vi of & %00 Mz sy apples ke DASY w44 aad Ngher (see Page 2), ine it s reariciad 0 + 28 WE. The urcartsiey & e
F3E of 1w ConvE wacersiingy o SHRNISON NAGUENsY A3 10 Aoty K4 110 INCICION Vequancy B Finguency vl y teow 200 V<2 & £10, 55
40, 20 anc TOAMZ i Corvl® amsemse &1 00, B4, 128, 1450 and Z20VIHE respectvaly. Vikdty of Corn® mmesmed o 6 M-z ' 4-3 Mk, ad Corvl®
amasead ¥ 13UMHE & 5-15 VB Asove EGH 1aceancy Wiy CAn b6 naiee 13 4110V

THe prsis &re Gl edn BN Foeu SVt feds (TSL) N Gowiatn Ko £ A0 = By ek T 9% ORI Lot vikes Tpoioily by L 23 )
233 w0 VI for TSL Wih dewiarions of Lp 13 # 1 0% ¥ SAR conecton s applies
T Ao/ e are Seemined Suing cRRAon. SPEAG wararss TN 1o renaining Ceviaion Gus 1 1o DOURGE'Y 6880 RS COMOeNRBON 5 et i
Far 41t heguerci buiow 30%: and beiow 42% £ fecuencies betwees 3-4 0e & ary dtance leger e b the probe p careter o e
souchry.
H The ratec Lroertainty i e total calibasion unceraley (& » 51 of NormyCorvE. This is acqubalent 10 e §3Caranty CoTeanant Wi the syrbel CF i
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EXIDVS - SN:7A1) Outotar 18, 2004

Frequency Response of E-Field
(TEM-Coli=N110 EXX, Wirvaguide:i22)
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EXSOV4 - SNT7413 Octobor 16, 202
Receiving Pattern (), #=0°
f=E00 MMz, TEM O =1800 MMz, R22, U
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EX30/6 - SN:-7413 Ccmber 16, 2024

Dynamic Range {{SARye.s)

{TEM call, fo s = 1000 M)

z w
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EXI0NG - SNTH1S Occber 15, 2024

Conversion Factor Assessment

w1900 MHz, WGLS P22 (H_osmF)
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Deviation from Isotropy in Liquid
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EX30V4 . SNT413 October 16, 2024
Appendix: Modulation Callbration Parameters
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EX30V4 - SNT413 October 15, 2024
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Appendix C.2 Calibration certificate for DAE (S/N: 1430)
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Calibration Laboratory of {\% /,—‘m § Schntzarivcher Kabisderdert
Schmid & Partner = L Y| ¢ Gervice susse déulsanage

Engneering AG 7 \& | g SV d b
Zoughasmatraeee 43, 3004 Zurich, Swetzariand ‘1(»/“\0 PN e/ Swiss Calbration Senvice
Aecreciond by e Swas Accwedtatce Savics [SAS) Accrogiation No.: SCS 0108
Tha Swies Acorediiaton Sanvice is ons of the signatones 10 the EA

for the of cabix

Glossary
DaAE data acquisition electronics

Connector angle  information used in DASY system fo afign probe sensar X to the robot
coordinate system.

Methods Applied and Interpratation of Parameters
« DC Voltage Measurament: Calbration Factor assessad for uga in DASY system by
companson with a caliorated instrument tracesble to national standards. The figure given
corresponds to the full scale range of the voltmeter in the respactive range.

o Conneclor angfe: The angle of the connector is assessed measuring the angle mechanically

by a tool inserted. Uncartainty is not required

+ The following parameters as documentad in the Appendix contaln technical information as a
result from the performance test and require no uncertainty.

s (OC Voltage Measurement Linearily, Verification of the Linearity at +10% and -10% of
the nominal calibration voltage. Influence of offset voitage is induded in this
measurement.

o Common mode sensitivily. Influence of a pesitive or negative common mode voltage on
the differential measurement.

« Channel separation: Influence of a voltage on the neighbor channals not subjact to an
input vollage,

* AD Converter Values with inpuls shorfed: Values on the internal AD converter
corresponding to zero input voltage

» Input Offset Measursment. Output voitage and statistical results over a large number of
zero voltage measurements.

o [nput Offset Current: Typical value for informaticn; Maximum channel input offset
currant, not considering the Input resistance.

o inpul resistance; Typical value for information: DAE input resistance at the connector,
during imemal auto-zeroing and during measurement,

« Low Bsttery Alsrm Voltage: Typlcal value for information. Below thie vollage. a battery
alarm signal is generated.

«  Power consumption: Typical value for information. Supply currents in various operating
modes
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DC Voltage Measurement
AD - Comeanes Raschsion naminal
Hgh Range WSh - 81V ful mnge s -100...+300 mV
Low Rarge iLEa = 81V ul range = 1 «2Amv
OASY messursment paramelers: Ao Zero Time: 3 362, Maasuring time: 3 sec

Calibration Factoes

High Range 403.857

Low Range |3 88667 1 1.5

Connector Angle

Connector Angle 1o be usec in CASY systam 1020°+1°
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Appendix (Additional 1ts outside the scope of SCS0108)
1. DC Voltage Linearity
High Range Reading (4V) Difgcance (V) Ervor (%)
[Crannel X+ Input weseT 024 0,00
Channel X + Input ) ZB:{:O il 420 0.02
ChannolX - Input T eeem 213 201
(ChannalY  +Input 18986647 408 .00
ChannelY  +Input 20008.95 0.3 .00
Cnannoi Y « Input ~16638.07 008 | Qoo
Channelz  +Input sz | 008 | 060 |
Channel 2 + Input 2000587 (1) | 0co
[channalz -impet 2000045 451 | 0.0t
Low Rasge | Rendiog (v Diffarence (V) Error (%)
(Chancel X einput | 200824 1.72 0¢8
| Chanmel X +input T 2064 0.62 030
Chanmel X - Input N 154,38 0.62 | -0.52
Chamoal Y+ Inpat 200553 116 | 008
Chanoel ¥+ Inpat 200 74 .08 043
[Chamoet Y -tput 155,31 220 X
ChannelZ__+ lnpunt 2004 85 0.97 0.2
ChannelZ  +input 20.60 A2 0,35
Channel 2 « Input | -186.31 -1.20 062
2. Common mode sensitivity
DASY measurement parameters: Auto Zero Time: 3 sec; Measuring time: 3 sac
Common mode High Range Low Range
Imput Voitage (mV) Avwerage Reading (V) Average Reading (pV)
Channet X | 200 s07 1.50
i B T 2,00
Channet ¥ 200 2001 20.18
- 200 1924 19,84
Channel Z 200 4657 A7
- 200 1572 1563
3. Channel separation
DASY measuremant parameters: Auto Zero Time: 3 sac. Measuring Sme: 3 sec
[ Input Voltege (V) | Channel X (V) | Chansel Y (V) | Channal Z {uv)
Channel X 00 | 187 ~+4.05 |
Channel Y 20 | wme | - 260 |
Ghannelz | 200 5.0 889 - |
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4. AD-Converter Values with inputs shorted
DASY measuremant parameters: Auto Zero Time: J sac. Measunng be: 3 sec

High Range (LSB) Low Renge (LSB)
ICh.mm-r X - 15010 15967
?Channel Y 18223 15821
Ichi"ﬂﬁlz 15850 [ 18352

5. Input Offset Measurement
DASY measurement parameters: Auto Zero Time: 3 sac; Messurng Sme: J sec

Ingut 10040
[
Average (1V) i, Offaat (V) | max, Offset (V) ot ?‘;;lﬂon
X
Channael X 052 -0.20 141 0.5
Channel Y 0.1¢ 08 0av 0.29
lCPwm‘uyl z -0.48 -1.80 -0.32 .29
6. Input Qffsat Current
Nominal Input circuity otset cument on all channels: <2514
7. Input Resistance (Typicy vakes for nformaticn) .
Zoroing (kOhm) Measuring {MOhm}
Chanesl X ‘ 200 200
t -
Chaneel Y 200 200
Charesl 2 | 200 200
8. Low Battery Alarm Voltage (Typicsl valuss for nformation)

| Typal values Alarm Level (VDC)

| Supgty (+ vee) 8

| Supply (- Vec) -78

8. Power Consumption (Typcal vaues for information)

[T)‘pkal values Switched off {mA) | Stand by {mA) TYransmitting (mA)
Supply [+ Vec) +0.01 +6 +14
Supply (- Ves) -0 -3 9
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Appendix C.3 Calibration certificate for Dipole (S/N: 892)

Report File No:

Calibration Laboratory of S Schweizerischor Nabiwiomsioras
Tl ¢ et
Engineerng AG S Swies Calibersion Sanvice
Zovgtomissiranss 43, B0 Duson, Satae-ard
Accriecited by he Swiss Accrecaton Senvice |BAS) Accresitstion No.: SCS 0106
The Swiss Accroduation Service i one of e signutores 1o the EA
g for the ol cacificates
o [ BGB | commcuene | D24SOVZB82 Jsros |
Gprongus 05, Fupust of Karea | | |
| CALIBRATION CERTIFICATE )
Ctpet 02450V2 - SN: B2 ]
Calnan procedarels) mc&.ﬁlv‘z |
Calbraticn Procedure for SAR Validation Sources b 0.7-3GH

Calaion di January 14, 2025

This calaasion Gortiicate Go0umans 1h LA2ALE Ty 30 Nationdl stardinds, which nudae the physcal snts of maasaseners |51
T MPeasLrinents and he sreenlantes wih confence proba ity ace ghae on e SE0WINg £0ns 2rd 20 211 oF ha cennfcan.

NI CaRrations have Deen COACLCINE it U SXded Mbancry Sty arwacormernt terasenats (22 + 4G and huriaiy < 0%
Calsaason SQUpment Lsod INATE oriticsd by caltoason)

Pamuary Starchvrs T 10| Gl Oue [oenbenm hoy Scheckdes Gy
[Towar Bermer AAS RFP33T | %4 VEGEGT | 200k (o, 317540 LD 1
' Serecr RES R 1EA | BNCEIER | 230034 i 4530851 aME
Soecrun Anakaer AAS PS40 TITBNCTTIERE | 25Jen 24 (0. 4550 5150305 Janas
Sy St [SA108] Aderamior [S4423) | 591152 | 23Wor2e (Wo. 31T TNers ]
sl LEGH - EN:1016 Aok (Mo, OGP ARTETOTE Sactdl | Seods |
OGP CAN-2 S T BN | D 5opnde (o, OCPIMRSS3e0_Seeds) | Sep |
[Fattrerce Probe EXIONG i G873 | 10028 (NG, E59-194% Jarkhy —Tan®m
DAEap ) BNTES | 330ckas (N, OAEAR-1832_Ociae) o=
[Becerday Bundarss [B Chack Cale (1 housal } Eohe0Jed Chocs |
["AZAD Source Box — Im AWy 2% (N5, 61S-ANEAD_Bcurte_Boo-S40828| | Wagas
B Gurmriice ALS GVAS100A SN TROONT 28Uy 08 [No. 0TS LA T - BatEs Dans it Ny 25 —]
Naraich. SWA BRI 23 Way-24 |No. 675 Memradzs_SWA 240337, [ Wy |
NaTe Furcsan Syratare
Catratad zy Pasto Pire Laeany Techeiiar ;_r?-'_ﬁ |
b LT
Aggvervic by Gewn K Tocheboal Manager N
- |
Hauodd: Mruly 16 2025

Tres wholl nol be A canapt I 1 ARhOut wiien apgroval of e latorideny
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Report File No:

Calibration Laboratory of
Schmid & Partrar
Enginesring AG

Zeugrarasireoe 43, 9034 Zurich, Switteriend

Accrediind By the Sais Accredation Servicn (SAS)
The Swiss Acoreditation Service is one of the signatories o Pe EA
A for e of

Glossary

™ Tezue simtating boud
ComwF  sonsiivity in TSL) NORM xyx
KA not appicabio or not magsarnd

Calibration is Performed According to the Following Standards

+ |ECMEEE 22051 525 "VMeasuromeont Procodure For The Assossmont OF Speciic Abecrpion Rase Of Human Exgosure To
Radio Froguency Feids From Mand-Moid And Body-Worn Wieslees Communicason ODevices - Part 1528: Muman Models,
Insrumentason And Procedures {Froquency Range of ¢ MHz to 10 GHz)", October 2020

+ KO8 BE5E64, “SAR Measuremont Fogurements for $00 MHz % 6 GHr"

Additional Documentation
* DASY Sysiem Hancbook

Methods Applied and Interp ion of P

= Moasaroment CondVons: Futher details ore avalable I'om the Vakdason Ragort at the and of the cortica. Al Sgures
statod In the corificate are vakd at the Yequoncy indicatod,

= Anlenna Pamamefevs wih TSL: The dipalo is mounied with the spacer o postion &s l2od point asactly bolow he contor
marking of the fat phamiom cocton, wih the armis ordemed paraiel to the body aes.

« Food Pond (mpadance and Amvn Loss: Thoso parametors 2ro measured with the cipole poeisoned under the bquid Sled
phantom. The impecarce staled s Fansiormed hom the measuremant ot e SUA connacion (o the faed pont. The Retum
Loes onzutos low retiocied power, No uncertainty required.

+ Bectica) Dalyy: One-way o'ty betmaon 1o SMA connecior and the amaenna leed point. No uncartainty rogquined

¢ SAR manswred: SAR metsurnd of o styled antenna inout power

+ SAR novmaltrod: SAR as measured, normalzed % an ieput power of 1 'W 2t the amienna connector

+ SAR v nomingl TS poramalens: The measwed TEL paramesens e v5od 10 caiouane 1o nominal SAR resut

T repcring inceriainty of measuremant &5 stated b5 the standard uncortainty of measyremen mutipled by fo
| Soverage tactor ke2, which or 3 normal Gistitution comesponds 10 8 coverage probakd ty of aporoeimately S0%.
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D@esOVe - SN: 352

Measuremant Conditions

OASY syetem conligeradion, as B as not ghan 0n paga 1.

DASY Version

Jaruacy 14, 2005

—

1

UASYS Modite SAR 16.4.0
Gnlwollﬂoﬂ Advincisd Extripalation
\’ l;!1-mo¢n T Modular Fan Phamiem ) _._7 )
[ Osiance Dicale c@m&. i 10 o | weih spaoar )
| Zcom Scan Mduﬁnn_ | da, Gy = Seem, A2 = 1.5mm Graded Ratio = 1.5 mam (2 dhrection)
| Frequescy 2450MH2 1M I
Head TSL parametors a1 2450 MMz
The lolowing park=etnrs and clcuUaions ware spoloc.
[ | Temperature Parmittvity Conductivity
eemrrTTe— | 2o’ \ 12 1.80 mham
Il_n;s;;:h-um;unmunu [ | 97.9 28N '&?.n;am 6%

Head TEL temperature change during test |

SAR result with Head TSL s 2450 MHz

SAF averaged over 1 om? {1 g} of Head TSL Condtion

SAR fer nomina Haed TSL parameters 24 d3m inguwt power 132 WHg

SAR lor nomirs! Hesd TSL parssten romraized 1o TW

| SAR averagod over 10 om? (10 g) of Mead TSL
| SAR b nomnal Head TEL paranranrns i

Condson

24 CBm ingut power 821 Wig

| SAH Yor roming Mead TSL pararmaiers normal e 0 1W FETWHG 218.5% =2}

S26Whg 217.0% Kk~ 2)

Cortticade No: D2eSOV2882_Jards Pagodate

Report File No:  F690501-RF-SAR000589

Date of Issue: 2025-06-25

(All SGS services are rendered in accordance with the applicable SGS conditions of service available on request and

accessible at http://www.sgs.com/en/Terms-and-Conditions.aspx.)

SAR7081-04 (2020.12.15)(0)

A4 (210mm x 297mm)



SGS Korea Co., Ltd.
4, LS-ro 182beon-gil, Gunpo-si, Gyeonggi-do, 15807
Tel. 031-428-5700 / Fax. 031-427-2371
http://www.sgsgroup.kr Page: 55/57

24502 - SN: 362 darviry 14, 205
App (A

the scope of 5CS 0108)
Antenna Parametars with Mead TSL a1 2450 MHz

= s32Q-272

LFm.m;oss o 27966

Genersl Amenna Parametars and Design

l m

ecvcal Dalay fone drocion) ) 1162

nly 2 sight warming of fre dipole medr Ihe ed2oim can be moasurod
Wl cabbo. The carter corducior ¢l e feeding line & drocty connecied to

cape are sdded % the GPoK /TS In order 30 IMprove matching whan icaded AcoXdng 10 !e pOskion & wpaned n the
Massuresas Condions” pangagh. The SAR dat are not affectnd by this change. Tha cwenal dipoie length 15 st according
10 the Standard, No eaoissha 0020 mus! be appliod 10 1o dpale arms, bacass they might Dand of 1ha soidered CoMEcions
near he lsacpolst muay b damages

Additional EUT Data

[ Mazntacared by
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Impedance Measurement Plot for Mead TSL
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