APPENDIX C: CALIBRATION CERTIFICATE

Reviewed by:
FCC ID: A3LSMF966JPN @ element WPT RF EXPOSURE EVALUATION REPORT

Technical Manager
Test Dates: Apparatus/Device: APPENDIX C:
3/27/2025 — 4/27/2025 Portable Handset Page 1 of 27

Unless otherwise specified, no part of this report may be reproduced or utilized in any part, form or by any means, electronic or mechanical, including photocopying and microfilm, without permission in writing
from Element. If you have any questions about this or have an enquiry about obtaining additional rights to this report or assembly of contents thereof, please contact CT.INFO@ELEMENT.COM.



CHBRIICT LPeRtR &, S Btale Ciidomey
- =
i T
SCh'f"‘d & Partner im ¢ Servizio svizzero di 1aratura
Engingsring A5 P S Swiss Calibration Service
Zeughausstrasse 43, 8004 Zurich, Switzerland ) l,ﬁl\:\\.l\\?“

Accredited by lhe Swiss Accreditation Service (SAS) Accreditation No.; SCS 0108

The Swiss Accredilation Service Is one of the signatories to the EA
Muitilateral Agreement for the recognition of calibration certificates

Element Certificate No. MAGPy-8H3D-3116_Aug24

Maryland, USA

Cllent

|

[ CALIBRATION CERTIFICATE

=

Objuct MAGPy-8H3D+E3DV2 SN:3116

MAGPy-DASV2 SN:3107

QA CAL-46.v1
Calibration Procedure for MAGPy-8H3D+E3D
Near-field Electric and Magnetic Field Sensor System

Calibration procedure(s)

Calibration date

Augusl 13, 2024

7.7 2

This calibration certificate documants the fraceability to national standards, which realize he physical units of measurements (SI).
The measuraments and tha unceriaintles with canfidence probahility are given an the fallowing pages and are part of the certificate.

All calibrations have been conducted in the closed laboratory facility: enviranment temperalure (22 +3)°C and humidity < 70%.

Calibration Equipment used {MA&TE critical for calibration)

Issued: August 13, 2024
This calibration certificale shall nol be reproduced axcept in full without writtan approval of the laboratory.

Primary Standards D Cal Date {Cortificate No.i Scheduled Calib(ation

Oscilloscope SN: 112135 25-Sep-23 (No. 17A1162175) Sep-24

Reference 20 dB Attenuator | SN: CC2552 (20x) 26-Mar-24 (No. 217-04046) Mar-25

Type-N mismatch SN: 310882 / 06327 28-Mar-24 (No. 217-04047) Mar-25 B
| Secondary Standards D Check Date (in house) Scheduled Check

Network Analyzer ESO61E | SN; MY48810822 In house check: Nov-23 In house check: Nov-24

TEM Cell SN 560291 In house chack: Nov-23 I house check: Noy-24

Plale Capacitor Sh: 6028l In house check: Nov-23 In house check: Nov-24

Rescnator (160kHz) SN: 60301 In house check: Nov-23 I house check: Nov-24

MName Function Signature
Calibrated by Aidenia Georgladou Laboratory Englneer f" li 3
Approved by Sven Kihn Technical Manager (_( Z = Z
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Engineering AG L S Swiss Calibration Service
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Accredited by the Swiss Accreditalion Service (SAS) Accreditation No.: SCS 0108

The Swiss Accreditation Service is one of the signatories to the EA
Multilateral Agreement for the recognition of callbrallon certificates

Glossary
MAGPY-8H3D-E3D  Magnetic Amplitude and Gradient Probe — Eight H-lield Sensors, Single E-field sensor
MAGPy-DAS Magnetic Amplitude and Gradient Data Acquiisition System

Calibration is Performed According to the Following Standards:

a) IEEE Sid 1309-2013, “IEEE Standard for calibration of electromagnetic field sensars and probes, excluding antennas,
from 9 kHz to 40 GHz", November 2013

Methods Applied and Interpretation of Parameters

Calibration has been performed after the adjustment of the device.

Linearity: Calibration of the linearity of the ficld reading over the spacifiad dynamic range at 161.75 kHz. Influence of offset
vollage is included in this measurement.

Frequency response: Galibration of the field reading over the specified frequency range from 3.0kHz to 10.0MHz.

Recelving Pattern: Assessed for H-field polarizations §, and ¢=0°...360°; 8- 80°, and (»=0°...360°; for the XYZ sensars
(in TEM-Cell at 4 kHz, 40 kHz, 400kHz and 4 MHz).

Receiving Pattern: Assessed for E-field polarizations 8, and ¢ =0"...380%; # = 907, and ¢ = 0°...360%; for the XYZ sensor
{in parallel plate capacitor at 4kHz, 40kHz, 400kHz and 4 MHz).

Calibration Uncertainty

The calibration uncertainty is 0.7dB for the H-field readings and 1.06dB for the E-field readings. The calibralion uncertainty is
spoaified aver the frequency range from 3.0kHz to 10.0MHz and a dynamic range from 0.1 A/m tn 3200 A/m and from
0.08Y/m to 2000V/m raspectively.

The reported uncertainty of measurement is stated as the standard uncertainty of measurement multiplied by the coverage

factor k=2, which for a normal distribution corresponds to a coverage probability of approximately 95%.
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MAGFy-8H3ID+E30V2 SN:3116
MAGPy-DASYYE SMNATOY August 13, 2024

Measurement Conditions

[unit type T MAGPy_GHSD+ESDVE (SP MGY 303 AA) 3116
| MAGPy_DASV2 (SE UMS 303 AF) 3107
__Mﬂl.G Py FPGA Buafd - WP000261
Tdfuﬁm?nt Data . Last MA.GPy Adjﬁstmant - ) August 13, 2024
Firmware SW Version MAGPY Firmware Ver, 1.00
Backend SW Version MAGPy Backend Ver. 1.0.2
Calibration SW Version MAGACAP Ver, 1.0

Dynamic Range
Dynamic Range, H-field, Channel ¢

H-fieldi{A/m) Applied H-field/{A/m) Reading Difference/{dB)
x y z X ¥ z % y z Tolerance/(dB)
0.380 ©.380 0.360 0350 0.400 3E0 | 0.23 | 045 | 047 +1.00
D520 | 0580 ;  04%0 | 0530 0530 | @sl0| o047 | 033] 035 +1.00
L 071D 0.700 0680 | 0730 700 | 6700 o024 000 | U5 .00
0,820 Duig | 08890 [F:0] 4.520 0910 | 087 | 0.08 ] 019 +1.60
125 e izo | 180 725 | {20 | D34| 007 000 o0 |
1A 170 || 164 175 | 1.0 164 | D20 000 000 100 | )
[ 2.8 38 | 219 Fab | 228 720 | 006 00§ | 004 1820 ;
305 | 308 285 307 304 [ 293 | 006 003] 000 +0320
a4 | A EXL 418 41 387 | 010 000 0.02 +0.20
EE1 556 538 | G4 5.56 538 005 | 000 002 .20 ;
756 | 7AR 7.24 758 750 | 724 | 003 | 002 000 020 ;
iCEN .99 ger | A igd 967 | Doo | 001 000 =020 |
136 135 | 131 8% ] 135 31 000 | 0.00| 060 029 | ;
184 8.2 17.6 18.3 1.2 176 -0.05 0.00 0.00 +0.20 . |
248 246 ‘eae 245 24.8 237 | 080 | 000 -0.04 +020 | I
331 328 a7 333 | 32D 38 305 | 0.05| 008 020 .
447 443 G2 443 4.5 430 [ 004 004 | 0.04 020
[~ 604 600 “87.9 £0.9 G0a Ga.4 0071 004 | 007 +0.20 i
B3.2 826 | 9.8 g8 | 622 794 | 004 | 008 | 0.04 10.20
w0 | ida i0d | 08 108 04 —0.08 | 000 000 0.20
150 148 43 149 148 | 143 —nos | 000 | 0.00 080 | !
208 M o 193 207 205 148 | -b04 | —0.04 | 004 020 i
257 dgs 275 ea | 280 76 | 003 | —012 | 003 1020
424 420 408 416 | 415 398 T-047 | 010 | 015 +0.20 !
B&4 5’ | 5E3 578 | &76 553 | —008 | 005 | -0.08 020
B89 | 863 833 &0 858 33 001 | 005 | 0.00 w0ze |
(B 1360 | 1260 1330 | 1330 1280 | 043 | 020 | 0.4 +0.30
1784 Y780 1720 1BAD | 1B3D 1760 | 024 | 024 020 +0.30
‘29t 2800 3810 3030 3030 | 2910 629 | 638 | 030 +01.40
354¢ | 3510 3§ | 8630 F70 3540 036 | 039 | 032 050

SPEAG H-field linearity tolerance crilaria’:
+1.04B for applied H-fields < 2.0 AMm
10,248 for applied H-fields » 2.0AMm and < 1600 AM i
+0.3dB for applied H-tields = 1000A/Mm and < 2000A/m !
+0,4dB for applisd H-lickis = 2000 A/m and - 3000A/m '
+0.54d8 for applied H-fields = 3000 Afm

1S alioraton unpartsinky el taken into apeount ishared elsk 50%).
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MAGPy-8H3D+E30V2 BN:31 16

MAGPy-DASYZ SN:3167 August 13, 2024
Dynamic Range, H-fleld, Channel 1
HletdiAlm) Appliet | H-fisla/(Aim) Reading Difference/{dB}
X ¥ z X ¥ z x ¥ Zz Tolerancei{ds) |
[XE ¢330 | 0.370 0410 0.420 030 | 043 | 087 ] 045 +1.00
D 0.510 5510 0550 |  0.560 0530 | oz | 081 033 £1.00
T ThiEp | 0,700 3,706 0.730 0.730 @710 | 0.42| 036 0.12 £1.00
D.940 £.820 0.910 0,950 4.830 0810 | o008 | 005 000 +7.00
128 124 1.23 1.30 1.27 1.23 613 | 021 | 000 £1.00
| 175 171 168 1.79 1.74 1.70 0.20 | 0.5 0.10 11.00
234 227 2.24 2.38 2.30 227 0.07 | 041 | 0i2 1020
3z 3.04 3.60 3.5 3.06 3.0 008 | D06 | 003 +0.20
424 418 407 428 4,15 4,08 0.08 | 0.04 | 0.02 +0.20
674 553 5.51 5397 561 551 0.05 | 003 | 000 +0.20
773 7.52 742 775 7.55 7.40 002 | 003 | -0.02 +0.20
10.3 0.6 9,80 10.3 0.1 9.80 0.00 | 0.08 | -0.01 +0.20
3.3 136 134 139 13.6 T34 0.00 | 0.00 | 000 +0.20
168 18.3 8.0 188 18.4 18.0 0.00 | 006] 0.00 +0.20
25.3 24.7 744 264 248 24,3 0.03 | 0.04 | —0.04 +0.20
338 330 32.5 341 3z 327 008 | 0.05] 0.05 +0.20
457 qd5 4339 458 A48 44.0 0.04 | 006 0.02 +0.20
618 £0.5 [ 623 B0.7 R 007 | 0.06 | 007 +0.20
851 83.0 817 848 K] Bt3 | -D.03 | -0.05 | -0.04 +0.30
111 iog 147 11 08 08 0.00 | -D.UB | -0.08 020 |
153 £ 147 152 140 148 0.06 | 000} -0.08 +0.20
FiES 207 204 zig 206 203 G.00 | 008 [ —0.04 820 |
253 285 261 295 281 283 006 | 016 | 008 +0.20
GEE] 432 418 476 417 408 014 | -0d0 [ 017 +0.20
597 Bez 573 | &@ 574 567 —3.08 | -0.06 | -0.00 10.20
' BED gi7 BS54 380 872 854 001 | 0.05| 0.00 +020
| 1349 1510 1280 1360 1348 1310 013 | _0.20] 0.3 030 |
EEE 1790 1760 TALD 1840 1800 23| 024 | 0.20 3030
"pag) EEED) 2580 F100 3040 2330 pai | 0485 | nad 1640 |
5620 | a5at 3490 5770 | 3680 3630 035 | 033 | 0.3 +0.50 :
BRFAG H-figld lineaiity tolarances eritetials
+1.0dB for applied H-fislds < 2.0A/m
+0.24B for applied H-figlds = 2.0A/m and < 1000A/m
10.24B for appled H-ields = 1000 A/m and < 2000 A/m
10.4dB for applied H-fiefds = 2000 A/m and < 3000A/m
+0.5dB for appled H-tiolds = S0U0AmM
|
|
1 Galibration unceralnty oot akan liko account {shared rigk 50%).
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MAGPy-BH3D+EADV2 SN:3118
MAGPy-DASV2 SM:3107 August 13, 2024

Dynamlc Range, H-field, Channel 2

H-fletcdi (AT Applled H-Tlels{Ajm) Reading Difference/{JB)
x y z L] y z x y z Tolarance/{dB) |
0,380 D.480 0370 000 | 0400 D36c | 046 | 045 ] 046 £1.00
GBm' | D520 UE0 [ 0540 0540 | D530 | 033 033] 033 =100
[~ orio o7io | 0780 | 0740 | 6.710 0720 | 046 | 000 024 =100
0.920 0.830 0.910 0830 0.920 D940 | 0.00 | -0.08 | 028 +1.00
135 1.26 1,23 125 1.25 1.26 0606 | ~0.07 | 0.21 +1.00 ;
1,78 172 168 1.74 1.74 1.7 Q.10 0.10 015 +1.00
225 229 224 234 2.30 225 | 019 | 004 0.04 +0.20 ;
3.07 B.07 3.00 3.09 2.08 3.01 0.06 | 0.03 | 003 =020 |
418 4.17 407 4.20 4,16 407 | 008 | -0.0Z | 0.00 +0.20
563 5.64 551 567 5.66 5§50 | 008 | 003 -002 +0.20 i
759 7.58 741 7B 7.59 7.41 002 | 000 0.00 +0.20 |
0.4 10.1 5.5¢ 0.1 10,1 9.89 0.00 | 0.00 | -0.01 +0.20 !
I 1a7 137 X 137 137 13.4 0.00 | 0.00 | 0.00 +0.20 ‘
184 185 18.0 185 i85 8.1 0.05 | 0.00] 0.05 +0.20
24.9 2439 243 25.0 25.0 243 003 | 003 0.00 #0.20
3.2 332 325 334 335 32,7 005 | 0.08 | 0.05 +0.20
4.0 448 438 451 45.2 44.0 0.04 | 0.06 | 0.04 +0.20
607 0.8 £33 611 612 597 006 | 006 006 £0.20
836 | 837 817 a3z | a33 31.3 .04 | D04 | 004 (.20
108 110 7 109 109 108 00 {008 | 008 | x0E0 |
150 is0 | a7 150 150 146 000 | 0.00 [ -006 .20
208 ey 208 208 Boa 203 —0.04 | 004 | -0.04 i0ee | :
‘288 288 1 | 280 734 24 1 608 | 032 F 006 +0.20 :
426 428 di 4B a7 o T o016 | B0 | 047 +020_ | '
S 573 BEb | BRe 566 —hoa | 0o | -0t £0.20 |
873 875 853 Kz 220 853 | 001 | 005 000 @ +0.30 :
1320|1320 | 1280 1340 1350 1310 0.i3 | 020] 018 030 |
1800 | 1200 1760 1840 fgaa | 1800 0.19 | 028 | 020 1030
“Todn | 3940 28BD 00 | a070 2880 Doz | 038 | 050 T040
3560 3560 | 3480 780 3720 | 3630 034 | 038 034 +0.50

SPEAG H-fiald linearity tolerance criteria®:
+1.0dB for applied H-flsids < 2.0A/m
+0.2dB for applied H-fields = 2.0A/m and < 1000A/m
+0.3dB for applied H-fields = 1000A/m and < 2000A/m
+0.44B for applied H-fields = 2000 A/m and < 3000A/m
+0.548 for applied H-fields = 3000 A/m

! Galiprafion uncerlainly nat laken Into account (shared rigk S09%).
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MAGPy-8HID+E3DV2 SN3118
MAGPY-DASY2 SN:3107

Dynamic Range, H-field, Channel 3

August 13, 2024

P

H-field/{A/m} Applied H-fiaidi(A/m) Reading DilferencefdB)
x ¥ z X y z X ¥ z Tolerance/{dB)
0.320 DgE0 | 0470 0410 | G400 Dand | 066 | 045 | 068 —_ +1.60
0.520 |7 051D 0.500 0550 | 0540 | 053D | 043 ) 050 | 051 #1100 |
.70 0,710 6.680 0.730 o720 | oy | 642 02| 025 +.00
"'9.580 0920 | 0.900 0.530 0.920 0510 | 000 000 0.0 +1.00
1.26 1.25 1.21 7.26 1.24 123 | 000 | -0.07 | 0.4 +1.00
1.73 1,71 1.67 .74 1.72 168 | 005 0.05| 010 +1.00
281 5,28 2.22 232 228 223 | 004 | 0.0 0.04 +0.20
3.08 5.05 206 300 308 2.99 0.00 | 000 008 10.20
418 [X] 403 4.8 412 406 | -0.02 | -0.04 | 0.04 +0.20
567 5.60 5.45 566 560 548 | -002 | 0.0 002 +0.20
7.64 7.53 734 763 754 734 | -0.01 | 0.01 | 0.00 +0.30
102 i 5.79 10.2 101 9.80 0.00 | 000 | 0.01 40,20
138 136 3.2 138 136 732 0.00 | 0.00 | 0.00 £0.20
188 183 178 186 18.3 179 000 000 005 +0.20
Z50 24.8 24 5.1 24.8 24.1 603 | 000 0.00 030
334 330 321 336 33.2 123 D05 | 005 | 0.05 +0.20
452 445 43.4 A5.4 448 436 0.04 | 004 | 004 +0.20
811 604 BB 7 615 60.8 59,1 D05 | 006! 006 +0.20
843 Bi1 | &ba8 B3.8 g27 304 | —0.03 | -004 | -0.04 +0.90
AL 133 105 0| i08 108 000 [ 008 | 008 £0.20
[ 151 148 ids 151 149 145 000 | 000 ] 000 10,20
210 207 204 209 507 201 004 | 000 | 0.00 | #0.20
790 284 278 T 282 260 003 | 002 | 006 1050
| a8 423 411 a1 418 4 014 [ -010 1 -0.15 0,20
E90 By E&7 584 540 58D 000 | 004 | 011 10.20
370 kD Bad 879 a74 e ‘goh | 005 | 040 +0.20
1330 1510 1280 1asp |34 1300 03] 020 018 030 |
1810 1790 1748 1860 1840 1780 oed | 024 020 0.0
266D EEE ) 3070 5030° | 2950 @52 | 042 | 0.80 040 |
‘2580 3550 § o450 | 373D 5660 3580 036 | 031 | 038 +0.50
SPEAG Hial linaarity toleranse o eria':
+1.04B for applied H-fislds < 2.0A/m
+0.24dB for applied H-llelds = 2.0A/m and < 1000A/m
+0 34dB for applied H-fislds = 1000 A/m and «< 2000 A/m
0.4 dB for applicd H-fields = 2000 A/m and < 3000A/m
+4.5dB for applied H-figlds = 3000 A/m
1atibration unceriainly not faken inlo account {shared risk S0%).
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MAGPy-BHAD+EZDY2 GN:3116
MAGPy-DASVE2 SN:3107

Pynamic Range, H-fleld, Channel 4

August 13, 2074

" HEelaAm} Applied Aileid/{Aim) Reading Difference/{dE)
’7 X ¥ z x ¥ z % y z Tolerance/{dB)
Toase 0.580 CED 0410 0410 (400 | 066 | 066 | 0% £100 ]
D53 | 050 0510 | 0550 0540 0530 | 048 | Oda| 033 100 |
YL 072 0700 | 0730 | _ 0.740 0730 | 024 | 024 036 L0 |
0820 | 0840 0,910 0.940 0550 | 0.940 | 6.6 | 0.09 | 0.28 £1.00
125 1.27 1,28 127 1.29 126 | 0.4 0.4 021 +1.00
178 1.74 1.68 1.74 175 172 | 0.40| 006 0.8 +1.00
2.23 2.32 2,26 2.31 233 228 | 0.08| 004 012 +0.20
3.06 340 3.0 208 312 304 | 0.0B| 006 0.08 +0.20
418 421 4.09 4.9 4.21 411 006 | 000 0.04 +0.20
562 569 553 568 572 556 | 006 005 0.03 +0.20
767 7.86 744 764 7.69 745 | 008 | 003 | 0.02 +0.20
0.3 10.2 .94 10.2 0.3 996 | 000 | 0.08| 002 +0.20
137 138 3.4 3.7 13.9 13.4 9.00 | 0.06| 0.00 +0.20
8.4 8.6 181 185 18.7 8.1 005 | 005 0.00 +0.20
24.8 25.2 2R 249 262 SAA 0.03 | 000 000 +0.20
33, 33.5 32.6 a4 33.8 328 008 | 0.05| 005 +0.20
A48 a4 44 450 45.6 443 0.04 | 004 | D06 +0.20
B0.6 614 585 &1.1 51.8 £0.0 007 | 006 ] 0.07 | 020
B34 e E7] 830 | B4t s [ o4 | -0.04| 004 +030
g | 131 107 108 110 o7~ Y00 | -0.08 | 0.0 10.20
[ L 147 148 151 147 008 | 006 | 000 £0.20
A08 -IF 204 207 240 204 004 | -0.04 .00 +0.20 _
[ kg 291 263 289 | 287 284 003 | 012 | 0.06 +020 |
4385 43D 417 417 425 410 —g17 | 0.0 | -0.15 +0.20
535 583 575 578 590 SRS 010 | —0.04 | 011 0.20
[ &7i £33 857 871 " apd a5t GO0 | 008 [ 0.00 020
1320 {340 1300 V340 1360 310 673 ] 013 ] ous £0.30
1807 1620 1770 1840 1880 1810 018 028 | 018 e
2930 | Z970 2680 304D o0 3000 052 | 037 | G=e 040 |
1 3550 3690~ [@s00 | 3680 3760 | 38&0 634 | 040 | 0.3% +0.50 |
SPEAG H-tield linaarity lalerance criteria’:
+1.0d8B lor applied H-fields < 2.0A/m
+0.2dB for applied H-fields = 2.0A/m and < 1000 A/m
=0.3dB for appiiad H-fietds = 1000 Afm and < 2000A/m
+0,4dB for applied H-fields = 2000 Afm and <3000 A/m
10.5dB tor applied H-fields = 3000 A/m
&albration uncartsinty nol Yaken lrta aceount {shared rak 5095
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MAGPy-8H3D+E30V2 SN:3118
MAGPy-DASV2 SN:3107 August 13, 2034

Dynamic Range, H-field, Channet 5

[ H-elatAm) Appiied T RAlRIGiAm) Reading | Ditlerence/{dB)
¥ ¥ z * ¥ | z x ¥ z Tolerance/{dB}
0350 | 0500 0300 0400 |  o4i0f  0ain| 045 | 043 043 100 ,
B5sp |~ 0530 | _ 0520 0540 0.550 0560 | 0433 | a2 | 064 10D :
T hysG| G40 | 0720 70} 0730 o740 | 042 000 024 iTen
0940 | 0550 0.940 0.940 0.830 ‘Do60 | 060 | 0.8 | 0.18 £1.00
127 .28 1.27 1.26 728 129 | -0067 | 000 0.44 +1.00
174 176 174 1.73 177 177 | -005 | 0405 [ 015 11.00 !
232 235 231 2.32 235 246 | 000 000 019 10,20 I
5.09 8,14 3.00 2190 315 343 | 003 003 0.1 +0.20
4.20 436 4.20 4.20 4.27 422 | 000 | o002 004 +0.20
568 577 568 569 579 5.71 0.00 | 003 005 +0.20
7.66 7.78 7,65 766 7.80 767 | 000 | 0.04| 002 +0.20
10.2 10.4 10.2 0.2 10.4 10.2 0.00 | 0.00 | 0.00 +0.20
EEER 14.0 138 138 141 13.8 0.60 | 0.06 | 0.00 +0.20
5.5 8.9 186 1B.6 9.0 186 0.00 | 005 000 +0.20
25.1 255 261 252 256 26,1 003 | oe03| oo0 +0.20 i
33.5 340 33.5 337 34.2 337 0.05 | 008 | 0.05 +0.20 I
45.3 46.0 45.2 455 48.2 45.5 004 | 004 0.06 +£0.20 :
513 622 512 817 526 616 006 | 0.06| 0.06 £0.28 :
B4A | 856 843 | 840 85.3 B39 § -0.04 | —0.03 | -0.04 =0.20 ;
118 TE L A iTe 110 [ oo0] oto| ogo 020 | :
152 184 151 151 53 | 181 “0.06 | -0.08 | 0.0 +0.20 ;
210 Zl4 210 210 243 208 B.00 0.04 | —0.04 2020 :
B 795 240 57 | 280 w8z 008 | -0i5 | 0.08 +0.20
| 43b 43 | 428 iz [ 430 42 014 [ 042 | 016 +0.20 :
A 601 Bl 585 | 508 585 “0.10 | -0.04 | -0.09 10.20 !
L 885 8l &81 | u0i D 000 | 0.06 | -0.01 L0200 !
1330 1350 1330 | 1350 1360 1350 033 | 0.19 | 013 40.30 :
1320 1840 BP0 | 186D 18900 | 1880 019 | 0.28 | 0.19 030 |
Zgre | |00 EET] 3070 3140 [ 020 0231 nar | a2 1080
3590 EEEN 3600 3730 T8I0 | 4750 033 ] 040 035 #0850

SPEAG H-field lingarily tolstanca criteria’:
+1.0dB for applied B-lields <2.0A/m
+0.2d8 for applied H-ields =2 0A/m and = 1000A/m
+0.3d8 lor applied H-{lelds = 1000 A/m and < 2000A/m
+0.4d8 lor applied H-fields = 2000 A/m and <3000A/m
0,508 tor applied H-fields = 3000A/m

1Galbration uncerlainly not Laken into acoawn? (shared risk 59%).
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MAGPY-8H3D+E3IDV2 SN:311E
MAGPy-DASYZ SN3107 August £3, 2024

Dynamic Range, H-field, Channe| &

H-iiatdi{A/m) Applied H-fleldi(A/m) Reading Difference/{dB)
® ¥ z ¥ | ¥ z ¥ y | =z Tolerancei{dB)

LT B 0380 | 0410 0410 0590 | 043 043 | 023 109 | :
0.530 | 0530 0.520 o550 | 0580 | 0530 | 0.2 | 048] 047 1.0 !
0.730 0730 | G720 | __0./50 0750 0720 | 023 | 025 [ 000 LH20

[ "0.950 0,050 0.930 0.860 0050 ! 0830 | 0.08| 000 0.00 +1.00
1.28 1.28 726 1.28 1,28 1.5 0.00 | 0.00 | 0.07 +1.00
1.75 1.76 T.73 1.76 177 172 0.05 | 0.05 | -0.05 £1.00
2.34 2.35 2,30 2,35 2.36 278 0.04 | 0.04 | -0.08 +0.20
3.18 3.4 308 3.13 3.4 3.06 600 | 0.00 | 006 +0.20
425 4.26 4.18 427 4.28 @15 | 0.04 | 000 -0.06 +0.20
575 577 5.66 .77 578 5,63 0.03 | 0.02 | -0.05 +0.20
774 7.76 7.60 7.75 7.78 757 0.01 | 0.02 [ -0.06 0,20
10.3 10.4 10.2 103 10.4 6.1 0.00 | 0.00 | -0.08 +0.20
13.8 140 1.7 140 740 3.7 0.06 | 0.00| 0.00 +0.20
188 184 18.5 189 18.9 18.5 005 0.00| 0.00 +0.20 !
25.4 255 25.0 255 265 550 003 ] 000 000 +0.20 i
33.8 34.0 33.4 341 342 335 005 | 005 003 +0.20
458 46.0 45,1 46.0 162 453 0.04 | 004 004 +0.20 :
618 2.2 810 62.4 626 614 007 | 006 006 020 | ;

853 856 | BAO 6.9 853 | @36 | —0.04 | 003 [ -0.04 +0.20 :

112 112 110 i1 EEREELE 608 | 000 | —0.08 020 |
w2 | 154 151 53 | 153 i) 0.00 | —0.06 | -0.06 +0.20

ek 214 209 ziz | 21 200 D04 | 004 | 0.00 020

264 205 285 | 285 251 [ 291 TQ03 | 012 0.08 1020 |
434 ik e 426 q50 418 A6 | 012 | —0.16 10.20

" 598 B0t | B89 593 538 503 ~0.09 | —0.04 | —0.00 +0.20

R B 877 EE ol | &7a 000 | 006 | 001 +0.20

[ 1350 1350 1330 1370 1380 [ 1350 a3 019 0l I |

[ 1840 1840 | t810 1860 | 1900 1850 0.8 | 0.28 | 0,8 +0.30

| 3000 aoie | 2sso 310 | 314D au7e 0a1 | 687 | 082 050

EEREE 3590 3780 3810 3730 | 035 | 040| 033 10,50

SPEAG H-fisld lInsarity tolerance criteria’:
v1.0dB for applied H-lislds < 2.0A/m
40,248 for applied H-fislds = 2.0AMm and < 1000 A/m
+0.3d8 for applled H-fields = 1000 A/m and < 2000 A/m
+0.44B tor appliad H-figlds = 2000 Afm and < 3000 A/m :
+01,5dB lor applied H-fiolds = 3000 Afm ;

| Galibrafion uncertalnty not fakan inka account (shared rigk 5G8%).
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MAGPY-8H3D+E3DY2 SMi3116
MAGPY-DASV2 BN310/ August 13, 2024

Dynamic Range, H-fleld, Channet 7

FAlldnAIm) Appiled | HeHelddA/m) Reading Difference/{dB)
X y | z x ¥ z x y z | Tolerancei{dB}
L 1,389 0370 0,400 0,400 030 | 022 | 045 | 046 e |
D 0.520 0.50% 0540 D530 | 0530 | 0.6 017 | 08t FEE ] i
0720 | G710 D.690 0750 0710 | 0680 | 035 | 000] -0.13 Li60
| Do4b 0.930 | 0900 0.940 0.920 D00 | 000 | -0.09 | 000 100
1.28 1.26 1.2 1.27 127 122 | -0.07 | 0.07 | 0.07 +1.00
175 1.7 1,66 V.74 174 169 | 005 | 0.05| 0.6 +1.00
7.34 2.30 2.21 235 2.31 222 | 0.04 | 004 004 +0.20
312 3.08 2,96 313 3.08 287 | 003 | 000 003 +0.28
4.24 4.18 402 4.26 4.20 404 | 004 | 004 004 10.20
5.73 5.66 544 5.75 569 547 | 0.03| 005 0.05 +0.20
7.7 7.62 7.33 7.3 764 734 | 000 | 002| 001 +0.20
104 0.2 9.78 103 1.2 979 | 000| 000 001 £0,20 .
13.9 13.8 3.2 139 3.5 132 000 | 000 0.00 10.20
8.8 185 7.8 18.8 18.6 178 000 005 0.00 +0.20
25.3 254 241 25.4 251 24,0 5.03 | 0.03 [ -0.04 +0.20 ;
33.8 334 32 34.0 336 323 0.05 | 005 005 +0.20 !
45.7 45.1 43.3 45.8 45.3 436 004 | 0.04 | 0.06 +0.20 |
618 610 58.6 §2.2 615 59.0 006 | 007 | 0.6 +0.20 :
@51 | 840 BO.7 847 837 | ®03 | -0.04 | 008 | -0.04 +0.20 :
ik Tin 106 11 0~ | 96 0.00 | 0.00 | 068 10.20 !
153 1517 145 452 151 144 006 | 0.00 | -0.08 +0.20 !
BB 210 1 | 22 208 | 200 000 | -0.04] 0.4 +0.20 '
283 ze0 | 7 P95 | 285 278 005 | 0as | 003 020 | X
423 azz | a1l | 422 403 | 04 | 02 | 047 +0.20 |
| Bo7 580 C T 586 | 560 009 | 008 | —0.08 | 020 |
BES B73 B3 &30 ggq | 844 501 006| 0. £0.20
[ 1340 130 1280 | 1360 1350 290 418 | 0.3 | 0407 10.30 :
[ Ted0 1810 1740 | 1880 1860 1780 023 0.24 | 0.20 .30 '
‘2990 2650 Z840 [ 310D 3060 | 2350 501 | 085 0.23 040 | :
me20 | 3570 | =450 37 a4 3590 035 | 040 035 050 |

SPEAG H-iold linearity loleranca criteria®:
+.1.0d8B lor applisd H-flelds < 2.0A/m
+0.2dB for applied H-fields = 2.0A/m and < 1000A/m
£11.2dB tor applied H-figlds = $000 A/m and < 2000 A/m
<(1,44dB for applied H-fields = 2000 Afm and <3000A/m
10.54B tor applled H-figlds = 3000 A/m

1Galibeation uncanainly not faken Into aceaunt {sharsd risk 507%),
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MAGPy-8H3D+E30VZ SN:3116
MAGPy-DASYE2 SN:3107 August 13, 2024

Dynamic Range, E-field, Channel 0

E-faldi{\Vim} Applled E-fleld/(v/im} Reading Bifference/{dB) Tolerancei{dB)
X ¥ | z H ¥ z X ¥ z X ¥ z |
[ 1.200 0040 | D340 0320 0040 | 40D | 0.83 | 000 2500 4500 500 )
0460 0280 05150 0.470 0.280 o040 | 09| 030 [ .94 | 2500 | #5080 | #6.00
D540 | 1380 04870 0.550 0380 | 0070 043 | 0003 000] #500| 5007 500
0.530 4,450 0,090 0,850 0.510 0070 | 021 | 0835 28| 2500 | 500 ] 1580
142 0.578 ©.120 1.14 0.670 0110 | 015 | 6.00 | -0.76 | +5.00 [ #500 | +5.00
| 154 0.910 0.170 1.56 0.910 0170 | 041 | 000 | 000 | 500 =bo0o | +5.00
206 122 0.230 2.07 122 0220 | 008 | 000 | —0.39 | +1.00| 1500 | +5.00
275 163 0.300 2.76 163 0270 | 003 000 | 082 | =100 +500| 500
373 2.21 041D 3.75 2.21 0,390 | 005 | 000 -0.43 | 2100 +100}F 2500
504 253 0.560 5.08 2,98 0550 | 007 | —003 | ~0.46 | £1.00 | +1.007 500 :
6.9 403 §.760 6.62 4.02 0.710 | 004 | -0.02 | —059 [ +1.00 [ +100 ] +5.00 !
9,07 G.38 .01 9.10 5.34 0050 | 003 | —0.06 | -053 | 100 | +1.00| 500 i
122 727 136 12.3 7.23 128 0.07 | ~0.05 | —046 | %100 | =1.00| 2500
165 98D 1,83 16.6 q.77 1.74 0.05 | -003 | -0.44 | =100 | +1.00 | #500 :
723 132 Z247 224 13.2 2.37 0,04 | 000 | —036 | =100 | +100! +1.00 i
298 7.7 330 30.0 17.7 3.18 0.06 | 0.00 | -032 | +1.00 | =1.00| +1.00 :
a0z 319 448 405 238 4.28 0.06 | 000 | —036 | +1.00] 21.00] +1.00 i
54.4 EEE 504 548 323 5.81 006 | 000 | —03d4 | +1.00 | 21007 2100
78 4.5 831 iz 340 | 789 | —0Bi | 0.0 | —045 | +1.00 | =100 ] 1100 :
98.0 58,2 0.9 579 576 | 03 30T | —0.09 | <049 | L7100 | =100 | 1.0 |
N 799 150 135 CE 42 | 000|008 | —048 | xi00| #1700 | +1.00
L [EE R g7 | 110 158 U0 | 008 089 | =100 1180 [ +1.00 |
258 53 287 | 261 i 278 | 040 ] 0.00 | -034] 2100 | *160} 100 | !
381 226 | 423 367 216 40.9 _0Aa3 | 0458 025 L1000 #1001 +i0D |
535 312 583 511 F0 | 568 | 0.3 | 034 023 | =100 1100 ] *180 !
TR S5 | 883 | 7706 a2 | B85 | 0.5 | 025 | 0.4 | 100 | x100] *100 .
180 702 IRES Tieb | 693 | 130 0.0 | .11 | 040 £1g0 | =100 | #1060 ;
160 a57 175 1630 453 18i 01| —0.04 | 0.0 +1.00 | 2100 *1.00 :
D3 [ 98B0 | 202 2640 [ 1560 " 284 o2 | 041 | 084 | £V.00 | L1.08{ =100 | :
0 1880 | ¥ 3270 | 1920 546 | 024 | 044|020 100 | x#00 | +1.00 ]

SPEAG E-leld finearily tolarance criteria’;
15.0dB for applied E-fisld < 2Vim
=£1.0d8 for appiied E-field = 2¥im

Cakbralion Unccrtaingy not szkan inla account (shared risk 50%).
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MAGPY-8H3DHE3DYZ SN3E
MAGPY-DABVE SN:3107 August 13, 2024

Freguency Response

Frequency Response, H-field, Channel 0

SPEAG H-igld frequency respanse tolerance criteria’:
10,348 lor applied H-fielde at ealibration points from 3kHz to 10MHz

Helieldifhim) Appiled H-ileie{Am) Reading Difference/{dB)
HiHz) X ¥ z X y | _® x ¥ z Toleraticei{d8) |
T 3uo0 | 1E3 155 | 183 [ 182 153 ; 153 | -008 | 000 [ 000 0.3 |
3200 1.53 153 153 153 153 154 | 0.00| 000 | 008 +0.3
4000 | 1.52 152 152 152 1,52 iG2z | 000 000 000 +0.3
5200 | 1.5 151 751 150 151 151 | -0.06 | 000 | 000 =05
6600 | 1.50 .50 1.50 150 1.50 143 | 0.00 | 000 | -006 =03
8200 149 1.49 1.49 148 1.49 140 | —0.06 | 0.00 | 000 03
9000 | 1.48 148 1.48 148 1.48 1.48 0,00 | 0.00 | 000 0.3
10600 | 4.32 426 425 432 4.28 425 0.00 | 0.04 | 000 +0.3 ]
13400 | 4.34 4.32 43 432 4,32 431 | —0.04 | 000 | 0.00 +03
T7000 | 4.34 4.32 43 434 432 431 0.00 | 000 | 0.00 +0.3
21400 | 4.37 433 4.33 436 433 433 | -0.02 | 000 | 000 +0.3
27200 | 447 4.33 4.32 435 433 432 | -0.04 | 000 | 0.00 +0.3
34900 | 496 4.34 4.33 4.36 4733 4.83 0.00 | —0.02 | 0.00 +0.3
40000 | 438 4,33 4.33 4.34 433 432 | -0.04 | 0.00 [ -0.02 0.3
23600 | 435 433 432 435 433 431 0.00 | 0.00 | -0.02 0.3
55400 | 4.34 438 431 433 432 431 | 002 | 000 000 03
70000 | 433 7@ | 430 432 | 4m 430 |002Z | oob| 000 0.2
B8B00 | 431 | 429 4.9 430 4.29 478 | 002 | 080 -002]  +03 |
tiza00 | 430 428 4,27 428 4,29 427 | -0.02 | 002 000 0.3
142400 | 488 W26 | 4.26 Azn 457 425 j 000} 002 ] 000 E
"iG1750 | 426 | 4.95 dzd4 | 426 155 424 DOG | 000 | 000 =05
180400 | 488 | 4. 183 | 425 154 | 423 |-nng| 000 000  +08
[~ 226400 T 423 | 4.2 4.20 4,23 421 420 | -002 | 0.00[ 000 0.3
[ Bagath | _aas | 447 | 416 4ia | 217 4i6 | 00z oo | 000 103
66400 | _ 446 35 | A2 4.5 414 41z | 000 0.02] 000 03
anGign | 443 ENF 411 433 | 412 411 900] 0.00] 000 E
4000 ENE] 409 408 Ti0 | 409 406 | -0.02 ] D00 000 04 |
SA7EO0 | 408 405 4,04 4.08 305 | 4pa | 000 | 000 000 +0.3
744200 | 40 400 3.89 401 w01 400 000 | 002 | o002 +03
{7 o4ze00 | 4410 365 388 | 400 400 | 388 | o000 | 002 0.00 0.3
1153600 356 387 396 | 397 398 | 396 | 002 | 002 000 03
{51180 | 597 298 395 398 3.96 395 | 002 | 000 | 000 XN
1574400 | 395 | 394 383 | 3.8 3.94 392 | —oo02 | 000 -0.02 =03 |
£47a400 | 354 | 483 392 .94 304 381 [ 000 002 | -002 B .
BEL TR 3850 3.88 3.91 3.91 388 | 000 002 | -0.02 +0.3
BEELELT 3EG 64 | 383 z86 | 384 3.83 002 | 000 | boo| 203 ;
4000000 | 385 123 3,82 385 384 | sz | oD | 002 [ 000 +0.3 :
4sziAnn | A7 577 | 476 | arr g37 [ 376 | 0.4 | 0.00[ 000 03 ;
6235400 | 4.6/ 366 366 | 367 366 | 386 | 000] 000} 000 0.3 :
7898400 | 353 352 351 352 349 © 351 | 002 |-007 | 000 103 i :
i0ngooos | 3.38 537 357 | 7339 | 338 | 333 | om3 | 005|040 +03
|
|
]
1

1 Catibration wnesr lalnly nod taken inty secount (shared ek §09%),
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MAGPy-EH2ID+E30V2 SN:3116
MAGPy-DASVE SN.3107 Augusl 13, 2024

frequency Response, H-field, Channei 1

| [ Hefield{A/m) Applied | H-Held/{A/m) Reading Differonce/(dB)
i iHz} X ¥ z 1 ¥ z x y z Tolerance{dB} |
H | 153 isa | 183 153 | 153 | 153 | 000 000 000 03
5200 | 153 152 153 | 153 52 154 | 0.00 | 006 006 03 |
agnn | 152 152 | 158 162 | 152 152 | 008 000 080 +03
[ 5200 | 151 151 761 |7 150 T61 | “151 | 0G| 000 000 103
6600 | 150 1.50 1.50 150 1.50 1.50 0.00 | 000 0.00 103
8200 |  1.49 1.49 1.49 1.48 1,49 743 | —0.06 | 000 0.0 103
goo0 | 1.48 148 1.48 1.48 1.48 148 | 0.00| 000 000 +03
TOBOD | 432 476 425 431 4.23 423 | —0.02 | 006 | 0.08 £0.3
13400 | 434 4.32 4.31 432 4.31 432 | -0.04 | -0.02 | 0.02 +0.3
17000 | 4.34 4.32 4.3 433 430 431 | -0.02 | 004 | 0.00 +0.3
21400 | 437 433 4,33 434 4.3 432 | —0.06 | 000 | -o0Z 0.3
z7zon | a7 4.33 432 437 4.33 432 0.00| 000 000 +0.3
F4400 | 4.05 4,34 4.33 4.36 4.34 4.38 0.00 | 0.00 | 000 0.3
40000 | 4.36 4.33 4.33 A35 433 433 | -0.02 | 0.00] 000 +0.3
43600 | 4.35 4.33 232 435 EEE] 432 0.00 | 0.00 | 0.00 +0.3
55400 | 4.34 4.3z 431 4.33 43 43t | -0.02 | -0.02 | 0.00 +0.3
70000 | 4.33 431 4.30 4.33 4.30 430 | 0.0 -0.02 | 000 +0.3
a8a00 | 431 4.29 4.29 431 429 | 428 | 000 000 -002 03 |
T 112400 430 438 | a7 430 423 427 0.00 | 000 000 10.3
[ 142400 3.7 26 4,36 476 a6 | 426 000 | 000! 000 w05
161750 | 426 ; 425 424 | 427 124 424 002 | 002 | 000 =08
180400 | 4.6 421 723 | 428 4.24 423 {002} non| 000 =03
22R40F | 4.8 4,21 420 gu3 | Az 420 | 000 000 0.00 03
738400 | 441 417 516|418 417 417 | -op2 | o000 | o0z | @ 03
368400 | 4.15 EREI KT 415 a3 | Aa3 000 | 0.00 | 002 +0.5
AD0GRR | 418 A1d | A 413 432 | 4t 000 | 000 | 0.00 +0.3
54000 EXE 409 4,08 A0 409 | 408 | ooz | o000 | 000 03
U pE7AED | 408 405 404 | 408 405 4.04 000 | 0.00] o.0¢ <03
TT4dEIoR ] 40 s 4.0 [ 386 | 000 000 0.00 03 .
BdAGG0 | 400 3.89 3.58 4.3 e 3598 | 000 | 000| 0.00 +0.3 .
Tiggeon | 3288 357 3.6 | 397 386 386 | -002 | -002 | 000 =03
1511600 | %7 | 398 3.05 397 | 298 304 0.00 | 0.00] —0.02 I !
T9tadbo | a6 | 384 | 503 | 595 | Tagd | 993 | ooz | 0.0 oeo w0 !
[ 248440 | 384 | 388 3.92 3.94 392 | oge | wol| -002] 000 +0. ]
3070200 | 391 EX) 389 397 dae 3.80 0.00 | -0.02 | 0.00 03
3558000 | G6F | AAd 3.83 3.8 3.84 382 | 002 000 0.00 +0.3
T An0AGED | 385 383 388 | 386 383 3.83 | .00 000[ 0.2 Wz
4523800 | 3.8 397 7| 478 a7e | _a77 37 | 00| o000 ooo| 04
T 6235400 | 267 3.66 366 | 34 366 367 | ou2) 000] 002 03 |
7836400 | 353 352 3.51 353 | as2 351 | 0.00| 000 000 s
| 10000000 | 338 337 3.57 340 | 338 355 | 005 | -0.03[ -005 +0.3

SPEAG H-fiold freauency response tolerance criteria’;
+0.3dB for appliad H-fislds at calibration points from 3kH2 to 100MHz

1Caibreation urcarkginty nol taken ine aceount (shared risk 50%).
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MAGPy-BHID+E3DVZ SN3116
MAGPy-[ABVE SHI07 Auguet 13, 2024

Frequency Response, H-field, Channel 2

- ATisidqA/m) Applied | A-feldiA/m) Reading Difference/{dB) —|
1i{Hz} X y z X y | =z X y z Talersnce/{dB}
3000 ] 1.3 758 | 153 S 154 | 163 | 000] 006] 000 03
g2bn | 188 | 163 T3 | 153 | 158 154 | 000 | o0 | 008 #0353 |
T 400 | 1.2 t52 | 1.52 162 | 152 152 ] 600 | 000 o00| 03
5200 | 151 TE | 151 150 1.5 T51 | -006 | 000| 000 0.3
6600 1.50 150 1.50 150 .50 1.50 600 | 000 | 000 103
8200 | 149 [EL] 1.48 1.49 149 1.49 0.00 | 0.00 | 0.00 103
9000 | 148 148 i.48 148 .49 1.48 0.00 | 0.06| 0.00 +0.3
10600 | 4.82 3,06 4.95 432 423 428 G.00 | —0.06 | 0.08 +0.3
13400 §  4.34 4,32 431 4.33 4.33 430 | -002 | 002 -6.02 +0.3
17000 | 4.34 452 231 4.34 4.32 432 000 | 000 | 002 +(.3
27400 | 4.97 133 4.33 4.37 434 432 | 000 002 | -0.02 103
27200 | 487 4.33 4,32 435 433 434 | -0.04 | —0.02 | 0.04 =03
34400 4.36 4,34 4,33 4.35 4.34 433 | -0.02 | 000 [ 000 +0.3
q0000 | 438 4.33 433 4.35 4.33 432 | -0.02 | 000 | -0.02 +0.3
43600 | 445 4,33 432 4,33 4.32 133 | 004 | 002 | D02 +0.3
BEA00 | 404 4,32 4.31 433 4.31 431 | -0.02 | -002 | 0.00 +0.3
70060 | 4.80 4.1 4.30 4.32 4.30 430 | —0.02 | -0.02 | 0.00 +0.3
BEADD | 4.1 435 4,29 131 | 4.8 429 0.00 | 0.00 | 0.00 0.3
112400 | 4390 a8 | 427 429 4.28 158 | 002 | 000 | 002 T 403
142400 | 478 726 | 476 428 | 456 725 | 000 | o000 | -0.02 08 |
| iEiven | ads | 475 424 | ez 95 424 | 0.00 | o000 000 303 | :
180400 | 426 4.24 425 425 | 424 | A28 | -002] 000 | OO0 EEN i
[ draddt 423 | 421 420 § 422 427 | 420 | 002 000| 0D +0.3 :
T sE@edon | 419 | A7 316 | AiB 417 | 46 | 02| o000 0.00 +03
366400 | 445 215 | 4d2 415 443 aje | 000 000 000 0.5 |
anoobo | 43 41z EXT 313 | 4 5 0.00 | 000 0600 0.5 i
4mq000 | 491 403 | 408 A | 408 408 [ 002 | OUG| 000 | _ +03 i
587800 | 4.8 405 | 40 dos | 404 | Goo| 000 | 040 035 | I
Faazoa | 401 4.00 3.99 301 | 408 400 000 | 000 | 002 0.3 i
547600 | 400 | 359 338 | 440 400 398 0.00 | 0.02 [ 0.0 +0.3 .
1193600 | a0 387 A% | ae7 358 | 886 | -no2| 002] 000 03 |
1811800 | 397 396 385 397 | 388 305 0.00 | 0.00 | 000 103 :
igi4s00 | 396 | agd 383 | 395 384 | 483 | 002 000] 000 03
2424400 ] 384 383 282 | dD4 395 | 852 | 000 | 080 000 403 |
[ ad703h0 | 38l 400 3.88 351 | 380 388 | 000 | 000 | -0.62 03 |
| g8eaoaD | 3.85 4 3.83 366 3.85 363 | 002 | 082 0.00 03
4000000 | 286 | 383 3.88 385 384 | aB2 | o000 | G002 0.00 +03
Agozabo | 3.8 177 | a7 378 478 376 | oo0|-002] 000 +0.3
GO35400 | 347 | 368 366 | 367 356 | 2368 | 000 000 0.00 0.3
7EBG400 | 353 | 352 351 352 349 | 380 | 002 | -0.07 | -0.02 =03
TGdogoon | 338 337 | aay 338 | 338 | 33 | 000} 003 ]-0.13 0.3
SPEAG H-fleld frequency respanse tolerance crite rial: f
+0.3dE ior applied H-fislds at calibration points from 3kHz to 10MHz :
|
1 alibrafion unecrtal nfy net taken inle tcount (shared sk $09%). .
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MAGPy-BH3D+E3DV2 SN3118
MAGPY-DASYZ SN:3107 August 13, 2024

Frequency Response, H-fleld, Channel 3

FleldnAm) Applied | H-fleld/(Alm} Reading Differance/(dB} !
1i{H=z} X ¥ z S y | = X ¥ z Toletance{dB)
| 3000 iss 151 | 153 158 ] 154 | 153 | 0L0| 008] 000 03 :
Zan | 153 1.53 153 1.53 i.52 154 0.00 | 008 | 0.06 +0.3 i
appp | 162 | 1E2 i.52 152 | 152 1.52 000 | 000} 0.00 =03 |
Bang | 181 151 151 [ 1450 § 18 T61 [-006 | 000 [ 000 103 ;
6600 | 1.50 150 160 1.50 .50 150 | 0.00 | 0.00] 0.00 +0.3
8200 | 148 1,49 .49 148 149 149 | —0.06 | 0.00 | 0.00 +03
G000 | 148 1.48 1.48 1.48 148 148 | 000 | 0.00[ 000 +0.3
10800 | 432 4.28 4.25 436 422 428 | 0.8 | —0.08 | 006 03
13400 | 4.34 4.32 431 4.33 4.5 483 | 002 | -0.02 | 004 +0.3
17000 | 4.4 4.32 431 434 432 431 0.00 | 000 | 000 0.3
21400 | 437 433 433 436 4.33 3§ | -002 | 000| 002 303
27200 | 4.37 433 432 4.36 433 433 | -0.02 | 000 0.02 103
34400 | 436 434 433 4.36 434 433 | 0.00 | 000 | 000 +03
40000 |~ 436 433 433 4,36 4.33 433 | 000 | 000 000 0.3
43000 | 495 433 732 435 4.32 432 | 000 | —0.02 | 000 +0.2
55A00 | 4.34 432 4.3 4.33 432 431 | —0.02 | 000 | 000 0.3
TO000 | 4.03 4.31 430 4.32 4.31 430 | -0.02 | 0.00 | 0.00 0.3
58800 | 421 4.29 429 431 4.30 428 | 000 002 000 0.3
C{iz400 ] 430 4.28 427 430 | 428 28 | 000 | 000 002 =03 :
147400 | 428 4.2 4.26 A28y 437 426 | 0.00 | of2}| 00D 03 | |
161750 | 4.8 425 424 428 435 474 | GO | 000 | 0.00 03 i
[ ia04pn | 488 4.24 2 %25 | 424 | 423 | 0Dz | non| 000|103 |
228400 | 423 4,21 420 423 4.21 420 | 000 | 000 000 03] :
| rAnddd | 418 | 417 316 | 419 3.7 | ai7 | oo 0600 002 +03 X
3EE4E0 | 445 418 | Az 415 | Atd zi2 | ooe| ooz| 0oo| 63 | !
400000 | 4.13 a1z | Adl §i3 | 4.92 411 | ooo | 000 | 000 +03
Td4ad000 | 44 408 | 408 0 49 408 | 002 | 600| 000 08 |
G37B00 | 408 | 405 Ex ) 4106 408 404 | 000 000 0.00 303
744200 4.0 400 | 046 a0l | 440 100 0.00 | 000 | 002 s |
I Sazedd | 40D | 449 ass | 400 399 | 489 | 000 | 000 ooz +0.3
1193600 | ams | 387 396 | 4858 |_ 308 396 | GO0 | -002] 000 +0.3
1511600 | 387 EX RS 397 3.96 495 | o000 | 000 000 03
[ 1f14400 | 386 3.4 393 185 594 | 443 | 002! 000 000 =03
2424400 | 3.04 353 392 | B84 592 | 9%z | _ouo| 00z| 000 +03
3070200 | 381 380 | 389 EEI 389 .80 0.00 | 002 | 040 0.3
3RARO00 3.85 384 3.53 545 .85 3.83 0.00 | DOZ | 000 63
“"aoopooo | 385 | 3A3 382 | 385 384 | 383 | 000 | 082[ ooz +0.3
“ag@3E0n | 278 | Aa7 476 5.7 37 376 | 0.00 | 000 040 08
6236400 | 36T 366 3.86 | 347 3.66 386 0.00 | 000 000 *03
7896400 | 343 | Q62 551 | 352 352 | 360 | 002 | 000 -002 =03
[ Toopouad | 538 3537 | aar 338 395 331 | 000 | 008 [ 06 0.3

SPEAG H-field frequency rasponse lolerance criteria’ :
+0.9dD for applied H-fislda al calibration peints from 3kHz te 10MHZ

1Calibrafion uncariality not 1aken into account {shared rigk 50%).
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MAGPy-8H3D+E30OV2 5N:3116
MAGPy-DASY 2 SN:3107 August 13, 2024

Frequency Response, H-field, Channel 4

H-fisldiAdn) Applted H-flaldi{A/m} Neading Dificrence/{dB)
1i{HZ) x y | = X y | oz X y z | Tolerance!{dB)
[ 2000 i 53 ‘is L 153 153 163 | _1.58 0.00 [ 000 D00 +0.3
se0d || 153 155 | 163 153 1.53 153 | 00| 000! oo0|  :03
4000 | 152 152 | 152 162 | 152 i62 | 0.00| 0.00] 000 103
“TEan | 181 | 15 151 750 151 | 180 | -0.08 | 0.00 [ 0.6 +03
6600 | 180 150 1.50 1.56¢ 1.50 148 | 0.00 | 0.00 | 012 0.3
8200 | 1.49 1.48 148 148 143 749 | —0.06 | 0.0 | 0.00 0.3
9000 | 1.48 148 1.48 T48 48 148 | 000 000 000 0.3
10600 | 4.92 438 425 431 426 427 | -0.02 | 000 004 0.3
13400 | 4.34 432 431 434 432 430 | 0.00| 000 -0.02 03
17000 | 4.04 ia2 431 434 431 432 | 000 | -002| 0.2 0.3
21400 | 437 433 4.33 436 433 432 | -0.02 | 000 -0.02 0.3
e7ko0 | 437 133 4,32 536 433 435 | -po02 | 000 | 004 £0.3
39400 | 436 434 4.33 4.35 4.34 433 1 -0.02 | 0.0 | 0.0 0.3
40000°| 438 433 4.33 4.3 4.33 434 | 0.00 | 000 0.02 =03
43600 | 436 133 4.32 433 23 432 | -0.04 | -D04 | 0.00 03
55400 | 434 432 431 4.33 431 431 | -0.02 | -0.02 | 0.00 0.3
70000 | 4.33 431 430 4.32 4.30 %28 | —0.02 | 002 | -0.02 | _ =05
8ggal | 44i 4.28 4.29 431 4.29 429 | 000 | 000 0.0 +0.3
12406 | &30 aeg | A7 4.29 128 | 428 | 002 | 000 002 =0.3
H4240G | 428 455 | T4 .28 4z7 || 428 | 000 | 002 | 000 =03
e | 496 4725 424 4.26 1.25 425 | 000 000 | 002 03
180400 | 426 484 | 428 4.26 123 453 | 000 | 002 | 060 =03 |
2eR400 L 431 T 43 4.20 422 | 4z 420 | -o02 | 000] 000 303 |
R AT ENY] 416 | 449 [ 418 437 | odo| 0p02] 002 103
366400 | 415 | 413 412 415 413 | 412 | 000 | 000 040 =03 :
400000 | 418 | 44F ] T 43 1% | 440 | 000 [ 0.00 | 002 +038
454000 | T4uT | 408 408 470 409 | 408 | 0p2] 000 000 103 | :
BB7E00 | 4.05 405 | 404 108 4.05 404 | 000 | 000 000 0.3 ;
TA4EO0 | am1 | 400 | 599 EX 400 | do0 | GO0 000 000| =03 I
(7 Ga2800 | 400 3.99 | 088 | 400 | 400 | 589 | 000 op2| 002 03 i
1183660 | 338 397 396 1 897 {886 | 886 | 002 |-002| 0.00 P03 i
15600 | 287 | a8 585 3 387 | 496 983 | 000 0.00| 002 *03
T Agiddnd | A58 384 3.93 385 | Al 383 | 002 0.00 000 +0.3
2424400 | 294 19 3527 Tam | awm 382 | 00| og2| 000 W03 |
3070200 | ast ] 39 9.89 3.91 380 | 388 ] 000 000 002 0.3
somanac | A48 | 584 3.88 3.85 385 | 24 { 000 002} 000| 88
4Tapooe | 585 583 | 467 3.88 384 384 1 000 | 002l 005 0.2 i .
07000 37R W7 { avé | 3Te 377 3.76 o0z | 000} 000 0.2 ! :
G535400 | aser 366 3.66 3E7 | ase 366 000 | 0.00 ¢ 000 +0.3 H :
7896400 |  3.53 35z | 351 | 353 a5 352 | 000 | -002] 002 +0.3 .
To000Dag | 338 357 | 857 | ‘857 | 832 | 3838 | 003 -0a3| 003| 03 ] .

SPEAG H-field frequency response tolerance criteria’;
19.3dB tor appiicd H fickds at colibration painte [rom 3kHz to 10MHz

' Galibrakan uncarksinty el Laken dnte 2ccount (shared Aek 503%),
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MAGPy-8HADLEICVE SN:3116
MAGPy-DASVE SM:3107 Augusl 173, 2024

Freguency Response, H-field, Channel 5

H-tieldi{Amm) Applied A-fisldi(A'm} Reading Diffsrancai(dB)
1{Hz) X y z X y |z X y z Tolerance/(dB) :
RO0C | 153 iR iE3 153 153 753 | 000 coo| ooo +0.3 i ;
3200 | 163 | 158 753 | 154 1,52 154 | 006 | 0B&]| 006 0.3 i
AGG0 | 1.82 162 i.52 152 | 162 152 | 000 0.00) 000 i0.3 .
g200 | 161 T.51 151 | 150 151 751 | -006 | 00| 0.00 6.3 !
6600 | 1.50 1.50 150 1.5 1.43 150 | 006 | —0.06 | 0.00 10.3 i
#4200 1.49 149 1.49 1.48 1.43 149 | 006 | 0.00 | 000 0.3 :
aoo0 | 1.48 1.48 1.48 148 1.48 148 | 000 000 | 000 +0.3
0600 | 432 126 [ET 430 427 426 | 004 | 002 | 002 03
13400 | 434 432 43l 433 438 432 | -002 | 002 | 002 +03
17000 | 434 432 431 435 4.32 431 | 002 | 000 | 000 £0.3
21460 | 4.37 433 433 434 4.32 433 | -0.06 | -0.02 | 0.00 +03
27200 | 4.07 433 4.32 437 4.33 432 | 000 000 000 =03
34400 | 438 434 4.33 4.35 434 454 | —0.02 | 000 | 002 0.3
40000 | 4.38 4.33 4.33 4,36 433 433 | 000 000 000 0.3
43600 | 4.95 433 132 434 433 431 | -n.02 | 000 | -0.08 +03
55400 | 434 432 431 433 431 431 | -0.02 | -0.02 | 0.00 03
70000 | 4.33 431 430 432 431 436 | -0.02 | 0060 [ 000 +03
88300 | 431 429 429 431 4729 428 | 000 | 000 [ 000 103
11240y | 430 428 | 427 430 428 427 | 040 | 000| 000 | 03
128D | 4 425 4.7 w28 | 427 | 426 | oo0| 002 | 000 03 :
161750 | 426\ 425 4247 a2 425 | 424 | 000 00| 0.00 103
1R0400 | 486 .24 422 4.25 124 423 | 0082 000! 000 +0.3 :
PBR400 | 4.3 421 420 42 421 440 | —0.02 [ 000 000 +03 :
2BO400 ;4.8 | 417 416|413 418 417 | ooz 002 | 002 =03 :
| Bgs4bn | 418 443 | Tadz 215 d 14 418 0.00 | 002 002 | 03 :
| dooGon | 443 432 | add 413 412 [ 430 | 000 000 -8.02 £03 i
484000 | 41 408 | 408 410 4.08 04 | o0z | 0060 | 000 0.3 i
5E7all | 40 405 404 | 408 405 | 403 | 000 000 000 03 | ‘
[ w4200 | 40 400 | 089 40 dgo [ 8ge | voo| 000 000 ks _ .
GAPEOD | 448 | 3888 398 | 4ot | 398 308 | D02 000 0400 =03 !
tiagaon | A48 | 887 386 | 397 397 396 7| “002 | 080 | 000 03 :
t511600 | 897 486 395 397 | a8 385 | 0.0 000 000 _ 03
1914400 | 4856 | 384 388 | 496 | 304 393 | 000 000 000 +03
2424400 | 3.94 333 382 | 3f4 | 393 382 | 080 voo| oo 0.2
30T0z60 | 381 | 380 3.89 381 | 390 | 388 | 000 | 0.40] -002 10E |
3BBEO00 | 3.5 84 3.83 334 | &B5 580 | 002 | 00| 000 _ 103
[ aooodoli|  3as 3.83 TBE | 4B4 3.84 383 | 002 0027 002 03
[avdagho’ | 378 377 Are | ave 377 | 478 | 002 | 0.00] 000 03
6235400 | 347 366 366 | 347 | 867 5.668 | 00041 002] 000 =03
| 7essdou | 353 352 351 | 452 5.4% 351 | —§.08 | 0.07 | 0.00 =03
10000 000 338 | 447 3.37 338 | 336 3.537) 0.00] o2 -G10 =03 ]

SPEAG H-tiald frequancy response tolerance criteria’:
10.3dE ier appliad H-iolds at calibration poinle from 3kHz to 10MHz i

1 adlbration uncanainty not taken into account {shared rish S095).
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MAGPy-BH3ID+E3DV2 SN:3118
MAGFY-DASY2 SNA10T August 13, 2024

Freguency Response, H-fteld, Channel 6

- H-fiela/{asm) Appiled H-Tleldi{Afm) Reading Differsnce/(dB)
1/{Hz} X ¥ b4 x ¥ F X ¥ z TolerancaildB)
3000 ¢ 153 158 | 163 153 | 1.53 155 | 000 000 000 203 |
T 153 | 163 1.53 154 152 | 185 | o086 ] 008 | o1 0.3
q000 | 182 | 152 152 152 1.52 151 | 0.00] 000|006 303 |
G200 | 151 181 | 1.51 150 151 | 157 | -0.06 | 000 GO0 0.3
6600 1.56 1.50 150 153 1.50 1.48 0.7 | 000 | -612 0.3
8200 | 1.49 K i.49 7.48 .42 1.49 0.00 | 0.00 | 000 10.3
D00 .48 1.48 1.48 1.48 1.48 1.48 0.00 | 0.00 | 0.00 +0.3
10600 iaz 4,28 4.55 4.35 428 4.27 0.06 | 000 | 0.04 +0.3
13400 | 4.34 4,32 4,31 433 4,31 430 | -0.02 | —0.02 | -0.02 0.2
17000 | 4.4 432 4,31 434 4,32 4.3t 000 | 0.00 | 000 0.2
21400 | 4.87 4.33 4.33 4736 4.33 433 | -002| 000 000 +0.3
27200 | 497 433 4.32 436 4.33 431 | —0.02 | 0.00 | -002 0.3
34400 | 4.36 4.4 4.33 335 434 334 | 002 | 000 002 +0.3
40000 | 436 4.33 433 1.35 4.33 432 | -0.02 | 000 | -0.02 +0.3
43600 | 4.5 £33 4,38 4.5 132 431 0.00 | —0.02 | ~D.07 +0.3
55400 | 434 4,32 4.3l 4.33 431 430 | -0.02 | —0.02 | -0.02 +0.3
70000 | 4.33 4.31 4.30 4.32 4,30 428 | -002 | —002 | -0.02 0.3
BEAOD | 4.1 425 429 431 429 | 428 000 | 000 [ 002 | =03
112400 4,20 428 4.27 4 30 428 4.27 000 | 02| 000 =03
142400 | 458 A5 425 | 428 437 | 425 | OO0 | 002 002 | 303 |
161750 | 488 | 425 474 | 428 425 424 | 000 000 0,00 0.3
180400 428 | 424 123 | 425 4.24 453 D02 | 0.00| 000 10.3
234400 | 423 4.21 420 422 | 43y 420 | -0.02 | 000 | 0.00 +03 |
380400 | 41% |  di7 315 | 419 [ 47 416 i 000 | 000 000 +0.5_
366400 | 4iE 413 | 442 415 4.3 412 0.00 | 0.00 | 0.00 0.2
406000 | 413 41z | 401 413 a1 | TEn 0.00 | -0.02 | 0.00 +0.3
464000 | 4.11 4.09 408 411 409 | 408 | 000 000[ 000 03 |
SE7E00 | 4.6 4.05 404 | 408 405 | 404 000 [ 000 | o000 0.3
Tadzon | 401 400 d99 | 40 400 400 0.00 | doo| 002 w0z | :
542600 | 400 | 339 3.98 EE 358 | 000 [ o000 002 +0.3 :
1193600 | 296 397 EES 407 345 396 | -002 | 004] 0.0 +03
TEiTRO0D | 397 e | 385 347 | 396 305 | ooo! 600 002 03 !
1914400 | 886 | 384 383 3.46 354 393 | 000 000 | 0.00 +0.3 i
| 2apddg0 | 384 383 | 592 382 | aE 382 | 004 0.00] 000 £03 :
3470200 | 389 3,80 388 391 3.0 389 000 | .00 000 f2 1]
3EB3000 3.85 B4’ 3.83 EXT] 364 383 | 008 | 0.00] 0.00 0.2
JON0000 | 286 133 38z | 384 363 387 | 002 | 000 0402 03
T AREaa00 1.78 77 | 276 | 380 377 | A8 005 0.00] ©.00 0.2
6235400 | 3.6/ | 386 3.66 366 | 385 566 | -bb2 | 002 | 000  +03
7896400 | 353 352 351 | 351 360 350 | -005 | 005 002 | =68 1
10000000 | .38 337 | 3ar | 3ar 33 383 | -0.03 [ -0.02] 630 0.3

SPEAG H-field fregquency rasponse talerance criteria’; :
+0.3dB for applied | Hiolds at calibration poirts from 3kHz to 10MHz i

Talibratien uncertainly not laken inle actoUat fshared risk 50%G).
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MAGPY-8H3D+E30V2 SN:3116
MAGPY-DASVZ SN:3107 August 13, 2024

Frequency Response, H-ield, Channel 7

" H-fieldiA/m) Applied H-fietd/{A/m} Reading Differencai{dB)
1{Hz} x ¥ z ¥ y |z X ¥ z Tolerancef{dB)
3000 |~ 153 58 153 153 153 _§ 153 | 060 000 000 *03
3200 | 143 153 | 1.63 154 | 162 154 | 006 [ 0007 008 103
4000 | 1.52 162 | 1.52 153 | 152 158 | 006 000 | 000 105 |
B200 | 151 1.5 1.51 1.5 1.52 151 0.00 | 006 [ 000 =03
600 | 1,50 1.50 +.60 7.50 1.50 180 | 000 | 000 000 +03
B200 | 1.49 148 149 143 .48 149 | 0,00 | -0.06 | 000 £0.3
o000 | 148 1.48 1.48 1.49 1.48 148 | 0.06 | 0.00] 000 +0.3
10840 | 438 4.28 425 430 426 228 | 004 | 000 006 +03
13400 | 434 4.32 431 .34 434 332 | 000 004 002 +0.3
17000 | 4.34 4.32 431 435 433 442 | 002 002 002 0.3
21400 | 4.37 433 433 435 434 | 431 | -004 | 002|004 0.3
27200 | 4.37 433 432 436 433 432 | -0.02 | 000 0.00 +0.3
34400 | 4.6 434 433 4.36 4.34 434 | 000 000 | 002 +0.3
40000 | 478 4.33 4.33 435 433 43z | -0.02 | 0.00 | -0.02 £0.3
3600 | 406 4.33 4.2 435 433 431 0.00 | 0.00 | —0.02 +0.2 :
55400 | 404 4.32 431 433 432 431 | ~0.02 | 0.00 | 000 0.3
70000 | 433 4.31 4.30 432 430 428 | -0.02 | —0.02 | -0.02 +0.3
88800 | 431 429 4,29 432 430 428 | 0.02| 002[ 000 03 i
Tiz4uo | 40 428 | A7 429 429 427 | —0.02| 002 000 +0.4 :
Tizdo0 | 40 126 | T4 A28 | 428 426 | 00z | 004 060 0.3
161750 | 428 | 425 a0 | 478 4.25 424 | 000 0.0| 000 s
foodan | T 426 424 453 426 424 | 423 | ooo| 000 | oo +03
228400 | 489 [ 42 420 | 422 421 420 | -002} 000 000 +03 | :
786400 | 449 7 437 | 416 | 418 717 | 447 [-ooz | o00| 062 03 | :
" 3664CE | 415 413 4.2 415 | 413 413 | 000 | bo0{ 002 0.3 :
400860 | 4.13 EREY 411 413 4.12 411 000 | 000] 000 0.3 :
| T4pdupc @ 41t | 408 408 410 4.09 A8 | 002 | 0.00 | 000 IEN :
[ sg7ann | 408 205 | 404 4.06 405 | 404 | oo0| 000 o000 183 '
| 744280 | 401 ade || 983 401 | 400 400 | 000 | 000 o002 0.3
542600 | 400 398 R 4.00 3¢ | 000 | 002 002 =0.3 ]
e 397 36 | 38 397 | 386 | 000 000 000 03
1511600 | 397 | 256 395 3% | T3ms 595 | 0.00] 000| 000 <03
1914400 | 396 324 333 | 358 584 362 | 000 000 002 <03
2424400 | B34 FER 582 | B9a 332 Bgd 1 0O0 | woE | ood =03
3070200 | 341 | 34D 3.89 3§ | ag 388 ¢ 000 000[ D02 03
388B000 | 348 | 384 3.83 365 284 382 | 000 | o000 003 | " +0a
| ddopont | 585 5BE3 | 482 4.85 384 283 | 000 | oaz! 002 03 | :
4823800 | B.7R 371 | awe 373 377 | avs | oo2| o000 ooo 103 :
| 6235400 | 347 .56 386 | 367 3.66 3p6_| 000 om0 -002 +03
yaoed0n | ab3 | 352 | 361 552 | 350 | 348 | 002 | 005 | -0.05 08 |
(10800006 " 348 | 337 | B 3.3 336 | 376 | 008 003 -0.29 a_ ] :

SPEAG H-figld frequency response tolerance criteria™ i
10.3¢8 for applicd M ficlds al calbration poinls fram 3kHz 1o 10MHz :

1 alipration uncerizinty Aot fakon into aocount (shared risx B0%5).
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FAGPy-8H3D+ E3DVE SN:3116
MAGPY-DASY2 SN:3107 August 13, 2024

Frequency Response, E-field, Channhel 0

- E-Tleldi{v/m) Appiled E-lierd{V/m] Reading Ditlerence/{dB} ;
h{Hz) X ¥ z x ¥ z X ¥y z Tolerance/{dB} )
[T 3060 | 160 wg | 172 | 168 LER 72 000 000 [ 00D 03 :
3200 | 167 167 162 167 167 161 0.00 | 0.00 | -0.05 +03 | ;
A0 | 175 175 170 176 175 i76° | 000 000 000 +0.3 ] :
5200 | 165 s | 183 164 164 163 085 | —0.06 | 0.00 +0.3 i
G600 | 163 163 180 163 163 160 0.00 | 0.00 | 0.00 +0.3 ;
8200 | 162 62 159 162 162 158 0.00 | 0.00 | —0.05 0.3 |
aq00 | 163 163 164 163 163 163 0.00 | 0.00 | -0.05 0.3 !
10600 | 166 3 159 166 166 150 0.00 | 000 | 000 +0.3
13400 | 163 64 162 164 163 162 0.05 | 0.00] 0.00 +0.3
17400 | 161 161 163 162 161 163 0.05 | 000 | 000 03
21400 | i57 157 158 157 157 158 0.00 | 0.00 | 000 +0.3
27200 | 158 158 157 159 158 157 0.05 | 000 000 +0.3
34400 | 162 162 159 163 162 159 0.05 | 0.00 | 0400 +0.3 )
40000 | 161 161 161 162 161 180 0.05 | 0.00 [ -0.06 +0.3
43600 | 162 162 160 162 162 160 0.00 | 000 | 000 +0.3
55400 | 161 161 159 161 161 159 0.00 | 000 0.00 +0.3 i
0008 | 168 162 160 162 162 169 0.00 | 0007 -0.05 0.3 I
BEBOD | 161 161 160 162 162 180 | 05| 005]| 000 0.3
112406 | 161 R 161 161 60 | oo oon| ooo | i
TAZ400 | 162 162 160 162 162 [ 0.00 | 000 oao :
T 151750 | 163 163 62 T8 e 162 0.06 | (.00 000
{80460 | 64 104 g2 | 1ed 164 | a2 600 | 080 | 000
T TEEBAbY | 166 165 183 185 | 186 163 000 | 000 | .00
{7 zeEALO | 166 165 164 186 | 166 164 000 | 000 | 0.00
366400 | 166 | 166 | 165 166 166 164 | 000 0.00 [ -0.05
400000 | 167 167 [ 186 167 167 65 1 000 | 000 0.00 :
464000 | 168 | 968 166 166 168 i66 | 0.00 | 0.00 | 0.00 :
EB7B00 | 168 %9 | 167 70 168 167 005 | o000 | 000 i
734E00 | 189 8 [ 187 170 169 167 005 | 000 0.0 ;
542800 | 170 170 168 70 Aie | 168 000 | 0.00 [ 0.0 ;
11593800 | 171 171 [ i 1T [ e 000 | 0.00 ] 0.00 !
S A5its60 | 170 [ 170 168 170 176 | ies | 000 | 000 -0.05 :
K 170 168 170 170 186 D00 | 000 0.00 :
17 168 170 170 | 188 000 000 a6l
171 163 170 170 159 —0.05 | 005 | 0.00
! 38RAGO0 | 171 171 169 171 71 &9 000 | 000 | 0.00
£ 4000000 | 171 E I IR 71 171 169 000 | 060 | 000 i
4DIZ800 | 192 (172 10 72 1R 70 nan | o0 | 000 ;
6235400 | 174 174 172 1rd 173 i72 0.00 | -0.05 | 0.00 |
TBOE4D0 | 180 w0 | 178 |80 180 176 000 | 0.00 | —0.08 !
10000600 | 261 201 199 200 200 [EL] 004 | -0.04 | 0.00 .

SPEAG E-Tield frequency responss tolerance gritaria’;
10.34B for applied E-field=s at calibratien points from 3kHz 1o 10MHz

1S aliralion uncestalnty not tken imo Account (shered risk 50%).
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MAGPy-8H3D+E3DV2 SN:3116
MAGPy-DASY2 SN310/7 August 13, 2024

Isotropy H-Field
H-Field Receiving Pattern (), 9 =0°
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= e i R
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H-Field Receiving Pattern (¢), 9 = 90°

f=4kHz, TEM, 90° 1=40kHz, TEM, 90°
g0° 90°

180° 1807

=400kl Iz, TEM, 80° f=4 MHz, TEM, 907
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o
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MAGPy-8H3D +E2DV2 SN:3116

MAGPy-DASVZ SN:3107 Aupust 13, 2024

H-Fleld Receiving Pattern (¢), 8 =0°

[y JUT
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g S erresalerttT
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0 60 120 180 240 300 360
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z 2
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50 120 180 240 300 360
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SPEAG axlal deviation from the ideal response tolerance for H-field: +0.6dB
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MAGPy-8H3D+E3DV2 SN:3116
MAGHy-UAEVZ SN3107

Isotropy E-Field
E-Field Receiving Pattern (¢), 8=0"

f=4 kHz, Plate Capacitor, 0° f=40kHz, Plate Capacitor, 0°
90* a0°
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E-Field Receiving Pattern (¢), 7= 90"

f=40 kHz, Plate Capacitor, 90°

=4 kHz, Plate Capacitor, 90°
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180° 180°
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MAGPy-8H3D+E3DV2 SN:3116
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E-Field Receiving Pattern (¢), 7 =0°
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]
~0.5
0 60 120 180 240 300 360
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0.5
g
'g Disessese s b bos st sbesttenng st esdid 3T TRt re st ese s et tent ot et
&
-0.5
0 8D 120 180 240 300 360
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SPEAG axial deviation from the ideal response tolerance for E-field: +0.8dB
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