












 

 SPORTON INTERNATIONAL INC.     

TEL : 886-3-327-3456 

FAX : 886-3-328-4978 
   

    
 

  

  

 

 

D2450V2, serial no. 736 Extended Dipole Calibrations  
If dipoles are verified in return loss (<-20dB, within 20% of prior calibration), and in impedance (within 5 ohm 

of prior calibration), the annual calibration is not necessary and the calibration interval can be extended. 

 

<Justification of the extended calibration> 

D2450V2 – serial no. 736 

  2450MHZ  

Date of Measurement Return-Loss (dB) Delta (%) Real Impedance (ohm) Delta (ohm) Imaginary Impedance (ohm) Delta (ohm) 

08.15.2024 

(Cal. Report) 
-26.2  54.6  +2.1  

08.14.2025 

(extended) 
-26.383 0.69 55.071 0.471 +2.6474 0.5474 

 

 The return loss is < -20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior calibration. 

Therefore the verification result should support extended calibration.  
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<Dipole Verification Data> - D2450 V2, serial no. 736 (Data of Measurement : 08.14.2025) 

2450MHz - Head 
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D5000HzV2, serial no. 1171 Extended Dipole Calibrations  
If dipoles are verified in return loss (<-20dB, within 20% of prior calibration), and in impedance (within 5 ohm 

of prior calibration), the annual calibration is not necessary and the calibration interval can be extended. 

 

<Justification of the extended calibration> 

D5000HzV2 – serial no. 1171 

  5250MHZ  

Date of Measurement Return-Loss (dB) Delta (%) Real Impedance (ohm) Delta (ohm) Imaginary Impedance (ohm) Delta (ohm) 

04.19.2024 

(Cal. Report) 
-22.044  47.401  -7.2681  

04.18.2025 

(extended) 
-20.138 8.646 50.939 3.538 -6.2738 0.9943 

  5600MHZ  

Date of Measurement Return-Loss (dB) Delta (%) Real Impedance (ohm) Delta (ohm) Imaginary Impedance (ohm) Delta (ohm) 

04.19.2024 

(Cal. Report) 
-25.977  53.947  -3.4260  

04.18.2025 

(extended) 
-26.02 0.166 54.248 0.301 -3.9386 -0.5126 

  5800MHZ  

Date of Measurement Return-Loss (dB) Delta (%) Real Impedance (ohm) Delta (ohm) Imaginary Impedance (ohm) Delta (ohm) 

04.19.2024 

(Cal. Report) 
-23.168  54.641  -5.6049  

04.18.2025 

(extended) 
-23.371 0.876 51.231 -3.410 -6.1356 -0.5307 

 

 The return loss is < -20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior calibration. 

Therefore the verification result should support extended calibration.  
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<Dipole Verification Data> - D5000 V2, serial no. 1171 (Data of Measurement : 04.18.2025) 

5000 MHz - Head 
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