Report No. : ES/2016/60002
Page: 1 of 6

APPENDIX
10. Photographs of Test Setup

Fig.1 Photograph of the SAR measurement system

Unless otherwise stated the results shown in this test report refer only to the sample(s) tested and such sample(s) are retained for 90 days only.
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Photograph of the tissue simulant fluid liguid depth (Body)

2450MHz

Fig.2
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Body - distance between flat phantom and EUT is 0 mm
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Fig.3 EUT Right side_1 to flat phantom

L

Fig.4 EUT Right side_2 to flat phantom

Fig.5 EUT Right side_3 to flat phantom
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Body - distance between flat phantom and EUT is 0 mm
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Fig.6 EUT Right side_4 to flat phantom

l

Fig.8 EUT Right side_6 to flat phantom
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Body - distance between flat phantom and EUT is 0 mm

|y

9 EUT Right side_7 to flat phantom

Fig.
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Fig.10 EUT Right side_8 to flat phantom

Fig.11 EUT Right side_9 to flat phantom
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11. Photographs of the EUT

Fig.12 EUT

Fig.13 antenna location

- End of Report -
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