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Client

Certificate No: SG-;Veri 30-1092 Nov21

Object 5G Verification Source 30 GHz - SN: 1092

QA CAL-45.v3
Calibration procedure for sources in air above 6 GHz
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This calibration certificate documents the traceability to national standards, which realize the physical units of measurements (SlI).
The measurements and the uncertainties with confidence probability are given on the following pages and are part of the certificate.

All calibrations have been conducted in the closed laboratory facility: environment temperature (22 + 3)°C and humidity < 70%.

Calibration Equipment used (M&TE critical for calibration)

Primary Standards ID # Cal Date (Certificate No.) Scheduled Calibration
Reference Probe EUmMmMWV3 SN: 9374 2020-12-30 (No. EUmmWV3-9374_Dec20) Dec-21

DAE4ip SN: 1602 2021-06-25 (No. DAE4ip-1602_Jun21) Jun-22

Secondary Standards D # Check Date (in house) Scheduled Check
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Calibrated by:

Approved by:

Issued: December 1, 2021

This calibration certificate shall not be reproduced except in full without written approval of the laboratory.
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