














EX3DV4 — SN:3736 April 26, 2012

Probe EX3DV4

SN:3736

Manufactured:  February 15, 2010
Repaired: April 16, 2012
Calibrated: April 26, 2012

Calibrated for DASY/EASY Systems

(Note: non-compatible with DASY2 system!)
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Uncertainty of Linearity Assessment: * 0.6% (k=2)
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