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Appendix C. DASY Calibration Certificate

The DASY calibration certificates are shown as follows.
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Calibration Laboratory of
Schmid & Partner

Engineering AG
Zeughausstrasse 43, 8004 Zurich, Switzerland

S Schweizerischer Kalibrierdlenst
Service suisse d'étalonnage
Servizio svizzero di taratura
Swiss Calibration Service

Accredited by the Swiss Accreditation Service (SAS)
The Swiss Accreditation Service is one of the signatories to the EA
Multilateral Agreement for the recognition of calibration certificates

Client

Object

Calibration procedure(s)

e

Calibration date:

This calibration certificate documents the traceability to national standards, which realize the physical units of measurements (SI).
The measurements and the uncertainties with confidence probability are given on the following pages and are part of the certificate.

All calibrations have been conducted in the closed laboratory facility: environment temperature (22 + 3)°C and humidity < 70%.

Calibration Equipment used (M&TE critical for calibration)

Primary Standards 1D # Cal Date (Certificate No.) Scheduled Calibration
Power meter EFM-442A GB37480704 06-Oct-10 {No. 217-01266) Oct-11

Power sensor HP 8481A US37292783 06-Oct-10 {No. 217-01266) Oct-11

Reference 20 dB Attenuator SN: 55086 (20b) 29-Mar-11 (No. 217-01367) Apr-12

Type-N mismatch combination SN: 5047.2 / 06327 29-Mar-11 (No. 217-01371) Apr-12

Reference Probe ES3DV3 SN: 3205 29-Apr-11 (No. ES3-3205_Apri1)} Apr-12

DAE4 SN: 601 04-Jul-11 (No. DAE4-601_Jul11) Jul-12

Secondary Standards 1D # Check Date (in house) Scheduled Check
Power sansor HP 8481A MY41082317 18-Qct-02 {in house check Oct-09) In house check: Oct-11
RF generator R&S SMT-06 100005 04-Aug-99 (in house check Oct-09) In house check: Oct-11
Network Analyzer HP 8753E US37390585 S4206 18-0¢t-01 {in house check Oct-10} In house check: Oct-11

Function

Y T

Calibrated by:

Approved by:

Issued: July 25, 2011

This calibration certificate shall not be reproduced except in full without written approval of the laboratory.
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