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Glossary

TSL tissue simulating liquid
ConvF  sensitivity In TSL / NORM x.y,2
MiA not applicable or not measured

Calibration is Performed According to the Following Standards

« |EC/AEEE 82208-1528,"Measurement Procedure For The Assessment Of Specific Absorption Rate Of Human Exposure To
Radio Frequency Fields From Hand-Held And Body-Worn Wireless Communication Devices - Part 1528: Human Models,
Instrumentation And Procadures (Frequency Range of 4 MHz to 10 GHz)", October 2020,

« KDB 8685664, "SAR Measurement Requirements for 100 MHz to 6 GHz"

Additional Documentation
+ DASY System Handbook

Methods Applied and Interpretation of Parameters

* Measurement Conditions: Further details are available trom the Validation Report at the end of the certificate. All figures
stated in the certificate are valid at the frequency indlcated.

= Antenna Parameters with TSL: The dipole iz mounted with the spacer to position its feed point exactly below the center
marking of the flat phaniom section, with the arms oriented parallel to the body axis.

= Feed Point Impedance and Return Loss: These parameters are measured with the dipole positioned under the liquid filled
phantom. The impedance stated is transformed from the measurement at the SMA connector 1o the feed point. The Return
Loss ensures low reflected power. Mo uncertainty required.

= Eiectrical Delay: One-way delay between the SMA connector and the antenna feed point. Mo uncertainty required.

* SAR measured: SAR measured at the stated antenna input power.

* SAR normalized: SAR as measured, normalized to an input power of 1 W at the antenna connector.

= SAR for neminal TSL parameters: The measured TSL parameters are used o caloulate the nominal SAR resull.

The reported uncertainty of measurement is stated as the standard uncertainty of measurement multiplied by the
coverage factor k=2, which for a normal distribution corresponds lo a coverage probability of approximately 85%.

Certificate No: D2450V2-736_Aug24 Paga2of &



D2450V2 - SN: 736 August 15, 2024

Measurement Conditions

DASY system configuration, as far as not given on page 1.

DASY Version DASY8 Module SAR 16.4.0
Extrapolation Advanced Exirapolation

Phantom Modular Flat Phantom

Distance Dipole Center - TSL 10 mm with spacer

Zoom Scan Resolution dx, dy = 5mm, dz = 1.6mm Graded Ratio = 1.5 mm (Z direction)
Frequency 2450MHz +1MHz

Head TSL parameters at 2450 MHz

The following parameters and calculations were applied.

Temperature Permittivity Conductivity
Nominal Head TSL parameters 22.0°C 39.2 1.80 mho/m
Measured Head TSL parameters {22.0 £0.2)°C 37.8 +6% 1.84 mho/m £6%
Head TSL temperature change during test <0.5°C

SAR result with Head TSL at 2450 MHz

SAR averaged over 1 cm® (1 g) of Head TSL Condition
SAR for nominal Head TSL paramelers ‘24 dBm input power 12.9 Wikg
SAR for nominal Head TSL parametars normalized to TW 51.4 Wihkg 17.0% (k=2)
SAR averaged over 10 cm® (10 g) of Head TSL Condition
SAR for nominal Head TSL parameters 24 dBm input power 6.07 Wikg
SAR for nominal Head TSL parameters normalized to 1W 242 Wikg £16.5% (k= 2)

Certificate No: D2450V2-736 _Aug24 Page 3ol 6



D2450V2 - SN: 736 August 15, 2024

Appendix (Additional assessments outside the scope of SCS 0108)
Antenna Parameters with Head TSL at 2450 MHz

Iimpadance 54.60+2.1 0
Retrn Loss -26.2 dB

General Antenna Parameters and Design

| Electrical Delay {one direction) | 1,158 ns |

After long term use with 100W radiated power, only a slight warming of the dipole near the teedpoint can be measured.

The dipole 1s made of standard semirigid coaxial cable. The cemter conductor of the feeding line is directly connected 10 the
second arm of the dipale. The antenna is therefore short-circuited for DC-signals. On some of the dipoles, small end caps are
added to the dipole arms in order to improve matching when loaded according to the position as explained in the
"Measurement Conditions" paragraph. The SAR data are not aftected by this change. The overall dipole length is still
according to the Standard. No excessive force must be applied to the dipole arms, because they might bend or the soldered
connections near the feedpoint may be damaged,

Additional EUT Data

Manufaciured by SPEAG

Certificate Mo: D2450V2-736_Aug24 Page 4 of &



D2450V2 - SN: 736

System Performance Check Report

August 15, 2024

Summary
Dipale Fraquency [heHz] TSE Power [dBm|
DRL50VE - SNT36 LT HSL 24

Exposure Conditions
Phantom Section. TSL  Tedl Distance fmml - Band  Croup, WD Frequency (MM, Chanmel Nuedber  Comerieon Facter  TSL Conduckpaty [S/m]  TSL Permittivity
Flat 10 W, 0— F45 0 T.2d .84 3r.e
Hardware Setup
Prantom WEL, Maavarad Dae Frodd, Callbrajion Cas DAE, Calipration Date
MFP V.0 Centee HYL 200 a-08<15 ExX3Dyd - M7149, 2034-D6-03 DAEdIp SnEBYG, 2028-01-10
Scans Setup Measurement Results
Zoom Scan Joam Scam
Grifl Extents [mm] 30 x 30.w 30 Bate d034-08-15%
Tk Srmgr Jirem] 5.0k 5.0% 1.5 prhAR e [wing) e
Senver Sufate [mm) 1.4 PrSAR L Og [W/ Kgl L07
Graded Crid ¥es Power Dirift (2R .o
Cratting Ratro 1.5 Poweer Scaling Dizabled
MALA, M Zcaling Factor [dB|
Turface Deteciion WMS -« Bp TSL Correction Positive | Negative
scan Method Mieasureg

intiprpedited SAR (9

0'dd = 26.6 Wikg
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D2450V2 - SN: 736

Impedance Measurement Plot for Head TSL

August 15, 2024

511 Smith (R+}x) Scate 1.00
=1 2450000 GHz 54.634 (2 2129 |Q

10.00

5.00 =1 2.450000 GHz -26.244 dB

0.00
-5.00
-10.00
-15.00
-20.00
-25.00
-30.00
-35.00

2.30

.40

2.50

2.60

GHz

Certificate No: D2450V2-736_Aug24

Page 6ol 6



SPORTON LAB.

D2450V2, serial no. 736 Extended Dipole Calibrations
If dipoles are verified in return loss (<-20dB, within 20% of prior calibration), and in impedance (within 5 ohm

of prior calibration), the annual calibration is not necessary and the calibration interval can be extended.

<Justification of the extended calibration>

D2450V2 - serial no. 736

2450MHZ
Date of Measurement|Return-Loss (dB)|Delta (%)|Real Impedance (ohm)|Delta (ohm){Imaginary Impedance (ohm)|Delta (ochm)
08.15.2024
-26.2 54.6 +2.1
(Cal. Report)
08.14.2025
-26.383 0.69 55.071 0.471 +2.6474 0.5474
(extended)

The return loss is < -20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior calibration.

Therefore the verification result should support extended calibration.

SPORTON INTERNATIONAL INC.
TEL : 886-3-327-3456
FAX : 886-3-328-4978



SPORTON LAB.

<Dipole Verification Data> - D2450 V2, serial no. 736 (Data of Measurement : 08.14.2025)
2450MHz - Head
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CALIBRATION CERTIFICATE |
Objec ‘D5GHzV2 - SN: 1006
Calibration procedure(s) Q&GAL«EEN? L o _ _

Calibration Procedure for SAR Validation Sources between 3 - 10 GHz
Calibration date ‘October 15, 2024

This calibsalion cerificate documents the traceability 1o national standards, which realize the physical units of measturemants {S1),
The measuraments and the uncertainties with confidence probability are given on the lallowing pages and ars pari of the cartilicate.

All calibrations have bean conducted in the closed laboratory facility: environment temperature (222 31°C and humidity < 70%.
Calibration Equipment used (MATE cntical for calioration)

Primary Slandards D Cal Date (Cerificate No.) Scheduled Cal
Power Sensor &S NAP-33T SN; 100067 | 28-Mar-24 (No. 217-04038) Mar-25
Fower Sensor A&S NRP1BA SN: 101858 | 2e-Jul-24 {No. 4030A315008547) Jul-25
Spectrum Analyzer R&S FSV4D SN 101832 | 25-Jan-24 (No. 4030-315007851) Jan-25
Mismatch; Shorf [S4188] Allenualor [54423] | SN:1152 28-Mar-24 (Mo. 217-04050) Mar-25
OCP DAK-12 SH. 1016 24-Sep-24 [No. OCP-DAK12-1016_Sep24) Sep-25

QOGP DAK-3.5 SN: 1249 23-Sep-24 (No, OCP-DAK35-1249_Sep2d) Sep-25
Helerence Probe EX30V4 SN; 7349 03-Jun-24 (Mo, EX3-7349_Jun24) Jun-25
DAEdip SN 1836 10-Jan-24 (Mo, DAEdip-1836_Jan24) Jan-25
Sacondary Standards 1o Check Date (in house) Scheduled Check |
ACAD Source Box | SN: 1000 28-May-24 (Mo, 675-ACAD_Source_Box-240528) | May-25
Signal Generator RES SME100A Sh: 182081 28:-May-24 (Mo, 675-CAL16-54588-240528) May-25
Mismatch: SMA SN 1102 Z2.May-24 (No. 675-Mismaich_SMA-240522) May-25

MName Function Signature -

e . . ==
Calibrated by Faulo Pina. Laboratory Technician M
Approved by ‘Sver Kahn Technical Manager # /%4 M

lequed: Oclober 15, 2024

This calibration certificate shall not be reproduced except in full without written approval of the laboratory.
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Glossary

T5L Uissue simulating liquid
ConvF  sensitivity In TSL / NORM x.y,2
N/A, not applicable or not measurad

Calibration is Performed According to the Following Standards

S Schweizarischer Kalibrierdienst

C Service suisse d'étalonnage
Servizio svizzero di taratura

S Swiss Calibration Service

Acereditation No.: SCS 0108

= IEC/IEEE 82209-1528,"Measurement Procedure For The Assessment Of Specific Absorption Hate Of Human Exposure To
Radio Frequency Fieids From Hand-Held And Body-Worn Wireless Communication Devices - Parl 1528: Human Models,
Instrumentation And Procedures (Frequency Rangeof 4 MHz o 10 GHz)", October 2020,

= KDE 865664, "SAR Measurement Reguirements for 100 MHz to §GHz"

Additional Documentation
+ DASY System Handbook

Methods Applied and Interpretation of Parameters

* Measurement Condifions: Further details are available from the Validation Repart at the end of the certificate. All figures

stated in the certificate are valid at the frequency indicaled.

= Antenna Paramelers with TSL: The dipole is mounted with the spacer 10 position its feed point exactly below the center

marking of the flal phantom section, with the arms orianted parallél 1o the body axis.

* Fesd Pomt Impedance and Relurn Loss: These parameters are measurad with the dipole positionsd under the liguid filled
phantom. The impedance statad is transiormed from the measurement at the SMA connector to the feed point. The Return

Loss ensures low reflected power. No uncertainty reguirad.

= Electrival Delay: One-way delay between the SMA connector and the antenna feed point. No uncertainty required.

« SAR measured: SAR measured at the stated antenna input power.

= 5AA normalized: SAR as measured, normalized to an input power of 1 W at the antenna connectaor.
« SAR for neminal TSL parameters: The measured TSL parameters are used 10 calculate the nominal SAR result.

The reported uncertainty of measurement is siated as the standard uncertainty of measurement multiplied by the
coverage lactor k=2, which for a normal distribution corresponds to a coverage probability of approximately 95%.

Certilicate No; DSGHzV2-1006_0ct24 Page 2af 9



D5GEHzV2 - SN: 1006 Ciclober 15, 2024

Measurement Conditions
DASY system configuration, as far as not given on page 1.

DASY Version DASYS Module SAR 16.4.0

Extrapolation Advanced Extrapolation

Phantom Modular Flat Phantem

Distance Dipole Center - TSL 10 mm with spacer

Zoom Scan Resolution dx, dy = 4mm, dz = 1.4mm Graded Ratio = 1.4 mm (Z direction)
5250MHz =1MHz

Frequency 5600MHz =1MHz
5800MHz £1MHz2

Head TSL parameters at 5250 MHz

The following parameters and calculations were applied.

Temperature Permittivity Conductivity
Mominal Head TSL parameters 22.0°C 358 4.71 mho/m
Measured Head TSL parameters (22.0 =0.2)°C 36.2 +6% 4.64 mho/m +£6%
Head TSL temperature change during test =0.5"°C
SAR result with Head TSL at 5250 MHz

SAR averaged over 1 cm?® (1 g) of Head TSL Condition

SAR flor nominal Head TSL parameters 20 dBm input powear 8.06 Wikg

SAR for nominal Head TSL parameters narmalized to 1W B0.6 Wikg £19.9% (k=2)
SAR averaged over 10 cm® (10 g) of Head TSL Candition

SAR for nominal Head TSL parameters 20 dBm input power 2.28 Wikg

SAR lor nominal Head TSL parameters narmalized to 1W 22.8 Wikg =19.5% (k=2)

Certilicate No: DEGHzVZ-1006_0ct24 Paged ol



D5GHzV2 - SN: 1006

Head TSL parameters at 5600 MHz

The following parameters and calculations were applied.

October 15, 2024

Temperature Permittivity Conductivity
Nominal Head TSL parameters 220°C 35.5 5.07 mhofm
Measured Head TSL parameters (22.0 0.2)"C 35.8 +6% 5.04 mho/m =6%
Head TSL temperature change during test «0.5°C
SAR result with Head TSL at 5600 MHz
SAR averaged over 1 cm® (1 g) of Head TSL Condition
SAR for nominal Head TSL paramelers 20 dBm input power 8.34 Wikg

SAR lor nominal Head TSL paramaters

normalized to 1W

83.4 Wikg +19.9% (k=2)

SAR averaged over 10 cm? (10 g) of Head TSL

Candition

SAR for nominal Head TSL parameters

20 dBm input power

2.37 Wikg

SAR for nominal Head TSL parameters

normalized to 1W

23.7 Whg £19.5% (k=2)

Head TSL parameters at 5800 MHz

The following parameters and calculations were applied.

Temperature Permittivity Conductivity
Nominal Head TSL parameters 22.0°C 35.3 5.27 mho/m
Measured Head TSL parameters {22.0 £0.2)°C 35.6 6% 5.21 mho/m +6%
Head TSL temperature change during test =0.5°C |
SAR result with Head TSL at 5800 MHz
SAR averaged over 1 cm? (1 g) of Head TSL Candition

SAR for nominal Head TSL parameters

20 dBm inpul power

8.06 Wikg

SAR for nominal Head TSL parameters

narmalized to 1W

B0.5 Wikg +£18.8% (k=2)

SAR averaged over 10 cm® (10 g) of Head TSL

Conditian

SAR for naminal Head TSL paramaters

20 dBm input power

2,27 Wikg

SAR for nominal Head TSL parameters

normalized to 1W

227 Wikg £19.5% (k=2)

Cerilicate No: DSGHzV2-1006_0ci24

Pagedof@




D5GHzV2 - SN 1006 October 15, 2024

Appendix (Additional assessments outside the scope of SCS 0108)
Antenna Parameters with Head TSL at 5250 MHz

Impedance 53.00-59]0
Return Loss -23.8dB

Antenna Parameters with Head TSL at 5600 MHz

Impedance 57.20-63i0

RBaturn Loss -21.0 dB

Antenna Parameters with Head TSL at 5800 MHz

Impedance 5550 +3.20
Return Loss -24.4 dB

General Antenna Parameters and Design

| Electrical Delay (one direction) | 1.201 ns |

After long term use with 100W radialed power, only a slight warming of the dipole near the feedpoint can be measured.

The dipele is made of standard semirigid coaxial cable. The center conductor of the leeding line is directly connected to the
second arm of the dipole. The antenna is therelore short-circuited for DC-signals. On some of the dipoles, small end caps are
added to the dipole arma in order to improve matching when loaded according to the position as explained in the
“Measurement Conditions” paragraph. The SAR data are not affected by this change. The overall dipole length is still
according to the Standard. Mo excessive force must be applied to the dipole arms. because they might bend or the soldered
connections near the fsedpoint may be damaged.

Additional EUT Data

Manulactured by SPEAG

Certiticate No: DEGHzVE-1006_0Oct24 FPage 5ot 9



DEGHzV2 - SN: 1008

System Performance Check Beport

October 15, 2024

Summany
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Certilicate No: DBGHzV2-1006_0ct24

Page 6 ol 9



D5GHzV2 - SN; 1006

System Performance Check Report

October 15, 2024
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D5GHzV2 - SN: 1006

System Performance Check Report

Oclober 15, 2024
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D5GHzV2 - SN: 1006 October 15, 2024
Impedance Measurement Plot for Head TSL
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SPORTON LAB.

D5000V2, serial no. 1006 Extended Dipole Calibrations

If dipoles are verified in return loss (<-20dB, within 20% of prior calibration), and in impedance (within 5 ohm

of prior calibration), the annual calibration is not necessary and the calibration interval can be extended.

<Justification of the extended calibration>

D5000V2 — serial no. 1006

5250MHZ

Date of Measurement|Return-Loss (dB)|Delta (%)|Real Impedance (ohm)|Delta (ohm){Imaginary Impedance (ohm)|Delta (ohm)

10.15.2024
-23.831 52.962 -5.937
(Cal. Report)
10.14.2025
-19.925 16.39% 57.307 4.345 -9.5184 -3.5814
(extended)
5600MHZ

Date of Measurement|Return-Loss (dB)|Delta (%)|Real Impedance (ohm)|Delta (ohm)|Imaginary Impedance (ohm)|Delta (ohm)

10.15.2024
-20.994 57.190 -6.325
(Cal. Report)
10.14.2025
-18.983 9.579% 55.998 -1.192 -6.4629 -0.1379
(extended)
5800MHZ

Date of Measurement|Return-Loss (dB)|Delta (%)|Real Impedance (ohm)|Delta (ohm){Imaginary Impedance (ohm)|Delta (ohm)

10.15.2024
-24.405 55.486 3.209
(Cal. Report)
10.14.2025
-22.094 9.469% 55.421 -0.065 6.6866 3.4776
(extended)

The return loss is < -20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior calibration.

Therefore the verification result should support extended calibration.

SPORTON INTERNATIONAL INC.
TEL : 886-3-327-3456
FAX : 886-3-328-4978



SPORTON LAB.

<Dipole Verification Data> - D5000V2, serial no. 1006 (Data of Measurement : 10.14.2025)
5000 MHz - Head

Pi@l 511 Log Mag 10.00ds/ Ref 0.000ds [F1]

1 5.2500000 G
2 5.6000000 @
=3

5. 8000000

0.000

[1 start 5 GHz IFBW 70 kHz Stop 6 GHz [@0

511 smith (R+jx) sScale 1.000U [F1 Del]

5.2500000 GHz
5. 6000000 GHz
5. 8000000 GHz

[1 start 5 GHz IFBW 70 kHz Stop 6 GHz [

SPORTON INTERNATIONAL INC.
TEL : 886-3-327-3456
FAX : 886-3-328-4978
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CALIBRATION CERTIFICATE

Object DAE4 - SD 000 D04 BO - SN: 699

Calibration procedura(s) QA CAL-06.v30
Calibration procedure for the data acquisition electronics (DAE)

Calibration date: February 13, 2028

This calibration centificate documents the traceability to natlonal standards, which reslize the physical units of measurements (S1),
The measurements and the uncertainties with confidence probability are gven an the following pages and are part of the cedificate

All cafibrations have bean conducted |n the closed laboratory facility. environment temparature (22 + 3)°C and humidity < 70%

Calipration Equipment used (M&TE critical for calibration)

Primary Standards | 10# Cal Date (Certificate No.) Seheduled Calibration
Kelthley Multimeter Type 2001 | SM: 0810278 15-Aug-25 (NMo:43873) Aug-26
Secondary Standards | 10 # Check Date (In house) Scheduled Check
Auto DAE Calibration Unit SE UWS 053 A4 1001 23-Jan-26 (in house check) In house check: Jan-27
Calibrator Box V2.1 SE UMS 008 AA 1002  23-dan-26 (in house check) In house check: Jan-27
Mame Function Signature

Calibrated by: Adrian Gehring Laboratory Tedhni;ian E_ =
Approved by! Svan Kihn Technical Managar ‘V %"
L¥: —
__.,.,-;-'_""'_'_

|ssued: February 13, 2026

This calibration certificate shall not be reproduced except in full without written approval of the laboratory
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Glossary

DAE data acquisition electronics

Connector angle  information used in DASY system to align probe sensor X to the robot
coordinate system.

Methods Applied and Interpretation of Parameters
e DC Voltage Measurement: Calibration Factor assessed for use in DASY system by
comparison with a calibrated instrument traceable to national standards. The figure given
corresponds to the full scale range of the voltmeter in the respective range.

* Connector angle: The angle of the connector is assessed measuring the angle mechanically
by a tool inserted. Uncertainty is not required.

» The following parameters as documented in the Appendix contain technical information as a
result from the performance test and require no uncertainty.

» DC Voltage Measurement Linearity: Verification of the Linearity at +10% and -10% of
the nominal calibration voltage. Influence of offset voltage is included in this
measurement.

e« Common mode sensitivity. Influence of a positive or negative common mode voltage on
the differential measurement,

e Channel separation: Influence of a voltage on the neighbor channels not subject to an
input voltage.

e AD Converter Values with inputs shorted: Values on the internal AD converter
corresponding to zero input voltage

e Input Offset Measurement: Output voltage and statistical results over a large number of
zero voltage measurements.

 Input Offset Current: Typical value for information; Maximum channel input offset
current, not considering the input resistance.

« Input resistance: Typical value for information: DAE input resistance at the connector,
dunng internal auto-zeroing and during measurement.

« Low Battery Alarm Voltage: Typical value for information. Below this voltage, a battery
alarm signal is generated.

« Power consumption: Typical value for information. Supply currents in various operating
modes.

Cerificate No: DAE4-699_Feb2t Page 2 of 5



DC Voltage Measurement
A/D - Converter Resolution nominal

High Range: 1LSB = B.1uV, fullrange = -100...+300 mV
Low Range: 1LSB = BinV, full range= -1....... +3mvy
DASY measurement parameters: Auto Zero Time: 3 sec; Measuring time: 3 sec
Calibration Factors X Y Z
High Range 404,780 = 0.02% (k=2) | 403410+ 0.02% (k=2) | 404.576 + 0.02% (k=2}
Low Range 3.93354 £ 1.50% (k=2) | 3.95127 +1.50% (k=2} | 3.97689 + 1.50% (k=2}
Connector Angle
Connector Angle to be used in DASY system 17152119

Certificate No: DAE4-699_Feb26 Page 3of 5



Appendix (Additional assessments outside the scope of SCS0108)
1. DC Voltage Linearity

High Range Reading (uV) Difference (V) Error (%)
Channel X + Input 199995.30 -0.31 -0.00
Channel X + Input 2000217 -0.43 -0.00
Channel X - input -19888.37 380 -0.02
Channel Y + Input 199996.48 0.68 0.00
Channel Y + Input 20000.78 -1.85 -0.01
Channel ¥ - Input -20005.47 -3.23 0.02
Channel Z + Input 198995.87 0.13 0.00
Channel £ + Input 20000.08 -2.57 -0.01
Channel Z - Input -20001.49 0.78 -0.00
Low Range Reading (uV) Difference (uV) Error (%)
Channel X + Input 2001.21 0.1 0.01
Channel X + Input 201.80 0.56 0.28
Channel X - Input -167.99 0.44 -0.22
Channel ¥ + Input 2002.02 1.10 0.05
Channel Y + Input 200.29 -0.83 -0.41
Channel Y - Input -189.47 -0.87 0.44
Channel Z + Input 200117 0:15 0.01
Channel Z + Input 200.80 -0.21 -0.11
Channel 2 - Input -198.00 -0.38 0.18
2. Common mode sensitivity
DASY measurement parameters: Auto Zero Time: 3 sec, Measuring time: 3 sec
Common mode High Range Low Range
Input Voltage (mV) Average Reading (uV) Average Reading (uV)

Channel X 200 -1.66 -2.85

- 200 3.68 3.02
Channel Y 200 23.38 2320

--200 -24.68 -25.34
Channel Z 200 820 8.0e

- 200 -8.68 -8.33

3. Channel separation
DASY measurement parameters: Auto Zero Time: 3 sec; Measuring time: 3 sec

Input Voltage (mV) | Channel X (V) | Channel Y (uV) Channel Z (pV)
Channel X 200 -2.01 -1.80
Channe! Y 200 754 -1.08
Channel 2 200 3.89 7.42

Carlificate No; DAE4-699_Feb26
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4. AD-Converter Values with inputs shorted

DASY measurement parameters: Auto Zero Time: 3 sec; Measuring time: 3 sec

High Range (LSB) Low Range (LSB)
Channel X 16112 16318
Channel Y 16432 16440
Channel Z 16307 17302

5. Input Offset Measurement
DASY measurement parameters: Auto Zero Time: 3 sec; Measuring time: 3 sec

Input 10ME
Average (uV) | min. Offset (uV) | max. Offset (uv) | St [{’:::-““““
Channel X 0.80 -0.28 1.74 0.42
Channel ¥ -0.67 -1.76 0.54 0.47
Channel Z -0.11 -0.82 0.82 0.35
6. Input Offset Current
MNominal Input circuitry offset current on all channels <25fA
7. Input Resistance (Typical values for information)
Zeroing (kOhm) Measuring (MChm)
Channel X 200 200
Channel ¥ 200 200
Channel 2 200 200
8. Low Battery Alarm Voltage (Typical vaiues for information)
Typical values Alarm Level (VDC)
Supply {+ Vcc) +7.9
Supply (- Vec) -6
9. Power Consumption (Typical values for information)
Typical values Switched off (mA) | Stand by (mA) Transmitting (mA)
Supply (+ Vcc) +0.01 +8 +14
Supply (- Vee) 0.1 -8 -8

Certificate Mo: DAE4-699_Feb2é
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Zpughausstrasse 43, 8004 Zunch, Switzerland

Aceredited by the Swiss Acoreditation Service (SAS) Accreditation No.: SCS 0108
The Swiss Accreditation Service Is one of the signatories to the EA
Multilateral Agreement for the recognition of calibration centificates

Client Sporton } Certificate No. ( EX-7793_Feb26 )
Taoyuan City |
CALIBRATION CERTIFICATE
Object EX3DV4 - SN:7793
Calibration proceduré(s) QA CAL-01.v10, QA CAL-12.v10, QA CAL-14.v7, QA CAL-23.v8,

QA CAL-25.v8, QA CAL-48.v2
Calibration procedure for dosimetric E-field probes

Calibration date February 23, 2026

Thig calibration certificate documanis the traceability to national standards, which reafize he physical unfis of measurements (Sh,
The measuremants and the uncertainties with confidence probability are given on the following pages and are part of the certificate.

All calibrations have bean conducted in the closed faboralory facilty: amvironment temperature (22 « 3)°C and humidity < 70%.
Calipration Equipment used (MATE critical for calibration)

Primary Stanaands [[7] Calioration Date (Cariificats No.) Scned, Cal,
Power Sensor R&S NRPADT SN 101887 | 29-Apr-25 (Mo, 2025-001450) Apr-26
N-type mismatch combination SN:L1118 | 26-Mar-25 (No. 217-04282) Mar-26
OCP DAK-12 Sh: 1018 16-Sepl-25 (No, OCF-DAK12.1016_Sep25) | Sep-2b
OCP DAK-3.5 SN: 1248 16-5ept-25 (No. OCP-DAKA.5-1249_Sep25) | Sop-26
Reference Probe EX3DV4 SN; T340 28-Jan-26 (Mo, EX3-7349_JanzZE) Jan-27
DAES EYERET] 22-Jan-26 (No, DAE4-1301_Jan26) Jan-27
Secondary Slandards 3] Check Date (In house) Sched. Chack
ACAF 2020 Selup 1 SN: L1408 | 01-Dc125 (No. IHCK_AGAP2020-1_Oci2s) | Oer-26
QCFP DAK-12Z SM: 1028 2?-Fetl-2§ (Mo, OCP-DAK12-1020_Feb25) Feb-26
OCP DAK-A5 SM: 1336 10-Diec-25 (No. G-GP-UAKS.E-H‘&*E:DWEE} Dec-26
MName Function Signalure
Calivrated by Heanrique Almeida Laboratory Technician Hﬁ‘\-"lu "Il‘“'- ;jll!l"'.'ﬂ&'-ﬂ{ﬁ

it |

Approved by Sven Kihn Tachmcal Manager g] —7

[seued: February 24, 2026
This celibration certificate shall nof be reproduced excapt In full without writlen approval of the laboratony,
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Accredited by the Swiss Accreditation Service (SAS) Accreditation No.: SCS 0108
The Swiss Accreditation Service is one of the signatories 1o the EA
Multilateral Agreement for the recognition of calibration certificates

Glossary

TSL tissue simulating Hauid

NORMx, .z sensitivity in free space

ComvF sansitivity in TSL / NORMzx.y,2

DCP diode compression poinl

CF crest factor (1/duty_cycle) of the RF signal

AB.CD modulation dependent lingarlzation parameters

Polarization 4 rotation around probe axis

Polarization 41 14 rotation around an axis that 15 in the plane normal o probe axis fat measurement center), L. d=01s

normal 1o probe axis
Connector Angle  Information used in DASY system to align probe sensor X to the robot coordinate system

Calibration is Performed According to the Following Standards:

a) |EC/IEEE 62205-1528, "Measurement Procedure For The Assessment Of Specific Absorpfion Rate Of Human Exposure
To Radio Frequency Fislds From Hand-Held And Body-Worn Wireless Communication Devices — Parl 1528; Human
Models, Instrumentation And Procedures (Frequaency Range of 4 MHz 10 10 GHz)". Oclober 2020,

b} KDB Be5664, “SAR Measurement Requirements for 100 MHz to 6 GHz"

Methods Applied and Interpretation of Parameters:

« NORMzx, y2: Assessed for E-field polarization & =0 {f = 900MHz in TEM-cell; f = 1800MHz: R22 waveguide), NORMx vz

are only inlermediate values, L.e., the uncertainties of NORMx,y.z does not affect the E2-field uncertainty inside TSL (see

below ConvF).

NORM(fx. .2 = NORMx.v.z * frequency_response (see Frequency Response Chart). This linearization is implemented in

DAESY4 software versions later than 4.2, The uncertainty of the frequency response is included in the stated uncerlainty of

ComvF.

DCPx.yz: OCP are numerical linearization paramaters assessed based on the data of power sweep with CW signal, DCP

does not depend on frequency nor media.

« PAR: PAR is the Peak to Average Ratic that is not calibrated but determined based an the signal characterislics

Axi ez Bryz: Cxyes Dxyz; VAXyz! A, B, G, D are numearical linearization parametars assessed based on \he data of

power sweep for spacific medulation signal, The parameters do not depend on frequency ner media. VR Is the maximum

calibration range expressed In RMS voltage across the diode.

= CenvF and Boundary Effect Parameters: Assessed in flat phantom using E-field (or Temperature Transfer Standard lor
f= BODMHz) and Inside waveguide using analytical field distributions based on power measurements for / > 800 MHz. The
same selups are used for assessment of tha parametars applied for boundary compensation (alpha. degth) of which typical
uncertainty values are given. These parameaters are used in DASY4 software to improve probe accuracy close to the
boundary, The sensitivity iIn TSL corresponds fo NORMx.y.z * ConvE whereby the uncertainty corresponds to that given for
ComvF. A requency dependent ConvF s used in DASY version 4.4 and higher which allows axtending the validity fram
+50 MHz to £100MHz.

+ Spharical isatropy (3D deviation from fsolropy): In a field of low gradients realized using a flal phantom exposed by a patch
antenna.

« Sepsor Offset: The sensor offsel corresponds 1o the offset of virtual measurement center from the probe tip (on probe axis).
MNo tolerance required.

= Conngcter Angle: The angle is assessed using the information gained by determining the NORMx (no uncertainty requirad).,

-

-

Certificate No: EX-7793_ Feb2& Page 2 of 21



EX3DV4 - SN:7793

Parameters of Probe: EX3DV4 - SN:7793

Basic Calibration Parameters

Fabruary 23, 2026

Sensor X Sensor Y Sensor 2 Unc [k =2)
Norm (uVi(vim)?) & D.57 0.66 0.58 +10.1%
DCP (my) B 107.4 109.2 108.3 +4,7%
Calibration Results for Modulation Response
UID | Communication System Name A B c D VE [ Max | Max
dB8 | dBypVv dB mV | dev. | Unck
k=2
0 Conlinuous Wava X | 0.00 0.00 1.00 | 0.00 | 1238 [ 22.1% [ 24.7% |
¥ 0.00 0.00 1.00 ERE
Z| 0.0 0.00- 1.00 126.6
10352 | Pulse (D=10%, T=5ms) X 100 6591 17,50 | 10.00 | 23.0 | £16% | =9.6%
¥ | 0.34 5BAT 13.48 240
Z| 0.0 B0.0D 15.13 240
10353 | Pulse (D=20%. 1=5ms) X| 094 7282 17,53 | 698 | 47.0 | +1.3% | =9.6%
Y| 0.31 B1.45 13.54 aB.0
0.27 B3.01 15.22 8.0
10354 | Pulse (D=40%, T=5ms) X| 087 7583 1756 398 | 930 | £1.1% | £9.6%
Y[ 025 B4.45 13.50 | 85.0 |
7 024 BE.02 1532 | 850
10355 | Pulse (D=60%, T=5ms) X | 084 Tr.68 17,67 | 2.22 | 199.0 | =1.1% | 20.6%
Y| 0.27 55,25 13.63 1424
2| D2 B7.78 i5.40 7430
10387 | Random (BW=1MHz, MOD=OPSK) X | 002 B1.38 1662 | D25 | 106.0 | =1.4% | 20.6%
Y| 0.1 TB.I2 14.96 108.0
Z | 0.0 64.90 17.27 108.0
10388 | Aandom (BW=10MHz, MOD=0PSK) x| 1.50 74,69 17.37 | 000 | 112.0 | £2.7% | =6.6%
Y| 0.57 63.26 | 13.4 115.0
Z| 0.48 6419 14.61 115.0
10396 | Random (BW=100 kHz, MOD=64GAM) ¥ | 0.08 73.64 70.00 | 1.45 | BOO | 2.5% | +9.68%
Y| 0:00 6220 1811 820
.00 Ba.a 18,40 BZ.O
70389 | Random (BW=40 MHz, MOD=B4C3AM) Y| 3.67 73.64 17,20 | 0.00 | 103.0 | £3.0% | *9.6%
Y| 1.48 B2.20 1212 106.0
Z| 1.61 B3.73 13.03 107.0
10414 | Random (BW=40 MHz, HIGH PAR) X | 430 7137 17.20 | 0.00 | 74.0 | £2.1% | +9.6%
Y| 1.72 55.93 12.03 | 76.0
Z| 181 B51.46 T2.95 770

Mote: For details on UID parameters see Appendix

The reported uncertainly of measurement is stated as the standard uncertainty of measurement multiplied by the coverage
factor k=2, which-for a normal disiribution corresponds to a coverage probabllity of approximately 95%.

A The urcertainigs of Nomm ¥, Y.Z do not aftsct the E%-fiefd uncertainty inside TSL |see Pages 5 and 6],

B |inearization parameter uncertainty for maximum specified fiekd strangth

£ Ungertainty s determined using Ihe max. deviation from lindar respanse applying rectangular Sieirbufion and & maressed lor the squae of ihe field value

Certificate No: EX-7783_Feb26

Page 3 of 21



EX3DV4 - SN:TT93 February 23, 2026

Parameters of Probe: EX3DV4 - SN:7793

Sensor Model Parameters
(] c2 @ T T2 T3 T4 T T6
IF fF v-1 msV-2 msV-" ms v-2 v-!
b 7.8 _EE.T? 32.93 #.95 0.00 4,90 061 oo 1.00
i T3 52.11 a2.67 2.79 0.00 4.91 0.5 0.00 .00
z 6.6 47,69 3312 3.80 .00 4.80 0.59 0.00 1.00
Other Probe Parameters
Sensor Arrangement Triangular
Connector Angle 33.9"
Mechanical Surface Delection Mode enabled
Optical Surface Detection Mode disabled
Probe Overall Length 337mm
Probe Body Diameter 12mm
Tip Length amm
Tip Diameter 2.5mm
Probe Tip to Sensor X Calibration Point 1mm
Probe Tip to Sensor Y Calibration Point 1mm
Probe Tip to Sensor Z Calibration Point 1 mm
Recommended Measureament Distance from Surface 1.4mm

Hote: Maazurement chetance from surface can be increased 1o 3-4 mm for an Area Sean job.

Certificate No: EX-7793_Fahb28 Page 4 of 21



EX3DVa - SN:7793 Fabruary 23, 2026

Parameters of Probe: EX3DV4 - SN:7793
Calibration Parameter Determined in HSL

f (MHz)® Relative Conductivity™ | ConvF X | ConvFY | ConvFZ | Alpha® | Depth® UncH
Permittivity"™ (S/m) (mm) (k=2)

750 419 0.89 8.87 9.21 .40 0.33 1.27 «11.0%
835 415 0.80 B.63 8.96 815 0.33 1.27 +11.0%
800 415 0.97 8.48 8.81 8.99 0.33 1.27 +11.0%
1750 40.1 1.37 7.25 7.53 7.69 0.32 1.27 +11.0%
1900 40.0 1.40 6.85 7.12 7.26 0.32 197 +11.0%
2000 40.0 1.40 690 747 7.32 0.32 1.27 +11.0%
2300 39,5 1.67 6.68 6.93 7.08 0.32 1.27 +11.0%
2450 39.2 1.80 B.55 6.81 6.95 0.31 1.27 £11.0%
2600 39.0 1.96 554 6.80 594 0.31 1.87 +11.0%
5250 358 4.7 4.94 5.14 524 0.28 1.27 +13.1%
5600 355 5.07 4,51 468 478 0.6 1,27 +13.1%
5600 353 527 4.42 4,59 468 0.25 1.27 +13.1%

© Frequency validity above 300 MHz of +100MHz onky applies for DASY v4.4 and highar [5ee Page 2), 0lso i i regirciod to 50 MHz, The uncerlamty i the
RES of the ConvF uncerainty #f calibmation frequency and the uncrriainty for the indioated treguency band, Froquoncy validity below 300 Mz i £10, 25,
(4, 50 g@nd TOMHzZ for ConvF assessments &1 30, 64, 128, 150 and 220 MMz raspeciively, Vaidity ol Com aesessed at 6 Mbz is 2-8MHz and ConvF
assessed at 1AMHz s 2-19MHz. Above § GHz irequency validity can be exended 10.=1 10 MHz,

F The proties ane caforaled uging fssue simutafing lguids (TSL) hat devials for & and o by less than =5% rom the 1argel values (Typeally belter than £3%)
and are vitld for TSL with devations of up to =10% 1 SAR comection isapplied,

G Atpha/Depit gre determined doting calibration. SPEAG warrants thal tha remaining dovialion due to the boundary efiect atter compensation & always lass
fhan = 1% for tregquencies below 3 GHe and bolow =2% for freguencies betwaen 3-8 GHz atany distance langer than hat the probe i Sameter from fhe
boundary,

" The smied uncenainty s the 1ial calibrafion uncerianty (k= 2) of Norm-CorvE This i paoivalant i the unceriainty component with the symbal CF
Tabie 9 of IEC/EEE 62209-1528:2020

Cartificate No: EX-7793_Feb26 Page 5ol 21



EX30V4 - SN:7793 February 23, 2026

Parameters of Probe: EX3DV4 - SN:7793
Calibration Parameter Determined in HSL

1 (MHz)© Relative Conductivity™ | ConvF X | ConvFY | ConvFZ | Alpha® | Depth® UncH
Permittivity® (S/m) {mm) (k=2)
6500 345 6.07 485 4.83 4.93 0.20 1.27 +18.6%

T Froquaency validity is —B00/+700 MHZ ab §.5 Gz, 700 MHz at or above 7 GHz, and =150 Mide 8t 985 GHz. The uncartainty s the RSS of the CamvF
uncertainty af calibeation frequency and the uncertainty tor the indicated frequency band

F The probes are callbrated using tissee simulating Bguids (TSL) that deviate for & and o by les than £10% liom the taget values itypleally battor than t6%)
e are vabd tor TSL with deviations of up to =10%;

] Algha/Dapth are determined during calibration. SPEAG warrants thal iho remaining doviation due to the boundary offect alior compoasation is always loss
thasn 1% for fraquencies balow 3 GHz; below 2.2% for frequencies between 3-8 GHz: and below. =4% for freauencles batwean 6—10 GHz at any gistance
lmrges than hall ihe probe tio dameter from the Boundary. ' '

H The stated uncertaingy ls the: total caktrafion eocatainty [k =2} o Norm ComE. This is equivalend 1o the unsertainty component with the symbial CF in
Tabee 9 of IECVIEEE G2208-1528:2020,

Certificate No: EX-7793_Feb2t Pape & of 21



EX30V4 - SN:7793 February 23, 2026

Frequency Response of E-Field
(TEM-Cell:Ii110 EXX, Waveguide:R22)
15

1.4
1.3

1.2!

1.3 \'

“—-—l——.—-—l—._._‘___‘_H'

0.4

Freguency response {normalized)

0.8

o7

08|

0.5

0 200 400 E00 BOD 1000 1200 1400 160D 1800 2000 2200 2400 2600 2800 3000 3200
 {MHz]

—=— TEM +- R22

Uncertainty of Frequancy Response of E-field: +8.3% (k=2}
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EX30V4 - SN:7793 February 23, 2026

Receiving Pattern (¢), 7 =0°

=600 MHz, TEM, 07 f=1800 MHz, R22, 0"
i -mﬂ

—_ %
- Y
b
—+ Tot

0.5
m
2
| =

=0.5
0 60 120 180 240 300 360
Roll 7]
—— 100 MHz —=— 600 MHz —a 1800 MHz = 2500 MHz

Uncertainty of Axial Isotropy Assessment: +0.5% (k=2)
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EX30V4 - SNiTT793 Fabruary 23. 2028

Dynamic Range f{SARus.)
(TEM cell, foya = 1900 MHz)

108
r
“_‘5 - //
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1072 10-1 100 10 102
SAR [mWiem?)
~=— nol compansated —+— compensated
s
1
&
e "
§ 0 ——— . R
|
=1
-2
102 10-1 108
SAR [mW/em?]
—=— 1ot compensated —=—compensated

Uncertaintly of Lingarily Assessment: +0.6% (K=}
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EX3DV4 - SN:7793 February 23, 2026

Conversion Factor Assessment

I=1800 MHz, WGLS R22 (H_corwF)

SAR [(Wikg)W]

05 0 20 a0 a0
z [mim]

—o-analylical -~ measured.

Deviation from Isotropy in Liquid
E'Wr{i*-ﬂl- f= m MHz

8 0.2 0.4 06 B p

-1 -n.'p -0.6: +'E_L4' -2 LB
Uncertainty of Spherical lsotropy Assessment: £2.6% (k=2)
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EX3DV4 - SNiTT93

Appendix: Modulation Calibration Parameters

February 23. 2026

| D6 Rev_ | Communication System Name Group PAR [dB) | Unc® k=2 |

[i] Contimious Wave [+ 0.0o 47
1000 | CAB. | Pulsse [D=10%, T=100ms) Tesl 10.00 9.6
0011 | CAG | Rep, 09, RMG, QFSH, 5,0 MRz WCOMA 781 106
10012 | CAB | DSSS, DBPSK. 1.0Mbpa, 92 5% OC WLAN 1.87 +B6
00ta | CAR | OFDM, BPSK. 6. 0Mbpe, 72.1% DC WLAMN BAR =05
10021 | DAC | Voice, GMSK, 1 sicl(s) GSM FRE] 106
10023 | DAC | Data. GEMK, 1 siots) GSM B57 106
10024 | DAG | Data, GSME, 2 shotis) GEM B.58 =85
10025 | DAC | Datn, BPSH, 1 shol(s) GSM 106D +06
10026 | DAG. | Dala, BPSK, 2 siof(s) [ 055 8.5
{0027 | DAL | Dala, GEMK, 3 siotis) GSN 380 =66
10028 | DAC | Dafn, GSMK. 4 siatis) GEM 355 =85
10029 | DAG | Data, BFSH, 3 shol[E) GEM 7.78 106
10030 | GAA | BR, DAY, GFSR Blatoein 5.30 =68
10031 | ChA | BR, DHI, GFER Bluetooth 167 P
10032 | CAA | BR, DH5. GFSK Bluatoath 1.18 186
0033 | GAA | EDR, OHY, pid-DOPGK Bretnotn 7.7 +0.6
10034 | CAA | EOR, DHB, py4-DRPSK Bhsatocth 353 =06
10085 | CAA | EGH, DHB, pia-DOPSK Blustpath EFX] Py
10038 | CAA | EDR, DH1, B-DFSK Brietoah B.O1 188
10037 | CRA | EDR, DH3, 6-0PSR Braotooin 897 +3.8
10038 | CAA | EDR, DH5, B-DPSK Biuatoath 4,10 9 6
10030 | GAB. | RCT, 1xATT COMAZ000 457 0.6
10048 | CAA | Full Slol. GFSEK, 1 glotis) DECT 13.80 85
10048 | CAA | Dotbis Shoi, GFER, 2 slote) DEGT 10,79 i9s
10056 | CAA | TO-SCOMA, OPSK. 1.6 MH: TD-SCOMA 1.0 +35
10058 | DAG | Data, BPSK, 4 sions) GEM 652 +38
10086 | GAB | D555, DGPER, 2.0 Mbps, 87.4% 0OG WLAN FRE] T3
10060 | CAB | HA-DBSG, DOPGK, 55 Mbps, 72,79 DG WLAN 283 86
10061 | GAB | HA-D5G5S, DOPSK, 11.0 Mbps. 57.5% DG WLAN 360 =98
10052 | CAE | OFDM, BPSK, 8.0Mops, B8.1% CC WILAR 8,68 86
10063 | CAE | OFDM, BPSK, 8.0Mbps, §5,9% DC WLAR F 208
10084 | CAE | DFDM, QFSH, 12.0Mbps, B2.0% DC WLAN N +HE
10065 | GAE | OFDM, GPSR, 16,0 hibps, 75.0% DG WIAN 9.00 By
0066 | CAE | CFDM, 160AN, 24,0 Mbgs, 70,65 DG Wian .38 Py
10067 | GAE | GFOM, TBQAM, 36.0 Mbos, B2 5% DG WLAN 10,12 08
TN0BE | GAE | CFDW, BACIAR, 48,0 Mops, 55.6% DG WLAN T0.24 s06
0063 | GAE | OFDM, GA0AM, 54 00 bps, 54.4% 0C WLAN 1056 i8h
0071 | GAB | OFDM, BPSH, 0.0Mbps, 66 1% DG WLAN .83 196
10072 | GAB | OFDM, GPSK, 12.0 Mbps, £0.1% DG WLAN 662 106
16073 | GAS | OFDM, PSR, 18.0 Mbps, 53.1% DG WLAN 584 196
10074 | CAS | OFDN, 1GCAM, 24.0 Mbps, 48 6% DG WiLAN 1030 £9.6
10075 | CAB | OFDM. 1600M. 36.0 Mops, 42.8% 00 WLAN 10,97 t9.8
10076 | GAE | OFDM, EA0IAM, 6.0 Mbps, 30.5% DG WiLAN 10.94 =6
0077 | CAB | OFDM, GAGA, 54.0 M, 38.5% 00 WLAN 11,00 286
10081 | CAB | RCA. 1xATT GOMAZO00 307 FEY
10087 | CAC | Rel. 5 H5DPR, OPSK, 5.0 MHz WA 3.58 296
10095 | GAC | et & HSLPA, Subset 2 GPSK, 5.0 MHz WCDMA .08 P
10100 | CAF | 20.0MHz OPSE, 1007 RE LTE-FDD 66T 0.6
10101 | CAF | 20.0MHz 160AM. 100% RE ITE-FDD [T 8.6
10102 | CAF | 20.0MHz, G4GAM. 100% RE LTE-FOD .60 <88
10103 | CAH | 20.00MHz, OPSK, UL/DL OFG: 1, SBC: 4, 100% RE LTE-TDD 608 <06
10108 | CAH | 200MHz 160AM, UL/IDBL GEG.' 1. 88C: 4, 100% F!_E LTE-TDD FET +5.6
10105 | CAH | 20,0 MHz. GACAM, ULDL GFG: 1, S5C: 4, 100% AB. LJET0D 10.00 P
10108 | GAH | 10.0 MHz, OPSF, 100°% AE. TE-FDD 560 <08
0109 [ CAH | 1T0.0MHE, TBCIAM, 100%: RB LTE-FDD 85.43 LOE
10110 | GAH | B.0MHz GPSHK, 100% RE JE-FDD 5.5 06
10111 | GAH | 5.0MHz, 16QAM, 100% BB TE-FDO 544 I
10112 | CAH | 10.0MHz, E40AN, 100% AB LTE-FDD 5,58 +956
10113 | CAH | 5.0MHz. B4QAM, 100% BB LTEFED B.62 08
10114 | GAR | HT40 Greenlield, MCS0 (135 Mbps), ¥4 7% DG WLAN B0 PEES
10115 | GAE | HT40 Groenliakl, MCS4 (5.0 Mhpa), 99,75 DG WLAN .48 PN
10116 | CAE | HT40 Greonfield, MCST (135.0 Mbps), 99.7% DG WLAN 815 +06
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February 23, 2028

D | Rev | Communication System Namp Group PAR (dB) | Unc® k=2
10917 | GAE | HT40 Mixed, MCS0 (13.5 Mbps), 98.7% DC WLAN (5 68
10118 | GAE | HT40 Mixen, MGS4 (81,0 Mbps). 99,7% DG WLAN B0 =86
10119 | CAE | HT4D Mied, MG | 135.0 Mbos}, 09,77 DO WLAN B.13 =08
10140 | GAF | 15.0MHz, 150AM, 100% RB LTE-FOD .40 256
0141 | CAF | 15.0MHz, BAOAM, 1007 AB LTE-FOD &40 =B.5
10142 | GAF | 3.0MH=z. OPSH, 100% AB TE-FOD 573 288
10742 | CAF | A.0MHz 180AM, 100% BB LTE-FDD B.35 =46
10144 | CAF | 3.0MHz, G40AN, 100% RE LTE-FOD B8 =55
10145 | CAG | 1.4 MHz, QPSR 100% A8 LTE-FOD 576 =06
10148 | CAG | 1.4 MHz. 160AM, 100% FB OEFDD 641 +08
10147 | GAG. | 1.4 WHz, GA0AN 1007 AB LTe-FoD 8,72 206
10142 | CAF | 20.0MMz. TB0AM, 50% AB LTE-FOD ET] 286
10150 | CAF | 20.0 MHz, B0, 505 HE LTE-FDOD BED 166
10151 | GAH | 20.0MHz, QPEK, ULDL GFG: 1, 556: 8, 50% AB LTE-TDD 5.28 =56
10162 | CAH | 20.0MHz. 1B0AM, DUDL GFG: 1, 590: 4, 50% FB LTE-100 952 +0.6
10153 | CAH | 20.0MHz, Ba0AM, ULDL GEG: 1, S50 4, 50% AB LTE-TDD 0.05 +0.6
0164 | GAH | 10.0MiHz, GPBK, 50% A8 LTE-FOD 5.5 a6
10165 | CAH | 10.0MHz, 160AM, 50% AB LTE-FOD 549 =06
10158 | GAH | 5.0MHz, OPSH, 0% A8 LTEFDD 574 ian
10957 | GAH | 5.0MHz, 160AM, 5075 AB LTE-FOD 5,49 FE
10168 | GAH | 10.0MHz, B3OAM, 50% AB LTE-FDD 562 296
10159 | CAH | 5.0 MHz, GA0AN. 607 AB LTEFDD .58 Ty
10160 | GAF | 15.0MHz. GPSK, 505 AB LTE-FDD 542 186
10161 | CAF | 15.0MAz, 160AM, 50% RE LTE-FDD 43 0E
10162 | GAF | 15.0MHz, BAOAM, 50% RB LTE-FOD .58 56
10166 | GAG | 1.4 MHz, OFSK, 0% A8 TE-FOD. T =08
10167 | CAG | 1.4 MHz, 180AM, 50% RB UTE-FOD 621 +9.6
10168 | GAG | 1.4 MHz, GAOAM, 50% RB LTE-FOD 5.79 =56
10769 | CAF | 20.0MHz GFSK. | RE LTE-FOD 573 9.6
10170 | CAF | 20.0MHz, 16OAM, 1 AB LTE-FOO 852 =38
16171 | AAF | 20.0MHz, GA0AN, 1 RE LTE-FOD .49 96
10772 | GAH | 20,0MHz, QPSK, UL/OL GFG 1, 35C: 4,1 AR [TE-T0D 921 =08
10173 | CAH | 20.0MHz, 160AM, UL/DL CFG: 1, 55C- 4,1 AB [TE-TOD 248 P
10174 | CAH | 20.0MHz, BSOAM, LIL/DL CFG: 1, S5C: 4, 1 AB LTE-TOD 1025 2906
10175 | GAH | 10.0MHz, QPEK. | B LTE-FOD 572 T
10178 | CAH | 100MHz. 16CAM, 1 AR LTE-FOO B.a2 <08
10177 | GAhd | 5.OMHz, QPSK, | AB LE-FOD 573 +5.8
178 | GAH | S.0MHz, 160AM, 1 HB [Te-FOD 6.52 P
10170 | GAH | 10.0 Mz, GIGAK, | AB LTE-FOD B.50 Y3
10180 | GAM | S.OMHz 620AM. 1 RE I..'-F-E_-FDD 6.50 58
10181 | GAF | 15.0MAz, QPSE. | A8 OE-FOD 5.72 =36
10182 | CAF | 15.0MHz. 160AK, 1 RB LTE-FDD G50 Lag
D163 | AAE | 15.0MHZ B40AM, 1 AB LTE-FOD 850 0.6
10184 | CAF | 3.0MHz GFEK, | RB OEFDD 570 0.6
10185 | GAF | 3.0MHz, 164N, | AB TE-FOD .51 s8E
0186 | AAF | 3.0MHz B4GAM, 1 RB LTE-FOD 640 i68
10187 | GAG | 1.4MHz. GFSK, 1 FB LTE-FOD . 5.74 +06
10188 | CAG | 1.4MHz, 160AM, 1 FB LTE-FOO [ =08
V0BG | ABG. | 1.4 MHz, BACAM, 1 AR LTE-FOD BE0 =06
10193 | CAE | HT20 Grasnhald, MGS0 (6.5 Mups), 99.4% DG WLAN B.03 106
10194 | GAE | HT20 Groenhied, MGS4 (49,0 Mbps). 98 5% 00 WILAN B2 T
10185 | GAE | HT20 Greentiad, MGS7 1650 MEps), 98.5% O WLAN B2l “05
10186 | GAE | HT20 Mixad, MCED (6.5 Mbps), 99.4% DC WLAN B.10 186
0197 | GAE | HT20 Mixod, MCS4 (38,0 Mops), 98 5% DC WLAN B.13 FrY
10188 | CAE | HT20 Mixed. MCST [65.0 Mops), 98.5% DC WLAN B.27 =06
10218 | GAE | HT20 Mixgd, MGSD (7.2 MEot), 99,5% 0 WLAN 8.03 +36
10220 | CAE | HYZ0 Mixed, MGS4 (432 Mbps), 98.4% DG WLAN B.13 185
227 | GAE | HT20 Mixed, MGST [72.2 Mbps), 28.4% DG WLAN B27 0B
0222 | GAE | HTA0 Mimd, MGSD (15.0 Mops), 96.7% DG WLAN 806 =56
10223 | GAE | H140 Mixsd, MGS# (00,0 Mbps), 99,79 OC WLAN B.48 286
10724 | GAE | HTAD Mped, MGS7 (150,0 Mbgs], 39, 7% DG WLAN 506 258
10225 | CAG | Fol 7 HEPA+, 1AM, 5.0MH2 WEDNA 547 P
10226 | CAC | 1.2 Wiz, 160AM, ULDL CFG: 1, 5564, 1 FB OETDD 9.49 <08
10227 | GAG | 1.8 MHz, BA0AM, UL/DL OFG; 1, 550G 4, | AB JE-TDD 1025 255
10228 | GAC | 1.4 MHz. OPSE, UL/DL GFG: 1, 55C: 4, 1 HE TETOD 682 5
10220 | CAE | S.0NHz, 160AN, ULIDL GFG- 1, B5G, 4, t AB RES{E B.4E FEL
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U | Rev | Communication System Name Group PAR [dB) | UncF k=2
10230 | CAE | 3.0MHz, 64GAM, UUDL GFG: 1, S50 4, 1 AE LTE-TDD 10.25 +65
10231 | CAE | 8.0 MHz OPSK, UL/DL CFG: 1, S5C: 4.1 A8 LTE-TRD 9.18 +86
10232 | CAH | 5.0MHz 180AM, ULDL GFG: 1, S804, 1 AB CTE-TOD [T =06
10843 | CAH | G.0MHE, B40AM, UUDL GFG: 7, 856: 4, 1 AR TE-TOD 0.5 286
10234 | GAH | 5.0MHe OFEK, UUDL GFG: 1, SEC: 4, | AB TE-TOD Rl <06
10235 | CAH | 10.0 MMz, 160AM, ULDL GFG: 1, 580 4, 1 AB LTETOD .48 =06
10238 | CAH | 10.0MHAz B40AM, ULDL GFG: 1, S50: 4, | AB LTE-TOD 10.25 308
10237 | GAH | 10.00Hz, GPSHK, ULDL GFG 1, 5586: 4, 1 AB LTETOD (X <65
10238 | CAG | 15.0MHz, 160AM, ULDL GFG: 1. 5504, 1 AB E-10D [XT] 0.5
10239 | CAG | 15.0MHz, B40AM, ULDL GFG: 1. 58G. %, | AB TE-TOD 10.25 0.6
10240 | CAG | 15.0MHz, OFSK, ULDL CFG: 1, S50: 4, | AB o100 821 106
10241 | AL | 1.4MHz 1EQAM, UUDL GFO7 1, S50; 4, 50% RB ITE-TOD #.02 LG5
10242 | CAC | 1.4 MHZ 640AM, ULIDL GFG: 1, 5504, 50% AB TTETDD U AR S0.6
10243 | GAG | 1.4 MHz, OPEK, ULDL CFG: 1, 550: 4, 50% RB TE-TOD EET] Y
10244 | GAE | 5.0MHE, 160AM, ULDL GFG: 1, B804, 50% PB TE-TOD 10,08 =06
10245 | GAE | 3.0MHz, B40AN, ULDL OFG: 1, 8561 3, 50% AB LTE-TDD 10.08 :08
10248 | CAE | 3.0MHz, OFSK, ULOL GFG: 1, 550 4, 50% RB GETDD RN 08
10247 | GAH | 5.0MHz, 160AM, UUDL GFG: 1. S5C: 4, 50% RB LTETDD 5.7 <05
10748 | CAFL | 5.0MHz, B40AM, ULDL CFG: 1, 8504, 50% AB LTETDD 10.00 0.6
10248 | CAH | 5.0 MHz, OPSK, UL/DL CFG: 1, S50 4, 50% A8 TE-TOD 520 +06
10250 | CAH | 10.0MHz, 160AM, ULDL GFG: 1, S50: 4, 50% AB TET0D ] I
10251 [ CAH | 10,0MHz, B40AM, ULJDL CFG: 1, 85C:4, 50% AB LTE-TRD 10.17 £8.6
10252 | CAH | 100MHz OPSE. ULDL CFG: 1, 550G 4, 50% AB LTE-TDHD 824 +0.6
10253 | GAG | 15.0 MHz, 16GAM, ULDL GFG: 1, 550: 4, 50% AB TE-TDD FEN 0.6
10254 | CGAG | 15,0 MHz, BA0AM, UL/DL GFG. 1. G50, 8, 50% AR LTE-TCD 1014 =06
10255 | CAG | 15.0MHz, GPSK, ULDL OFG: 1, S80: 4, 50% AB LIET0D 920 <06
10256 | CAC | 1.4 MHz 160AN, UL/DL OFG: 1, 586 4, 100% RB [TETDD 9,08 <08
10257 | GAG | 1.4 MMz, B0AN, UL/DL OF G- 1, S5C. 4, 100% AB LTEDD 008 =56
10258 | GAC | 1 AMHz OFSK, ULTDL GFG- 1, BEC, 4, 100% AB LTE-T0D KT £06
10258 | CAE | 3.0MHz 180AM. ULDL CFG: 1, 5554, 100% AB LTE-TDD T 406
10260 | GAE | 3.0z B40AM, ULDL CFG: 1, 55C: 4. 100% RB LTE-TCD B.87 3.5
10261 | GAE | 3.0MHz, OPSK, UL/DL GFGy 1, 55G. 4, 100% RE LTE-TDD 6.64 =05
0268 | GAH | 5.0MHZ 160AM, ULDL GG 1, B80: 4. 100% AB LTE-TeD ) 188
10263 | GAH | 5.0MHz. BAOAMN, UL/DL CFG: 1, S50: 4, 100% RB LTE-TDD 1018 35
10264 | CAH | S.0MHz. OPSK, UL/DL CFG: 1, 55C: 4, 100% 8B LTE-TBOD 823 +3.6
10265 | CAH, | 10.0MHz, 180AKE, UI-JEL CFG: Y, 850 4, 100% R LTE-TRO 9.82 i il
10Z6E | CAH | 10.0 Mz, BA0AM, LLDL CFG: 1, S50 4, 1007 AB TE-T0D 0.07 +9.6
10267 | GAH | 10.0MAz, GPSk, UUDL GFG: 1, 55G: 4, 100% A8 LTE-TRD 5.30 =96
10268 | CAG | 15.0MHz, TB0AM, UL/DL CFG: 1. S50 4, 100% RA LTE DD 10.08 06
10260 | CAG | 15.0 Mz, 640AM, UL/DL CFG: 1, 53G: 4. 100% AE LTE-TDD 10.13 +9.6
10270 | GAG | 15.0Miz, GPER, UUDL GFG: 1, 55G: 4, 100% RE LTE-ThD 558 <66
10274 | GAG | Pal 6 HBUPA Subset 2, b, d 0, GPSK, 5.0 MHZ WCGOMA T.B7 286
10275 | GALC | Anl. & HSLUPA Subsal 2,oeta,_d 15, OFSK, 5.0 MHz WEDMA 3.06 86
10220 | AAB | RG1. 5055, Full frame rale, 1xRTT COMAZD00 341 06
10251 | AAD | RCA, BO5S, Full rama rato, 1611 COMAZI0D 345 =56
10282 | AAR | ACH, 5092, Full frame rate, SCHO disabied, 12ATT COMAZDOD 3.9 186
10253 | AAB | RG3, 508, Full Trame rmie, 18ATT COMAZ00D 350 155
10205 | AAB | AC3, 503, 178 frama rawe, 1xHTT COMAZO00D 1248 9.6
10267 | AAE | 20.0MHz, GPSR, 507 AB LEFOD 581 P
10208 | AAE | 3.0MHz QFGK, 0% AB LTE-FOD 572 T8
10288 | AAE | 3.0MHz. 180AM, 500 HB LTEFDDR 6.39 +8.6
10300 | AAE | 3.0 WHz, BIGAM, 50% RE LTE-FOD 660 “66
10301 | ARA | PUSG, 20:18, QPSR 5.0ms, 1R TAAF SYM WikIAK 1200 =68
10302 | AAA | PUSG, 29:18. OPSK, 5.0ma. 15 THAF SYM Wik 12.57 +06
10303 | AAA | PUSGC, 3115, GA0AM, B.0ms, 15 THAE 5YM WilAd, 1258 =08
10304 | AAA | PLSGC, 29:18, B40AM, 5.0ms, 18 TRAF SYM WikiAX 1188 0.6
10305 | ARA | PUSG, 31:15, BA0AM, 10.0ms, 15 THAF BTM WIMAX 15.24 06
10006 | AMA | PUSC, 28:18, G40AM, 10.0ms, 18 TRAF BTN WiklAx V56T 06
10307 | AAA l-"Uﬁﬂ BB OPSE. 10.0 ms, 18 TRAF SYM WiMAK 1448 =28
10308 | ARA | PUSG, 29:18, 160AN. 10.0ms, 18 TRAF SYN WiMAX 1448 +96
10300 | AAA | AMG 2x3, 20:18, 180AM, 10.0 meg, 18 THAF S¥YM WIRAR V458 +5.6
10316 | AAA | AMO 243, 20118, QPSK, 10.0ms. 18 TRAF SYM WitdAx 14,57 <96
10811 | AAE | 15.0MHz, OPSK. 100% HB [TE-FOD .08 156
10315 | AAB | DESS, DBFGK, 1.0Mbps, 56.0% OC WLAN il =85
10316 | AADG | OFDM, BPSH, 6.0 Mbips, 95.6% DC WLAN 838 <06
10317 | AAE | OFDM, BPSK; 6.0 Mbps, 85.8%:DC WLAN 8.38 =58
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UiD | Aev | Communication System Name Group PAR (dE) | Unc® k=2
10352 | AAA | Pulse (D=10%, T=Ams) Genaric 1000 85
10353 | AAA | Pulse [D=20%, T=5ms) Gananc 5.99 296
10352 | ARA | Pulse |D-A0%, T=5 ) Ganeric 388 FET
10355 | AAR | PuiSie |DwB0 ., T=5 ma) Gacaric EET) 385
10358 | AAA | Pulsa |D=B0%., T=5ms) Garsnric .87 +9.6
10367 | AR | Rancom (BV=1 M, MOD=GPSR Geroio 510 Y]
10388 | AAR | Random (BW=10MHE, MOD-GPSK| Geratic 522 05
10386 | AAA | Random [BW=100kHz. MOD=GA0AM) Genaric 8.27 9.5
10358 | AAA | Random (BW=4D Mtz MOD=S4TAR) Gerar &.27 +9.6
10400 | AAF | VHT20, MGSS (52,0 Mbgs), 09.0% DG WLAN Bar 196
10401 | BAF | WHTAD, MGES [106.0 Mbps), 96, 7% DG WLAN AED 396
10402 | AAF | VHTBOD, MCES (234 0Mbps), 89.0% 0C WLAN .53 +3.5
10403 | AAE | Fev, O, 1REV-LD COMAZODD 376 9.6
10404 | AAB | Faw A, 1XEV-DO COMAZN 577 Y3
10406 | AAB | RC3, SO32, Full frama rate, SCHD enabled, 1xHETT CDMAZOOD 522 +26
10410 | AAH | 10.0MMZ, GPSE, UL'DL CFG. 0, S50 4, 1 A8 LTE-T0D 788 +8.6
10419 | AAR | Random [BW=-40HHz, MIGH PAR) Genaric ] i85
10415 | AAA | D555, DBPSK, 1.0 Mbps, B9.9% OC WLAN 154 158
10418 | AAR | OFDM, BPSK, 6.0 Mbps, 99.9% DG WLAN B23 +05
10417 | AAD | OFDM, BPEK, 5,0 Mops, 99.9% L6 WLAN B23 86
10418 | AAA | OFDM (LTF), BPSK, £.0 Mbps, 90,85 DO WILAN R +9.6
10418 | AAA | OFDM [STF). BPSK, 6.0 Mbps, £8.6% 0OC WLAN 819 +3.6
10422 | AAD | HT20 Groanimid, MGS0 (7.2 MEps), 99 3% DG WLAN B.ae 3.6
10423 | AAD | HT20 Greenfield, MUES4 143.3 Mbps), 89.3% DO WLAN 247 +0.6
10424 | AAD | HT20 Geeenfuid, MCSY (722 Mbps), 88.3% DG WLAN 740 +8.6
10425 | AAD | HTAD Greanhieio, NiGS0 | 15.0 Mbps), 99,259 06 WLAN 549 P
10426 | AAD | HTAQ Greenfisld, MCS4 180.0 Mbps), 88.9% DG WLAR B.45 0.6
10427 | AAD | HT4D Graanfiold, MCS? |150.0 Mops), 08.2% DG WA BT P
10430 | AAE | 5.0MHz, B4-OAM, 100% AB LTE-FOD 828 +85
10437 | ARE | T0.0MHz, B4-CIAM, 1D0%: RB LTE-FOD 438 286
10432 | AAD | 165.00HZ. BA-CAK, 1005 RB LTE-FOD Baa [CE]
10433 | AAD | 20,0 Mz, 64-GAM, 1007 FB LTE-FOD B.aA =G5
10434 | AAR | BE Test Model 4. 64 DPCH, 640AM, 5 0MHz (DL} WEDMA 880 +BE
10435 | AAG | 2O.OMHe OPSK. UL/DLCFG: 9, 58C: 7, 1 BB LTE-TOOD 782 =0F
10447 | AAE | B.0MHz BA-GAM. 100% RE LTE-FOD 7.56 +BE
TOA4E | AAE | 100 MHz, BA-0AM, 100% AB LTE-FOD 7.53 185
10449 | BAD | 15.0MA2, B4-0AM, 100% A8 LTE-EDD 751 TS
10450 | AAD | 20.0 MHz, B4-CAM; 100% RE LTE-F_DD T.48 =55
10451 | AAE | BS Tost Mode! 1, 64 DPGH, Clipping a4%=, BAGANE, 5.0 MHZ (DL | WGDMA 7,58 +9.6
10456 | AAD | VHT160, MOSS [58.5 Mbps), 99,0% DG WLAN .54 188
10457 | ARE | Ael § DC-HSOPA, (JPSK. 10 0 MHz WCDMA 582 a6
10458 | Ana | Rov. B,  carers, 1xEV-DD EMEDOU 655 +96
10459 | AAA | Rav. B, 3 carriers, 1¥EV-0O COMAZO0D 825 =08
0460 | AAB | Rel 99, AMA, GPSK, 5,0MHz WCDRA 230 =08
10461 | ARG | 1.4MHz QPSK, UUDL CFG:0,S8C17. 1 AB LTE-TOD 762 08
0462 | ARG | 1.4 MHZ, V60AM, ULDL CFG; 0, 559G 7, 1 AB LIE- 100 B30 =68
10460 | AMG | 1.4 MHz, BaCAM, ULIDL CFG: 0, S8C: 7, 1 AB LTE TR0 B.56 Er Y
10464 | AAD | 2omHz OPSE, UL/DL CFG:0, BSC:T. 1 RB LTE-TD:D 782 80
10485 | AAD | 3.0MHz, 16GAM, UL/DL GFG. 0, S90: 7, 1 AB e 10D 892 P
1040665 | AAD | 3.0MHz, GACAM, ULDL GFG: D, 55G: 7, | AB ITE-T0D BET 296
0467 | AAG | 5.0Mviz OPSK, ULIDL GFG: 0, SSC:7, 1 RB FET00 782 195
10468 | ANG | 5.0MHz. 160AM, ULDL CFG: 0, 550. 7. 1 AE LTe-T00 B.a2 Y
0463 | AAG | 5.0 MMz BAGAM, ULDL GFG: 0, 55C: 7, | AB LTE-ToD B.55 T
04T | AAG | 10.0MHz, OPSK, ULDL GFG:0, 586: 7, 1 FB LTE-TDD Taz 1986
10471 | AAG | 10,0 MHz 160AM, ULDL GFG: 0, 850: 7, 1 R ITE-TDD .32 +96
0472 | AAG | T0.0MHEZ BA0AN, ULDL CFG; 0, 55G: 7, | RB Te-ToD BT )
0473 | AAF | 15.0MHz, GPSK, ULDL CFG-0, S8C: 7, | A8 LTE-TOD 7.82 138
10474 | ANF | 15.0MHz, 160AM, UUDL CFG: 0, BSC: 7.1 AB LTE-TOD 832 246
10475 | AAF | 15.0MHz G40AM, LL/DL CFG: 0, 55C: 7. 1 RA LTE-TDD 857 +a 6

(10477 | ARG | 20.0MHz, 1BQAM, LILDL GFGi: 0. 650: 7, 1 A8 LETO0 832 56
10478 | ARG | 20.0Mz, BA0AM, ULDL GFG. 0, 580:7, 1 AB LTE-TOD BET =58
104TE | ARG | 1.4MHz, GPSK, ULJDL CFG: 0, S5C: 7, 50% RB TET0D T4 <06
10480 | ARG | 1.4 MHz, 160ANM, UL/DL OFG: 0, S50, 7, 50% 1B TTE-TOD 516 =08
0481 | ARG | 1.4 MHz, B40AM, UUDL GFG- 0, S50, 7, 50% AB [TE-ToD BAS FEY)
10d8a | AAD | 5.0MHz, QPSK, ULUOL CFG: 0, S50 7, 50% AB JE-TOD T <06
10483 | ARD | 3.0MHz, 160AM, ULDL CFG: 0, 55C; 7, 50% AB [TE-700 D] +06
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10424 | AAD | 3.0 MHz, GAGAM, UL/DL GFLS: 0, 550 7. 50% AB LTE-T0D B.AT 0.8
10485 | AMG | 5.0 MHz GPSR, UL/DL GFG: 0, S50: 7. 50% RB LTE-TRO 7.58 +86
10486 | AAG | G.OMHAZ 16QAM. ULDL CFG: 0, B5C: 7, 5% AB LIE-TDD B.a8 188
10487 | AAG | 5.0MHz: G9GAM, ULDL GFG: 0, 550C; 7, 50% AB TE-T0D 860 +0.5
10488 | AAG | 10.0MHz, OPSK, ULDL OFG: 0, S50. 7, 50% AR LFE-ToD 770 206
0488 | AAG | 10.0 MHE, 160ANM, ULOL GFG: 0, S50 7. 50% HB LTE-TDD A.an a6
10490 | AAG | 10.0 MHz, BAGAM, UL'DL CFG: 0, 55C: 7, 50% RB LTE-TDD B.54 +95
10481 | AAF 15.0MHz, OPSK, ULTDL CRG: 0, 55C: 7, 50% BB LTE-TROD T.T4 +56
10492 | AAF | 5.0MHz 1BQAMN, UL/DL CFG: 0, S50 7, 50% AB OE-TDD 841 +5.6
104593 | AAF | 35.0 MHz, BAGAM, UL/OL CFG: 0, B5C: 7, 50% A8 OTE-TOD a5s +9.8
0454 | ARG | 20.0MHz, OPEE, UL/DL OFG: 0, 550, 7. 50% RAB LE-TDD 778 =96
10485 | AAG [ 20.0MHz, 160AM, ULDL CFG: 0, 55C: 7, 50 A LTE-TOR Bar ]
10498 | AAG | 20.0MHz. BA0AM, ULDL CFG: 0, S50 7,.50% A8 LTE-TDD #54 T
10487 | AAC | 1.4 MHz, QPBE, UL/DL CFG: 0, S5C. 7, 100% RB LTE-TDD 7.67 +8.6
10488 | AAG | 1.4 MHz, 1BOAM, UL/DL GFG. 0, S56: 7, 100% RB LTE-TDD &40 =54
10459 | ARL | 1,4 MHz, G40AM, ULUDL CFG:0, S56: 7, 100% A8 58 13]5] 858 <86
10500 | AAD | 3.0MHz. OPSK, UL/OL CFG: 0, 55C: 7. 100% A8 LTE-TOD T.BT +9.6
0501 | AMD | 3.0MHz, 16GAN, ULDL GEGy 0, 556: 7, 100% AB LTE-TOD B.44 Ty
10502 | AAD | 3.0MHz, BA0AM, UUDL CFG: 0, S506: 7, 100% RS LTE-TO0 B850 =06
10508 | AAG | 5.0MAz, GFSK, ULDL GFG. 0, S80: 7. 100% AB LTE-TOD 778 98
10504 | AAG | 5.0MHz, TB0AM, UUDL CFG. 0, S5C: 7, 100% RB LTE-TOD 831 296
10505 | ARG | 5.0MHz, BALAM, UL/DL GFG: 0, 556 7, 100% AB [TE-TO0 B4 P
050G | AAG | 100MAz GPSK. ULDL GFG: 0, B50: 7, 100% AB LT 100 T74 =05
10507 | AAG | 10.08Hz, 18OAM, LIL'DL CFG: 0, 55C. 7, 100%: BB LTE-TRD B3B =88
10508 | AMG | 10.0MHE GAGAN, UL/DL GFG: 0, 55C: 7, 100% RB [Te-T00 555 206
10500 | AAF | 15.0 MHz, WPGK, UL/DL GFG: 0, 58617, 100% AB LTE-TOD 788 =88
10510 | AAF | 15.0MHz 16CAM, UL/DL CFG: 0, 556: 7. 100% RE LTE-—”TDD B.49 +B8
10511 | ARF | 15.0MHz, B4CAM, ULDL CFG: 0, 350: 7, 100% RE LTE-TOD BA1 06
10512 | AAG | 20,0 MHe, QPSKE, ULDL CFG: 0, S50, 7, 100% AB LiE-Ton A 08
10513 | ARG | 20.0MHz, 1B0AM. ULDL GFG: 0, BEC: 7, 100% BB LTe-ToD B.AZ 406
514 | AAG | 20.0 MHz, BAOAM, ULDL GFG: 0, 380 7, 100% RE LTE-TOD B.45 FET)
10515 | AAA | OS5S, DUPSK, 2.0 Mbpe, 92.0% 06 WIEAN 158 =86
10516 | AAA | HR-DSSS, DOPEK, 5.5 Mbps, 99.2% 00 WLAR 157 Y
10517 | AAA | HR-DESS, DOPSK, 11.0 Mbps, 39.0% DC WLAN 1.58 55
0518 | AAD | OFDW, EPSK, 2,0 Mops, 98.5% DC WLAN 8,24 =90
10518 | AAD | OFDM, OQFSK, 12.0Mbps, 99.0% DT VILAM a3 B0
10520 | AAD | OFDM, QPSK, 18.0 Mbps, 89.0% DG WLAN 8.1 +0.6
10521 | AAD | OFDAM, TEQAM, 24 .0Mbos, 89.0% DG WLAN 7a7 =68
10522 | ARD | OFDM, 1GLAM, 36.0 Mbos, 89.0% OC. WLAN B.45 =68
10523 | AAD | OFDM, GACAR, 48.0 Mbps, 99.0% DL WLAN B.OB 266
10824 | AAD | CFDW, BACAN, 52,0MoDs, 99,0% DG WLAN B.27 106
10525 | AAD | YHT20, MCB0 (5.5 Mbps]. 38.8% DG WLAN B.36 :98
10506 | AAD | VHTZD, MCA1 | 13.0 Mbps), 83.0% DG WLAN 8.42 FrY]
0527 | AAD | VHT20, MCS2 | 19.5 Mbpa), 53 0% DC WLAN B.21 +06
10528 | AAD | YHT20, MCS3 (26.0 Mbpa), 99.0% DC WLAN B.36 236
10628 | AAD | VHT20, MCS4 (30.0 Mbps), 92.0% OC WLAN B35 06
10531 | AAD | VHT2D, MCSS (68.5 Mbps), #8.0% OC WLAN B43 +HE
10532 | AAD | VHI20, MCST [65.0 MEpe), 99,0% DC WLAN 528 FrT)
533 | ARD | WATZ0. MGSE (78,0 Mbps), 98.0% DC WLAN BAB Fr T
10634 | AAD | VHTA0, MCS0 (13,5 Mbps), 88.9% D0 WLAN B.45 +8.8
10535 | AAD | WHTAD, MGST [27.0 hbps). 98.8% DG WLAN B.AS 56
10528 | AAD | WHTAD, MOE2 (40.5 Mbps), 68.5% DG WLAN Bz 66
10587 | ARD | WHT40, MCEa (54,0 Mbpa), 98.7% O WLAN 544 0.6
10538 | AAD | WHTAD, MCS4 (B1.0 Mbps), 98.5% DG WLAN BS54 i85
10540 | AAD | WHT40, MCEB (121.5 Mbps), 98.99% DG WLAN B.38 FY
10541 | AAD | WHT4D, MCST | 135.0 Mops), 55,55 06 WLAN 646 w96
10542 | ARD | VHTAD, MCBA (1620 Mbps), 88, 1% DG WLAN B85 FET)
10543 | AAD | WHIA40, MCSS |180.0 Mbps), 95.0% DG WLAN B.B5 0.8
10584 | AAD | VHTBO, MOS0 (2.3 Mbph), 89,00 DG WLAN BAT saf
10545 | AAD | YHTBO, MCS1 158.5 Mbas), 22.0% DO WLAN &55 B
10545 | ARD | VHTE0, MGSE (87 5 Mbps). 99.0% DG WLAN B35 =06
10547 | AAD | VHTa0, MCS3 [117.0 Mbps), 99.0% D0 WLAN B.A2 +3.6
10648 | ARD | VHTSD, MCSA (175 8 Mbps), 35.0% DG VILAN Bar 6.6
10550 | AAD | VHTED, MCES [263.3 Mbpa), 88.0% DC WLAN .38 +96
10551 | AAD | WHTBO, MGST (2925 Mbps), 95,0% DG WLAN A 50 )
10552 [ AAD | VHTBO, MCSE |251.0 Mbps), 98.0% DC WLAN .42 8.6
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10553 | APD | WHTBO, WCSE (390.0 Mbps, 99,00 DG WLAN B.45 +8.8
10554 | AAE | VHT160, MOS0 (58,5 Mbps}, 09.0% DG WLAN .48 +36
10655 | AAE | WHT1E0, MCB1 (117.0 Mbpa), 98.0% 0 WLAN BAT +85
W055E | ARE | WHT1B0, MCSE (1755 Mbps), 09.0% O WLAN 850 +0.8
10557 | AAE | VHTI160, MOGS (234,10 Mbpa). 00.0% DG WLAN B5e +38
10558 | AAE | VHT1B0, MCS4 (351 0 Mipa), 90.0% OC WLAN A BT #8.5
10560 | AAE | VHT 160, MCSE |528.5 Mbpa), 99.0% DG WLAN CNE] +0.5
10561 | AAE | WHTTE0, MCS7 |505,0 Mops), 90.0% DG WLAN B8.58 +0.6
10562 | AAE | WHT160, MGSE (702.0 Mops), 98.0% 00 WLAN B.60 +86
10563 | AAE | VHTIBQ, MC32 (7800 MEps), 00.0% DC WLAN B.TT w86
10564 | AAR | DFEDM, BPEE, B.0Mbps, Ba.5% DG WLAN B.as +85.5
10565 | AR | OFLIM, GIPSHK, 12.0 Mops, 56.0% DG WLAN BA5 106
056G | AAA | OFDM, PG, 168.0 Mops, 96.0% OC. WLAN CRE] i85
10567 | ARA | OFOM, 1E0CIAN, 24.0 Mbps, 99.0% DG WLAN 500 195
10BBE | AAA | OFDM, | BLAK, 36.0 Mbps, 09.0% DG WLAN B.A7 +8.6
10568 | AAA | OFDM, B40AM, 48,0 Mops, 59,0% DC WLAN 810 +9.6
10570 | AAA | GFOM, BAGAN, 54,0 Mbps, 99,0% DG WLAN B30 106
10671 | ARA | D558, DUPSK, 1,0 Mups, 80.0% DG WLAN 1.89 105
10572 | ARA | DSBS, DLIPSK, 2.0 Mbps, 80.0% DG WLAN 189 5.6
10573 | AAA | HA-DSSS, DOPSH. 55 Mbps. 90.1% DG WLAN 1.98 #8.6
10574 | AAA | HR-DSSS, DOPSK, 11.0Mbps, B0.3% DG WLAN 188 +08
10576 | AR | OFON, BPSK, 6.0 Mops, 89.9% DG WLAN B.58 165
10576 | AAA | OFDM, BPSE, 8.0 Mbps, B9.9% OC WLAN B.B0 +B6
0577 | ARA | OFOM, GPSK, 12.0 Mbos. 80.0% DG WLAN B70 195
0578 | AAR | OFDM, QPSK, 18,0 Mbps, 80.0% DG WLAN 849 FEY)
10578 | ARA | OFDM, TG0AM, 24,0 Mops, 80,0% DG WLAN B398 +0.56
10560 | AAA | OFDM, 16QAN. 36.0 Mbps. 90.0% D6 WLAN B7H 198
10581 | AAA | OFLIM, GACYAM, 46.0 Mbpa, 20.0% DG WLAN B.35 8.5
10582 | AAAR | OFDM. B40AM, 54.0 Mbpe, 56.0% DG WLAN 8.57 =55
105ET | AAD | OFDM, BPSK, 6.0Mbps, A0.0% DG WLAN B.50 +0.6
10584 | AAD | GFDM,. BPSK, 8.0Mbps, B9.5% DG WLAN B.60 +55
10565 | AAD | OFDM, GPSK, 12,0Mbps, 90.0% DG WLAN 570 T
10586 | AAD | OFOM. OPSK, 16.0Mbps, 90.0% DG WLAN B.49 a6
10587 | AAD | OFDM. 16LAN. 24.0 Mbps, 90.0% DO WWLAN 536 195
10588 | AAD | OFDM, 1600AM, 36,0 Mbps. 50.0% DG WLAN B.76 +3.8
10588 | AAD | OFDM, BALAM, 48.0 Mbps, 80.0% DG WEAR 845 206
10540 | AAD | OFDM, GAZAM, 54 0 Mops, 90.0% DG WLAN G687 196
10661 | AAD | HT20 Mixod, MGE0 (6,5 Mops), 99.9% DG WLAN 8,63 06
10502 | AAD | ATE0 Mixed, MGS] (13.0 Mbps), 80.0% DG WLAN 878 FTY ]
10539 | AAD | HT20 Miwen, MGS2 (10,5 Mbps), 00,1 DG WLAN iaa T
10524 | AAD | HT20 Mixed, MCS3 [26.0 Mbca), 90.0% DG WLAN B.7A =86
10585 | AAD | HT20 Mixea, MCS4 [38.0Mbps), 90.0% BC WLAN R.74 86
10696 | AAD | HT20 Mixad, MCSS [52.0 Mbps), B0.0% DC WLAN 8.1 =06
10587 | AAL | HT20 Mxod, MCSE {585 Mops). B0.0% DO WLAN g.72 06
10598 | AAD | HT20 Mixed, MGST (55,0 Mbps), 90.0% DG WLAN B.50 55
10509 [ AAD | HT40 Mimd, MGS0 (1735 kMups), 83 5% DC WLAM B.7% 96
0E00 | AAD | HI40 Mined, MCS1 (27.0 Mops), 89.7% DG WLAN B.EA I
10601 | AAD | HT4D Mined, MGSE (40,5 Mogs), 80.6% 00 WLAN B.a2 106
10602 | AAD | HT40 Mied, MGS2 (54.0 Mbps), B9 4% DG WLAN B o4 =56
10603 | AAD | H140 Mt MCSE (81,0 Mbps), 85,0% 0G WILAN 8.03 205
DED4 | WAD. | HT40 Mg, MCS5 (V08,0 Mbos), BB 9% DG WiLAN 876 +96
10605 | AAD | HT40 Mixed, MCSE (121,5 Mbos), BE.8% DC WLAN as7 95
10608 | AAD | HT40 Minnd, MCST {1550 Mbpa), B8.7% D0 WLAN B8z 06
10607 | AAD | WHT20, MGCS0 |65 Mbps), B8 8% DG WLAN Bod 106
10608 | AAD | VHT20, MCS1 {13.0 Mbpa), 30.0% DC WILAN BIT +0.6
10EDa | AAD | VHT20, MCS2 (18.5 Mbps), 50.0% DC WLAN a57 =86
10610 | AAD | VHT20, MCS3 (26.0 Mops), 90.0% DG WLAN .78 <08
10811 | AAD | VHIZ0, MCS4 (390 Mbpe), 50.0% DG WLAN 870 106
10672 | AAD | VHT20, MCSS [S2.0MBps). $0.0% DC WLAN BT =98
10618 | AAD | VHT20, MGEE (585 Mops), 80.0% DG WLAN .94 +86
10614 | AAD | VHTZD, MCS7 (650 Mbpa), 90.0% DG WLAN 858 106
10615 .| AAD. | YHT2D, MCS8 [78.0 Mops), 90.0% DG WLAN B.B2 =86
0616 | AAD | WHT40, WMCS0 (135 Mbpa), B i DG WLAN 882 98
10617 | AAD | WHTAD, MCS1 (27.0 Mbps), B9.7% DC. WLAN BEI =96
10618 | AAD | VHT4D, MCE2 [40.5 Mups). 83 5% DC WLAN 8,58 T
T0R10 | AAD | VHT0, MCS3 (54.0 Mbpaj, 89.4% DC WLAN BAB FLE]
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10620 | AAD | VHTA0, MCS4 {B1.0 Mbps), 88.2% DG WLAN B.B7 Y]
10621 | AAD | VHTA0, MCSS (108.0 Mbps}, BB.8% DO WLAN B.77 195
10622 | AAD | VHT40, MCSE {121 5 bbps), 85.8% DG WLAN H.68 06
10823 | AAD | VHT4D, MCS7 [135.0 Mbps}, B8.6% DG WLAN B.82 10.6
10624 | AAD | VIHT4D, MGSB [162.0 Mbps), B8.4% DG WLAN B.56 <05
10625 | AAD | VHTAD, WG58 (180.0 Mbps), B8.0% DG WLAN B.06 s06
10626 | AAD | VHTEO, MCED [28.3 Mbps), 80.0% DC WLAN A.&3 186
10627 | AAD | VHTBO, MES1 (58,5 Wbps), 80.0% DT WLAN CET] 0.8
10528 | AAD | VHTBY, MCSE [87.8 Mbps), 80.0% DG WLAN B.71 =08.6
10628 | AAL | WHTBO. MGS3 (1170 Mbpa), 90.0% 00 WLAN B8R 0.6
10630 | AAD | VHTED, MCS4 (1755 Mbpa), 90,0% DE WLAN [ 386
10631 | ARD | VATBH, MGSE [234.0 Mbpst, 90.0% DG WLAN 5.1 356
10632 | AAD | VHTBO, MCSE (263.3 Mbps), 90.0% DG WLAN B.74 86
10633 | AAD | VHTBO, MGST [292.5 Mbps), 90.0% DG WLAN Baa <06
10634 | AAD | VHTE0, MOS8 (351 0Mbps), 90.0% DC WLAN B.A0 £0.5
10635 | AAD | VHTBD, MCSE (30,0 Mbps), 80.0% DO WLAN B.A T
10636 | AAE | VHT160, M50 (58 5 Mbps}, 90.0% DG WILAN B.53 106
10637 | ARE | VHT180, MCST (1170 Mbgsl, 90,0% DG WLAN B.70 9.5
10636 | AAE | VHT180, MCGE (1755 Mbps), 00,0% 00 WLAN 705 55
10630 | AAE | WHI180, MGGS (234.0 Mbpa), 00 0% DG WLAN B.ES 0.6
10640 | ARE | VHT150, MCSA (351,0 Meps), 90,0% DG WLAN 658 +0.8
10641 | ARE | VHT1B0, MLS5 (4680 Mbpa), 00.0% DG WLAN 9.06 =56
10842 | AAE | VHT16D, MCES (5265 Mtios), 80.0% OC WLAN a,0f 0.6
10643 | AAE | VHT 180, MCS/ (5650 Mbps), 90.0% OC WLAN EEG) YY)
10644 | ARE | VHTTE0, MCSE (7020 Mbpa), 20,0% OG WLAN 6.5 196
10R4AE | ARE | VHTIGD, MGRD (780,0 Mbps), 00,0% 0G WLAN 611 +86
10846 | AAH | 50MHz OPSK, UL/DL CFG:2,58C: 4, | RB LTE-TDD 11.06 +0.6
10847 | AAG | 20,0MHz, QPSK, UUDL GFG: 2. 580G 7. | BB LE-TDD 1.50 208
10648 | AAA | RCE, BOT5, Tehdvanced COMAZO00 q.45 206

"IORTO | AAA | LE, Tes, GFSHK Bhaetoalh 218 06
10671 | AAC | ET20. MGSO (8.5 Mbpsl, 80.0% 0OC WLAN a.09 196
10672 | AAC | ET20, MGS1 (17.0Mbps), 00.0% DG WLAN BT PR
10673 | AAC | ET20, MCS2 (26.0 Mops), 90.0% DC WLAN BB 488
10674 | AAC | ETS0, MCES (34.0 Mbps), 20.0% DG WLAN B.74 196
1DETS | AAC | E120, MCS4 (52,0 Mbps), 80,0% BC WLAN B.80 108
10BTH | AMG | ETe0, MGSS (69.0 Mipe), 90,05 00 WLAN BT Ta6
10677 | AAC | ET20, MGSA (77.0Mbps}, 80.0% DC WLAN [%E] +9.6
10678 | AAG | ET20, MGS7 (BB.0 Moos), B0,0% DG WLAN 878 =36
10673 | AAG | ET20, MGSE (1030 Mops), 00.0% DG WLAN .68 0.6
10680 | AAC | ET20, MCSS {115.0 Mbps), 80.0% OG WLAN 5.80 =66
10681 | AAG | ET20, MCST0 (1260 Mbps), B0.0% OC WLAN 852 ~GR
10GEZ | AAL | ET20, MGST) (1350 Mbps), 90.0% DG WLAN EE] T
10683 | ARG | ET20, MOS0 (5.6 Mbps), 100.0% UG WLAN B.42 <08
0B84 | ABL | ET2D, M1 [17.0 Mbps), 100.0% DG WLAN .28 0.5
10685 | ARG | ET2D, MG (260 Miops), 100.0% DG WLAN 8.3 +86
10B8B | ARG | ET20, MCS3 (340 Mbps), 100.0% DL WLAN .28 05
10687 | AAC | ET20, MCS4 (52 0 Mbpaj, 100.0% DC WLAN 8.45 9.5
10BEB | AAG | ETED, MLSE [69.0 Mbtges], 100.0% DG WLAN Beg 5.6
\06ED | AAC | ET20, MGG (77,0 Mops), 100.0% DG WLAN .55 =95
10600 | AAC | ETE0, MCST (850 Mbga), 100.0% DC WLAN 5.29 iGE
10681 | AAG | ET20, MGSE (103.0 Mops), 100.0% DC WLAN B.25 +3E
10602 | AMG | E120, MGS9 [115,0 Mbps), 100.0% OC WLAN B9 =56
10683 | AAC | ET2D, MGSTO {1220 Mops), 100.0% DC WLAN 8.25 +96
10634 | ARG | E12D, MCS11 11350 Mbps), 100.0% DG WLAN B57 3
10605 | AAC | ET4D, MCSD | 17.2 Mbps}, B9.8% DC WLAN 8,70 +90
10698 | AAC | ET4D, MCS1{25.0 Mbpe), B0.8% DC WLAN [ET] =96
10607 | AAG, | ET40, MGG2 (50,0 Mbgs), B0.7% 0G WLAN 551 T
10658 | AAC [ ETAD, MCE2 [60.0Mbps), B9.79%: DC WLAN [ [y
10689 | AAC | ETAD, MES4 (103.0 Mopa), B2.8% OO WLAN 657 =86
10700 | ARG | ET40, MCSS [138.0 Mbps), BS.6% DT WLAN BT A6
10701 | AAC | ET40, MCSE (155.0 Mbps), B3.8% DG WILAM B85 +36
702 | ARG | ET4D, MCS7 (172.0 Mbps), B8,8% DG WLAN B.70 <08
10703 | ARG | ET40, MCSE (207 0 Mbps), B3.B% DG WLAN B B2 9.6
10704 | ARG | ET40, MLSY [220.0 Mbpe), 80.8% DG WLAN 8.55. LB E

(10765 | AAL | ET40, MCE10 (258.0 Mops), 58.8% DOC WLAN 8.5 =95
10700 | AAG | ET40, MGG 11 (2670 Mops), B9,8% DG WLAN B8E I
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10707 | ARG | EF40, MGS0(17.2Mbps), 99.8% 0C WLAN [0 <06
10708 | AAD | ET40, MGST (34,0 Mbpe), 99,7% DC WLAN B.55 <A
10709 | AAC | ET40, MCSZ [52.0Mbps), 50.7% DG WLAN B33 Fe
10710 | AAC | ET40, MCEZ {63.0Mobps), 90.7% DC WLAN 829 06
10711 | ARC | ET40, MCS4 (102.0 Mops), 99.8% DG WLAN CEE] 05
10712 | AAC | ETAD, MOSS (138 0 Mbps). 89.8% DG WLAN BT T
10713 | AAC | ETH0, MGSE (155.0 Mbps), 95,85 06 WLAN B33 0.6
10714 | AAC | ET0, MCST (172.0 Mbps), 90.6% UC WLAN B.25 <06
10715 | ARC | ET40, MCSE {207 0 Mbps), 99.8% DC WLAN B.45 =86
10716 | AAD | ETA0, MLSE (222.0 Mbpa), B9.8% DG WLAN Ban 0.5

10717 | AAC | ET4D, MCS 10 (256.0 Mbps), 99.8% DG WLAN Bl 106
10718 | AAC | ET40, MCST1 (267.0 Mbps), 92.8% DG WLAN [ 85
10718 | AAC | ET80, MCSD (36,0 Mbps), 50.0% DC WLAN BA1 356
10720 | AAC | ETBD, MGS1 (72,1 Mbps), 30.0% DG WLAN B.AT +85
10721 | ARG | ETBD, MCS2 (108.1 Mups), 50.0% DG WLAN B7A <06
10722 | AAC | ETBO, MCS3 (1441 Mbps], 80.0% DC WLAN 855 =06
10723 | AAC | ETBO, MOS4.{216.2 Mbpa), 80.0% OO WLAN B.70 £9.6
10724 | AAC | ETBO, MCSS [284:2 Mops), 90.0% 0D WLAN BA0 +96
10725 | ARG | ETB0, MWSE (24,4 Mbps), 80.0% OC WLAN B.74 +0.6
10726 | AAC | ETBO, MGST (360.2 Mbpa), 30.0% DG WLAN B.7e <06
10727 | AAC | ETB0, MCSS (4324 Mbps). 80.0% DC WLAN B.56 <66
10728 | AAC | ETEO, MOS0 (4804 Mbps), 90.0% DC WLAN BG5S 0.6
10728 | AAG | ETED, MCS10 (540.4 Mbga), 90,0% DO WLAN n.&4 8.6
10730 | AAC | ETBD; MCS11 (72.0Mbps], 90.0% DT WLAN B.&7 06
70731 | ARG | ETBO, M50 (38,0 MEbps), 100.0% DG WLAN [ 06
10732 | AAL | ETBO, WG] (72,1 Maps), 100.0% DG WLAN (X 08
10733 | AAC | ETed, MCS2 (1081 Mbps), 100.0% DG WLAN B0 0.8
10724 | AAC | ETBO, MOS3 [144.1 Mbps), 100.0% DC WLAN [ =85

10735 | AAC | ET80, MoSa [216.2 Mbps), 100,00 DG WILAN Bad 105
10736 | AAC | ETBD, MCSS (2852 Mbps). 100.0% DC WLAN BE? 36
10737 | AAL | ETBO, MGSE (324.4 Mbps), 100.0% D0 WLAN .36 195
10738 | ARG | ETED, MGG7 (a50.3 Mopst, 100.0% DO WLAN Bz 06
10730 | AAG | ETB0, MLSH (422 4 Mbpa), 100,0% DG WLAN B5 106
10740 | AAD | ETB0, MCSS (480.4 Mops), 100.0% DC WLAN A48 £3.8
10741 | AAC | ETHO, MGS10 (540.4 Mops), 100,00 0G WLAN B.AD 20,6
10742 | AAC | ETBO, MCST1 (005 Mops), 100.0% DC WLAN A.23 8.6

10743 | AAC | ET160, MCS0 (2.0 Mbps), B8 2% DC WLAN BEd +98
10744 | AALC | ET160, MGS) (1440 Mbps), B7.1% DG WLAN ER[ 0.6
10725 | AAL | ET160. MGS2 (2160 Mopa), 87 4% DG WLAN B 105
10746 | ARG | ET1B0, MCS3 (2820 Mbpa), B7,1% OC WLAN CXE] 96
10747 | AAG | ET160, MGSA [832.0 Mbps), 57 4% DG WLAN e0d 385
10748 | ABC | ET160, NGS5 (576.0 Mbps), 88.8% DG WLAN EEE] IR
10748 | AAD | ET1BD, MCSE (640.0 Mbps), 86,15 DG WLAN B.a0 0.6
10750 | AAL | ET160, MGS? (721.0 Mps}, 86.7% OC WLAN B.79 <05
0751 | AAC | ET160, MGSS (85,0 MEps), 85 3% DG WLAN B2 Y
10752 | ARG | ETI60, MGSS (961,0 Mbps), i5,3% LG WLAN R 295
10758 | ARG | ETI60, MCS10 [10%1.0 Mbps), B5.7% DG WLAN B.00 106
10754 | AAG | ET160, MGE11 [1201.0 Mbps), B8.7% DG WLAN B.64 86
10755 | AAC | ET160, MGSO (720 Mbpel, 38.0% DC WLAN B.A4 +3E
10756 | AAL | ET160, MGS1 {144 0 Maps), B6.8% DC WLAN B.7 Tag

[ 10757 | AAG | ET1E0, MGS2 (216.0 Mops). 57.1% DG WLAN BTy 06
10758 | AAC | E71180, MLE3 [282,0 Mops), 96.6% DG WLAN B.68 06
10758 | AAC | ET1B0, MoSA (4020 Mbps), 87,15 OC WLAN B.58 6

T07A0 | RAC | ETIED, MGSS [576.0 Mbpa), B6.5% DG WILAN YT 88
10761 | AAG | ET160, MLSE (649.0 Mbpsl, 95.3% DG WLAN B.50 0.8
10762 | AAG | ET160, MOST [721.0 Mibpal, B5.9% DG WLAH &40 ]
D763 | AALG | ET160, MCSB (8650 Mbps), B5.9% DG WLAN B53 0.8
10764 | AAC | ET180, MCSS (069.0 Mbpst, 95.9% DC WLAN B54 86
10765 | AAC_| ET160. MCS10 (1081.0 Mbps). 96.3% DC WLAN .54 85
10766 | AAC | ET180, MOS11 (1200.0 Mbps), 98.53% DC WLAN a5 =06
10787 | AAG | CP-DFDM, 5.0 MHz, QFSK, 18kHz. 80.8% DC, 1 RE EG NR FRY TOD T #0.6
10768 .&AE_ C-F'reﬁ.!. 100 MHz, OPSE, 16 kHz, 100.0% DG, 1 AE SG NR FRYT TDD .01 #8.6
10763 | ARD | CP-OFDM, 15.0 MHz, GPSK, 15 KHE, 100.0% DG, 1 AB 56 NA FR1 TO0 B S86

10770 | ABE | GP-OFDM, 20,0 MHz, OPGK, 15 kHz, 100.0% DG, | AB 5G N FR1 10D B2 106
0771 | ARD | CP-OFGM, 25.0 MHz, GPSK, 15 KHz, 100.0% DG, 1 A8 SG NA FR1 0D B.02 =46
10772 | AAE | CP-OFDM, 30.0 MHz, OPSX, 15kHz, 100.0% DG, 1 RB 5G NA FR1TDD CEEE] +3 6
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10773 | AAF_| GP-OFDM, 40,0 MHz, QPSK, 16 kHz, 100.0% OC, 1 RB §G MR FRT TDD Bog 208
10774 | AAE | GP-CFOM, 50.0 MHE, PSR, 15 kHz, 100.0% DG, 1 A8 5G NA FRI 70D B.02 185
10775 | AAF | GP-OFDM, 5.0 MHz, OPSK, 15KHZ, 100,09 OC, G, BB %G NA FA1 70D B =86
10775 | AAE | GP-OFDM, 10.0 MHE, GPSK. 15 kHE, 100.0% DC. 50% A8 50 NE ER1 TOD B30 P
10777 | ARG | CP-OFDM, 15.0MHx, OPEX, 15kHz, 100,0% DC, 50% BB 5GNR FR1 TDD B.30 495
10778 | AAE | GP-OFDM, 20.0 MHE, GPEK, 15kHz, 100.0% DG, 50% FE 5G NA FR1 TOD BaA “66
10779 | AAC | CP-OFDM, 25 0 Mz, PSR, 15 kHz, 10000 DC. 50% AB £( NA FRI TDD Bz 0B
107BD | AAE | GP-OFDM, 30.0 MHE, QFSK, 15 kHz, 100.0% DC. 50 RB 5G N FR1 7DD #.38 105
107871 | AAF | CP-OFDM, 40.0 MHz, GPSK, 16 RHz, 100.0% DG, 507 AB %G NAFRI TOD 8.38 +95
10782 | AAE | CP-OFDM, S0.0 Mz, GFSK, 15kHz, 100.0% DG, 50% AR 5G NA FR1 TOD B43 =55
10783 | AAG | CP-OFDM. B.0 MHz. CPSK, 15kHz, 100.0% DC. 100% RB 50 WA ER1 TOD [E 106
10784 | ARE | CP-OFDM. 10.0MHr, OPSK. 15kHz, 100.0% U_C 100% AB bG MR FR1 TOD a.28 FRH:]
70765 | AAD | CP-OFDM, 15.00Hz GFBR, 15 kHz, 100.0% DG, 100% AR EG oA FAY TOO BAD LT
10786 | AAE | CP-OFDM. 20.0 MHz, OFSK, 15kHz, 100.0% DC, 100% BB BGNAFR1 TOD B a5 «85
10787 | ARD | GP-OFOM, 25.0 Mz, QFSH, 18 kHz. 100.0% DG, 100% FB &G NA FAT 10D B.44 =06
10788 | AAE | CP-OFDM, 30.0MHz, OPSK, 15 kHz, 100.0% DC, 1007% RE BG NAFRY TDD 53.! =06
"T0780 | AAF | CP-OFDW, 40.0 MHz, OPSK, 15 KHz, 100,00 DG, 100% RS 50 WA FR1 0D B.a7 I
10780 | AAE | CP-OFDM,. 50.0MHz, GPSK, 15kHz. 100.0% DG, 100% RB 5G MR FR1 TDD B39 +=9.6
70781 | AAG | GP-OFDW, 5.0 MHz, OFSK, 30 kHz, 99.9% DG, 1 RB 5G NA FRY TOD 7.83 =66
90782 | AAE | CP-OFLM, 10.0 MHz, GPGH, 40 kHz. 90,00 OC, 1 AB 5G NA FRT TOD 782 =06
10793 | AAD | CP-OFDM, 15.0 MHz. QPSK. 30 kHz 100.0% DC. 1 AB 506G NR FR1 TDD 705 +0.6
10784 | AAE | GP-OFDOM, 20.0MHz, CPSK, 30kHz, 100.0% DG, 1 AB 5G MR FR1TOD TB2 55
10785 | AAD | CP-OFDM, 25.0 MHE, OFSH, S0KHE. 100,00 DG, 1 HB 5G NE FRT TOD 784 405
TI070E | AAE | GE-OFDM, A0.0 MHz, PSR, 30 8Hz. 100.0% DC, 1 AB G NRER1 100 TAaz 138
10787 | AAF | CP-OFDM, 40.0MHz, QPSE, 30kHz, 100.0% DG, 1 RB 5G NR FRY TOD B.0V +9.5
10708 | ARE | GP-OFDM, 60.0 MHz, QPSK, 30 kHz, 100.0% DG, 1 RE 50 MR PR TRD 7 68 PExs
10789 | AAF | CP-OFDM, 60.0MHz. QPSE, 30kHz, 100.0% DC, 1 RB 850G NR FRT TDD 7aa +3.5
10801 | AAF | CP-OFDM, B0.0MHz, OFSHK, 30KHz, 100.0% DC. | RE 5G MR FRT TOD TEA +5.5
10802 | AAE | CP-OFDM, 90.0 Mz, QPEHK, 30 kHz, 100.0% DG, 1 AB 5G N FR1 100 787 =56
10803 | AAE | CP-CFDM, 100.0 MHz, QPSK, 30kHz, 100,0% DC. 1 B 50 MNA FA1 100 783 =0
10EDG | AAE | CP-OFDN. 10.0 MHz, QPSH, 30 kHx, 100 0% DG, 50% A8 %G MR FRY 100 B34 8.8
10806 | ARD | CP-OFDM, 15.0 Mz, PSR, 30 kHz, 100.0% DG, 50% A8 &G NR FR1 TOD Ba7 206
10809 | AAE | OP-LFDM, 30.0 MHz, OPSH, 30 kHz, 100.0% DG, 50% AB SG WA FATTOD B4 =86
10810 | ARF | CP-OFDM, 40.0 MHz, OPEH, 90 FHz, 100.0% 0G, 50% HB EG MR FRT 100 Bad PN
10812 | ARE | GP-OFDM, B0.0 MHz, OFEH, 30 FHz, 100.0% DG, 50% AB HG NA FR 10D B35 <56
10817 | AAG | CP-OFDM, 5.0 WiHz, GPSK, 30 kHiz, 100.0% DC. 100% AB SGNAFAI DD | 845 =65
10818 | AAE | CP-OFDOM, 10.0 MHz, OPSK, 30kHz, 100.0% DG, 1000 BR BG NA FR1 TDD A.34 Fo- N1
10810 | AAD | CP-OFDM, 15.0MHz. QPSK, 30 KHz, 100.0% DG, 100% AB 56 NA FR 100 B33 406
10820 | ARE | GP-OFDM, 20.0 MHz, GFSK, 30 kHz, 100.0% DG, 100% BB &G MR FAT 10D B30 P
10821 | ARD | CP-OFDM, 25.0 MHz, PSR, 30 RHZ, 100,0% DG, 100% A8 56 MR FAT 100 841 286
10822 | AAE | GP-OFDM, 30.0WHz, GPSE, 30KHE, 100.0% DG, 100% A8 %0; MR FRT 10D B4 06
10623 | AAF | GP-OFDM, 40,0 MHz, OPSH, 30 kHz, 100:0% BT, 100% AE 50 NR FR1 100 836 =08
10824 | ARE | CP-OFDM, 50,0 MHz, GFSK, a0 kHz, 100.0% DC. 100% B8 £G WA FRI TOD B39 =0h
10825 | AAF | CP-OFDM, 60.0MHZ OPSK, 30KHZ, 100.0% DG, 100% AR i NA FRTTCD [F 206
10827 | ARF | GF-OFDM., 80,0 MHZ. GPSK. 30 kHz, 100.0% DC, 100% RB 5G NI PRI 10D, BAZ 106
10828 | AAE | GR-OFUM, 500 MHz, GRSR, 30Kz, 100.0% DC, 100% AB_ 506G A FRT 700 B4l =08
0820 | AAF | CP-OFDM, 100.0tHz, QPEH, 20 kHz 100,0% DC, 100% FB EGNRER 10D BAR 208
10830 | AAE | GPF-CEOM. 100 MHz GFSK, BOKHz, 99.0% DG, | AB G oA ERY TOD 763 196
10831 | AAD | CP-OFDM, 16 0 MHz, OFSK, B0KHz, 99 8% DG, 1 A8 B0 MR FR1 700 V.73 +08
1083z | AAE | GP-LIFOM, 20.0 MHz. QPSH, BORHr, 20.0% DG, 1 AR 5G MNA FR1 TOO 7.74 196
10633 | AAD | CP-COFDM, 25.0MHz, OPAK, B0 kHz, 98 8% DC, 1 AB 50 ME FA1 10D T30 196
10834 | ARE | CP-OFDM, 30.0MHz, OPGE. B0KHz, 100.0% DG, | RB 5G MR FRY 10D 775 +a6
0835 | AAE | CP-OFDM, 40.0MHz, QPSR B0 KHz, 100.0% DG, 1 RE 5G MR FAT 100 770 <56
10636 | AAE | GP-OFGM, 50.0 Mz, P ok, 60 kHiz, 100.0% 0G, 1 FB S5 NA FRY 10D 780 206
10637 | AAF | CE-OFDM, 60.0 MHZ OFSK, 60 kHz, 100.0% UG, 1 AB 50 MR FR1 T0D 7.68 =08
10838 | AAF | CP-OFDM, 80.0MHz, OPSK, 60 KRz, 100.0% DG, 1 A8 5G NR FRY DD 770 <95
10640 | AAE | CP-OFDN, 30.0 MHz, QPSK, 60 kHz, 100.0% 0C. 1 AB 5 WA FR1T00 TET 8.6
0881 | ARF | CE-OFOM, 100.0 MHz, PSR, B0 &Hz, 100.0% LG, 1 AB BG MR FRA 100 FEL] R
10843 | AAD | CP-OFDM, 15.0MHz, OPSK, BOKHz, 100.0% DC, 50% Flﬁ 53 MR FRI TDD B.4% +0.6
10844 | AAE | GP-OFOM, 20.0 MHz, GPSK, B0KHE, 100.0% DG, 50% A8 5G NA FR1 10D 8.4 <86
10846 | AAE | CP-CFDM, 30.0 MHz, OFSK. B0KHz, 100 0% DG, 50% AB B MR FR1 10D B.41 FET ]
10854 | AAE | CP-OFOM, 10.0MHz, GPSK, B0 kHz. 100.0% DC, 100% RB 5G Nt FRI 100 B34 196
10855 | AAD | CP-OFOW, 16,0 MHZ, (AFSK, 60 kriz, 100 0% OC, 100% AB 5G NA FRI 100 8,36 8.6
10836 | AAE | GP-CEDM, 20.0 MHZ, GPSK, 80 hHz, 100.0% DG, 100% AP %G WA FRY 10D Bar FTE]
10867 | AND | GE-OFDM. 25.0 Mz, GFSK, 60 kHZ, 100.0% DG, 100% AB 55 NA FRY TDD B35 185
10858 | AAE: | CP-OFDM, 300 MHz, OPSK, 60kHz, 100.0% DG, 100% a8 506G MR FR1 TDD BB +06
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10B58 | AAF | GP-OFDA), 40.0 MHz, OPSK._ G0 KHz, 100.0% DG, 100% RE 5GNRFALTOD | Bad +0.6
10860 | AAE | GP-OFGM, 50.0 MHz, GPSE, 80 kHz, 100.0% DG, 100% B 5G MR FR1 10D B4 195
DBET | ABF | CP-OFDM, B0.0 MHz, OPSK, B0RHz, 100.0% DG, 100% RB 5G MR FAT 100 A40 +06
0B | AAF | GR-DFDOM, BO.0MHZ, QPSK, B0 KHz, 100.0% DG, 100% RB 5G NR FR1 100 B.a1 *5E
10854 | AAE | CP-OFDM, 90.0 MHz, QPSK, 60 Hz, 100.0% DG, 100% RB SGNAFRI TOD | 847 =556
10865 | AAF | CP-OFDM, 100.0MHz, QPSK, 60kHz, 100.0% DT 100% RB 8G MR FR1 TDD 8.4 +9f
1D86E | AAF | DF Le-OFDM, 100.0 MHz. OPSH, 30 kHz, 100.0% DC. 1 FB 56 WA FAT 10D 3T 08
T0BGE | AAF | OFT-5-CFDW, 1000 Mz, (IPSK, S0 /HZ; 100.0% 00, 100% B8 | 5G NA PRI 10D 589 +96
T0863 | AAE | DFT-s-FDM, 100.0 MHz, UPGK, 120 kHz. 100.0% OC, 1 B | 53 MR FRZ 10D 5.7h P
1DB70 | AAE | OFT5-OFDOM, 100.0 MHz, GPSK, 120kHz, 100.0% DG, 100% BB | 56 N& FRZ 100 5.aR 0.6
10871 | AAE | DFT-5-0FDM, 100.0 MHZ, 1624M, 120 KHE 100.0% DE. 1 AB 5G NR FR2 TOD B.75 +06
0872 | AAE | DFI-s-OFDM, 100.0 MHz, 1G0AM, 120Kz, 100.0% DG, 100% AB | 58 N FH2 100 6o 8.6
10873 | AAE | DFT-s-0FDM, 100.0 MHz, - 840AM, 120 kHZ, 100.0% OC, 1 AB 5G NR FR2.TDD BB =836
0874 | PAE | DFT-=.CFDM, 1000 Mz, BA0AM, 1208Hz, 100.0% OG, 100% RE | 5@ NA FAZ TOD .65 +9.8
10875 | AAE | CP-DFDM, 100.0 MHz, QFSK, 1208HE, 100.0% DG, 1 AB oG NA FRZ TOD T.78 =06
TOBTE | AAE | CP-OFDM, 100.0 MHz, QFSK, 120kHz, 100,05, OC, 100% 9B 5 NR FR2 100 & a0 06
10877 | AAE | CP-OFDM; 100.0MEHz, 1EQAL, 120 kiHz, 100.0% DO, 1 AB 5G MR FR2 TDD 7.85 +9.B
TOBTE | AAE | CP-OFDM, 100.0 MHZ, TB0AM, 120Kz, 100.0% DG, 100% RB | 50 NA FRZ 100 B4 86
10678 | AAE | CP-OFDOM, 100.0MHz, BA0AM, 120 RHz, 100.0% OG. 1 AB SG NR FR2 T00 B2 <66
10880 | AAE | CP-OFDM, 100.0 MHz, Ba0aM, 120 kHz. 100.0% DO, 100%: AB 55 NR FRZ TOD B3R =55
[0BE | ARE | DFT-8-OFDM, 60,0 MHz, UPSK, 120 kHz, 100.0% DG, | AB 5G MR FRE TOD .75 9.6
10682 | ARE | DF -5-0FDM. 50.0 Miiz, QPSK, 120 AHz, 100.0% DG, 100% RB. | 50 WA FR2 100 546 =06
10883 | AAE | DFTs-OFDM, 50.0WHz, 160AM, 120kHz, 100.0% DT, RE G NR FR2TDD BET =06
10BB4 | AAE | DFF-OFDM, 50.0 MHz, 160AM, 120 kHz. 100.0% DG, 100% RB | 56 NA FRZ 10D 659 =58
I0BAS | AAE | DF I-a-OFDM, 50.0 MRz, GAQAM, 120kHz, 100.0% DG, 1 AB TG NAFRZ DD 561 =06
10886 | AAE | DFT-5-0OFDM, 50.0 MHz, B4CIAM, 120 kHz, 100.0% DG, 100% AB 506G NE FR2TOD .66 =88
10867 | AAE | CP-OFDM, 50.0 MHz, OPSH. 120 kHz. B0 0% DO, 1 AR B NE FRZTOD | 798 288
T0BBH | AAE | CP-OFDOM, 50,0 MHz, QFSK, 120kHz, 100.0% DG, 100% BB &G NA FAZ 10D .55 0.6
10BED | ARE | GP-OFDM, S0.0MHz, 160AM, 120 kHz, 100.0% OC, 1 RE 56 WA FRE TOD g0z =05
10840 | ARE | CP-OFDM, 50.0MHz, 160AN, 120 kHz, 100.0% DG, 100% AB. 56 NA FRZ 100 g.40 186
108071 | AAE | CP-OFDM, 50.0 MHz G40AN, 120 kHz. 100.0% DG, 1 AR 5G MA FRZ 100 RE] 6.6
0BU2 | RAE | GP-OFDM, 50.0 MHz, GAIAN, 120 kHZ. 100,05 D, 100% BB 50 WA FR2 10D B.at =06
10867 | AAE | OF -5-OFDM, 5.0 MHz, GFSK, 30 kHz, 09.9% DG, 1 RE EG MR FR1 70D 568 “B6
10808 | AAG | DFE-2-OFDM. 10.0MHz QFSK, 30 kHE 100.0% DG, 1 AB 5 MR FAT 10D G 196
10000 | ARE | DFI-a-OFDM, 15, 0MAZ, OPGK, 30kHE, 100.0% DG, 1 BB 56 MF FRT 100 Ba7 =05
10900 | AAL | OFi-5-OFDM, 20,0 iHz, (PSR, 30KHe 100,00 DG, 1 FB =0 MR FAT TO0D 568 £0.8
10801 | AAB | OF I-s-OFDM, 25,0 MHz. OPSK, 30 kHz. 100,0% OG. 1 RE %G MR FR1 100 55H [T
0002 | ARG | DFT-5-OFDM, 30,0 MHz, GPSH, 30 KM, 100.0% DG, 1 BB EG NA FRI T00 5 68 =06
10003 | ARD | DF T-5-OFDM, 40.0 1AFe, OPSK, 30 kM, 100.0% DG, | AR =G NA FR1 TO0D .58 =08
1604 | AAC | DF 15-OFDM. 50.0 MHz, QPSK, J0kHE. 100.0% OC, | A8 %06 NA ERT T0D 55 166
10805 | AAD | DF1--0FDM, 60.0 MHz, OPSK, 30 KHz 100.0% DG, 1 RE G NR FR1 10D 568 )
0808 | AAD | DFT-2-DFLM, B0.0 MHz, GPSK, 30kHz, 100,07 DG, 1 HB %G WA FRT 70D T <05
10607 | AAE | DF 1--OFDM, 5.0 MHz, COPSHK, 30 kHz, 100.0% UG, 50% RB EG MR FAT 10D 5.78 198
10008 | ARG | DFT=-OFDM, 10.0MHz, OPSK. 30 kHZ 100.0% DC, 50% RB 5G NA FR1 10D Eaa 186
10008 | ABB | DET-2-OF0M, 15.0MHz, QPSR 20 kHz, 100 0% DG, 50% RB 5G NR FR1TDD 5.56 +55
10810 | ARG | OF Ta-OFLM, 20.0 ML, GPSK, 30 RHz, 100.0% DG, 50% AB SG NR FR1 10D 581 e
10611 | AAB | DF -5-OEDM, 25.0 MMz, QPSK. 20KHz 100 00 UG, 50% RE 506 NA FA1 100 554 98
0012 | AAL | DFT-0-DFDM, 30.0 MRz, OPGK, 30 KHz, 100.0% DG, 50% BB &G NA FRT 10D ] =95
0815 | AAD | DET-s-0OFDOM, 400 MHz, GPSK. 30 kFz, 100.0°% OG, 50% RB =G NA FAT 100 564 <08
10014 | AAC | OFT.5-OFDM, 50.0 MHz, QPSK, 30 kHz, 100.0% DG, 50% A8 56 NA FR1 TOD [T +08
10015 | AAD | DF -g-0FDM, 600 Mz, PSR, 30 KHz. 100.0% DG, 60% AB £G NA FRY TOD 553 06
10816 | AAD | DFT-5-OFDM, B0.0 MHZ, GPSH, 30 KMz, 100.0% D5, 507 AB %G NA FAT 0D 58T 166
10017 | AAD | DFT-s-DFDM, 100.0 MHZ, GPSR, 30~AE. 100,0% DG, 50% AE 5G NA FRI TOD 584 A6
10518 | AAE I:IF_T-S-DFW, 5.0MHg, OPSE, 30kH= 100.0% DC, 100% RE EE_NFI FRY TBD 5.85 +0.6
10815 | AAC | OF -5-OFDM, 10.0 MHz, GPSK, 30 RHz. 100.0% BC, 100% RB G MR PRI 10D 586 P
16520 | AAB | DFT--OFDM, 150 MHE, GPSH, 30 <Hz, 100.0% DG, 100% AB 56 MR FR1 10D 587 06
70821 | AMG | OF Ts-0FDM, 20.0 MHZ, QPSHK, 30 %1z 100.0% DG, 100% RB 506G R PR 10D 504 95
10822 | AAR | DF (-5-0FDM, 250 MHz. QPGK, JORHZ 100.0% DG, 100% RB__ | 56 NR FRI.TDD 582 +86
10823 | AAG | DFT-5-0OFOM, 30.0 Mz, CPSK, 30 WHe, 100,00 DG, 100% FB 5G NA FA) 100 5 &4 =56
10824 | AAD | DF Is-0FDM, 40.0MHz, QPSK, 30 kHa, 100.0% DC, 100% RE 503 MR FRY TOD 584 +8.6
10825 | AAC D-l-'r_-s-OF-DH, 50.0 MHz. QPSK. 30 kHe. 100.0% DC, 100% RB 5G h_E FR1 TOD .05 =06
10925 | AAD | DFT.s-DFDM, 60.0 MHz, QPSK, 50 kHz, 100 0% DG, 100% AB 5G MR FRI 10D 584 =96
10927 | AAD | DFT=-OFDM, B0.0 Mz, GPSE, a0 kHZ 100,0% DG, 100% RB %0 WA FR1 T0D. Eaa 206
70828 | AAD | DFI=-OFDM, 5.0 MHz, OPSK, 154&Hz. 1 AB 505 MR FAL FOD 5.58 =08
10928 | AAD | DFT-5-OFDGM, 10.0WMHz, QPSK, 15kHz. 1 RB %G WA FRT FOD B8z 66

0030 | AAG | DF .s-OFDM, 15.0 MHEz, GFGH, 15 kHz, | AB 80G WA FRY FOD 5.58 Y]
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10831 | AAC | DFT-5-OFDM, 20.0 MHz, GFSR, 154Hz, 1 AB SGNAFART FOD 551 +0.5
10832 | ARG | DFI-=-DFDK, 25.0 MHz, QPSR 158z, 1 AB &G NA FR) FOD 5A1 9.5
10833 | AAC | DET-s-OFDM,. S30.0MHz, QPGK, 15RHz 1 RB GG A ERT FOD B+ +0.6
10834 | ARG | OF T-=-0FDOM, 40,0 MRz, QPSK, 15KHz, 1 AR 5G NAEA1 FOD 551 T
10035 | AAD | DF -=-OFDM, 50.0 MHz, GPSK, 15kHz, | AB 56 WA FRT FOD 551 266
10036 | AAD | OF 1-5-OFDM, 50MHE QPSR 15 KHz, 505 AB &0 A FRY FOD 5.80 +0.8
10537 | ARD | DFT-5-0FDM, 10.0 MHZ, OPSK, 15 kHz, 50% RE FG NA FR] FOD B.T7 108
100308 | ARG | DF Ts-0FDM, 15,0 MHz, GPSK, 15 kHz, 50% AE 5GNAFR| FOD 580 +0.6
10030 | AAC | OF I OFDM, 20.0 MHz, GPSK, 15 kHz, 50% RE &G A ERY FOD ) +05
108940 | AAD | OF T-c-LOFDM, 25 0 MHz, QPSK, 15Kz, 500 RB 50 MR ERY FOD 589 185
1054) | ARG | DF T-3-OFDM, 30.0 Mz, GFGK, 15 KHz, 50% A 56 WA PRI FOD .84 156
10842 | AAC | DFT-6-OFOM, 40.0 MHz, QPEH, 15 kHE, 50% AB &G WA FAT FOD 585 166
10843 | AAD | DF T-=-OFDM, 500 MHz, QFEE. 15kHz, 50% RB 55 MNAFR F_DD 545 +0.5
10844 | AAD | OF T5-OFDM, 5.0MAz, (FSK, 15 kHz, 100% RB 5G NH FAVFDD.| 581 =98
10945 | AAD | DFT-5-CFOM, 10.0 MHz, QPSK, 15kHz, 100% A8 5G NA FR1 FOD 586 =856
10045 | AAC | DFT.c-OFDM, 15.0 MHZ, GPSK, 15 kHz, 100% AB 5G NA FA1 FOD 5,80 i85
10947 | AAC | DFT-s-OFDM, 20,0 MHz, GPSK, 15kHz. 100% AB 5& MR FR1 FDD G £98
10048 | AAC | DFT-s-OFDM, 25.0 MHz, PSR, 15%Hz, 100% AB %G NAFR1 FOD .04 266
10845 | AAC | OF I-s4JFDM. 20.0 MHz, GPBI, 15RHZ, 100% AB 50 WA FA FOD B.B7 1]
10850 | AAC | DFT-s-OFDM, 40.0MHz, OPSK, 15%H2. 100% RE EG NR FRI FDD KT 10.6
10851 | AAD | DF T=-OFDM, 50.0 MHz, QPSK, 15z, 100% AB BG NR FR1 FOD 92 +06
10878 | AAA | BDR, 1.0MHz, 76./% DG ULLA 118 1956
10670 | AMA, | HORE, 2.0 MAz, 25 15, DC ULLA A58 186
10880 | AAR | HDRS, 4.0MH2, 165% DG LILLA 1032 +2 6
10861 | AAA | HOApA, 2.0MHz, 89,0% DG ULLA ERE =55
10862 | AAA | HOApE. 4 DMHz, 90.3% DC ULLA 543 06
11013 | AAB | EHTA20, MCST [272.0 hiops), 100.0% DG WLAN Ba7 +9.5
11074 | AAB | EHT320, MGSE (408.0 Mbps), 100.0% DG WLAN B.45 285
1015 | AAB | EHTA20, MCS3 (534.0 MBps), 100,05 DG WLAN B I
11018 | AAB | EHTA20, MGS4 (817.0 Mbps), 100.0% DG WLAN B4 35
11017 | AAB | EHT320, MGSS (1082,0 Mbgs), 160.0% DG WLAN BA1 06
11018 | AAB | EHT320, MCSE (1225 0 Mbgs), 100.0% DG WLAR 8.40 208
11019 | AAB | EHTA20, MCS7 {1361.0 Mbse), 100.0% DG WLAN .25 HE
11020 | AAB | EHTA2D, MCSE (1630,0 MBgs), 100.0% DC WLAN 827 88
11021 | ARE | EHT320, MOGE (18150 Mops), 100.0% DG WLAN §.45 =50
11022 | AAB | ENTA20, MOS10 (2048 0 Mbps), 100.0% D0 WLEN (BT =68
11023 | AAB | EHTAZ0, MGS11 (22600 Mbps), 100.0% DG WLAN B9 <98
11024 | AAB | EHT320, MCS12 (2450.0 Mbps), 100.0% DG WLAN Bz =86
11025 | AAB | EHT320, MCE13 |2722.0 Mbps), 100,0% DG WLAN a7 <08
11026 | ABH | EHTIZD, MGS0 {1360 Mbpe), 100 09 DG WLAN B.a8 196

E Uncertainty |s determined using the max. deviation from linear response applying rectangular distribution and is expressed

for the square of the field value.
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