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Report No. SET2015-18346

Body 1900MHz
Date of
Return Loss (dB) Delta (%0) Impedance | Delta(ohm)
Measurement
2014.08.28 -27.36 - 51.70 -
2015.08.26 -26.94 10.15 51.18 -0.52

The return loss is <-20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior

calibration. Therefore the verification result should support extended calibration.

<Dipole Verification Data>

Body 1900MHz
Tre1 dBMag 10dB/ Ref0dB Cal 1
&
1
-1
-7
Ch1  Start 1.8GHz Pwr 0dBm Stop 2 GHz

1/1/2003, 1:53 AM
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Head 2450MHz
Date of
Return Loss (dB) Delta (%0) Impedance | Delta(ohm)
Measurement
2014.08.28 -27.50 - 51.70 -
2015.08.26 -27.09 9.90 50.99 -0.71

The return loss is <-20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior
calibration. Therefore the verification result should support extended calibration.

<Dipole Verification Data>

Head 2450MHz

Tre1 Smith Ref1U  Cal 1
Tre1 dBMag 10dB/ Ref0OdB Cal 1
T T T s

&ilil

—10

Ch1 Start 25 GHz Pwr 0dBm Stop 2.7 GHz
-70

Ch1  Start 2.35GHz Pwr 0dBm Stop 2.55 GHz
1/1/2003, 1:02 AM
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Body 2450MHz
Date of
Return Loss (dB) Delta (%0) Impedance | Delta(ohm)
Measurement
2014.08.28 -27.56 - 54.30 -
2015.08.26 -27.30 6.17 55.11 0.81

The return loss is <-20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior

calibration. Therefore the verification result should support extended calibration.

<Dipole Verification Data>

Body 2450MHz

Tre1 dBMag 10dB/ Ref0dB Cal

1 Tre1 Smith Ref1U Cal

&

—1

S

-7

Ch1  Start 2.35GHz
1/1/2003, 1:02 AM

Pwr 0 dBm

Stop 2.55GHz Ch1  Start 2.35GHz

1/1/2003, 1:03 AM

Pwr 0 dBm

Stop 2.55 GHz

End of the Report
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