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Calibration Laboratory of o :

Schmid & Partner SN
Engineering AG

Zeughausstrasse 43, 8004 Zurich, Swikedand

Schwelzarischer Kalibrierdienst
Service suisse ditalonnage
Servizio svizzero di taratura
Swiss Calibration Service
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Accredited by the Swiss Accreditation Service {SAS)
The Swiss Accreditation Service is one of the signatories to the E4&
Multilateral Agreement for the recognition of calibration cortificates

Cliant Spﬂr,hn-l{ﬂ-{ﬁﬂ.rdani

Accreditation No.: SCS 108

Certificate No: EX3-3911_Apr13

CALIBRATION CERTIFICATE |

Ohject EX3DW4 - SN:3911

Calibration procedure{s)

QA CAL-01.vB, QA CAL-23.v4, QA CAL-25.v4
Calibration procedure for dosimetric E-field probes

Calibration data:

April 11, 2013

This calibration certificate documents the fracealsility ko national siandards, which realize the physical units of measuremants (31
The measuremants and the wcartainties with confidence probability are given on the fallowing pages and are part of the cerificata,

All calibraticns have been conducted in the chosed laboratory facility; emviranment temperature (22 £ 3)°C and humididy = 70%.,

Ijalil:fatinﬂ Equipment used (MATE crilical for calibration)

Primary Standards I Cal Date (Cerificate No.) Scheduled Calibration =1
| Powar meter E44188 GB41223874 04-Apr-13 (No. 217-01733) Apr-14

Power sensor E441268 MY4148B0E7 Od4-Apr-13 (Na. 217-01733) Apr-14

Reference 3 dB Attenuator SN: 55054 [3c) Qd-Apr-13 (No. 21701737 Apr-14

Reference 20 d8 Attenuaior SN: 55277 (20u) Qd-Apr-13 (Mo, 217-01735) Apr-14

Reference 30 dB Atenuator Sh: 55120 (30h) C4-Apr-13 (No. 217-01738) Apr-14

Refergncs Probe ES30V2 SH: 3013 28-Dec-12 (Mo, ES3-3013_Dec12) Dec-13 _

OAE4 Bh- BB 31-Jan-13 (Mo, DAE4-660_Jan13) Jan-14

Secondary Standards 10 Check Dale {in house) Scheduled Check

RF ganerator HP 85480 US3sd42u01ro0 4-Aug-58 (in house check Apr-13) In nowse check: Apr-15

hatwork Anzlyzer HP B753E US3¥ 300585 18-0ct-01 (in house chack Oot-12) In rouse check: Oct-13

Marme Function Signature
Calbrated by: Jeton Kastrat Laboratory Technician : — F (_/CZ/
Approved by Katja Pokovic Technical Manager % % i |
Issued: April 11, 2013
This calibration cerificate shall net be reproduced except in full without writien approval of the lahoratony J

Certificate No: EX3-3911_Apr13
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