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ICALIBFIATION CERTIFICATE |

Object D2600V2 - SN: 1061

Calibration procedure(s)

Calibration date:

QA CAL-05.v9

Calibration procedure for dipole validation kits above 700 MHz

November 19, 2014

Calibration Equipment used (M&TE critical for callbration)

This calibration certificate documents the traceability to national standards, which realize the physical units of measurements (SI).
The measurements and the uncertainties with confidence probability are given on the following pages and are part of the certificate.

All calibrations have been conducted in the closed laboratory facility: environment temperaiure (22 = 3)°C and humidity < 70%.

This calibration cerlificate shall not be reproduced except In full without written approval of the laboratory.

Primary Standards 1D # Cal Date (Certificate No.) Scheduled Calibration

Power meter EPM-4424 GB37480704 07-Oct-14 (No. 217-02020) QOct-15

Power sensor HP 8481A US37292783 07-Oct-14 (No. 217-02020) Oct-15

Fower sensor HP 8481A MY41092317 07-Oct-14 (No. 217-02021) Oct-15

Referantce 20 dB Attenualor SN: 5058 (20k) 03-Apr-14.(No. 217-01818) Apr-15

Type-N mismatch combination SN: 5047.2 /06327 03-Apr-14 (No. 217-01821) Apr-15

Referance Frobe ES3DV3 SN: 3205 30-Dec-13 (No, ES3-3205 Dec13) Dec-14

DAE4 SN: 601 18-Aug-14 (No. DAE4-801_Aug14) Aug-15

Secondary Standards 1D # Check Date {in house) Scheduled Check

RF generator R&S SMT-06 100005 04-Aug-99 (in house check Oct-13) In house check: Oct-18

Metwork Analyzer HP 8753E US37390585 S4206 18-Oct-01 (in house check Oct-14) In house check: Oct-15
Name Funetion Signature

Callbrated by: Jeton Kastrati Laboratory Technician { ] e

L —— - —
Approved by: Katja Pokovic Technical Manager

AT

Issued: November 18, 2014

Certificate No: D2600V2-1061_Novi4
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