Measurement equipment list

USE Equipment Company Model No. Serial No. | Calibrated by | Cal. Method | Cal. Due Cal. Date
X [Spectrum Analyzer ROHDE&SCHWARZ FSV40 487/641405 JEPSI C 2024.5.31 202355
X |RF test system ROHDE&SCHWARZ TS8997 487/391835 JEPSI C 2023.11.30  [2022.11.24
X [Power Probe ROHDE&SCHWARZ NRP-Z81 487/431819 JEPSI C 2023.11.30 2022.11.26

Notel: BIEEHIBRDRIE X, 1FEMANTY.
The calibration of measurement equipment is valid for one year period.

Note2: "X" [ fEFALI=RIEHETY
"X" used equipment.

Note3: BRIE 3% ... 1) IHILATBUE N B HREE AT (LU TIHEE L0, RIEEBZEO+H/\FE—BOREREMBEITD
Cal.Method ... BIE

a) : Calibration conducted by the National Institute of Information and Communications Technology(NICT)(hereinafter referred to
as "NICT") or a designated calibration agency under Article 102-18 paragraph (1)

n:EtEE (FROEEEER TS FEZTEEL XEFEEETNE OREICEIRKE
b): Correction conducted pursuant to the provisions of Article 135 or Article 144 of the Measurement Law (Law No. 51 of 1992)

NAEICBEVTITSRETHO T MERIZEE &0+ /\E—EOBREREMKBEAITIRIEICHESY
TH5LD

¢): Calibration conducted in foreign countries, which shall be equivalent to the calibration conducted by the NICT or a designated
calibration agency under Article 102-18 paragraph (1)

):BIREZDTHRICEBIFHRAERZDMDFRHFETH DT ADSNETOVNThMNIBITIRESFE
ZF-LOERAVTITIRES

d) : Calibration conducted by using measuring instruments and other equipment listed in the right column of Table No. 3 attached
hereto, which shall have been given any of calibration, etc. listed above from a) to c)




