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1. - &F3
G o AT ARG 'L
- Eok2 AP IRFI IR 116565014
Qi B 1. AViITA CORPORATION
2. AVITA (Wujiang) Co., Ltd.
1. 9F, No.78, Sec.1, Kwang-Fu Road, San-Chung District, New
eI Taipei City. 24158, Taiwan ) |
2. No. 858, Jiao Tong Road, Wujiang Economic Development
Zone, Jiangsu Province, P.R. China
g L BRPIFHEF LD
REEP R 33377 S AFF &L R4R 8- B 38 5L

1. MRT facility is a FCC registered (Reg. No. 291082) test facility
with the site description report on file and is designated by the
FCC as an Accredited Test Firm.

2. MRT facility is an IC registered (MRT Reg. No. 21723) test

REFIFTHR laboratory with the site description on file at Industry Canada.

3. MRT Lab is accredited to ISO 17025 by the Taiwan Accreditation
Foundation (TAF Cert. No. 3261) in EMC, Telecommunications
and Radio testing for FCC (Designation Number: TW3261),
Industry Taiwan, EU and TELEC Rules.

P 5% % RIERS E ® R (°C):20-35 / ;BE (%RH):30-65
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A& LM Care+ 3-in-1 smart non-contact baby thermometer
A 538 MBP75SN

R Motorola

38 (@ motorola

BEFH 2402~2480MHz

i Bluetooth: V4.2 LE

R A GFSK

FRP TR DC 3V (By Battery)

ﬁa-"ﬁ]ﬂ’. ¥ -2.901dBm
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Type of modulation GFSK

Data Rate 1Mbps(GFSK)

V4.2 LE

Channel Frequency Channel Frequency Channel Frequency

00 2402 MHz 01 2404 MHz 02 2406 MHz
03 2408 MHz 04 2410 MHz 05 2412 MHz
06 2414 MHz 07 2416 MHz 08 2418 MHz
09 2420 MHz 10 2422 MHz 11 2424 MHz
12 2426 MHz 13 2428 MHz 14 2430 MHz
15 2432 MHz 16 2434 MHz 17 2436 MHz
18 2438 MHz 19 2440 MHz 20 2442 MHz
21 2444 MHz 22 2446 MHz 23 2448 MHz
24 2450 MHz 25 2452 MHz 26 2454 MHz
27 2456 MHz 28 2458 MHz 29 2460 MHz
30 2462 MHz 31 2464 MHz 32 2466 MHz
33 2468 MHz 34 2470 MHz 35 2472 MHz
36 2474 MHz 37 2476 MHz 38 2478 MHz
39 2480 MHz N/A N/A N/A N/A

2.3 BlFEAE

Test Mode Mode 1: # & ®- 1Mbps(LE)

Mode 2: £z - 1Mbps(LE)
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2.4 RIpEE

Fpl 4 plER B B
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2.5 RE% #
R R RIRPE o B JETe f REPE L R ¢ fidoT

N/A.

2.6 ¥itiepB

Turn on the power of all equipment.

Execute program

Configure the test channel and the data rate.

Eatl I

Start test.
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3. RIFKRAP M

%R @ E — SR2
RE LA EY )5 A S Jen | i g ookp
Two-Line V-Network R&S ENV216 MRTTWAO00019 1 year 2021/3/26
Two-Line V-Network R&S ENV216 MRTTWAO00020 1 year 2021/4/24
EMI Test Receiver R&S ESR3 MRTTWAO00045 1 year 2021/5/26
554+ — AC1
RE LA it 215 M A S Wer &' | DG okp
Broadband TRILOG
SCHWARZBECK VULB 9162 MRTTWAO00001 1 year 2021/10/5
Antenna
Broadband Horn
SCHWARZBECK BBHA 9120D MRTTWAO00003 1 year 2021/4/24
antenna
Broadband
SCHWARZBECK BBV 9718 MRTTWAO00005 1 year 2021/4/24
Preamplifier
Signal Analyzer R&S FSV40 MRTTWAO00007 1 year 2021/3/24
EMI Test Receiver R&S ESR3 MRTTWAO00009 1 year 2021/3/25
BEERKA —SR2
RE A Wik p 25 M A s REET | R ocp
EXA Signal Analyzer KEYSIGHT N9010A MRTTWAO00012 1 year 2021/10/14
EXA Signal Analyzer KEYSIGHT N9010B MRTTWAO00074 1 year 2021/7/14
X-Series USB Peak
and Average Power KEYSIGHT U2021XA MRTTWAO00015 1 year 2021/3/26
Sensor
EMI ipl3# gt
Rl - A Wi B A
e3 Audix 9.160520a
EMI Quietek V3
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4. LR FETR

%R B EEp-T R (Conducted Emission- Power Line)

Measuring Uncertainty for a Level of Confidence of 95% (U=2Uc(y)):

0.15MHz~30MHz: + 2.53dB
i &+ 3¢ £ 7| (Radiated Spurious Emission)

Measuring Uncertainty for a Level of Confidence of 95% (U=2Uc(y)):

9kHz~30MHz: + 3.92dB

30MHz~1GHz: + 4.25dB

1GHz~18GHz: + 4.40dB

18GHz~40GHz: + 4.45dB
#p %224 & ¢ (Frequency Error)

Measuring Uncertainty for a Level of Confidence of 95% (U=2Uc(y)): +78.4Hz
B % 5 &P (Conducted Power)

Measuring Uncertainty for a Level of Confidence of 95% (U=2Uc(y)): £ 0.84dB
B %=+ 3 ¥ p (Conducted Spurious Emission)

Measuring Uncertainty for a Level of Confidence of 95% (U=2Uc(y)): £ 2.65 dB
ik * 47 5 (Occupied Bandwidth)

Measuring Uncertainty for a Level of Confidence of 95% (U=2Uc(y)): 3.3%
B R/ RR (Temp./ Humidity )

Measuring Uncertainty for a Level of Confidence of 95% (U=2Uc(y)): +0.82°C/ +3%
2 n %k (DC Voltage)

Measuring Uncertainty for a Level of Confidence of 95% (U=2Uc(y)): +0.3%
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A& LH Care+ 3-in-1 smart non-contact baby thermometer
A5 MBP75SN
2R & BRlE P L] BlEEE | R
3.3 TRBE Mt SR T R 3.3 & N/A %51 % &
4.10.1.2 i Py < 30.00dBm e % 52% &
4.10.1.3 ¥ EN 5 3 P T A8 HL B 4.10.1.3 & we %53 %4
4.10.1.5 F bR < 20dBc(Peak) g %54 %
3.6 T S R i3 SR T AB TR 3.6 & # e % 55 % &
! < 74dBuV/m(Peak) . .
3.5 #EF B % PR % 56 F &
< 54dBuV/m(Average)

4.10.1.6(2)(A) AR > 500KHz R $57% &
4.10.1.6(2)(B) AT A < 8dBm . 5 58 % &

KL f e Mt LTRSS B A RP S E A E 2 e 4 &R RS R L
E3 3 RPIEFRETADE o
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5.1 ¢ kb3 p)E

5.1.1 € i

F Rl B ST IMI2mP0.8m e AL £ E 45 400m (K A FBTH 1) BER 2 T

R R AP B (LISN) » e B 45 i T LISNBEBO 2 4 » s g 1205 4

S 2N FAFPRE T RAY Sk T4 400m o T AT F LR ET o L F FR4 2 L a(Line) 2 oM
(neutral) & - = £ ] -

TRABH 2 R Hd 0.15MHz ~30MHz - #7 § 22 3§ i % 3 2 % % & (Quasi-Peak Value)z
#aig (Average Value) 3% 4% fc s 2 f2 4747 T 5 9kHz -

R OPE ARSI R S R LB SL e Y - BRI )
= 2

5.1.2 4| & &

MR G R M "EHE“’ » BB Ew FRA YRS A 150kHZE 30MHz 2. $+4F T B (A7 R+
F - TR R )R] TR E AT A 4772 e o PR PR SES0M T TI(uH) 2 50% 4 (Q)2- TR
Sre i e B (LISN) o 45 5 & e s MM E S H o

Frequency #7 5 4 &l @ 34 i# (dBuV)
MHz b N I iaE
0.15-0.50 66-56:) 56-46:)
0.50-5.0 56 46
5.0-30 60 50

F—— Kli‘htﬁ —-r z Ji‘il’gth)?\‘

5.1.3 PRI W
Non-conductive table
EUT // 1 tepsiol
=) ui%//gx
\ / \ plane

N7 R

0.4m
m
yom ol s s s o P e T g
0.4 m to vertical ground Bonded to horizontal.+
reference plane ground plane

L

Vertical ground reference plane
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514 THGEREES

PERIFOTRITS BT F A FRIBTRBE
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52 % & Li!?}ﬁ]

521 &p3 ik

BRI L R SRR B L R0 T R DA R 5 0 R O A R T R4
6dB3F &g TR ESEL o ,ﬁ%l‘é * P RBIE N TR R Y B @,%@?]4';4 Fivipg
;\: o

5.2.2 "4 & &

e (732 2400-2483.5 MHz 2 BHiF 2 #ic (=33 % 3 54 B 11 £ 5725-5850 MHz2_ g4 5 S+ E H 0 TW(5 )12
T R EME A A BRI L | § K R T SRR E 2 54.10.1.6(1)(A)@) &, 3 U iE
50.125 W(3 )L o

PR OTEE GV BEE L (T 0 FH AR M2 2 e P FAZE6dBI 0 R TR 2 dBEcE £ " M
A2 o e O R BB GEMR TR 0 R & T AR 2

(1) 5:2400-2483.5:¢ 4 (MHz) % » 3 5 5t % 812 3 % 124 & 4 H6dBI » o>+ 5 4iH3dB*% i< 1dB2
B3 tﬁ_@?l drzd oo

(2) # (£3:5725-5850¢ #(MHz)% » £ 5 5F % 812 & & 114 5 4B6dBI > 7 F " i< o

5.2.3 R W

E UT Attenuator

Page Number: 15 of 50



Report No.: 2011TW8602-T1
5.2.4 % &% éﬁrﬁ] D Foplia e &
TS Care+ 3-in-1 smart non-contact S 2020/6/5
FRE A baby thermometer T
Rk MBP75SN BRI BRR 25°C / 58%
PIESF [ PR AREF SR2 / Eric
Test Mode Channel Frequency Peak Power Limit
No. (MHz) (dBm) (dBm)
LE(1Mbps) 00 2402 -3.882 <30
LE(1Mbps) 19 2440 -3.434 <30
LE(1Mbps) 39 2480 -2.901 <30
B oL M EPIES 7 MH4p 4~ (Cable Loss=1dB) -
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Report No.: 2011TW8602-T1

CH19 (2440MHz) LE(1Mbps)

Agilent Spectrum Analyzer - Swept SA

Avg Type: Log-Pr Frequency

rFast gy Trig: Free Run Avg|Hold:> 1001100
W GainsLow _ #tten: 10 4B
Auto Tune
Ref Offset 12 dB

Ref 12.00 dBm
Center Freq)
2.402000000 GHz|
StartFreq
2397000000 GHz|
Stop Freq
2.407000000 GHz|

CF Step’
1.000000 MH

[ 4001 . "~ Avg Typa: Log-Pur
Center Freq 2440000000 . Fast ta Trig: FreeRun AvglHold:> 1001100
IFGainiLaw __ #Amen: 10 dB

Ref Offset 12 dB
Ref 12.00 dBm

"

Wﬂ 'WW"

Center 2.402000 GHz ‘Span 10.00 MHz Center 2.440000 GHz Span 10.00 MHz
#Res BW 3.0 MHz #VBW 8.0 MHz Sweep 1.000 ms (1001 pts) #Res BW 3.0 MHz #VBW 8.0 MHz Sweep 1.000 ms (1001 pts)
=3 status =3 sTaTus

Avg Type: Log-Pur
% Trig: Free Run AvglHeld:» 1001100
#hzten: 10 dB

Ref Offset 12 dB
Ref 12.00 dBm

Center 2.480000 GHz Span 10.00 MHz
#Res BW 3.0 MHz #VBW 8.0 MHz Sweep 1.000 ms (1001 pts)

s sTaTUS
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53 Mz & &

53.1 "4 & £

R FL A BRL [ ¢ M AP TR 2 $4.10145 R AR AT P LT ERT
2] e

Mo FAHE R B F AR O TR Y 2 M i 2T L HIN S b2 48 4 (unique
coupling) = ;% :d k4548 - ﬁli%i‘??{?l i r X ﬂ:}ﬁb&m BTz Ao w2 FRFARF gl
ZAMAT Bl LT HZEE T AL %@«ﬁ%&’ﬁ’&r: BNC - F type ~ N type ~ M type ~
UG type ~RCA~SMA~SMB... 5% 2 # ¢4 2371 ¥ & MR E £ -

532 % &N
s # % 45 PCBAntenna Type » (¥ ' % s34 2)

Antenna List

No. Manufacturer Part No. Peak Gain
1 N/A N/A 1.22dBi
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5.4 F *hg &1
5.4.1 €l i

FRlP 2 2 R G F 2 %R B 4Rl 2T A 41 & RF 4~ R

(1) 57 5 4545 4 T K2 fe R % N gl Sl 8 0B 02 2 0 SRl A 4 2 B PO B 5 10 =gk ik et
FoRupEA K FEA BRI E 2IVES R

(2) 134748 % 5 100 kHz » ARZUME H 7 | 3¢ 3494 B

(3) Fh P = ;’1 B0 ek o0 LM E o B S B % 9 (Max Hold) -

(4) BARfeR T E PR ez L T o TR r 2 B A4y T2 U E o

542 "F|& F

” wgp%%lﬁ] haim R 100 F 4 (KHZ)R o 5 S E TR 2 chbPITE SRR R R PREY ¢ 3 B

91 55 % 2 100 F A (kHz)F\ PR 4 S R UG AeT

(1) #5720t ot SPIE QA POITRP 2 = 2% @R e F 5 R Rl 0 2P F R P 20dB 0 7
% TGS R SRR

(2) B 7 S g Rk 2 o RS RS SN 2 AR 30dB -
(3) 35 B P AR AR IE S i & e FIDE T PR S 36 B R

5.4.3 RIFH¥HW

Spectrum Analyzer

8 | Attenuator E UT
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5.4.4 % *h{F SRR %

CHO00 (2402MHz) LE(1Mbps)

CHO00 (2402MHz) LE(1Mbps)

Agilent Spectrum Analyzer - Swept SA
Start Freq 2.390000000 GHz
e

IFGai

Ref Offset 12 dB.
Ref 12.00 dBm

u 10:07:43 P 05,
Avg Type: Log-Pwr c Frequency
Trig: Free Run

#Aten: 10 dB
Auto Tune|

‘Agilent Spectrum Analyzer - Swept SA
StartFog 30000000 Mz rprnn A

PHO: Fast Lyl
#Aten: 10 dB

IFGain:l o

Ref Offset 12 dB
Ref 12.00 dBm

Start 2.39000 GHz Stop 2.50000 GHz
#Res BW 100 kHz Sweep 10.53 ms (1001 pts)|
FUNCTION | FUNCTION WIDTH

1

2

3

4

5

6

7

]

9

— Stop 1.0000 GHz

« E #VBW 3.0 MHz Sweep 2.133 ms (32001 pts)
= = sTaTus

Agilent Spectrum Analyzer - Swept SA

‘Start Freq 1.000000000 GHz
.

IF Gai

Ref Offset 12 4B
Ref 12.00 dBm

#VBW 3.0 MHz

Avg Typs: Log-Pwr
N Trig: Free Run AvglHeld:> 100100

#Atten: 10 dB

Stop 13.000 GHz
Sweep 21.33 ms (32001 pts)

Agilent Spectrum Analyzer - Swept SA

‘Start Freq 13000000000 GHz
PRO: Fast Ly
IFGain:Law

Avg Typs: Log-Pur
N Trig: Free Run AvglHeld:> 100100

#Atten: 10 dB

Ref Offset 12 4B
Ref 12.00 dBm

'Start 13.000 GHz Stop 25.000 GHz
Sweep 21.33 ms (32001 pts)

#Res BW 1.0 MHz #VBW 3.0 MHz

Agilent Spectrum Analyzer - Swept SA

IFGai

Ref Offset 12 dB.
Ref 12.00 dBm

Start Freq 2.390000000 GHz
e

Frequency

Trig: Free Run

#Aten: 10 dB
Auto Tune|

Stop 2.50000 GHz
Sweep 10.53 ms (1001 pts)|

T
B

10-11:01 P A
Avg Type: Log-Pwr TRACE]
! Trig: Free Run AvglHold:> 1001100

PHO: Fast Lyl
#Aten: 10 dB

IFGain:l o

Ref Offset 12 dB
Ref 12.00 dBm

Stop 1.0000 GHz
Sweep 2.133 ms (32001 pts)

#VBW 3.0 MHz

STATUE.
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CH19 (2440MHz) LE(1Mbps)

Agilent Spectrum Analyzer - Swept SA

Start Freq 1.000000000 GHz
-

I Galn:Lowr

Ref Offset 12 dB
Ref 12.00 dBm

'Start 1.000 GHz
#Res BW 1.0 MHz

#VBW 3.0 MHz

10:11;38 PM s (5, 2020

Avg Type: Log-Pwr TRAC

" Trig: Fres Run AvglHold:> 100100
#Atten: 10 dB

Stop 13.000 GHz
Sweep 21.33 ms (32001 pts)

10:12:31 P 05, 2020

Agilent Spectrum Analyzer - Swept SA

s 3 Y e - I Frequency
Avg Typs: Log-Pur TRA

Start Fred 13.000000000 ,.. oS! Trig: Free Run AvalHords 100100

WGainclmwe " #isten: 10 45
Auto Tune

Ref Offset 12 dB
Ref

12.00 dBm

Stop 25.000 GHz
Sweep 21.33 ms (32001 pts)

sTaTUS

'Start 13.000 GHz

#Res BW 1.0 MHz #VBW 3.0 MHz

Agilent Spectrum Analyzer - Swept SA

IFGal

Ref Offset 12 dB.
Ref 12.00 dBm

Start 2.39000 GHz

SCom~anmuns

Start Freq 2.390000000 GHz
e

10-03:0 M 1 05,

Avg Type: Log-Pwr TRACE
Trig: Free Run

#Atten; 10 dB

Stop 2.50000 GHz
Sweep 10.53 ms (1001 pts)|

T
B

Agilent Spectrum Analyzer - Swept SA
: : = 1 Frequency

ST RO o Frechun  Avglhaldn 100700

IFGain:Low _ #Aften: 10 dB

Ref Offset 12 4B
Ref 12.00 dBm

Center Freq
516.000000 MHz

Stop 1.0000 GHz
Sweep 2.133 ms (32001 pts)

STATUE.

#VBW 3.0 MHz

Agilent Spectrum Analyzer - Swept SA

Ref Offset 12 dB
Ref 12.00 dBm

'Start 1.000 GHz
#Res BW 1.0 MHz

‘Start Freq 1.000000000 GHz
-
IF Gain:Low #ittan: 10 dB

Avg Typs: Log-Pwr
Trig: Free Run AvglHeld:> 100100

Stop 13.000 GHz
Sweep 21.33 ms (32001 pts)

#VBW 3.0 MHz

Agilent Spectrum Analyzer - Swept SA

Start Freq 13.00000000 GHz
i0: fost oy Trig: Free Run
I GainLaw _ #Amen: 10 dB

Avg Typs: Log-Pur
AvglHeld:> 100100

Ref Offset 12 dB
Ref 12.00 dBm

'Start 13.000 GHz Stop 25.000 GHz
Sweep 21.33 ms (32001 pts)

#Res BW 1.0 MHz #VBW 3.0 MHz
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55 BHTHFREA

551 &3 %

FRFEEEELe (FFAAAFENF ) XPPFRFINT R BB TR ERG 2
AL L DN TR KPR TE P PIEFREERITT A A AT RDDT S o X
PRI 2R R 2 TRRE AR L5 P RRIR A PG DR AT BT R L AR B
IRFEE o TR AKEF DM TIRAT L AR o kg 7 360 B a0 Tk ME VR
FRly MR > 3RV 12 4 2 FRE > NERFRF L S FHTHRAE BRI B
KT 2 LB AR L B o (BRI 4R S 1995 ANSI C63.10-2013 5= 4 » Fipldrick £ ¥
oo 1G T R F R 5 80em/1G 1 F Hek B & 5 150cm)

h:]

(1) - #F 3] & % 1000 MHz 225, @ * CISPR % & # % ®
(2) E- #FH 4 1000 MHz 2 2185 > @ * Tiod ik BRlE > § AT UE L ToEm (2

1000 MHz 127) > % Bl %,i;ﬁé 1% 8 ek B(RBW:AMHZz,VBW:3MHz)#7p| & 2_ % & > =i {# &
WU E 0 B EF UG E S Bk T E S 20dB -

Bl FRrrF 858 2 K FHEZ B A BIERREE 0 Y iedidk 4 dlkiE o

55.2 "H|& £

HEHBEPEARETLA2ZVE > P HARE2 B3 EANLRFHBER o LAFRE R MR
Btz e s & o

#E < (f) THBR B EE
(MHz) (Brik /2 = 5 uV/m) or)
0.009 < f < 0.490 2400/f(kHz) 300
0.490 < f<1.705 24000/f(kHz) 30
1.705 < f< 30 30 30
30<f<88 100 3
88 <f<216 150 3
216 < f< 960 200 3
960 < f 500 3

FER T2 R HRAE O F I F A 9kHz~90 kHz ~ 110 kHz~490 kHz 2 1000MHz 2} o  H§
RIEMToERA T AR D RR LM FEIFRSETRE S 6.14. 8 2 R BB e
&2 CISPR #4% f(quasi-peak) it BipIE & b0 b & 9idn R 2 JERPIE P B &% 6.5 22

oo g S BRME S R L M SR TR S 612 2 R e

Page Number: 22 of 50



Al

!
I‘ Report No.: 2011TW8602-T1

5.5.3 RIF* W

Under 30MHz Test Setup

EUT

Loy
T C 1
08m L 3Im ——
(Turntable)

Test Receiver [! _]”. ']

ie-a

Under 1GHz Test Setup

(Antenna Tower)

Antenna
|l

o.sTm | e l cl ” A IE‘;

(Turntable) —

Test Receiver
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1GHz ~ 18GHz Test Setup:

1~4m

3m
(Turntable)

F———
Spectrum Analyzer
a ¥ _E

(Antenna Tower)

Pre-Amplifier

18GHz ~25GHz Test Setup:

[i] (Antenna Tower)

Antenna

—=

Spectrum Analyzer
Preampifer (Suri

= 4

(Turntable)

Page Number: 24 of 50



Report No.: 2011TW8602-T1

554 BHTHFRARPES

Care+ 3-in-1 smart non-contact baby
EUT Date of Test 2020-11-19
thermometer
Factor VULB 9162 Temp. / Humidity 24°C /58%
Polarity Horizontal Site / Test Engineer AC1/ Jay
Test Mode BLE TX 1Mbps CH 19 Test Voltage By Battery
60 Level (dBuWim)
HCC LPOO02_30MHz-AGHz__ QP
50 [
|
[
40
30 5
1 4 T
20 2 3
10
D S— S—
30 50 100 200 500 1000
Frequency (MHz)
. Frequency | Reading | C.F Measurement | Margin Limit | Height | Angle | Remark
o]
(MHz) (dBuV) (dB) (dBuV/m) (dB) |(dBuV/m)| (cm) | (deg) |(QP/PK/AV)
1 48.430 -1.05 21.97 20.92 -19.08 | 40.00 100 100 QP
2 105.660 -0.34 18.91 18.57 -24.93 | 43.50 100 105 QP
3 191.990 0.12 18.98 19.10 -24.40 | 43.50 100 50 QP
4 243.400 0.61 20.32 20.92 -25.08 | 46.00 100 150 QP
5 365.620 -0.32 23.49 23.17 -22.83 | 46.00 100 220 QP
6 515.970 0.41 26.41 26.82 -19.18 | 46.00 100 80 QP
Note:

1. " *", means this data is the worst emission level.
2. C.F (Correction Factor) = Antenna Factor (dB)+ Cable Loss (dB).
3. Measurement (dBuV/m) = Reading(dBuV) + C.F (Correction Factor).

4. The emission levels of other frequencies are very lower than the limit and not show in test report.
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Report No.: 2011TW8602-T1

Care+ 3-in-1 smart non-contact baby
EUT Date of Test 2020-11-19
thermometer
Factor VULB 9162 Temp. / Humidity 24°C /58%
Polarity Vertical Site / Test Engineer AC1/ Jay
Test Mode BLE_TX 1Mbps CH 19 Test Voltage By Battery
60 Level (dBuWim})
HCC LPOO0O2_30MHz-1GHzZ__ QP
50
[
40
30 &
1
20 5 3 7
10
D S— —_—
30 50 100 200 500 1000
Frequency (MHz)
~ Frequency | Reading | C.F Measurement | Margin Limit | Height | Angle | Remark
o]
(MHz) (dBuV) (dB) (dBuV/m) (dB) |(dBuV/m)| (cm) | (deg) |(QP/PK/AV)
1 52.310 -1.07 21.62 20.55 -19.45 | 40.00 100 0 QP
2 99.840 -1.93 19.14 17.22 -26.28 | 43.50 100 10 QP
3 189.080 0.25 18.77 19.02 -24.48 | 43.50 100 220 QP
4 244.370 -0.02 20.35 20.33 -25.67 | 46.00 100 180 QP
5 445.160 0.15 24.81 24.96 -21.04 46.00 100 75 QP
6 [*| 657.590 -0.58 28.72 28.14 -17.86 | 46.00 100 200 QP
Note:

1. " *", means this data is the worst emission level.
2. C.F (Correction Factor) = Antenna Factor (dB)+ Cable Loss (dB).
3. Measurement (dBuV/m) = Reading(dBuV) + C.F (Correction Factor).

4. The emission levels of other frequencies are very lower than the limit and not show in test report.
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Report No.: 2011TW8602-T1

Care+ 3-in-1 smart non-contact baby
EUT Date of Test 2020-11-19
thermometer
Factor VULB 9162 Temp. / Humidity 24°C /58%
Polarity Horizontal Site / Test Engineer AC1/ Jay
Test Mode BLE_RX 1Mbps CH 19 Test Voltage By Battery
60 Level (dBuWim)
HCC LPOO0O2_30MHz-1GHzZ__ QP
50 [
|
[
40
30 G
1 4 7
20 z 2
10
D S— S—
30 50 100 200 500 1000
Frequency (MHz)
~ Frequency | Reading | C.F Measurement | Margin Limit | Height | Angle | Remark
o]
(MHz) (dBuV) (dB) (dBuV/m) (dB) |(dBuV/m)| (cm) | (deg) |(QP/PK/AV)
1 49.654 -1.06 22.03 20.97 -19.03 | 40.00 100 105 QP
2 110.132 -0.47 18.69 18.23 -25.27 | 43.50 100 110 QP
3 180.032 0.23 17.38 17.62 -25.88 | 43.50 100 60 QP
4 245.231 0.73 20.38 21.11 -24.89 | 46.00 100 140 QP
5 355.121 -0.46 23.32 22.85 -23.15 | 46.00 100 210 QP
6 516.330 0.53 26.41 26.94 -19.06 | 46.00 100 90 QP
Note:

1. " *", means this data is the worst emission level.

2. C.F (Correction Factor) = Antenna Factor (dB)+ Cable Loss (dB).
3. Measurement (dBuV/m) = Reading(dBuV) + C.F (Correction Factor).

4. The emission levels of other frequencies are very lower than the limit and not show in test report.
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Report No.: 2011TW8602-T1

Care+ 3-in-1 smart non-contact baby
EUT Date of Test 2020-11-19
thermometer
Factor VULB 9162 Temp. / Humidity 24°C /58%
Polarity Vertical Site / Test Engineer AC1/ Jay
Test Mode BLE_RX 1Mbps CH 19 Test Voltage By Battery
60 Level (dBuWim)
HCC LPOO0O2_30MHz-1GHzZ__ QP
50 [
|
[
40
30 - &
A
20 1 5 3
10
D S— —_—
30 50 100 200 500 1000
Frequency (MHz)
~ Frequency | Reading | C.F Measurement | Margin Limit | Height | Angle | Remark
o]
(MHz) (dBuV) (dB) (dBuV/m) (dB) |(dBuV/m)| (cm) | (deg) |(QP/PK/AV)
1 49.688 -2.35 22.03 19.69 -20.31 | 40.00 100 5 QP
2 100.264 -1.68 19.17 17.48 -26.02 | 43.50 100 30 QP
3 190.684 0.37 18.94 19.30 -24.20 | 43.50 100 200 QP
4 246.310 0.35 20.42 20.76 -25.24 | 46.00 100 175 QP
5 448.652 0.24 24.87 25.10 -20.90 | 46.00 100 100 QP
6 [*| 662.150 -0.80 28.78 27.99 -18.01 | 46.00 100 230 QP
Note:

1. " *", means this data is the worst emission level.
2. C.F (Correction Factor) = Antenna Factor (dB)+ Cable Loss (dB).
3. Measurement (dBuV/m) = Reading(dBuV) + C.F (Correction Factor).

4. The emission levels of other frequencies are very lower than the limit and not show in test report.
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I‘ Report No.: 2011TW8602-T1

Care+ 3-in-1 smart non-contact baby
EUT Date of Test 2020-11-19
thermometer
Factor BBHA 9120D & BBHA 9170 Temp. / Humidity 24°C /58%
Polarity Horizontal Site / Test Engineer AC1/ Jay
Test Mode BLE TX 1Mbps CH O Test Voltage By Battery
100 Lewvel {dBuVWim)
a0
80 NCC LP0002_1GHz-40GHz_PK
70
G0
I _1 NCC LPO002_1GHz-A0GHZ_AV
50 1 > 3
40
30
20
10
qDDD 58040. 10600. 15400. 202040. 25000

Frequency (MHz)

o Frequency | Reading | C.F Measurement | Margin Limit | Height | Angle | Remark
(MHz) (dBuVv) (dB) (dBuV/m) (dB) |(dBuV/m)| (cm) | (deg) [(QP/PK/AV)
4804.000 44.51 3.28 47.79 -26.21 | 74.00 110 0 Peak
7206.000 34.60 10.88 45.48 -28.52 | 74.00 110 0 Peak
*| 9608.000 33.47 14.62 48.10 -25.90 | 74.00 110 0 Peak
Note:

1. " *", means this data is the worst emission level.
2. C.F (Correction Factor) = Antenna Factor (dB)+ Cable Loss (dB) — Preamplifier(dB).
3. Measurement (dBuV/m) = Reading(dBuV) + C.F (Correction Factor).

4. The emission levels of other frequencies are very lower than the limit and not show in test report.

Page Number: 29 of 50




I‘ Report No.: 2011TW8602-T1

Care+ 3-in-1 smart non-contact baby
EUT Date of Test 2020-11-19
thermometer
Factor BBHA 9120D & BBHA 9170 Temp. / Humidity 24°C /58%
Polarity Vertical Site / Test Engineer AC1/ Jay
Test Mode BLE TX 1Mbps CH O Test Voltage By Battery
100 Lewvel {d BuWim})
a0
80 NCC LP0002_1GHz-40GHz_PK
70
60
[ 1 NCC LP0O002_1GHZ-40GHZ_AV
50 1 = ]
2 3
40
30
20
10
glmm 5200. 10600. 15400. 20200. 25000

Frequency (MHz)

o Frequency | Reading | C.F Measurement | Margin Limit | Height | Angle | Remark
(MHz) (dBuVv) (dB) (dBuV/m) (dB) |(dBuV/m)| (cm) | (deg) [(QP/PK/AV)
1 |*| 4804.000 42.97 3.28 46.25 -27.75 | 74.00 110 0 Peak
7206.000 33.15 10.88 44.03 -29.97 | 74.00 110 0 Peak
9608.000 31.15 14.62 45.77 -28.23 | 74.00 110 0 Peak
Note:

1. " *", means this data is the worst emission level.
2. C.F (Correction Factor) = Antenna Factor (dB)+ Cable Loss (dB) — Preamplifier(dB).
3. Measurement (dBuV/m) = Reading(dBuV) + C.F (Correction Factor).

4. The emission levels of other frequencies are very lower than the limit and not show in test report.
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Report No.: 2011TW8602-T1

Care+ 3-in-1 smart non-contact baby
EUT Date of Test 2020-11-19
thermometer
Factor BBHA 9120D & BBHA 9170 Temp. / Humidity 24°C /58%
Polarity Horizontal Site / Test Engineer AC1/ Jay
Test Mode BLE_TX 1Mbps CH 19 Test Voltage By Battery
1DDLevel {dBu'Wim})
a0
80 NCC LP0002_1GHz-40GHz_PK
70
G0
[ 1 NCC LP0O002_1GHZ-40GHZ_AV
50 T _ 3
=
40
30
20
10
qDDD 58040. 10600. 15400. 202040. 25000
Frequency (MHz)
~ Frequency | Reading | C.F Measurement | Margin Limit | Height | Angle | Remark
o]
(MHz) (dBuV) (dB) (dBuV/m) (dB) |(dBuV/m)| (cm) | (deg) |(QP/PK/AV)
1 ¥ 4880.000 45.70 3.46 49.16 -24.84 | 74.00 110 0 Peak
7320.000 32.27 11.21 43.48 -30.52 | 74.00 110 0 Peak
9760.000 31.79 14.91 46.70 -27.30 | 74.00 110 0 Peak
Note:

1. " *", means this data is the worst emission level.
2. C.F (Correction Factor) = Antenna Factor (dB)+ Cable Loss (dB) — Preamplifier(dB).
3. Measurement (dBuV/m) = Reading(dBuV) + C.F (Correction Factor).

4. The emission levels of other frequencies are very lower than the limit and not show in test report.
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I‘ Report No.: 2011TW8602-T1

Care+ 3-in-1 smart non-contact baby
EUT Date of Test 2020-11-19
thermometer
Factor BBHA 9120D & BBHA 9170 Temp. / Humidity 24°C /58%
Polarity Vertical Site / Test Engineer AC1/ Jay
Test Mode BLE_TX 1Mbps CH 19 Test Voltage By Battery
100 Lewvel {dBuVWim)
a0
80 NCC LP0002_1GHz-40GHz_PK
70
G0
[ 1 NCC LP0O002_1GHZ-40GHZ_AV
50 =
1 b =
40
30
20
10
qDDD 58040. 10600. 15400. 202040. 25000

Frequency (MHz)

o Frequency | Reading | C.F Measurement | Margin Limit | Height | Angle | Remark
(MHz) (dBuVv) (dB) (dBuV/m) (dB) |(dBuV/m)| (cm) | (deg) [(QP/PK/AV)
4880.000 40.25 3.46 43.71 -30.29 | 74.00 110 0 Peak
7320.000 31.90 11.21 43.11 -30.89 | 74.00 110 0 Peak
*| 9760.000 31.08 14.91 45.99 -28.01 | 74.00 110 0 Peak
Note:

1. " *", means this data is the worst emission level.
2. C.F (Correction Factor) = Antenna Factor (dB)+ Cable Loss (dB) — Preamplifier(dB).
3. Measurement (dBuV/m) = Reading(dBuV) + C.F (Correction Factor).

4. The emission levels of other frequencies are very lower than the limit and not show in test report.
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I‘ Report No.: 2011TW8602-T1

Care+ 3-in-1 smart non-contact baby
EUT Date of Test 2020-11-19
thermometer
Factor BBHA 9120D & BBHA 9170 Temp. / Humidity 24°C /58%
Polarity Horizontal Site / Test Engineer AC1/ Jay
Test Mode BLE_TX 1Mbps CH 39 Test Voltage By Battery
100 Lewvel {d BuWim})
a0
80 NCC LP0002_1GHz-40GHz_PK
70
60
[ 1 NCC LP0O002_1GHZ-40GHZ_AV
50 1 - 3
2
40
30
20
10
glnnn 5200. 10600. 15400. 20200. 25000

Frequency (MHz)

o Frequency | Reading | C.F Measurement | Margin Limit | Height | Angle | Remark
(MHz) (dBuVv) (dB) (dBuV/m) (dB) |(dBuV/m)| (cm) | (deg) [(QP/PK/AV)
1 |*| 4960.000 43.18 3.65 46.83 -27.17 | 74.00 110 0 Peak
7440.000 31.62 11.55 43.17 -30.83 | 74.00 110 0 Peak
9920.000 30.22 15.21 45.43 -28.57 74.00 110 0 Peak
Note:

1. " *", means this data is the worst emission level.
2. C.F (Correction Factor) = Antenna Factor (dB)+ Cable Loss (dB) — Preamplifier(dB).
3. Measurement (dBuV/m) = Reading(dBuV) + C.F (Correction Factor).

4. The emission levels of other frequencies are very lower than the limit and not show in test report.
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I‘ Report No.: 2011TW8602-T1

Care+ 3-in-1 smart non-contact baby
EUT Date of Test 2020-11-19
thermometer
Factor BBHA 9120D & BBHA 9170 Temp. / Humidity 24°C /58%
Polarity Vertical Site / Test Engineer AC1/ Jay
Test Mode BLE_TX 1Mbps CH 39 Test Voltage By Battery
100 Lewvel {d BuWim})
a0
80 NCC LP0002_1GHz-40GHz_PK
70
60
[ 1 NCC LP0O002_1GHZ-40GHZ_AV
50 1 - 3
2
40
30
20
10
glnnn 5200. 10600. 15400. 20200. 25000

Frequency (MHz)

o Frequency | Reading | C.F Measurement | Margin Limit | Height | Angle | Remark
(MHz) (dBuVv) (dB) (dBuV/m) (dB) |(dBuV/m)| (cm) | (deg) [(QP/PK/AV)
4960.000 43.83 3.65 47.48 -26.52 | 74.00 110 0 Peak
7440.000 32.07 11.55 43.62 -30.38 | 74.00 110 0 Peak
*|9920.000 32.61 15.21 47.82 -26.18 | 74.00 110 0 Peak
Note:

1. " *", means this data is the worst emission level.
2. C.F (Correction Factor) = Antenna Factor (dB)+ Cable Loss (dB) — Preamplifier(dB).
3. Measurement (dBuV/m) = Reading(dBuV) + C.F (Correction Factor).

4. The emission levels of other frequencies are very lower than the limit and not show in test report.
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Report No.: 2011TW8602-T1

Care+ 3-in-1 smart non-contact baby
EUT Date of Test 2020-11-19
thermometer
Factor BBHA 9120D & BBHA 9170 Temp. / Humidity 24°C /58%
Polarity Horizontal Site / Test Engineer AC1/ Jay
Test Mode BLE_RX 1Mbps CH 19 Test Voltage By Battery
1DDLevel {d Bulim)
a0
80 NCC LP0002_1GHz-40GHz_PK
70
50 [ 1 NCC LP0O002_1GHZ-40GHZ_AV
50
40 tza 5.6
30
20
10
1000 58040. 10600. 15400. 202040. 25000
Frequency (MHz)
o Frequency | Reading | C.F Measurement | Margin Limit | Height | Angle | Remark
(MHz) (dBuV) (dB) (dBuV/m) (dB) |(dBuV/m)| (cm) | (deg) |(QP/PK/AV)
1 1190.719 43.80 -7.10 36.70 -37.30 | 74.00 110 0 Peak
2 1652.906 41.31 -5.33 35.98 -38.02 | 74.00 110 0 Peak
3 1802.188 40.06 -4.94 35.12 -38.88 | 74.00 110 0 Peak
4 2345.125 38.82 -2.90 35.91 -38.09 | 74.00 110 0 Peak
5 3044.250 40.45 -2.38 38.06 -35.94 | 74.00 110 0 Peak
6 |*| 3884.156 37.85 0.48 38.33 -35.67 | 74.00 110 0 Peak
Note:

1. " *", means this data is the worst emission level.
2. C.F (Correction Factor) = Antenna Factor (dB)+ Cable Loss (dB) — Preamplifier(dB).
3. Measurement (dBuV/m) = Reading(dBuV) + C.F (Correction Factor).

4. The emission levels of other frequencies are very lower than the limit and not show in test report.
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Report No.: 2011TW8602-T1

Care+ 3-in-1 smart non-contact baby
EUT Date of Test 2020-11-19
thermometer
Factor BBHA 9120D & BBHA 9170 Temp. / Humidity 24°C /58%
Polarity Vertical Site / Test Engineer AC1/ Jay
Test Mode BLE_RX 1Mbps CH 19 Test Voltage By Battery
1DDLevel {d Bulim)
a0
80 NCC LP0002_1GHz-40GHz_PK
70
G0
I _1 NCC LPO002_1GHz-A0GHZ_AV
50
40| 4pmg OF
30
20
10
1000 58040. 10600. 15400. 202040. 25000
Frequency (MHz)
~ Frequency | Reading | C.F Measurement | Margin Limit | Height | Angle | Remark
o]
(MHz) (dBuV) (dB) (dBuV/m) (dB) |(dBuV/m)| (cm) | (deg) |(QP/PK/AV)
1 1073.844 42.47 -7.62 34.84 -39.16 | 74.00 110 0 Peak
2 1424.469 41.26 -6.07 35.20 -38.80 | 74.00 110 0 Peak
3 1878.156 39.70 -4.74 34.96 -39.04 | 74.00 110 0 Peak
4 2352.031 38.14 -2.87 35.27 -38.73 | 74.00 110 0 Peak
5 3078.781 40.00 -2.26 37.74 -36.26 | 74.00 110 0 Peak
6 [*| 3450.656 39.58 -1.01 38.57 -35.43 | 74.00 110 0 Peak
Note:

1. " *", means this data is the worst emission level.
2. C.F (Correction Factor) = Antenna Factor (dB)+ Cable Loss (dB) — Preamplifier(dB).
3. Measurement (dBuV/m) = Reading(dBuV) + C.F (Correction Factor).

4. The emission levels of other frequencies are very lower than the limit and not show in test report.
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Report No.: 2011TW8602-T1

5.6 44 #%

56.1 £R]* %
&#““ﬂ%Wiw(E ﬂé&ﬁ*/J)’xﬂ%ﬁwiﬁﬁﬁﬁ’%ﬂﬁE@ﬁﬁi%iﬁ
" RPN TAPE S RIREFBEEEATTS A LT R 2PTSE o R
W%ﬁﬁﬁﬂ%i?%mﬁﬁiﬁ’imPiﬂ %m%pm@ﬁdiéﬁéﬁﬁTﬁﬁﬁﬁémk
IR FER o AR E R IRAT U A A o v 360 % g > fjx® My EEF
ﬁ%ﬁm&@’%EPEHA?QW%@’”iﬂ%ﬂ%i&*ﬁ%?%ﬁ&’ﬁﬁ%ﬁi%*$i
23RS 2 Bipl- oo (FRIF 4K 2 4235 ANSIC63.10-2013% » Fipldic s £ ¢ v » 1G
MK B R 5 80em/1Gr F #HK F & 5 150cm)

(1) =- 455 » & 5201000 MHz 2 5., i@ * CISPR# # & & 4 %
(2) -4 F <1000 MHz z 88 > @ * ToEk A BplE » 5 R T2 FHUH|E L ToEp (7
1000 MHz 277 ) » £ gl %;ﬁ—é i 8 ¥k B(RBW:AMHZz,VBW:3MHz)#7ip| £ 2_ 4% (& » 7~ Jf (¢ & 4%
B S B B S B G B BT EE420dB -

5.6.2 "TH|& K&
FOPE TSRS T F R > E e MH MRS AR Y E R T A AR
FEHE R T A “rf'J*fE% PR s BT Hee RS R B e FOSPIE TRHIR 2

% 3.68 "L 2

W F(MHz)[ % (MHz)[% #(MHz)[% #(MHz)[% %(MHz)
0.090~0.110 25.500~25.700 703.00~748.00 2310.0~2390.0 13250~13400
0.490~0.510 37.475~38.275 758.00~803.00 2483.5~2900.0 14470~14500
2.172~2.198 73.500~75.400 825.00~915.00 3260.0~3267.0 15350~16200
3.013~3.033 108.00~138.00 930.00~1240.0 3332.0~3339.0 17700~21400
4.115~4.198 149.90~150.05 1300.0~1427.0 3345.8~3358.0 22010~23120
5.670~5.690 156.70~156.90 1435.0~1626.5 3500.0~4400.0 23600~24000
6.200~6.300 162.01~167.17 1660.0~1785.0 4500.0~5250.0 31200~31800
8.230~8.400 167.72~173.20 1805.0~1880.0 5350.0~5460.0 36430~36500
12.265~12.600 240.00~285.00 1885.0~1900.0 7250.0~7750.0 38600 ¢

13.340~13.430 322.00~335.40 1905.0~1985.0 8025.0~8500.0

14.965~15.020 399.90~410.00 2010.0~2025.0 9000.0~9200.0

16.700~16.755 485.00~510.00 2110.0~2170.0 9300.0~9500.0

19.965~20.020 608.00~614.00 2200.0~2300.0 10600~12700
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5.6.3 iR W

1GHz ~ 18GHz Test Setup:

1~4m

(Antenna Tower)

Pre-Amplifier

18GHz ~25GHz Test Setup:

[iJ (Antenna Tower)

Antenna

AL
Spectrum Analyzer

. Praemcn -\
PreFAmthler . -:-,

-

(Turntable)
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Report No.: 2011TW8602-T1

5.6.4 SEF SRR S

Care+ 3-in-1 smart non-contact baby
EUT Date of Test 2020-11-19
thermometer
Factor BBHA 9120D Temp. / Humidity 24°C /58%
Polarity Horizontal Site / Test Engineer AC1/ Jay
Test Mode BLE TX 1Mbps CHO Test Voltage By Battery
110 Lewvel {(dBuvim)
100
3
S0 NCC Lpnnnz_mHzJ,DGp{lpH
60 NCC LPDUDEJGH;J,DGH;,W?/
40 M
20
%31(} 2330. 2350. 2370. 2390. 2410
Frequency (MHz)
~ Frequency | Reading | C.F Measurement | Margin Limit | Height | Angle | Remark
0
(MHz) (dBuV) (dB) (dBuV/m) (dB) |(dBuV/m)| (cm) | (deg) |(QP/PK/AV)
2389.100 60.38 -2.71 57.67 -16.33 | 74.00 160 150 Peak
2 [*| 2390.000 61.06 -2.70 58.36 -15.64 | 74.00 160 150 Peak
2402.100 94.65 -2.65 92.00 N/A N/A 160 150 Peak
Note:

1. " *", means this data is the worst emission level.

2. C.F (Correction Factor) = Antenna Factor (dB)+ Cable Loss (dB) — Preamplifier(dB).

3. Measurement (dBuV/m) = Reading(dBuV) + C.F (Correction Factor).

4. The emission levels of other frequencies are very lower than the limit and not show in test report.
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Report No.: 2011TW8602-T1

Care+ 3-in-1 smart non-contact baby
EUT Date of Test 2020-11-19
thermometer
Factor BBHA 9120D Temp. / Humidity 24°C /58%
Polarity Horizontal Site / Test Engineer AC1/ Jay
Test Mode BLE TX 1Mbps CH O Test Voltage By Battery
110 Lewvel {dBuVWim)
100
3
20
60 NCC LP0O0D2_1GHz-40GHz_AV
40
1 2
20
%31(} 2330. 2350. 2370. 2390. 2410

Frequency (MHz)

o Frequency | Reading | C.F Measurement | Margin Limit | Height | Angle | Remark
(MHz) (dBuVv) (dB) (dBuV/m) (dB) |(dBuV/m)| (cm) | (deg) [(QP/PK/AV)
*| 2349.900 33.77 -2.88 30.89 -23.11 | 54.00 160 150 Average
2390.000 33.07 -2.70 30.36 -23.64 | 54.00 160 150 Average
2402.000 92.15 -2.65 89.50 N/A N/A 160 150 Average
Note:

1. " *", means this data is the worst emission level.
2. C.F (Correction Factor) = Antenna Factor (dB)+ Cable Loss (dB) — Preamplifier(dB).
3. Measurement (dBuV/m) = Reading(dBuV) + C.F (Correction Factor).

4. The emission levels of other frequencies are very lower than the limit and not show in test report.
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I‘ Report No.: 2011TW8602-T1

Care+ 3-in-1 smart non-contact baby
EUT Date of Test 2020-11-19
thermometer

Factor BBHA 9120D Temp. / Humidity 24°C /58%
Polarity Vertical Site / Test Engineer AC1/ Jay
Test Mode BLE TX 1Mbps CH O Test Voltage By Battery

110 Lewvel {dBuVWim)

100
3
80 NCC LPDDDE_1GH1-4DG>‘[lPH.

50 MCC LPDDD2_1GH1-4DGH1_A‘-.HE/ \

el e

40 .ph*‘"'#'l""rl"l--l'rh"‘:‘." Bl —

20

0
2310 2330. 2350. 2370. 2390. 2410
Frequency (MHz)

o Frequency | Reading | C.F Measurement | Margin Limit | Height | Angle | Remark
(MHz) (dBuVv) (dB) (dBuV/m) (dB) |(dBuV/m)| (cm) | (deg) [(QP/PK/AV)
2388.800 57.61 -2.71 54.90 -19.10 | 74.00 205 360 Peak
*| 2390.000 58.51 -2.70 55.80 -18.20 | 74.00 205 360 Peak
2402.100 92.75 -2.65 90.10 N/A N/A 205 360 Peak
Note:

1. " *", means this data is the worst emission level.
2. C.F (Correction Factor) = Antenna Factor (dB)+ Cable Loss (dB) — Preamplifier(dB).
3. Measurement (dBuV/m) = Reading(dBuV) + C.F (Correction Factor).

4. The emission levels of other frequencies are very lower than the limit and not show in test report.
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Report No.: 2011TW8602-T1

Care+ 3-in-1 smart non-contact baby
EUT Date of Test 2020-11-19
thermometer
Factor BBHA 9120D Temp. / Humidity 24°C /58%
Polarity Vertical Site / Test Engineer AC1/ Jay
Test Mode BLE TX 1Mbps CH O Test Voltage By Battery
110 Lewvel {dBuVWim)
100
3
a0
60 NCC LP0O0D2_1GHz-40GHz_AV
40
1 2
20
%31(] 2330. 2350. 2370. 2390. 2410
Frequency (MHz)
~ Frequency | Reading | C.F Measurement | Margin Limit | Height | Angle | Remark
o]
(MHz) (dBuV) (dB) (dBuV/m) (dB) |(dBuV/m)| (cm) | (deg) |(QP/PK/AV)
* 2350.000 32.69 -2.88 29.81 -24.19 | 54.00 205 360 Average
2390.000 31.70 -2.70 29.00 -25.00 | 54.00 205 360 Average
2402.000 90.23 -2.65 87.58 N/A N/A 205 360 Average
Note:

1. " *", means this data is the worst emission level.
2. C.F (Correction Factor) = Antenna Factor (dB)+ Cable Loss (dB) — Preamplifier(dB).
3. Measurement (dBuV/m) = Reading(dBuV) + C.F (Correction Factor).

4. The emission levels of other frequencies are very lower than the limit and not show in test report.
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Report No.: 2011TW8602-T1

Care+ 3-in-1 smart non-contact baby
EUT Date of Test 2020-11-19
thermometer
Factor BBHA 9120D Temp. / Humidity 24°C /58%
Polarity Horizontal Site / Test Engineer AC1/ Jay
Test Mode BLE_TX 1Mbps CH 39 Test Voltage By Battery
110 Lewvel {d BuWim})
100
1
80 /\ NCC LP0002_1GHz-40GHz_PK
60 M
40
20
%4?5 24.840. 2485, 2490, 24495, 2500
Frequency (MHz)
~ Frequency | Reading | C.F Measurement | Margin Limit | Height | Angle | Remark
o]
(MHz) (dBuV) (dB) (dBuV/m) (dB) |(dBuV/m)| (cm) | (deg) |(QP/PK/AV)
2480.075 92.75 -2.31 90.45 N/A N/A 210 0 Peak
* 2483.500 68.75 -2.29 66.46 -7.54 74.00 210 0 Peak
2483.800 68.10 -2.29 65.81 -8.19 74.00 210 0 Peak
Note:

1. " *", means this data is the worst emission level.
2. C.F (Correction Factor) = Antenna Factor (dB)+ Cable Loss (dB) — Preamplifier(dB).
3. Measurement (dBuV/m) = Reading(dBuV) + C.F (Correction Factor).

4. The emission levels of other frequencies are very lower than the limit and not show in test report.

Page Number: 43 of 50



Report No.: 2011TW8602-T1

Care+ 3-in-1 smart non-contact baby
EUT Date of Test 2020-11-19
thermometer
Factor BBHA 9120D Temp. / Humidity 24°C /58%
Polarity Horizontal Site / Test Engineer AC1/ Jay
Test Mode BLE_TX 1Mbps CH 39 Test Voltage By Battery
110 Lewvel {dBuVWim)
100
'

a0

60 NCC LP0O0D2_1GHz-40GHz_AV

40 23

20

%4?5 24.840. 2485, 2490, 24495, 2500
Frequency (MHz)
~ Frequency | Reading | C.F Measurement | Margin Limit | Height | Angle | Remark
o]

(MHz) (dBuV) (dB) (dBuV/m) (dB) |(dBuV/m)| (cm) | (deg) |(QP/PK/AV)
2479.975 90.27 -2.31 87.96 N/A N/A 210 0 Average
2483.500 39.04 -2.29 36.75 -17.25 | 54.00 210 0 Average
2483.975 37.87 -2.29 35.58 -18.42 | 54.00 210 0 Average

Note:

1. " *", means this data is the worst emission level.
2. C.F (Correction Factor) = Antenna Factor (dB)+ Cable Loss (dB) — Preamplifier(dB).
3. Measurement (dBuV/m) = Reading(dBuV) + C.F (Correction Factor).

4. The emission levels of other frequencies are very lower than the limit and not show in test report.
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Report No.: 2011TW8602-T1

Care+ 3-in-1 smart non-contact baby
EUT Date of Test 2020-11-19
thermometer
Factor BBHA 9120D Temp. / Humidity 24°C /58%
Polarity Vertical Site / Test Engineer AC1/ Jay
Test Mode BLE_TX 1Mbps CH 39 Test Voltage By Battery
110 Lewvel {dBuVWim)
100
1
80 /\ NCC LP0002_1GHz-40GHz_PK
60 NC = Hz AV
40
20
%4?5 24.840. 2485, 2490, 24495, 2500
Frequency (MHz)
~ Frequency | Reading | C.F Measurement | Margin Limit | Height | Angle | Remark
o]
(MHz) (dBuV) (dB) (dBuV/m) (dB) |(dBuV/m)| (cm) | (deg) |(QP/PK/AV)
2480.050 94.15 -2.31 91.84 N/A N/A 140 30 Peak
* 2483.500 70.46 -2.29 68.16 -5.84 74.00 140 30 Peak
2483.950 69.55 -2.29 67.26 -6.74 74.00 140 30 Peak
Note:

1. " *", means this data is the worst emission level.
2. C.F (Correction Factor) = Antenna Factor (dB)+ Cable Loss (dB) — Preamplifier(dB).
3. Measurement (dBuV/m) = Reading(dBuV) + C.F (Correction Factor).

4. The emission levels of other frequencies are very lower than the limit and not show in test report.
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Report No.: 2011TW8602-T1

Care+ 3-in-1 smart non-contact baby
EUT Date of Test 2020-11-19
thermometer
Factor BBHA 9120D Temp. / Humidity 24°C /58%
Polarity Vertical Site / Test Engineer AC1/ Jay
Test Mode BLE_TX 1Mbps CH 39 Test Voltage By Battery
110 Lewvel {d BuWim})
100
'

a0

60 NCC LP0O0D2_1GHz-40GHz_AV

40 23

20

%4?5 24.840. 2485, 2490, 24495, 2500
Frequency (MHz)
~ Frequency | Reading | C.F Measurement | Margin Limit | Height | Angle | Remark
o]

(MHz) (dBuV) (dB) (dBuV/m) (dB) |(dBuV/m)| (cm) | (deg) |(QP/PK/AV)
2479.975 91.29 -2.31 88.99 N/A N/A 140 30 Average
2483.500 40.12 -2.29 37.83 -16.17 | 54.00 140 30 Average
2484.025 38.84 -2.29 36.55 -17.45 | 54.00 140 30 Average

Note:

1. " *", means this data is the worst emission level.
2. C.F (Correction Factor) = Antenna Factor (dB)+ Cable Loss (dB) — Preamplifier(dB).
3. Measurement (dBuV/m) = Reading(dBuV) + C.F (Correction Factor).

4. The emission levels of other frequencies are very lower than the limit and not show in test report.
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Report No.: 2011TW8602-T1

5.7. ¢ * |

571 &p* 2
FORIg 2 R SUREY S F 2 B8 B 4R T AT A 4T RRFE s A 1R R R 40T
(1) Set RBW = 100 kHz
(2) VBW 2 3 x RBW
(3) Detector = Peak
(4) Trace mode = max hold
(5) Sweep = auto couple
5.7.2 4| & &

6dB#E % 1 > &7 500kHz -

5.7.3 R W

Spectrum Analyzer

8 | Attenuator E UT
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H\a_y,f ,Jﬂg\i M y Report No.: 2011TW8602-T1

5.7.4 F* ERBES

Frequency | 6dB Bandwidth Limit

Test Mode Channel No. Result
(MHz) (MHz) (MHz)

LE (1Mbps) 00 2402 0.6801 20.5 Pass

LE (1Mbps) 19 2440 0.6944 20.5 Pass

LE (1Mbps) 39 2480 0.7039 20.5 Pass

CHO0 (2402MHz) LE(1Mbps) CH19 (2440MHz) LE(1Mbps)

Agilent Spectrum Analyzer - Occupied BW.

gilent Spectrum Analyzer - Occupled BW

F ' 00( Contor Frag 2410000000 GHz
Center Freg 2.440000000 GHz _ ‘:‘_::;m:‘;“ Avng:Id“ﬂlﬂO

HFGain-Low ~ WAtten: 10 4B Radio Davice: BTS

09:55:32 PM Aun (5, 2020
td.

Froquancy Radi i: None

Frequency

T g i 05:5
Center Freq 2.402000000 GHz Center Freq: 2.402000000 GHz Radi
Trig: Free Run ‘AvglHold> 1010

#IFGain:Low #Atten: 10 dB

Radio Device: BTS

Ref Offset 12 dB
Ref 25.00 dBm

Ref Offset 12 dB
Ref 25.00 dBm

Center Freq)
2.440000000 GHz

Center 2.44 GHz ) Span 3 MHz

‘Center 2402 GHz
#Res BW 100 kHz #VBW 300 kHz Sweep 1ms|

H#Res BW 100 kHz #VBW 300 kHz

QOccupied Bandwidth Total Power 3.22 dBm
1.0657 MHz

Transmit Freq Error -24,899 kHz OBW Power

x dB Bandwidth 694.4 kHz x dB

Occupied Bandwidth Total Power 2.82 dBm
1.0597 MHz

Transmit Freq Error -25.466 kHz OBW Power 99.00 %

x dB Bandwidth 680.1 kHz x dB -6.00 dB

= StaTus.

Agilent Spectrum Analyzer - Occupled BW

Center Freq 2.480000000 GHz Center Freq: 2.480000000 GHz Frequency
Trig: Free Run AvglHeld:» 1010

HFGaln:Low — #Amen: 10 dB Radio Device: BTS

Ref Offset 12 dB
Ref 25.00 dBm

Center Freq
2.480000000 GHz|

#Res BW 100 kHz #VBW 300 kHz Sweep 1ms

Occupied Bandwidth Total Power
1.0698 MHz

Transmit Freq Error -27.061 kHz OBW Power

x dB Bandwidth 703.9 kHz x dB

= STatus

Page Number: 48 of 50



Report No.: 2011TW8602-T1

58. # FHEH TR

5.8.1 £p|* i
B b XSGR G YL R R EREIPRRE - HNF R ESHELA P RGO
# 3 KHz o ARSUE R A 2 RATAR 0 A B SRS g 3 KHZ o iRl R 2 R )
A& %8 dBm o

B PIEY 2 AR 3 KHz o BB PE KR BE X0 1 M AT R & 3 3kHZ o #ripl 1R 2
AR R A4 A3 KHZ A P G BRI AL (TR 3 3 KHZ) A LE A R

5.8.2 "H|& £

it H A PR ERSFAKHZE R o F PRI AR EF M TS IR AT RAY T
By A+ 28dBm e

FOHOTER VB LR T PE > FH SR A2 2 e M FA2iB6dBI 0 i ik Az B 2 B E £ 'F i1
B et e e 0 H ISR GI)R R R T AL -

(1)3 1£+:2400-2483.5¢ # (MHz) % » 3 4 & % &2 = & 34 3 AZi86dBi - 5>+ # 48 3dB i 1dB2
e

(2) # (£3:5725-5850¢ #(MHz)% » £ 5 5t % 812+ & 114 5 42B6dBI > 7 F *F i< o o

5.8.3 R W

Spectrum Analyzer

8 o3 Attenuator EUT
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584 # FIHRRRBES

Frequency PSD Result Limit
Test Mode Channel No. Result

(MHz) (dBm/3kHz) | (dBm/3kHz)

LE (1Mbps) 00 2402 -17.001 <8 Pass

I\
(o]

LE (1Mbps) 19 2440 -17.684 Pass

LE (1Mbps) 39 2480 -16.985

IN
(o]

Pass

CHO0 (2402MHz) LE(1Mbps) CH19 (2440MHz) LE(1Mbps)

Agilent Spectrum Analyzer - Swept SA Agilent Spectrum Analyzer - Swept SA

T = 2 m RCE OFF 1000 , 2020 g F L R CFF =
contorFoa 2 iv2000000 Gz TN TN e centerFeaziioououoocriz ISR il

e Lo ide .
IF Gain:High #Azen: 0 dB 1FGain:High #Atten: 0 dB

Ref Offset 12 dB 2 o Ref Offset 12 dB
Ref -8.00 dBm - Ref -8.00 dBm

’
2402000000 GHz, \ 2.440000000 GHz|

| I
StartFreq| 4 i StartFreq
2401000000 GHz, 1 2.439000000 GHz,

Stop Freq L] StopFreq
2.403000000 GHz ' b 2441000000 GHz

CF Step’ CF Step’
200,000 kHz 200,000 kHz
Auto Man! Auto Man

Center 2.402000 GHz ‘Span 2.000 MHz Center 2.440000 GHz Span 2.000 MHz
#Res BW 3.0 kHz #VBW 10 kHz Sweep 210.9 ms (1001 pts) #Res BW 3.0 kHz #VBW 10 kHz Sweep 210.9 ms (1001 pts)

s STaTUS. s status

Avg Type: Log-Pwr
o Trig: Free Run AvglHold:> 1010
#Aten: 0 dB

Ref Offset 12 dB
Ref -8.00 dBm

Center 2.480000 GHz Span 2.000 MHz
#Res BW 3.0 kHz #VBW 10 kHz Sweep 210.9 ms (1001 pts)

s sTaTUS

The End
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