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MEASUREMENT REPORT
LP0002:2018 -

§ 2.1033 General Information

APPLICANT: Boston Scientific Corporation
APPLICANT ADDRESS: 4100 Hamline Avenue North M/S 10-203
St. Paul, Minnesota 55112-5798, USA
TEST SITE: PCTEST ENGINEERING LABORATORY, INC.
TEST SITE ADDRESS: 7185 Oakland Mills Road, Columbia, MD 21046 USA

TELECOM TECHNICAL

REQUIREMENTS):

LP0002:2018

BASE MODEL: Emblem 3200 Programmer

FCC ID: ESCCRM70514

FCC CLASSIFICATION: FCC Part 15 Spread Spectrum Transmitter (DSS)

Test Device Serial No.: FCC_WIFI [J Production [X] Pre-Production [J Engineering
Method/System: Frequency Hopping Spread Spectrum (FHSS)

DATE(S) OF TEST: 4/21/2012; 9/17, 10/29/2014

TEST REPORT S/N: 0Y1406121225.ESC

Test Facility / Accreditations
Measurements were performed at PCTEST Engineering Lab located in Columbia, MD 21046, U.S.A.

PCTEST facility is an FCC registered (PCTEST Reg. No. 159966) test facility with the site
description report on file and has met all the requirements specified in Section 2.948 of the
FCC Rules and Industry Canada (2451B-1).

PCTEST Lab is accredited to ISO 17025 by U.S. National Institute of Standards and
Technology (NIST) under the National Voluntary Laboratory Accreditation Program
(NVLAP Lab code: 100431-0) in EMC, FCC and Telecommunications.

PCTEST Lab is accredited to ISO 17025-2005 by the American Association for Laboratory
Accreditation (A2LA) in Specific Absorption Rate (SAR) testing, Hearing Aid Compatibility
(HAC) testing, CTIA Test Plans, and wireless testing for FCC and Industry Canada Rules.

PCTEST Lab is a recognized U.S. Conformity Assessment Body (CAB) in EMC and
R&TTE (n.b. 0982) under the U.S.-EU Mutual Recognition Agreement (MRA).

PCTEST TCB is a Telecommunication Certification Body (TCB) accredited to ISO/IEC
Guide 65 by the American National Standards Institute (ANSI) in all scopes of FCC Rules
and Industry Canada Standards (RSS).

PCTEST facility is an IC registered (2451B-1) test laboratory with the site description on
file at Industry Canada.

PCTEST is a CTIA Authorized Test Laboratory (CATL) for AMPS, CDMA, and EvDO
wireless devices and for Over-the-Air (OTA) Antenna Performance testing for AMPS,
CDMA, GSM, GPRS, EGPRS, UMTS (W-CDMA), CDMA 1xEVDO, and CDMA 1xRTT.
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1.0 INTRODUCTION

1.1 Scope

Measurement and determination of electromagnetic emissions (EMC) of radio frequency devices including
intentional and/or unintentional radiators for compliance with the technical rules and regulations of the Federal
Communications Commission, the Industry Canada Certification and Engineering Bureau and the Telecom
Technical Regulations of the National Communications Commission.

1.2 PCTEST Test Location

The map below shows the location of the PCTEST LABORATORY, its proximity to the FCC Laboratory, the
Columbia vicinity, the Baltimore-Washington Internt’l (BWI) airport, the city of Baltimore and the Washington,
DC area. (See Figure 1-1).

These measurement tests were conducted at the PCTEST Engineering Laboratory, Inc. facility located at
7185 Oakland Mills Road, Columbia, MD 21046. The site coordinates are 39° 10'23” N latitude and 76° 49'50”
W longitude. The facility is 0.4 miles North of the FCC laboratory, and the ambient signal and ambient signal
strength are approximately equal to those of the FCC laboratory. The detailed description of the measurement

facility was found to be in compliance with the requirements of § 2.948 according to ANSI C63.4-2009 on
February 15, 2012.
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Figure 1-1. Map of ihe Greater Baltimore and Metropolitan Washington, D.C. area
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2.0 PRODUCT INFORMATION

21 Equipment Description

The Equipment Under Test (EUT) is the Boston Scientific Subcutaneous Implantable Cardiac
Defibillator Programmer FCC ID: ESCCRM70514. The test data contained in this report pertains only to the
emissions due to the EUT’s Bluetooth transmitter.

¢ This Bluetooth module has been tested by a Bluetooth Qualification Lab, and we confirm the following:
A) The hopping sequence is pseudorandom
B) All channels are used equally on average
C) The receiver input bandwidth equals the transmit bandwidth
D) The receiver hops in sequence with the transmit signal

2.2 Device Capabilities

This device contains the following capabilities:
Bluetooth (1x,EDR)

Note: The measurement data found in this report was taken from a different device, bearing the FCC
ID: A3LSCHI705, whose circuitry is electrically identical to this device. The original testing for the
A3LSCHI705 device was performed in 2012 and the results have been re-validated for this filing. Thus, the
results in this report are still applicable and accurately assess continued compliance of this device to the
corresponding FCC, ISED, and Taiwan technical requirements.

Note: This device is capable of operating in hopping and non-hopping mode. The EUT can hop between 79 different
channels in the 2400 — 2483.5MHz band.

2.3 Antenna Description

The device contains an Integral PIFA antenna with the following characteristics.
Frequency: 2.4 GHz
Antenna Gain (Peak): -1.14 dBi

24 Test Configuration

The Boston Scientific Subcutaneous Implantable Cardiac Defibillator Programmer FCC ID: ESCCRM70514
was tested per the guidance of ANSI C63.10-2009 and DA 00-705. ANSI C63.10-2009 was used to
reference the appropriate EUT setup for radiated spurious emissions testing and AC line conducted testing.
See Sections 3.2 for AC line conducted emissions test setups, 3.3 for radiated emissions test setups, and 0,
6.3, 6.4, 6.5, 6.6, 0, and 6.8 for antenna port conducted emissions test setups.

2.5 EMI Suppression Device(s)/Modifications
No EMI suppression device(s) were added and no modifications were made during testing.
2.6 Labeling Requirements

Per 15.19; Docket 95-19

The label shall be permanently affixed at a conspicuous location on the device; instruction manual or
pamphlet supplied to the user and be readily visible to the purchaser at the time of purchase. However, when
the device is so small wherein placement of the label with specified statement is not practical, only the
trade name and FCC ID must be displayed on the device per Section 15.19(a)(5). Please see attachment for
FCC ID label and label location.
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3.0 DESCRIPTION OF TEST

3.1 Evaluation Procedure

The measurement procedure described in the American National Standard for Testing Unlicensed Wireless
Devices (ANSI C63.10-2009) and the “Filing and Measurement Guidelines for Frequency Hopping Spread
Spectrum Systems” (DA 00-705) were used in the measurement of the Boston Scientific Subcutaneous
Implantable Cardiac Defibillator Programmer FCC ID: ESCCRM70514. The measurements were evaluated
against limits described in LP0002:2018 Telecom Technical Regulations.

Deviation from measurement procedure...........c.cooiiiiiiiiiiiiii s NON@
3.2 AC Line Conducted Emissions

The line-conducted facility is located inside a 10'x16'x9" shielded enclosure. The shielded enclosure is
manufactured by ETS Lindgren RF Enclosures. The shielding effectiveness of the shielded room is in
accordance with MIL-Std-285 or NSA 65-5. A 1m x 1.5m wooden table 80cm high is placed 40cm away from
the vertical wall and 80cm away from the sidewall of the shielded room. Two 10kHz-30MHz, 50Q/50uH Line-
Impedance Stabilization Networks (LISNs) are bonded to the shielded room floor. Power to the LISNs is filtered
by external high-current high-insertion loss power line filters. The external power line filter is an ETS Lindgren
Model LPRX-4X30 (100dB Attenuation, 14kHz-18GHz) and the two EMI/RFI filters are ETS Lindgren Model
LRW-2030-S1 (100dB Minimum Insertion Loss, 14kHz — 10GHz). These filters attenuate ambient signal noise
from entering the measurement lines. These filters are also bonded to the shielded enclosure.

The EUT is powered from one LISN and the support equipment is powered from the second LISN. If the EUT is
a DC-powered device, power will be derived from the source power supply it normally will be powered from and
this supply line(s) will be connected to the second LISN. All interconnecting cables more than 1 meter were
shortened to a 1 meter length by non-inductive bundling (serpentine fashion) and draped over the back edge of
the test table. All cables were at least 40cm above the horizontal reference groundplane. Power cables for
support equipment were routed down to the second LISN while ensuring that that cables were not draped over
the second LISN.

Sufficient time for the EUT, support equipment, and test equipment was allowed in order for them to warm up to
their normal operating condition. The RF output of the LISN was connected to the spectrum analyzer and
exploratory measurements were made to determine the frequencies producing the maximum emission from the
EUT. The spectrum was scanned from 150kHz to 30MHz with a spectrum analyzer. The detector function was
set to peak mode for exploratory measurements while the bandwidth of the analyzer was set to 10kHz. The
EUT, support equipment, and interconnecting cables were arranged and manipulated to maximize each
emission. Each emission was also maximized by varying: power lines, the mode of operation or resolution, clock
or data exchange speed, scrolling H pattern to the EUT and/or support equipment whichever determined the
worst-case emission. Once the worst case emissions have been identified, the one EUT cable
configuration/arrangement and mode of operation that produced these emissions is used for final measurements
on the same test site. The analyzer is set to CISPR quasi-peak and average detectors with a 9kHz resolution
bandwidth for final measurements.

Line conducted emissions test results are shown in Section 6.11. The EMI Receiver mode of the Agilent MXE
was used to perform ACLC emissions testing.
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3.3 Radiated Emissions

The radiated test facilities consisted of an indoor 3 meter semi-anechoic chamber used for final measurements
and exploratory measurements, when necessary. The measurement area is contained within the semi-anechoic
chamber which is shielded from any ambient interference. The test site inside the chamber is a 6m x 5.2m
elliptical, obstruction-free area in accordance with Clause 5, Figure 5.7 of ANSI C63.4-2009. For measurements
above 1GHz absorbers are arranged on the floor between the turn table and the antenna mast in such a way
so as to maximize the reduction of reflections. For measurements below 1GHz, the absorbers are removed. An
ETS Lindgren Model 2188 raised turntable is used for radiated measurement. It is a continuously rotatable,
remote-controlled, metallic turntable and 2 meters (6.56 ft.) in diameter. The turn table is flush with the raised
floor of the chamber in order to maintain its function as a ground plane. A 78cm high PVC support structure is
placed on top of the turntable. A %" (~1.9cm) sheet of high density polyethylene is used as the table top and is
placed on top of the PVC supports to bring the total height of the table to 80cm.

For all measurements, the spectrum was scanned through all EUT azimuths and from 1 to 4 meter receive
antenna height using a broadband antenna from 30MHz up to the upper frequency shown in 15.33(b)(1)
depending on the highest frequency generated or used in the device or on which the device operates or tunes.
For frequencies above 1GHz, linearly polarized double ridge horn antennas were used. For frequencies below
30MHz, a calibrated loop antenna was used. When exploratory measurements were necessary, they were
performed at 1 meter test distance inside the semi-anechoic chamber using broadband antennas, broadband
amplifiers, and spectrum analyzers to determine the frequencies and modes producing the maximum emissions.
Sufficient time for the EUT, support equipment, and test equipment was allowed in order for them to warm up to
their normal operating condition. The test set-up was placed on top of the 0.8 meter high, 1 x 1.5 meter table.
The EUT, support equipment, and interconnecting cables were arranged and manipulated to maximize each
emission. Appropriate precaution was taken to ensure that all emissions from the EUT were maximized and
investigated. The system configuration, clock speed, mode of operation or video resolution, if applicable,
turntable azimuth, and receive antenna height was noted for each frequency found.

Final measurements were made in the semi-anechoic chamber using calibrated, linearly polarized broadband
and horn antennas. The test setup was configured to the setup that produced the worst case emissions. The
spectrum analyzer was set to investigate all frequencies required for testing to compare the highest radiated
disturbances with respect to the specified limits. The turntable containing the EUT was rotated through 360
degrees and the height of the receive antenna was varied 1 to 4 meters and stopped at the azimuth and height
producing the maximum emission. Each emission was maximized by changing the orientation of the EUT
through three orthogonal planes and changing the polarity of the receive antenna, whichever produced the
worst-case emissions. For the EUT positioning, “H” is defined with the EUT lying flat on the test surface, “H2” is
defined with the EUT standing up on its side, and “V” is defined with the EUT standing upright.
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4.0 ANTENNA REQUIREMENTS

Excerpt from Section 2.2 of the Telecom Technical Regulations Test Requirements:
“An intentional radiator antenna shall be designed to ensure that no antenna other than that furnished by the
responsible party can be used with the device. The use of a permanently attached antenna or of an antenna
that uses a unique coupling to the intentional radiator shall be considered sufficient to comply with the provisions

of this section.”

e The antennas of the Boston Scientific Subcutaneous Implantable Cardiac Defibillator Programmer are
permanently attached.

e There are no provisions for connection to an external antenna.

Conclusion:

The Boston Scientific Subcutaneous Implantable Cardiac Defibillator Programmer FCC ID:
ESCCRM70514 unit complies with the requirement of §15.203.
Ch. Frequency (MHz)
00 2402
39 2441
78 2480
Table 4-1. Frequency/ Channel Operations
. PCTEST LP0002:2018 BLUETOOTH TEST REPORT Boston Reviewed by:
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5.0 TEST EQUIPMENT CALIBRATION DATA

Test Equipment Calibration is traceable to the National Institute of Standards and Technology (NIST).

Manufacturer Model Description Cal Date |CalInterval | Cal Due | Serial Number
- RE1 Radiated Emissions Cable Set (UHF/EHF) 6/7/2011 Annual 6/7/2012 N/A
- BT2 Bluetooth Cable Set 2/17/2012 Annual 2/17/2013 N/A
Agilent N9020A MXA Signal Analyzer 10/10/2011]  Annual 10/10/2012] US46470561
Agilent N4010A Wireless Connectivity Test Set N/A N/A GB46170464
Agilent N9030A PXA Signal Analyzer 2/23/2012 Annual 2/23/2013 | MY49432391
ETS Lindgren 3117 1-18 GHz DRG Horn (Medium) 7/22/2011 Annual 7/22/2012 125518
Mini-Circuits VHF-3100+ High Pass Filter 1/15/2012 Annual 1/15/2013 30841
Rohde & Schwarz CMU200 Base Station Simulator 6/1/2011 Annual 6/1/2012 | 833855/0010
Rohde & Schwarz RS-PR18 1-18 GHz Pre-Amplifier 6/9/2011 Annual 6/9/2012 100071
Rohde & Schwarz ESU26 EMI Test Receiver 4/27/2011 Annual 4/27/2012 100342
Solar Electronics | 8012-50-R-24-BNC LISN 6/23/2011 Biennial 6/23/2013 310233

Table 5-1. Test Equipment Calibration Schedule for Original Testing

Manufacturer Model Description Cal Date |Cal Interval | Cal Due |Serial Number
- BT2 Bluetooth Cable Set 1/27/2014| Annual 1/27/2015 N/A
- RE1 Radiated Emissions Cable Set (UHF/EHF) | 5/29/2014| Annual 5/29/2015 N/A
Agilent 8447D Broadband Amplifier 5/30/2014| Annual 5/30/2015| 2443A01900
Agilent N4010A Wireless Connectivity Test Set N/A GB46170464
Agilent N9020A MXA Signal Analyzer 10/29/2013] Annual 10/29/2014] US46470561
Com-Power AL-130 9kHz - 30MHz Loop Antenna 6/26/2013 | Biennial 6/26/2015 121034
ETS Lindgren 3117 1-18 GHz DRG Horn (Medium) 4/8/2014 Biennial 4/8/2016 125518
ETS Lindgren 3160-09 18-26.5 GHz Standard Gain Horn 6/17/2014 | Biennial 6/17/2016 135427
K&L 11SH10-3075/U18000 High Pass Filter 5/2/2014 Annual 5/2/2015 2
Pasternack NMLC-1 Line Conducted Emissions Cable (NM) 1/28/2014| Annual 1/28/2015 N/A
Rohde & Schwarz ESU26 EMI Test Receiver (26.5GHz) 1/27/2014| Annual 1/27/2015 100342
Rohde & Schwarz TS-PR18 1-18 GHz Pre-Amplifier 3/5/2014 Annual 3/5/2015 100071
Rohde & Schwarz TS-PR26 18-26.5 GHz Pre-Amplifier 3/12/2014| Annual 3/12/2015 100040
Seekonk NC-100 Torque Wrench 5/16", 8" |bs 3/18/2014| Biennial 3/18/2016 N/A
Solar Electronics | 8012-50-R-24-BNC Line Impedance Stabilization Network | 6/20/2013| Biennial 6/20/2015 310233
Sunol JB5 Bi-Log Antenna (30M - 5GHz) 1/28/2014| Biennial 1/28/2016 A051107

Table 5-2. Test Equipment Calibration Schedule for Validation
Notes:

1. Equipment used for signaling with a calibration date of “N/A” shown in this list was only used for
maintaining a link between the piece of equipment and the EUT. This equipment was not used to make
direct calibrated measurements.

2. Table 5-2 lists equipment used for validation of data that is being re-used.

PCTEST LP0002:2018 BLUETOOTH TEST REPORT Boston Reviewed by:
FCC ID: ESCCRM70514
e oo (CERTIFICATION) Scientific] Quality Manager
Test Report S/N: Test Date: EUT Type: Page 9 of 34
0Y1406121225.ESC 2/21/2012, 9/17, 10/29/2014 | Subcutaneous Implantable Cardiac Defibrillator Programmer 9

© 2018 PCTEST Engineering Laboratory, Inc. V121
09/08/2014



P

ENGIN

CTEST

nnnnnnnnnnnnnnnnn

6.0 TEST RESULTS
6.1  Summary
Applicant Name: Boston Scientific
FCC ID: ESCCRM70514
Method/System: Frequency Hopping Spread Spectrum (FHSS)
Number of Channels: 79
FCC/Telecom
Technical L - Test Test
Test Test Description Test Limit Condition Result Reference
Requirements
TRANSMITTER MODE (Tx)
<1 MHz only if using less
3.10.1.6 20dB Bandwidth than 15 non-overlapping PASS Section 6.2
channels
3.10.1.2(1)(A) Peak Transmitter Output <1 Watt.ifz 75 non- PASS Section 6.3
Power overlapping channels used
. > 2/3 of 20 dB BW for systems .
3.10.1.6(1)(A) Channel Separation with Output Power < 125mW CONDUCTED PASS Section 6.5
3.10.1.6(1)(A)(@)| Number of Channels > 15 Channels PASS Section 6.7
3.10.1.6(1)(A)(@)| Time of Occupancy < 0.4 secin 31.6 sec period PASS Section 6.6
3.10.1.5(1) Band Edge / Out-of-Band Conducted > 20dBc pass | Section 6.4,
Emissions Section 6.8
27 General Field Strength Limits | Emissions in restricted bands Section 6.9
2.8 (Restricted Bands and must meet the radiated limits RADIATED PASS Section 6 '1(’)
’ Radiated Emission Limits) detailed in Section 2.8 ’
AC Conducted Emissions . . LINE .
2.3 150kHz — 30MHz < Section 2.3 Table limits CONDUCTED PASS Section 6.11
Table 6-1. Summary of Test Results
Notes:

1) All modes of operation and data rates were investigated. The test results shown in the following sections

represent the

worst case emissions.

2) The analyzer plots shown in this section were all taken with a correction table loaded into the analyzer. The
correction table was used to account for the losses of the cables, directional couplers, and attenuators used
as part of the system to maintain a link between the call box and the EUT at all frequencies of interest.

3) All antenna port conducted emissions testing was performed on a test bench with the antenna port of the
EUT connected to the spectrum analyzer through calibrated cables, attenuators, and couplers.

4) For conducted spurious emissions, automated test software was used to measure emissions and capture
the corresponding plots necessary to show compliance. The measurement software utilized is PCTEST “BT
Auto”, Version 2.5.
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6.2 20dB Bandwidth Measurement

3.10.1.6

The bandwidth at 20dB down from the highest in-band spectral density is measured with a spectrum analyzer
connected to the receive antenna while the EUT is operating in transmission mode at the appropriate
frequencies. The maximum permissible 20dB bandwidth is 1 MHz, unless more than 15 non-overlapping
channels are employed.

20dB Bandwidth Test
Frequency L Channel Results
[MHz] Rate No. Measu.red .
[Mbps] Bandwidth | Pass/Fail
[kHz]
2402 1.0 0 952.90 Pass
2441 1.0 39 946.70 Pass
2480 1.0 78 931.10 Pass
2402 2.0 0 1316.00 Pass
2441 2.0 39 1285.00 Pass
2480 2.0 78 1288.00 Pass
2402 3.0 0 1294.00 Pass
2441 3.0 39 1304.00 Pass
2480 3.0 78 1293.00 Pass

Table 6-2. Conducted 20dB Bandwidth Measurements

Agilent N4010A Bluetooth
Signaling Test Set

[

Agilent ks
Signal Analyzer

H EUT

Figure 6-1. Test Instrument & Measurement Setup
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Agilent Spectrum
L

Analyzer - Occupied BW
RF S0Q  AC

#IFGain:Low

SENSE:INT
Center Freq: 2.402000000 GHz
Trig: Free Run Avg|Hold: 100/100
#Atten: 26 dB

ALIGN AUTO 10:49:20 4M Apr 21,2012

Radio Std: None

Radio Device: BTS

Center 2.402 GHz
HRes BW 30 kHz

Occupied Bandwidth

889.63
2.73
952.

Transmit Freq Error
x dB Bandwidth

#VBW 91 kHz

Total Power 17.9 dBm

kHz

5 kHz
9 kHz

OBW Power
x dB

99.00 %
-20.00 dB

STATUS

Frequency

Freq Offset

0 Hz

Plot 6-1. 20dB Bandwidth Plot (Bluetooth, 1Mbps — Ch. 0)

#IFGain:Low

s~ Trig:Free Run

ALIGN AUTO
Center Freq: 2.441000000 GHz
Avg|Hold: 100/100

10:46:45 AM Apr 21, 2012
Radio Std: None

#Atten: 26 dB Radio Device: BTS

Ref 15.00 dBm

i

|
Center 2.441 GHz
HRes BW 30 kHz
Occupied Bandwidth
877.13

Transmit Freq Error

x dB Bandwidth 946.

#VBW 91 kHz

Total Power 17.2 dBm

kHz

-3.180 kHz

OBW Power
x dB

99.00 %

7 kHz -20.00 dB

STATUS

Frequency

Freq Offset

0Hz

Plot 6-2. 20dB Bandwidth Plot (Bluetooth, 1Mbps — Ch. 39)
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Agilent Spectrum Analyzer - Occupied BW
LX) RF 50Q AC

#IFGain:Low

#Atten: 26 dB

ALIGN AUTO
Center Freq: 2.480000000 GHz
—»— Trig:Free Run

10:47:41 AM Apr 21, 2012

Radio Std: None Frequency

Avg|Hold: 100/100

Radie Device: BTS

__Ref 15.00 dBm

Center 2.48 GHz
#Res BW 30 kHz

Occupied Bandwidth
897.53

Transmit Freq Error -1
x dB Bandwidth 931.

#VBW 91 kHz

Total Power

kHz

65 Hz
1 kHz

OBW Power
x dB

16.4 dBm Freq Offset

0Hz

99.00 %
-20.00 dB

STATUS

Plot 6-3. 20dB Bandwidth Plot (Bluetooth, 1Mbps — Ch. 78)

#IFGain:Low

#Atten: 26 dB

| | BlE ALIGNAUTO
Center Freq: 2.402000000 GHz
—»— Trig:Free Run

|10:48:25 AM Apr 21, 2012

Radio Std: None Frequency

Avg|Hold: 100/100

Radie Device: BTS

Ref 15.00 dBm

1 A
Center 2.402 GHz
HRes BW 30 kHz

Occupied Bandwidth

#VBW 91 kHz

Total Power

1.1860 MHz

Transmit Freq Error
x dB Bandwidth

-2.939 kHz
1.316 MHz

OBW Power
x dB

15.5 dBm Freq Offset

0Hz

99.00 %
-20.00 dB

STATUS

Plot 6-4. 20dB Bandwidth Plot (Bluetooth, 2Mbps — Ch. 0)
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Agilent Spectrum
T

Analyzer - Occupied BW

#IFGain:Low

Ref 15.00 dBm

#Res BW 30 kHz

Occupied Bandwidth

—»— Trig:Free Run

l______ _ALIGNAUTO
441000000 GHz
Avg|Hold: 100/100

10:50:02 AM Apr 21, 2012
Radio Std: Nene

#Atten: 26 dB Radie Device: BTS

#VBW 91 kHz

Total Power 17.3 dBm

1.1638 MHz

Transmit Freq Error 4.21

x dB Bandwidth

1.285 MHz

9 kHz OBW Power

x dB

99.00 %
-20.00 dB

STATUS

Frequency

Freq Offset

0Hz

Plot 6-5. 20dB Bandwidth Plot (Bluetooth, 2Mbps — Ch. 39)

Agilent Spectrum Analyzer - Occupied BW
( | RF 2

509 AC

#IFGain:Low

Ref 15.00 dBm

#Res BW 30 kHz

Occupied Bandwidth

—»—  Trig:Free Run

S ] ALIGNAUTO
Center Freq: 2.480000000 GHz
Avg|Hold: 1001100

10:50:23 AM Apr 21, 2012
Radie Std: Nene

#Atten: 26 dB Radie Device: BTS

#VBW 91 kHz

Total Power 16.1 dBm

1.1767 MHz

-3.71

Transmit Freq Error
x dB Bandwidth

1.288 MHz

3 kHz OBW Power

x dB

99.00 %
-20.00 dB

STATUS

Frequency

Freq Offset

0Hz

Plot 6-6. 20dB Bandwidth Plot (Bluetooth, 2Mbps — Ch. 78)
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Agilent Spectrum Analyzer - Occupied BW
( | RF 509 AC ] ALIGNAUTO  [10:52:13AM Apr 21, 2012
Center Freq: 2.402000000 GHz Radio Std: None Frequency
—— Trig:Free Run Avg|Held: 1001100
#IFGain:Low RAtten: 26 dB Radio Device: BTS

Ref 15.00 dBm

VAN A
Center 2.402 GHz
HRes BW 30 kHz #/BW 91 kHz

Occupied Bandwidth Total Power 17.3 dBm Freq Offset
1.1678 MHz s

Transmit Freq Error 1.170 kHz OBW Power 99.00 %
x dB Bandwidth 1.294 MHz x dB -20.00 dB

MSG STATUS

Plot 6-7. 20dB Bandwidth Plot (Bluetooth, 3Mbps — Ch. 0)

] g ] ALIGNAUTO  [10:53:02 AM Apr 21, 2012
Center Freq: 2.441000000 GHz Radio Std: None Frequency
—»— Trig:Free Run Avg|Held: 1001100
#IFGain:Low RAtten: 26 dB Radio Device: BTS

Ref 15.00 dBm

Center 2.441 GHz
#Res BW 30 kHz #VBW 91 kHz

Occupied Bandwidth Total Power 16.2 dBm Freq Offset
1.1912 MHz aEe

Transmit Freq Error -1.211 kHz OBW Power 99.00 %
x dB Bandwidth 1.304 MHz x dB -20.00 dB

MSG STATUS

Plot 6-8. 20dB Bandwidth Plot (Bluetooth, 3Mbps — Ch. 39)
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Agilent Spectrum Analyzer - Occupied BW

RF | S0Q  AC

SE ALIGNAUTO | 10:54:18.AM Apr 21, 2012

Center Freq: 2.480000000 GHz Radio Std: None Frequency

—»— Trig:Free Run Avg|Held: 1001100

#IFGain:Low #Atten: 26 4B Radio Device: BTS

Ref 15.00 dBm

:

p J
S i
Center 2.48 GH
H#Res BW 30 kHz

Occupied Bandwidth

1.1664

Transmit Freq Error

x dB Bandwidth

#VBW 91 kHz

Total Power 17.0 dBm Freq Offset

MHz
284 Hz OBW Power 99.00 %

1.293 MHz x dB -20.00 dB

STATUS

0Hz

Plot 6-9. 20dB Bandwidth Plot (Bluetooth, 3Mbps — Ch. 78)
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6.3 Output Power Measurement
3.10.1.2(1)(A)

Measurement is made while the EUT is operating in non-hopping transmission mode. The powers shown below
were measured using a spectrum analyzer with a Bluetooth signaling test set (Agilent Model: N4010A) used
only to maintain a Bluetooth link with the EUT. Peak power measurements are performed in the analyzers’ swept
spectrum mode using a peak detector with RBW = 3MHz and VBW = RBW. Average power data is provided to
determine the need for Bluetooth SAR testing according to KDB 447498 D01 v05r02. Average power
measurements are performed using the analyzer’s “burst power” function with RBW = 3MHz. The burst power
function triggers on a single burst set to maximum power and measures the maximum average power over the
on-time. The maximum permissible output power is 1 Watt.

This unit was tested with all possible data rates and the highest peak power is reported with the unit transmitting
at 2Mbps.

Peak Conducted Avg Conducted
Frequency Data Channel Power Power
[MHz] At No.
[Mbps] [dBm] | [mW] | [dBm] | [mW]
2402 1.0 0 10.32 10.765 10.18 10.423
2441 1.0 39 10.56 11.376 10.44 11.066
2480 1.0 78 10.14 10.328 9.99 9.977
2402 2.0 0 11.29 13.459 8.12 6.486
2441 2.0 39 11.49 14.093 8.38 6.887
2480 2.0 78 11.91 15.524 7.95 6.237
2402 3.0 0 11.59 14.421 8.10 6.457
2441 3.0 39 11.81 15.171 8.35 6.839
2480 3.0 78 11.39 13.772 7.91 6.180

Table 6-3. Conducted Output Power Measurements

Agilent N4010A Bluetooth
Signaling Test Set

»

Agilent M H EUT

Signal Analyzer

Figure 6-2. Test Instrument & Measurement Setup
Notes:

1. Final results were obtained using calibrated couplers, attenuators and cables. The following formula was
used:

Output Power (dBm) = Raw Analyzer Level (dBm) + Cable Loss (dB) + Loss in Directional Coupler/Insertion
Loss (dB)
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6.4
3.10.1.5(1)

Band Edge Compliance

Measurement is taken at the highest point located outside of the emission bandwidth. The maximum
permissible emission level is 20 dBc. Any emission lying outside of the emission bandwidth and in a
restricted band is subject to a field strength limit specified in Section 3.10.1.5(1) of the Low Power 0002..

Out of band conducted spurious emissions at the band edge were investigated for all data rates and the worst
case emissions were found with the EUT transmitting at 3 Mbps. Band edge emissions were also investigated
with the EUT transmitting in all data rates. Plots of the worst case emissions are shown below.

Agilent Spectrum Analyzer - Swept SA

Mwwwfw n‘rwwv*wM\-WdWW“N llW’

RF 509 AC CORREC

PNO: Wide ~»— 1rig: Free Run
IFGain:Low

Ref 15.00 dBm

Center 2.400000 GHz

#Res BW 100 kHz

MSG

#VBW 300 kHz

ALIGNAUTO
#Avg Type: RMS
Avg|Hold: 1001100

SENSE:INT

Atten: 26 dB

-59.013 dB

X2
'_WLT l\!‘“\l
\

1A2-

i A

Span 8.000 MHz
Sweep 4.00 ms (1001 pts)

STATUS

Frequency

Auto Tune

Center Freq
2.400000000 GHz

StartFreq
2,396000000 GHz

Stop Freq
2.404000000 GHz

CF Step
800.000 kHz

Auto Man

Freq Offset
0Hz

Plot 6-10. Band Edge Plot (Bluetooth with Hopping Disabled, 3 Mbps — Ch. 0)
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Analyzer - Swept SA

Agilent Spectrum

RF CORREC ALIGN AUTO
#Avg Type: RMS

Avg|Hold: 100/100

509 AC 11:04:25 AM Apr 21, 2012

PNO: Wide ~#— 1rig: Free Run
IFGain:Low Atten: 26 dB

AMEkr1 3.792 MH

Ref 15.00 dBm -64.332 dB

X
i

Y

\

1A2
¢

Wi,

L SN ARSI A

Span 8.000 MHz
Sweep 4.00 ms (1001 pts)

STATUS

Center 2.483500 GHz
#Res BW 100 kHz

MSG

#VBW 300 kHz

Frequency

Auto

2.487500000 GHz

Auto Tune

Center Freq

2.483500000 GHz

StartFreq

2.479500000 GHz

StopFreq

CF Step
800.000 kHz
Man

Freq Offset
0Hz

Plot 6-11. Band Edge Plot (Bluetooth with Hopping Disabled, 3 Mbps — Ch. 78)

Agilent Spectrum Analyzer - Swept SA

RF AC ALIGN AUTO
#Avg Type: RMS
Avg|Held: 100/100

11:03:00 &M
TRACE
TYPE

PNO: Wide —»— 1rig: Free Run
DET

IFGain:Low Atten: 26 dB

AMkr1 -9.72 MHz
-64.725 dB

“’-«‘\M‘mﬁ"‘x

Ref 15.00 dBm

vt

ﬁ

ﬂ“fj
f'

142
¢

..J\-J,-'\-\.M.J'h_ummﬂ'a‘ipwj'.-mr.«_.-"-m.',_uwtﬁ_ﬂvurrr-w\-'vﬂ-'vf\llﬁ-r’-

Center 2.40000 GHz
#Res BW 100 kHz

Span 20.00 MHz
Sweep 1.93 ms (1001 pts)

STATUS

#VBW 300 kHz

Frequency

Plot 6-12. Band Edge Plot (Bluetooth with Hopping Enabled, 3 Mbps)
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Agilent Spectrum Analyzer - Swept SA
( RF 509 AC CORREC SENSE:IN ALIGN AUTO 11:03:54 AM Apr 21, 2012
- #Avg Type: RMS Frequency
PNO: Wide ~»— 1rig: Free Run Avg|Hold: 1001100
IFGain:Low Atten: 26 dB

AMkKr1 6.74 MHz Auto Tune
Ref 15.00 dBm -65.764 dB

_— Center Freq
ﬂ‘ﬂﬂnvﬁ:‘wl[\f‘ﬂf *ﬁ[“! Liﬁ,],!% W \ 2.483500000 GHz

l StartFreq
2.473500000 GHz

Stop Freq
2.493500000 GHz

CF Step
2.000000 MHz
142 Auto Man

U0 Lt g et i AL A M A e et g e it sl o

Freq Offset
0Hz

Center 2.48350 GHz Span 20.00 MHz
#Res BW 100 kHz #VBW 300 kHz Sweep 1.93 ms (1001 pts)

MSG STATUS

Plot 6-13. Band Edge Plot (Bluetooth with Hopping Enabled, 3 Mbps)
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6.5 Carrier Frequency Separation
3.10.1.6(1)(A)

Measurement is made with EUT operating in hopping mode. The minimum permissible channel separation
for this system is 2/3 the value of the 20dB BW.

The EUT complies with the minimum channel separation requirement when it is operating in 1x/EDR mode using
79 channels and when operating in AFH mode using 20 channels.

Data Min.
Frequency a Channel | Channel
Rate -
[MHz] Mb No. Separation
[Mbps] [MHz]
2402 1.0 0 0.635
2441 1.0 39 0.631
2480 1.0 78 0.621
2402 2.0 0 0.877
2441 2.0 39 0.857
2480 2.0 78 0.819
2402 3.0 0 0.863
2441 3.0 39 0.869
2480 3.0 78 0.862

Table 6-4. Minimum Channel Separation

Agilent Spectrum Analyzer - Swept SA
( RF 509 AC :IN ALIGN AUTO
#Avg Type: RMS
PNO: Wide —»— 1rig: Free Run Avg|Held: 1001100
IFGain:Low Atten: 26 dB

AMkr1 985 kHz
Ref 15.00 dBm 0.424 dB

Center 2.441000 GHz Span $.000 MHz
#Res BW 30 kHz #VBW 91 kHz Sweep 5.33 ms (1001 pts)

MSG STATUS

Plot 6-14. Channel Spacing Plot (Bluetooth)
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6.6 Time of Occupancy
3.10.1.6(1)(A)(a)

Measurement is made while EUT is operating in hopping mode with the spectrum analyzer set to zero span.
The maximum permissible time of occupancy is 400 ms within a period of 400ms multiplied by the

SENSE:INT] ALIGN AUTO
Trig Delay: 639.0 ys  #Avg Type: RMS
PNO: Wide —»>— 11ig: Video Avg|Hold: 1001100
IFGain:Low Atten: 26 dB

2012
Frequency

AMKr1 2.908 ms Auto Tune

Ref 15,00 dBm 1.537 dB
N center Freq
2.441000000 GHz

StartFreq
2.441000000 GHz

StopFreq

1A2 || 2.441000000 GHz

1.000000 MHz

Auto Man

'
‘ CFStep
|

(b Arabiand
il

Freq Offset
OHz

N

Center 2.441000000 GHz Span 0 Hz
Res BW 1.0 MHz #VBW 3.0 MHz Sweep 4.000 ms (1001 pts)

MSG STATUS

Plot 6-15. Time of Occupancy Plot (Bluetooth)
Bluetooth Time of Occupancy Calculation

Typically, Bluetooth 1x)EDR mode has a channel hopping rate of 1600 hops/s. Since 1x/EDR modes use 5
transmit and 1 receive slot, for a total of 6 slots, the Bluetooth transmitter is actually hopping at a rate of 1600 /
6 = 266.67 hops/s/slot

o 400ms x 79 hopping channels = 31.6 sec (Time of Occupancy Limit)

o Worst case BT has 266.67 hops/second (for 1x/EDR modes with DH5 operation)

o 266.67 hops/second / 79 channels = 3.38 hops/second (# of hops/second on one channel)

o 3.38 hops/second/channel x 31.6 seconds = 106.67 hops (# hops over a 31.6 second period)

o 106.67 hops x 2.908ms/channel = 310.20ms (worst case dwell time for one channel in 1x/EDR

modes)

With AFH, the number of channels is reduced to a minimum of 20 channels and the channel hopping rate is
reduced by 50% to 800 hops/s. AFH mode also uses 6 total slots so the Bluetooth transmitter hops at a rate of
800 /6 = 133.3 hops/s/slot

o 400ms x 20 hopping channels = 8 sec (Time of Occupancy Limit)

o Worst case BT has 133.3 hops/second/slot (for AFH mode with DH5 operation)

o 133.3 hops/s / 20 channels = 6.67 hops/second (# of hops/second on one channel)

o 6.67 hops/s / channel x 8 seconds = 53.34 hops (# hops over a 8 second period)

o 53.34 hops x 2.908ms/channel = 155.11ms (worst case dwell time for one channel in AFH mode)
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6.7 Number of Hopping Channels
3.10.1.6(1)(A)(a)

Measurement is made while EUT is operating in hopping mode. This frequency hopping system must employ
a minimum of 15 hopping channels.

In AFH mode, this device operates using 20 channels so the requirement for minimum number of hopping
channels is satisfied.

Agilent Spectrum Analyzer - Swept SA
U 50 G C ALIGN AUTO

#Avg Type: RMS

Avg|Hold: 1001100

Frequency

Trig: Free Run
Atten: 26 dB

PNO: Wide —»—
IFGain:Low

Ref 15.00 dBm
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| ».m i 'W

“ﬂi "' Mﬂl 7\

{ \| ‘
T K Il \Q [

CF Step
4.100000 MHz
Man

Freq Offset
0 Hz

Start 2.40000 GHz Stop 2.44100 GHz
#Res BW 100 kHz #VBW 300 kHz Sweep 3.93 ms (1001 pts)

MSG STATUS

Plot 6-16. Low End Spectrum Channel Hopping Plot (Bluetooth)

Agilent Spectrum Analyzer - Swept SA
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#Avg Type: RMS TRACE Frequency

Trig: Free Run Avg|Held:>100/100 TYPE_
Atten: 26 dB DET|
Mkr1 2.483 948 0 GHz
--dBm

Center Freq

[
| ﬂ r\ StartFreq
:| L 1} 2.441000000 GHz|

PNO: Wide ()
IFGain:Low

Ref 15.00 dBm

f J H ﬂ\ h“ M W\HJ \[ u’ It |

uu/J |

) J Stop Freq
2.483500000 GHz
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Freq Offset
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1
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MSG STATUS

Plot 6-17. High End Spectrum Channel Hopping Plot (Bluetooth)
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6.8 Conducted Spurious Emissions
3.10.1.5(1)

Out of band conducted spurious emissions were investigated for all data rates and the worst case emissions
were found with the EUT transmitting at 2Mbps. Plots of the worst case emissions are shown below.

The display line shown in the following plots denotes the limit at 20dB below the fundamental emission level
measured in a 100kHz bandwidth. However, since the traces in the following plots are measured with a 1MHz

RBW, the display line may not necessarily appear to be 20dB below the level of the fundamental in a 1MHz
bandwidth.

Agilent Spectrum Analyzer - Swept SA
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Start 30 MHz ' ' ' Stop 10.000 GHz
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STATUS

Plot 6-18. Conducted Spurious Plot (Bluetooth, 2Mbps — Ch. 0)
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Agilent Spectrum Analyzer - Swept SA
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Plot 6-19. Conducted Spurious Plot (Bluetooth, 2Mbps — Ch. 0)
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Plot 6-20. Conducted Spurious Plot (Bluetooth, 2Mbps — Ch. 39)
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Agilent Spectrum Analyzer - Swept SA
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Plot 6-21. Conducted Spurious Plot (Bluetooth, 2Mbps — Ch. 39)
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Plot 6-22. Conducted Spurious Plot (Bluetooth, 2Mbps — Ch. 78)
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Agilent Spectrum Analyzer - Swept SA
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Plot 6-23. Conducted Spurious Plot (Bluetooth, 2Mbps — Ch. 78)
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6.9 Radiated Spurious Emission Measurements
Section 2.7, 2.8

Frequency Field Strength Measured Distance
[uV/m] [Meters]
0.009 - 0.490 MHz 2400/F (kHz) 300
0.490 — 1.705 MHz 24000/F (kHz) 30
1.705 — 30.00 MHz 30 30
30.00 — 88.00 MHz 100 3
88.00 — 216.0 MHz 150 3
216.0 — 960.0 MHz 200 3
Above 960.0 MHz 500 3

Table 6-5. Radiated Limits

Sample Calculation

o Field Strength Level (gsuvim = Analyzer Level [ggm) + 107 + AFCL g8/m) + Duty Cycle Correction (¢g)
o AFCL @s/m = Antenna Factor gs/m) + Cable Loss [ap]

o Margin 8] = Field Strength Level [gsuvim) — Limit [gspuvim)

Duty Cycle Correction Factor Calculation
o Channel hop rate = 800 hops/second (AFH Mode)

o Adjusted channel hop rate for DH5 mode = 133.33 hops/second

o Time per channel hop =1/ 133.33 hops/second = 7.50 ms

o Time to cycle through all channels = 7.50 x 20 channels = 150 ms

o Number of times transmitter hits on one channel = 100 ms / 150 ms = 1 time(s)
o Worst case dwell time = 7.5 ms

o Duty cycle correction factor = 20log1o(7.5ms/100ms) = -22.5 dB

Test Notes

All emissions lying in restricted bands specified in §15.205 are below the limit shown in Table 6-5.
No significant radiated emissions were found in the 2310 - 2390MHz restricted band.

4. Average measurements > 1GHz using RBW = 1MHz and VBW = 1kHz > 1/t Hz, where t = pulse width in
seconds. Peak measurements > 1GHz using RBW = 1MHz and VBW = 3MHz. Both average and peak
measurements were made using a peak detector.

5. The antenna is manipulated through typical positions, polarity and length during the tests. The EUT is
manipulated through three orthogonal planes.

This unit was tested with its standard battery.
The spectrum is measured from 9kHz to the 10" harmonic and the worst-case emissions are reported.

8. The duty cycle correction factor was not applied to noise floor measurements.
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Radiated Spurious Emission Measurements

Section 2.7, 2.8

Worst Case Mode: Bluetooth
Worst Case Data Rate: 2 Mbps
Measurement Distance: 3 Meters
Operating Frequency: 2402MHz
Channel: 0
Frequency Analyzer Ant.| EUT AFCL Duty Cy.cle Field Limit |Margin
[MHz] Level |Detector|Pol.[ Pol. [dB] Correction | Strength [dBuV/m]| [dB]
[dBm] [H/V]| [H/H2/V] [dB] [dBuV/m]
4804.00 -89.56 Avg H H 39.20 -22.50 34.14 53.98 | -19.84
4804.00 -85.19 Peak H H 39.20 0.00 61.01 73.98 [ -12.97
12010.00 -115.16 Avg H H 49.11 0.00 40.95 53.98 | -13.03
12010.00 -111.57 Peak H H 49.11 0.00 44.54 73.98 | -29.44
Table 6-6. Radiated Measurements
Worst Case Mode: Bluetooth
Worst Case Data Rate: 2 Mbps
Measurement Distance: 3 Meters
Operating Frequency: 2441MHz
Channel: 39
Frequency Analyzer Ant.| EUT AFCL Duty Cy_cle Field Limit |Margin
[MHz] Level |Detector|Pol.[ Pol. [dB] Correction | Strength [dBuVim]| [dB]
[dBm] [H/V]|[H/H2/V] [dB] [dBuV/m] H
4882.00 -90.28 Awg H H 39.26 -22.50 33.48 53.98 | -20.50
4882.00 -85.33 Peak H H 39.26 0.00 60.93 73.98 [ -13.05
7323.00 -108.55 Avg H H 42.34 -22.50 18.30 53.98 | -35.68
7323.00 -98.93 Peak H H 42.34 0.00 50.41 73.98 | -23.56
12205.00 -115.12 Awg H H 49.70 0.00 41.59 53.98 | -12.39
12205.00 -111.77 Peak H H 49.70 0.00 44.94 73.98 [ -29.04
Table 6-7. Radiated Measurements
. PCTEST LP0002:2018 BLUETOOTH TEST REPORT Boston Reviewed by:
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Radiated Spurious Emission Measurements

Section 2.7, 2.8

Worst Case Mode: Bluetooth
Worst Case Data Rate: 2 Mbps
Measurement Distance: 3 Meters
Operating Frequency: 2480MHz
Channel: 78
Frequency Analyzer Ant.| EUT AFCL Duty Cy.cle Field Limit |Margin
[MHz] Level [Detector|Pol.| Pol. [dB] Correction | Strength [dBuVim]| [dB]
[dBm] [H/V]| [H/H2/V] [dB] [dBpV/m] H
4960.00 -88.45 Awg H H 39.32 -22.50 35.37 53.98 | -18.61
4960.00 -84.25 Peak H H 39.32 0.00 62.07 73.98 | -11.91
7440.00 -116.50 Awg H H 42.49 0.00 32.98 53.98 | -21.00
7440.00 -112.64 Peak H H 42.49 0.00 36.84 73.98 | -37.14
12400.00 -115.01 Awg H H 50.27 0.00 42.26 53.98 | -11.72
12400.00 -111.63 Peak H H 50.27 0.00 45.64 73.98 | -28.34
Table 6-8. Radiated Measurements
. PCTEST LP0002:2018 BLUETOOTH TEST REPORT Boston Reviewed by:
FCC ID: ESCCRM70514 N"=T=3 T (CERTIFICATION) Scientific Quality Manager
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6.10 Radiated Restricted Band Edge Measurements

Section 2.7, 2.8

Test Report S/N:
0Y1406121225.ESC

Test Date:

2/21/2012, 9/17, 10/29/2014

EUT Type:

Subcutaneous Implantable Cardiac Defibrillator Programmer

Worst Case Mode: Bluetooth
Worst Case Data Rate: 2 Mbps
Measurement Distance: 3 Meters
Operating Frequency: 2480MHz
Channel: 78
Frequency Analyzer Ant. [ EUT AFCL Duty Cy_cle Field Limit |Margin
[MHz] Level |Detector|Pol.| Pol. [dB] Correction | Strength [dBuV/m]| [dB]
[dBm] [H/V]|[H/H2/V] [dB] [dBuV/m]
2483.50 -84.07 Avg H H 36.39 -22.50 36.82 53.98 [ -17.16
2483.50 -88.48 Peak H H 36.39 0.00 54.91 73.98 [ -19.07
2484.43 -93.47 Awg H H 36.39 -22.50 27.42 53.98 | -26.56
2484.43 -94.19 Peak H H 36.39 0.00 49.20 73.98 [ -24.78
2485.48 -101.68 Avg H H 36.40 -22.50 19.22 53.98 | -34.76
2485.48 -97.90 Peak H H 36.40 0.00 45.50 73.98 | -28.48
Table 6-9. Radiated Restricted Upper Band Edge Measurement (Average)
. PCTEST LP0002:2018 BLUETOOTH TEST REPORT Boston Reviewed by:
FCC ID: ESCCRM70514 N"=T=3 T (CERTIFICATION) Scientific Quality Manager
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6.11 Line Conducted Measurement Data

Section 2.3
80:
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FCC Part 15 Class B Voltage on Mains QP.LimitLine FCC Part 15 Class B Voltage on Mains AV.LimitLine—— Preview Result 1-PK+
v Final Result 1-QPK * Final Result 2-AVG
Plot 6-10. Line-Conducted Test Plot (L1)
Frequency Li QuasiPeak Limit Margin Average Limit Margin
ine
MHz dBpVv dBpVv dB dBpv dBpVv dB
11.054 L1 36.50 60.00 23.50 28.30 50.00 21.70
11.081 L1 36.70 60.00 23.30 28.40 50.00 21.60
11.139 L1 37.10 60.00 22.90 28.80 50.00 21.20
11.258 L1 37.00 60.00 23.00 28.70 50.00 21.30
11.371 L1 36.60 60.00 23.40 28.70 50.00 21.30
11.540 L1 36.80 60.00 23.20 28.20 50.00 21.80
Table 6-10. Line Conducted Data with Bluetooth (L1)
Notes:
1. All modes of operation, data rates, and test channels were investigated and the worst-case emissions are reported

in BT BDR mode using 1Mbps on Channel 39. The emissions found were not affected by the choice of channel

used during testing.

Corr. (dB) = Cable loss (dB) + LISN insertion factor (dB)
QP/AV Level (dBuV) = QP/AV Analyzer/Receiver Level (dBuV) + Corr. (dB)
Margin (dB) = QP/AV Limit (dBuV) - QP/AV Level (dBuV)

Traces shown in plot are made using a peak detector.

N g M oeDd

Deviations to the Specifications: None.

The limit for an intentional radiator from 150kHz to 30MHz are specified in Section 15.207 of the Title 47 CFR.
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Line Conducted Measurement Data

Section 2.3
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Plot 6-12. Line-Conducted Test Plot (N)
Frequency Line QuasiPeak Limit Margin Average Limit Margin
MHz dBuVv dBuVv dB dBuVv dBuVv dB
0.161 N 38.40 65.40 27.00 26.90 55.40 28.50
10.959 N 38.70 60.00 21.30 30.60 50.00 19.40
11.200 N 39.30 60.00 20.70 31.00 50.00 19.00
11.470 N 38.60 60.00 21.40 30.60 50.00 19.40
11.553 N 39.20 60.00 20.80 30.30 50.00 19.70
11.585 N 38.50 60.00 21.50 30.30 50.00 19.70
Table 6-11. Line Conducted Data with Bluetooth (N)
Notes:
1. All modes of operation, data rates, and test channels were investigated and the worst-case emissions are reported

in BT BDR mode using 1Mbps on Channel 39. The emissions found were not affected by the choice of channel

used during testing.

No o e Db

Deviations to the Specifications: None.

FCC ID: ESCCRM70514
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Test Report S/N:
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The limit for an intentional radiator from 150kHz to 30MHz are specified in Section 15.207 of the Title 47 CFR.
Corr. (dB) = Cable loss (dB) + LISN insertion factor (dB)

QP/AV Level (dBuV) = QP/AV Analyzer/Receiver Level (dBuV) + Corr. (dB)
Margin (dB) = QP/AV Limit (dBuV) - QP/AV Level (dBpV)

Traces shown in plot are made using a peak detector.
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7.0 CONCLUSION

The data collected relate only to the item(s) tested and show that the Boston Scientific Subcutaneous
Implantable Cardiac Defibillator Programmer FCC ID: ESCCRM70514 is in compliance with LP0002:2018
of the Telecom Technical Regulations.
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